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Foreword 





Commercial computer-controlled test instruments introduced in the 1960s used a wide variety of 
non-standard, proprietary interfaces and communication protocols. In 1975, the Institute of Electrical and 
Electronic Engineers approved IEEE 488-1975. IEEE 488 defined a standard electrical and mechanical 
interface for connectors and cables. It also defined handshaking, addressing, and general protocol for 
transmitting individual bytes of data to and from instruments and computers. This standard has been updated 
and is now IEEE 488. 1-1987. 


Although it solved the problem of how to send bytes of data between instruments and computers, IEEE 488 
did not specify the data bytes’ meanings. Instrument manufacturers freely invented new commands as they 
developed new instruments. The format of data returned from instruments varied as well. By the early 1980s, 
work began on additional standards to specify how to interpret data sent via JEEE 488. 


In 1987, the IEEE released IEEE 488.2-1987, Codes, Formats, Protocols and Common Commands for Use 
with IEEE 488.1-1987. This standard defined the roles of instruments and controllers in a measurement 
system and a structured scheme for communication. In particular, IEEE 488.2 described how to send 
commands to instruments and how to send responses to controllers. It defined some frequently used 
“housekeeping” commands explicitly, but each instrument manufacturer was left with the task of naming any 
other types of command and defining their effect. IEEE 488.2 specified how certain types of features should 
be implemented if they were included in an instrument. It generally did not specify which features or 
commands should be implemented for a particular instrument. Thus, it was possible that two similar 
instruments could each conform to JEEE 488.2, yet they could have an entirely different command set. 


Standard Commands for Programmable Instruments (SCPI) is the new instrument command language for 
controlling instruments that goes beyond JEEE 488.2 to address a wide variety of instrument functions in a 
standard manner. SCPI promotes consistency, from the remote programming standpoint, between instruments 
of the same class and between instruments with the same functional capability. For a given measurement 
function such as frequency or voltage, SCPI defines the specific command set that is available for that 
function. Thus, two oscilloscopes made by different manufacturers could be used to make frequency 
measurements in the same way. It is also possible for a SCPI counter to make a frequency measurement using 
the same commands as an oscilloscope. 


SCPI commands are easy to learn, self-explanatory and account for both novice and expert programmer’s 
usage. Once familiar with the organization and structure of SCPI, considerable efficiency gains can be 
achieved during control program development, independent of the control program language selected. 
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1 


Introduction 


Requirements 
This volume, “Syntax and Style,” is global in nature and shall be used with all other volumes 
of the SCPI standard. 


Organization 

The first five chapters of Syntax and Style are an introduction to the overall concept of SCPI 
1999. They describe an overview of the standard, reference other standards, describe SCPI 
compliance criteria, and how to interpret command tables and syntax flow diagrams. The 
next three chapters in this volume describe the program headers, parameters and expressions 
from which SCPI commands and responses are built. Following this are chapters which 
describe the status reporting model, style guidelines for creating new commands, the effect 
of *RST on parameter values, and facilities for managing named sets of data in an 
instrument. 


This volume, Syntax and Style, is the first of the four-volume set that makes up the SCPI 
1999 Standard. The second and largest volume is the SCPI Command Reference, which 
contains the actual language constructs which appear in instruments. The third volume, Data 
Interchange Format, defines a standard representation for data sets which may be used 
between instruments and applications, between applications, or directly between 
instruments. The fourth volume, Instrument Classes, defines the SCPI commands and 
behavior needed to implement functionality sets associated with common classes of 
instruments. These four volumes form the complete 1999 SCPI Standard and should be used 
as a set. 


This document is intended to apply to “systems” instruments. It defines both organization 
and content of messages at the controller-to-instrument and instrument-to-controller 
information interchange level. This document was developed so that, an instrument 
designed in accordance with it, shall be able to conform to JEEE Std. 488. 1-1987 Standard 
Digital Interface for Programmable Instrumentation, and IEEE Std. 488.2-1987 Codes, 
Formats and Common Commands For Use With IEEE Std. 488.1-1987. Conformance to 
IEEE 488. 1-1987 and IEEE 488.2-1987 is not required by this document, recognizing that 
some instruments implement physical interfaces other than the JEEE 488.1-1987. However, 
SCPI is based upon the concepts and terminology used within these standards. 


This document may impact the related person-to-instrument and the instrument-to-person 
information interchange levels. Though the main purpose of this document is to define the 
interface as it relates to remote control, implementation of these codes and formats may 
affect the “front panel” of the instrument involved. 


SCPI Goals 

The goal of Standard Commands for Programmable Instruments (SCPD is to reduce 
Automatic Test Equipment (ATE) program development time. SCPI accomplishes this goal 
by providing a consistent programming environment for instrument control and data usage. 
This consistent programming environment is achieved by the use of defined program 
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messages, instrument responses, and data formats across all SCPI instruments, regardless of 
manufacturer. 


A consistent program environment uses the same commands and parameters to control 
instruments that have the same functionality. These program commands and parameters are 
sent from a controller to an instrument using JEEE 488.1, VXIbus, RS-232C, etc., interfaces. 
SCPI instruments are very flexible in accepting a range of command and parameter formats, 
which makes the instrument easier to program. The instrument resonses sent back to the 
controller can be either data or status information. SCPI instrument response format of a 
particular query is well-defined and reduces the programming effort to understand 
instrument data and status information. Data information can be formatted so that it is 
device- and measurement-independent. 


SCPI programming consistency is both vertical and horizontal. Vertical programming 
consistency defines program messages within an instrument class. An example of vertical 
consistency is using the same command for reading DC voltage from several different 
multimeters. Horizontal consistency is using the same command to control similar functions 
across instrument classes. For example, the trigger command would be the same for an 
identical trigger function found among counters, oscilloscopes, function generators, etc. 


A key to consistent programming is the reduction of multiple ways to control similar 
instrument functions. The philosophy of SCPI is for the same instrument functions to be 
controlled by the same SCPI commands. To simplify learning, SCPI uses industry-standard 
names and terms that are manufacturer and customer supported. 


SCPI provides several different levels of instrument control. Simple Measure commands 
provide users easy and quick control of SCPI instrumentation, while more detailed 
commands provide traditional instrument control. 


SCPI is designed to be expanded with new defined commands in the future without causing 
programming problems. As new instruments are introduced, the intent is to maintain 
program compatibility with existing SCPI instruments. SCPI ATE test programs designed to 
run with new instruments may not be compatible with existing instruments. In other words, 
the test programs are upward-compatible, but not downward-compatible. 


To promote wide industry acceptance, SCPI is publicly available for implementation by 
anyone, whether or not they are a member of the SCPI Consortium. 


The Consortium does not release working documents or provisional documentation. Only 
approved standards are released to the public. 


SCPI Usage 
The advantage of SCPI for the ATE system programmer is reducing the time learning how to 
program new SCPI instruments after programming their first SCPI instrument. 


Programmers who use programming languages such as BASIC, C, FORTRAN, etc., to send 
instrument commands to instruments will benefit from SCPI. Also, programmers who 
implement instrument device drivers for ATE program generators and/or software 
instrument front panels will benefit by SCPI’s advantages. SCPI defines instrument 
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commands, parameters, data, and status. It is not an application package, programming 
language, or software intended for instrument front panel control. 


SCPI is designed to be layered on top of the hardware-independent portion of IEEE 488. 2. 
SCPI can be used with controller-to-instrument interfaces such as IEEE 488.1, V-XIbus, 
RS-232C, etc. 


Instrument Interchangeability 

By providing a consistent programming environment, replacing one SCPI instrument with 
another SCPI instrument in an ATE system will usually require less effort than with 
non-SCPI instruments. SCPI is not a standard which completely provides for interchangeable 
instrumentation. SCPI helps move toward interchangeability by defining instrument 
commands and responses, but it does not define instrument functionality, accuracy, 
resolution, connectors, etc., which is needed to provide true instrument interchangeability 
without affecting the ATE system hardware and software. 
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2 References 
a “ANSI S1.4” 


™ ANSI X3.4-1977, American National Standard Code for Information Interchange; 
ISO Std.646-1983, ISO 7 bit Coded Character Set for Information Interchange 


= ANSI X3.42-1975, American National Standard Representation of Numeric 
Values in Character Strings for Information Interchange; ISO Std. 6093-1985, 
Representation of Numeric Values in Character Strings for Information 
Interchange 


= ANSI/EIA/TIA-562-1989, Electrical Characteristics for an Unbalanced Digital 
Interface 





™ ANSIIEEE Std 181-1977, TEEE Standard on Pulse Measurement and Analysis by 
Objective Techniques 


™ ANSITEEE Std 194-1977, TEEE Standard Pulse Terms and Definitions 


= ANSIVIEEE Std. 260-1978, An American National Standard IEEE Standard Letter 
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Certain Other Units); ISO Std.1000-1981, SI Units and Recommendations for the 
Use of Their Multiples and Certain Other Units 


# ANSITEEE Std 488.1-1987, TEEE Standard Digital Interface for Programmable 
Instrumentation 

B® ANSIEEE Std 488.2-1992, IEEE Standard Codes, Formats, Protocols, and 
Common Commands for use with ANSI/IEEE Std 488.1-1987 


™ ANSITIEEE Std 754-1985, IEEE Standard for Binary Floating-Point Arithmetic 
™ Bell Telephone “Per BTSM 41004” 

= “CCIR Recommendation 468-2” 

= “CCITT Recommendation P53” 


= CCITT Recommendation V.42, Fascile V111.1 (Blue book, 1988), Error 
Correcting Procedures for DCE’s Using Asynchronous-to-Synchronous 
Conversion 


= “Dolby Labs Bulletin No 19/4” 


= EIA RS-232-D, Interface Between Data Terminal Equipment and Data 
Communication Equipment Employing Serial Binary Data Interchange 


= EIA RS-422, Electrical Characteristics of Balanced Voltage Digital Interface 
Circuits 


“Fields and Waves in Communication Electronics,” Ramo, Whinnery, and 
Van Duzer 


= “IEC Recommendation 179” 
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1999 SCPI Syntax & Style 





3.1 


3.2 


Life Cycle 


SCPI is a “living” standard. Additional commands will always be needed to meet the needs 
of new technologies and new instruments. The SCPI Consortium meets regularly to propose 
and review extensions to the command set. New commands may be proposed by members of 
the Consortium, and by other interested parties. 


Proposals accepted by the Consortium are published and distributed to member companies 
and are available for immediate use. Approved proposals are reviewed annually. After the 
annual review, a new revision of the SCPI Standard is published, and the commands become 
a permenant part of the standard. 


All copies of the SCPI Standard contain a version year of issue. All SCPI instruments can be 
queried to determine the version-year to which they conform. 


Adding a Capability 

In general, a command proposed as an extension to SCPI will be approved if it is well 
formed according to the rules set forth in “Syntax and Style”, if it conforms in style to 
commands in the subsystem where it is placed, and if there is not already a command to 
control the same functionality. The Consortium rejects commands only on the basis of 
objective criteria. 


SCPI is designed to grow in an upwardly compatible way. For a control program, this means 
that the aditions to SCPI will not change the meanings of existing commands, and standard 
programs will not need to be rewritten except to add new functionality. For an instrument, 
upward compatibility means that the instrument functionality will not become inaccessable 
due to additions to the language; existing instruments will not become obsolete by the 
extension of SCPI. 


Obsoleting a Capability 

It is possible that a command may someday have to be altered or deleted in order to permit 
important new functionality to be implemented. Such an event represents the failure of the 
extension process because it breaks upward compatibility. Proposals for changes that break 
upward compatibility will only be accepted if there is overwhelming evidence that the 
benefits to users and the member companies of the Consortium outweigh the cost to existing 
users. 


The following commands have been deleted from the SCPI Volume II, Command Reference 
as a part of the SCPI life cycle process. Reuse is discouraged. Any reinstatement is to be 
accompanied by a careful review of compatibility issues with all previous versions of the 
SCPI standard. 


KEYWORD PARAMETER FORM NOTES DELETION DATE 
STATus 1996 
:QUEue 1996 
:ENABle <event_queue_list> 1996 
[:NEXT]? [query only] 1996 
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3.3 Device Dependent Commands 
From time to time manufacturers may elect to build instruments with capabilities that are not 
covered by a current version of this standard. Presumably the manufacturer will submit these 
new commands into the SCPI Life Cycle process. If the consortium adopts commands that 
are incompatible those originally used by the manufacturer, the manufacturer is permitted to 
provide his original commands in subsequent products for compatibility. 


3-2 Life Cycle 
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SCPI Compliance Criteria 


This section indicates mandatory and optional capabilities of SCPI. These capabilities are 
fully specified elsewhere, in “Syntax and Style’, “Command Reference”, “Data Interchange 
Format” and JEEE 488.2, and an instrument designer shall fully comply with the referenced 
sections. Only designs conforming to these requirements shall be able to claim conformance 
to the SCPI specification. 


IEEE 488.2 Requirements 

All SCPI instruments shall conform to the specifications for devices in IEEE 488.2, except rz 
that section 4.1 IEEE 488.1 Requirements shall be omitted where an instrument does not 

implement an JEEE 488. / interface. 


Additionally, a SCPI instrument shall be able to parse <compound command program 
header> and <compound query program header>, to handle the tree structured commands in 
SCPI. 


IEEE Mandated Commands 
All SCPI instruments shall implement all the common commands declared mandatory by 
IEEE 488.2. 


Mnemonic Name 488.2 Section 
*CLS Clear Status Command 10.3 
*ESE Standard Event Status Enable Command 10.10 
*ESE? Standard Event Status Enable Query 10.11 
*ESR? Standard Event Status Register Query 10.12 
*IDN? Identification Query 10.14 
*OPC Operation Complete Command 10.18 
*OPC? Operation Complete Query 10.19 
*RST Reset Command 10.32 
*SRE Service Request Enable Command 10.34 
*SRE? Service Request Enable Query 10.35 
*STB? Read Status Byte Query 10.36 
*TST? Self-Test Query 10.38 
*WAI Wait-to-Continue Command 10.39 


IEEE Optional Common Commands 
IEEE Std. 488.2 describes several optional commands which may be implemented in a 
device. None of these commands are required by SCPI. 


IEEE Common Command Implications 

Proper implementation of some of the IEEE 488.2 common commands carry some 
implications which are not immediately obvious. Primarily this has to do with the 
synchronization commands. 


SCPI Compliance Criteria 4-1 
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Overlapped and Sequential Commands 
IEEE 488.2 defines a distinction between overlapped and sequential commands. As defined 
in IEEE 488.2, a sequential command is one which finishes executing before the next 
command starts executing. An overlapped command is one which does not finish executing 
before the next command starts executing. These types of commands are described in IEEE 
488.2, section 12. Examples are given in IEEE 488.2, appendix B. 


IEEE 488.2 defines three common commands (*OPC, *WAI, *OPC?) which a device 
controller can use to synchronize its operation to the execution of overlapped commands. 
The definitions for these common commands appear in sections 10.18, 10.19, and 10.39 of 
IEEE 488.2. All three are required by IEEE 488.2, even if none of the device’s commands 
are overlapped. 


Implementing any device commands as overlapped will increase the complexity of the 
implementation of the three synchronization common commands. 


Each overlapped command has associated with it a Pending Operation flag. The device sets 
this flag TRUE when it passes the corresponding command from the Execution Control 
block to the Device Action block. The device sets the flag false when the device operation is 
finished, or has been aborted. 


IEEE 488.2 defines a No Operation Pending flag. This flag is FALSE whenever any Pending 
Operation flag is TRUE, and is TRUE whenever all Pending Operation flags are FALSE. 
IEEE 488.2 also permits device designers to decide which overlapped commands are 
included in the No Operation Pending flag. A device may implement commands which 
select which overlapped commands are included in the No Operation Pending flag, although 
the SCPI standard does not include such a command. 


IEEE 488.2 requires user documentation to clearly indicate which commands, if any, are 
overlapped, and which overlapped commands are included and which are excluded from the 
No Operation Pending flag. 


*CLS 
This command clears all status data structures in a device. For a device which minimally 
complies with SCPI, these registers are: 


SESR (IEEE 488.2) 
OPERation Status Register (SCPI) 
QUEStionable Status Register (SCPI) 
Error/Event Queue (SCPI) 


Execution of *CLS shall also clear any additional status data structures implemented in the 
device. The corresponding enable registers are unaffected. See the table in Command 
Reference, 20.7. 


*CLS forces the device into OCIS and OQIS (see 4.1.3.3 and 4.1.3.4) without setting the No 
Operation Pending flag TRUE and without setting the OPC bit of the SESR TRUE and 
without placing a “1” into the Output Queue. 
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For example, suppose a device implements INITiate[:[MMediate] as an overlapped 
command. Assuming that the trigger model is programmed so that it will eventually return to 
the IDLE state, and that INITiate[:IMMediate] takes longer to execute than *OPC, sending 
these commands to this device: 


INITiate; *OPC 


results in initiating the trigger model and, after some time, setting the OPC bit in the SESR. 
However, sending these commands: 


INITiate; *OPC; *CLS 


still initiates the trigger model. Since the operation is still pending when the device executes 
*CLS, the device does not set the OPC bit until it executes another *OPC command. 


*OPC and *WAI 
A device is in the Operation Complete Command Active State (OCAS) after it has executed 
*OPC. The device returns to the Operation Complete Command Idle State (OCIS) whenever 
the No Operation Pending flag is TRUE, at the same time setting the OPC bit of the SESR 
TRUE. See IEEE 488.2 Fig 12-4. The following events force the device into OCIS without 
setting the No Operation Pending flag TRUE and without setting the OPC bit of the SESR: 


= power on 

™ receipt of the dcas message (device clear) 
™ execution of *CLS 

™ execution of *RST 


Implementation of the *OPC and *WAI commands is straightforward in devices which 
implement only sequential commands. When executing *OPC the device simply sets the 
OPC bit of SESR. Executing *WAT is a no-operation. The device is, in effect, always in 
OCIS. 


In devices which implement overlapped commands the implementation of *OPC and *WAI 
is a little more complicated. After executing *OPC the device must not set the OPC bit of 
SESR until the device returns to OCIS, even though it continues to parse and execute 
commands. After executing *WAI the device must execute no further commands or queries 
until the No Operation Pending flag is TRUE, or receipt of a dcas message, or a power on. 


*OPC? 


SCPI adds the requirement that *OPC? is implemented as a sequential command. 


A device is in the Operation Complete Query Active State (OQAS) after it has executed 
*OPC?. The device returns to the Operation Complete Query Idle State (OQIS) whenever 
the No Operation Pending flag is TRUE, at the same time placing a “1" in the Output Queue. 
See IEEE 488.2 Fig 12-6. The following events force the device into OQIS without setting 
the No Operation Pending flag TRUE and without placing a’’1" in the Output Queue: 


= power on 
™ receipt of the dcas message (device clear) 
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Implementation of the *OPC? query is straightforward in devices which implement only 
sequential commands. When executing *OPC? the device simply places a “1" in the Output 
Queue. 


The implementation of overlapped commands in a device complicates the implementation of 
*OPC? and places some restrictions on the implementation of the Message Exchange 
Protocol (MEP). IEEE 488.2 dictates that devices shall send query responses in the order that 
they receive the corresponding queries (IEEE 488.2 6.4.5.4). Although IEEE 488.2 
recommends that *OPC? be the last query in a program message, there is nothing to prevent 
a controller program from ignoring this suggestion. This is why *OPC? must be sequential. 


*RST 
The “*RST Conditions” chapter of Volume | gives pretty a lucid description of the SCPI 
requirements of *RST. There are, however, some implications. 


Interaction With the Synchronization Commands 
*RST stops the execution of any overlapped commands. The natural outcome of this is that 
the No Operation Pending flag will go TRUE. Execution of *RST must place the device in 
OCIS before setting the No Operation Pending flag TRUE, so that the effect of any pending 
*OPC command is nullified (that is, the OPC bit of the SESR does NOT get set). 


Implications For *SAV and *RCL 
In devices which implement the optional *SAV and *RCL common commands, the scope of 
instrument settings affected by these commands shall be the same as that affected by *RST. 
This means that if *RST has any effect upon a command, then so must *RCL. Conversely, if 
the device designer wants *RCL to have an effect upon a command, then *RST must also 
have an effect upon that command. Inversely, and more importantly, if the device designer 
wants a command to be EXCLUDED from the scope of *SAV and *RCL, then it must also 
be excluded from the scope of *RST. 


*RST and *RCL as Overlapped Commands 
While *RST stops the execution of running overlapped commands, the instrument designer 
may find it useful to make the *RST command, itself, overlapped. For example, if resetting 
requires the return to an initial position of a slow-reacting, electro-mechanical device. In this 
case, performance may be better served with *RST overlapped as subsequent commands 
may be parsed and executed while the resetting is completing. Even while overlapped, the 
*RST command shall always complete the resetting of device state variables before 
subsequent commands are processed to insure the integrity of *RST exception programming. 
For similar reasons, *RCL may be an overlapped command. 


If *RST or *RCL is overlapped, its Pending-Operation flag shall be reported in the 
No-Operation-Pending flag. 


If execution of *RST or *RCL causes a device operation which is equivalent to executing an 
overlapped command, the device shall set TRUE the Pending-Operation flag associated with 
that command. 
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4.1.3.6 *IDN? 
IEEE 488.2 is purposefully vague about the content of each of the four fields in the response 
syntax. SCPI adds no further requirement, but here are some suggestions: 


™ All devices produced by a company should implement the *IDN? response 


consistently. 
™ Field 1, the Manufacturer field, should be identical for all devices produced by a 
single company. 
= Field 2, the Model field, should NOT contain the word “MODEL”. 
= Field 4, the Firmware level field, should contain information about all separately ra 
revisable subsystems. This information can be contained in single or multiple 
revision codes. 


4.2 SCPI Requirements 
IEEE 488.2 describes the syntax of programming and device behavior to a certain level. 
Further refinement of the syntax and addition rules are imposed by SCPI in order to give 
instruments a common “look and feel”. The “Syntax and Style” volume of this standard 
describes the concepts behind SCPI and sets guidelines for originating new commands. A 
SCPI device shall follow these guidelines and style requirements. 


4.2.1 Required Commands 
The following commands are required in all SCPI instruments: 


Mnemonic Command Reference Section Syntax and Style Section 
:SYSTem 
:ERRor 21.8 
[:NEXT]? 21.8.3e (see Note 1) 1996 
:VERSion? 19.16 (see Note 2) 1991 
:STATus 18 5 
:OPERation 
[:EVENt]? 
:CONDition? 
:ENABle 
:ENABle? 
:QUEStionable 
[:EVENt]? 
:CONDition? 
:ENABle 
:ENABle? 
:PRESet 


Note 1: The requirement changed from SYSTem:ERRor? to SYSTem:ERRor[:NEXT]? in 
version 1995.1. 


Note 2: Requirement applies for all versions greater than 1990.0 
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4.2.2 Optional Commands 
All other commands in the “Command Reference” are considered optional, depending on the 
capabilities of the instrument. That is, the control of any instrument capability that is 
described in SCPI shall be implemented exactly as specified by using the appropriate SCPI 
defined commands. For example, an instrument dedicated to voltage measurement would 
not implement commands for sensing frequency. Certain commands, if implemented, 
require that other commands also be implemented. 


When a device does not support all alternative parameter values that are allowed for a SCPI 
command, it may implement a subset of these values unless otherwise stated. For example, 
if an instrument implements only RECTangular and UNIForm data shaping for its 
CALCulate: TRANSform:WINDow command, it may generate an error on receipt of any 
other SCPI defined parameter value (FLATtop,HAMMing, etc). However, a device must 
implement all parameters of a multi-parameter SCPI command. 


Commands required to implement a SCPI-described capability may be omitted under special 
conditions. The special condition exists when a command to be implemented affects a part 
of the instrument in which the configuration is fixed, and that the fixed configuration for that 
command corresponds to the value it would take on when an IEEE 488.2 *RST reset 
command is issued. For example, an instrument with a display that is configured to be 
permanently on does not need to implement the command that turns the display ON or OFF, 
since at *RST it is required by SCPI to be ON. If an instrument has a fixed configuration in 
which a setting does not correspond to the *RST value, then the instrument shall implement 
the command for that setting even though it has only a single legal value. 


4.2.3 Documentation Requirements 
The documentation for a SCPI instrument shall list the version number for which the 
instrument complies. This information shall appear on instrument specification sheets and 
related documents, as well as the programming manual. 


The manual for a SCPI instrument shall have a separate section titled “SCPI Conformance 
Information”. This section shall list separately: 


= The SCPI version to which the instrument complies 


™ The syntax of all SCPI confirmed commands implemented by the instrument. 
Confirmed commands are those commands which are published in the latest 
version of SCPI to which the instrument conforms. Commands in the 
DIAGnostic subsystem, and other commands which are not intended for end-user 
use need not be documented in this section. 


The syntax of all SCPI approved commands implemented by the instrument. 
Approved commands are those commands which have been approved by the 
SCPI Consortium, but are not contained in the version of SCPI to which the 


instrument conforms. 


= The syntax of all commands implemented by the instrument, which are not part of 
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the SCPI definition. 
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5 Notation 


Extensive use is made of syntax flow diagrams and tables throughout this document. 
Associated with these are notational styles, which are described in this chapter. 


1 Interpreting Command Tables 
Command tables are used to define a set of SCPI commands. A table shows the commands, 
their hierarchical relationships, related parameters (if any), and associated notes. The table is 
broken into 3 columns; the KEYWORD, the PARAMETER FORM, and any NOTES. 


The KEYWORD column provides the name of the command. The actual name of the 
command consists of one or more keywords since SCPI commands are based on a 
hierarchical structure, also known as a tree system. In such a system, associated commands 
are grouped together under a common node in the hierarchy, analogous to the way leaves at 
a same level are connected at a common branch. This and similar branches are connected to 
fewer and thicker branches, until they meet at the root of the tree. The closer to the root, the 
higher a node is considered in the hierarchy. To obtain a particular leaf or a particular 
command, the full path to it must be specified. This path is represented in the tables by 
placing the highest node in the hierarchy in the left-most position. Lower nodes in the 
hierarchy are indented one position to the right, below the parent node. 





Square brackets ([]) are used to enclose a keyword that is optional when programming the 
command; that is, the instrument shall process the command to have the same effect whether 
the option node is omitted by the programmer or not. Such a node is called a default node. 
Letter case in tables is used to differentiate between the accepted short form (the uppercase 
characters) and the long form (the whole keyword). The significance of the short and long 
form keywords is explained in the “Program Headers” chapter. 


The PARAMETER FORM column indicates the number and order of parameters in a 
command and their legal values. A command may allow the use of a SCPI-defined 
parameter type, a literal, or a combination of the two. The SCPI-defined parameter types are 
described in the “Parameters” chapter, and are distinguished by enclosing the type name in 
angle brackets (<>). A literal is typically a word that enumerates a setting that cannot be 
described using the SCPI-defined parameter types. 


In the PARAMETER FORM column, a number of characters have special significance. 
Square brackets ([]) are used to enclose one or more parameters that are optional when 
controlling the instrument. Braces ({}), or curly brackets, are used to enclose one or more 
parameters that may be included zero or more times. The vertical bar (|) can be read as “or” 
and is used to separate alternative parameter options. 


The query form of a command is generated by appending a question mark to the last 
keyword. However, not all commands have a query form, and some commands exist only in 
the query form. The NOTES column is used to indicate this. 


As an example, suppose the existance of the following table. 


Notation 5-1 
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KEYWORD PARAMETER FORM COMMENTS 
:FREQuency 
[:CW] <numeric_value> 
:AUTO <Boolean> 
:CENTer <numeric_value> 
:SPAN <numeric_value> 


To set the frequency value for a Continuous Wave signal, the following command would be 
sent: 
FREQuency:CW 2000000 


Alternatively, since the CW node is optional the following command is also valid: 
FREQuency 2000000 





To set the value of AUTO, either of the following commands are allowed, again due to the 
optional CW node: 
FREQuency:CW:AUTO OFF 


FREQuency:AUTO OFF 


The query form of the AUTO command is either of the following: 
FREQuency:CW:AUTO? 
FREQuency:AUTO? 





In the “Command Descriptions,” the detailed descriptions of the individual commands are 
provided immediately after the command table, in the order in which the commands appear 
in the table, reading from top to bottom. 


Interpreting Syntax Flow Diagrams 

Syntax flow diagrams are used extensively throughout the SCPI document and JEEE 488.2 
to provide pictorial representations of syntax. These representations are also known as 
railroad diagrams. 


The flow through a diagram is given by lines and arrows. These link together the various 
objects used to form a command. Objects exist in the diagram as either a circle or a box. 
Circles indicate literal characters and the boxes represent a syntactic structure that is defined 
elsewhere in this document or in JEEE 488.2. Flow through the diagrams generally proceeds 
left-to-right. Diagrams are entered on the left, and the syntax is satisfied when the diagram 
is exited on the right. When an element or group of elements in the diagram is repeatable, a 
reverse, right-to-left path will be shown around and above the element(s), and is marked with 
a left-facing arrow. When an element or group of elements in the diagram are optional, a 
left-to-right bypass path will be shown around and below the element(s). A branch in the 
path indicates a choice of elements. 


Lowercase and uppercase letters are considered equivalent; however, no attempt has been 
made to specify both alternatives in every instance. Whitespace characters (as defined in 
IEEE 488.2, section 7.4.1.2) are optional in many places, and no attempt has been made to 
specify “optional whitespace” everywhere it may exist. 
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6 Program Headers 


Program headers are keywords that identify the command. The program headers follow the 
syntax described in section 7.6 of JEEE 488.2. Instruments shall accept both upper and 
lowercase characters without distinguishing between the cases. Program headers consist of 
two distinct types, common command headers and instrument-control headers. 


6.1 Common Command and Query Headers 
The common command and query program header syntax is specified in IEEE 488.2 for use 
with the IEEE 488.2-defined common commands and queries. Their syntax is: 







<program mnemonic> 
488.2 Sec 7.6.1 





6.2 Instrument-Control Headers 
Instrument-control headers are used for all other instrument commands, typically those 
related to source and measurement control. The syntax for instrument-control headers is: 


<short form 
mnemonic> 
Sec 6.2.1 













<numeric_suffix> 
Sec 6.2.5.2 





<long form 
mnemonic> 
Sec 6.2.1 


The definition of the effect of the colons in an instrument-control header is covered later in 
“Traversal of the Header Tree.” 


6.2.1 Mnemonic Generation Rules 
Each instrument-control header or keyword has both a long and a short form. A SCPI 
instrument shall accept only the exact short and the exact long forms. Sending a header that 
is not the short form, nor the complete long form to a SCPI instrument shall cause it to 
generate an error. JEEE 488.2 limits the length of a header to 12 characters, including any 
numeric suffix that may appear. The long form header is either a single word or an 
abbreviation of a phrase. The short form header is an abbreviation of the long form header. 
In order to maintain a consistent set of mnemonics, SCPI defines the rules to generate a 
mnemonic. 


The long form mnemonic is generated from either a single word or a phrase. If a single word 
is used, then that word becomes the mnemonic. If a phrase is used, then the mnemonic is the 
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first letter of each word and the entire last word. For example the phrase “relative velocity” 
would generate RVELOCITY as the long form command header. 


The short form mnemonic is usually the first four characters of the long form command 
header. The exception to this is when the long form consists of more than four characters and 
the fourth character is a vowel. In such cases, the vowel is dropped and the short form 
becomes the first three characters of the long form. For example, the short form of FREE is 
FREE, however, the short form of SWEEP is SWE. Note that elsewhere in this document a 
special notation is employed to differentiate the short form keyword from the longform of 
the same keyword. The long form of the keyword is shown, with the short form portion 
shown in uppercase characters, and the rest of the keyword is shown in lowercase characters. 
Thus Relative VELocity keyword would be shown as RVELocity. 


The short form generation rules imply that phrases such as “Jump Start” and “Jump Stop” 
are not allowed. Although the long forms JSTART and JSTOP are unique, the short form is 
the same in both cases, “JST.” This can be overcome by changing the phrases to “Jump 
Begin” and “Jump End”, thus creating unique long and short forms. Alternatively, the 
mnemonic JUMP can become an additional level in the tree, allowing STARt and STOP to 
become their own mnemonics, giving JUMP:STARt and JUMP:STOP. 


The mnemonic generation rules allow keywords such as “TIME” and “TIMer” at the same 
tree level, since these are unique in both forms. This is not recommended since an unfamiliar 
user may select the wrong function unintentionally. If the two functions have the same 
number and type of parameters, the instrument may not signal an error, further exacerbating 
the situation. 


All instrument command headers are allowed a numeric suffix to differentiate multiple 
instances of the same structure, such as multi-channel instruments. The numeric suffix is 
applied to both the long and short forms. For example, TRIGI1 is the short form of 
TRIGger1. A numeric suffix of 1 is implied on all instrument command headers that do not 
explicitly define a suffix; thus, TRIG is equivalent to TRIG1. 


As a general rule, a mnemonic should contain no digits. Ending a short or long form 
mnemonic in a digit creates an ambiguity in separating the mnemonic from any added 
numeric suffix. 


Building the Command Tree 

SCPI commands are based on a hierarchical structure. This allows the same 
instrument-control header (keyword) to be used several times for different purposes, 
providing that the mnemonic occurs in a unique position in the hierarchy. That is, the 
mnemonic does not collide with any other mnemonics at the same level, or one level 
different where a default node exists. 


Using hierarchical commands should eliminate the need for most multiword mnemonics. 
The use of multiword mnemonics is discouraged and they should only be used when: 


A). The use of the hierarchical scheme would add several additional layers to the tree, 
and 
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B). No further growth at the level of those potentially intermediate nodes is 
anticipated. 


These style guidelines should act as a starting point for creating new commands. 


1. The lowest nodes should have the broadest base possible. For example, the center 
frequency command should be FREQuency:CENTer rather than CENTer:FREQuency. Since 
center is an adjective to the noun frequency, the tree will build with fewer duplicate nodes if 
FREQuency:CENTer is chosen. 


2. If a function is broad-based and thought of as a separate subsystem, make it a separate 

subsystem even if it could properly be classified under another subsystem. For example, 

bandwidth is a separate subsystem, even though it could be classified under frequency. 

Bandwidth is generally thought of as a separate subsystem and not classified with other | 6 
frequency commands by customers. 


3. Keep the tree as shallow as possible, usually three levels or less. If the tree for a given 
implementation is considerably deeper than it is wide, something may be wrong with the 
command structure. 


4. Some nodes may be made optional. When choosing to define a node as the default at a 
particular level, be sure that it is the most common choice at that level. Also, check carefully 
for conflicting keywords, since all nodes below a default are effectively promoted by one 
level when the default node is assumed. 


5. Some root keywords are optional, depending on the instrument capabilities. In an 
instrument which is primarily a source, the root mnemonic [SOURce] is optional. [SENSe] 
is optional for instruments which are primarily sensors, and [ROUTe] is optional for 
scanners. This is at the discretion of the device designer. For horizontal compatibility 
purposes, the instrument should accept this node if it is sent as part of a program message. 


6. A complete tree path shall be unique within SCPI. Thus, if a path is assigned a particular 
function in any instrument, it must perform the same function in all instruments which 
implement that path. 


7. SCPI also discourages the use of different keywords performing the same function. This 
problem is more difficult because of industry-standard terminology. A good example is 
setting the output level on a source. Microwave sources call this power level, RF sources use 
amplitude level, and power supplies use voltage level, yet the function is the same in all 
three. One of the tools available is to provide aliases for the function in order to provide both 
sets of terminology. Whenever possible, SCPI shall implement as aliases those instances 
where duplicate names are necessary. Where aliases are used, one term shall be defined 
which is the primary keyword. This keyword shall appear in all instruments. 


8. The tree structure shall follow the general form of the instrument model described in the 
“Command Reference.” 


9. Implementations shall use the language constructs described in the “Command 
Reference,” if a construct exists for the desired feature. If the feature does not exist, the 
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designer is responsible for following the life cycle described in an earlier chapter in order to 
integrate the capability into SCPI. 


10. The value or syntax of a parameter shall not change the type or number of other 
parameters in that command. If such a condition is encountered, additional nodes should be 
added to the tree. 


For example, SCPI shall not include the structures such as: 


:SYSTem 
:BEEPer 1,<frequency> 
:BEEPer 2,<time> 


Rather, SCPI uses a structure such as: 


:‘SYSTem 
:BEEPer 
:-FREQuency <numeric_value> 
:TIME <numeric_value> 


11. In general, parameters should only appear at the leaf nodes of the tree. In the undesirable 
example below, the command to set a single frequency is placed at a different level to the 
commands that are used for setting a range (span) of frequencies. Conceptually equivalent 
level commands are being placed at different levels, leading to possible misconceptions in 
use. “Optional” nodes should be created as required to accomplish the same task. For 
example, suppose an instrument superficially wants the following set of commands: 


FREQuency <numeric_value> 
:CENTer <numeric_value> 
‘SPAN <Boolean> 


The SCPI implementation shall overcome this by creating a node under frequency that 
represents a command to set a single frequency, such as CW (Continuous Wave). Causing all 
the command parameters to be associated with leaf nodes. To retain simple operation as in 
the case of setting a single frequency, the CW node can be made optional, providing it does 
not create a keyword conflict. Thus our example becomes: 


FREQuency 
[:CW] <numeric_value> 
:CENTer <numeric_value> 
‘SPAN <Boolean> 


Exceptions to this guideline are the AUTO and STEP constructs defined in this document. 
The AUTO and STEP commands are formed from the leaf node for the value. Other 
exceptions may be defined. In these cases, the exception shall be noted in the command 
structure of the language document. 


Nodes should not be added to a command tree simply to make the tree have a uniform depth. 
If the only usable names for a terminal seem not to have any meaning (for instance, VALue), 
the addition may not be helpful and the tree should be implemented unbalanced. An example 
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of this is the SOURce:FREQuency:SPAN node, which has the commands HOLD, LINK, 
and FULL beneath it. 


12. Ifa particular device function is not alterable or does not exist, then the associated SCPI 
command need not be implemented unless the value of the function is different than the 
defined *RST value for that function. If the *RST value is device-dependent, then the 
function need not be implemented. For example: 


A. — A source that has no amplitude modulation does NOT have to implement 
AM:STATe OFF because AM:STATe OFF is specified at *RST. 


B. A device that only sweeps in frequency (and has no CW function) must 
implement FREQ:MODE SWEep because FREQ:MODE is specified as CW at 
*RST. However, it is permissable to allow only SWEep as a parameter to | 6 
FREQ:MODE. 


C. A device that produces a single, nonalterable CW frequency of 100 MHZ need 
not accept FREQ[:CW] 100 MHZ since the *RST value of FREQ:CW is 
device-dependent. 


The intent of this rule is to allow common features with varying complexities to be accessed. 
This rule specifies the minimum conditions of including a node. However, designers are 
encouraged to include additional degenerate nodes which are important to their market. In 
example A above, a designer may include AM:STATe OFF as a command, and is 
encouraged to do so if the instrument is being targeted into markets where AM modulation is 
a typical feature of instruments in this market. 


13. A new command may not be added if there is already a command to control the same 
functionality. This rule insures two instruments will not be needlessly incompatible when 
designers choose arbitrarily among multiple commands available to control a particular 
function. (Notice that SCPI assures compatibility when aliased commands are implemented 
by making one path required). A new command may not be added to the standard unless it 
can be shown to control functions not controlled by any existing commands. The following 
guidelines may help in determining whether a command controls new functionality or 
represents illegal duplication, and guide selection of one command over another. 


Does the setting of the new command affect the measurement result returned? 


Signal preconditioning commands (like ATTenuator, FILTer, GAIN) appear in the INPut 
subsystem and in SENSe. These commands are not aliases; The setting of 
INPut:ATTenuator changes the reported signal level, while SENSe:ATTenuator would be 
compensated for so the reported signal level would not be affected. Since these commands 
affect the returned value differently, they control different functions and are not duplicate 
controls. 


Does the new command control a function with a different purpose than any existing 
command? 


Numerical post-processing commands (like WINDow, AVERage, SMOothing) appear in the 
sensor and also in CALC. The function properly belongs in the sensor when its purpose is to 
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enhance accuracy or correct for artifacts introduced by the sensor. The function belongs in 
CALCulate when its purpose is to change the presentation of the data or provide analytical 
tools not directly related to measurement. 


Does the command control measurement hardware? 


Some functions (like SMOothing) may be performed directly on the signal in hardware or in 
software after A/D conversion. While this rule can be difficult to apply, the fact that a 
command controls measurement hardware often indicates that it belongs in the sensor rather 
than CALCulate. 


Does it make sense if the same operation may be done twice? 


Another way to tell that a command controls new functionality is if it makes sense for the 
controlled function to appear twice in a single instrument. The AVERage subsystem is a 
good example; it is not unreasonable to build an instrument that averages several readings to 
improve the accuracy of the measurement, and also provides averaging as a statistical 
function in the CALCulate subsystem. 


14. In general, SCPI commands which are only events without a query form do not have any 
parameters. Including a parameter might mislead a user into believing the value could be 
queried as most commands in SCPI have a query form, see 6.2.3. 


An exception to this guideline is when the action is performed on a named object within the 
instrument and these objects cannot be enumerated. For example, <file_name>, 
<trace_name>, and <data_handle> are objects whose values cannot be entirely listed within 
SCPI. The user can create any number of <file_names> or <trace_names>. The signal 
routing concepts in SCPI allow a large number of possible <data_handles>. 


Queries 

All commands, unless otherwise noted, have an additional query form. As defined in EEE 
488.2, a query is a command header with a question mark symbol appended (for example, 
FREQ:CENT?). When a query form of a command is received, the current setting associated 
with the command is placed in the output buffer. Query responses do not include the 
command header. Execution of a query form has no side effects. It shall not cause any 
settings or couplings within the instrument to change. An exception is in MEASurement 
subsystem, where instrument settings may change as a result of the measurement. 


Both the command and query forms shall be implemented unless a comment or note 
indicating otherwise appears in the keyword summary. Even when a command accepts only 
a single selection, both the command and query forms shall still be implemented. A note of 
the form “[event; no query]” or “[no query]” indicates that only the command form and not 
the query form shall be implemented. A note of the form “[query only]” indicates that only 
the query form and not the command form shall be implemented. 


When character data is used for a parameter, both longform and shortform values shall be 
recognized. If the command has a query form with character response data, the shortform 
value is always returned. 
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When numeric parameters are queried, the result shall be returned in fundamental units 
unless otherwise specified or requested. When several different units may be considered 
fundamental (for example, dBuV or dBm), the units of the returned result shall be 
documented in the query response description for the command. A query may have a related 
:UNITs node to change the default units of the accepted or returned value, where this exists 
the coupling shall be clearly indicated in the command description. 


6.2.4 Traversal of the Header Tree 
IEEE 488.2 allows the designer some discretion on how compound headers are handled 
within the rules of section 7.6.1.5. SCPI imposes additional requirements regarding how a 
compound command is parsed. 


Multiple <PROGRAM MESSAGE UNIT> elements may be sent in a <PROGRAM 

MESSAGE>. The first command is always referenced to the root node. Subsequent | 6 
commands, however, are referenced to the same tree level as the previous command in a 

message unit. SCPI parsers shall follow the example presented in JEEE 488.2, section A.1.1. 

A SCPI parser shall NOT implement the enhanced tree walking implementation described in 

section A.1.2. 


For example, if a hypothetical instrument had the command tree: 


FREQuency 
:‘STARt <numeric_value> 
:STOP <numeric_value> 
:SLEW <numeric_value> 


:AUTO <Boolean> | ONCE 
:BANDwidth <numeric_value> 


POWer 
‘STARt <numeric_value> 
:STOP <numeric_value> 
BAND AIBICID 


Then the following commands shall behave as described: 


™ FREQ:STAR 3 MHZ;STOP 5 MHZ<nI> shall set the start frequency to 3 MHz 
and the stop frequency to 5 MHz. 


™ FREQ:STAR 3 MHZ;:FREQ:STOP 5 MHZ<nI> shall set the start frequency to 3 
MHz and the stop frequency to 5 MHz. 


™ FREQ:STAR 3 MHZ;POW:STOP 5 DBM<nl> may set the start frequency to 3 
MHz and shall generate an error because POW is not a node at the current parser 
level. 


™ FREQ:STAR 3 MHZ;SLEW:AUTO ON<nl> shall set the start frequency to 3 
MHZ and couple the frequency slew rate. 


= FREQ:SLEW:AUTO ON;STOP 5 MHZ<nl> may couple the slew rate and shall 
generate a command error since the coupling command is not at the same level as 
the stop command. 
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™ FREQ:SLEW 3 MHZ/S;AUTO ON<nl> may set the frequency slew rate to 3 
MHZ/S and shall generate a command error because :AUTO is not at the same 
level. 


= FREQ:START 3 MHZ;BAND | MHZ<nl> shall set the start frequency to 3 MHz 
and the bandwidth to 1 MHz. 


™ FREQ:START 3 MHz;:BAND A<nlI> shall set the start frequency to 3 MHz and 
select band A. 


™ FREQ:SLEW:AUTO ON;3 MHZ/S<nl> may couple the frequency slew rate and 
shall generate a syntax error, because JEEE 488.2 specifies that headers must be 
sent with each command. 


Default nodes in the tree shall not alter the header path of the parser in order to follow the 
IEEE 488.2 rules for compound headers. JEEE 488.2, section 7.6.1.5 makes no mention of 
default nodes, so adding something to the header path is not allowed. For example, if a 
hypothetical instrument had the command tree: 


DISPlay 
[:STATe] <Boolean> 
‘DATA <string> 


Then the following situations would have these results: 


= DISP:STAT ON;DATA “Hello, world!”’<nl> shall turn the display on and display 
“Hello, world!”. 


= DISP ON;DATA “Hello, world!’’<nl> may turn the display on and shall flag an 
error (assuming that DATA is not a root mnemonic). 


Multiple Capabilities and Numeric Keyword Suffixes 

Many instruments provide multiple capabilities, by duplicating internal functional blocks. 
One example is an instrument that can display more than one measurement at a time. 
Another example is an instrument that can make a particular measurement on one of several 
input channels. SCPI provides a mechanism to address this duplicate functionality while 
retaining the same hierarchy for each duplication. 


Single Instrument with Many Electrical Ports 
When only electrical ports (front panel terminals) are involved, the <channel_list> notation 
is sufficient to describe the measurement connection. An instrument which needs to select 
one or more of several input terminals can be logically modeled as a simple instrument with 
one set of inputs connected to a scanner (signal multiplexor). 


Multiple Identical Capabilities 
When an instrument has several independent measurement channels (or other capabilities, 
such as displays or sources), the selection of which to use is designated by a numeric suffix 
attached to a program mnemonic. If the suffix is absent, the command is treated as being 
designated for capability number one. In this way, channel one of a multiple channel 
instrument can accept the same commands as a single channel instrument to allow for 
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upward compatibility. Further, adding multiple channels or capabilities to an instrument 
class where multiple channels were not anticipated becomes possible. 


The node that contains the numeric suffix is the one where the multiple capability occurs. 
This may be at any level of the tree: root, intermediate or terminal node. As an example, 
OUTP5:MOD3:FM2 would specify the second FM signal component of the third 
modulation signal on the fifth output channel. 


Devices which implement multiple channels/capabilities shall recognize nodes which do not 
have numeric suffixes and treat them as channel/capability 1. Instruments with a single 
channel/capability are not required to accept a numeric suffix. This allows for upward 
compatibility. 


62.5.3 Logical Instruments 
A complex instrument such as a VXI card cage can be logically modeled as separate 
instruments, each with its own (secondary) bus address. For example, common functions for 
all instruments can be located at secondary address 00, and otherwise each instrument 
responds individually to EEE 488.2 commands. This requires that each logical instrument 
(card) implement its own status model and I/O buffers. 
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7 Parameters 


SCPI uses the parameter forms described in JEEE 488.2, section 7.7, with some additional 
restrictions. Also note that SCPI specifies the values for all commands upon receipt of 
*RST. In some cases, these reset values are device-dependent, but all measurement 
parameters must be set to some deterministic value for that particular instrument, which in 
turn must be documented in the instrument manual. 


wa Character Program Data 
Where possible, the same truncation rules are used for parameters as for headers. However, 
in many cases industry standards take precedence. For example, IDC is a better choice for 
DC current than anything SCPI rules would define, simply because it is an existing standard 
with wide acceptance. In addition, several character program data forms are predefined as 
extensions of <DECIMAL NUMERIC PROGRAM DATA>. 





7.2 Decimal Numeric Program Data 
Numeric elements shall be used only for representing numeric quantities. They shall not be 
used for selecting functions on a “One of N” position switch. 


Implementations shall accept numeric data as described in JEEE 488.2, section 7.7.2.4. 
However, any number which exceeds +-9.9 E 37 shall generate an execution error (-222, 
“Data out of range”). Numbers shall be rounded to the closest “correct” value that the 
instrument accepts without error. This document does not define the value a parameter is set 
to if an out-of-range value is received. 


Lad <numeric_value> Definition 
The decimal numeric element is abbreviated as <numeric_value> throughout this document. 
This is different from the <NRf> described in section 7.7.2.1 of IEEE 488.2 in several ways. 


Several forms of <CHARACTER PROGRAM DATA? are defined as special forms of 
numbers. These are: MINimum, MAXimum, DEFault, UP, DOWN, Not A Number (NAN), 
INFinity, and Negative INFinity (NINF). Individual commands are required to accept MIN 
and MAX. DEFault, UP, DOWN, NAN, INFinity, and NINFinity may be implemented at the 
discretion of the designer, in which case it shall be noted in the instrument documentation. 
Where an optional form is accepted, it will be noted in the command description. 


A <non-decimal numeric> EEE 488.2, section 7.7.4), a <numeric_expression>, or a 
<label> is part of <numeric_value> if an instrument implements these features. 


7.2.1.1. DEFault 
The special <numeric_value> parameter DEFault may be provided to allow the instrument to 
select a value for a parameter. When DEFault is sent, the instrument shall select a value 
which is deemed to be convenient to the customer. The setting may be device-dependent, or 
it may be defined as part of this standard. The use of DEFault is optional on a 
command-by-command basis. Individual commands shall document where DEFault is 
required. 


For example, to use the SYST:TIME command to set a device’s clock ahead one hour 
(Daylight Savings Time), a program might send SYST:TIME UP,DEF,DEF<nl>. 
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Another example is found in the MEASure commands. The syntax of the command which 
measures DC voltage is: 





MEASure:VOLTage:DC [<expected value>[,<resolution>] ] 


The MEASure command specifies that parameters are defaulted from the right and that any 
parameter may be defaulted by using DEFault in place of the parameter. The following 
command would measure DC voltage, defaulting the range to an instrument dependent value 
(possibly autorange), but specifying the resolution at 0.001 Volt: 


MEASure:VOLTage:DC DEFault,0.001V 


MINimum|MAXimum 

The special form numeric parameters MINimum and MA Ximum shall be provided which 
assume the limit values for the parameter. The maximum and minimum shall be queryable 
by sending <header>? MAXimumIMINimum. The MAXimum value refers to the largest 
value that the function can currently be set to, and MINimum refers to the value closest to 
negative infinity that the function can be currently set to. 








Some commands have multiple parameters. The query form of these commands returns a list 
of values representing the current value of each of the parameters, in the order of their 
normal occurrence in a program message. If a MINimum/MAXimum query of multiple 
parameters is allowed, the keywords MINimum and MA Ximum must occur as many times in 
the query as there are parameters. MINimum requests that the instrument return the legal 
value which is closest to negative infinity for the parameter; MAXimum requests the legal 
value which is closest to positive infinity. 


For example, suppose an instrument implements the SYST: TIME command, which requires 
three parameters, and allows MIN/MAX queries on this command. The following queries 
shall have these results: 


= SYST:TIME?<nI> shall return the current setting of the time-of-day clock in the 
instrument. 


™ SYST:TIME? MAX,MAX,MAX<nl> could return 23,59,59. 


™ SYST:TIME? MAX<nI> shall set an error (-109, “Missing parameter’), since 
three parameters are required and only one was sent. 


UP/DOWN 

An instrument may optionally allow the use of steps for some or all of its numeric entry. If 
steps are used, the keywords UP and DOWN shall be used as numeric parameters which 
perform stepping. Steps may be adjustable through the step node for each individual 
parameter. 


The instrument may step a parameter when UP or DOWN is received in lieu of a numeric 
value. This capability is optional. However, if the capability is implemented, the device 
shall include a node for each command which accepts step parameters. This node will 
specify the step. The step may either be a fixed linear size or a logarithmic number 
representing number of decades/step. 
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Adal STEP Subsystem Command Syntax 
The form of the step subsystem is as follows: 
:STEP 
[:INCRement] <numeric_value> 
:PDECade <numeric_value> 
‘MODE LINearlLOGarithmiclL125!L13 
:AUTO <Boolean>|IONCE 
Teele [:INCRement] <numeric_value> 


This command controls the step size in absolute units when STEP:MODE LINear is selected. 
At *RST, this value is device-dependent. 


T2138 :PDECade <numeric_value> 
This command controls the number of steps per decade when STEP: MODE LOGarithmic is 
selected. 


At *RST, this value is device-dependent. 
72.1.3.4 :MODE LINear|LOGarithmic|L125|L13 


This command controls the linearity of steps. The various parameters have the following 
meanings: 


= LiINear: Steps are a fixed value added to or subtracted from the current value of 
the parameter. 


LOGarithmic: Steps are placed at points spaced logarithmically. If the current 
value of the function is x, the value of the function after executing an up shall be 
determined by the following formula: 





Log 10(x)*STEP:PDECadel + 1 


STEP: PDECade 
10 


and the value of the function after executing a DOWN shall be determined by: 





[og 10(x)*STEP:PDECadel — 1 
STEP:PDECade 


wd 
where | is the symbol for floor, and| is the symbol for ceiling. 


= L125 — Steps are determined by the sequence 
... 0.1,0.2,0.5,1,2,5,10,20,50, 100 ... 


Executing UP will set the value of the function to the next higher value in the sequence. 
Executing DOWN will set the value of the function to the next lower value in the sequence. 
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™ 113 — Steps are determined by the sequence 
... 0.1,0.3,1,3,10,30,100 ... 


Executing UP will set the value of the function to the next higher value in the sequence. 
Executing DOWN will set the value of the function to the next lower value in the sequence. 


At *RST, this value is device-dependent. 
T2135 :AUTO <Boolean>|ONCE 


The step mode and increment is coupled to other instrument settings and physical inputs 
when AUTO is ON. 


eM STEP Subsystem Examples 
FREQ:CENT:STEP 5 MHZ<nl> 
FREQ:CENT UP<nl> 

















sets the center frequency step to 5 MHz, and then increments the current value by 5 MHz. 
BAND:RES 1MHZ<n1> 
BAND:RES:STEP:MODE LOG;PDEC 3<nl> 
BAND:RES UP<nl> 

















The above sequence would specify a logarithmic step, set three steps/decade, and then 
increment the resolution bandwidth by 1/3 decade (logarithmic) to a final value of 2.154 
MHz. 


BAND:RES 1MHZ<n1> 
BAND:RES:STEP:MODE L125<nl1> 
BAND:RES UP<nl> 














The above sequence would specify a 125 logarithmic sequence, and then increment the 
resolution bandwidth to the next step in the sequence to a final value of 2.0 MHz. 


7.2.1.4 _INFinity and Negative INFinity (NINF) 
A special case is made for infinity. Positive infinity is represented as 9.9 E37. Negative 
infinity is -9.9 E37. Instruments shall accept numbers within this range as valid numeric 
data. They shall also limit response data to this range. Ifa valid instrument setting is infinity 
or negative infinity, the values 9.9 E 37 and -9.9 E 37 shall be accepted and returned to 
represent positive and negative infinity respectively, and on input, the implementation shall 
accept INFinity as an alias for positive infinity, and NINFinity as an alias for negative 
infinity. 
The numeric values for positive and negative infinity were chosen so that they fit into a 
32-bit IEEE 754 floating point number. This allows easy implementation using standard 
tools in all popular languages and operating systems. Note that this does not limit the 
numeric resolution. These values are larger than any quantities used or anticipated in 
instruments. 


7.2.1.5 Not A Number (NAN) 
Not a number is represented as 9.91 E 37. Not a number is defined in IEEE 754. Typical 
applications are dividing zero by zero or subtracting infinity from infinity. Not a number is 
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also used to represent missing data. A typical application is when a portion of a trace has not 
been acquired yet. On input, devices shall accept NAN as an alias for not a number. 


The numeric value for NAN was chosen so that it can be represented as a 32-bit IEEE 754 
floating point number. This allows easy implementation using standard tools in all popular 
languages and operating systems. Note that this does not limit the numeric resolution. This 
value is larger than any quantities used or anticipated in instruments. 


hee Unit Suffixes 
The <DECIMAL NUMERIC PROGRAM DATA> may be followed by an optional suffix. 
All parameters which have associated units shall accept a suffix. Only suffixes appropriate 
for the command should be accepted. All suffixes must include the associated unit. See 
IEEE 488.2, 7.7.3, <SUFFIX PROGRAM DATAS, for a complete discussion of this topic. 


Suffixes must accept multipliers except in cases where the multiplier is illogical, such as 
dBm or PCT. Table 7-2 in JEEE 488.2 lists the allowed multipliers. If any of the multipliers 
are allowed with a suffix, then all the multipliers shall be interpreted properly. Compound 
suffixes are allowed. 





If a suffix is included, the suffix and associated multiplier, if implemented, are applied to the 
parameter. If the suffix is omitted, default units are used. The default unit is determined 
either from the :UNIT subsystem as described in 7.5 of Syntax & Style and in Chapter 23 of 
the Command Reference, or it is the fundamental unit associated with the parameter. 
Fundamental units are either described in the appropriate subsystem or in the one shown in 
IEEE 488.2, table 7-1. 


fa Boolean Program Data 
The form <Boolean> is used throughout this document as a shorthand for the form 
ONIOFFI<NRf>. Boolean parameters have a value of 0 or | and are unitless. 


On input, an <NRf> is rounded to an integer. A nonzero result is interpreted as 1. This 
algorithm is the same as the one described in [EEE 488.2, section 10.25.3. 


The <CHARACTER PROGRAM DATAs> elements ON and OFF shall be accepted on input 
for increased readability. ON corresponds to | and OFF corresponds to 0. 


Queries shall return 1 or 0, never ON or OFF. 


7.4 Coupling of Functions 
There are two forms of coupling: functional and value. A coupling occurs when sending a 
command changes the value associated with another command. In general, functional 
couplings are discouraged except in the MEASure subsystem. Value couplings are allowed 
if the coupling equations are well specified. 


Some functions may have the ability to be decoupled. If functions can be decoupled, the 
ability to recouple them shall also exist. If a function cannot be decoupled, then a node to set 
its value shall not exist, or shall be implemented as query-only. If a node is settable under 
some conditions, then the node may exist. 
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Another level in the tree is used to control coupling. The keyword AUTO shall be used to 
control coupling. For example, the command to couple resolution bandwidth would be: 


BAND:RES:AUTO ON 





Setting a value explicitly for a function shall cause the function to be decoupled (:AUTO 
OFF), if decoupling is possible. Otherwise an error shall be generated. 


Selecting :AUTO ONCE shall cause the function to select the most appropriate value for 
current conditions (range, signal level, etc), and then be decoupled. A subsequent query of 
an :AUTO? will always return 0, since ONCE is an event which leaves the function in 
AUTO OFF mode. 


Functional Coupling 

Functional coupling occurs when a command causes side effects in the basic operating 
mode of the device. An example is a command which sets the start frequency and also starts 
a sweep. 


If a command which invokes a functional coupling is necessary, the instrument shall also 
implement primitive commands which do not have functional couplings. The instrument 
may then implement a complex command which is described as a combination of these 
primitive commands. This complex command may contain functional couplings, and must 
document the sequence of primitive commands used in its programming documentation. 


For example, if a source needs a command which sets the AM modulation level, and which 
has the side effect of turning the modulation ON, the following could be implemented: 


Primitives: 

AM 
‘STATE <Boolean> 
[:DEPTh] <numeric_value> 


Complex command added: 
AM 
:SDEPth <numeric_value> 


Where AM:SDEPth is defined in the manual as: 


AM 
:DEPth <numeric_value>; 
:STATe ON 


Value Coupling 

The other form of coupling is called value coupling, which is allowed in SCPI. Values are 
coupled when a command changes the value of other numeric settings in the instrument. The 
coupling relation would follow device-dependent equations. For example, bandwidth in a 
receiver may be coupled to the frequency span. The individual command descriptions define 
these coupling equations. 
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Groups of functions may be coupled in complex ways which affect the values for each other. 
For example START, STOP, CENTER, and SPAN are all value-coupled. CENTER is the 
arithmetic average of START and STOP. SPAN is the difference between START and 
STOP. Changing any one affects the value of two others. 


7.4.3 Automatic Coupling 
A special type of coupling is the automatic coupling. This is when the device provides an 
algorithm to select the value of a parameter. This algorithm could be based upon physical 
inputs or other settings. When it is desirable to turn this algorithm on and off, the keyword 
AUTO is added. The AUTO command may accept parameters of ONIOFFIONCE. ON 
enables the instrument algorithm. OFF disables the instrument algorithm. ONCE causes the 
algorithm to be employed once, changing the associated parameter, and then reverting to 
AUTO OFF. 


7.5 Units of Measure and Suffixes 
Most of the information on units and suffixes is specified in IEEE 488.2, section 7.7.3. 
However, further clarification is needed for units of power and amplitude, and for unitless 
quantities. 





7.5.1 Units of Amplitude and Power 


= The fundamental unit of linear power is the Watt (W). 


= The fundamental unit of linear amplitude is the Volt (V). 


= The fundamental unit of logarithmic power is the dBm. 


= The fundamental unit of logarithmic amplitude is the dBV. 


Industry practices have caused other units to become widely used in various disciplines, 
particularly the units of uV, dBuV, dBuW and dBmV. Furthermore, many instruments cover 
a broad spectrum of applications where different units are considered the standard. 
Therefore, instruments which implement commands whose parameters might be expressed in 
several different amplitude or power units shall provide the following means of setting and 
measuring amplitude and power functions: 


If the unit is not specified, the default unit shall be that specified with a command in the 
UNIT subsystem, or a UNIT command in the appropriate sub-tree. The *RST values of 
settings in the UNIT subsystem shall be device-dependent. However, if a *RST unit is 
different than the specified default unit, or is a logarithmic unit, then the command in the 
UNIT subsystem for that unit must be implemented. 


If a suffix is sent with an <NRf>, the unit corresponding to that suffix shall override the 
default unit for that parameter. 


If an instrument accepts units from one of the classifications described above, it must accept 
all suffixes of that classification. For example, if an instrument accepts Watts, it must also 
accept uW, mW, etc. This includes all suffix multipliers described for that unit in JEEE 
488.2. However, it may, but is not required, to accept Volts as a unit. In instrument which 
accepts both requires a defined impedance for the conversion 
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Voltage” 


P — 
( owe Tmpedance 


either explicitly through an input or output impedance command or implicitly if the 
impedance of the instrument is known and fixed. A further restriction, is that if an 
instrument accepts logarithmic units, it shall also accept the comparable linear unit. For 
example, an instrument which accepts dBms must also accept Watts, MW, UW, etc. For 
example: 


POW:UNIT DBUV<n1> 
POW: LEV 50<nl> 


shall set the amplitude level to 50 dBuV. 


POW:UNIT DBM<n1> 
POW: LEV 5V<nl> 





would set the power level to 5 Volts. 


Since some instruments are used in applications where both power and voltage units are 
appropriate, the system’s impedance may be important to the user. This impedance is 
needed to do the conversion between power and voltage (and maybe even current). All 
instruments are encouraged to provide a node for at least querying this impedance. The node 
shall be called :[MPedance, and will generally appear under the INPut or OUTPut 
subsystem. Open circuits shall be expressed by setting IMPedance INFinity. It is therefore 
possible to express output power in Volts: 


POW:UNIT V<nl> 
OUTP: IMP 50 OHM<n1l>POW:LEV 5<nl1> 








would set the power level to 5 Volts into a 50 Ohm load, or 0.5 Watt. 


It is also sometimes necessary to determine which amplitude measurement is being made. 
Therefore, a measurement qualification may be appended to the suffix. The suffix 
appendices are described as: 


™ PK: Peak amplitude 
= PP: Peak-to-peak amplitude 
™ RMS: RMS amplitude 


If no suffix appendix is specified, the default is device-dependent. However, all instruments 
shall accept the suffix appendix for all types they support. 


For example, a voltmeter which measures RMS voltage shall accept the suffixes V and 
VRMS. A function generator which outputs peak voltage would accept the suffixes V and 
VPK. An RF signal source might accept d(BUV, dBUVRMS and dBUVPK. 
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Tee Expressing Unitless Quantities 
The ratio of two linear quantities shall default to a unitless ratio (A/B). For example, if the 
input power for a system is 5 Watts, and the output power is 20 Watts, the power gain = 
20W/SW = 4. 


The difference between two logarithmic quantities shall be expressed in dB. For example if 
the input power of a system is 3 dBm and the output power is 5 dBm then the gain of the 
system is 5 dBm-3 dBm=2 dB. 


Under exceptional conditions other units may be used for the ratio of two quantities. A valid 
exception would be if a standards-setting organization (Bell, CCITT, military, IEEE, IEC, 
etc.) specifies that a measurement shall be made using a special unit like PCT (percent). 
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8 Expressions 


8.1 Function 
The <EXPRESSION PROGRAM DATA+> described in JEEE 488.2 is more tightly defined 
in this section. SCPI defines five types of expressions, numeric expressions, channel lists, 
numeric lists, Data Interchange Format (dif) expressions, and instrument specifier 
expressions. The dif expressions are defined in Volume 3, “Data Interchange Format.” 
Instrument specifiers are defined in Volume 4, “Instrument Class Applications.” 


Other expression types may be added in future releases of this document, including but not 
limited to logical expressions, trigger expressions, and sequence expressions. Other uses of 
IEEE 488.2 expressions are legal, and may be documented in the individual command 
descriptions. 


8.2 Usage 
The use of expressions is optional in SCPI. For expression types defined in this section, it is 
permissible to use any subset. Only expression types which are required by a particular 
command may be recognized as parameters of that command. 










<numeric_expression> 
Section 8.3.1 


<channel_list> 
Section 8.3.2 
<numeric_list> 
Section 8.3.3 
<dif_expression> 
Volume 3 
<instrument_specifier> 
Volume 4 
8.3 Syntax 


Inside expressions, white space as defined in JEEE 488.2, section 7.4.1.2 is allowed between 
any lexical elements. For expressions defined in this section, a lexical element is defined as 
any operator, punctuation, or JEEE 488.2 syntactic element. For a <dif_expression>, spaces 
may appear around block names, block modifiers, keywords, or value types. See Data 
Interchange Format, Section 3.2. Note that explicit white space may be required to separate 
lexical elements. No semantic meaning should be attached to the case of alpha characters 
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used in operators. For example, the following are instances of the same operator: 
AND 
and 
And 


Numeric Expression 
A numeric expression is a collection of terms which evaluates to a trace, number, array, or 
other data element. 













<numeric_operator> 


<DECIMAL NUMERIC 
PROGRAM DATA> 
488.2 Sect 7.2.2 









<unary_numeric_operator> 





<variable> or 
<trace_name> 


<numeric_expression> 


<data_handle> 


Syntax 
Where <numeric_operator> is defined as: 
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Where <unary_numeric_operator> is defined as: 


Unary operators should not be used with signed numbers. 


Where <variable> or <trace_name> is defined as the diagram shows: 


<CHARACTER 
PROGRAM DATA> 


488.2 
SECTION 7.7.1 








8.3.1.2 Precedence Rules 
Expressions shall be evaluated according to the following precedence rules: 
1. Enclosed by parentheses 
. Unary operators (+ and -) 
. (exponentiation) 
. * (multiplication), / (division), MOD and DIV 
. + (addition) and - (subtraction) 
NOT 
AND 
. OR and EXOR 
. Left to right 


WCHONIDARWYN 


8.3.1.3 Semantics 
As stated in the syntax diagram, expressions may contain terms which are numbers, traces, 
variables, or expressions. 


Elements in a numeric expression are promoted to the size and type of the most complex 
element, and the result of the expression is of that type. That is, an expression containing a 
<trace_name> will be evaluated according to the rules for arithmetic on traces, and the result 
will be a trace. If an expression contains both a <trace_name> and scalar data, a trace is 
created with all elements set to the value of the scalar data before arithmetic is performed. 
For example, if TREF is a trace_name, the expression (TREF-3) results in a trace the same 
size as TREF, with each data element lower by three. 


8.3.2 Channel Lists 
Channel lists are used to specify electrical ports on an instrument. They are typically used for 
signal routing either in a standalone switch box or in an instrument with multiple input 
channels. An instrument with multiple channels may or may not do any signal switching as 
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the result of a channel list. Completely separate sensing channels are allowed, but may 
appear to the language the same as channels which are switched. 


A channel list may appear in measurement, configuration, and other such commands. For 
example, MEAS: VOLT? (@1,3,4:6) says measure the voltage on channels 1, 3, and 4 
through 6. Whether the measurements are performed simultaneously or in the order in the 
list is unspecified. Channel lists are also used by the ROUTe subsystem, “Command 
Reference,” 15.1. 


The syntax for a <channel_list> is: 





Where both instances of <channel_spec> must contain the same number of dimensions. 


Where <module_channel> is defined as: 





<module_ specifier: 
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Where <channel_range> indicates all the channels from the first number through the second 
number and where <module_specifier> is defined as: 






<CHARACTER 

PROGRAM DATA> 
488.2 

Sec 7.7.1 






Where <channel_spec> is defined as: 


<NR f > A 
488.2 Sec 7.7.2 








The number of dimensions in a <channel_spec> is one greater than the number of 
occurrances of the *!’ character in the <channel_spec> 


When a <channel_range> of dimension greater than one is scanned, the right-most index of 
the <channel_spec> varies most rapidly. 


The multidimensional channel range is to be considered as a list of single dimension channel 
ranges. For example, (@1!1:2!3) means dimension | (row) ranges from | to 2 and dimension 
2 (column) ranges from | to 3. If the size of the matrix in this example is 2X8, then the range 
(@1!1:2!3) does not mean: row 1, column | through 8 and subsequently row 2, column | 
through 3, but row 1, column 1 through 3 and next row 2 column | through 3. This method 
provides a functional compatibility between commands sent to matrix switches with 
different row lengths. 


Channel lists are order sensitive. For example: 
SCAN (@5:3) means close 5, 4, 3 in order. 
SCAN (@1!1:2!3) means close 1!1, 1!2, 1!3, 2!1, 2!2, 2!3 in order. 
SCAN (@1!3:2!1) means close 1!3, 1!2, 1!1, 2!3, 2!2, 2!1 in order. 
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8.3.3 Numeric Lists 
A numeric list is a an expression format for compactly expressing numbers and ranges of 


numbers in a single parameter. 


The syntax for <numeric_list> is: 


<numeric_range> 








Where <numeric_range> is defined as: 


fae HO 


The range is inclusive of the specified numbers. 
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Status Reporting 


SCPI requires the status mechanism described in chapter 11 of IEEE 488.2, including full 
implementation of the Event Status register structure. 


A SCPI device shall include the SCPI-defined OPERation status register and QUEStionable 
data/signal status register with the associated condition, event, and enable commands. In 
Figure 9-1 on the following page, “Minimum Status Reporting Structure Required by SCPI’, 
a pictorial representation is given that shows the core of the SCPI-required status reporting 
capability. Additional requirements are established for instruments that support either 
multiple logical INSTruments or the expanded capability TRIGger model. 


In general, a status register should fit into a 16-bit integer with the most-significant bit 
always zero (positive logic). 


In the figures in this chapter, an elongated box is used to represent the “Status Data 
Structure-Register Model,” which is defined in IEEE 488.2. SCPI consists of condition, 
event, enable and optional transition registers. Two concentric circles with a cross through 


the center one indicates a logical summing. | 9 
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QUEStionable Status 


VOLTage 

CURRent 

TIME 

POWer 

TEMPerature 
FREQuency 

PHASe 

MODulation 
CALIbration 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
INSTrument Summary 
Command Warning 
NOT USED* 


0 
1 
2 
3 
4 
5 
6 
7 
8 
9 


NY 





OPERation Status 


CALIbrating 

SETTing 

RANGing 

SWeEeping 

MEASuring 

Waiting for TRIGger Summary 
Waiting for ARM Summary 
CORRecting 

Available to designer 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
INSTrument Summary 
PROGram Running 

NOT USED* 


OMNDOaARWNH +O 


NY 





Standard Event 
Status Register Available to designer 
Available to designer 


Operation Complete Error/Event Queue or Available to designer 


Request Control 

Query Error 

Device Dependent Error 
Execution Error 
Command Error 

User Request 

Power On 


MAV 


NOanwOn-O 


Error/Event Queue 





Summary of IEEE 488.2 Status Structure Registers 


* The use of Bit 15 is not allowed since some controllers may have difficulty 
reading a 16 bit unsigned integer. The value of this bit shall always be 0. 


Figure 9-1 Minimum Status Reporting Structure Required by SCPI 


9-2 Status Reporting 


9.1 
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The Device-Dependent Register Model 

The Device-Dependent Register model follows the structure described in IEEE 488.2, 
section 11.4.2. The transition filter described in figure 11-6 is actually a pair of 
programmable transition filters which are described below. 


The commands which access these registers are described in the “SCPI Language 
Description.” 


If the Error/Event Queue Summary is reported in the Status Model, then bit 2 of the Status 
Byte shall be used to reflect the Empty/Non-Empty status of the queue. A bit value of 1 
indicates the queue is not empty. See the SYSTem:ERRor subsystem, Command Reference, 
21.8. 


Transition Filters 

Transition filters are described in IEEE 488.2, section 11.4.2.2.1. SCPI allows the use of 
programmable transition filters. When transition filters are used, SCPI requires the use of 
separate positive and negative transition filters. A positive transition filter allows an event to 
be reported when a condition changes from false to true. A negative filter allows an event to 
be reported when a condition changes from true to false. Setting both positive and negative 
filters true allows an event to be reported anytime the condition changes. Clearing both 
filters disables event reporting. 


The contents of transition filters are unchanged by *CLS and *RST. 
Operation Status Register 


The OPERation status register contains conditions which are part of the instrument’s normal 
operation. 


The definition of each of these bits (condition register) is as follows: 


= 0-CALibrating — The instrument is currently performing a calibration. 


= 1-SETTling — The instrument is waiting for signals it controls to stabilize 


enough to begin measurements. 

2-RANGing — The instrument is currently changing its range. 
3-SWEeping — A sweep is in progress. 

4-MEASuring — The instrument is actively measuring. 


= 5-Waiting for TRIG — The instrument is in a “wait for trigger” state of the 
trigger model. 


= 6-Waiting for ARM — The instrument is in a “wait for arm” state of the trigger 
model. 


7-CORRecting — The instrument is currently performing a correction. 
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VOLTage Event Y 
VOLTage Event Z 
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™ 8-12 available to designer 


= 13-INSTrument Summary Bit One of n multiple logical instruments is 
reporting OPERational status. 


™ 14-PROGram running — A user-defined programming is currently in the run 
state. 


= 15 always zero 


QUEStionable Data/Signal Status Register 
The QUEStionable status register set contains bits which give an indication of the quality of 
various aspects of the signal. 


A bit set in the condition register indicates that the data currently being acquired or 
generated is of questionable quality due to some condition affecting the parameter associated 
with that bit. For example, if the FREQ bit were set, this would mean that the frequency 
accuracy of the signal was of questionable quality. 


The frequency bit might, in turn, have a register set associated with it, further refining the 
error into device-dependent conditions such as loop unlocked, oven cold, or reference signal 
missing. This layering of registers is called “fan-out”. See Figure 9-2 for an illustration of 
this technique. The device designer should be aware that adding registers to the status model 
increases complexity. At the same time, it may be the only way to communicate time 
sensitive status information to the instrument controller. 


VOLTage Events 





QUEStionable Status 
Summary of VOLTage 







OWNMDAKRON=O0 






Summary of CURRent 
Summary of TIME 
Summary of POWer 
Summary of TEMPerature 
Summary of FREQuency 
Summary of PHASe 
Summary of MODulation 
Summary of CALIbration 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
INSTrument Summary 
Command Warning 
NOT USED* 











To Status Byte, 
Bit 3 





NOT USED 






Figure 9-2 Hierarchical Expansion of the QUEStionable Status Register 


Bit 14 is defined as the Command Warning bit. This bit indicates a non-fatal warning that 
relates to the instrument’s interpretation of a command, query, or one or more parameters of 
a specific command or query. Setting this bit is a warning to the application that the resultant 
instrument state or action is probably what was expected but may deviate in some manner. 
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For example, the Command Warning bit is set whenever a parameter in one of the 
Measurement Instruction commands or queries is ignored during execution. Such a 
parameter may be ignored because it cannot be specified by a particular instrument. 


Bit 13, INSTrument summary, is described later in this chapter in association with multiple 
logical instruments. 


Bits in both OPERation and QUEStionable status registers may be redefined by the 
application programmer. This optional feature allows an application program to configure 
two registers in whatever form it likes. Any error or event number from the entire pool of 
errors/events the instrument can generate may be mapped into any bit of the OPERation or 
QUEStionable register. 


For example, an application program controlling a voltmeter may choose to map VOLTage 
event X, VOLTage event Y and VOLTage event Z directly into the QUEStionable register 
so that it has more direct access to them. Another purpose for this feature is to minimize the 
need for adding complex hierarchical registers to the status model. The mapping is 
controlled by the STATus:OPERation:MAP and STATus:QUEStionable: MAP commands. 


9.5 Multiple Logical Instruments z=” 
A SCPI device that supports multiple logical instruments may include an INSTrument 
summary status register and an individual instrument ISUMmary for each logical instrument. 


STATus:QUEStionable:INSTrument:|SUMmary1 


Instrument VOLTage 
Instrument CURRent 
Instrument TIME 
Instrument POWer 
Instrument TEMPerature 
Instrument FREQuency 
Instrument PHASe 
Instrument MODulation 
Instrument CALIbration 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
Command Warning 
NOT USED* 





STATus:QUEStionable:INSTrument 


Extension bit ** 
Summary of Instrument 1 Events 
Instrument 2 
Instrument 3 
Instrument 4 
Instrument 5 
Instrument 6 
Instrument 7 
Instrument 8 
Instrument 9 
Instrument 10 
Instrument 11 
Instrument 12 
Instrument 13 
Instrument 14 
NOT USED 











OWNHHRWONA0 





To QUEStionable 
Status Bit 13 


OCOWBNAHDERON=-0 


* The use of Bit 15 is not allowed since some controllers may have difficulty 
reading a 16 bit unsigned integer. The value of this bit shall always be 0. 


** The extension bit is used, where required, to summarize the events in 
Instrument15 and up. The extension of the status structure shall conform 
to IEEE 488.2 


Note that the OPERation Register is expanded in the same manner for 
multiple logical instruments. 


Figure 9-3 Expansion of the INSTrument Summary Bit for Multiple Logical Instruments 
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The ISUMmary registers shall report to the INSTrument register, which in turn shall report 
to bit 13 of the QUEStionable or OPERation status register. This is shown pictorially in 
Figure 9-3, “Expansion of the INSTrument Summary Bit for Multiple Logical Instruments.” 
Such a multilogical instrument may also expand the QUEStionable and OPERation register 
in the manner shown in Figure 9-4, “Expansion of QUEStionable Register for Multiple 
Logical Instruments.” 


Using such a status register configuration allows a status event to be cross-referenced by 
instrument and type of event. Further, when using a single logical instrument, the status 

structure is seen to behave in a manner that is directly compatible with a single physical 

instrument of the same capability. This affords upward compatibility. 


For multiple logical instruments, the INSTrument register indicates which instrument(s) 
have generated an event. The ISUMmary register is a pseudo-questionable status register for 


STATus:QUEStionable:INSTrument:!|SUMmary1 STATus:QUEStionable:INSTrument 


Instrument 1 VOLTage 
Instrument 1 CURRent 
Instrument 1 TIME 

Instrument 1 POWer 

Instrument 1 TEMPerature 
Instrument 1 FREQuency 
Instrument 1 PHASe 

Instrument 1 MODulation 
Instrument 1 CALIbration 
Available to designer 

Available to designer 

Available to designer 

Available to designer 

Available to designer 

Instrument 1 Command Warning 
NOT USED* 













































Extension bit ** 
Summary of Instrument 1 Events 
Instrument 2 
Instrument 3 
Instrument 4 
Instrument 5 
Instrument 6 
Instrument 7 
Instrument 8 
Instrument 9 
Instrument 10 
Instrument 11 
Instrument 12 
Instrument 13 
Instrument 14 
NOT USED 











CHONBNRWNAO 
OCMNONMRWN=O0 































Extension bit ** 
Summary of Instrument _1 VOLTage Events 
Instrument 2 
Instrument 3 
Instrument 4 
Instrument 5 
Instrument 6 
Instrument 7 
Instrument 8 
Instrument 9 
Instrument 10 
Instrument 11 
Instrument 12 
Instrument 13 
Instrument 14 

NOT USED 






Summary of VOLTage 
Summary of CURRent 
Summary of TIME 
Summary of POWer 
Summary of TEMPerature 
Summary of FREQuency 
Summary of PHASe 
Summary of MODulation 
Summary of CALibration 
Available to designer 
Available to designer 
Available to designer 
Available to designer 
INSTrument Summary 
Command Warning 
NOT USED * 


* The use of Bit 15 is not allowed since some controllers may have difficulty 
reading a 16 bit unsigned integer. The value of this bit shall always be 0. 


** The extension bit is used, where required, to summarize the events in 
Instrument15 and up. The extension of the status structure shall conform 
to IEEE 488.2 

*** The name of the register will be specified in a later version of SCPI 


Note that the OPERation Register is expanded in the same manner for 
multiple logical instruments. 


Figure 9-4 Expansion of QUEStionable Register for Multiple Logical Instruments 
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a particular logical instrument. There may be two INSTrument registers for each logical 
instrument in the device. For each event type, such as VOLTage, all the events may be ORed 
together from each logical instrument to provide a summary by event type to the 
QUEStionable status register. 


Status Structure for the Expanded Capability Trigger Model 

For instruments that implement the expanded capability trigger model, those instruments 
may implement status structures to indicate the exact point in which the wait for ARM or 
TRIGger is occurring. If multiple SEQuences are employed, then the status structure shall 
exist to indicate in which SEQuences the wait for ARM or TRIGger is occurring. If multiple 
ARM LAYers are employed, then the status structure shall exist to indicate in which LA Yer 
the wait for ARM or TRIGger is occurring. Figure 9-5, “Expansion of the OPERational 
Register for the Expanded Capability Trigger Model,” shows the structure for an instrument 
that employs more than one TRIGger sequence, more than one ARM sequence, and multiple 
ARM LAYers. 


LAYer of SEQuence1 
EXTENSION BIT 34 


LaYert 
LaYer2 
Laver3 
LAYer4 
LAYerS 
LAYeré 






Waiting for ARM 


to OPERation 
Status, Bit 6 







BIESR2S oar} Hew Nw1L9 


NOT USED 


BREGStSomiM|M®M®awnisd 






to OPERation 
Status, Bit 5 





BPBSztS OHI FAewWNMIO 


* The use of Bit 15 is not allowed since some controllers may have difficulty reading a 16 bit 
unsigned integer. The value of this bit shall always be 0. 


** The extension bit is used, where required, to summarize the events in INSTrument15 and up. 
The extension of the status structure shall conform to IEEE 488.2 


Figure 9-5 Expansion of OPERation Register for the Expanded Capability Trigger Model 
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10 


*RST Conditions 


All instruments shall return to a known configuration when the JEEE 488.2 *RST command 

is received. The “Command Reference” specifies the *RST condition for every command. In 
some cases, the condition may be instrument-dependent. Instrument-dependent means that 
the designer may determine the setting at *RST. However, the setting shall be known for the 

instrument. Leaving a setting undefined at *RST is not allowed, unless specifically permitted 
in the command description. 


Consideration shall be given to safety if the instrument is capable of producing hazardous 
conditions. 


Operation after a *RST is optimized for remote operation. 


A *RST command returns the instrument to a state where it is waiting for a command to 
initiate measurements or other instrument actions. 


All instruments shall place themselves in the trigger idle state. Source instruments should not 
be sourcing power at any output port. This condition may be reached by lowering the 
power/voltage level or by turning the output state to OFF. Input ranges should normally be 
set to AUTORANGE or minimum sensitivity. Settings which are normally coupled should 
be coupled. Special modes, complex modulations, postprocessing, or similar functions which 
are generally application-dependent should be disabled leaving the instrument in its most 
fundamental mode of operation. 


Finally, thought should be given to implementing *RST conditions so that the incremental 
programming necessary after *RST for the applications be minimized. 


The SYSTem:PRESet command performs the same action as the front panel preset key. This 
typically sets all instrument parameters to values for good local/human interaction. In 
manual operation, it is often desirable to have SYSTem:PRESet enable continuous 
measurements. This may be different from the *RST state and the power-on state. 


Status structures are not affected by *RST. The status event bits are cleared by *CLS and by 
reading the event register. The error/event queue is also cleared by *CLS. Device-dependent 
and SCPI status registers and queues are preset with the SCPI required STATus:PRESet 
command. 


If a device is unable to implement the *RST condition of a function, it may choose a 
different *RST condition. However, under these circumstances, the command for this 
function must be implemented, even if only one selection is available. If the device 
implements the stated *RST setting, the function must assume that value at *RST. 
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11 Naming Conventions 


In many SCPI subsystems there is the need for assigning names to structures or expressions 
or arbitrary data memory. 


This includes naming of windows in the DISPlay subsystem, traces in TRACe, expressions 
to specify events and sequences in TRIGger, expressions to specify cards and channel lists in 
ROUTe, and various items elsewhere. If possible, these naming operations should all have 
the same form so that these operations in the various subsystems can be consistent. A user 
can therefore transfer knowledge gained in one area to a similar task in another subsystem. 


For this proposed general-purpose naming facility, there is no “enable” command; all 
currently defined names will be associated with their data at define/assign time and exist 
until deleted. There are two forms of the “purge” command: one which operates on 
individual names as well as one for the whole name space. Names have implicit types and 
memory is allocated based on the subsystem in which the name is created. Names must be 
unique within the system to allow a designer to implement these commands using one global 
name space. 


The same keywords for naming will be used in all subsystems which allow names. Even 
though TRACe:DEFine and DISPlay:WINDow:DEFine require different parameters, the 
operations are similar and the instrument programmer can expect similar keywords. 41 


The name space is not affected by *RST, and names remain associated with their data after 
this operation. 


KEYWORD PARAMETER FORM NOTES 
Naming Sub-subsystem: 
:DEFine <name>,<data> 
:DEFine? <name> 
:DELete 

[:NAME] <name> 

:ALL [event; no query] 
:CATalog? [query only] 


Command Descriptions 


Differences among these commands and differences from the macro definition facility are 
noted in the descriptions. 


The name is sent as <character data> rather than as a string, because that is the simplest 
IEEE 488.2 type that meets the requirements. Macro definitions needed the <string> type 
because macro names could contain colons and queries, and their total length could be more 
than 12 characters. Names do not have those extensions. When a name is returned (for 
example, in a “CATalog?” query), it must be sent as <string response data> so that a null 
string ("") can indicate that nothing is defined. 
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Names defined using these commands are not purged at *RST. The only way of deleting 
them is through a DELete or DELete: ALL command. 


:DEFine <name>,<data> 

This command associates a user-specified <name> with data <data>. The type of <data> is 
dependent on the subsystem in which the command occurs, and must be specified in the 
syntax for that tree. The <data> field may be optional for some subsystems. 


:DEFine? <name> 

This query requests the instrument to return the definition of <name>. The type of data 
returned depends on the specific subsystem in which the command occurs. If possible (that 
is, if IEEE 488.2 allows), it should be returned in the same form it was sent. 


:DELete[:NAME] <name> 
This command undefines the name, disassociates it from any data, and frees the name and its 
data memory for use by other definitions. There is no query associated with this action. 


:DELete:ALL 
This command undefines all names in this subsystem, and frees any associated data memory. 
There is no query associated with this action. 


:CATalog? 

This query requests a list of defined names in this subsystem. The instrument must return a 
list of one or more strings, each containing one name and separated by commas. If no names 
are defined, a single null string is returned. 
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A Programming Tips 
By following a set of simple guidelines, a programmer can reduce the number of errors 


encountered when using SCPI instruments. All references in this appendix are to Volume I: 
Syntax and Style, unless otherwise specified. 


1. Avoid sending default nodes. See 5.1 and 6.2.2 item 5. Default nodes are used within 
SCPI to allow the language to grow. Thus, older instruments will not have implemented the 
default node. A command is more likely to work with more instruments if the default nodes 
are omitted. For example, use: 


INP: FILT ON 


rather than: 








INP: FILT:LPAS:STAT ON 


2. Avoid sending a numeric suffix of 1 in applications that only use the default capability. 
See 6.2.5.2. An instrument with multiple capabilities is required to interpret a header without 
the numeric suffix as if a numeric suffix of one had been used. Leaving off the numeric 
suffix means the same commands will work with an instrument that has multiple capabilities 
and an instrument that does not. For example, use: 


OUTP ON 


rather than A 


OUTP1 ON 





3. Be careful when sending coupled commands. See 7.4.2. Many instruments adhere to the 
suggestion in IEEE 488.2 section 6.4.5.3. If the coupled commands are contiguous in the 
same program message, the instrument is more likely to resolve any conflict between the 
current settings and the new settings. For example, use: 


:FREQ:STAR 100;SPAN 100 


which sets START to 100, STOP to 200, CENTER to 150, and SPAN to 100. Assume that 
START was 200 and STOP was 500 before sending; 





:FREQ:STAR 100 
Now, START is 100, STOP is 500, CENTER is 300, and SPAN is 400. Then send: 





:FREQ:SPAN 100 


which sets START to 250, STOP to 350, SPAN to 100, and leaves CENTER at 300 . These 
states are very different and the second is probably not the intended one. 


4. Verify instrument settings when knowing their exact value is required. If the actual value 
of a setting is important, query the setting after programming it. An instrument is required to 
round parameters. See 7.2. For example, sending: 
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:VOLT 1.68 
: VOLT? 








may return 1.68, 1.7, or 2 depending on the capability of the instrument. 
5. Send commands and queries in different program messages. 


The response from a query combined in a program message with commands that affect the 
queried value is not predictable. Sending: 


:FREQ:STAR 100;SPAN 100 
: FREQ: STAR? 


always returns 100. When: 











:FREQ:STAR 100;STAR?;SPAN 100 


is sent, however, the result is not specified by SCPI. The result could be the value of START 
before the command was sent since the instrument might defer executing the individual 
commands until a program message terminator is received. The result could also be 100 if 
the instrument executes commands as they are received. 


6. Use the highest level commands possible for compatibility across instruments. Whenever 
feasible, use the MEASure, CONFigure, READ?, FETCh?, and INITiate commands. Use the 
lower level commands only when a special characteristic of an instrument must be 
manipulated. 
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sPOINts <numeric_value> ...... 0.0... ccc cee eee eee eee eee 4-14 
‘AUTO <Boolean>IONCE ..... 0.0.0... een e eee 4-14 
:WINDow RECTangularlUNIFormlIFLATtoplIHAMMing 
IHANNingIKBESsellIFORCelEXPonential ........... 0... 0c ce eee eee eee 4-14 
:KBESsel <numeric_value> ....... 0.0.0 ccc cece cece eee nee 4-14 
:EXPonential <numeric_value> ....... 0... 0. eee eee eee eee 4-14 
sFORCe <numeric_value>... 0.0... eect eee nee 4-15 


4.7 :FORMat NONEIMLINearIMLOGarithmicIPHASelREAL 


IIMAGinary|SWRIGDELay 
ICOMPlexIN Y QuistINICHolslIPOLar 


MOP ASG osiciecs agra Saisutecs eller ce cates Beles ieee EN aie Sie Boe Ie a don wacleg eS a ae ee Ra 4-15 
4.7.1 SIP ASC? 2 ace cof Bec 27 shies sears cade ale rca sce Retest ae neces as ea wate Nata uns Petre Nege ected Se Bae 4-16 
4.7.1.1 :CREFerence <numeric_value> ....... 0... cece eee cece eens 4-17 
4.7.1.2 :PREFerence <numeric value> ....... 0.00 cc eee n een een nes 4-17 
4.8 TGIDA Pert are. secs aes ates h: Gia sae Rec eis RE ec leee a Pees a pole I ap aT IE HG TORN Neck load 4-17 
4.8.1 sSPAN <numeric_value> 2.0.0.0... eee eee e eee e eee 4-17 
4.8.2 :APERture <numeric_value> 2.0... 0... 0 ccc cece eee eee eens 4-17 
4.9 SIMMediatescaicts isi tie yack bie tue st bid t chh ot eM aunt tenets sont eas codae ttee edie aes 4-18 
4.9.1 TAUTO <Booleanyio3) nos oie ee be eee Wn i ent os Re an oe Reed 4-18 
4.10 AN Teetall ex. cogs ead oe yiiese saat decd ap sbies salt, sadeat a ade ERAN andes Weeyheat ae eae hale 4-18 
4.10.1 IS TATE <BOOlEANS: fee ob heros Ue 55 kines bso oh pee tb badge ed ost Gp ceteeods cated bape lve dos 4-18 
4.10.2 “TYPE SCALar| MOVING ccd we SA eA en a geet Sue AOS a ees 4-18 
4.11 SETI oc ssc tes a Gp sa ek eh oa NA ark te GN Has Gh ReefSa DONG sa ool SIN ew oh aa eg een A Neeley illo 4-18 
4.11.1 PS PAE BOO CAS: 1 a5e 5 Reve gse 5 ae see Bea OER OR het. BCR Aa Rees Sh aC IER, BRAS 4-19 
4.11.2 SGCON TIO, 2, Sidos ssetvccnen ccte ese Gao tsk ttnetete kb Soitcvan So patente Sauteed ne seitehGs tee tee benoit ae 4-19 
4.11.2.1 [: DATA] <numeric_value>{,<numeric_value>} ......... 0.0... c eee ee eens 4-19 
4.11.2.2 SROINGS Poise hock soe heehee eee Oats Lee Sete als HO eae Ae atlanta ove ee 4-19 
4.11.3 ON fd 2c) PR Ra eee ecg rR Zr Ree cee Seen ee ed ee See Rees Re Leura ene ee 4-19 
4.11.3.1 [: DATA] <numeric_value>{,<numeric_value>} ......... 0.0... c eee eee eee 4-19 
4.11.3.2 SPOUNUS ) ss sailed 5 OF sted eh tee gl od ae tals ote oat el hee So ke Ns 4-20 
4.11.3.3 OSTA Te <BOOlE AMS |, oii cseys5s cave See cys Wiis eee iw on at ge Soe A lg alle tao aes Sile aes se 4-20 
4.11.4 SIO) WICK Merete ei ceeeack late Betas og alent A Rae cee Ra ane ac Be ce aa Ge ere Maye RRO A Ra 4-20 
4.11.4.1 [: DATA] <numeric_value>{,<numeric_value>} ......... 0.0.0.0. cece eee eee 4-20 
4.11.4.2 SROUNIS } ets cart Aloe coast Ses eel oe sea Ass elie An clo ete fel tats Wirt te ld ca hae 4-20 
4.11.4.3 SCA Pe: <Booleans «5 eth Ct gh ate cca e Ghia We tee he et ines 4-20 
4.11.5 BRYA 0 Dh eRe RIE re Sm Naar Rn gerut aed ee cor eee arr, SERS eee Ree ee ee CERO REE: fc ere ae een 4-20 
4.11.6 SHGO UIE ees Sh Si bterts eek sb ese Ge tanh betel bbe peteettn'be ba hegaa lle Guided bh obteode Gebnedd eee de aot 4-20 
4.11.7 PRE POM secteur Bl crite aden ie AM tetas Bat See eli atck es nie BAC 4-20 
4.11.7.1 [STD ATA) oi oes Wie Maa heen ees he na tastes See epee oy SW Rens pS teh A Neder la tote Sateen 4-20 
4.11.7.2 SPOMINUS Pee ote eee he nachos ec aaa hee Sees ek Read aes oe NG I ee WSUS, SS RS 4-21 
4.11.8 CTA ak Satasnctr ts seesdose hae ees ts Sbese. Soles ts ap sbeitgenisltle Gch be ri be entne Seles adultes Sperpantgn trons abe duel wuthiens 4-21 
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4.11.8.1 :AUTO <Boolean>|ONCE ... 0.0... ccc cence een nena 4-21 
4.11.8.2 eIMMediate]) sice. teenie te ks ae ie be ne a ahead aba ites 4-21 
4.11.9 ‘INTerpolate <Boolean> ... 0.0... . eee eee teens 4-21 
4.12 SIMA i tecetcvonnitytea. nce ateagta aeottetans Sede eee nine ect tense ee eigta erase eae ete ane ahead 4-21 
4.12.1 [:EXPRession] <numeric_expression> .......... 0... cece eee eee eee een eee 4-21 
4.12.1.1 (CAT Als tet see tetas a ans bah a aa tad bale an Ad way a 4-21 
4.12.1.2 [:DEFine] <numeric_expression> ..... 0... eee eee e eee 4-22 
4.12.1.3 aD) B) = (= eae renee ee igre ae ane ne ene ne REN age mart oP Ure Rene er ce na ree orere OPN eee Re Ree ee 4-22 
4.12.1.3.1 [:SELected] <expression_name> ......... 2... cece eee eee ene eens 4-22 
4.12.1.3.2 DAT ca arid tai eh ee ae Dae he care Amd Ele cole halter Soe Reet ae MA cokes Aas ant f 4-22 
4.12.1.4 :NAME <expression_name> ......... 0... cee eee eee een e tenes 4-22 
4.12.2 SOLA exe BoGleanss cic. 45 aaa a oe aaa ee a ROS, Davee Rk 4-23 
4.13 SMOG Gs ile eh yes steko CAhiie, bea bai dae eboney e's Sobedelh et Ba ew bls 4-23 
4.13.1 ESTA Fe] <Boolean>= |. 4.22 tustia al ata nasan ces ies Set adele S05 toe Botha Banas 4-23 
4.13.2 :APERture <numeric_value> ..... 0.0.0.0 cece eee eee eeeees 4-23 
4.13.3 :POINts <numeric_value> 1.0.0.0... . ccc cece ee eee eee e eens 4-23 
4.14 STAT] i< BOO ANS io: poe sesoe 6h noeteseoge td baat eigen bk Stent gp barbed sh ottabegs Bde dajua eittoniedied 4-23 
4.15 ePIA NSfOrIm steric: cotta tel Goi te Es costs dal deo Reet he Mies coh A Ghee hs At. Aen 4-23 
4.15.1 PEIS TOS Tat e035 5 iG, es a OR eae PE eee WEE Re Ry ae oh a ee 4-24 
4.15.1.1 :COUNt <numeric_value> .... 0.00... cece eee cece ee eeee 4-24 
4.15.1.2 :ORDinate RATio | PERCent |PCT|COUNt ......... 0.0.0.0... cc cc eee 4-24 
4.15.1.3 :POINts <numeric_value> ... 0... 0... ee eee cece e eens 4-24 
4.15.1.4 SRA NGG 8 eee cose Ee sata ae Gh Sreesanth GRR ites oi seas Meee eG, a eee dee aaa 4-24 
4.15.1.4.1 PAU TO<Booleams: ssscdvtoe stoic adnan aotgk Seon ioe Reesia tee oe teehee 8 4-25 
4.15.1.5 STATS: <BOGIEAS oy, sc. ch ob resces bed heptane do hewrn ces eentongh op atte selene abdesorsenlye Cobnwen Whawtens 4-25 
4.15.2 SCEIVEBS, 223 Alden et natal les ea dee ee ABC Seis Bala tee ete akche Ses eeelne Cotte A es 4-25 
4.15.2.1 STATE: SBOGIEAIS: sos ccccy sees ese oak SH Wien ca Reg ow ONG 4 Gy ws hin tO tahoe Boe eave wets SGN 4-25 
4.15.2.2 [= EY-PE“ SERASSIBPASS. iin. cee oeie a2 cates Se eae ik ol aac RM aya eee A ees 4-25 
4.15.2.3 STIMulus STEPIMPulse ... 0... 0.0 ee eee e ene n nee 4-25 
4.15.2.4 :STARt <numeric_value> .... 0.0... eee cece e eee ees 4-25 
4.15.2.5 SSTOP<ntme;nnie: Value> <6 2.2.08 tons eideee e Bek aye Babel Sees a wig he Wy yoked Qe 4-26 
4.15.2.6 sSPAN <numeric_value> .... 0.00... cc cnet eee eee eee 4-26 
4.15.2.7 :CENTer <numeric_value> 2.0.0.0... 000. ccc cece eee eens 4-26 
4.15.2.8 :POINts <numeric_value> ...... 0.0... 0c ccc cece eect e eee eee 4-26 
4.15.2.8.1 :AUTO <Boolean>IONCE ... 0.0... etn cen ee ene 4-26 
4.15.2.9 :WINDow RECTangularlUNIFormlFLATtopIHAMMing 
IHANNingIKBESsellIFORCelEXPonential ........... 0.0... c eee eee ee eee 4-26 
4.15.2.10 :KBESsel <numeric_value> ....... 0.0.0.0 e eens 4-27 
4.15.2.11 :EXPonential <numeric_value> ....... 0.00... cece cece e eee 4-27 
4.15.2.12 sFORCe <numeric_value> ... 0... 0... eee eee eee eee e eee 4-27 
4.15.3 POTS Tani Ce ielss cps teh oleh Pi cunteest deo Gobevetest or ¥e yy bapeacteder Gubole byt oblduende setntentd eb tient yd ob peeeewhins 4-27 
4.15.3.1 STATS <Booléan >: -osses.d vtech tte Sas Beedle atoeeics dee sated od pace a 4-27 
4.15.3.2 [SEYPE] IPASSIBPASS © socriatiess Batre h 58a eds, Mock eS beeen Heeyerle tens ess Uegaes 4-27 
4.15.3.3 sSTIMulus STEPITMPulse ........ 0.0.0... ccc cece e ene n nes 4-27 
4.15.3.4 :STARt <numeric_value> 1.0.0.0... 0c ccc eee eee eee eens 4-28 
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4.15.3.5 sSTOP <numeric_value> ...... 0.0.0... ccc cence eee ee eeee 4-28 
4.15.3.6 sSPAN <numeric_value> ..... 0... 0... ccc eee cnet eee ee eens 4-28 
4.15.3.7 :CENTer <numeric_value> ..... 0.0.0.0... ccc ccc eee ee eee eee 4-28 
4.15.3.8 sPOINts <numeric_value> ...... 0.0... 0c cece cee cece e eee 4-28 
4.15.3.8.1 :AUTO <Boolean>IONCE ... 00... cette nee nne 4-28 
4.15.3.9 :WINDow RECTangularlUNIFormlFLATtopIHAMMing 

IHANNingIKBESsellFORCelEXPonential .......... 0.0... eee eee eee 4-29 
4.15.3.10 :KBESsel <numeric_value> ..... 0.0.0.0... ccc ce cece cece e eens 4-29 
4.15.3.11 :EXPonential <numeric_value> ....... 0... ce eee eee eens 4-29 
4.15.3.12 sFORCe <numeric_value> 2... 0.0... cence eee eens 4-29 
4.15.4 SPREQUCHCY® tcnc ay dy Mice Get Gre oe las oon PO ars Se Sie Wa Ge ee oe eee 4-29 
4.15.4.1 SLATE -<Boolean sr ck ceghs ie heats eased wis Sea ec eas be SOAS WR ARE 4-29 
4.15.4.2 [TYPE W) TEPASSIBPAS $565. goccts phere esol Sk tetas Soaneed Sete de duende b aguhiiet de bresls abuenuenaceeaas 4-29 
4.15.4.3 sSTIMulus STEPIMPulse ....... 0.0... 00 ccc ccc cence nen nee 4-30 
4.15.4.4 STARE <nvimenc: Valles <<.6.5.8.2.-s ite dee Gs sho Shieh ace e sucka eg Sots bod nons Wey slaw 4-30 
4.15.4.5 sSTOP <numeric_value> ..... 0.0.0... cence eee ee eeee 4-30 
4.15.4.6 sSPAN <numeric_value> ....... 0... e eee eeeees 4-30 
4.15.4.7 :CENTer <numeric_value> 1.0.0.0... 00. ccc ccc ce cece eee eee 4-30 
4.15.4.8 sPOINts <numeric_value> ...... 0.0... 00 ccc ce eect cece eee eee 4-31 
4.15.4.8.1 :AUTO <Boolean>IONCE ... 0.0... ce tence eens 4-31 
4.15.4.9 :WINDow RECTangularlUNIFormlFLATtopIHAMMing 

IHANNingIKBESsellFORCelEXPonential .......... 0.0... eee eee ee eee 4-31 
4.15.4.10 :KBESsel <numeric_value> .......0 0.0.0.0. ccc cence eee e eens 4-31 
4.15.4.11 :EXPonential <numeric_value> ....... 0.00. eee eee ences 4-31 
4.15.4.12 sFORCe <numeric_value> ... 0... 0... cence teen eens 4-31 
4.16 :PATH (MATHITRANSsformlFILTerlS MOothingIFORMatILIMitlA VERage) 


{, (MATHITRANsformlFILTERISMOothingIFORMatILIMitIAVERage)} ........... 4-31 
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5.1 
5.2 
5.3 
5.4 
5.4.1 
5.4.2 
5.4.3 
5.4.4 
5.4.5 
5.4.6 
5.4.7 
5.5 
5.6 
5.6.1 
5.6.2 


[ATMS | 5-3 ened vaceeee 25 cade ererete 4b Nige EG BUCS LGA WaT lop Pabst erie BES, edie eit Hecate Riek 5-2 
PAT GTS? cectln er stceets aateta tects et ae Ga teah ta ev fates seach at ons sere ie re Me ak dee teeta Sees 5-2 
:AUTO <Boolean>IONCE ...... 00. ee cent tenet en nee nee 5-2 
“BINErtiay | su2x. Bee oe ee a ede ee eee 5-2 
AVERAGE? toss onde es abe haa POA OS ORE BNR OF aes MESES Res 5-2 
HSPeed'<numericwvalué>-)s%355-0 She wah. eee Se Se ie ea 5-3 
TIN ET ate: 55. vies toca cepe at nSise. 8 aah bre opis Sot Retard ond SNe Sad thee arhas 6b oe on stubieroet atten’ 5-3 
‘ESPeed-<numeric:valuie>: & sce She eae eg ee eo ate 3 A ee ee a ee 5-3 
-NRUNS <numeric-:vallile>* sai ste ik oe re ed aioe thee BER ee Se Rs 5-3 
SDEVilatiOn'?*..2-)-22 oe een ees ae eek sae ie ee a eet 5-4 
IPD ates. ioc vte Banc. fob heats ks oles cavhatonk 6 Specie Wotaos but. Mole es Shee Be oder ea ovis, bce Re ales b Suess tee & 5-4 
‘DATA <arbitrary block program data> ......... 0... eee ce ee eee 5-4 
SPLEOSS? je eta aia ete 6 We hs hE Ie SIDE oe EEE Co IE RG bal HARE EASES ENS 5-4 
:APCoeff <numeric_value>,<numeric_value>,<numeric_value>[,<numeric_value>] . . . 5-4 
SINDT ate i oc eecnees seg arte Sah teas lita bal Ree ng Hise h PGR Bards we ead Sy Be see eee ists 5-4 


5.10 
5.10.1 
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5.11.2.5 
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SGA TS 5 sccdeeied os tests ete Specie bed chet oh Sede tel Oye oleate Stated btetode date Chaos Woden Sandesh detoess 5-5 
:STiMe<numeric. value>isi2.oo.6¢ ses bese PFA BERS Sloe Deed en bows Wee eead 5-5 
PUP Date: eee cise eet tea een Nise wakes ise igh ete REG SIR Sane RN Meera Rial oie one Re, Se Bae 5-5 
sSOURce INTemallEXTernal .........0 0.00. ee een e enn enee 5-6 
STATE: <BOGIE ANS coc. renee sh Geb shs eel od ele thee bette be te Sb cpivies oer lelg descend dey dye eens 5-6 
>VALue <numeric_value> 2.0.0... 0c cece eee e een nent eens 5-6 
IWARMUDP woot hoses 26 eel ai Pe ee ee ated eee ee ede ee ee Se 5-6 
AMIN ae a ae ser ates re saa eae Pt hte tease Rs, rar sate ndash nmnenty Mie hotest ade 5-6 
:SPEed <numeric_value> ..... 0.0.0... ccc cee eee eee e eee eens 5-7 
:TIMeout <numeric_value> 1.0.0.0... eee eee e eee eee eees 5-7 
SZER Ohi ern ie fost aliens socio beste Toes Sooke, Saas ek Teale eee oN GSa tos SI oon 84S alto A Mech kia tows See colo, SIG a 5-7 
:AUTO <Boolean>IONCE .. 0. ce ce een nent e en enne 5-7 
SHSENSOR ite-iuel Sohcg seat dee wots Selosicigy ant dank heel ow boetge bee da Halabi bajutineelgn Weer le ipabutidhmen tended ndeeidhe datos 5-7 
STINT Mates esis Biche oo st ie tld hohe oan aie, le domed Bok tate thc 5-8 

‘(LA Time <numeéricvaltle>-.. $2.05 scu ye dees og Ais eens Ripe 6 Peet, OR eek eee 5-8 

BUY Cling set cert enschede et tee Pee pata a atc a reeds Ane aac te aGh ea nsaates Met Rotase an oc eee 5-8 
:SPEed <numeric_value> .... 0.0.0... ccc ee eee e cece ee eee nee 5-8 
:STIMe <numeric_value> .... 0.0.0... ccc cc cece eee e eee e ees 5-8 
LO) ©) B71 a era at eo a 5-9 
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SEPOW C8 rise Gee Peep bebe ale BO Sau tust eS RAE GREE tad AP SIRE tela DK Ta Bh ATR iN Te ees 6-1 
[:STATe]:<Boolean> . 2.c5.ch0.c06 shee oe ee eee aes ee ee aa eds 6-1 
SBILOWEE s2ccists e Be Peete. bb bea ade bk Be ee oe Rae Bn ar eados eet Pa epee 6-2 
[:STATe] <Booléan>: 2... 2.2 ic i hehe eee eee eee ee ee es 6-2 
BRAK 62 sta ld cet hs a sete Reeds Si te Baas glee a a ie er cette a Bh tec moll 6-2 
[:STATe]<Boolean>: ..222c20.e.e nc ee ee hee ee ee eo ei ea weeds 6-2 
SCOMPTESSOL 4-2. te sonancs Si verees apiece se eee Bo ahee ws erevdns Gd Reaper, eae anand ene Babes eres 6-2 
[:STATe] <Boolean>: 2.0.4.2. oe oie cep eed ee he dee eee otras 6-2 
CONV GI shst5s 5s ore ose aioe ee aS OS PUR TSI a lop a Stag OE Ek OR assailed Wie BS 6-2 
[:ADJust] OPENICLOSelSOPEnISCLOse ............ 000 cc eens 6-2 
SPOSMON? 200246 '8% olerweadbunsoat Xda nelaneih aieeleie, Gos wa 6 eee lees eee ado Ha weed 6-3 
*BBENGH?§ » fo0is oe deeb yet goatee st SA eee eae hed Cie aes he eed Ea 6-3 
CTE aM ier ke as eds eh yeg Jo Beg ele IRE 1 EROS EECCA BIR igd BEDE Hig CRG ERR OSE Ske 6-3 
TINT ate oc 2 ceca ea a See he a i ae ee eae 6-3 
:DURation <numeric_value> 1.0.0.0... 0 ccc cece eee eee eee 6-3 

TDISES. Sets seis oie eae ea ates oa oe ed a Pee Se 6-3 
SINT Piates. yef more oo Sasa dee ees on8 % ns Woes Boda HSC OS cia SR ib Leas & Gs A BS 6-3 
STD os, scar oe SEAS eh oa eA ee ee ne i ee ne tie ane 6-3 
EAD Ist] WIDOW Nie: ols. ¢.seis ete oe RRR Slee nie bb ba hanide kd eles oe lens 6-4 
SPOS MON? 53 5 oc ots hate ee ees ee ae oe Re A ee 6-4 
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E:STATe];<Boolean>: °..c.-c00) eet ca ee ere es ee eee eb eee ee ad Shek weeds 6-4 
TROT AtON a2 cs. eerethe 42h) siaees yee eee Bob he aee WR A Ears MR OF, Rana ans ete PAS Sale lee A 4 6-4 
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[:DIRection)}.:. 3.203805. 3 6c Ae aii hw Tae Oe Dea Ge wad wae Ne aoe Tae 6-4 
EV.EDCVICE Ma tin sy ete eae eth ele sitet ie anh An lcd te aces tok ie ate ated AGS tel a ee Bed 6-4 
[S:PATC] <Booleans ssc: en so sis St tis obey A Pie ech ete Rated Be tn eae eevee Mudcat 6-4 
:TDIameter <numeric_value> ...... 0.0.0 ccc eee e eee e eens 6-5 
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SANNOtatloni~ 2.54 43s A es SS A RL a es 8-4 
ALL) <Booleansi..c2.900 640s. nos GRR S SE AWA OE GEARS 4S nd ADE SAR RR 8-4 
tAMPLitude <Boolean> ....... 0... ccc eee tenn ent en eens 8-4 
‘FREQuency-<Boolean> once esc ok See es ee RE OE EEE ES ees EB Eee bob cere ae bes 8-4 

:BRIGhtness <numeric_value> 1.0.0.0... 0.0 ccc eee eee e eee eeeaes 8-4 

CMAP an shsccetcersee 25 io ade Fag lo FEL RIE AS ID itd ELD ig BRAC EE Me Tete RE a de he Bh 8-4 
IDEFauilts. ce ccngze ed i eich Saas e ea aoe cee ee eee eee! 8-4 
COLOR ois eased scl cunts in Soe ag tye bk SA valle Mea we hei, Gok Wa ah 6 ate alae see Sethe lobbhe 8-4 
tHSL <hue>,<sat>,<lUM> ©... ee een tenet en neee 8-5 

‘RGB <red>,<green>,<blue> 2.0... cee eee n ene eens 8-5 

:CONTrast <numeric_value> .... 0.0.0... cee ee ee eee e eee eneees 8-5 
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13.11.25 :TOLerance <numeric_value> {,<numeric_value>} ....... 0.0... ccc eee eee 13-18 
13.11.25.1 SPOINIS 2 y:sic itt soe ee ec teed sae Sle eel sarees WAM as wet eee 13-19 
13.11.26 :ULIMit <numeric_value> {,<numeric_value>} ..... 0.0.0.0... eee ee 13-19 
13.11.26.1 SPOINIS ssn. Sie foes Sede baht ets Cate ie php ee bd ibd peat hte tied 13-19 
T3127. 1 SNOT aS fase ert ae i soaliteiss Malin gate taht ach eA ae et ete eae wae oe A 13-19 
13.11.27.1 [:MAGNitude] <numeric_value>{,<numeric_value>} ................200005 13-19 
13.11.27.1.1 SPOUNIS? scissors ght a ater a eS asa AR AEs ace Sete ase neat, eee sa Sitos ea tints ee RO 13-19 
13.11.27.2 :PHASe <numeric_value>{,<numeric_value>} ............ 000 cece eee eee ee 13-19 
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13.11.27.2.1 SPOIUN tS? casein ee Boece pas ted de nd dbo ede BS eden oe Cosa Idee Gadus edb 13-20 
13.11.28 :WFACtor <numeric_value> {,<numeric_value>} ....... 0.0.0.0... cece eee 13-20 
13.11.28.1 SPOTNUS 2 peesccd nyse dessa hen eb iea SAR Gee ss se wey BIB Wace he pS tesitw fo Gs wee waatlactomle Resto eB 13-20 


Chapter 14 MMEMorySubsystem 


14.1 :CATalos?: [<Msuss] 23 4s halite eka pe ees AMOS be aR DES EG ih bore 
14.2 :CDIRectory [<directory_name>] .......... 0... cece cece eee eee 
14.3 (CLOSE sv cintaclveate dh dara cet fa ekon ib begialaes awed law sobebaigil deb ate ee Oe sles 
14.4 :COPY <file_source>,<file_destination> ....... 0.0.00. ccc cee teen ees 
14.5 :DATA <file_name>, <data>... 0. eee eee eee e eee eeees 
14.6 :DELete <file_name>[,<msus>] ........0..0 0. ccc eee nee 
14.7 ‘FEED <data::- handles: »\ 2 1030 ods. iepa ee BG toele Sie RE A Steen Rhine, obo beets plete Web Bees 
14.8 ‘INITialize [<msus>[,(LIFIDOSIHFS)[,<numeric_value>]]] ..................2 00005 
14.9 LOAD ands STORE: rss eS eae es Sk Ba SE 2S Eee WEE ees eae es 
14.9.1 :DINTerchange <label>,<file_name>[,<msus>] ......... 0... c eee eee eee ee eee 
14.9.1.1 :TRACe <label>,<file_name>[,<msus>] .......... 0.0. c cece eee eens 
14.9.2 :MACRo <label>,<file_name>[,<msus>] 2.1... 0.0... cece eee eens 
14.9.3 :STATe <numeric_value>,<file_name>[,<msus>] ....... 0.0.0.0 cc cece eee eee 
14.9.4 :TABLe <label>,<file_name>[,<msus>] ... 0.0... ccc cence nee 
14.9.5 :TRACe <label>,<file_name>[,<msus>] ....... 0.0... e cece cece eee 
14.10. :MSIS [<msus>]) ecc:.s.c es ee oe te Se SE eee SA we ede ees 
14.11 :MOVE (<src_file>,<dest_file>) 

l(<src_file>,<src_msus>,<dest_file>,<dest_MSUS>) ..... 0... ccc cette ene 
14.12 :NAME <file_name>[,<msus>] ......0. 0.0000 cc eee ene t ene n ee ae 
1433" OPENS 3 s2o hen ach sed eos Se ee ee dno det ee ee 
14:74  -PAGK:.[<msus>)] yy ets beets eth eats he aaah hh, 


Chapter 15 OUTPut Subsystem 


15.1 
15.2 
15.3 
15.3.1 
15.3.2 
15.3.2.1 
15.3.3 
15.3.3.1 
15.3.3.2 
15.3.3.3 
15.3.4 
15.3.4.1 
15.3.4.2 
15.3.4.3 
15.4 
15.5 


:ATTenuation <numeric_value> ..... 0... 00. ccc ee eee eee e ee eens 
:COUPhNS: ACIDE oy cacti ik ae s S ek SAA RES aoe AO DR as Se WG, RG 
al el a eo) cae naan cer cca eer Mer oR Dacre eet ed tener Bee ara nant Ree On eM dre Rr eer Rene actartercier tne Seen ee NaN ee 
:AUTO <Boolean>|ONCE ... 0.0... ec een n teen nee 
BX CIMA coe thse oon ich a Mes gee Ae cleats An os ste aad bel ae ah ated ae Nee eee tal coe 
STATS) <Bocleans 5 0.c00.6.08 20. nts ge ads este ea ee ee es 
LASS so etee tans sets cect. ea OR ae ea ee ot Reet oe Pat SE shige oa a ance eens Ar a een eet 
:FREQuency <numeric_value>.... 0... eee cent e eens 

ESTA TE]:<Boolean> 22204. c chistes suede duets Soest aie ah Aue Rahs Aba ale's 
:TYPE BESSel | CHEByshev ......... 0.00.0... eee cca 
PETRA S 9 aesttces ace ea ceecd cece cae a heres aetna Beant let anteaee a atte et tonesetawe te Sacmea a oteate aed 
:‘FREQuency <numeric_value>.... 0.0... eee eee ete e eens 
[ESTATE]: <BOolean> wcnic: teacenctas tele a eats dugvadcok hil hueate dada a aba te lane's 
‘TYPE BESSel | CHEByshev ......... 02.0... eee eee cee ee ee teens 
:‘IMPedance <numeric_value>....... 0.0... cece ee eee eee eee eee 
SLOW? FLO atlGROUN sa .c5 65 4 Sere cesses tote evaded oceotiiow sees eben avaele b dept W gr beenien bo aeiedie donee 
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15.6 :POLarity NORMal|INVerted ....... 0.0... cee cece eee 15-5 
15.7 :POLarization <numeric_value> ... 0.0.0... . eee eee eee teens 15-5 
15.7.1 THOR ZntA! «e533. 85 cathe ae Wh Rea aE ee oe ok Gy SOE saps hg terse a estes elle BE acl eefoa 15-5 
15.7.2 SWART Call ak Secicse a2 eee cen aera sneer tia dA Rates Sera hice ck Se eee an See a eam eet Raters 15-5 
15.8 SPOSTIOME sc. 5 essen ee Sse be tige seine dnb PSone hd Din, Vice ede ssneondetie dh ine Godapyeenste erate a hengnetils ¢tab Dds é4 15-5 
15.8.1 Pe ehh tte Ste ee aA hee, Gort eae an fall Oe eR bce od iat de Glee al ee oo Be at ores 15-5 
15.8.1.1 PA NGI csetccse iit Shale oS S98 eta Sass ER WI ie ate Dey teas Siw Bes 15-6 
15.8.1.1.1 -DiRection:UPIDO WN: ssc. acsiss ees, aioe aR Nera aah we EI eR ARS 15-6 
15.8.1.1.2 [:IMMediate] <numeric_value> ......... 0... cece cee ene eee 15-6 
15.8.1.1.3 GUM it, crn set oavsa cet Mat aus ast Bd cena Ane Bost! Bel tiles ae ede Oils enias el den 15-6 
15.8.1.1.3.1 sHIGH <numeric_value> ..... 0.00.0. e eens 15-6 
15.8.1.1.3.2 sLOW <numeric_value> ..... 0.00... cc eect eee nee 15-6 
15.8.1.1.3.3 DS TATSESBOO CAMS: 3.25 sooth 54 Brdeses beds cee wee dobcarg rete epedis a beliste eee od by kes tease 15-6 
15.8.1.1.4 :OFFSet <numeric_value> 2.0.0.0... 0... cece ee eee eens 15-6 
15.8.1.1.5 :VELocity <numeric_value> ... 0.00... cece eee eee een ene 15-6 
15.8.1.2 BY BD ESSd B11 Vor—al ieee pemeern geen Ora ren te nerceee ee tira reer tira Meo OF Ud ere er geet Arey cae oP ee ere 15-7 
15.8.1.2.1 :DIRection UPIDOWN  ...... 0... cnet enn enee 15-7 
15.8.1.2.2 [:IMMediate] <numeric_value> ......... 0... cece eee eens 15-7 
15.8.1.2.3 SMT ee ho 5 Gioo ea Saw a Son alot te toned oe ag ies hp Sa Tent at See Bul ashes te RoNaa hie este 15-7 
15.8.1.2.3.1 sHIGH <numeric_value> ..... 0.0.0.0... cece eens 15-7 
15.8.1.2.3.2 sLOW <numeric_value> ...... 000... ccc eect eens 15-7 
15.8.1.2.3.3 STAT <Boolean>: e285 fost sok 3A sagntse aad A yeas Bow betwee Bs Sade aoe 15-7 
15.8.1.2.4 :OFFSet <numeric_value> 2.0.0.0... 0... cece cee eee eee e eee 15-7 
15.8.1.2.5 sVELocity <numeric. Valle>: 0. csc cot eh aH SM ARETE a eas 15-7 
15.8.2 ENE eae sie Soa tin de lepstioh atesgntes abe eylecin as cag lotastond chtentes baie apm eed qubegea el Detdalp Gah cbelteengs Gatetashl vaenastio ont 15-8 
15.8.2.1 BAING Gswiss eee tie ls a ete Rel dee eis Ako tiles gaat hhh tee Sie teal A Nis nds 15-8 
15.8.2.1.1 sDIRection UPRIDOWN: sesisie nes se5 Be cee eA ee kG Mlb eg lh call eR chie tele 15-8 
15.8.2.1.2 [:IMMediate] <numeric_value> ......... 0... cece cece tenets 15-8 
15.8.2.1.3 TIMI AE sits ak ad Shy sha ke Sa dt sel Sh Se tins oe rgalin ds snlbecr bevy etn oon beligancebraath bab abt Naan then 15-8 
15.8.2.1.3.1 sHIGH <numeric_value> ..... 0.0.0.0... ccc cece eens 15-8 
15.8.2.1.3.2 sLOW <numeric_value> ..... 0.0.0... ccc cee eee eens 15-8 
15.8.2.1.3.3 IS PATS <BOG ean die. neste tet ohio EAR GS, Caen RA aS 15-8 
15.8.2.1.4 :OFFSet <numeric_value> 2.0.0... 0... ccc cc eee eee eee eee 15-8 
15.8.2.1.5 :VELocity <numericValue>: ies isis heck ida cos bate es be weeds abd 15-8 
15.8.2.2 [sSDISPanGe]: 310% eerste eee sa CN ee ele ce Gy Sap sag rel Na ee ale REN aN eae 15-9 
15.8.2.2.1 :DIRection UPIDOWN  ... 6... ee nen tenn eens 15-9 
15.8.2.2.2 [:IMMediate] <numeric_value> ......... 0... cece ce ene eens 15-9 
15.8.2.2.3 ITM tae sth) rate ea Neat ee er AN les ceed ke alte eae A Le oes 15-9 
15.8.2.2.3.1 sHIGH <numeric_value> ..... 0.0.0.0... ccc cece eee eee 15-9 
15.8.2.2.3.2 sLOW <numeric_value> ..... 0.0... ccc cece eee eee eee 15-9 
15.8.2.2.3.3 DTA TE <BOolE AMS: ce .o5 64 seek gos hnpea debt bp ht leah letded Debate elec apwtent geen’ 15-9 
15.8.2.2.4 :OFFSet <numeric_value> 2.0.0.0... 0.0 cece e eee 15-9 
15.8.2.2.5 :VELocity <numeric_value> ... 0... 0... eee eee eee n eee 15-9 
15.8.3 oF SERRE ORR CEM TEE PR Eee ee RS Ee eer EAC eT SENT eT Ree AROS EeePC Ce See RT RST EN 15-10 
15.8.3.1 SINGS 5.565 osc tseae tects bce Gelb ests Spsbeendevetnle Sab ab tev Geeatnen Series eawtnsdes spepenton trois Mabe cidencencete 15-10 
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15.8.3.1.1 :DIRéection UPIDO WI. 2 sodas ere Sho ee heetsnigge fGen, Os Pak siea trae OA ew ede ele 15-10 
15.8.3.1.2 [:IMMediate] <numeric_value> ........ 00... 0c cece eee eens 15-10 
15.8.3.1.3 oO. 6 eee ee te ara ao Ral 15-10 
15.8.3.1.3.1 sHIGH <numeric_value> ..... 0.0... eee teens 15-10 
15.8.3.1.3.2 sLOW <numeric_value> ....... 00.00. cee eee eee eee 15-10 
15.8.3.1.3.3 STAT <Boolean>: 55.665 ek ie Ae ieee cb a he He eee BAG A 15-10 
15.8.3.1.4 :OFFSet <numeric_value> ....... 0... eee ee eee eee 15-10 
15.8.3.1.5 :VELocity: <numeric-Valie> 2s. shies diode aa OS EOS EO AS 15-10 
15.8.3.2 PSDIS Man Ge] cs seed bceh hete davnte epee degrade Gebedbg obteeods cuted date Weddin 5 15-11 
15.8.3.2.1 :DIRection UPIDOWN ....... 0... cect n een ene 15-11 
15.8.3.2.2 [:IMMediate] <numeric_value> .......... 0... c cece ects 15-11 
15.8.3.2.3 = B.S B | Rene reece ee at AOE rr creas UPAR, SECON SAULT RT ORES Ze OORT APE 15-11 
15.8.3.2.3.1 sHIGH <numeric_value> ..... 0.0... cee eee eens 15-11 
15.8.3.2.3.2 sLOW <numeric_value> ...... 00.000. e eens 15-11 
15.8.3.2.3.3 STATE <Boolean> 3. 6:3:.5..3 eng hese OG Sites Dh OW, RRA ES 15-11 
15.8.3.2.4 :OFFSet <numeric_value> 2.0.0.0... 0.0 cee cece e eee 15-11 
15.8.3.2.5 :VELocity <numeric_value> ... 0.0... eee ee eee eee 15-11 
15.9 SPRO TECH On ice hk Sas eh ote ON A ples Bebe ath nhs Bede ak Bs 15-12 
15.9.1 :DELay <numeric_value> ...... 2.0... cece ccc nee eben ene eeeee 15-12 
15.9.2 [ESTA Te]<Boolean>: -2 i235 sec hacks Base ece es Sea ba ee a ed AEA es 15-12 
15.9.3 STRAP PCd 2 it.2e 5 dapcesi ere se leeeeeatilh bbb tel ayWn seb lbtihs goaniuorboayege eens Shewana ote ad 15-12 
15.9.4 SCE si Cats Sait ut cle aoe Ala fle ae eA ia Me ls cred tacts ail Pe at at BL Pe oi At A tet 15-12 
15.10): 2 SROS CaM ator ocr. erie g 5 thee Skee BA ee hea eS OR Gai ions eh Ee EE, bts ae Nena RO 15-12 
15.10.1 [STA Pe] “<Boolean> tcc sccceed hin hn Faker aaah Bs Peach akhoa aide, BE a On RAS 15-12 
15.11. 2FUL Treen ECL Treen och cae dha Bet ble ee pied atte qe tacbiantae tee des 15-12 
15.11.1 eIMMediate ities ates bate that ie ates tole arb ee amass Be Todas tok Bee 15-12 
15.11.2 SEE Vel) <BOoOle and 3 fee hese seks nes it eee Rese NE Silla Gas ules Mowe gsa kh Bi Mion bes 15-13 
15.11.3 :POLarity NORMallINVerted 00.0.0... 0... cee cee ee nee eee nee 15-13 
15.11.4 :PROTocol SYNChronouslSS YNchronouslIASYNchronous ..............0000 ee 15-13 
15.11.5 :WIDTh <numeric_value>.. 0.0.0... eee eee eee e eee 15-13 
15.11.6 ESTATe] <Bocleans ..s0caceg Sek Cs hts SOS es SO Sow ee SA SE 15-13 
15.11.7 sSOURce <character data> 2... 0... ee cece teen tent eens 15-13 
15:12 . STAT]; <Booleans. 23 0 00d hee ee dee eh A Se ga bt ote adept 15-14 
15:13: © s TYPE <character- data> isi. sdk e oes Wate Cain ak SEBS Sed eed wat Veet 15-14 


Chapter 16 PROGram Subsystem 


16.1 CAT alo? ais oa geiees ondta i adwcdael ae oe bo a aciaeles aneinady eae eed 16-2 
16.2 ESELécted] nis o28 eros be ee oe tine Os wa bea oes Ei ee ne ea od 16-2 
16.2.1 iDEFPine <program> sie. oe each indent Gite dees ibe abe ec ie ei 16-2 
16.2.2 IDE CIS « sauisis Shadow. th bows ab be eee Ob beads Sled ia. 4-bo ouaalsd Pee 16-2 
16.2.2.1 SElected ii s4.6, gto skeet le ark Saxe et ees ee eld 16-2 
16.2.2.2 PANG: eae ars ides Ste ice HN eels eas nibs S nis da eis ee haa Be eee 16-2 
16.2.3 ‘EXECute <program_command> ........... 0... 0 cece eects 16-2 
16.2.4 :MALLocate <nbytes>IDEFault ... 0.00... cee eee eee 16-3 
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16.2.5 (NAME <propname> 2. 6c. cid acid be dees deaths dea wate das beds 16-3 
16.2.6 :NUMBer <varname>{,<nvalues>} 2.0... 0... ccc eee teenies 16-3 
16.2.7 :STATe RUNIPAUSelISTOPICONTinue .......... 0.0.0.0. eee 16-3 
16.2.8 :STRing <varname>{,<svalues>} ..... 0.0. ee cee eee 16-4 
16.2.9 PWALE, site betty Saperetts oe a heaesat ide hegeerend ded ite Rage sohbet dae sdohengtione ty pls eabeintnett ented 16-4 
16.3 SEXPLICI sistas cist ethits bats ia Gs bisd ess wlth aes ae a bale ek 16-4 
16.3.1 :DEFine <progname>,<program> ... 0.0... eee eens 16-4 
16.3.2 DEL ete <progname>* . picid ia ie os tea eb ea datas lad eo OS eh oslee 16-5 
16.3.3 :EXECute <progname>,<program_command> ............. 0.0... cee eee eee eee 16-5 
16.3.4 :MALLocate <progname>,(<nbytes>IDEFault) ............. 00.0... eee ee eee 16-5 
16.3.5 :NUMBer <progname>,<varname>{,<nvalues>} ........... 0.0... c eee eee eee 16-5 
16.3.6 :STATe <progname>,(RUNIPAUSelSTOPICONTinue) .....................000. 16-5 
16.3.7 :STRing <progname>,<varname>{,<svalues>} ..... 0.0.0.0... cece eee eee eee 16-6 
16.3.8 !WALT <propmame>: icc ecei se sds Shue des Sh Sig ge ees wig al Se Saw shee shes bade BS 16-6 


Chapter 17 ROUTe Subsystem 


17.1 *CLOSe-<channel- Vist} s.5.5 20 oes Se ee ee Es ks Be ee Se 17-1 
17.1.1 SOA TO? 6 gcc tieche bo. deca fe Se a dle hea ee Wetes BO BEDE to ARIS Bib CET Eg BER 17-2 
17.2 IMODule? ecb Heese Bind week etek eg See ER eee ee 17-2 
17.2.1 SCAT AOS 2: oan aris trang stale arn ghaditihosth aie AG tage ard anbed.b 4. We an pies Sob latent ae gt Reee ee 17-2 
17.2.2 [: DEFine] <module_name>,<module_address> ......... 0.0. ccc cece eee eee 17-2 
17.2.3 ADE eter ee 2 & ARs es eee SE eid Bs Won Bie Re OO Sh eh Ee 17-2 
17.2.3.1 SA Mec age ae ad he rE peeve eh we ee ae Eee ts 17-2 
17.2.3.2 [:NAME] <module_name> ......... 0... cc ccc cee nn eee 17-3 
17.3 “OPEN; <channnel: list +... 5th enke dhe he ee eee Pee oe he ee ees 17-3 
17.3.1 SAT ees ah hese te sec sdnetieh es Ei ate he aha aes hl Mae soot ahs thick pnt Aa ty a sedate LE cpa a 17-3 
17.4 SPAS loweess cacgect bie eae saci wees eke se nck SA aaa ante tas Seach tn bates Shep ee ep vlan sao ees 17-3 
17.4.1 (CAT AOS? oes ace este etnaks Sate NS ORS ee needs CER A ow feb Vetta ache hee ee 17-3 
17.4.2 [:DEFine] <path_name>,<channel_list> ... 0.0... . eee eeeeeeeeee 17-3 
17.4.3 PDE ete sis x gcse 5 Oe. favre hee Wise ts Bess FB 4 IND eo Se OEE eee CEN SHER at 17-4 
17.4.3.1 SA Mbeya na ad gee nate ee han tse ee Mees cates et ret ene Send sk eich ae ac 17-4 
17.4.3.2 [:NAME] <path_name>...... 0... eee cee n eben eeeeee 17-4 
17.5 *SAMPIé sete eit oie sd eaten ee ees Gels ee GORE SRS eS oe ee ee 17-4 
17.5.1 SCAT AOS 2 eee. Ree nhs Sea bie oO WRG Bal MANS Sea ee eee 17-4 
17.5.2 [: OPEN] BAGIDILutelPREIPOSTIMIDICEFFiciency 
INONEIZEROISPANIVERifyIMANifold ............ 00.0 e eee eee 17-4 
17.6 “SCAN ~<channel ‘list "0% g.-0-0 ane ee lates o eB ie ee Pn ee ee 17-6 
17.7 TERMinals FRONtIREARIBOTHINONE ...........0 0.00 cc ccc eee tenes 17-6 


Chapter 18 SENSe Subsystem 


18.1 AM Subsystem: 3 ses 55.2 sdhs we Gu wees Paes ha baw SS Oa ea a ale ote 18-4 
18.1.1 DEPUTY] oe siete ees we CR Se SG AEA ea ee ee a Ae es yeh oy 18-4 
18.1.1.1 TRANG 05 oi ich es Sos SS es date aes ess Sha et aie Woes 23 ea dees 18-4 
18.1.1.1.1 :AUTO <Boolean>|ONCE... 2... 0. eee eee 18-4 
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18.1.1.1.2 [:UPPer] <numeric_value> 1.0.0.0... 0... ccc ccc cence eens 18-4 
18.1.1.1.3 sLOWer <numeric_value> ....... 0... eee eee eee eens 18-4 
18.1.2 ‘TYPE LiINearlLOGarithmic .........0 0.00. ce ence teen nee 18-4 
18.2 AVERase SUbSYStEM 0500s os SiGe agate: Bal ee Seales oS ae RE eee Re ee 18-6 
18.2.1 A typical device action for SENS:AVERage ........... 00.0000 cece eee eee 18-6 
18.2.2 :COUNt <numeric_value> 1.0.0.0... cece eee eee eens 18-7 
18.2.2.1 tAUTO:<Booléan> ONCE ig iecsch 2.5 elias Che eS ORG Lik ao eed eee Ws 18-7 
18.2.3 [ESTATE |< BoOleans osc aces Sttcks So ccd aha tw Re odes ea eae need AAS 18-7 
18.2.4 :TCONtrol EXPonential | MOVing | NORMal | REPeat ...................0..00. 18-7 
18.2.5 :TYPE COMPlex | ENVelope |MAXimum | MINimum!RMS1|1SCALar ........... 18-8 
18.3 BANDwidthIBWIDth Subsystem ....... 0.0... eee cece eee e eens 18-10 
18.3.1 [:RESolution] <numeric_value> ... 0.0.0.0... 0c eee eee 18-10 
18.3.1.1 :AUTO <Boolean>IONCE .. 1... teen enn enee 18-10 
18.3.1.2 sRATio <numeric_value> 1... 0.00... ce eee eee e eee 18-10 
18.3.1.3 STRACK: <Boole an scirsacc.ciceisccxts Wi Gites RES SG NS OS 18-10 
18.3.2 :VIDeo <numeric_value> ... 0.0.0... cece ee eee eee eeees 18-10 
18.3.2.1 :AUTO <Boolean>IONCE 2.0... cece ee nnn nee 18-11 
18.3.2.2 sRATio <numeric_value> .... 0.00.0. eee eee e eee ee eee 18-11 
18.4 CONCentration Subsystem... 0... cee eee neces 18-12 
18.4.1 :CSET <numeric_value>,<numeric_value> ....... 0.0... cece eee ees 18-12 
18.4.2 sLOWer <numeric_value> 1.0.0.0... 0. ccc cece een eee e eens 18-12 
18.4.3 :LSET POLYnomial<n>|SRATional<n>,<numeric_value>{,<numeric_value>} .. 18-12 
18.4.4 SRA NGG se tor sete ecto tessa soit Sele, Siaeteaate antes Waa teed te oe wicks Bete anes iG Toles terseaa hay. See eas 18-13 
18.4.4.1 ST Oe op fete ttc samara tie co hernset ses ue ene ead Net noe nn tegen Rees sees Ree 18-13 
18.4.4.1.1 sLOWer <numeric_value> ....... 0.0... eee eee eens 18-13 
18.4.4.1.2 STAT e];<Booleam>:2cicase scent eck wi ce AB ah Ea AR Weeds 18-13 
18.4.4.1.3 :UPPer <numeric_value> 2.0.0.0... 0. ccc eee eee eens 18-13 
18.4.4.2 [:FIXed] <numeric_value> ....... 20.0... ccc eee e teens 18-13 
18.4.5 :TAL ign <numenteValues 26.5 5 phi ce ah whee yee aha ei SAA de ee 18-13 
18.4.6 WPPer <numeric.:value>: sitie.c02 5325 eS ath ok Sion 8 oes es a ele BB Ae aS 18-14 
18.5 CONDition Subsystem . 1.2... 0... ccc cent eee 18-15 
18.5.1 :LEVel <numeric_value>|TTL ECL .........0 000.0. ee 18-15 
18.6 CORRection Subsystem ..... 0.0... cee eee teen nee 18-16 
18.6.1 SUT Os Joh Keo aaa thc orelte enced ans Ate acleg Belt feo Sheath S de cota Aes atte Tes 18-17 
18.6.2 SCAT Clate? 3 sielec cst ect esie ee aeas Oe ees ok Gy SR wap na hg tere Ra ors ole WE acheel eae Dea oto BRE 18-17 
18.6.3 BC OC Chaise cata eter etc ck esd, See tao ces Saran feet ccm Se rahe a Nace ees Wien eet st, A Rees Se Pane hoc 18-17 
18.6.3.1 fsAC Quire] STAN ard: © 2c ees bce del Sab ascerean celts Setaeeidale oh Pek eee nbeetite bod 18-17 
18.6.3.2 SMETHOdTPORE, utc sche fisdh aot ch teen ob 3c alate Roo saat tss eee, 3d A ae aoe A Peawetd 18-18 
18.6.3.3 ISAVE [<trace= names] 50. h lek ce ee ee, See SA CE 18-18 
18.6.4 BOSE, eer ecea ase tet aad Bearer nates Rate teas ten eae aae erat gk Bi newetan yo heater eee ues 18-18 
18.6.4.1 [:SEBl-ect] <name>: ».ci5 04 ev hss pdeechtes (Add all dai eae d hom tieeacka ids 18-18 
18.6.4.2 SLATE <Boolean >: +4 sic) fase ceete ei at ie CR Sao RM ae ee Me 18-18 
18.6.5 SEDEL AY” e508 os SG ioe ek Ee eae A oie ape Oe A GeO UG oa 18-19 
18.6.5.1 :DISTance <numeric_value> ..... 0.0... ccc eee teen eens 18-19 
18.6.5.2 STATS: <BOG CAM 5. ooh cinch Sash Sten Ge cgtan Sete he deewtodins Sgucpunton trons aban bee el ded Dnata th 18-19 
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18.6.5.3 [:TIME] <numeric_value> ...... 20.0... ccc cece teen eens 18-19 
18.6.6 SIMPed ance ssc fb akrcs et ee ie shiek tel cba cite ace ie eid A ett eae A, ies oe 18-19 
18.6.6.1 EEINBut] FOU AP Ute css, ex 08.6 casi e 0h cee Meet occa ees es Wag aN Wo Nea Tk RW eek ale ON eg LG REN 18-19 
18.6.6.1.1 [:MAGNitude] <numeric_value> ....... 20.0... cece cece eee 18-20 
18.6.6.2 ISTATE<BOOlEAMS: o.5 5 hhh bak Shoko Bye hein desig ds Steatne Ge bbls Go crgeetine Eh PY Rowe ts 18-20 
18.6.7 ‘AL OSSEGAINUESLOPRGw a5 fet incite alls ta tld geht A eo enidd es layath anh eG ote 18-20 
18.6.7.1 EINPut|lFOUDTP Ute t:.sc ces eh altel becca See Seaton ei ae, See hee 18-20 
18.6.7.1.1 PAUPOIONIQEE® 2255 Se otaee eos face actecratececns nace tees easy aed ene ae ae eae 18-20 
18.6.7.1.2 [:MAGNitude] <numeric_value> ....... 0.0... cece eee 18-21 
18.6.7.1.3 sPHASe <numeric_value> ... 0.0.0... 0. cc cee eee eens 18-21 
18.6.7.2 ISLA Le SBOOlE AMS | hie cc 45. side eon tess Wie le lav eel, OW aa ca en Seen eG 4 He bode feck ase 18-21 
18.6.8 SOP SCE 2es0 cat cteseen dood eae arent cep arene We Rates Saeanee ate me teed a paces Maun sneh ee arene. th eae 18-21 
18.6.8.1 [:MAGNitude] <numeric_value> ......... 0... cece een eens 18-21 
18.6.8.2 sPHASe <numeric_value> ... 0.0... eee eee eee eee nes 18-21 
18.6.8.3 (STA Pe:< Boolean > jase ad Sido h Sas teh hrensteaety Elgin en iho ea do, ik casa 18-22 
18.6.9 SRV EEOCIY. sos FiGtel eatin 04 6 aoe head @setavd a Bean Ree Bd ESA AE OM 18-22 
18.6.9.1 :>COAX <numeric_value> ..... 0... 0c ec eee e eee eens 18-22 
18.6.9.2 ‘MEDium COAX|WAVeguide ......... 0... cece cee en ene 18-22 
18.6.9.3 STATE <BOOlE AMS > sys, ode eo secs tote ea oe a Sows ge tea tee hoes Sole Eb to 18-22 
18.6.9.4 :WAVeguide <numeric_value> 1.1... 0... . cece cece eee tence eens 18-22 
18.6.9.4.1 sFCUToff <numeric_value> ...... 0.00... cee eee eens 18-22 
18.6.10 SS PO Mt ictal ees Cs ooh aie uc cuaste cade eed Mie ohn aa emad fl laars il ll tated 18-23 
18.6.10.1 SA CO UIT Ei aso IN Se A ete STE Selah cea ts Tele, Sack CR eos hee 18-23 
18.6.10.2 :DTOLerance <numeric_value> ....... 0.00. ce teen ees 18-23 
18.6.11 [STATS] <Boolean>: 54.3 ch-olaved danas ie heen ed deh ho tow he ee See hope deed 18-23 
18.6.12 LORSIR OD ne OT ie teri tl Ses SE hh lee Datel OY, alee gris Bel Mea edhe Molto ad tol Nisin brake, Lat 18-23 
18.6.12.1 SA COUTTS iin ea es en alee RON HAG Neti te Nasa eth io ony Bete en okey ciate nN 18-23 
18.6.12.2 :DTOLerance <numeric_value> ....... 0.0.0. cece cee eee e ees 18-23 
18.7 CURRent Subsystems i090, koe pe ee bet ba ae tieed Seed ecbeayee odes edi gene 18-25 
18.7.1 SACIISDC [eed ecacste ene oat oats eos et areas bd Ae a a terlos Daas steht tute weed 18-25 
18.7.1.1 :APERture <numeric_value> 2.0.0.0... 0c cece e eee eees 18-25 
18.7.1.2 :NPLCycles <numeric_value> ........ 0... cece eee eee eee nee 18-26 
18.7.1.3 :ATTenuation <numeric_value> ....... 0.0. ccc eee eee nes 18-26 
18.7.1.3.1 sAUTO-<Booléan> ws iccsci cit dane cite ates wae els ae Dt a eee 5h 18-26 
18.7.1.4 TPROTECHIOM. ceo ha Res es ee es ees BS a Pha Eb casa Be ele ay SIN ea Ge ese ONS be ona 18-26 
18.7.1.4.1 [:LEVel] <numeric_value> ......... 0... 18-26 
18.7.1.4.2 STATE <BOOlEANS® 36.8 oe a hepsi BA 2 egttednts nets drape Gakcoggne oe aoe a besawehecded 18-26 
18.7.1.4.3 SPRUE Ped? ois spetie see's shale 7028 Ancscet’s ave 0 es Sh avenialsd, 62089 Aesleate Moo eet oases ood tases 18-26 
18.7.1.4.4 SOL Bar sixes ei hisiars Selec Win tek Cals wot bye cg Se eae Th dey GAN Ee Roe He sh ees eI 18-26 
18.7.1.5 SPRAIN Gre ao acer t ed es een hack aca eta Neca Ag marae ct ete Sea cca Renee te ae corn Ave ee 18-27 
18.7.1.5.1 [:UPPer] <numeric_value> ....... 0.0... ccc ccc eee 18-27 
18.7.1.5.2 sLOWer <numeric_value> ... 0.0.0.0... cc ee eee eee eee 18-27 
18.7.1.5.3 :AUTO <Boolean>IONCE.. 1... ee tence ee nne 18-27 
18.7.1.5.3.1 :DIRection UPIDOWNIEITHer ...........0 0.00 ccc eee eee 18-27 
18.7.1.5.3.2 sLLIMit <numeric_value> ..... 0.00.00... ccc ccc eee eens 18-27 
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18.7.1.5.3.3 SULIMit <numeric_value> ..... 0.0.0... eee eee 18-27 
18.7.1.5.4 :OFFSet <numeric_value> ....... 0... cee eee eee eee 18-28 
18.7.1.5.5 :PTPeak <numeric_value> ....... 0... cee eee ee eens 18-28 
18.7.1.6 :REFerence <numeric_value>.... 00.0... ee eee eee ees 18-28 
18.7.1.6.1 STATE: <BOG EAS = 2. cohen. bob neitindeagnnd cpg esetn ee oon a bueaeeend dab DR hoantnerbeaetety 4 18-28 
18.7.1.7 :RESolution <numeric_value> ........ 0.0 cee teen eee 18-28 
18.7.1.7.1 :AUTO <Boolean>IONCE ... 1. cent eens 18-28 
18.7.2 :DETector INTernal | EXTernal ....... 0.0.0.0. 0 eee eens 18-29 
18.8 DETector Subsystem) «....00....6 0 set ee de Geert ee ee dee dene a ede ates 18-30 
18.8.1 :BANDwidth | BWIDth .....0.0 00.0 cc cee ene e tenes 18-30 
18.8.2 [: FUNCtion] <detector function> ..... 0.0... 00. cette eens 18-30 
18.8.2.1 :AUTO <Boolean>IONCE «00... cece nent enne 18-31 
18.8.3 =SHAPe LINearlLOGarithmic .......0.0.0 00.00 e tenes 18-31 
18.9 DISTance Subsystem: 3 scc5. ose. bep pose S85 Mig pe ESA Sivan SR Sadat Meh Sashes 8s Lp ae 18-32 
18.9.1 PRES Cbs och sce ease Sate Sic ea eh Sienna AN boos MEN ns Re eke, Gwe ee eas 18-32 
18.10: FILTer Subsystem ss: gosta tenia adets ha das ee a Ned C8 wade Peeteag bees wees 18-33 
18.10.1 [STEPASS]* Sree vveee eid betncel deh oh naetnde aren, Sgt cht pte Datbelend Sitgutiodh gp ouecanbotghncetdnat d bode aud dpbagan eintentG 18-33 
18.10.1.1 [ESTATE] <Booleans sic aie tise Ad lela se hes foes Sedge a eae AE AG et sas 18-33 
18.10.1.2 :‘FREQuency <numeric_value>.... 0.0... eee eee eee eee nee 18-33 
18.10.2 PIMA SS ahecerne see ccd ces eeseitee soe ie neeagse teehee ease seats abe teeta aac hee Sienna eee a etic 18-33 
18.10.2.1 [STATES] QBoOOlean>: <6 o4 peepee soci eds hag heeetn gpectee been ents GA RA ier shared betidee do 18-34 
18.10.2.2 :‘FREQuency <numeric_value>.... 0... eee ete ene 18-34 
18.10.3 SDEMPHASIS 3 38 hace eRe ete Re Aone non Ne A ME, Si eee Rennes SS 18-34 
18.10.3.1 ESTATE] <Booleaniss wesdec teres tated a aca ea anise Bete lass Na aca eA oS 18-34 
18.10.3.2 :TCONstant <numeric_value> 1.0.0... 0.0 cece eee eens 18-34 
18.10.4 SCOCEN GG Set trea ee ce atecack Aeta hs A CS ae te eh tle MO ite Rel GN ea Ae at 18-34 
18.10.4.1 ESTAT 6] <BoOl@ ans ys ccs coc05: nobis ieee oo by 2 na hy eh WS 4 este balla Sek tac Reena BG 18-34 
18.10.5 PEMES Sages sic eerie hd arenes Baie aeiehs Sah eos as Seaadn alte Baremesoeal oO Raab ass WRC 18-34 
18.10.5.1 ESTATE] QBOGlE ANS: 5c Bredesen beds bne ee bead dobaecteieae epee obese vo dba bebe beeen det 18-34 
18.10.6 PC CIR atk ded kos co ee leet Meld et eh aol. eres Mi teus el ibd ead Chote 18-35 
18.10.6.1 [STAT 6) <Booleats st sce dnieacs Sondre Monee Ale tela teak, Seated heats DG oa 18-35 
18.10.7 ARVN ee ace cee esto at? ack teat acc ec haves ee ee Recon cc atest en Sane de at ae ie eae tna ecenaatey aetce 18-35 
18.10.7.1 [SPA Te] <BoGlean> 4.1564 wee Sse ob aes gh deh send ee ded hate Glad hades Reaver gbapeeeteend 18-35 
18.10.8 SAW EI Shin Gs. oe cstuicsie an bicedien A See eee toh a aie eee ba eat ena cree Week AS 18-35 
18.10.8.1 [STAT e] <Boole anes coi se65 pre cee eR Sie owe hye Meee 4 elated ba Meee tesa BG 18-35 
18:11; SRM-Subsystemscs scot ae Ge eh Lan. Saha niss sae abt ela eg Wee eae Reads 18-36 
18.11.1 SIDE Vat OMN] (hoch chases geste de bee eesatiele $4 Baked encnts olathe dean. Sobancbnes an diate e beleseythectedd Barker do 18-36 
18.11.1.1 SIRCAUIN Chey sxe gat Mn alee tod etch ae a ales arid Ae tades eh th leet ae A ade eek da als 18-36 
18.11.1.1.1 :AUTO <Boolean>|ONCE ... 1... een een ene 18-36 
18.11.1.1.2 [:WPPer] <numeric: Valte> i cit a darciles akahd of Shee ela isa ahd 18-36 
18.11.1.1.3 sLOWer <numeric_value> ....... 0... cee eee eens 18-36 
18.12 FREQuency Subsystem .......... 0... eee eee ee ene renee ee nes 18-37 
18.12.1 :APERture <numeric_value> ..... 0... 0. ccc cee cnet e eens 18-37 
18.12.2 :CENTer <numeric_value> ..... 0.000... ccc cee eect eee e eee 18-37 
18.12.3 [:CWl:FIXed] <numeric_value> ....... 0.00.0 ccc cee tne n ene 18-38 
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18.12.3.1 sAFCG <BooleanslONCEE : dornisice Cheek Oe boda derdoo dos cdbveds 6 dude ag ee Thacedee 18-38 
18.12.3.2 :AUTO <Boolean>IONCE 2... eee tee e ene nnes 18-38 
18.12.4 sMANual <numeric_value> ...... 0.0.00... c ccc eee teen ee eeee 18-38 
18.12.5 SMODE CWIFIXedISWEepILISTISOURce ......... 20... cee en eens 18-38 
18.12.6 :‘MULTiplier <numeric_value> ...... 0.0... ccc eee eee eee een ene 18-39 
18.12.7 :OFFSet <numeric_value> ... 0.0.0.0... ce cece cece eee en nee 18-39 
18.12.8 SRRA INGO? scsi ce esti ce a nek sales W ec spelen Se REG Ry Nea eons tA Neat EE ONT elas ee hr ea 18-39 
18.12.8.1 [:UPPer)<ntimeric. Value 25 sec. diaig tc hatn tats dale’ dae hota satan S 18-39 
18.12.8.2 sLOWer <numeric_value>... 0... cc eee eee eeees 18-39 
18.12.8.3 :AUTO <Boolean>IONCE 2... cc een e tenn eens 18-39 
18.12.9 :RESolution <numeric_value> .... 0.0.00... eee ee eee ee aes 18-40 
18.12.9.1 :AUTO <Boolean>IONCE 2... ce eee teen nae 18-40 
18.12.10 sSPAN <numeric_value> .....0 0.0... ccc ce eee cece eee neeees 18-40 
18.12.10.1 “HOLD <Boolean>: ese fA5 oe 5 h28 adh ath ah eains tS Meas oO es AER Hk a 18-40 
18.12.10.2 SLINK'CENTerlS TARtISTOR 35. 03 ncesedcsscacs ie Goes Woks Sako Se, Fike ae ee 18-40 
18.12.10.3 5) oh 0 (0) Deep armret Ree roc Seg ta ee te tare Ure et ne Ere Neer ck tine Sead Sees he Sr ura rene aioe eee 18-40 
18.12.11 :STARt <numeric_value> 2.0... ccc eee eee e teen eee 18-41 
18.12.12 -‘STOP: <numeric.-valule> «oc os6ks oh cbse ooh See RM a cee See AA le tala 18-41 
18.13. FUNCtion & DATA Subsystem ......... 0... cece 18-42 
18.13.1 DATA? [<data_handle>] . 0.0.0.0... 0c cc ee cence tenn enne 18-42 
18.13.1.1 SENSe <data_handle>s 2.0.0.0... ccc cc cece een nee nee nn enne 18-42 
18.13.1.2 :PREamble? [<data_handle>] ....... 0... 0... cece eee 18-43 
18.13.2 SRUNCGEON 6,0 ees osc seein SW aed te CNG oh De od a eo ee hee 18-43 
18.13.2.1 :CONCurrent <Boolean> .......0 0.0.00. ccc ce nent nen neee 18-43 
18.13.2.2 :OFF <sensor_function>{,<sensor_function>} ....... 0.0.0.0... e cece eee 18-44 
18.13.2.2.1 CAE Al thee asad ok Re Bl dc hg Le gua ach eheh Oc Yee Aad Naa ett le cee 18-44 
18.13.2.2.2 Ey GO) 1 5 fi gue ae ea Nr ER 18-44 
18.13.2.3 [:ON] <sensor_function>{,<sensor_function>} ......... 0.0... c ee eee eee 18-44 
18.13.2.3.1 PTE ans is est. che etenen Sede gtendh ge cuteig Sapantel date Sb thee bnba Centon tap be aalon en taoegaehen Wrote abe cbnscaoting 18-45 
18.13.2.3.2 SCOUNt? 3 Fests dries Sot set at ee AER hh ls ores ts a rete gle le et 18-45 
18.13.2.4 :STATe? <sensor_function> 2.0.0... 000. e eee 18-45 
18.13.2.5 <sensor_function> 2.0.0.0... eee eee cece eee e eens 18-45 
18.13.2.6 <presentation_layer> ... 0... . cence teens 18-47 
18.13.2.6.1 EXINONG Hic bicas cused a ernie he sean coke Attias sales Aloe DS ath S de aeetne Bec toe atc! 18-47 
18.13.2.6.2 DOT C506 este se tecs sd Sih SosienlSe pce shoes oie Tonk Aechis Nu Sehale dusty SAG aca BER Heeleaateees leon les 18-47 
18.13.2.6.3 RERGQUCNCY? He 0054 a hay A Ra Ss BAS oot ela wa SA aia aren REA 18-47 
18.13.2.6.4 KP OW EEE et Ao ee Sick shee Ge tens ts Mahe oN S-5  heeehe e ae EN ly de bgtubicd cdeeutcs on Whon's Mpabeeifeetet ane 18-47 
18.13.2.6.5 DNV. OV AAG S45 esa le asi bassin 5025 truslect ate A Sas wid Baek Miglale B50 bea are aes eb eaadecec ats 18-47 
18.13.2.6.6 MEURTENG 6, £6 6 es aot ae sce tose cae ee NSE Ge eee aE 18-47 
18.13.2.7 <PUNCHON. MAME>) sed 4 Podlid adres ado 3 RARE a bee Raw ensd dee hk aa ae 18-48 
18.13.2.8 PUN CEI OTS: Boos hesetosee open hesgotten Sheesh content Sate eget gute dobepad stedeh Sta aga oh tiene ethtend ceatenaSytee 18-49 
18.13.2.8.1 AGC Geleration’.)4 55 nutiooe eh sree t wade aoe th cae tiee Se te ack es ees Pee et 18-50 
18.13.2.8.2 PAMDe ntieerance Baile Nes Nite oot ens toate ae Baie GeNaee sal, OS Wo cus Re geten hc NON Soke oa Mle tare ape eB 18-50 
18.13.2.8.2.1 [oIOTER Tlni)| Ac tates nica tect st. ere naceees Senne eee oy dupes Aaa eae are aeaae eee 18-50 
18.13.2.8.2.2 PDIS TOTO oociesshehch scl b.4 Pe hi -bote bce bh edets babreeteten seeestnlg betegatvants baht ge thd 18-50 


XXVvili 


18.13.2.8.2.3 
18.13.2.8.2.4 
18.13.2.8.2.5 
18.13.2.8.2.6 
18.13.2.8.3 
18.13.2.8.3.1 
18.13.2.8.3.2 
18.13.2.8.3.3 
18.13.2.8.4 
18.13.2.8.5 
18.13.2.8.5.1 
18.13.2.8.5.2 
18.13.2.8.6 
18.13.2.8.7 
18.13.2.8.7.1 
18.13.2.8.7.2 
18.13.2.8.7.3 
18.13.2.8.7.4 
18.13.2.8.7.5 
18.13.2.8.7.6 
18.13.2.8.8 
18.13.2.8.9 
18.13.2.8.10 
18.13.2.8.11 
18.13.2.8.12 
18.13.2.8.13 
18.13.2.8.14 
18.13.2.8.14.1 
18.13.2.8.14.2 
18.13.2.8.14.3 
18.13.2.8.14.4 
18.13.2.8.14.5 
18.13.2.8.14.6 
18.13.2.8.15 
18.13.2.8.15.1 
18.13.2.8.15.2 
18.13.2.8.15.3 
18.13.2.8.15.4 
18.13.2.8.15.5 
18.13.2.8.15.6 
18.13.2.8.15.7 
18.13.2.8.15.8 
18.13.2.8.15.9 
18.13.2.8.15.10 
18.13.2.8.15.11 
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tFREQUENCY is caonel Se haste beatin he led he Cath Be denen 18-51 
PSINDRatiO® |. cette teh eats UG bo el oe Bios cnt tN Te eet k 1 OC 18-51 
SNRevc, 6.9 decata en aie hoa Bales Ree ele Hobs Sak Gs Se eos Bee US 18-51 
BUSTER) oso rete tay ete Atenas Se Pahectecae sR Succ aa ater Je Meee kameec tae Sa eaten Pahoa 18-51 
CONGEMEATION oo. 6 pe Gk eke ate doce eleehe cudnt ecedtos on Cites Gobetgeatenednseveweees 18-51 
SIA thin etme ts dah ark a eben alte te Ruleed aol a Ek ne Pe te Bese tat A ces, 18-51 

SS DE Vi atiOMe oss Sea8ee, obsess Rens BR SG Ss as Rs Aw ise RA ROS 18-51 
ERATIONS Seiad acer ad bis, Aaa a aN ea Reena anieg dee hehe GRO alin aoa ee. alee 18-51 
COND IOT ss 2c. 55h does bP heirs Bod dedepea Eb ese Oph co lttods odin od diene bbeeoee d 18-51 
CURR pte aie nde ha: iad Blaha ceibut se Clee rtase dentate ts 18-51 
STE] acces ete cdeletacy salt ode Sola, SN aac wy aR log ee eh Odea Se wan tony Hable deters 18-51 
BN Ge eee can case cei oa eaten Saree reas set ae tec paver Sata ciye Ate aa Peace tarts 18-51 
DEST ance rss Segh 2555 4 Bete Besa Sete Whee be tategesaeehotee eh avin abelian cetnlinds Lab Rea tedpeo outa Ge 18-52 
PIM tance peter fats oe Ces ote Bhd Aha ale lala Sits alii dan aa td ee 18-52 
SPIE Va atiOnit]. ih ocho eee desnc Sere tag dia enk Wey He is eh, Sea eae hee Bo 18-52 

SI ISHOTIOM? 42: 425-2a0hghoos accion Rates ae esc ana t eeoeeiee tees amaentes ec Sates 18-52 
PPREQUENCY © io donee daa e need Ghd het y thd ated doo ae ade eed 18-52 
SOIND Rati?) cri3t) Gee She tk ee ates tebe ek Ne ote 20 nde tak So ECs 18-52 

SS NRevec, coh 0 esate ee soils tore ocloes Nafbck tole deity SI dap Woe ERD achat hl des Rosle Reel 18-52 

3d Bn 0 D emer Gre re BE Rare, ae DA PRE Ree Oe cee me ROR 18-52 
FERRE? fh csctse ebro togeb weeps Ed hell tee ee Sotesn Soatgd ste baegbtes an Oeste sabeigentshane ded Beata ol 18-52 
BORG Ee a cil nt toe coh eta ies cree teak Ponte mat at Al Lite tr Ata Mt ates 18-52 
FREQUCHCY 500.6 sch ih eR SW eh ae OEE poe ee ee 18-52 
BIRESIStanG@?eevis8 ea eetanioet tates a antea A Paras ten tantes etter tice Ria heeetae aes pete ace acd 18-53 
PERIGG 3 8.5 25S cite Se A nbete dh dvb iabpes eh Gabel bghehechtinae he no Stine Loete haut delegabuloaed 6 18-53 
PHASGs 22 heed sues fades ahaa te cts te Seah Ns cent Bel hte nts ta as 18-53 
PMs 4, crccieeot seek Seccaigen ots oatle tank Bestest SI Nae eal, SM ceva hi iatnead gee lee le os soe MR 18-53 
DE WVrati Om ]?. eo sesso sectis Nice eat sc aise wee pana oe thnk tase. Rees ened 18-53 

ra) Fs) C6) u 80) 0 Lon Oe SP 18-53 
SFREQUENGCY® 2535 oslo abl oka aunts daar A gta Sisk. tat ak Pavan 18-53 

SS NDR atiG © c53c8h een tae BG, od es RE ee a eR Swe 18-53 
BON Raa alta ad ek ae ac acer atv Rete aawatedn Aeara ds ie atten tate oe sca beeany ie Rat 18-53 
PPO A 2h Seseessibgs hoon sehbe': Sob nBe ce top ttinle begh betatonde gp oeobnb auth nobiles Bobet Mentutt dobabas cciteng 6 18-53 
POW Citron te Mee eh tl oa ts cha bel Slee Soe teak Nice cee be Ghee nhs Ae Tat) 18-53 
Piss eRe a eels bo Mie ES ce te fee BS ey IOC ag a STO Os TONLEA ee, balls Sts Feslene teu a nea oles OE 18-54 
PACH amine 8522s ee MPa sce hs Saree ae ah gay See tase. St ese ORR A a 18-54 
TCOHEREN CE oi s5 hoe wes d tele teenieebedetides do tednbanieven en Gere eben tiated deedloaeees 18-54 
SCROSS? tutte tu ties let eh alsa bile soleil Ment Rh ide ie Bt als 18-54 
STDC Ys eect Bisse tes aati oe eeeeanee WA anaes lapel Gatos age eens Seas 18-54 
ADS MOTION (6 acs oles secs tay ic Rateer eat Otc ea Sead eek tee Reha sd bee eaeata dea Rares 18-54 
(PSDeENSIty so icvedian the ieee ee bay it late eet ed ada 18-54 

PS TAESTZES 22S Des aren tt, Geach ee Poaceae ah he eR ales aties tees a 18-54 

SO NDR atIG 9 5 saiascct sae ees soSoec ce a Soe an Age Neon Te Os esky, a Se ea eo Ba 18-55 
IN Rees ae he ca ae raced setae ae pane Sec ae se ae aaa See ACEO seeteh aiecnes a aedetace 18-55 
ITD es 525 Selephetrsnth det dite Rosen becnsce beers dy ditateod soe nha aholls ab tian evened betula duieretebeploneegy Go 18-55 


18.13.2.8.16 
18.13.2.8.17 
18.13.2.8.18 
18.13.2.8.18.1 
18.13.2.8.18.2 
18.13.2.8.19 
18.13.2.8.20 
18.13.2.8.21 
18.13.2.8.21.1 
18.13.2.8.22 
18.13.2.8.23 
18.13.2.8.24 
18.13.2.8.25 
18.13.2.8.25.1 
18.13.2.8.25.2 
18.13.2.8.25.3 
18.13.2.8.25.4 
18.13.2.8.25.5 


18.14 LIST Subsystem 
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COUNE 5 feet cick elt hus ok eee dd hobepan tte telat bk hegekinen ble bet etsee cade eo ababehulendethe 
SPIN Rerval hi0irecs see Aedes aca alse Seated aon ottiod wees, oTeee Aer was ot 
TOTalize 
BL POSS) sores: exe aac eee een nace a arene aaNet, eee se Space ane a We caeucee are teccas eit 


[i TDDCE) ete wtaetacs wait athe tala toten tach heed a Baek Ge eats areata On ted 
SEIS TO gram .0 ooh beth ed hat eer eh doped init aah ete ote obdeese ted 
SPIE UNCON gest itso. ea ries Basen Ame te sence athse tele NO teak a See nt hele et 


18.14.1 :COUNt <numeric_value> 1.0.0.0... cc cece nent eee eees 
18.14.2 *DTRection URIDO WN oid ces ci sesue dk esoav es teteg Suaishe deve ed eicneled an Geasle Godngegwlane Geka 
18.14.3 DWELI <numeric_value>{,<numeric_value>} ......... 0... cece eee 
18.14.3.1 SPOOTINGS coe bcc P ce okra Sas eatete io bo Role Sigguactoaa iy deenete Reh Ede, Gabe chs Boles seaaent Gia he Sides 
18.14.4 FREQuency <numeric_value>{,<numeric_value>} ........ 2... 0.0 ce ee eee eee 
18.14.4.1 SPOTS soi cose tsk 35 teers te Suahleeen ewig apetiod de dobegat clisee Pedatidlgt oplbatode setae bnb tite eho 
18.14.5 :SEQuence <numeric_value>{,<numeric_value>} ......... 00... c cece eee ee eee 
18.14.5.1 sAUTO <BooleanslIONGE ™ .5.cscos tee eieesela ced Cae Seen IGA Hoey eadle eA ace es 
18.14.5.2 BPOMINUS ). aafore Peters teed ao, sae shee pas ears Sale Ge ace ent Dns ae he tee ada av ee aR aaa 
TSS" “MI Xer Subsystem +i. cesses ccscgctetr ge se bettg at hk Shaws tesnce beh dyewetobecdieter eg Sacbeoatigt ant 6 
18.15.1 ‘BIAS <numeric values ss oo ws Seek gos Se ek ask eae SES hs aa hlie B8 
18.15.1.1 sAUTO<BooléanslONCE 5.53 .<5 Sas tesk brvccteacis Rdg ines ie ek E, Mie ae 
18.15.1.2 sLIMit <numeric_value> ..... 0... 0c cence eee e ee ees 
18.15.2 sHARMonic <numeric_value> .... 0.00.0. cece e teen eees 
18.15.2.1 :AUTO <Boolean>IONCE 2.0... cc ee tent ene nae 
18.15.3 [LOSS <numeric=-valile > ..3 66 eseeco ses ee weeny Sechee Seb etna le oases Sit nee ig Goes Soles oodles 
18.15.3.1 SAUTO <Booleans: 25.56. h ae each RRS a alk OA RAs REA 
18:16 PM Subsystem: 2.055. oh tas ha Ady eae Vict dae bina nee aden cident ds 
18.16.1 EDEN iationy), 2k. aie set tak. deue set Alt ato aad orate toite obstacle tatet Ade aoe 
18.16.1.1 SEALING scenes sa isakce ees eas SG, Ib a ot ae Senet eth de Gade aks Boe eaeanns Gia eG ides 
18.16.1.1.1 :AUTO <Boolean>|ONCE... 2... cece teen eens 
18.16.1.1.2 [:UPPer] <numeric_value> ....... 0.0... ccc cece eens 
18.16.1.1.3 sLOWer <numeric_value> ... 0.0.0... 0. ccc cee cece eee eee 
18:17 POQOWerSubsystem 2.00 gooey beens BG eee Reh ee Oe Ge ee Sees 
18.17.1 AC anne lise caters eran sea eect ae emia te, ioe Saeed eae ce ate ee cect paren Gua tania ee ieee. ees 
18.17.1.1 DPA GANG ois o's Sekai ecbetiiporent 4 Pata eine db ave danni eo genre Goes 
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18.17.1.1.1 sLOWer <numeric_value> 2.0... 0.0.0 cece ee eee eens 18-64 
18.17.1.1.1.1 tAUTO <Booléan>~ 'oi553: 248s ce ek ican eee thet okt aa tod ee 18-64 
18.17.1.1.2 [:UPPer] <numeric_value> ..... 20... 0... ccc ccc cent nee 18-64 
18.17.2 4 ©: | FD Gs [Seer te sence ei ee ere Ar eres BP USE Le are re CP omen Sere ee ae oer Uh cet oe aera 18-64 
18.17.2.1 :APERture <numeric_value> 1.0.0.0... 0. cc cece ce eee e ee ees 18-64 
18.17.2.2 :NPLCycles <numeric_value> ...... 0.0... cece cette een ene 18-64 
18.17.2.3 :ATTenuation <numeric_value> ... 0.0... 0. ccc eee eens 18-64 
18.17.2.3.1 PAU TO SBOO ean >: ts s2.cakecet ze ahce neretti ne aah oa sot Rare ies to Race eed 18-65 
18.17.2.4 SPROTECHON 525-5 odceavhnd hese, eee be hapeace Dedede dgh hte Sle eabbctecinen ded 6 shots! ov8 eodepen toa 6 18-65 
18.17.2.4.1 [:LEVel] <numeric_value> 2.1.0... 0... cece e ee nenes 18-65 
18.17.2.4.2 ITA TE: SBOE ANS yc.c cheno sees nee hese ee OI ook ae GG tees ee Nn lin ne tase 18-65 
18.17.2.4.3 STRIP POG? esi ake 84 iii ak Ae AR ees weed are Ria eis BRA Rime RRA 18-65 
18.17.2.4.4 TET is sp be caceest lh da elie Goby bee rgplin de Snlbvdid avec Men ogee a Gephuceh enh dnd Loser Cetnsbe Datos Be 18-65 
18.17.2.5 SICAING Gat gotcha at te et cles Golo: Mele el at ate ten Aled 8 ek cu has 18-65 
18.17.2.5.1 [:UPPer] <numeric_value> ..... 20... 0... ccc eects 18-65 
18.17.2.5.2 sLOWer <numeric_value> 2.0.0.0... 0... ccc ccc cece e eee 18-66 
18.17.2.5.3 :AUTO <Boolean>IONCE .. 0... cece eens 18-66 
18.17.2.5.3.1 :DIRection UPIDOWNIEI]THer ......... 0.00000 0c cc eee ne 18-66 
18.17.2.5.3.2 sLLIMit <numeric_value> .... 0.0.0... cee eens 18-66 
18.17.2.5.3.3 SULIMit <numeric_value> ..... 0.0.0... eee eee 18-66 
18.17.2.5.4 :OFFSet <numeric_value> 1.0.0.0... 0.0 eee eee eens 18-66 
18.17.2.5.5 :PTPeak <numeric_value> ...... 0.0.0 cee ee eee eee 18-66 
18.17.2.6 :REFerence <numeric_value>.... 0.0... cee eee eee eees 18-67 
18.17.2.6.1 SO LATE <BOOle ans sare beck ae necro st net aah oad sot Rare ee to Race aad 18-67 
18.17.2.7 :RESolution <numeric_value> ....... 0... cc eee eee eee 18-67 
18.17.2.7.1 :AUTO <Boolean>IONCE ... 1. eee tenes 18-67 
18.17.3 :DETector INTernal | EXTernal .........0.0 00.0 eee nee 18-67 
18.18 RESistancelFRESistance Subsystem ......... 0.0... eee cee eee ene 18-68 
18.18.1 :APERture <numeric_value> ...... 0.00... ccc cece eee eee eees 18-68 
18.18.2 :NPLCycles <numeric_value> ...... 20... eee eect een n eens 18-68 
18.18.3 :OCOMpensated <Boolean> ... 0.0.0... cc cece eae 18-68 
18.18.4 BRAIN Ge ee cots oP een ce elias mei ated aca hacteta ee hess a aatce Oo Borne de tat nak tee aay laces ace heatey ate: 18-69 
18.18.4.1 [:UPPer] <numeric_value> ....... 0... cece ete n eee 18-69 
18.18.4.2 sLOWer <numeric_value> .... 0.00... ccc cece ee eee eee eees 18-69 
18.18.4.3 :AUTO <Boolean>IONCE «0.0... ce cece n nee neenee 18-69 
18.18.4.3.1 :DIRection UPIDOWNIEITHer ......... 0.0... cee eee 18-69 
18.18.4.3.2 sLLIMit <numeric_value>.... 0... 0. cc ee eee e ees 18-69 
18.18.4.3.3 SULIMit <numeric_value> ....... 0.0.0 e eee 18-69 
18.18.5 :sREFerence <numeric_value> ..... 0.0... ccc ccc ccc ee eee eee eeeees 18-70 
18.18.5.1 EO TATE. < Boolean >: 22422 Siege saree oe bees te ea reas Pact Reacts 18-70 
18.18.6 :RESolution <numeric_value> ..... 0.0.0.0... cece eee eee ene 18-70 
18.18.6.1 :AUTO <Boolean>IONCE «0... ee tence nn enee 18-70 
18.19 ROSCillator Subsystem ......... 0... ee eee eee eens 18-71 
18.19.1 PeDIN Dernial | s3482 Sasce A Se coe oe tn hed steric cae Oe sace te Satan ag ke estas conse eens Mates ta ease 18-71 
18.19.1.1 :‘FREQuency <numeric_value>.... 6... eee ee eee een ene 18-71 
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18.19.2 SE ET OPM a: dig 5.5. Sas cones Sebald a a eH Aine Live Gysdbag ol Deeiwestysad eed Gibb Peete Gace et 18-71 
18.19.2.1 :‘FREQuency <numeric_value> ...... 02... eee eee eee e eens 18-71 
18.19.3 :SOURce INTernallEXTernalINONEICLKI0ICLK100 .................0.....00. 18-71 
18.19.3.1 :AUTO <Boolean>IONCE 2... cen tence nee nae 18-72 
18.20 SMOothing Subsystem ......... 0... cette eee 18-73 
18.20.1 [:S:FA Te] <Boolean> 24.2.2 tien wh std lah bide eel haat oka tte tele a 18-73 
18.20.2 :APERture <numeric_value> 2.0.0... 0c ccc eee eee teen eees 18-73 
18.20.3 :POINts <numeric_value>... 0... eect tenn eaes 18-73 
18:21 SSB Subsystem. «0. 0... 5. 6h slew hee bodied deni arte dopa Se eek boi a goed bcbta ert 18-74 
18.21.1 “TY PE-USBILSBIAD fon but takin suieed wale chsh gale Dil athMick we aris Pe at 18-74 
18.22 STABilize Subsystem ....... 00... ce cee eee e eae 18-75 
18.22.1 :NTOLerance <numeric_value> ...... 0.0.0... ccc ccc eee eee teens 18-75 
18.22.2 [STATE] Bool AMES oo.08. 8.8 edehecth bed Bese ay Gabbe tind wend noreietan eeacle deta ahead dation dee 18-75 
18.22.3 :TIME<n> <numeric_value> 2.0... ccc cece eee e eee eees 18-76 
18:23. -SWEep Subsystem. «0050 s.05 25 26. Nose eS eee SOE ee See he eee 18-77 
18.23.1 :COUNt <numeric_value> 2.0.0.0... eee cent eee eens 18-78 
18.23.2 :DIRection UPIDOWN  ... 0... een nent e en nena 18-78 
18.23.3 sDWEL] <numeric_value> ..... 0.0.0.0. eee eee eee e eens 18-78 
18.23.3.1 sAUTO<BooleansSlONCE ois coe: see le a iw ows eases Bea bode Whe aad tee MLNS 18-79 
18.23.4 :GENeration STEPpedIANALog ....... 00.0... eee cece eee eae 18-79 
18.23.5 :MODE AUTOIMANUAal] ... 0.0.0.0. cc cc en ee ene enn enee 18-79 
18.23.6 SORE SEU rai ae Mo te wee he motes ie At Ls ad te, etl art AeA de at 18-79 
18.23.6.1 :sPOINts <numeric_value> ... 0.0... ccc eee ee eee ee ees 18-79 
18.23.6.2 TIME <numeric_value> ..... 0.0.00. cc cence cece e eee 18-79 
18.23.7 TOREHEENCE o.oo Sas ce se Ree dab botnets pete de: Guid ehegad dabei: eg h he chaltnwn eda Etec weds ookaiwtoke gee 18-80 
18.23.7.1 :LOCation <numeric_value> .... 0.00... eee cece e ees 18-80 
18.23.7.2 :POINts <numeric_value> ..... 0... ccc ee eee e eee n eens 18-80 
18.23.8 :POINts <numeric_value> .... 0.0... ccc eee eee eee eee eees 18-80 
18.23.9 PREAT ATG 6 ooo Sano hae: gh sath bd Sk gh sl ed Baty nay te eeey Gy wateegss agente hoe nests oabengep asim Gn Bhaan bos 18-81 
18.23.9.1 STAT e| <Boolean> t5 occ oasis dead Shed Se aso aie audays eee kel Bm 18-81 
18.23.10 :SPACing LINearlLOGarithmic ......... 0.0... ccc eee cee eee eens 18-81 
18.23.11 ‘STEP: -<numeric. Vallie>: 53.5 shed dn eink doh ila Pea aw he aad deed ans 18-82 
18.23.12 ‘TIME <numeric_value> ...... 0.00... eee eee eee e eee eee 18-82 
18.23.12.1 :AUTO <Boolean>IONCE 2... cen tee eee eens 18-82 
18.23.12.2 sSLEEIMit <numeric values « iccc 55 ee be es hee Bbw tees aes Sle ecw ne ih Gog eee dg ee eee 18-83 
18.23.13 :TINTerval <numeric_value> ..... 0.0.00. ccc cece eee e eens 18-83 
18.24. “VOLTage Subsystem. 2.0.2.5 shee et Ad eee tebe nee ene cade es 18-84 
18.24.1 SAGC|EDC [iirc ele eat tet ect ucla ed tiled aot A aie cinss Alans ah es lle treed 18-84 
18.24.1.1 :APERture <numeric_value> 1.0.0.0... 0c ccc ce eee cece eee 18-84 
18.24.1.2 :NPLCycles <numeric_value> ........ 0... cece eee ete een ene 18-85 
18.24.1.3 :ATTenuation <numeric_value> ....... 0.0. cece eee e ees 18-85 
18.24.1.3.1 sAUTO:<Boolean> s sticcxchaitie dd acd et ak ah a ee Gt aR Ao 18-85 
18.24.1.4 SPROTECHON, 2.25, o hee ee es Ps ee 8 aos Mla tony secu ge TOA oe PIN Ie ca oa Bale Neseaa BONG Hoy ENS 18-85 
18.24.1.4.1 [:LEVel] <numeric_value> ....... 0.0... enee 18-85 
18.24.1.4.2 MTATE<BOOlEANS? soh0.5 ok Sceehacd SA beget desea antenna beacon ate Mabomdineleae 4 18-85 
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18.24.1.4.3 STRIP PCE? 5G. $. 55s Pickn tes ack dre Sakae eh Ee bod hte he OER 18-85 
18.24.1.4.4 sClb Rar oc eect had hate esl ales Bel ibeo dh Seth is coke Bel dee othe Sats 18-85 
18.24.1.5 RAIN GG 5 0:5 ctees es eiectohs ae eB tolea oy PI ls ome RE aes OW Seer oun bb aechiyh Nea the Belong BS 18-86 
18.24.1.5.1 [:UPPer] <numeric_value> ..... 20... 0... ccc teen enee 18-86 
18.24.1.5.2 sLOWer <numeric_value> 2.0.0... 0.0... ccc eee e eee 18-86 
18.24.1.5.3 :AUTO <Boolean>IONCE ... 1. cc eet eens 18-86 
18.24.1.5.3.1 :DIRection UPIDOWNIEITHer ......... 0.000000 en eens 18-86 
18.24.1.5.3.2 sLLIMit <numeric_value>.... 0.0... cee eee nee 18-86 
18.24.1.5.3.3 SULIMit <numeric_value> ..... 0.0... ccc eee eee 18-86 
18.24.1.5.4 :OFFSet <numeric_value> 2.0.0.0... 0... cee eee ee eens 18-87 
18.24.1.5.5 :PTPeak <numeric_value> ....... 0... eee ee eee 18-87 
18.24.1.6 :REFerence <numeric_value>.... 0.0... eee ee eee eees 18-87 
18.24.1.6.1 STATE: <BOG EAS 655s store de6. beh ecto db sptbeees spy etn ee le a Gedipeecetwnd dnb Aion Gene bnetep dh 18-87 
18.24.1.7 :RESolution <numeric_value> ........ 0.0. cee cc eee ee eee eee 18-87 
18.24.1.7.1 :AUTO <Boolean>IONCE .. 0... een teense 18-87 
18.24.2 :DETector INTernal | EXTernal ....... 0.00000. eet eens 18-88 
18.25. WINDow Subsystem .......... 2... cc eee eee eee eens 18-89 
18.25.1 [: TYPE] RECTangularlUNIFormlFLATtoplIHAM MinglHANNing 
IKBESselIFORCelEXPonential .. 0.0.0.0... 0000s 18-89 
18.25.1.1 :KBESsel <numeric_value> ....... 0.00.0 cc cece cece cece e eee 18-89 
18.25.1.2 :EXPonential <numeric_value> ....... 0... c cece eee eee ees 18-89 
18.25.1.3 sFORCe <numeric_value> 1... 0... cece ete eeeaes 18-89 


Chapter 19 SOURce Subsystem 


19.1 ACCeleration Subsystem 1.0.0... 0... ce eet ee eee 19-5 
19.1.1 [:LEVel]'<numeric. -valle> = .s00.002 bev ee etn sek tbe besa eae. 19-5 
19.2 AM Subsystem ice ce etek be yeaa wink Base eae aaah eb eee wiles 19-6 
19.2.1 :COUPling ACIDCIGROund .... 0... ee een neces 19-6 
19.2.2 [: DEPTh] <numeric_value> ....... 0.0... ccc ee tne nent e eens 19-6 
19.2.3 sEXTertally iiss cs esas Oe ae Os I ee a Be Pe ie ee tr & 19-6 
19.2.3.1 :COUPling ACIDCIGROund .... 6... eee eee nee 19-7 
19.2.3.2 :IMPedance <numeric_value> ....... 0.00. cece teen eens 19-7 
19.2.3.3 :POLarity NORMallINVerted ..... 0.0... eee ee een e eens 19-7 
19.2.4 HIN Temmal, chee sdsy. Seles Ooo e es BR bE IRMA Sb d EEE 6s SS BRS 19-7 
19.2.4.1 :‘FREQuency <numeric_value>.... 0... eee eee eet ene nee 19-7 
19.2.5 (MODE? fic evs eec f eead ee oh Rare aale nan Dae fewer hannas ¢ a anele eb Serie a else Gets et 19-7 
19.2.6 :POLarity NORMallINVerted 0... .. 0.0... eee enn eee e eens 19-8 
19.2.7 :SENSitivity <numeric_value> .... 00... eee ccc eee nee ene 19-8 
19.2.8 :SOURce EXTernallINTernal{,EXTernall INTernal} .............. 0.00.02 c eee ee 19-8 
19.2.9 STATE: <Booléan>.-.ts 565) Basa nts es ptee do gae ob send atelier be we kl aan 6 mob Sawa 19-8 
19.2.10 EP YP Eid Bea Seether eet ete ee eh bees 19-9 
19.3 COMBine Subsystem si Ae sks. vuek & hae s CARO Be eas eRe ee SA Se 19-10 
19.3.1 :FEED <data_handle> ..... 0.0... een n nen eens 19-10 
19.4 CORRection Subsystem scsi vee ihe Pehe eee bes Sees ts Mee ll oh eee alee Sle he we 19-11 


XXxill 
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19.4.1 STAT eC] <Boolean>::. :3:6.c-c-3c0-hon antec haa Ghewutin boa daa Casha ed 19-11 
19.4.2 SGOMISCCE arene et ie tet Ail kk hea ate dak Soul ated Ai Seas steht, le a 19-12 
19.4.2.1 FA COW Pe) Sree esa a eee eo ae aN ee Lesa tay Bie ing ER gh is BN cloak Silene re clie Hae 19-12 
19.4.2.2 SMLEEADHOG PME Ter 2 4 se reser ice ee A heeds ae Red ae Rese lac aae sg aa herd aetee whe Mee 19-12 
19.4.2.3 SAVER MAM! |] (icc sso Go ec tet be cages Shh le ade sed beets debnt deb autos eresle Gabumitineslond d 19-12 
19.4.3 SSB ese ek hs chet eA tM Bes Rat de Sa tale or laa ed le etal el Ets aad Ae dd 19-12 
19.4.3.1 [:SBLicet)<names s.. A 2o.iises ee owed Sn Sh oes Be ee ee ees 19-12 
19.4.3.2 SIA Ter BOO aii a5 5b alk ts esa cd terse deve beets. aay RR Aoeend a ee Mia ie Beas 19-12 
19.4.4 POPESe tes Soci sper das iste arene baetenaeindne ph due duit delapap ede und bys betnen Ulead teenie tele abapetatndvend 19-13 
19.4.4.1 [:MAGNitude] <numeric_value> ......... 0... ccc eee eens 19-13 
19.4.4.2 sPHASe <numeric_value> . 0... 0... cc eee eee eeees 19-13 
19.4.4.3 STA Te <Boo leans > 23. decrees hb5 te ea cho wwe Ak ale Beak eae bah Mie RR 19-13 
19.4.5 SLOSSEGATNIESILO RE iy. seh sere eeeccis oahetepces ah Sb dh ivan Geesne Sete tte deagtbuer b Soytiae as awecle Mubuaigomies ous 19-13 
19.4.5.1 “OPAL E: <BoOOl AMS e455 5 bis We Red ba lat aoe Se tha sb nS RET Anan Roe ae Et Sasa ae 19-14 
19.4.5.2 POUTP Ut]! ase teccit i iccs ee dale eae ee, Sh 08 ee heen Aig a Sass ge ele 19-14 
19.4.5.2.1 [:MAGNitude] <numeric_value> ....... 20.0... ccc cc eee 19-14 
19.4.5.2.2 sPHASe <numeric_value> ... 0.0... ccc eee cece e eee 19-14 
19.4.6 SBDED Ay wgcasdasce ater eee ae soe ae ot a ee eee tia ek Rh an aa 19-14 
19.4.6.1 [:TIME] <numeric_value> ..... 0.0.0... cc cette teens 19-14 
19.4.6.2 :DISTance <numeric_value> 2.0.0.0... cc ccc eee teen eaes 19-14 
19.4.6.3 STATE <BOolEAMS? 5-55 hh os Sk Bek gee hn deren ds Stechne et tbls Sebiggeett Phew ees 19-15 
19.4.7 SRVELOCHY sie atsttee a sat eet sulk ale 8 At tale hod Guay nde nies Sid Mek teow a 19-15 
19.4.7.1 :MEDIum COAXIWAVeguide ........ 0... 0c eee ee eee eens 19-15 
19.4.7.2 :>COAX <numeric_value> 2.0.0.0... ccc cece eee eee eees 19-15 
19.4.7.3 :WAVeguide <numeric_value> 2.1... 0... cece cece eee eet ence eens 19-15 
19.4.7.3.1 sFCUToff <numeric_value> ..... 0.00.0. cece eee eee 19-15 
19.4.7.4 STA Te <BOOlE am 55:85 sae soe ctacn seis Weise ela neck SW Wan wo oS esa I Say ea alie tee 8 19-15 
19.5 CURRent Subsystem: 33.3. ocean eee ca SRS haus s tee nee Slag eee woe 19-17 
19.5.1 :ATTenuation <numeric_value> .... 0.0.0... ccc eee e eee eens 19-18 
19.5.1.1 SAU TO Boole an>: iss kes fis ae Res besleh.ats th hans a ET Ato oO eR aks 19-18 
19.5.2 PPT Gn essay Sei Sees fe Beta ag egy Sa aa ate Sad Go ations Seat aes, Sige aek Gh areas 19-18 
19.5.2.1 [eS TAPe]- <Boolean>: -:..20c050 tiotvlen saint cena ts tae b5 2 hha nega 19-18 
19.5.2.2 :SEARch <Boolean>IONCE «ow... teen nen nes 19-18 
19.5.2.3 :SOURce INTernalIDIODeIPMETerlIMMHead ............... 0000 19-19 
19.5.2.4 :BANDwidthl:BWIDth <numeric_value> .........0 0.0... cc cee eee eee 19-19 
19.5.2.4.1 :AUTO <Boolean>IONCE ..... cee enn n eens 19-19 
19.5.3 :CENTer <numeric_value> 2.0... ccc ee eee e eee enaes 19-19 
19.5.4 (IGE Vell cM. abe dei seit, avis che tue tet Ak Soe are gts lis cried Soltis ato ell ated Be SOME 19-19 
19.5.4.1 feIMMediate)! 4 xics dance een Ae be Ae Barc h S RR Eee ees ARS 19-19 
19.5.4.1.1 [: AMPLitude] <numeric_value> ........... 0... eee 19-20 
19.5.4.1.1.1 :AUTO <Boolean>IONCE ..... 0.0.0.0. eee eens 19-20 
19.5.4.1.2 :OFFSet <numeric_value> .... 0.0.0... 0. ccc eee eee e ees 19-20 
19.5.4.1.3 ‘HIGH <numeric_value> ....... 00.00. ee eens 19-20 
19.5.4.1.4 sLOW <numeric_value> .... 0.0.00. c ccc cee eee eee eee eee 19-20 
19.5.4.2 STRIG BOLE: oi -5 a5, co Saieienl BA Rta eine ob he bata o hahaa CA aes 19-21 
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19.5.4.2.1 [:AMPLitude] <numeric_value> ....... 0.0... cece etnies 19-21 
19.5.4.2.2 :OFFSet <numeric_value> 2.0.0.0... cc cece eee cece es 19-21 
19.5.4.2.3 ‘HIGH <numeric_value> ...... 0.0.00. cee eee eee 19-21 
19.5.4.2.4 sLOW <numeric_value> 2.0.0.0... 0c ccc eee ee eens 19-21 
19.5.5 SLIM 9 oo & btacs Seles ay Ga a eakeote Wedpsn petite Seen eb aonaetenth ar etno Sellen ond Setpke dette inn Monet Go 19-21 
19.5.5.1 [:AMPLitude] <numeric_value> ......... 0... cece ee eee eee 19-21 
19.5.5.2 :OFFSet <numeric_value> .. 0... 0... cc cece e eee e en eees 19-22 
19.5.5.3 sHIGH <numeric_value> .. 0... cc cee e eee 19-22 
19.5.5.4 sLOW <numeric_value> ..... 0.0... ccc cece ee cece eee eee 19-22 
19.5.5.5 STATE <Boolean>® sssecies bicelles ee ese hs A aeals SEE oR eh ahead 19-22 
19.5.6 sMANual <numeric_value> .... 0... 0... ce eee eee e en eaes 19-22 
19.5.7 :MODE FIXedISWEepILIST .... 1c eee eee tener etn ne eee enene 19-22 
19.5.8 SPRO MVC CHONE 2s echte ie et Sa ete oll Sk he oe Bathe ete he deeded boneless Oracle eb contrast le dad Beene GS 19-23 
19.5.8.1 [:LEVel] <numeric_value> ..... 0.0... ccc teen en enne 19-23 
19.5.8.2 SS PATE <BOOl Cams so creck wx Gythreass aes HG Gotan OIG Ae OE Mis BE 19-23 
19.5.8.3 PP RIP POG: ».gc55 ssataan eae tee ties agen s a natisc a Sew casa ia ca Taam Nae Roos fie RKO WCE, 19-23 
19.5.8.4 £ ©) I] 1 esta ec na ne 19-23 
19.5.9 sRANGe <numeric_value> 2.0.0... occ cence eee eeeees 19-23 
19.5.9.1 [AUTO'<BooléanSlONCE: ocsicescesoe Meee she hoes, Se ok hE Miele OW hoy ile Sa eS 19-23 
19.5.10 :sREFerence <numeric_value> ..... 0.0.00. cece eee ee eee eees 19-23 
19.5.10.1 MITA TE <BOOlEAMS ~ hc5 b5F Soece eit codtbee din Grsntinns d oetete on ote ob cdedanestnnld: Ge Deh oa ebmeed lone ded 19-24 
19.5.11 sSLEW <numeric_value> 1.0.0... cece eee eee eee e eens 19-24 
19.5.12 sSPAN <numeric_value> 1.0.0.0... . ccc cece eee eee e eee eees 19-24 
19.5.12.1 Mi ede sete Raia stecee Peat tah acess tacets, Reese Wan pee take sect tos Ree Sera nace seein Cad 19-24 
19.5.12.2 THOLD  SBOOEAMS © 5. Schad ce esscsss Sepa cel eds ec dps tein edete th Sue ta ep eco boa de odovere 19-24 
19.5.12.3 :LINK CENTerISTARtISTOP . 0.0.0.0... ccc cence eens 19-24 
19.5.13 sSTARt <numeric_value> ...... 0.0... ccc ee cent eee ee eeee 19-24 
19.5.14 sSTOP <numeric_value> ...... 0.0... ccc eee eee e eee e eens 19-25 
19.6 DMUSubsystem. 2: 6s si ida dao bet baste dae es eet dibs habe ee 19-26 
19.6.1 :FORMat <modulation format> .........0 00.00 cee teen nee 19-27 
19.6.2 ITA Te <Boolean> =k ix tee he SA ae es RO as RN as Se ee Pe es 19-27 
19.6.3 :SOURce EXTernalIPRBSICALibrate 2.0.0... 0. cts 19-27 
19.6.4 SHIDO siege ode tenor sped utbbeeeh Php Redd Galapea ull ddd tysoa nanan Mloenbabebutipavente oot apeeut tend 19-27 
19.6.4.1 [:SOURce] INTernallEXTernal ..........0.0 000.0 19-27 
19.6.4.2 :ICORrection <numeric_value> ......... 0.0. eees 19-27 
19.6.4.3 :QCORrection <numeric_value> ......... 0. ccc cee ee tenes 19-27 
19.6.5 od (©) £35) w 6 enema aga 19-28 
19.6.5.1 STATE <Boolean>* 2 ssc ivaee iste kites suck Me ee ees ale BR Aad anh eaves 19-28 
19.6.5.2 [:MAGNitude] <numeric_value>  .. 0.0... ect eae 19-28 
19.6.6 BLEAK ABC: vs sos Giese astard on: Aeeupligd aarametec anche elmenda Se eal la ae hos MALS a eR aRA 19-28 
19.6.6.1 STATS <BOOlEAMS 1c hase Eisee yap te Rearend Ugh Bette Weed Suita ed obaiet Peat nodepesene des 19-28 
19.6.6.2 [:MAGNitude] <numeric_value>  .. 00... . cc eee eee 19-28 
19.6.6.3 :ANGLe <numeric_value> 2.0... 000. cence eee eeeees 19-28 
19.6.7 SOU A Drature ice resent 65 ahh ate ete dicks Sonia wit ae a has ees Bea ee RR 19-28 
19.6.7.1 STATS -< BOG ean og. 5nd pk sede dees do dgthedct sect er ee ts a betitgns ed Gebadbtoardenpded lone ded 19-29 
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19.6.7.2 sANGLe <numeric_value> .... 0.0.0... ccc eee eee eee ee ees 19-29 
19.6.8 “COUPHNG:® esses. wtian a yhaeae RAs sah oa eae aca een as 19-29 
19.6.8.1 FALE] ACIDEIGROUN® cc scscsee keg ete vos eck See es Bie Rh Reb ee eee cee bs 19-29 
19.6.8.2 :DATA ACIDCIGROund . 2.0.0.0... ee een nen 19-29 
19.6.8.3 :>CLOCk ACIDCIGROund ........ 0... een nee nee neee 19-29 
19.6.9 =) HiResnhold. 244 tiny eine ad Si Ate oleae tee ht ee ok alt hts Bede ah nt altho 19-29 
19.6.9.1 [:ALL)]<numeric:valtle>: o.2sccces ees etek oe Ae 19-29 
19.6.9.2 sDATA <numeric_value> 1.0.0.0... 0c ccc cece eee e eee 19-29 
19.6.9.3 :CLOCk <numeric_value> 2.0.0.0... ccc eee cece ee eens 19-29 
19.6.10 ‘DMODe SERiallPARallel 2.0.0... 000. ee een een e eens 19-30 
19.6.11 FRAME 8a’ cir stcctecete ito, Sorte nn 8 551 eaten a8 ns sal MOR ne Raa ed, ek ew wb gS NO TOON. eh allen ta Neg Sa 19-30 
19.6.11.1 :SOURce INTernallEXTernal .. 0.0... eee ene 19-30 
19.6.12 :POLarity [:ALL] NORMallINVerted ......... 2.0.0... cece ene eee 19-30 
19.6.12.1 tI<n>NORMalI[INVerted 2.0.0.0... 0 0c cc ence enn enee 19-30 
19.6.12.2 *O<n> NORMallIN Vetted: ..5:3.5 5c tice bevncte ces Sle nnens iA 6 dans EOE, Piaeee bt ee 19-30 
19.6.12.3 ‘ICLock NORMallINVerted ...... 0.0.0.0... ccc cc eee teen nee 19-30 
19.6.12.4 :QCLock NORMallINVerted 0.0... 0.0.0... ccc eee tenes 19-30 
19.6.13 §CIMOCK 4 hed oo els ta hes sen pc te te Bis hag Al SNe No abt Dd, Nee coed bol oes 19-30 
19.6.13.1 :SOURce NONEIINTernallEXTernal «0... 0... ene 19-31 
19.7 FIMUSUDSYStEM es ses Sadie 8h Boks Rigtasertes le statendss Wan bod av Sie inawl 4 Sa ea a eee aes 19-32 
19.7.1 :COUPling ACIDCIGROund ... 1... cette ene eens 19-32 
19.7.2 [:DEViation] <numeric_value>..... 0... 0. c cc eet eens 19-32 
19.7.3 SEX Ve riial! ¥55 secs react Gailiccce sy Wis des geek Ae aS Lee noes NS lan se ee aa eta NO 19-32 
19.7.3.1 :COUPling ACIDCIGROund ....... 2.0... eee eee eens 19-33 
19.7.3.2 ‘[MPedance <numeric_value> 1.0.0... 0... 0c ec eee eee e ees 19-33 
19.7.3.3 :POLarity NORMallINVerted ... 0.0.0... eee ete eens 19-33 
19.7.4 SUNT Gina 2.2 95s cy Roa ee oi ie cc tongs oe olla oN Teale fe Se SHG a ae, STS Roca Nel titles IEA Reka eae 19-33 
19.7.4.1 :‘FREQuency <numeric_value> ...... 0... cece eee eee eee eens 19-33 
19.7.5 sMODE LOCKedIUNLocked 2.0.0... 00.00. een een ne enee 19-33 
19.7.6 :POLarity NORMallINVerted ....... 2.0... 0. cee eee een eee n ene 19-34 
19.7.7 :SENSitivity <numeric_value> . 1.0... . cece eee n eens 19-34 
19.7.8 :SOURce EXTernallINTernal{,EXTernall,INTernal} ....................0 00055 19-34 
19.7.9 ISTATE Boole amy 5. oc. bb leet conte eehive bk chete avid Sek ages ie etaleds Osh cae chitende etnsatend teenies 19-34 
19.8 FORCe:Subsystemi: 3 ss.3.5..0s ces bal cits bg ne AeA Wie BSR Da ee gael stes dg we ot 19-35 
19.8.1 SCT DOW 1 ices 396 ie oss a oe ea ein aes aie ea ey ile laos Teche Wusbs Sale cast WI Woes cd Sst BOA Sole wae 19-35 
19.8.1.1 STINT DIAC S380 oad ie ates esd eee tas tos ae hg nat Ee a ope al ee ats Seige 19-36 
19.8.1.2 :SOFFset <numeric_value> ... 2.0... cece eect eee eeeees 19-36 
19.8.1.3 sNRUNs <numeric_value> .... 0.0.0.0... e eee e eee 19-37 
19.8.1.4 SREEDERIV ALON 5560 55 eee ee Ro RS Goa ea SNe he EE RE, oe elas ete GR 19-37 
19.8.1.4.1 :FACCeptance <numeric_value> ........ 0... cece eee enn 19-37 
19.8.1.4.2 PINT Tate seis gS AS ake bated Sh tte hg Sepang ob ettnan theses Soleciesondee dsbapetolendetee 19-37 
19.8.1.4.3 sRMAXimum <numeric_value> ..... 0.0.00... cc cee eee ee eee 19-38 
19.8.1.4.4 ‘RVERify <numeric_value> ..... 0.00... eee cece tenes 19-38 
19.8.2 SCONPIS UTC 2am, scales ae oo ate akin esd GAR RASS RC Uae i lA. was 19-39 
19.8.2.1 SABRAKE 5505. haste cel ceiestave ie cbeeewet le Shh eae eaten Snes dedytides apegentan wrote Mabeaometone ¢ 19-39 
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19.8.2.1.1 :GAIN <numeric_value>. 1... 0... cc eee eee eens 
19.8.2.1.2 ESTA Pe] <Boolean>: <3 59 <s:ucit. diecast gk aad drat oh hid aad chacd bee nas 
19.8.2.1.3 :THReshold <numeric_value> ....... 0.0... ccc eee eee ees 
19.8.2.2 PCT RAMD Cree cos aromas gh aie one tee och eae Seas tccae toe Seat hag ee oe eee ca ead SOR eee eae ace 
19.8.2.2.1 :LEVel <numeric_value> ..... 0.0.0.0... ccc ccc cee eee eens 
19.8.2.2.2 sSOURce <INTernallEXTernal> ... 0.0.0.0 eens 
19.8.2.2.3 [ESTATe]<Booleans\ oc: so. oe is eR oe Re os Re dn oe be BA 
19.8.2.3 AYA Big Blot) Rreeermemre ea ete ard eee eae er beget ee Aer Se vd eerie Regt eed ae een eee Rete 
19.8.2.3.1 :DCOefficient <numeric_value>,<numeric_value>,<numeric_value> 
[,<mumeric_value>] ... 0... 0. ccc ccc een tenet en neee 
19.8.2.3.2 :DINertia <numeric_value> ....... 0... eee eens 
19.8.2.3.3 [STAT e]:<Boolean> sc sc2a0iiaean 2th wilds ce Ses aes SA ahaa RRA 
19.8.2.3.4 TCOefficient <numeric_value>,<numeric_value>,<numeric_value> 
[,<mumeric_value>] ... 0.0.0... c cc ccc ce een cette een neee 
19.8.2.3.5 :TINertia <numeric_value> ... 0.0... 0c ce cee cece e eee 
19.8.2.3.6 :WEIGht <numeric_value> ....... 00.0 eee ee eee eee 
19.8.3 STINT ate) ied Sask og es Wit eller eb ib otto Soto ete bat ch dd Adee tee begea cteteelend 
19.8.4 [:LEVel] <numeric_value> ........... 0.00 cece eee ene en een ees 
19.8.5 SRS TU Ath OM a ae es ees See ee oa oy SW ag eg MHS a stg te REA Asleep eee Soe 
19.8.5.1 SIND ate 20 6s cae eee tees Rec ate ae cei oe alae ake Saha Ore nheg ek ae 
19.9 FREQuency Subsystem. 2.00... tcgei dad wearer bee oa Chet eee a ed oi ed 
19.9.1 :CENTer <numeric_value> ....... 0.00... ce cece eee e en eees 
19.9.2 [:CWl:FIXed] <numeric_value> ....... 0.0.00 ccc cece eens 
19.9.2.1 :AUTO <Boolean>IONCE ... 1. ce cent ene nee 
19.9.3 sMANual <numeric_value> .... 0.0... 0. cece eee eee eee e nee 
19.9.4 ‘MODE CWIFIXedISWEepILISTISENSe ........ 0... cece ccc tenes 
19.9.5 :‘MULTiplier <numeric_value> ...... 0.0... eee eee eee teen eens 
19.9.6 :OFFSet <numeric_value>.... 0.0... eee e eee e eens 
19.9.7 :RESolution <numeric_value> ...... 0.0.0.0. cece cee ee ee eee eaes 
19.9.7.1 AUTO <Boolean>|!ONCE .. 2.0.0.0... 0. ccc cen een tenes 
19.9.8 sSPAN <numeric_value> ... 0.0.0... 0c ccc cee eee eee e eee e eens 
19.9.8.1 6 peered rere er emt tae ee er ne tne Aree PCy eae et eRe Rr rca, ene ee cree ore ee 
19.9.8.2 THOED <BOOlEAMS > sisi pd eee des het ae at dahagea einen bod Ge th blepere bottesl dee ooh ooehulenaet 6 
19.9.8.3 ‘LINK CENTerISTARtISTOP . 0.00.0... 0. ccc ete e ene nee 
19.9.9 STAR. <numeric-valte> soe. os dees ees eee cee hea ek Meg iele kgs Sele Wiener dod bees 9 
19.9.10 sSTOP <numeric_value> .... 0.0.0... ccc cece eee eee eens 
19.10 FUNCtion Subsystem ......... 0... ee ce ene ete e eens 
19.10.1 [:SHAPe] <sourceshape>: sects ics seh oko saeie aes wiaestie es Sa gee BG Aig eS ae A Daan 
19.10.2 (MODE <sourcé MOde> oie d bec es eb he ek Sete ee PE Se eee Beneath Oe 
19:11... LIST Subsystem: 25:5 scone sd ad akc wam igi whided swag ieaG Peied siecle ds 
19.11.1 SMe rise8e he Sates eins bli dardest cd abe ledlen ea ieduile ponte de evdatnts gh eyelids shes Setcatenter ede bagels Dawe debapas cities 
19.11.1.1 :DEPTh <numeric_value>{,<numeric_value>} ............ 0.0.0. e cece eens 
19.11.1.1.1 SPOUINGS 2 ope 50 5 vey Neel leMi teas ele eee Tas Sash can en he cha be toe ees Os 
19.11.2 :APRobe <numeric_list>{,<numeric_list>} ...... 0.0... cece ee ene 
19.11.2.1 SPOUNES ? wince icberede rc, ab Decrgecel wet bh lean Belgian Selile de tutivtend sbermantan trons abeabecel nl dad Dea lire 
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19.11.3 :CONCurrent <numeric_value>{,<numeric_value>} .......... 00... ee ee ee eee 19-49 
19.11.3.1 :AUTO <Boolean>IONCE ... 1... eee e eens 19-50 
19.11.3.2 SPOINIS 2. sss vee Sie oa en So eee ahs Seen, SHE Sek Cs ie 19-50 
19.11.4 SGONT POL isan etek a Seated eid Seeds Butea ARAN EES A Tone wat Sal aos CaS 19-50 
19.11.4.1 :APOWer <Boolean>{,<Boolean>} ........ 0... eee cc eee ene 19-50 
19.11.4.1.1 SPOUNIS? xs te phen ih a se REA cata ah tee Re ikl te tol al att ie ea ot 19-50 
19.11.4.2 :BLOWer <Boolean>{,<Boolean>} ......... 0... eee ee 19-50 
19.11.4.2.1 SPOIN GS? ad iat neon edi Nat stants od tages atbpate dovlae Roses ok hee Sane Dh a Pad gd act 19-50 
19.11.4.3 :COMPressor <Boolean>{,<Boolean>} ........ 0... ccc ee ene 19-50 
19.11.4.3.1 SPOUN TS? tigers hed ee he oti Ole get rath ate Sacaletenes bok wes al edgy. als 28 19-50 
19.11.5 :COUNt <numeric_value> 2.0.0.0... cece eee eee eens 19-50 
19.11.6 :CURRent <numeric_value>{,<numeric_value>} ... 0.0.0.0... cece eee eee eee 19-50 
19.11.6.1 SPOINIS 2. 28005 Alcon Sop hobveorste yee elicit ho ws Genel nests dea dobar ee ds aie 19-50 
19.11.7 ‘DiRection: UPIDO WN 22088 3.als led Ae Sabha hee a es eee Se ets Sekt as 19-51 
19.11.8 :DWEL] <numeric_value>{,<numeric_value>} 2.0... 0.0... ccc ene 19-51 
19.11.8.1 SPOUNIS 52535 oe aR ae Stale sched een da ieig ha aah del Rakes e ea BER Ata te Ne a 19-51 
19.11.9 :FREQuency <numeric_value>{,<numeric_value>} ..... 0.0.0... cece ee eee eee 19-51 
19.11.9.1 SPOUNIS? ic cried ntti Soa fa ot eek tail hd te cede aten deh ohh bole D ie ok Me oh 19-51 
19.11.10 | :GENeration DSEQuencelSEQuencelDCONcurrentiCONCurrent ................ 19-51 
LOT dae -— SPIWIEM cs jon Societe eel ited ace ce een 3k o ivan es AL Atego Raa aaa NaS 19-51 
19.11.11.1 :STATe <Boolean>{,<Boolean>} ....... 2... 0. eee ee eee nee 19-51 
19.11.11.1.1 SPOUNIS 2 ici oie att at cries dole ah EM ae ceed hoe at Eh io at Be il 19-51 
19.11.12 :POWer <numeric_value>{,<numeric_value>} ....... 0.0.00. 0 cee cece eee 19-52 
19.11.12.1 SPOUNIS sce cated send Seiad seen SG aod gk ake ds ee AR Redon od ey de Seed iat es Pd lat Be 19-52 
19.11.13 :RESistance <numeric_value>{,<numeric_value>}... 0.0.0.0... 00.0 eens 19-52 
19.11.13.1 SPOINIS 2 Site ried to cette Class Letras a St ak us chad Betis cok sete iacalss cohen del ad eekONe le os 19-52 
19.11.14 :-RTIMe <numeric_value>{,<numeric_value>} ...... 20.0... ccc eee 19-52 
19.11.14.1 SPOUNT Sp aceiceet ice silartct unc the eke alee siutis ke tete ai ghee Oe athe a hearers Rhos 19-52 
19.11.15 | :SEQuence <numeric_value>{,<numeric_value>} ........... 00... ee eee ee eee 19-52 
19.11.15.1 :AUTO <Boolean>IONCE ... 1... teen ene ene 19-52 
19.11.15.2 *POINIS? Sis t Siete ees ee CE EER eh Re he ee ha ce 19-52 
19.11.16 :TEMPerature <numeric_value>{,<numeric_value>} ........... 0.0.0.0 c ee eeee 19-52 
19.11.16.1 ‘POINTS? 34 Gita Oh ce ein eb a Ee CA ied ede ani Aho dale dh fed 19-52 
19.11.17 :VOLTage <numeric_value>{,<numeric_value>} ... 0.0.0... cee eee eee ee eee 19-53 
19.11.17.1 *POINIS? site.5 Seen aco hes wo Cee ne ee et iat 19-53 
19.12; . MARKer Subsystem) .2 iis... ee oe Labs AERTS RA OER Teens Ce Ras 19-54 
19.12.1 tAMPLitude <Boolean> ....... 0... ccc ce tent ee ee ne enn enee 19-54 
19.12.2 SAOEE® 42t acge sete tl dts ah ats oh Ue alll Ne eh Blade ah he Ela Ie alee crteg Sol taens Ot as to 19-54 
19.12.3 :‘FREQuency <numeric_value> ........ 0... . eee cect ene 19-54 
19.12.4 sMODE FREQuencylPOSitionIDELTa ....... 2.0.0... eee eee ee 19-54 
19.12.5 sPOINt <numeric_value> 2.0.0.0... ccc eee eee nee e eee nees 19-54 
19.12.6 :sREFerence <numeric_value> ... 0.0... 0c ccc eee eee teen eens 19-55 
19.12.7 [STAT] *<Bocleams si si30.50-6 5 Sines Ge See eteale A eb he hes eo eR ees 19-55 
19.13> -PHASe Subsystems icc. 65 ca cals ee ela SO anaes 6 tA wa ela eS Hea aes 19-56 
19.13.1 [:ADJust] <numeric_value> 2.1.0... 0... ccc ene t nen e eee 19-56 
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19.13.1.1 STEP <numeric_value> 2.0.0... 0... ccc ccc eee eee eee eee eees 19-56 
19.13.2 sSOURce INTernallEXTernal 2... 0... eee nnes 19-56 
19.13.3 SREP ERENCE: sscreccciges Bees aecvavens OC eieca to Sosa oh A Bow Wan ea hole Manca Gia ook, Oi lo Ea nated epee aera Bae 19-56 
19:14: PM:Subsy stems ccd isa adie Madea RAR OES Fa eaten ae wee Haas ade 19-57 
19.14.1 [:DEViation] <numeric_value> ......... 0... ccc eee teen nee 19-57 
19.14.2 :SENSitivity <numeric_value> .... 0... ee eect teen eee 19-57 
19.14.3 :MODE LOCKedIUNLocked .......0.. 0.0.00. ee cece e en neee 19-57 
19.14.4 SO TAPE KBOOlE ANS? so cce5 arses tales ed AR ea eR eS OR Rae hehe BES 19-58 
19.14.5 :SOURce EXTernallINTernal{,EXTernall,.INTernal} ................. 000000005 19-58 
19.14.6 :COUPling ACIDCIGROund ..... 2... cc eee eee ene nee 19-58 
19.14.7 :POLarity NORMallINVerted ... 2.0.0.0... ccc ce eet e ne ne ne 19-58 
19.14.8 PRIN CUM AE hisses se ad Aerie ae tee tee Senne seca att ce Sc a ct Seen es Since A eee ate 19-59 
19.14.8.1 :‘FREQuency <numeric_value>.... 0... eee eee eee nee 19-59 
19.14.9 SB AOMCIMAl! 405s sors eta ee he Ret EAR hed ol usicmed Ai Me Eo) ema Fh les 19-59 
19.14.9.1 :IMPedance <numeric_value> ....... 0.00. cc eee teen e eee 19-59 
19.14.9.2 :COUPhng ACIDEIGROUNG |. oe ia Se eek Ra Ra eek RLS 19-59 
19.14.9.3 :POLarity NORMallINVerted ..... 0.0... eee eee een e eens 19-59 
19:15 POWer Subsystem. ses siscc. ea ok es ee Sie A yee ee bt ee aa es be 19-60 
19.15.1 :ATTenuation <numeric_value> .... 0.00.0. eee teen eee 19-61 
19.15.1.1 SAUTO <Booléam> 224 Ascetic RRs © whe aa aS PR a hed 19-61 
19.15.2 SSS 3, 55 seat otee Sag od otecnalenec ogists leceetep oot bk Ate ti eh eM Srle dee Dassen eo scbectalesan Ghatle Abe guty bowler dnt Beatie dad 19-61 
19.15.2.1 [ESTATE], Booleans scuick.a tie sted hak rh ake is cd Satis ete eR ble 19-61 
19.15.2.2 =SEARch <Boolean>IONCE 2.1... eee n tenes 19-61 
19.15.2.3 :SOURce INTernallDIODeIPMETerIMMHead ............. 0.00.0 eee eee 19-62 
19.15.2.4 :BANDwidthl:BWIDth <numeric_value> ........ 0.0.0.0. c cee ees 19-62 
19.15.2.4.1 :AUTO <Boolean>IONCE .. 0... cent n eens 19-62 
19.15.3 :CENTer <numeric_value> 2.0.0.0... ccc cece eee eee e eee 19-62 
19.15.4 PST VG [ett Bee arenes ost cat ak eee eaieae, AP aces Saran ace eto tteae hk cae msce wanes ee eteg tae S 19-62 
19.15.4.1 FsSIMMe diate])) fo-5edcie: soho 4 taeius ce ecite be seed ied hagtvietbe elisa Sete eeonlbded aS dan tented bund Oe 19-62 
19.15.4.1.1 [: AMPLitude] <numeric_value> ...........0 00. eee 19-63 
19.15.4.1.2 :OFFSet <numeric_value> .... 0.0... 0c cette eens 19-63 
19.15.4.1.3 ‘HIGH <numeric_value> ...... 0.0000 ccc ce eee e eee 19-63 
19.15.4.1.4 sLOW <numeric_value> 2.0.0.0... 0 ccc cece e eee 19-63 
19.15.4.2 SERIG Gere e538 sists a suite a ocd Sale btn ds eet bat aed ew a cree ity Moa 19-63 
19.15.4.2.1 [:AMPLitude] <numeric_value> ....... 0.0.0... cece eens 19-64 
19.15.4.2.2 :OFFSet <numeric_value> 2... 0.0... ccc cc eee eens 19-64 
19.15.4.2.3 ‘HIGH <numeric_value> ........ 000. ccc cee eee eens 19-64 
19.15.4.2.4 sLOW <numeric_value> 2.0.0.0... 0... ccc ce cee eee eee eee 19-64 
19.15.5 SEEM ses face cetice eeeea Neal, Sie ete slog) Sy ban ears ee un EOE, ae ce ae en Ras 19-64 
19.15.5.1 [:AMPLitude] <numeric_value> ......... 0... cece ce eee teens 19-64 
19.15.5.2 :OFFSet <numeric_value> ..... 0.0... ccc eee e eens 19-64 
19.15.5.3 ‘HIGH <numeric_value> .. 0... ce teen eee 19-65 
19.15.5.4 sLOW <numenric-value> 5 eee oe ie beeen eG Gaye Beers ee Gide Nia ee eee 19-65 
19.15.5.5 ES TATE <Boolean> 4152 oka hese aes aera als BISEE, BRIA es AREER A 19-65 
19.15.6 sMANual <numeric_value> ....... 0.0... ccc cence eee e eee 19-65 
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19.15.7 ‘MODE FIXedISWEeplILIST ......... 0... cence neae 19-65 
19.15.8 SPRGO)PECHONG cs eee BG oer arage Bake aoe tine hes bia ate Se gins BN tee att 19-65 
19.15.8.1 [:LEVel] <numeric_value> ..... 0... cece nent n eens 19-65 
19.15.8.2 SS LA Te-<Boole ans Ai 4 weet iate ea ioks BAS ee ee Ravenel Oe TA eave eee Maes 19-66 
19.15.8.3 MERI Pedi one soupy a dcgeon ctr be Seine tous SAA Lard aed Sete Sad bcegeern yak See 19-66 
19.15.8.4 SCL Baie Sore to Oe ae ah ait de a RG oe ba aoe ae ate Rte as 19-66 
19.15.9 sRANGe<numenié: Vales) a.c6. 6 bes eh be sce EG a Ga bn eb agile een te eS oh he wae lee Brace 19-66 
19.15.9.1 :AUTO <Boolean>IONCE 2... cent n ee nnes 19-66 
19.15.10 sREFerence <numeric_value> .... 0.0.0... ccc ccc eee eee e eee eaes 19-66 
19.15.10.1 [SLATE <Bool@an>:..5. 5k wa sees eke as ihe es A ee a a ee ee a 19-66 
19.15.11 sSLEW <numeric_value> 2.0.0.0... ccc eee ee ene teen eeaes 19-66 
19.15.12 sSPAN <numeric_value> 2.0.0... ce cee eee e nee e eens 19-67 
19.15.12.1 HHOL DS BOO Cami o. 6ata 5-558 ab dak Reece bo beeen de euech ceephsehdn eels a beagepees an Geb Pi akiawe ses 19-67 
19.15.12.2 :LINK CENTerISTARtISTOP 2.0.0.0... 000. cc cc ee eee tenes 19-67 
19.15.12.3 SD este oes agers Bate, Sais dacn ley 6a IGG en INTs MEG aa iars Se aa so eto Ske a ate 19-67 
19.15.13 sSTARt <numeric_value> 2.0... 0... ccc cee eee teen ee eeee 19-67 
19.15.14 sSTOP <numeric_value> 1.0.0.0... 000. ccc cnet eee e ee eeee 19-67 
19.16 PULse Modulation Subsystem ............ 0... cece eee 19-68 
19.16.1 SECTORAL hc 0k sels oy sas tas hers ele SON roa See ato ecg cae Wy Slag oats Hana oT ea ould wake feed aes Ge IN 19-68 
19.16.1.1 sHYSTeresis <numeric_value> ..... 0.0.0... ccc eee cece es 19-68 
19.16.1.2 :IMPedance <numeric_value> 1.0.0.0... 0... cece eect eee eens 19-68 
19.16.1.3 sLEVel <numeric_value> ©... 0.0.00... cee ee eee ees 19-68 
19.16.1.4 :POLarity NORMallINVerted ..... 0.0.0... eee ce eee ence eee 19-69 
19.16.2 SUING etm al ctece sears fechas caer tre nei cer aoe ena asc ac shea Meae Rates ae teeee es Bogie coat ane ees Sag nce 19-69 
19.16.2.1 :‘FREQuency <numeric_value> ...... 0.0... eee ce eee teen ene 19-69 
19.16.3 MODE. loo bessied sed coe ete ee aod eiteats as She aA naa aah a ie oad dt cree feat ae Ble ot 19-69 
19.16.4 :POLarity NORMallINVerted ....... 2.0... 0. ccc eee een teen eens 19-69 
19.16.5 :SOURce EXTernallINTernal{,EXTernall,INTernal} ....................2 00055 19-70 
19.16.6 TAT E< BOOLEAN Soo odo neceeeo de cits devil ba Pesca dette eeihy Grandoe banegtitelan Geass Gabeealypeeenlens 19-70 
19:17 -PULSe Subsystem sis sues coos teste SA eas eee RG Bagdace aA Soa goad os Auglatls aa as gta 8 19-71 
19.17.1 :PERiod <numeric_value> 1.0.0.0... ccc ce cee eee eee e een eees 19-71 
19.17.2 >WIDTh <numeric_value> 1.0.0.0... cee eee eee e eee eens 19-71 
19.17.3 :DCYCle <numeric_value>... 0... cece eee ee eee eens 19-71 
19.17.4 tHOLD WIDTHIDCYCle .. 0... ce cece tenn enee 19-71 
19.17.5 :DELay <numeric_value> ... 1.0... eee eee een ene n ene neee 19-72 
19.17.6 SOW Ble ise 3 oc Seacac soe nae oe sere ea RRC ate AIBA Ae Tatu Ree alin eae ce oe nace anise ES 19-72 
19.17.6.1 [SFATE] <BoOole@ ans oo 5oc0. cs hh Peso dc oecitinh ted aod egeenen ool a betatnnidee ed Ste eed 19-72 
19.17.6.2 DEL ay <numeric-Valte> 065 esta sale B38 hs a ok Sian ahees Vale Ae hogan 8 19-72 
19.17.7 SRANSI1OM: 42 soscitts ee toe eh noes ae Beane nes Ve od Sade A et hes 19-72 
19.17.7.1 IOLA Le-< Boo lean x5 se dagt Naren hies Fad aha aes aed See agt same Aedes 19-72 
19.17.7.2 [:LEADing] <numeric_value> ...... 0.0... cece eect eee nee 19-72 
19.17.7.3 :TRAiling <numeric_value> ......... 0... cece eee een e een ene 19-73 
19.17.7.3.1 :AUTO <Boolean>IONCE... 2... eee enn eee 19-73 
19.17.8 :COUNt <numeric_value> 2.0.0.0... cece een eee e en eees 19-73 
19.17.9 :POLarity NORMallCOMPlementlINVerted ............... 0.000. e eee eee 19-73 
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19.18 RESistance Subsystem ........ 0... ce cece eee teens 19-74 
19.18.1 IGE Vell sehuecc erate ete ee acteg Ae onan tas woot riae th Sa Nt toad bie ge 28d. “BPs 19-75 
19.18.1.1 FsIM Mediate icy cid. csccesectes eo ete gah Wie ranean teeta Te ea hee atte ob tee Saeco ecgene Oa 19-75 
19.18.1.1.1 [: AMPLitude] <numeric_value> ........... 0. 0c eee eee ee 19-75 
19.18.1.1.2 :OFFSet <numeric_value> 2.0.0.0... 00.0 e eee 19-75 
19.18.1.1.3 ‘HIGH <numeric_value> ...... 00.000 cc cee eee eee 19-75 
19.18.1.1.4 ‘LOW <numeric_value> 2.0.0.0... 0.0 eee cece e eee 19-75 
19.18.1.2 STRIG SCPE Seiad Se eaocttgs a Aieatl AEA es tae ARAN Oak eR, 19-75 
19.18.1.2.1 [: AMPLitude] <numeric_value> ........... 00. 19-76 
19.18.1.2.2 :OFFSet <numeric_value> .... 0.0... 0 ccc cee eect ees 19-76 
19.18.1.2.3 ‘HIGH <numeric_value> ........ 000. ccc cee eee eens 19-76 
19.18.1.2.4 sLOW <numeric_value> 2.0.0... 000. cee eee eee eee 19-76 
19.18.2 SLIM ho ond tse bash. edad aa od ceakipen Spe oe oe soe dh enlrgebaneaeteteurecie eben tle idnd oh Sultuan teneestontidy Bos 19-76 
19.18.2.1 [: AMPLitude] <numeric_value> ....... 0.0... ccc een eee 19-76 
19.18.2.2 :OFFSet <numeric_value> .... 0... 00. cece eee eee eees 19-76 
19.18.2.3 ‘HIGH <numeric_value> ...... 0.0.0... ccc eee ee eens 19-76 
19.18.2.4 sLOW <numeric_value> 1... 0.0.0... ccc ccc cee eee eee eens 19-77 
19.18.3 PRO VEC Ons 2 shied oh tS eek Ra a she iets cate hae ett ee nD weenie aces 19-77 
19.18.3.1 [:LEVel] <numeric_value> . 1.0.0.0... 00. n ene 19-77 
19.18.3.2 TAT e< Boolean: 2.i:5:3-. coos Re eS an a ed Rn FRE 19-77 
19.18.3.3 STRIP Ped 25.5 he Sin gieth Goyh leat daha Seventeen ol ahve all Ad iene ee abt 19-77 
19.18.3.4 SC Bars aacct asad: Mee aio sm tt det coin Ae Means fellate ii fates A hc as 19-77 
19.18.4 sSLEW <numeric_value> ... 0.0.0... 0c ccc cee cece eee eee eees 19-77 
19.18.5 :CENTer <numeric_value>... 0.0... eee eee eee ee eens 19-77 
19.18.6 SSPAN  <mUMMeriG VALU «5-5 oes b sl eee oo bts eng Se gto peed oise ece bellow lvls eaboweletege ee 19-77 
19.18.6.1 TAOLD <Booleand 5: neice en sete Bate shh aka GR Aa eRe So 19-78 
19.18.6.2 ‘LINK CENTerISTARtISTOP ....0 0.0.00. ccc tence nee nee 19-78 
19.18.6.3 Se ree cs nsest ov shh Set sce eect acta e ae. on aces aa eae eke ay abe sane en cc at aise. sae 19-78 
19.18.7 sSTARt <numeric_value> ...... 0.00. ccc ccc eee cnet ee eee e eee 19-78 
19.18.8 sSTOP <numeric_value> .... 0.0.0... ccc cece eee eee e eee ees 19-78 
19.18.9 sMANual <numeric_value> .... 0.0... 0c eee eee eee e eens 19-78 
19.18.10 :MODEFIXedISWEepILIST ......... 0... cece eee e eens 19-79 
19.18.11 :sREFerence <numeric_value> ..... 0.0... ccc cece eee eens 19-79 
19.18.11.1 IS TATE <Boolean> =.) 50 oe os end he aba A held A at ae EN ee Slee 19-79 
19.18.12 sRANGe <numeric_value> ... 0.0.0.0... eee eee eee e eens 19-79 
19.18.12.1 :AUTO <Boolean>IONCE «00... te een nent enee 19-79 
19.19 ROSCillator Subsystem ....... 0... 0. ee cence teens 19-80 
19.19.1 PAU SPeriial) 2 20 exten Pitehs Mo atts ates fad le Ak is olan Coles Mi GA Sane tas Bat ale 19-80 
19.19.1.1 :‘FREQuency <numeric_value>.... 0... eee ences 19-80 
19.19.2 POL CIMals Nese ceatacdtecatisecns at beac tagcac ares shoe ages Bags Sse ese ht Pons eae ae ne ee Page Reames Mee 19-80 
19.19.2.1 :‘FREQuency <numeric_value>.... 0... eee eee een ene 19-80 
19.19.3 sSOURce INTernallEXTernalINONE ... 0.0.0.0... 00 eee eee 19-80 
19.19.3.1 :AUTO <Boolean>IONCE «00... ce een nee neenee 19-80 
19:20: SPEed Subsystem: 2.050. ios seis ake Pa Sea AR awed Se ede Age GS eds 19-82 
19.20.1 STINT at Fe Sree eh tsh Sele sates Sah P teehe cou bl see See de be welts Sab ute an are taba abeldytan tnt Genk hut sen grab nts Salen 19-82 
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19.20.2 [:LEVel] <numeric_value> ......... 0.0 n eens 19-82 
19.20.3 SO UOSS toed Sass eect ee ete ie eh Rel hee ate tok BI ote ahd At ae Se Al Nae 19-82 
19.20.3.1 SINT Veet aise co sao ee an peste Boece 8 oy wea see Nghe Re, IIE io Ble ROLY Seige ae 19-83 
19.20.3.2 sLATime <numeric_value> .... 0.00.0. eee teen eees 19-83 
19.20.3.3 :STIMe <numeric_value> ..... 0.0.00. ccc cc eee eee eee eens 19-84 
19.21 .SWEep Subsystem: 2s:...g.0. sc seg cise eee eh bike eee eae ea ek es 19-85 
19.21.1 ‘TIME <numeric_value> ...... 0.0.0.0. ccc cc cece eee eee e eens 19-85 
19.21.1.1 :AUTO <Boolean>IONCE 2... cc eee ene ennee 19-85 
19.21.1.2 sLLIMit <numeric_value> ..... 0... 0. ccc ee cnet eee ee ees 19-85 
19.21.2 :DWEL] <numeric_value> 1.0.0.0... 00. eee e nent eenes 19-85 
19.21.2.1 sAUTO<BooleanslONGE os gcica ss ii i Wie eae Sin Cee nb sa ig heb wo Solty bello le R a oye 19-86 
19.21.3 sDlRection URIDOWN? 54 vA ecasite Rees Rahs te ela ices RR a ORS 19-86 
19.21.4 ‘MODE AUTOIMANUual] .........0 0.000 ce cnet en ne enn enee 19-86 
19.21.5 :SPACing LINearlLOGarithmic ........... 0... cece eee eee eens 19-86 
19.21.6 :GENeration STEPpedIANALog ....... 0.0... cece eee nee 19-86 
19.21.7 :STEP <numeric_value> 2.0... 0... ccc ccc eee eect eee e eee eee 19-87 
19.21.8 :POINts <numeric_value> ....... 0.00. ccc eee eee teen eeaes 19-87 
19.21.9 :COUNt <numeric_value> 2.0.0.0... cece eee teen nees 19-87 
19.22. TEMPeratureSubsystem ........ 0.0... cence enna 19-88 
19.22.1 :APRobe <numeric_list> ... 0... ee cee eee ee ee eee enees 19-88 
19.22.2 sDWEL] <numeric_value> ..... 0.0... 0c cece ee eee neees 19-88 
19.22.3 PL GCONStanits stoic vet ie hatte ie ahs toads oh at a wales crete atclats Sonesta acca naaed te ade ao, 19-89 
19.22.3.1 :DERivative <numeric_value> ....... 0.0.0.0 ccc cece teen ees 19-89 
19.22.3.2 [:GAIN] <numeric_value> 2.0... 0.0... cette teenies 19-89 
19.22.3.3 ‘INTegral <numeric_value> ........ 0... cee eee ene eee tens 19-89 
19.22.4 -MODE FIXedILISTIPROGram ........00 0.0 cette teens 19-90 
19.22.5 SPROTCCHION. hese. ch Gk, soles Bien Roe Go Gie Mewes ecole Gh Sow ops etna oe, walle ONG Na 19-90 
19.22.5.1 fs FA rh tases Src eh te caste ee a ceene Seen eng eae ad a DE Bnaee Se guts ic ate cater dee anc bees aoa etuce ae 19-90 
19.22.5.1.1 SCTEBAIe 58 oi scn'g anh abeowntn Ste eae enasel oth oA Like sen Gedesbnp Mente death Gob op eenion og a neta beaten 19-90 
19.22.5.1.2 [:LEVel] <numeric_value> ....... 0.0.0... 19-90 
19.22.5.1.3 STATE <BOole an >: sevtis. 6 Seed Shwe eS eee Ok Sy et Ns aE 19-91 
19.22.5.1.4 :TOUT <numeric_value> ....... 0... cece eee eee 19-91 
19.22.5.1.5 PERIP Peds? 5 oa crisece sects daw dolovetotia Saebawae pddvh St yea o de bayegheetoey tages 19-91 
19.22.5.2 SLO Wie gos sted Ah Soiree ee Rohe head Ne eh A fon nl othe Tae Ak Nee art bodes SE las 2k 19-91 
19.22.5.2.1 CTS BAI cores Sotayi eeeane ioe he CeO G ee EIR sect ea o toeea cba SIN an a RIO A ek enon 19-91 
19.22.5.2.2 [:LEVel] <numeric_value> ....... 0.0.0.0. ccc ence eee 19-91 
19.22.5.2.3 STATE <BOOlE ANS 65.2 i ote hee eetile GA AS neat dns eh nete drape Gokcoggee Woke abeedinelead $ 19-91 
19.22.5.2.4 :TOUT <numeric_value> ....... 0.0.0 e eens 19-92 
19.22.5.2.5 SURIP DOG? o.0 0 ik d os Se RRA et a eee Vee oy DE EE, Ch eet aeee eame 19-92 
19.22.6 >RTIMe <numeric_value> .. 0.0.0.0... eee een e ee eee eaes 19-92 
19.22.7 [:SPOint] <numeric_value> ...... 0.0... c ccc cee teen tenes 19-92 
19.23. -VOETage Subsystem) oss: sed ey Shes og he SR AA oe SBR Sage Md este dig le 19-93 
19.23.1 :ATTenuation <numeric_value> .... 0.0.0... cece teen ees 19-94 
19.23.1.1 sAWTO <Booleans: (335. 20225 a tees ata chs eae alee Raven nae baw ee ORS 19-94 
19.23.2 PATEC. 5 obabyeeendsgi ede Seegea tenets Gad Set tse ded Steakeaeh eased brides Gy wathee baneteher tapsle abedtgen atin Guiana es 19-94 
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19.23.2.1 [SPAT eS] <Bool@ and: \.5.¢ec sce Sheek Gee ccna ee hoeiwnd dnd Batok entice Goce oe 19-94 
19.23.2.2 :SEARch <Boolean>IONCE 2... cece n eens 19-94 
19.23.2.3 :SOURce INTernallDIODeIPMETerlIMMHead ............. 00.0.0 cee eee 19-95 
19.23.2.4 :BANDwidthl:BWIDth <numeric_value> ........ 0.0.0... ccc eee ees 19-95 
19.23.2.4.1 :AUTO <Boolean>IONCE ... 0... teen tenes 19-95 
19.23.3 :CENTer <numeric_value> 2.0.0.0... ccc cc cece eee ee eee eaes 19-95 
19.23.4 FST VEST Ai tasec: os eoeoe Mabae Oxete Neo, Side achat Seekers hh Sarat Boe ants aati CBee ede ote 19-95 
19.23.4.1 (eIMIMe diate icc a.c scant cet Ns tat cc en eget ne antes 2 seagtteaneiavine tates wae 19-95 
19.23.4.1.1 [:AMPLitude] <numeric_value> ...........0 0. cece cece eens 19-96 
19.23.4.1.1.1 :AUTO <Boolean>IONCE ..... 0... ene 19-96 
19.23.4.1.2 :OFFSet <numeric_value> .... 0.0... 0c ce cee e eee ees 19-96 
19.23.4.1.3 ‘HIGH <numeric_value> ...... 0.0.0.0 cee eee eee 19-96 
19.23.4.1.4 sLOW <numeric_value> 2.0.0.0... 0c ccc cee cece eee eee 19-96 
19.23.4.2 STRIG SEP) ios cisstse soi cae pale Rated SiR eh, Siaernus Sots Medes, Soh ahaha deed Aue lek ae 19-97 
19.23.4.2.1 [:AMPLitude] <numeric_value> ....... 0.0... 0c cece eee eens 19-97 
19.23.4.2.2 :OFFSet <numeric_value> 2... 0.0... ccc eee ees 19-97 
19.23.4.2.3 ‘HIGH <numeric_value> ...... 0.000. cc cence eens 19-97 
19.23.4.2.4 ‘LOW <numeric_value> 2.0.0.0... 00. cece eee eens 19-97 
19.23.5 SEEM asc eon ceeen Wil abe cea ie ean Relay SS aps ag Od wt D4 sles esello Ma gules Meee Teco Gal 19-97 
19.23.5.1 [:AMPLitude] <numeric_value> ......... 0... cece ete teens 19-97 
19.23.5.2 :OFFSet <numeric_value> .. 0.0... 0... ccc eee teen ee ees 19-98 
19.23.5.3 ‘HIGH <numeric_value> ..... 0... ce eee eee e eee 19-98 
19.23.5.4 sLOW <numeric_value> 1.0... 0.0.0... ccc eee ence eee eee 19-98 
19.23.5.5 EOLA LE BOO CAN> ¥ 5, aioe. seco aioe ee tats Seay ade Cae SIR tok Aaa Tala BT 19-98 
19.23.6 sMANual <numeric_value> ..... 0.0... ccc eee eee eee eees 19-98 
19.23.7 ‘MODE FIXedISWEeplILIST ....... 0.0... cect eee teens 19-98 
19.23.8 SPROVECHON wie. Be Sok es He Boe oaelle eo Beane 68 Ta Geel, SON Reese Ly aa seek Slee Me tend eeu shel 19-99 
19.23.8.1 [:LEVel] <numeric_value> ..... 0.0... cette eens 19-99 
19.23.8.2 ISTATE <BOOlEANS. ~ 45. is hv bose de ceebne de fates bapehon bees abutters lh oS pen mare bee hd 19-99 
19.23.8.3 STRIP DGG? ousted aie ttt stats adcee aes hears oe eae eta Race A See Abe 19-99 
19.23.8.4 § CIS Barr ive es Sogo chaise Sie oS SG clos segs Sa OH Maat Dass EN ceca Bia hoe eso le aE 19-99 
19.23.9 sRANGe <numeric_value> 2.0.0... cece eee eee eaes 19-99 
19.23.9.1 :AUTO <Boolean>IONCE «0... cee ene eens 19-99 
19.23.10 sREFerence <numeric_value> ....... 0.0... cc ccc eee eee eee eeeaes 19-99 
19.23.10.1 ISTATE:< BOO Cams © eos he ees en Bin Wena eS we Be oe Whecaeb ty ye Ne REA 19-100 
19.23.11 sSLEW <numeric_value> 2.0.0.0... ccc cee eee e eee enees 19-100 
19.23.12 SSPAN <MUMeriG VaAlUeS.  ooseg ees geie Soba teh eet ob gsoe eg ole poe eene weenie dob Pn argent beaten 19-100 
19.23.12.1 SHOLD <Boolean> 235i isd Sot helet arin teehee ulate east et Ales 19-100 
19.23.12.2 ‘LINK CENTerISTARtISTOP . 0.0.0.0... 0. ccc cece teen eens 19-100 
19.23.12.3 Ee ccat veer sede tec Bae sees dae toe Bea Mara ae ce edetct Sag scat enna Nit theta eva tea ncaa teehee 19-100 
19.23.13 sSTARt <numeric_value> ..... 0... 00. cee cent eee eeees 19-100 
19.23.14 STOP. -<numeric=valule>: sciccoscts os chs es ee hoe ede ea BoE eld eA eos 19-101 
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Chapter 20 STATus Subsystem 


20.1 

20.1.1 
20.1.2 
20.1.3 
20.1.4 
20.1.5 
20.1.6 
20.1.7 
20.2 

20.3 

20.3.1 
20.3.2 
20.3.3 
20.3.4 
20.3.5 
20.3.6 
20.3.7 


{OPER ation. 2.2908 g.cede ia id BCE RS BOREAS ELPA RD Eh ERE Bh Ua RE Eee Be 


PBT ens reece eaten ceo knee etd Nan he Sale naa om, ee ee de ae 


sMAP<NRtS <NRESs 2256. bse shah se eee aad wate ee PE eee 
:NTRansition <NRf> | <non-decimal numeric> .........0 0.0.0. ee ees 
:PTRansition <NRf>|<non-decimal numeric> ......... 0.0.0. c cee eee ees 


*PRESGt2 size cared nd sn tes Rh oak Ba ee ea Saas se OE oh ee a ES 
;QUEStionable= 22.5) eens Wea ewes Seed be ee a ale) ea ee eee See 


SBERMSS 6) cicrete nop Gohaene deedaernd naetab ett iA toukomeeiantsits Crtebenm cies Saheb meta Bnayieveks obit tee wk 


SMAPS NRES SNRES: ie cid estes a8 5 obo egitha ob blo eie wrk det betes AS 4 eine ine sehow ded wien 
:NTRansition <NRf> | <non-decimal numeric> ........ 0.00... cee eee ees 
:PTRansition <NRf>|<non-decimal numeric> ......... 0.0.0. eee ees 


Chapter 21 SYSTem Subsystem 


21.1 :ALTernate <numeric_value> ..... 0.0.0... ccc ee eee eee eee eee e eee 
21.1.1 STATE <BoOolean> +5, is. hes Susie od, See eee Mavens Ghent Stay dole Gia ee 
21.2 4 DH ol edo) earner ae ee aren Pd ORT AY CONT ATEN EC LAMA Oe SE HerecoP Ra ore SRST RE OC ne TENN ce RrgeeeE TON 
21.2.1 :‘FREQuency <numeric_value>... 0... cece eee eet n enn eee 
21.2.2 [:IMMediate][<frequency>[,<time>[,<volume>]]] ........ 0... cece eee eee eee 
21.2.3 STA Te < BOO AMS 1. 35.cicsice es eas 4 ok Satie kN Ia ah, Rona Ebene Selecta eS 
21.2.4 ‘TIME <numeric_value> ... 0... ccc cee eee ee ee eee eee eee 
21.2.5 >VOLume <numeric_value> 2.0... 0.0.0. cece eee teen eens 
21.3 SCAPaDIItY?” seis stance davede down ae haan set Naal shale 29 Aus de S attach Miayasoe See Mudustie Ae tisha 8c 
21.4 ;COMM UniGate: cen Seen OS Fike OS, Shak ER nh MG, aos BI OH OURS, Che S 
21.4.1 BCE NPT OMICS teed ee hea tecacnacrceac aca hers av tee Reeser ca ances Sra nade atin cos Se anlage aera av tte Bases 
21.4.1.1 SFEED <data_handle> ..... 0... eee eee ee eee eee eens 
21.4.2 aL F oo tees ete Recs Be Tahee thal onsen ie A ET ohne Aol de Soe Read ae Nee cea bel CAs els 
21.4.2.1 SR DDB AGCE! 2655502. Bete panne Sai we SA ae WI toe h eo ORE awh ga les sews de UB Ses eal ats ses aeftn 
21.4.2.1.1 :ADDRess <numeric_value>[,<numeric_value>] ......... 0... c cee eee eee 
21.4.2.1.2 sFEED <data_handle> ..... 0... ec ee ee ee ee ee ee ee ees 
21.4.2.2 SELB) grist heey ota tlie meal nhs be he A oe cre OO Ne ant 
21.4.2.2.1 :ADDRess <numeric_value>[,<numeric_value>] ......... 0.0.0 c cee eee 
21.4.3 SE Riley! ended aearaceatt cet a ceadage a a etre aac ener es fuk Rasen a anehde Oe Meco tat tates Mir edna ac eee 
21.4.3.1 SCONT TOL: ooo seein hh hg seat dobapreke ave bates eatente beh Sut den alec Sb asitentes aha eae then Ga. 
21.4.3.1.1 :DTR ONIOFFISTANdardIIBFull 2.0.0... eee 
21.4.3.1.2 :-RTS ONIOFFISTANdardIIBFullIRFR 2.0.0.0... 0.00000 ccc ene 
21.4.3.2 FEED <data_handle> ..... 0.0... 0c cece eee cece ee eeee 
21.4.3.3 [RECEIVE] 6 oscil cde bse Ge arts efecto oh Rbk dae cutee Seleady dualnes Abecnalets Crests abeentipret ae des 
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21.4.3.3.1 :BAUD <numeric_value> ..... 000.000 ccc eee eee eee 21-7 
21.4.3.3.2 ‘BITS <numeric_value> 2.0.0.0... 0c cece eee eens 21-7 
21.4.3.3.3 sPACE XONIACKINONE: 3. costccs hoa ee tients ae Se Meee seh cate Scere te 21-7 
21.4.3.3.3.1 SPLRGSHOIG: 22cm Astiece etc cd Ae Sete Stare chan Beet aaa oa oneeu a amieadt edtiecee 21-8 
21.4.3.3.4 SPAR IY 5 55 eeu cerion ds Shoei ADAGE grenades bape Shaken ooo heeded dob Rak ate ds 21-8 
21.4.3.3.4.1 (CHECK <Booléans isc. ses bee FA eR ENS Pas She ee SA Ah os 21-8 
21.4.3.3.4.2 [: TYPE] EVENIODDIZEROIONEINONEIWGNore .........0.0.. 0.000000 21-8 
21.4.3.3.5 :SBITs <numeric_value> 2.0.0.0... ccc cee ee eee ee eee 21-8 
21.4.3.4 STRANSIIIEY 5.525 heute dS Sobiete dh Oued sbapet eae bs Segen cate bebatisbeh bath ee bod bolisieele ecb needed ec 21-8 
21.4.3.4.1 sAUTO:<Boolean>: 325ti6es asta ale es Sette asad ASA ne 21-9 
21.4.3.4.2 :BAUD <numeric_value> ......0.0.0 0000. cee eee eens 21-9 
21.4.3.4.3 :BITS <numeric_value> 2.0.0.0... 00. eee eee e eens 21-9 
21.4.3.4.4 :DELay <numeric_value> ..... 0.0... cee ccc cette eens 21-9 
21.4.3.4.5 sPACE XONIACKINONE ........ 00.00 cc cece eee c ene een e eens 21-9 
21.4.3.4.6 SPARICY™ 625865 Lee Seed AEE ik OG re ee ON ha 21-9 
21.4.3.4.6.1 [: TYPE] EVENIODDIZEROIONEINONE ........... 0.0000 cee 21-9 
21.4.3.4.7 :SBITs <numeric_value> 2.0.0.0... 0c ce eee cece e eee 21-9 
21.4.4 DOC KES 1 ean RNS een te Gece ins ieee aoe ts Rate Ie a tel cee aah 21-10 
21.4.4.1 TADDRESS SSID 8 sss ssa Mh ee Ae ee EE i ah ok A ek 21-10 
21.4.4.2 SCONNG Chien get cane eee eh cee erase tame vase ee aranuiy an emneate ene Net eae 21-10 
21.4.4.3 PDIS CONNEC: isn s-fsudiets i dob biteseoede port Sou: daeoelboputansGe welts pbetedgnetinls dotabnue aiteeed nets bo 21-10 
21.4.4.4 :FEED <n> <data_handle>{,<data_handle>} ......... 0.0.0... cee eee eee 21-10 
21.4.4.4.1 :OCONdition <event_handle> ....... 0.0.0... eens 21-10 
21.4.4.4.2 :SCONdition <event_handle> ..... 0.0.0.0... cee 21-10 
21.4.4.5 SISTEM: fire Ci osas cot detaan pee ld bepeaee te Ged by Suttons heated ob einen due oaaweet i abet 21-10 
21.4.4.6 sPORT <numeric_value> .... 0.0.0... ccc ce eee cece eens 21-10 
21.4.4.7 SEY PE: TCRIUDR © ici secsts econ tos Be chee th Sala West, OM soak sd Ge baleas engits olny eo Sa dhege tease 21-11 
21.5 :CPON <card_destination>IALL 2.0... ce eee cece eens 21-11 
21.6 :CTYPe? <card_destination> 1.0... 0.0.0... ce cee cece e teen nee 21-11 
21.7 :DATE <year>,<month>,<day> .... 0... cece eee nee en eee eens 21-11 
21.8 ‘ERRor SUDSYStéM «366.5 sess ee ee ba se ee he ea ee Reg eed 21-11 
21.8.1 Phe Error/Event Queue: 5 .-.98 estate ste cancetes eden ba deed Ra SS Me hota Res eats 21-13 
21.8.2 Error/Event numbers ..... 0.00. ee eee e ent e eee n eens 21-14 
21.8.3 ING BITOR sishads sued eee ae tarde Amt ate ia tol hia Be tt A oe et kel CH, tes 21-14 
21.8.4 TEAS tons pc et feels we ey a cele Re Sachs te ita toe are sy Bae Wap Cag ag cba oe TIA ashe dB U ae stide at a obere os Beet 21-14 
21.8.5 COB a anna a aerate cae, Meenas anon ice tome, Siwu ahene ace ee eens. a snes Arig 21-14 
21.8.5.1 PTET Ps ab cagisetae da Sele ieeeegth Sak Set Recor tecgion pa nltdin be Wenbagpeansaee pe aabetisetine nb het Moabytedytes Seceyter died 21-14 
21.8.5.2 DINED irs roe tes ah hell treet at RN Gite ton Ak als cetad Eel teats a Ges Planets Blasts ok 21-14 
21.8.6 COUING? oie iaicens Se see ES, Ci we ae SENS Be GA Ry Gs OO RES ane 21-14 
21.8.7 BPINABIG? seaphtee acest atch git shies cae Se, Raecct eae ca as Soe nade Aa amt nee ce agee Roamseitay te Ratan a ncaa 21-15 
21.8.7.1 PADD. <numeric list: <5: occ bik heed Shame ee apne oh bea ele bok btontnwe toa boe erect 21-15 
21.8.7.2 sDELete-<numernic st sco. leces tise sabe sh hialece 8 aNet Packs se ness hoes Lea 21-15 
21.8.7.3 LIST) <rumericct$t s.scc06-e. nae td oes el a a he ee RE 21-15 
21.8.8 PINT ence ea soa Gd beets oa ee ante Sacer ricch eta ey ihe: pacaath Sanh ccnd Ate miraae. Ae eect etd 21-15 
21.8.9 GOMMANG- BIOL 5s hoe Ge alae ein cubated SG Ese tecgtend bedded teed dob aguenies on ofan Me heme eeaatded devia snd 21-15 
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21.8.10 EX@CUtlon; BItOr jot 6 bhi te dhe RSS haa e tela din he daMiadhae ache tes 21-19 
21.8.11 Device-Specific Error’ 3. ees 3. ea ae kk He A a as ve eed ewe 21-25 
21.8.12 Query Error: 225 sacs schol ace ae ee eG te ey Rees ae Pes WE Lees eae 21-26 
21.8.13 Power-On: Eventi xh yiis. c's Seach tad Ata chs Ba Saiacd ata Rial engl G4 Ped te RA 21-27 
21.8.14 User Request Event..c dc sence treet eben tet dad tok ayes eit dan doboayees: wore adorei’ 21-27 
21.8.15 Request Control Event... ia.0. f sabe th ais isk alka coals Heb wale es 21-28 
21.8.16 Operation Complete Event ........... 0.0... ccc eee eee 21-28 
21.9 SEVER. cy tects aa teces Seo hieod agree tae teh uti Sade Acdece Rea nad Ane aataah Peat gine odo Rad 21-28 
21.9.1 THB AD Ors?) 385 5 6S teste dant aad nee Bee Soiop ll Revive Attia a ycuclddeteatye’ 21-28 
21.9.2 sSYNTax? <command_header> ....... 0.0.0... ccc eee teen eees 21-31 
21.10 :KEY <numeric_value> 1.0... 0.00... eee eee eee e ee eeees 21-32 
21.10.1 SCAT AOS sist aceesaialn sine ST Sodrd. Wiad dude BG MRR arena Se Bhai ala aie i ARGS wa 21-32 
21.10.2 :DEFine <numeric_value>,<block>[,<string>] 2.2... 0.0... eee ee eee 21-32 
21.10.3 :DELete <numeric_value> 2.0.0.0... cee eee eee e eens 21-32 
2111) 2KEOCK <Boolean>: 5.4.0 ccn4 Sees ote, Seek Oe Pe oe es ee oe 21-33 
21A2 sLANGUage <string> 2.03. $5 Sc sk Cheha ein aa ets A Pet eee eed ee Seas s 21-33 
21.13 :LFRequency<numeric_value>... 1... 2... cee tenes 21-33 
21.13.1 *AUTO-<Boolean> ONCE? iii), ie cues tie eh dd eis os Dee Ue ead teas 21-33 
21 TAs SOCK cic cesn ce ieses sets Le ee Sails Be EN Sele aee ns OMe eR eee Me eee 21-34 
21.14.1 SOWING Bache cei ea hee aces Soe eso ee ithe a Be ec AA oes GG aan See ees 21-34 
21.14.2 PRET ASC? 205-5 se hacen ee se hen Se Se eons bd hk gy en a Shae ee dette eed 21-34 
21.14.3 TREQUCSEM Soke lett ee soles Aue arta te als cried tot, ahh a ahd td i ak 21-34 
2115). SPASSWord::<-3.s oe 08 Ghana Coe Rains ae Wee he eh ib dla tA 21-35 
21.15.1 :‘CDISable <password> ss. foc siesta sds es ee eases ela hated sels a aes teecg Suds 21-35 
21.15.2 [:CENable] <password> 2.0.0.0... cece eee reenter erent tence ee nenene 21-35 
21.15.2.1 By AM CP sets rac? Sahl Rs tel ua RM Mle cuts tl dinate toh ls oma hel fel Sie bes toh ae Be ore 21-35 
21.15.3 :NEW <current password>,<new password> ......... 0.0... cece eee ee eee 21-35 
DIG, -2PRESCts3:. e400 ct acesiala Mec seh eel ay ds a. be cg AMAR AP Asses a rn ase ate ae aunt aK oha as 21-35 
QUAI, HSE@UILY si ieee ss Rha AA IAS he eh aie ag bie eee een htt ake 21-36 
21.17.1 “IMMediate... cnc20b oc. inh teed ees te tle Rabe hs etree dees Ahhh eae at 21-36 
21.17.2 [SPATE] Booleans succor Seibel desis Be ee oe See 21-36 
218° SET <blockidata> v-.s20: et 6 eat hot ean eed Aad ds Sa a ok aed ae 21-36 
21.19 :TIME<hour>,<minute>,<second> 2.0... 0.0... ccc cc eee tent en eens 21-37 
21.19.1 STEEMIG TS a 00 hes cit des itt eee Sa hae ead ae Nes cing bel Glen ate tok Si ate ah hal his et het ae 21-38 
21.19.1.1 :COUNt <numeric_value> .... 0.0.0.0... 0c ccc eee eee e eee 21-38 
21.19.1.2 [:STATe]“<Booleans> 23 ech 8 soni oat Sele eine ee ei Ae ec Rae a SA 21-38 
21.20 :TZONe <hour> [,<minute>] 2.0.0... 0... ccc eee n ene e nee 21-38 
21221 -2VERSION? ice Ce incisd ts Snel as alia see taal hob fuel abne A ec inate Adele soa uth sais ks 21-38 


Chapter 22 TEST Subsystem 


Chapter 23 TRACe!| DATA 


23.1 SCAT aloe?) ta issih see anew de waa die Sate Awe ice wane gc ed aoe ee oe eet 23-2 
23.2 :COPY <trace_name>, ( <trace_name>|<data_handle>) ......... 0.0.0... c eee eee 23-2 
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23.3 [:DATA] <trace_name>,(<block>I|<dif_expression>| 


(<numeric_value>{,<numeric_value>})) 0... 0.0... ccc cc een eee e eee e eens 23-2 
23.3.1 :LINE <trace_name>,<numeric_value>,<numeric_value>, 

<numeric_value>,<numeric_value> 2.0.0... 00. eee ee cece eee eee nes 23-3 
23.3.2 :PREamble? <trace_name> ...... 0... ccc cece eee eee eeeees 23-3 
23.3.3 :VALue <trace_name>,<numeric_value>,<numeric_value> ..............0000 005 23-3 
23.4 :DEFine <trace_name>[,(<numeric_value>I<trace_name>)] ......... 0.000000 e eee 23-3 
23:5 MD TEC1e 4 ree Aachics crn cerstttas aeamen tne cee Sect Besoin Stee e deat ee Gee rate Nace eh mana tan te he lnee sath ae 23-4 
23.5.1 [: NAME] <trace: name> iii: 2 ecb ee chp ee haces dd dt hea ee et a deaen ad 23-4 
23.5.2 SAG Te eee ides cate tiehs Nes nS AAR olathe, cele eet Poles a iad Aah Meet ead Se Ate kt AN hes hs 23-4 
23.6 :FEED <trace_name>, (<data_handle>|NONE)....... 0.0.0.0... ccc cece eee eee 23-4 
23.6.1 :CONTrol <trace_name>, ALWays | OCONdition| NEXT|NEVer ............... 23-4 
23.6.2 :OCONdition <trace_name>, <condition_expr> ...... 0... eee eee eee eee eee 23-5 
23.7 SPREE ile orn hittin decane) td ete salad elds elceirln 1 is artes talks at tet le ated ad GOR oh oolae bel tan 23-5 
23.8 :POINts <trace_name>[,<numeric_value>] ..... 0.0... teen eens 23-5 
23.8.1 :AUTO <trace_name>,(<Boolean>IONCE) ...........0 0. ce tenes 23-5 


Chapter 24 TRIGger Subsystem 


24.1 ARM-TRIGger Model ........ 2.0... cece cee eee nent n eee eeeee 24-1 
24.2 Model Layers: es: oe cc0 4 see gin cba anal gttnn bab b ble eebiies GRE eines Hints aaloeiee tate 24-2 
24.2.1 IDLE: States. cas it hl eae ce eee Sie ae a Se hee 24-2 
24.2.2 Initiated) och ee eet ese ie de eins ees are gd oath a Ree es DE nd ind 24-2 
24.2.3 Event Detection Layer: csc gi cee awit aaiey ama aed Wa adage Be 24-3 
24.3 Sequence Event User. vega isct cena S hp eeyeaks (uvedeattteyaab le whale aot sega 24-4 
24.4 Expanded Capability Trigger Model ......... 0.0.0.0... cece ce eee 24-5 
24.4.1 LAY er Nomenclature: 024 bss o5 tee ho ee ee ei a hb tee FSR Aes 24-6 
24.4.2 Standard SEQuences ....... 0... ccc ee eee ence eect neeneees 24-7 
24.4.3 Subservient Sequences ........ 0... eect ete eens 24-7 
24.5 ABOR 4. oiisie oes tare of etcesednr Sab ae ee eee ea eee 24-12 
24.6 PRIM sss sth i Nie 8 Bos On Tale Oe eed ed ees Foss d Meee BR Ie se ig ened ere nett ast ome 24-12 
24.6.1 :SBQuence] “econ Since he Sine wate gee coe bin et he ee Gaslaeeds 24-12 
24.6.1.1 :DEFine <sequence_name> ......... 0. cece ccc ee eee eee eee 24-12 
24.6.1.1.1 MGRules <Boolean> .........0 0. 0c ce eee tence ene en nes 24-13 
24.6.1.2 PETSAYiOr | res ccdcttceeseco7 ore Se he SR AE Bho Bil BURR AID Sie Ra 24-14 
24.6.1.2.1 :COUNt <numeric_value> 2.0.0.0... 00. ccc cece eee eens 24-14 
24.6.1.2.2 ‘COUPINGACIDO: & occu eine eee wanes ARE a ow (halen eee whe oabeele ewe 24-14 
24.6.1.2.3 :DELay <numeric_value> ..... 0... eect teen eens 24-14 
24.6.1.2.3.1 :AUTO <Boolean>IONCE  ... cee 24-14 
24.6.1.2.4 PBC Dore oot ee ee hei ene ed ee eee 24-15 
24.6.1.2.5 :sECOunt <numeric_value> 2.0.0.0... 00 ce cee eee eee eee 24-15 
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Introduction 


Requirements 
This volume of the SCPI standard, “Command Reference,” shall be used in conjunction with 
the “Syntax and Style” volume. 


Organization 

The first chapter in this volume of the SCPI standard describes the SCPI model that is used 
in defining the functional areas of SCPI. The subsequent chapters describe each functional 
area, known as a subsystem, and are in alphabetic order by subsystem name. 
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Instrument Model 


A model is used within SCPI as a means of achieving compatibility. SCPI concerns itself 
with three types of compatibility. The first form of compatibility is called vertical 
compatibility. Vertical compatibility is where two instruments of the same type have 
identical controls (e.g. two oscilloscopes both have the same controls for their timebases, 


triggers, and voltage settings). | 2 


The second form of compatibility is called horizontal compatibility. Horizontal compatibility 
is where two instruments can make the same measurement, regardless of the actual 
measurement techniques used. To be horizontally compatible, both instruments would use 
the same commands to make this measurement. For example, both an oscilloscope and a 
counter can perform a risetime measurement on a pulse. The two instruments are said to be 
horizontally compatible if the same command is used in both instruments. 


The third form of compatibility is called functional compatibility. Functional compatibility is 
where two instruments which perform the same function do so with the same commands. For 
example, a spectrum analyzer and an rf source may both sweep in frequency. If the same 
frequency and sweep commands are used in both instruments, they would be functionally 


compatible in this area. 
Measurement 






Signal 
Routing 
a TRIGger MEMory 
Signal Signal 


Figure 2-1 Model of a Programmable Instrument 
















Figure 2-1, “Model of a Programmable Instrument,” represents the way in which instrument 
functionality is viewed and categorized by SCPI. The purpose of this categorization is to 
provide organization and consistency between the various commands available in SCPI for 
all the different types of instrumentation. The model defines where elements of the language 
must be assigned in the SCPI hierarchy. Major areas of signal functionality are shown 
broken into blocks; each of these blocks are major command subtrees in SCPI. In this 
volume of the SCPI standard, each subtree is discussed in its own chapter. 


The model describes the flow of measurement and applied signal data through the 
instrument. The administrative data flows associated with commands, queries, performing 
calibrations, mass memory accesses, and other related functions are not included in this 
model. The model does not define how an instrument handles or formats data internally. In 


Instrument Model 2-1 


2a 


2-2 
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Figure 2-1, data flow is represented by solid arrows and control flow is represented by 
dashed arrows. 


Individual instruments shall only implement those blocks which apply to their 
implementation. For example, a voltmeter which has a single input and no user addressable 
memory might include the measurement function, TRIGger, and FORMat blocks. 





Measurement 


TRIGger 


Figure 2-2 Simplified Model for a Sensor Instrument 


Similarly, a non-triggered, single output power supply might include the signal generation 
and FORMat blocks. 


data 
Signal FORMat 
Generation a 
bus 


Figure 2-3 Simplified Model for a Source Instrument 


An instrument with a particular block is not always required to implement a subtree or any 
commands associated with that block. This occurs when the block exists in a fixed 
configuration that does not conflict with related commands, and that have the *RST default 
values. For example, an instrument might have a fixed TTL level external trigger, with no 
adjustable TRIGger parameters. In this case no part of the TRIGger subsystem need be 
implemented. However, if trigger controls exist, those controls shall be implemented as 
defined in the TRIGger subsystem. 


Signal Routing 

The purpose of the signal routing block is to control the routing of signals between an 
instrument’s signal ports and its internal signal functionality. Signal routing also controls the 
connection from signal port to signal port, where such capability exists. The commands 
which control this block are described in the SCPI tree under the ROUTe subsystem. The 
implementation of this subsystem is optional for those instruments that have fixed 
connections to the measurement function block or the signal generation block. 


Setting the Destination for Data Flow 

The FEED model works well when the user is focused on setting the source for the data flow 
into a block. Occasionally, the user’s focus in on the destination of data flow from a block. 
When this view is appropriate, a DESTination <data_handle> command is used. 
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DESTination is an event; it has no query form. The command sets one or more FEED 

settings to known values. Assume the subsystem where the DESTination command is 

located could be accessed with a <data_handle> of <source_data_handle>. When 

DESTination <data_handle> is executed, any FEED command which is currently set to 
<source_data_handle> shall be set to “’’. The FEED command under the <data_handle> 

subsystem shall be set to <source_data_handle>. Any subsystem which may appear in the 
<data_handle> shall contain a FEED command. An allowed value of the <data_handle> for | 2 
that FEED command shall be <source_data_handle>. 


Measurement Function 

The measurement function block converts a physical signal into an internal data form that is 
available for formatting into bus data. It may perform the additional tasks of signal 
conditioning and post conversion calculation. The measurement function box is subdivided 
into three distinct parts: INPut, SENSe, and CALCulate. These are shown as solid boxes in 
Figure 2-4, “Expanded Measurement Function Model.” The dotted boxes shown represent 
blocks from Figure 2-1, “Model of a Programmable Instrument.” 


Foye SENSe a ele 
a 


TRIGger 


Figure 2-4 Expanded Measurement Function Model 
















The subdivisions INPut, SENSe, and CALCulate are not detailed in the “Model of a 
Programmable Instrument” figure because at this lower level of division, functionality across 
different instruments can no longer be considered horizontally compatible. For example, 
measuring the frequency of a signal is done in SENSe block on a counter, but is done in the 
CALCulate block in a spectrum analyzer. The two instruments are considered compatible 
since they both can perform the function. However, the horizontal compatibility only occurs 
at the high level MEASurement commands. 


INPut 

The purpose of the INPut block is to condition the incoming signal before it is converted into 
data by the SENSe block. INPut block functions include filtering, biasing, frequency 
conversion (such as a mixer or prescaler function), and attenuation. The INPut block appears 
in the SCPI tree under the INPut subsystem. The implementation of this subsystem is 
optional for those instruments that have no INPut block characteristics. 
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222 SENSe 
The purpose of the SENSe block is to convert signal(s) into internal data that can be 
manipulated by normal computer techniques. The commands associated with the SENSe 
block control the various characteristics of the conversion process. Examples are range, 
resolution, gate time, normal mode rejection, etc. This block does not include any 
mathematical manipulation of the data after it has been converted. 


The SENSe commands appear in the SCPI tree under the SENSe subsystem. The SENSe 
block is required for all sensor instruments, since the nature of a bus programmable 
instrument implies a conversion from an electrical signal to a “number.” However, the 
SENSe subsystem contains a large number of subservient subsystems, subdividing the 
different signal characteristics being sensed. An instrument is required to only implement the 
appropriate commands from those subservient subsystems that apply. 


228 CALCulate 
The purpose of the CALCulate block is to convert or derive sensed data into a form more 
useful to the application. Typical calculations include converting units, and postprocessing 
calculations (for example, calculation of rise time from a time domain waveform). The 
CALCulate commands are described in the CALCulate subsystem. 

23 Signal Generation 
The signal generation block is responsible for the conversion of data into physical signals. It 
may perform additional tasks of preconversion calculation and signal conditioning. The 
signal generation box is subdivided into three distinct parts: CALCulate, SOURce, and 
OUTPut. These are shown as solid boxes in Figure 2-5, “Expanded Signal Generation 
Model.” The dotted boxes shown represent blocks from Figure 2-1, “Model of a 
Programmable Instrument.” 
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Figure 2-5 Expanded Signal Generation Model 














The subdivisions CALCulate, SOURce, and OUTPut are not detailed in the “Model of a 
Programmable Instrument,” because at this lower level of division, functionality across 
different instruments can no longer be considered horizontally compatible. 


23.1 OUTPut 
The purpose of the OUTPut block is to condition the outgoing signal after it has been 
generated. The OUTPut block functions include filtering, biasing, frequency conversion 
(such as a mixer function), and attenuation. The OUTPut block appears in the SCPI tree 


2-4 Instrument Model Signal Generation 


1999 SCPI Command Reference 


under the OUTPut subsystem. As with the INPut block in sensor-type instruments, this block 
appears in all source-type instruments, though the commands may not. 


2.3.2 SOURce 
The purpose of the SOURce block is to generate a signal based on specified characteristics 
and/or supplied data. The commands associated with this block describe the characteristics 


of the generated signal. | 2 


The SOURce commands are described in the SOURce subsystem. The SOURce block is 
required for all source instruments. The SOURce subsystem contains a large number of 
subservient subsystems, sub-dividing the different signal characteristics being sourced. An 
instrument is only required to implement the appropriate commands from those subservient 
subsystems that apply. 


2.3.3 CALCulate 
The purpose of the CALCulate block is to convert application data to account for anomalies 
in generating a signal, such as correcting for external effects, converting units and changing 
domains. The commands associated with the CALCulate block are defined in the CALCulate 
subsystem. 


2.4 TRIGger 
The purpose of the TRIGger block is to provide an instrument with synchronization 
capability with external events. The TRIGger block is described in chapter 22, and appears 
in the SCPI tree as TRIGger, ARM, INITiate, and ABORt subsystems. Two models exist in 
the TRIGger block, one complex and the other simple. Both models may be reduced to a 
level that corresponds to the sophistication of an instrument’s trigger capabilities. 


20 MEMory 
The purpose of the MEMory block is to hold data inside the instrument. The memory may be 
implicit and inaccessible to the user (for example, internal calibration data), and may be 
fixed (for example, current measurement data) or may be allocated and user-addressed. 


The allocation of memory appears in SCPI under the MEMory subsystem. The manipulation 
of memory is performed by commands throughout the SENSe, SOURce, FORMat, DISPlay, 
and other subsystems. While every programmable instrument contains memory, not all such 
instruments provide the user with explicit control of this memory. In such cases there is no 
requirement to implement the MEMory subsystem. 


2.6 FORMat 
The purpose of the format block is to convert between data representations, especially on the 
data that is transferred over the external interface. An example is conversion of internal data 
formats to ASCII. 


Formatting appears in SCPI under the FORMat subsystem. All instruments are required to 
use the formats described in JEEE 488.2. 


2.7 Internal Routing 
The instrument model presented so far introduced the fundamental elements or blocks from 
which an instrument is constructed, and defined a simple or lamina arrangement of the 
connections between those blocks, known as the “Lamina Model.” This model is adequate 
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for many instruments. In some instruments the connections may not be as shown, as multiple 
instances of certain individual blocks from the Lamina Model may exist in the instrument. In 
such instruments the connections between blocks may be programmable. Each instance of a 
block is differentiated by means of the numeric suffix used with the block name. 


Data and Control Flow 

All of the solid lines in the Lamina Model represent data flow between the blocks. The 
external signal (often electrical) can be considered as data, since it contains information. In a 
sensor type instrument using the Lamina Model, this data is routed through the ROUTe 
block into the INPut block, the data then flows into the SENSe block, then on to the 
CALCulate block, and finally into the DISPlay block or to the system controller over the 
bus. In a source type instrument using the Lamina Model, data from the controller flows over 
the bus, through the CALCulate block, then through the SOURce block. Finally, the data in 
the form of an external signal (often electrical) flows into the OUTPut block, and is then 
distributed through the ROUTe block. 


Obviously, each block has points where data flow is absorbed and emitted. Many blocks 
have only one point where the data is absorbed and one point where data is emitted, however 
there is no restriction on how many of either of these points a block must have, further the 
number of points where data is absorbed and the number of points where data is emitted do 
not have to appear in equal numbers. 


When describing the data flow, the SCPI model specifies for each point where data is 
absorbed where that data is obtained from. This selection of data flow into a block is made 
with the FEED command. 


There are certain restrictions that apply to the data FEED for each block; these restrictions 
are enumerated under each block’s command description for its FEED. That is, a particular 
block’s FEED is only allowed access to certain points in the data stream, generally the FEED 
must select a block which is of the same type as the block that immediately precedes it in in 
the instrument model described earlier. For example a SENSe block which deals with 
physical signals, is not allowed to FEED data from a CALCulate block, which is in an 
internal format, typically numeric data. Further, SENSe blocks are only allowed to FEED 
data from INPut blocks. Instruments that effectively have no INPut functionality, that is no 
form of signal conditioning, still are considered to have INPut blocks, so an INPut is 
available to be specified as the FEED of the SENSe block. A block, such as the INPut block 
just described, is called a null block. 


Associated with the data flow is a control mechanism to ensure the coherent processing of 
the data. Each process has points where control flow is absorbed and emitted. There is no 
restriction on how many of either of these control flow points a block must have. A control 
flow carries messages or events. These messages or events are absorbed from a control flow 
by a process, to control the progress and direction of the process. In turn, each process emits 
messages or events that are used by other processes. The action of moving from one process 
to another is an event. Each process may be sub-divided into a series of steps, the action 
from moving from one step to another is also an event. 
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In a particular instrument, there will be a number of control flows established as part of the 


instrument’s configuration. A typical example is found in the TRIGger block, where the final 


layer in a trigger sequence generates an event that causes the “device action” to be 
performed, and a subsequent event is returned by the block(s) performing the device action 
to indicate its completion. Another example, is one where the completion of a data 
acquistion by the SENSe block is an event that is used by the CALCulate block to 
automatically start the calculation process. 


In certain cases some of the control flows may be programmable, allowing a user to select 
the controlling events. When describing the control flow, the SCPI model specifies for each 
point where control information flows in, where it obtains its control flow from. The 
selection of a control flow into a block is made with the LINK command. 


Numeric Suffixes 

Numeric suffixes are associated with each block to provide them with a unique identifier. 
The way in which a block with a particular suffix is related to other blocks in an instrument 
depends upon the model employed. The next section describes the Lamina Model and the 
closely related Cloned Model, also described is the Amorphous SENSe Model. 


Lamina and Cloned Models 

The Model of a Programmable instrument shows one instance of each of the major blocks 
(or subsystems) that are available in SCPI. In this case each block is given a numeric suffix 
of 1. This numeric suffix is not usually shown, as it may be defaulted. The relationship 
between the blocks is fixed in the order shown. For example, Figure 2-6 shows the Lamina 
Model for a sensor instrument where the name of each block is shown in its explicit form. 
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Figure 2-6 Lamina Model for a Sensor Instrument 











The Cloned Model repeats the Lamina Model as many times as required. Each repetition of 
the Lamina Model is accompanied with a different numeric suffix, incremented by 1 from 
the last. The cloned model is suitable for instruments that have multiple independent 
capabilities. For example, shown in Figure 2-7 is the Cloned Model that could be used to 
represent a multiple independent capability source instrument. 
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Za FEED Exceptions 
As mentioned earlier, a particular block’s FEED is only allowed access to certain points in 
the data stream, generally the FEED must select a block which is of the same type as the 
block that immediately precedes it, in the Instrument Model. 
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Figure 2-7 Cloned Model for a Multi-Channel Instrument 











CALCulate typically follows this rule, obtaining data from the preceding block, which in the 
case of a sensor instrument would be the SENSe block. However, where an implementation 
permits, CALCulate blocks may be cascaded to provide complex functionality, it is 
permissible for a CALCulate block to use another CALCulate block as its FEED, as shown 
in Figure 2-8: 
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Figure 2-8 Cascaded CALCulate Blocks 


DISPlay is also a special case, it may obtain data from any point where the data is in an 
internal format, typically numeric data. Examples include a CALCulate block or a SENSe 
block. 


2.7.3.2 Amorphous SENSe Model 
In certain sensor instruments there are SENSe blocks that produce parallel independent 
results, where certain parts of the SENSe subsystem are shared. A distinguishing feature of 
the Amorphous SENSe Model is that the SENSe block has more than one INPut block 


2-8 Instrument Model Internal Routing 


1999 SCPI Command Reference 


attached to it. In this model the numeric suffix associated with the INPut block is associated 
with the subsystems of the SENSe block, not the SENSe itself. Thus INPut<n>, where <n> 
is a number, would relate to the subsystems of SENSe such as, SENSe: VOLTage<n>, 
SENSe:CORRection<n> or SENSe:DETector<n>. This is typical, unless a particular 
subsystem of SENSe has been explicitly configured differently, to provide different or 
additional combinations of functionality. 


One example, is where a SENSe block with two power sensors, provides two POWer results Es 
and a cross-product result such as a POWer:RATio. Another example, is where a SENSe 

block with two voltage sensors and two independent time sweep capabilities can be arranged 

to provide four different results. 


2.733 Other Subsystems 
Only one instance of certain blocks (or subsystems) is permitted in an instrument, these are 
FORMat, INSTrument, MEMory, MMEMory, STATus, SYSTem and TRACe. In most 
instruments there is only one DISPlay, since it is rare to find instruments with two or more 
displays that are entirely separate and distinct. 


2.7.4 FEED <data_handle> 
The parameter to a FEED command is <data_handle>. All <data_handle>s are defined to be 
TEEE 488.2 STRING PROGRAM DATA. Along a data stream there are discrete points 
where data may be picked up. These points have names that are called <data_handle>s. For 
blocks with a single point where data is emitted, the block name with its numeric suffix is 
the <data_handle>. For example, the <data_handle> for CALCulate3 is the string 
“CALCulate3”. 


Note that the <data_handle> in the FEED command may consist of either long or short 
forms mnemonics. However the query shall return the short form and shall omit any default 
nodes. Thus, the query for the above example would return the string “CALC3”. 


The <data_handle>s for the different SENSe block found in each of the model, is described 
in the following sections. 


2.7.4.1. Sensor Function Selection 
Selecting a sensor’s function effects the data flow inside of the SENSe block. Selecting a 
particular <sensor_function> enables the data flow associated with it. If a <sensor_function> 
is enabled then there must be a <data_handle> associated with the data flow generated by 
that function. A SENSe block that has only a single point where data is emitted has a single 
SENSe:FUNCtion selected. The selections are mutually exclusive of one another, that is 
enabling one function would disable another. In the case shown in Figure 2-10, the 
SENSe:FUNCtion selected is “RESistance”, since it is the only data flow emitted from the 
block, SENSel1 is all that is needed to create a unique <data_handle> for this case. 


In instruments which have amorphous SENSe blocks one or more functions can be enabled 
simultaneously within the same block, that is selecting a function adds to the list of currently 
enabled functions. Such a SENSe block has one or more points where data is emitted, thus 
the SENSe block and its suffix is no longer sufficient to distinguish the different data flows. 
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It is necessary for the <data_handle> for these data flows to include the SENSe:FUNCtion 
that generated the flow, along with the SENSe block and its numeric suffix. 
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Figure 2-10 Single Function Active SENSe Block 


In Figure 2-9, the sensed characteristic alone is not sufficient, to uniquely specify a function, 
and therefore cannot be used to uniquely indentify a data flow. By including in the 
<sensor_function> the INPut block number(s) associated with a particular data flow, within 
the SENSe block, a unique specification for the <sensor_function> and thus a unique 
<data_handle> can be formed. Where the <sensor_function> is included in a <data_handle>, 
the SENSe node with the optional numeric suffix of 1, may be omitted altogether, since 
many instruments that employ an amorphous SENSe block, will have only one SENSe 
block, that is SENSe1. 
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Figure 2-9 Amorphous SENSe Block with Cross-Product 
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A specification of a <sensor_function> shall consist of the function and optionally the INPut 
block number. The default INPut suffix is 1. For the cross-product POWer:RATio, both 
INPuts must be included. To define an INPut block in the specification, only the INPut 
suffix is included, and not the mnemonic INPut. For the example above the 
<sensor_function>s and corresponding <data_handle>s are, respectively from top to bottom: 


DESCRIPTION 

The power function on INPut1 

The power ratio on INPut1 & INPut2 
The power function on INPut2 


<sensor_function> 
"POWer 1" 
"POWer:RATio 1,2" 
"POWer 2" 


<data_handle> 
"SENSe:POWer 1" 
"SENSe:POWer:RATio 1,2" 
"SENSe:POWer 2" 


The amorphous SENSe block has an additional level of complexity, where SENSe 
subsystems (or sub-blocks) are used in combination as shown in Figure 2-11. 


Figure 2-11 shows an amorphous SENSe block with shared SWEep subsystems, and the 
corresponding <sensor_function>s. It should be noted that the function part of the 
specification indicates the physical characteristic being sensed, and not which subsystem of 
SENSe is used. The subsystems used are specified by association with the INPut block, in 
the example above VOLTagel and CORRection1 are tied to the data flow associated with 
INPut1l. Where the association is not as specified above, the subsystem with its numeric 
suffix is appended to the specification after the literal token 7ON’. Note how SWEep1 
associated with INPutl and SWEep2 associated with INPut2 can be defaulted, as they follow 
the default relationship of an amorphous SENSe block. 


























amorphous SENSe block 


: -—_}—> (1) 
| SWEept | > a 


—_}—> (3) 
SWEep2 iat aaa 








| INPutt H+! VOLTage!| : 
—> INPut2 
(1) "VOLTage:AC 1 
(2) "VOLTage:AC 2 
(3) "VOLTage:AC 1 
(4) "VOLTage:AC 2 











ON SWEep1" or 
ON SWEep1" 
ON SWEep2" 
ON SWEep2" or 


"VOLTage:AC 1" 








"VOLTage:AC 2" 


Figure 2-11 Amorphous SENSe Block with Shared SWEep 


Instrument Model Internal Routing 2-11 


2.7.4.2 


Cole 


2.7.6 


2-12 


1999 SCPI Command Reference 


The <data_handle> is then the <sensor_function> preceded by the SENSe block and its 
suffix. Thus a FEED for a display trace from an amorphous SENSe block, as shown above, 
might look like: 

DISPlay:WINDow: TRACe: FEED “SENSe1:VOLTage:AC 2 ON SWEep1" 


FEEDs from CALCulate Sub-Blocks 
The CALCulate block has only one data stream through it. The CALCulate block is divided 
into smaller sub-blocks, which correspond to the subsystems found in the CALCulate 
subsystem. 

















Due to the discrete way in which each active sub-block exists, the data stream is accessible 
after each sub-block, where permitted by the implementation. The name of the CALCulate 
block and its numeric suffix is not sufficient to select the intermediate points. Therefore the 
<data_handle> to access these intermediate points is comprised of the CALCulate block 
name and numeric suffix followed by a colon (:) and the name of a CALCulate sub-block. 
For example, if a CALCulate consists of MATH1, TRANsform, followed by MATH2, then 
the <data_handle> to select the data flow after the TRANsform, but before MATH2, would 
be the string “CALCulate:TRANsform” 


COMBine 
The COMBine block acts to combine several data streams or signals. Each separate input to 
a COMBine block has a FEED command. 


The output is the sum of the inputs. For example if the inputs are complex vectors 
representing waveforms with certain phases, then the ouput is the linear combination of the 
inputs which is also a complex vector. 


Several different FEED commands might possibly specify the same <data_handle>, in effect 
routing a single data stream into multiple subsystems. 


Memory Associated with Data Flow 

In the Model of a Programmable Instrument a MEMory block is shown adjacent to the other 
blocks in the model. For the user area memory this appears to be the correct model, however, 
for “instrument data” this proves to be cumbersome. A better model for “instrument data” is 
obtained by imagining that memory is something that pervades the whole model, any point 
along the data flow potentially may have memory associated with it. In general terms 
memory exists at all points along this flow of data. 


The examples in Figure 2-12 show how memory is associated with the simplest of blocks, it 
then shows how memory is associated with a CALCulate block consisting of three 
sub-blocks. This is a very simple model to present to the user; at every point along the data 
flow memory exists. The fact that it exists, does not mean that a particular implementation 
has to allow the user access to it, as the data may not be in a form useful to the user. If access 
is provided to these intermediate memory stores, certain restrictions may apply depending on 
the memory usage. Within this model there are two types of memory: 


= TRANSIENT - memory and data are retained only long enough to be used by 
next step in data flow 
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™ STATIC - memory is permanently allocated and data is retained, until next 


“acquisition” 


If the memory is transient then it is not possible to obtain data from it after the data has 
flowed past this point. Thus, querying such a point will not return anything, until new data 
flows into the newly created transient memory. This would occur if such a query were sent 


in the same program mess 


age as an INITiate command. 
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Figure 2-12 MEMory Association with a Generic and a CALCulate Block 


Static memory is permanently allocated to the specified point in the data flow. Any data 
flowing past this point will fill this memory, and the data at that point may be queried at any 


time. However, should a new data flow start, for example with an INITiate, then the contents 


of the memory shall be replaced with the new data. 


The names used in querying memory should reflect where they occur in the data flow. To 
best achieve this the “handles” given to these points for connecting blocks together are also 


appropriate in data query. 


There is a third type of memory, user memory which is already defined in the 
TRACelIDATA subsystem. 


Given the FEED mechanism it is possible for a TRACe name, such as MY-TRACE, to tap 
the data flow. Every time that new data flows past the “tapped” point, MY-TRACE will be 
updated with the new data. While this may be useful, a significant benefit can be achieved 
by providing a control mechanism that selectively allows data into the TRACe, upon a 
specified condition of events. For example, it should be possible to set up the control so that 


MY-TRACE will only receive new data when a limit test fails. 
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It can be seen that a user can create a TRACe, such as MY- TRACE, that may track the 
“tapped” point, but MY-TRACE and the memory at the tapped point are distinct and 
separate. Note that the memory at that point will always (while it exists) reflect the latest 
data flow, while MY-TRACE may not since the data flow into it may be gated. It is not 
permitted to create TRACe | DATA names identical to any data handles. 


Querying the Data Flow 

SCPI allows the data flow to be queried, so that a system controller can obtain intermediate 
results. This is only possible where the data flow is in an internal format, typically numeric 
data. That is, if the data flow is some physical characteristic such as an electrical signal, then 
the data flow at such a point is not queryable. 


The form of the query is generally the block name followed by :DATA?. In certain cases, 
this either does not provide a unique data flow, or more resolution is required than just the 
block level. The SENSe:DATA? query has an optional function name as a parameter to 
define the particular data flow required out of the SENSe block. An implementation may 
allow access to the data flow after each sub-block subsystem in the CALCulate block. Thus, 
the query becomes the heirarchical name of the sub-block followed by :DATA?, for example 
the data flow after MATH could be obtained with CALCulate:- MATH1:DATA?. The 
returned data is affected by the format subsystem. 


<event_handle> 

The <event_handle> is the way events are described that are used by the LINK commands 
throughout SCPI. Events may exist in all blocks of the Instrument Model, although a 
particular implementation will dictate what events are available to be used with each LINK 
command implemented. 


The general form of <event_handle> is: 
to be determined 


Events that are commonplace in instruments, are those found in the TRIGger subsystem; the 
action of exiting any layer generates an event. The <event_handle>s to reference these 
TRIGger generated events are of the form: 

“ARM[:SEQuence[:LAYer]]” or “TRIGger[:SEQuence]” 








Other common examples include completion of a process in a block or an instrument state 
transition. 
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Measurement Instructions 


The purpose of the MEASure group of instructions is to acquire data using a set of high-level 
instructions. The MEASure group of instructions have a duality, in that they exhibit 
command and query characteristics. The exception to this is CONFigure, which has distinct 
query and command forms. These instructions are independent of the block diagram and 
refer to the characteristics of the signal being measured. These instructions are intended to be 
used with the measurement <functions> referenced later in this chapter. 





The MEASure group of commands are structured to allow the user to trade off 
interchangeability with fine control of the measurement process. MEASure? provides a 
complete capability where the instrument is configured, a measurement taken, and results 
returned in one operation. Often, more precise control of the measurement is required. 
Therefore, MEASure? is complemented by providing two commands, CONFigure and 
READ?. CONFigure performs the configuration portion of the measurement and READ? 
performs the data acquisition, postprocessing, and data output portions of the measurement. 
This allows the user to perform a generic configuration of the measurement through 
CONFigure and then customize the measurement by changing particular 
instrument-dependent functions. The READ? then completes the measurement process. 


READ?, in turn, is broken down into two additional commands INITiate[:[MMediate] and 
FETCh?. INITiate[:[MMediate] performs the data acquisition. This command is described in 
chapter 22. FETCh? performs the postprocessing function and returns the data. This allows 
the user to perform several different FETCh? functions on a single set of acquired data. For 
example, an oscilloscope can acquire measurement data that can yield many different signal 
characteristics such as frequency or AC and DC voltages. Thus, a transient signal may be 
captured once using a MEASure?, READ? or INITiate. A FETCh? may then be used to 
obtain each of the different signal characteristics without reacquiring a new measurement. 


MEA Sure? provides the best compatibility between instruments because no knowledge of 
the instrument is required to perform the operation. CONFigure/READ? is less compatible if 
instrument reconfiguration is performed between the CONFigure and READ? operations. 
This is because the reconfiguration is, by necessity, instrument-specific. FETCh? is also less 
compatible because knowledge of the instrument is necessary to determine whether the 
necessary information has been captured by the instrument. For example, an oscilloscope 
can capture both rise time and pulse width in a single acquisition. Therefore, if pulse width 
was acquired through a MEASure? command, it would be possible to FETCh? rise time. 
However, if pulse width were measured with a counter, the rise time information might not 
be available without performing another data acquisition. Therefore FETCh? could not be 
used. 


Changing certain parts of an instrument’s configuration shall cause existing measurement 
data to be invalidated. Specifically, in figure 2-1, “Generalized Model of a Programmable 
Instrument” in chapter 2, “Instrument Model,” any reconfiguration of signal routing, 
measurement function, signal generation and/or trigger shall cause existing readings to be 
invalidated. For example, the sequence: 

INITiate; CONF IGure:VOLTage; FETCh: VOLTage? 
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would cause an error to be generated as the data was invalidated by the CONFigure 
command. Reconfiguring the display or format blocks shall not have this effect. 


KEYWORD PARAMETER FORM NOTES 
CONFigure:<function> <parameters>[,<source list>] 

FETCh[:<function>]? <parameters>[,<source list>] [query only] 
READ[:<function>]? <parameters>[,<source list>] [query only] 
MEA Sure:<function>? <parameters>[,<source list>] [query only] 


CONFigure:<function> <parameters>[,<source list>] 

Sets up the instrument in order to perform the measurement specified by the function. 
Individual functions are described in <functions> later in this chapter. The parameters of this 
command are described in the individual function descriptions. The execution of the 
CONFigure command may affect the value of any other setting in the instrument. The state 
of the instrument is not specified after the execution of this command, except that a 
subsequent READ? QUERY operation would perform the specified function. 


If parameters are omitted, they shall assume the values specified by the particular function 
description. Parameters may be defaulted from the right by omitting them, or anywhere by 
substituting the keyword DEFault. DEFault must be accepted as a parameter for this 
command. 


The query form of the command, CONFigure?, returns the setup configured by the last 
CONFigure or MEASure? query. If the instrument state has changed through receiving 
commands other than CONFigure or MEASure?, the information returned by a CONFigure? 
may not reflect the actual measurement conditions. However, it is permissible for an 
instrument to attempt to track these changes and construct an accurate CONFigure query 
response. The format of the response data is <STRING RESPONSE DATA> which is of the 
form: 

“<function> <parameters>” 


For example, if the previous CONFigure command: 
CONFIGURE: VOLTage:AC 5, .001 





had been executed, the query CONFigure? would return: 
“VOLT:AC 5.0,0.001" 


A special parameter type is the <source list>. The <source list> is syntactically a <channel 
list> as described in “Syntax and Style.” The purpose of the <source list> is to specify the 
physical port which is the source of the measurement. For example, (@2) would specify that 
the measurement should occur on channel 2. Multiple channels can be specified by using 
multiple channels in the channel list. For example, (@ 1,3:5,9) specifies that measurements 
are to be taken on channels 1,3,4,5, and 9. SCPI does not specify if the acquisitions are 
simultaneous or sequential. A function which requires multiple channels, such as time 
interval, would specify each channel as a separate list. For example, (@1),(@2) would 
specify a two-channel measurement between channels | and 2. A multiple channel, multiple 
measurement is specified by using multiple channels in each of the lists. For example, 
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(@1,2),(@3,4) specifies a pair of two-channel measurements, the first between channels | 
and 3 and the second between channels 2 and 4. 


At *RST, the configuration is set to a device-dependent value. 


FETCh[:<function>]? <parameters>[,<source list>] 

Retrieves the measurements taken by the INITiate command and places them into the 
device’s output buffer. By specifying a function as part of a compound header, the device 
will retrieve the value of the function requested derived from the data taken by the latest 
INITiate command. For instance, even if a WAVeform was the original function when the 
measurement was taken, functions that can be calculated from the stored data can be 
FETChed. When <function> is omitted, the last <function> fetched, read, or measured shall 
be used. 


The FETCh? query will return data any time that the last reading is valid. Data becomes 
invalid under the following conditions: 


= When *RST is executed, 
= When an INITiate is executed. 


= When there is any reconfiguration of signal routing, measurement function, signal 
generation and/or trigger blocks. 


™ When the sensor begins acquisition of a new reading. 


If data is invalid, the FETCh? query shall not be complete until all data is valid. The 
exceptions to this are, if the instrument is in the trigger IDLE state and the data is invalid, or 
the instrument has been reconfigured as defined above and no new measurement has been 
initiated. In such cases, the FETCh? routine shall generate an error -230 and no result shall 
be returned. A common cause for this error is receiving a FETCh? after a *RST. 


Parameters are allowed in the FETCh? query. They may be defaulted from the right by 
omitting them, or in any other position by substituting the keyword DEFault. DEFault must 
be accepted as a parameter for this query. If a parameter is specified, it is used in the 
calculation if applicable. If the parameter is invalid because it conflicts with the acquired 
data, an error -221 shall be generated. If the instrument receives a parameter which is 
unexpected (too many parameters), it shall process the query and return the data. The 
unexpected parameter shall be ignored, and the “command warning” bit of the “data 
QUEStionable” status register shall be set. 


A special parameter type is the <source list>. The <source list> is syntactically a <channel 
list> as described in “Syntax and Style.” The purpose of the <source list> is to specify the 
physical port which is the source of the measurement. For example, (@2) would specify that 
the measurement should occur on channel 2. Multiple channels can be specified by using 
multiple channels in the channel list. For example, (@ 1,3:5,9) specifies that measurements 
are to be taken on channels 1,3,4,5, and 9. SCPI does not specify if the acquisitions are 
simultaneous or sequential. A function which requires multiple channels, such as time 
interval, would specify each channel as a separate list. For example, (@1),(@2) would 
specify a two-channel measurement between channels | and 2. A multiple channel, multiple 
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measurement is specified by using multiple channels in each of the lists. For example, 
(@1,2),(@3,4) specifies a pair of two-channel measurements, the first between channels | 
and 3 and the second between channels 2 and 4. 


The format of the returned data is determined by the FORMat command. 


READ[:<function>]? <parameters> [,<source list>] 
The READ? query is identical to: 
ABORt; 
INITiate; 
FETCh[:<function>]? <parameters>[,<source list>] 





The READ? function provides a method of performing a FETCh? operation on fresh data. 


A common application is to use the READ? in conjunction with a CONFigure command in 
order to provide a MEASure? capability in which the application programmer is allowed to 
provide fine adjustments to the instrument’s block diagram. For example, 
CONFigure:VOLTage:RISE:TIME 10 PCT, 90 PCT, 0.001 S$ 
SWEep:TIME .05 S$ 
VOLTage:AC:RANGe 5 V 
READ: VOLTage: RISE: TIME? 


























Allows the applications programmer to specify the amplitude sensitivity and sweep time in 
order to provide the exact measurement needed. 


If parameters are omitted, they are assumed to be those currently in use. Parameters may be 
defaulted from the right by omitting them, or anywhere by substituting the keyword 
DEFault. DEFault shall be accepted as a parameter for this query. If the instrument receives 
a parameter which is unexpected (too many parameters), it shall process the query and return 
the data, ignoring the unexpected parameter and shall also set the “command warning” bit of 
the “data QUEStionable” status register. 


A special parameter set is the <source list>. The <source list> is syntactically a <channel 
list> as described in “Syntax and Style.” The purpose of the <source list> is to specify the 
physical port which is the source of the measurement. For example (@2) would specify that 
the measurement should occur on channel 2. Multiple channels can be specified by using 
multiple channels in the channel list. For example, (@1,3:5,9) specifies that measurements 
are to be taken on channels 1,3,4,5, and 9. SCPI does not specify if the acquisitions are 
simultaneous or sequential. A function which requires multiple channels, such as time 
interval, would specify each channel as a separate list. For example, (@1),(@2) would 
specify a two-channel measurement between channels | and 2. A multiple channel, multiple 
measurement is specified by using multiple channels in each of the lists. For example, 
(@1,2),(@3,4) specifies a pair of two channel measurements, the first between channels 1 
and 3 and the second between channels 2 and 4. 


The format of the returned data is determined by the FORMat command. 
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If TRIGger:SOURce BUS is selected, execution of this query shall cause an error -214 to be 
generated and no data shall be returned. If ARM:SOURce BUS is selected, the same action 
shall occur, except that the error returned shall be -215. 

MEASure:<function>? <parameters>[,<source list>] 

The MEASure? query is a query identical to: 


ABORt; 
CONFigure:<function> <parameters>; 
READ:<function>? <parameters>[,<source list>]; 





The MEASure? query provides a complete measurement sequence, including configuration 
and reading of the data. MEASure? is used when the generic measurement is acceptable and 
fine adjustment of the instrument block diagram is unnecessary. 


If parameters are omitted, they shall assume the values specified by the particular function 

description. Parameters may be defaulted from the right by omitting them, or anywhere by 
substituting the keyword DEFault. DEFault must be accepted as a parameter for this query. 
If the instrument receives a parameter which is unexpected (too many parameters), it shall 

process the query and return the data, ignoring the unexpected parameter and shall also set 
the “command warning” bit of the “Data questionable” status register. 


A special parameter set is the <source list>. The <source list> is syntactically a <channel 
list> as described in “Syntax and Style.” The purpose of the <source list> is to specify the 
physical port which is the source of the measurement. For example (@2) would specify that 
the measurement should occur on channel 2. Multiple channels can be specified by using 
multiple channels in the channel list. For example, (@ 1,3:5,9) specifies that measurements 
are to be taken on channels 1,3,4,5, and 9. SCPI does not specify if the acquisitions are 
simultaneous or sequential. A function which requires multiple channels, such as time 
interval, would specify each channel as a separate list. For example, (@1),(@2) would 
specify a two-channel measurement between channels | and 2. A multiple channel, multiple 
measurement is specified by using multiple channels in each of the lists. For example, 
(@1,2),(@3,4) specifies a pair of two-channel measurements, the first between channels | 
and 3 and the second between channels 2 and 4. 


The format of the returned data is determined by the FORMat command. 


If TRIGger:SOURce BUS is selected, execution of this query shall cause an error -214 to be 
generated and no data shall be returned. If ARM:SOURce BUS is selected, the same action 
shall occur, except that the error returned shall be -215. 


<function> 

Functions define the measurement operation to be used by the MEASure?, CONFigure, 
READ?, and FETCh? instructions and are used directly in combination with these 
instructions. The functions used in conjunction with the MEASure?instructions are different 
than those described in the SENSe chapter, in that the MEASure? functions are 
signal-oriented and potentially independent of the hardware. 
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A function is described as a subtree under the CONFigure, READ?, FETCH?, and 
MEA Sure? instructions. The functions are layered into presentation, fundamental 
measurement, and measurement function layers as follows: 
MEASure[:<presentation layer>] 
[:<fundamental measurement layer>] 
:<measurement function>? 





For example, to measure an array of DC Voltage measurements, we specify the following: 
MEASure:ARRay:VOLTage:DC? 





The presentation layer defaults to a simple scalar measurement. The fundamental 
measurement layer has a device dependent default. For example, an oscilloscope would 
default VOLTage as its <fundamental measurement layer>. Therefore to perform a rise time 
measurement on an oscilloscope, the instrument shall accept any and all of the following 
commands: 

MEASure: SCALar:VOLTage: RISE: TIME? 
MEASure:VOLTage: RISE: TIME? 
MEASure:SCALar:RISE: TIME? 
MEASure: RISE: TIME? 















































Each layer of the function can have a set of parameters associated with it. Within each set, 
parameters default from the right. Any parameter in a set may be optional unless the 
command description states that the parameter is required. Further, any parameter which is 
allowed to be defaulted may be defaulted by substituting the keyword DEFault for the 
parameter. 


Each set of parameters is separated from the others by enclosing them in parentheses. The 
exception is that the rightmost parameter set may omit the parentheses. Therefore the syntax 
is as follows: 
MEASure:<presentation layer> 
:<fundamental measurement layer> 
:<measurement function>? 

[[[(<presentation parameters>) ] 

, (<fundamental measurement parameters>) ] 

,<measurement function parameters>] 

[,<source list>] 





For example, if we wished to measure an array of voltage rise times, where we wished to 
acquire 100 readings, and the approximate voltage value was 5 V, and the expected 10-90 
rise time was 5 ms, we could write the following query: 
MEASure:ARRay:VOLTage:RISE: TIME? (100), (5 V),10,90,5 MS 














The parameter group is only allowed when the corresponding header is part of the command. 
For example, the command: 
MEASure:RISE: TIME? (5 V),10,90,5 MS 














would generate an error because the fundamental measurement parameters have been 
specified without specifying the fundamental measurement layer in the header. However, as 
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the syntax shows, it is permissible to default groups of parameters from the left. Therefore it 
is possible to default the fundamental measurement parameters while specifying the 
fundamental measurement layer as follows: 

MEASure:VOLTage:RISE: TIME? 10,90,5 MS 














A majority of the functions share two parameters, expected value and resolution. Expected 

value is a guess as to the actual value of the measurement. It is used instead of range because 

range is a device-dependent concept, describing the actual sensor characteristics, while 

expected value is signal-oriented, describing the expected signal. aa 


Resolution describes the absolute resolution of the measurement. If the parameter is omitted, 
the instrument selects a resolution. If the instrument cannot provide a measurement at the 
desired resolution, an error -231 is generated, but an answer is still returned if possible. 


3.6 Presentation Layer 
The purpose of the presentation layer is to handle groups of data and present them in the way 
the user specifies. This area is still under discussion, and therefore most of the presentation 
types (for example, histograms, time and frequency domain waveforms, and so on) are not 
included in this release. 


3.6.1 Presentation Command Summary 


PRESENTATION KEYWORD PARAMETER 
[:SCALar] 
:ARRay <size> 


3.6.2 [:SCALar] 
A SCALar or single value of the desired measurement is taken. SCALar has no associated 
parameters, and is a default node at this level. 


3.6.3 :ARRay <size> 
An array of readings is specified. No domain information (time or frequency spacing) is 
implied in the record. There is one associated parameter, size. This specifies the number of 
readings to be taken. This parameter cannot be defaulted. 


3.7 Fundamental Measurement Layer 
The purpose of the fundamental measurement layer is to specify the fundamental signal 
characteristic being measured. 


a1 Fundamental Measurement Command Summary 
KEYWORD PARAMETER 
VOLTage [<expected_value>[,<resolution> 
CURRent [<expected_value>[,<resolution> 
POWer [<expected_value>[,<resolution> 
RESistance [<expected_value>[,<resolution> 
[ 
[ 


1] 
]] 
1] 
1] 
] 


FRESistance <expected_value>[,<resolution>] 
TEMPerature <transducer>[,<type>[,<expected value>[,<resolution>]]]] 
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:VOLTage[<expected_value>[,<resolution>]] 

Measures the voltage characteristics of the signal. If resolution is not specified, the 
instrument chooses a resolution based on its own tradeoffs. If <expected_value> is not 
specified, either autoranging or a default range is selected. 


:CURRent [<expected_value>[,<resolution>]] 

Measures the current characteristics of the signal. If resolution is not specified, the 
instrument chooses a resolution based on its own tradeoffs. If <expected_value> is not 
specified, either autoranging or a default range is selected. 


:POWer [<expected_value>[,<resolution>]] 

Measures the power characteristics of the signal. If resolution is not specified, the instrument 
chooses a resolution based on its own tradeoffs. If <expected_value> is not specified, either 
autoranging or a default range is selected. 


:RESistance [<expected_value>[,<resolution>]] 

Measures the resistance at the input. If resolution is not specified, the instrument chooses a 
resolution based on its own tradeoffs. If <expected_value> is not specified, either 
autoranging or a default range is selected. 


:FRESistance [<expected_value>[,<resolution>]] 

Measures the four-wire resistance at the input. If resolution is not specified, the instrument 
chooses a resolution based on its own tradeoffs. If <expected_value> is not specified, either 
autoranging or a default range is selected. 


:TEMPerature [<transducer>[,<type> [,<expected_value>[,<resolution>]]]] 
Measures the temperature at the sensor. The <transducer> parameter is character data which 
can take on the following values: 


KEYWORD DESCRIPTION 

TCouple Thermocouple 

THERmistor Thermistor 

FTHermistor Four-wire thermistor 

RTD Resistive temperature device 

FRTD Four-wire resistive temperature device 


If a transducer is not specified, the instrument-dependent default is used. 


The <type> parameter is either character data or <NRf> format data, depending on which 
transducer is specified. If TCouple is selected, the parameter is character data specifying the 
thermocouple type. Examples of valid values for thermocouple type are: J,K,R,S,T,B,E, and 
N14. 


Thermistors and four-wire thermistors use the nominal resistance value for the type, as a 
numeric parameter. Typical values are 2250, 5000, and 10000. 


RTDs and FRTDs use a <numeric_value> which is specified by the manufacturer. Typical 
values are 85 and 92. 


If a type is not specified, an instrument-dependent default is used. 
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If resolution is not specified, the instrument chooses a resolution based on its own tradeoffs. 
If <expected value> is not specified, either autoranging or a default range is selected. 


3.8 Measurement Function Layer 
This layer presents the specific functions to be measured. This layer has been broken down 
into groups of measurements to provide clarity. This is only done for purposes of clarifying 
the presentation and there is no grouping provided in the tree. 


A trailing :RATio node may be added to the Measurement Function layer, to request for a 
RATio measurement between the characteristics of two signals. The RATio taken, relates to Ee 
the signal characteristics specified by the preceding nodes. 


The <source_list> consists of two <channel_list> parameters if the RATio node is employed 
in the command. The first <channel_list> parameter specifies the numerator and the second 
one is the denominator. For example, MEASure:FREQuency:RATio? (@1),(@2) measures 
the ratio of the signal frequency of channel | to the signal frequency on channel 2. 


The parameters, specified with a ratio measurement command, relate to the signal 
characteristics of the first <channel_list>; this is the signal which determines the numerator. 


28.4 Simple Measurements 
The simple measurements set the fundamental characteristics of steady state signals. 


BCAA Simple Measurements Command Summary 


KEYWORD PARAMETER 
:AC 
[:DC] 
:FREQuency [<expected_value>[,<resolution>]] 
:BURSt [<expected_value>[,<resolution>]] 1992 
:PRF [<expected_value>[,<resolution>]] 1992 
:PERiod [<expected_value>[,resolution>]] 
:PHAse [<expected_value>[,resolution>]] 1992 
3.8.1.2 :AC 
Measures the AC RMS characteristic of the signal. 
S613 [:DC] 


Measures the DC level of the signal. 


3.8.1.4 :FREQuency [<expected_value>[,<resolution>]] 
Measures the frequency of the signal. If resolution is not specified, the instrument chooses a 
resolution based on its own tradeoffs. If <expected_value> is not specified, either 
autoranging or a default range is selected. 


3.8.1.4.1  :BURSt[<expected_value>[,<resolution>]] 
Measures the frequency of an ON-OFF modulated signal during its ON period. Such signals 
are often referred to as burst signals. The characteristic to be measured is the frequency 
inside the burst as is shown in Figure 3-1. If <resolution> is not specified, the instrument 
chooses a resolution based on its own tradeoffs. If <expected_value> is not specified either 
auto ranging or a device dependent, particular range is selected. 
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3.8.1.4.2 :PRF[<expected_value>[,<resolution>]] 


9-03 1.0 


3.8.1.6 


3.8.2 


3.8.2.1 


3-10 


Measures the repetition frequency of the ON-OFF modulation of a signal that is periodically 
switched ON and OFF. This characteristic is often referred to as Pulsed Repetition 
Frequency (PRF) as shown in Figure 3-1. If <resolution> is not specified, the instrument 
chooses a resolution based on its own tradeoffs. If <expected_value> is not specified either 
auto ranging or a default range is selected. 


:PERiod [<expected_value>[,<resolution>]] 
The period (that is, 1/frequency) of a signal. If resolution is not specified, the instrument 


1/(FREQuency:BURSt) 
- 


JUUL TUL JUL 


—_—:."»> 
1/(FREQuency:PRF) 
Figure 3-1 Burst Signal 


chooses a resolution based on its own tradeoffs. If <expected_value> is not specified, either 
autoranging or a default range is selected. 


:PHASe [<expected value>[,<resolution>]] 
Measures the PHASe. If <resolution> is not specified, the instrument chooses a resolution 
based on its own tradeoffs. If <expected value> is not specified either auto ranging or a 
default range is selected. 


If two channel lists are specified, the second shall be the reference. 


Time Domain Waveform Measurements 
These functions measure the time domain characteristics of pulsed signals. 


Figure 3-2 is used to illustrate the terms being used to describe pulse signal characteristics. 


Waveform Measurements Command Summary 
KEYWORD PARAMETER FORM 
:AMPLitude 
:LOW 
‘HIGH 
‘RISE 
‘TIME [<lower reference>[,<upper reference> 
[,.<expected_value>[,<resolution>]]]] 
:OVERshoot 
:PREShoot 
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KEYWORD PARAMETER FORM 
:‘RTIME [<lower reference>[,<upper reference> 
[,.<expected_value>[,<resolution>]]]] 
‘FALL 
:TIMe [<lower reference>[,<upper reference> 
[,<expected_value>[,<resolution>]]]] 
:OVERshoot 
:PREShoot 
:-FTIME [<lower reference>[,<upper reference> 
[,<expected_value>[,<resolution>]]]] 
:NWIDth [<reference>] 
:PWIDth [<reference>] 
:PDUTycyclel:DCYCle [<reference>] 
:NDUTycycle [<reference>] 
:TMAXimum 
:TMINimum 
:MINimum 
:MAXimum 
:PTPeak 1992 


3.8.2.2  :AMPLitude 
Amplitude is the signal amplitude calculated by taking HIGH - LOW. 
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Figure 3-2 Pulse Measurement Terminology 
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:LOW 
This command specifies the LOW signal level. LOW is defined as the less positive of the 
BASE and TOP signal levels as defined in IEEE Std 194 sections 3.2.1 and 3.2.2. 


:HIGH 
The HIGH signal level. HIGH is defined as the more positive of the BASE and TOP signal 
levels as defined in IEEE Std 194 sections 3.2.1 and 3.2.2. 


:RISE 
This node specifies measurements on a rising edge of a waveform. This node has no 
associated parameters. This node specifies the first rising edge of the waveform. 


:TIMe [<low reference>[,<high reference> 
L<expected_value>[,<resolution>]]]] 
The time interval during which the instantaneous amplitude of a pulse increases from the low 
reference to high reference of the normal pulse amplitude. 


This function is an alias to RTIMe. If RISE: TIME is implemented, RTIMe shall also be 
implemented. It is recommended that RISE:TIME also be implemented. 


Default low and high references are 10% and 90% of normal high-signal level. These 
defaults may be changed via the parameters. The reference parameters have a default unit of 
percent. An implementation may allow the references to be entered in absolute sensor units. 
For example, an implementation may choose to allow the following syntax: 
MEASure:VOLTage:RISE: TIME 0.2V,4.5V, .005S 














to measure the 0.2 to 4.5 Volt rise time of a voltage signal. 


3.8.2.5.2  :OVERshoot 


The difference between the HIGH and the peak amplitude to which the instantaneous pulse 
waveform initially rises. This function uses the first edge of the waveform, expressed as a 
percentage of the waveform amplitude. 


3.8.2.5.3  :PREShoot 


3.8.2.6 


The difference between the LOW signal level and the negative peak signal value to which 
the waveform initially falls expressed as a percentage of waveform amplitude. 


:-RTIMe [<low reference>[,<high reference> 
L<expected_value>[,<resolution>]]]] 
The time interval during which the instantaneous amplitude of a pulse increases from the low 
reference to high reference of the normal pulse amplitude. 


RISE: TIME is an alias to this function. If RISE:TIME is implemented, RTIMe shall also be 
implemented. 


Default low and high references are 10% and 90% of normal high-signal level. These 
defaults may be changed via the parameters. The reference parameters have a default unit of 
percent. An implementation may allow the references to be entered in absolute sensor units. 
For example, an implementation may choose to allow the following syntax: 
MEASure:VOLTage:RISE: TIME 0.2V,4.5V, .005S 
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to measure the 0.2 to 4.5 Volt rise time of a voltage signal. 


3:8:2.7 :FALL 
This node specifies measurements on a falling edge of a waveform. This node has no 
associated parameters. This node assumes the first falling edge of the waveform. 


3.8.2.7.1 :TIME [<low reference>[,<high reference> 
L<expected_value>[,<resolution>]]]] 
The time interval during which the instantaneous amplitude of a pulse decreases from the Es 
high reference to low reference of the normal pulse amplitude. 


This function is an alias to FTIMe. If FALL:TIME is implemented, FTIMe shall also be 
implemented. It is recommended that FALL:TIME also be implemented. 


Default low and high references are 10% and 90% of normal high-signal level. These 
defaults may be changed via the parameters.The reference parameters have a default unit of 
percent. An implementation may allow the references to be entered in absolute sensor units. 
For example, an implementation may choose to allow the following syntax: 
MEASure:VOLTage:FALL: TIME 0.2V,4.5V,.005S 








to measure the 4.5 to 0.2 Volt fall time of a voltage signal. 


3.8.2.7.2 :OVERshoot 
The difference between the LOW and the negative peak amplitude to which the 
instantaneous pulse waveform initially falls, expressed as a percentage of the waveform 
amplitude. 


3.8.2.7.3  :PREShoot 
The difference between the HIGH signal level and the positive peak signal value to which 
the waveform initially rises expressed as a percentage of waveform amplitude. 


3.8.2.8 :FTIMe [<low reference>[,<high reference> 
L<expected_value>[,<resolution>]]]] 
The time interval during which the instantaneous amplitude of a pulse decreases from the 
high reference to low reference of the normal pulse amplitude. 


FALL:TIME is an alias to this function. If FALL: TIME is implemented, FTIMe shall also be 
implemented. 


Default low and high references are 10% and 90% of normal high-signal level. These 
defaults may be changed via the parameters.The reference parameters have a default unit of 
percent. An implementation may allow the references to be entered in absolute sensor units. 
For example, an implementation may choose to allow the following syntax: 
MEASure:VOLTage:FALL: TIME 0.2V,4.5V,.005S 








to measure the 4.5 to 0.2 Volt fall time of a voltage signal. 


38.2.9 :PWIDth [<reference>] 
The positive width expressed in seconds from the first rising edge reference to the next 
falling edge reference. The same reference is used for the rising and falling edges. The 


Measurement Instructions 3-13 


3.8.2.10 


3.8.2.11 


3.8.2.12 


3.8.2.13 


3.8.2.14 


3.8.2.15 


3.8.2.16 


3.8.2.17 


1999 SCPI Command Reference 


default reference is defined as midway between HIGH and LOW levels. Other positive 
references may be specified by the parameter. 


:NWIDth [<reference>] 
The negative width expressed in seconds from the first falling edge reference to the next 
rising edge reference. The same reference is used for the rising and falling edges. The default 
reference is midway between HIGH and LOW levels. Other references may be specified by 
the parameter. 


:PDUTycycle|:DCYCle [<reference>] 
Positive dutycycle. The ratio of PWIDth to PERiod. The reference specifies the point on the 
pulse where the duty cycle is determined. This parameter defaults to 50%. 


:NDUTycycle [<reference>] 
Negative dutycycle. The ratio of NWIDth to PERiod. The reference specifies the point on 
the pulse where the duty cycle is determined. This parameter defaults to 50%. 


:TMAXimum Layer:Time Domain Waveform Measurements 
The time at which the first occurrence of the maximum voltage occurs. 


:TMINimum 


The time at which the first occurrence of the minimum voltage occurs. 


:MINimum 
The MINimum command calculates the minimum value of the waveform. 


:MAXimum 
The MAXimum command calculates the maximum value of the waveform. 


:PTPeak 
This command measures the Peak To Peak value of the signal which is (MAXimum - 
MINimum). 


3-14 Measurement Instructions 


1999 SCPI Command Reference 





CALCulate Subsystem 


The CALCulate subsystem exists to perform postacquisition data processing. Functions in 
the SENSe subsystem are related to data acquisition, while the CALCulate subsystem 
operates on the data acquired by a SENSe function. 


The CALCulate subsystem is logically between the SENSe subsystem and data output to 
either the bus or the display. When a measurement is triggered by a MEASure command, an 
INITiate command, or meeting the prevailing TRIGger conditions, the SENSe subsystem 
collects data. This data is transformed by CALCulate, as specified, and then passed on to the 
selected output. In effect, the collection of new data triggers the CALCulate subsystem. The 
CALCulate subsystem may also be directed by command to perform a transform, making it 
possible to change the configuration of CALCulate and consequently derive a different set of 
results from the same SENSed data set without reacquiring sense data. 


The CALCulate subsystem consists of a number of independent subsystems. Each of the 
subsystems is a sub-block of the CALCulate block. The data flows through the sub-blocks in 
a serial fashion, through the first sub-block, then onto the second sub-block and so on. The 
manner in which these sub-blocks are arranged is specified in the PATH command. It is 
permissible for a CALCulate block to have more than one instance of any of the sub-blocks. 
Instances of the same sub-block are differentiated by a numeric suffix. For example, two 
independent filters would exist as the :CALCulate:FILTer! and the :CALCulate:FILTer2 
subsystem sub-blocks. 


Note: The notation Xn* indicates the complex conjugate of a number. So: 
XX* = MAG?(X) = Ix? 


KEYWORD PARAMETER FORM NOTES 
CALCulate 
:AVERage 1992 
:CLEar [no query] 1992 
:COUNt <numeric_value> 1992 
:AUTO <Boolean> | ONCE 1992 
[:STATe] <Boolean> 1992 
:TCONtrol EXPonential | MOVing | NORMal | REPeat 1992 
:‘TYPE COMPlex | ENVelope | MAXimum 
| MINimum | RMS | SCALar 1992 
:CLIMits 1991 
‘FAIL? [query only] 1991 
:FLIMits 1991 
[:DATA]? [query only] 1991 
:POINts? [query only] 1991 
:DATA? [query only] 1995 
:DATA 1995 
:PREamble? [query only] 1994 
:DERivative 1993 
:STATe <Boolean> 1993 
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KEYWORD 
:POINts 
:FEED 
‘FILTER 
[:GATE] 


‘TIME 
‘STATe 
[: TYPE ] 
‘STARt 
:STOP 
:SPAN 
:CENTer 
:POINts 
:AUTO 
:WINDow 


:KBESsel 
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PARAMETER FORM NOTES 
<numeric_value> 


<data_handle> 


<Boolean> 

BPASsINOTCh 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
RECTangularlUNIFormlFLATtop 
IHAMMinglIHANNing 
IKBESsellFORCelEXPonential 
<numeric_value> 


:EXPonential<numeric_value> 


:FORCe 
:FREQuency 
:STATe 
[: TYPE ] 
‘STARt 
:STOP 
:SPAN 
:CENTer 
:POINts 
:AUTO 
:WINDow 


:KBESsel 


<numeric_value> 


<Boolean> 

BPASsINOTCh 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
RECTangularlUNIFormlFLATtop 
IHAMMinglIHANNing 
IKBESsellFORCelEXPonential 
<numeric_value> 


:EXPonential<numeric_value> 


:FORCe 


:FORMat 


U. 


PHase 
:CREFerence 
:PREFerence 


:GDAPerture 
:SPAN 
:APERture 
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<numeric_value> 
NONEIMLINearIMLOGarithmiclIPHASe 
IREALIIMAGinary|S WRIGDELay 
ICOMPlexIN Y QuistINICHols|POLar 
IUPHase 


<numeric_value> 
<numeric_value> 


<numeric_value> 
<numeric_value> 


1993 
1991 


1992 


1992 


1991 
1991 
1991 
1991 
1991 
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KEYWORD PARAMETER FORM NOTES 
‘IMMediate 
:AUTO <Boolean> 1992 
-INTegral 1993 
‘STATe <Boolean> 1993 
‘TYPE SCALar | MOVing 1993 
:LIMit 1991 
:STATe <Boolean> 1991,2 
:CONTrol 1991 
[:DATA] <numeric_value>{,<numeric_value>} 1991 
:POINts? [query only] 1991 
:UPPer 1991 
[:DATA] <numeric_value>{,<numeric_value>} 1991 
:POINts? [query only] 1991 
:STATe <Boolean> 1991 
:LOWer 1991 
[:DATA] <numeric_value>{,<numeric_value>} 1991 
:POINts? [query only] 1991 
:‘STATe <Boolean> 1991 
‘FAIL? [query only] 1991 
:FCOunt? [query only] 1991 
:REPort 1991 
[:DATA]? [query only] 1991 
:POINts? [query only] 1991 
:CLEar 1991 
:AUTO <Boolean> 1991 
[:[MMediate] [no query] 1991 
:INTerpolate <Boolean> 1991 
:MATH 
[:EXPRession] <numeric_expression> 1991 
:CATalog? <query only> 1993 
[:DEFine] <numeric_expression> 1993 
:DELete 1993 
[:SELected] <expression_name> 1993 
:ALL 1993 
:NAME <expression_name> 1993 
:‘STATe <Boolean> 1992 
:SMOothing 
[:STATe] <Boolean> 1992 
:APERture <numeric_value> 
:POINts <numeric_value> 
:‘STATe <Boolean> 1992 
:TRANsform 
:HISTogram 1993 
:COUNt <numeric_value> 1993 
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KEYWORD 


:ORDinate 
:POINts 
:RANGe 
:AUTO 
:STATe 
‘TIME 
‘STATe 
[: TYPE ] 
:STIMulus 
‘STARt 
:STOP 
:SPAN 
:CENTer 
:POINts 
:AUTO 
:WINDow 


:KBESsel 
:EXPonential 
:FORCe 
:DISTance 
:STATe 
[:TYPE ] 
:STIMulus 
‘STARt 
:STOP 
‘SPAN 
:CENTer 
:POINts 
:AUTO 
:WINDow 


:KBESsel 
:EXPonential 
:FORCe 
:FREQuency 
:STATe 
[:TYPE ] 
:STIMulus 
‘STARt 
:STOP 
‘SPAN 
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PARAMETER FORM 
RATio | PERCent | PCT | COUNt 
<numeric_value> 


NOTES 


<Boolean> 
<Boolean> 


<Boolean> 
LPASsIBPASs 
STEPIIMPulse 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
RECTangularlUNIFormlFLATtop 
IHAMMinglIHANNing 
IFORCelEXPonential 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<Boolean> 
LPASsIBPASs 
STEPIIMPulse 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
RECTangularlUNIFormlFLATtop 
IHAMMinglIHANNing 
IFORCelEXPonential 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<Boolean> 
LPASsIBPASs 
STEPIIMPulse 
<numeric_value> 
<numeric_value> 
<numeric_value> 


1993 
1993 
1993 
1993 
1993 


1992 


1992 


1992 
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KEYWORD PARAMETER FORM NOTES 
:CENTer <numeric_value> 
:POINts <numeric_value> 


:AUTO <Boolean>IONCE 

:WINDow RECTangularlUNIFormlFLATtop 
IHAMMingIHANNing 
IKBESsellFORCelEXPonential 

:KBESsel <numeric_value> 

:EXPonential <numeric_value> 

:FORCe <numeric_value> 

:PATH (MATHITRANSsformlFILTer 

ISMOothingIFORMat 
ILIMit 1991 
IAVERage) 1992 
{ (MATHITRANSsformlFILTer [query only] 
ISMOothingIFORMat 
ILIMit 1991 
IAVERage)} 1992 
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:AVERage subsystem 

CALCulate:AVERage 

This subsystem provides an analytical post-processing function. The AVERage subsystem 
combines successive measurements to produce a new composite result. The new result has 
the same number of points and control axis as the original measurement. 


A :COUNt command is provided to specify the number of measurements to combine. When 
:COUNT averages are reached, the TerminalCONtrol switch specifies the operation of the 
average subsystem. The TerminalCONtrol switch can be configured to continue replacing 
old values with new values (MOVing), to exponentially weight new measurements 
(EXPonential), to automatically repeat (REPeat), or to continue adding new measurements in 
the NORMal fashon, as specified by : TYPE. 


The average operation differs from CALC:SMOOthing in the fact that AVERage combines 
the jth point of each measurement with the jth point of preceeding measurements, whereas in 
SMOoOthing the jth point is processed with adjacent points (...., j-2, j-1, j, j+1, j+2, ...) of the 
current measurement set. 


A typical device action for CALC:A VERage 

















‘aver_cnt >= 


:COUNT? and aver_cir = 0 


clear average 








use only :TYPE 
setting t-—— 
to average 




















CALC: AVER:CLEar 
Me ee Eee NS >| 


aver_ctr = 0 
clear average 











Figure 4-1 AVERage device action 


:CLEar 
CALCulate:AVERage:CLEar 


This command causes the average data to be cleared and the average counter reset to zero. 
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4.1.2 :COUNt <numeric_value> 
CALCulate:AVERage:COUNt 
Specifies the number of measurements to combine using the : TYPE setting. After :COUNt 
measurements have been averaged, the operation of the AVERage subsystem is controlled 
by the setting of the :TCONtrol node. 


The count for array based results is independent of the number of points in the result array. 
For example, an instrument which normally provides a measurement result which is a 401 
point array would specify an average count of two to average two results, not 802. 





When averaging is ON, some devices may automatically set :COUNt values in the TRIGger 
subsystem based on the AVER:COUNt value, such that the TRIGger subsystem provides 
enough triggers for the average. 


At *RST, this value is device dependent. 
4.1.2.1 :AUTO <Boolean> | ONCE 
CALCulate:AVERage:COUNt:AUTO 


AUTO ON causes the device to select a value for :COUNt which is appropriate for the 
current measurement. Selecting AUTO ONCE will have the effect of setting AUTO ON and 
then OFF. 


At *RST, this value is set to OFF. 

4.1.3 [:STATe] <Boolean> 
CALCulate:AVERage:STATe 
The STATe command is used to turn averaging ON and OFF. 
At *RST, this value is set to OFF. 

4.1.4 :TCONtrol EXPonential | MOVing | NORMal | REPeat 
CALCulate:AVERage:TCONtrol 


TerminalCONtrol specifies the action of the AVERage subsystem when more than 
AVERage:COUNt measurement results are generated. 


The parameter has the following meanings: 


EXPonential Continue the average with an exponential weighting applied to old values. 
The additional averages are weighted using: 


For : TYPE SCALar when Xp is real and :TYPE COMPlex when Xp is either 
real or complex 
1 k-1 


AVGn => Xn+—— AVGn— i 


For : TYPE SCALar when Xp is complex 
AVGn= ; MAG(Xn) + At AVGn-1 
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For :TYPE RMS when Xp is real 
Wey= xt e e 
k k 
For :TYPE RMS when Xp is complex 
k 


AVGn = Hoa + “Tt AvGi —] 


The exponential factor k is equal to the AVERage:COUNt value. Some 
instruments may use an approximation to true exponential. 


Operation with EXPonential :TCON is undefined with a : TYPE setting of 
MINimum, MAXimum, or ENVelope. 


As new data is added the oldest data is discarded. 
Clear average data and counter and restart the average process. 


Additional averages continue to be accumulated according to the : TYPE 
selection. 


At *RST, this value is device dependent. 


:TYPE COMPlex | ENVelope | MAXimum | MINimum | RMS | SCALar 
CALCulate:AVERage:TYPE 


This command selects the type of averaging, as follows: 


COMPlex 


ENVelope 
If Xn is real 
MAXimum 
MINimum 


RMS 


SCALar 


The points in the summation are treated as real/imaginary pairs. 
n 
1 
AVG(n) = o d* 
[= 


Both the MIN and MAX values are retained. 


AVG(n) = MAX(X1... Xn) 
AVG(n) = MIN(X1...Xn) 


Avan) = Y4¥° x? 


nN: 
7=1 


The scalar magnitude of each point is averaged. 
n 
1 
AVG(n) =~ d* 
1= 


If Xn is complex 


MAXimum 


AVG(n) = MAX( MAG(X1)... MAG(Xn) ) 
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MINimum = AVG(n) = MIN( MAG(X1)...MAG(Xa) ) 


n 
AMS Avan) = V1 xx" 


nN: 
j=l 


SCALar The scalar magnitude of each point is averaged. 
n 
1 
AVG(n) =~ yy |X; 
c= 





At *RST, this value is device dependent. 


4.2 :CLIMits 
CALCulate:CLIMits 
This node defines commands to obtain Composite LIMit results within the specified 
CALCulate. It is permissible for CALCulate to contain two or more LIMit tests. These tests 
may be active simultaneously. The commands under CLIMits provide a mechanism to 
determine a summary of the PASS/FAIL information, and also a way to directly ascertain 
which particular LIMit tests are failing. 


4.2.1 :FAIL? 
CALCulate:CLIMits:FAIL? 
FAIL is a summary of all the individual LIMit:FAILs. If any of the individual LIMit:FAILs 
have a non-zero value, indicating a failure, the composite FAIL query shall return a 1. If 
there are no failures then a 0 shall be returned. When all the failed LIMits have been 
CLEared, then the composite FAIL shall also be cleared. 


4.2.2 :FLIMits 
CALCulate:CLIMits:FLIMits 
This node provides the information to determine the Failed LIMits, that is, identify how 
many and which LIMit tests have failed. When all the failed LIMits have been CLEared, 
then FLIMits shall also be cleared. 


4.2.2.1 [:DATA]? 
CALCulate:CLIMits:FLIMits:DATA? 
This query returns a number or list of numbers, each number corresponds to an instance of 
the LIMit subsystem within the CALCulate block. For example, if CALC:LIMit1, 
CALC:LIMit2 and CALC:LIMit3 existed, the query shall return 1,3, if LIMit! and LIMit3 
had failed. If there are no failures then NAN shall be returned. 


4.2.2.2 :POINts? 
CALCulate:CLIMits:FLIMits:POINts? 


This query shall return the number of failed LIMits in DATA. If there are no failures then a 0 
shall be returned. 
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:DATA? 
CALCulate:DATA? 


Provides access to the result of the CALCulate subsystem. The query form outputs the 
present CALCulate results. 
This command is query-only and therefore has no *RST condition. 
:PREamble? 
CALCulate:DATA:PREamble? 
PREamble? returns the preamble information supporting the DATA(CURVe(V ALues)) but 
omits the following data: 
= DIF blocks of waveform, measurement, and delta. 
= DIF curve block keywords VALues and CSUM and their parameters. 
The DIF difid block must contain the keyword SCOPe with the parameter of PREamble. 


While the PREamble? query is designed to efficiently transmit data relating directly to the 
curve, the various notes and identification parameters may be sent if absolutely required. 


:DERivative 
CALCulate:DERivative 


This subsystem calculates the derivative of the points in a data set. Each point in the 
differentiated data set is the derivative at the corresponding point in the original data set 
(note this requires some approximation at the end points). The units of the result of this 
process is the quotient of the currently selected amplitude units of the differentiated data and 
the units of the X-axis. 


:STATe <Boolean> 
CALCulate:DERivative:STATe 


Determines whether the derivative function is enabled. 
At *RST this function is OFF 


:POINts <numeric_value> 

CALCulate:DERivative:POINts 

Specifies the number of points provided to the differential algorithm. They will be centered 
about the current data point. 


At *RST this value is device dependent. 


:FEED <data_handle> 
CALCulate:FEED 


Sets or queries the data flow to be fed into the CALCulate block. 
At *RST, FEED shall be set to a device dependent value. 
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4.6 :FiLTer 
CALCulate:FILTer 


This subsystem defines a filtering process to be performed on the SENSe data. A filter can 
operate in domains, which may or may not be the domain of the acquisition data. 


4.6.1 [:GATE] 
CALCulate:FILTer:GATE 


Specifies the or modification of the data set according to the selected parameters in a specific 
domain. 


4.6.1.1 ‘TIME 
CALCulate:FILTer:GATE:TIME | 4 


This filter selection will modify the acquisition data to remove or modify information in a 
specified time region. Units of time are seconds. 


4.6.1.1.1 :STATe <Boolean> 
CALCulate:FILTer:GATE:TIME:STATe 


Determines whether the time filter is enabled. 
At *RST, this function is OFF. 


4.6.1.1.2  [:TYPE] BPASs|NOTCh 
CALCulate:FILTer:GATE:TIME:TYPE 


Specifies what occurs to the data in the specific time region. The parameters have the 
following meanings: 


™ BPASs — Pass all information in specified time region and reject all else. 
= NOTCh — Reject all information in specified time region and pass all else. 
At *RST, this value is device-dependent. 


4.6.1.1.3 :STARt <numeric_value> 
CALCulate:FILTer:GATE:TIME:STARt 


Specifies the start time of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STARt is set to MIN. 


4.6.1.1.4 :STOP <numeric_value> 
CALCulate:FILTer:GATE:TIME:STOP 


Specifies the stop time of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STOP is set to MIN. 
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4.6.1.1.5 :SPAN <numeric_value> 
CALCulate:FILTer:GATE:TIME:SPAN 


Specifies the time span of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, SPAN is set to MIN. 


4.6.1.1.6 :CENTer <numeric_value> 
CALCulate:FILTer:GATE:TIME:CENTer 


Specifies the center time of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, CENTer is set to MIN. 


4.6.1.1.7. :POINts <numeric_value> 
CALCulate:FILTer:GATE:TIME:POINts 


Specifies the number of points output by the filter subsystem. 
At *RST, this value is device-dependent. 


4.6.1.1.7.1 :AUTO <Boolean>|ONCE 
CALCulate:FILTer:GATE:TIME:POINts:AUTO 
Setting AUTO ON allows POINts to be set by device-dependent parameters (for example, 
the size of incoming SENSe data). 


At *RST, AUTO is ON. 


4.6.1.1.8  :WINDowRECTangular|UNIForm|FLATtop|HAMMing 


|HANNing|KBESsel|FORCe|EXPonential 
CALCulate:FILTer:GATE:TIME:WINDow 


Specifies the type and parameter of data windowing (shaping) done prior to the filter. 
Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 


Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc. of the IEEE, Vol. 66-1, 
January 1978, pp 51-83. 


At *RST, this value is device-dependent. 


4.6.1.1.9 :KBESsel <numeric_value> 
CALCulate:FILTer:GATE:TIME:KBESsel 


The Kaiser BESsel command sets the parametric window parameter for the Kaiser Bessel 
window. 


At *RST, this value is device-dependent. 


4.6.1.1.10 :EXPonential <numeric_value> 
CALCulate:FILTer:GATE:TIME:EXPonential 


Enters the exponential decay time constant which characterizes the EXPonential window. 
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At *RST, this value is device-dependent. 


4.6.1.1.11  :FORCe <numeric_value> 
CALCulate:FILTer:GATE:TIME:FORCe 


Enters the time value parameter corresponding to the width of the gated portion of the input 
time record for FORCe windows. 


At *RST, this value is device-dependent. 
4.6.1.2 :FREQuency 
CALCulate:FILTer:GATE:FREQuency Zn 
This filter selection will modify the acquisition data to remove or modify information in a 
specified frequency region. 
Units are Hertz. 


4.6.1.2.1_ :STATe <Boolean> 
CALCulate:FILTer:GATE:FREQuency:STATe 


Determines whether the frequency filter is enabled. 
At *RST, this function is OFF. 


4.6.1.2.2 [:TYPE] BPASs|NOTCh 
CALCulate:FILTer:GATE:FREQuency:TYPE 


Specifies what occurs to the data in the specific frequency region. The parameters have the 
following meanings: 


™ BPASs — Pass all information in specified time region and reject all else. 
™ NOTCh — Reject all information in specified frequency region and pass all else. 
At *RST, this value is device-dependent. 


4.6.1.2.3 :STARt <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:STARt 


Specifies the start frequency of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STARt is set to MIN. 


4.6.1.2.4 :STOP <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:STOP 


Specifies the stop frequency of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STOP is set to MIN. 
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4.6.1.2.5 :SPAN <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:SPAN 


Specifies the frequency span of the filter. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, SPAN is set to MIN. 


4.6.1.2.6 :CENTer <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:CENTer 
Specifies the center frequency of the filter. Range is instrument- and setup-dependent. 
The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, CENTer is set to MIN. 
4.6.1.2.7. :POINts <numeric_value> 


CALCulate:FILTer:GATE:FREQuency:POINts 
Specifies the number of points output by the filter subsystem. 
At *RST, this value is device-dependent. 
4.6.1.2.7.1_ :AUTO <Boolean>|ONCE 
CALCulate:FILTer:GATE:FREQuency:POINts:AUTO 
Setting AUTO ON allows POINts to be set by device-dependent parameters (for example, 
the size of incoming SENSe data). 
At *RST, AUTO is ON. 


4.6.1.2.8  :WINDow RECTangular|UNIForm|FLATtop|HAMMing 
|HANNing|KBESsel|FORCe|EXPonential 
CALCulate:FILTer:GATE:FREQuency:WINDow 


Specifies the type and parameter of data windowing (shaping) done prior to the filter. 
Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 


Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc of the IEEE, Vol. 66-1, 
January 1978, pp 51-83. 


At *RST, this value is device-dependent. 


4.6.1.2.9 :KBESsel <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:KBESsel 


The Kaiser BESsel command sets the parametric window parameter for the Kaiser Bessel 
window. 


At *RST, this value is device-dependent. 


4.6.1.2.10 :EXPonential <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:EXPonential 


Enters the exponential decay time constant which characterizes the EXPonential window. 
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At *RST, this value is device-dependent. 


:FORCe <numeric_value> 
CALCulate:FILTer:GATE:FREQuency:FORCe 


Enters the time value parameter corresponding to the width of the gated portion of the input 


time record for FORCe 


windows. 


At *RST, this value is device-dependent. 


:FORMat NONE|MLINear|MLOGarithmic|PHASe|REAL 
|IMAGinary|SWR|GDELay 


|COMPlex|NYQuist|NICHols|POLar 


|UPHase 
CALCulate:FORMat 


Determines a simple post-processing of SENSe data. This subsystem is limited to simple 


point-by-point post processing. SENSe data description is x + jy, and if no y data, assume 
y=0. Regardless of the unprocessed data form, the data shall be interpreted as x + jy for the 


purposes of defining the formats in the table below. 


NY Quist is an optional alias for COMPlex. If NY Quist is implemented, COMPIlex shall also 


be implemented. 


NAME 

NONE 
MLINear 
MLOGarithmic 
PHASe 


IMAGinary 
REAL 
COMPIlexINY Quist 


POLar 


NICHols 


EQUATION 
NONE 
10#log(x? + y*) 


arctan (2) 
x 


y 


Xx 


pair (x,y) 


pair (rl, r2) 
rl= x2 +y° 
12 = arctan(y/x) 


pair (rl, r2) 
rl = 10#log(x” +y”) 
r2 = arctan(y/x) 


TYPE 

Unprocessed data 
(scalar) 

(scalar, LOG is base 10) 


(scalar in current angle 
units, +180 degrees) 


(linear scalar) 
(linear scalar) 


(linear scalar) 


1991 


1991 
1991 
1991 


1991 
1991 
1991 
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NAME EQUATION TYPE 

(+n) 
SWR an WHERE r= MagLIN(data) (scalar) 
GDELay Sap hase) (Scalar; units are 





360*d(irequency) seconds. Phase 


specified in current 
angle units. If current 

angle units are radians, 
replace the constant 360 
with 2*PI. The 
d(frequency) term is 
replaced with 


CALCulate:GDAPerture: 
APERture in practice.) 


UPHase UNWRAP(arctan(y/x)) (scalar in current 1991 
angle units) 


At *RST, this value is device-dependent. 


4.7.1 :UPHase 
CALCulate:FORMat:UPHase 
The UPHase subsystem is used to specify how unwrapped phase is computed. A reference 
position is specified which is used as an estimate of what the unwrapped phase of calculated 
result should be. The calculated result is constrained to be within +/- 180 degrees of the 
reference position. Other points are calculated to produce a result which is compatible with 
the above constraint and does not “wrap” when cardinal points such as +/- 180 degrees are 
crossed. The reference position would typically be a well known point in a measurement 
such as the center of a band pass filter. 

180 





0 :FORMat PHAse 


-180 100 kHz 


180 


:FORMat UPHase 
0 :FORMat:UPH:CREFerence 50 kHz 
:FORMat:UPH:PREFerence -360 DEG 


-180 100 kHz 





-360 
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180 
0 
:FORMat UPHase 
:FORMat:UPH:CREFerence 50 kHz 
-180 :FORMat:UPH:PREFerence -720 DEG 
-360 
100 kHz 
-720 
471A :CREFerence <numeric_value> | 4 


CALCulate:FORMat:UPHase:CREFerence 

The Control REFerence command designates the reference position on the independent 
dimension, called the control axis (typically the X axis) where the phase unwrap reference 
point is located. This value in combination with the :PREF value identifies the phase unwrap 
reference point. 


At *RST, this value is device dependent. 
4.7.1.2 :PREFerence <numeric value> 
CALCulate:FORMat:UPHase:PREFerence 


The Phase REFerence command designates the phase of the phase unwrap reference point. 
This value in combination with the :CREFerence value identifies the reference point. The 
CALC result is constrained to be within +/- 180 degrees of this value at the point 
corresponding to the :CREFerence position. 


At *RST, this value is device dependent. 


4.8 :GDAPerture 
CALCulate:GDAPerture 


Group Delay Aperture is defined as the negative of the derivative of phase with respect to 
frequency. The group delay format requires specifying an aperture over which the 
measurement is made. Since the frequency span of the measurement is known, the frequency 
step over the entire span can be thought of as d(freq) This function permits the setting of that 
aperture. APERture is tightly coupled to SPAN by the equation: 

APERture = GDAPerture:SPAN(SENSe|SOURce): FREQuency:SPAN 


4.8.1 :SPAN <numeric_value> 
CALCulate:GDAPerture:SPAN 


Specifies the aperture in Hertz. Minimum value is instrument-dependent. 
At *RST, this function is set to MIN. 


4.8.2 :APERture <numeric_value> 
CALCulate:GDAPerture:APERture 


Specifies the aperture as a ratio of desired aperture span/measured frequency span. 


At *RST, this value is set to MIN. 
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:IMMediate 

CALCulate:IMMediate 

Causes the CALCulate subsystem to reprocess existing SENSe data without reacquiring the 
data. This permits the user to change a CALCulate subsystem, setting and output new results 
without initiating a data acquisition. 


Note that CALC:IMMediate? is semantically equivalent to CALC:IMM;DATA?. The query 
form outputs the results of the new calculation. 


This command describes an event and therefore has no associated *RST condition. 


:AUTO <Boolean> 

CALCulate:IMMediate:AUTO 

The AUTO command is used to specify if the CALCulate subsystem continually transforms 
the data (AUTO ON) whenever any changes are made which would affect the CALCulate 
subsystem output. With CALC:IMM:AUTO set to OFF, CALCulate only produces new data 
when data is received or when the CALC:IMMediate command is received. Once 
CALC:IMM:AUTO is set to ON, the CALCulate Subsystem shall produce results when any 
CALC subsystem command is processed, even when new data is not being received. This 
allows the user to make configuration changes in the CALCulate subsystem and immediately 
have new CALC:DATA results on the same sensed data. 


At *RST, this value is set to OFF. 


:INTegral 
CALCulate:INTegral 


This subsystem provides a point to point integration of a data set. The result is an estimate of 
the integral of the input. The units of the result of this process is the product of the currently 
selected amplitude units of the integrated data and the units of the X- axis. 


:STATe <Boolean> 

CALCulate:INTegral:STATe 

Determines whether the integrate function is enabled. 
At *RST this function is OFF 

:TYPE SCALar | MOVing 

CALCulate:INTegral: TYPE 


Specifies whether the result is a single value (SCALar) or a set of data points (MOVing). If 
SCALar is selected the result is an estimate of the definite integral over the entire data set. If 
MOVing is selected each point in the integrated data set is the integral up to the 
corresponding point in the original data set. 


At *RST this function is set to a device dependent value. 
:LIMit 
CALCulate:LIMit 


The LIMit node collects together the commands associated with controlling and getting 
reports from a single LIMit test. The LIMit test may defined as an UPPer limit, a LOWer 
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limit, or both. A LIMit test may be defined as being scalar, that is UPPer or LOWer are 
provided a single value each. 


Alternatively, UPPer or LOWer may be defined as a series of points (a vector) representing a 

waveform limit. For such a vector limit test, each point in the series (vector) must be 

qualified by where it occurs with respect to the control (typically the X) axis. The CONTrol 

node is used to define the points along the control axis. UPPer and LOWer represent the 

dependent (typically the Y) axis, and are given values corresponding to these control axis 

points. That is, the first value for UPPer and LOWer corresponds to the first value of 

CONTrol, the second value for UPPer and LOWer corresponds to the second value of Zn 
CONTrol, and so on. UPPer, LOWer and CONTrol shall contain the same number of points, 

or an error shall be generated when data processing commences. For scalar limit tests, as 

described earlier, the CONTrol subsystem is not used. 


If the data and the limit are scalar (single values), then LIMit shall produce results for each 
piece of scalar data tested. If the data and the limit are both vectors, then LIMit shall produce 
results for each vector data tested. If the limit is scalar and the data is a vector, then LIMit 
shall perform a the limit test by treating the scalar limit as an equivalent vector (all points 
having the same value). 


4.11.1. :STATe <Boolean> 
CALCulate:LIMit:STATe 
Is used to set or query if the LIMit test is active or not. 
At *RST, this is set to OFF. 
4.11.2  :CONTrol 
CALCulate:LIMit:CONTrol 


This node collects the commands and queries used to set up the control axis of the limit data, 
where the limit test is not based on a single point. 


4.11.2.1 [:DATA] <numeric_value>{,<numeric_value>} 
CALCulate:LIMit:CONTrol:DATA 
Sets or queries the CONTrol axis data. 
4.11.2.2 :POINts? 
CALCulate:LIMit:CONTrol:POINts? 
The POINts? query returns the number of points currently in CONTrol: DATA. 
4.11.3 :UPPer 
CALCulate:LIMit:UPPer 


UPPer is used to define the upper limit to be used in the LIMit test. When the data is greater 
than the value specified in UPPer, LIMit shall report a fail. That is, when the data is equal to 
the limit, a fail shall not be reported. 


4.11.3.1 [:DATA] <numeric_value>{,<numeric_value>} 
CALCulate:LIMit:UPPer:DATA 


Sets or queries the UPPer axis data. 
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:POINts? 
CALCulate:LIMit:UPPer:POINts? 


The POINts? query returns the number of points currently in UPPer:DATA. 
:STATe <Boolean> 

CALCulate:LIMit:UPPer:STATe 

Sets or queries if the individual LIMit test is enabled. 

At *RST, this is set to ON. 

:LOWer 

CALCulate:LIMit:LOWer 


LOWer is used to define the lower limit to be used in the LIMit test. When the data is less 
than the value specified in LOWer, LIMit shall report a fail. That is, when the data is equal 
to the limit, a fail shall not be reported. 


[:DATA] <numeric_value>{,<numeric_value>} 
CALCulate:LIMit:LOWer:DATA 
Sets or queries the LOWer axis data. 
:POINts? 
CALCulate:LIMit:LOWer:POINts? 
The POINts? query returns the number of points currently in LOWer:DATA. 
:STATe <Boolean> 
CALCulate:LIMit:LOWer:STATe 
Sets or queries if the individual LIMit test is enabled. 
At *RST, this is set to ON. 
:FAIL? 
CALCulate:LIMit:FAIL? 


This query returns a 0 or 1, to indicate if the LIMit test has failed or not; 0 represents pass 
and | represents fail. 
:FCOunt? 
CALCulate:LIMit:FCOunt? 
This Fail COunt query returns the number of times that the LIMit test has failed. With a 0 
indicating no failures. With vector limits and vector data, only one failure shall be recorded 
with each (measurement) vector that is tested, even if many points are outside the limits. 
:REPort 
CALCulate:LIMit:REPort 
This node collects together commands to get a more detailed information on vector limit 
tests. 

[:DATA]? 
CALCulate:LIMit:REPort:DATA? 


This query returns a number or list of numbers, each number corresponds to a value of the 
CONTrol variable where either the UPPer or LOWer limit test has failed. Note that: When 
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INTerpolate ON has been selected, the returned DATA shall correspond to the points along 
the CONTrol axis where a failure has occured, which may or may not coincide with points 
defined for CONTrol. If there are no failures then NAN shall be returned. 


4.11.7.2 :POINts? 
CALCulate:LIMit:REPort:POINts? 


This query shall return the number of points in the DATA. If there are no failures then a 0 
shall be returned. 


4.11.8  :CLEar 


CALCulate:LIMit:CLEar | 4 


The CLEar node collects together the commands that are used to clear the information in 
DATA, FAIL and REPort. 


4.11.8.1 :AUTO <Boolean> | ONCE 
CALCulate:LIMit:CLEar:AUTO 


Sets or queries if the information is to be CLEared with each INITiate command, or more 
precisely when the TRIGger state machine exits the “IDLE state.” Such an INITiate shall 
cause the information in FAIL, FCOunt and REPort to be cleared if AUTO is set to ON. If 
AUTO is set to OFF, no such effect shall occur. 


At *RST, AUTO shall be set to ON. 
4.11.8.2 — [:IMMediate] 
CALCulate:LIMit:CLEar:IMMediate 
IMMediate shall cause the information in FAIL, FCOunt and REPort to be cleared 
IMMediately. 
4.11.9 :INTerpolate <Boolean> 
CALCulate:LIMit:INTerpolate 


Sets or queries whether or not limit tests will be performed at points between those specified 
by the CONTrol variable. The interpolation shall be straight line between points, however 
the algorithm determining the number of samples between points is device dependent. 


At *RST, it shall be OFF. 
4.12 :MATH 
CALCulate: MATH 
This subsystem permits processing of sense data in numerical expression format. The 


operators are +, -, *, / and use of constants and data arrays are permitted. 


4.12.1. [:EXPRession] <numeric_expression> 
CALCulate:MATH:EXPRession 


This subsystem controls which expression is used by the CALCulate block. 


4.12.1.1 :CATalog? 
CALCulate:MATH:EXPRession:CATalog? 
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The CATalog query lists all the defined expressions. Response is a list of comma-separated 
strings. Each string contains the name of an expression. If no expressions are currently 
defined, the response ia a null string ("""). 


[:DEFine] <numeric_expression> 
CALCulate:MATH:EXPRession:DEFine 
Defines the expression used for the math operations. The <numeric_expression> may 
contain any of the following as operands and they may occur in any combination: 
m@ 6A <trace_name> 
= The reserved keyword IMPLied 


= ~=6The <data_handle> associated with another block 


The reserved keyword IMPLied, refers to the IMPLied output of the previous CALCulate 
sub-block. The ordering of the sub-blocks is specified by the PATH command. If the MATH 
subsystem appears first in the PATH, then the IMPLied keyword refers to the <data_handle> 
specified with the FEED command. 


For example, to subtract a reference trace from the SENSe data, the following command 
would configure the MATH appropriately. 
CALCulate:MATH:EXPRession (IMPLied —- MY-TRACE) 





This example assumes that the FEED command has been configured to select the appropriate 

SENSe <data_handle>. The IMPLied CALCulate data flow can be ignored and the SENSe 

data may be used directly in a <numeric_expression>: 
CALCulate:MATH:EXPRession ( “SENSel:POWer 3" MY-TRACE 


At *RST, this function is undefined. 


:DELete 
CALCulate:MATH:EXPRession:DELete 


The DELete subsytem deletes expressions. 














— 


[:SELected] <expression_name> 
CALCulate:MATH:EXPRession:DELete:SELected 


This command causes the selected expression to be deleted. 


4.12.1.3.2 :ALL 


4.12.1.4 


CALCulate:MATH:EXPRession:DELete:ALL 

This command causes the all expressions to be deleted. 
:NAME <expression_name> 

CALCulate:MATH:EXPRession:NAME 


The NAME command defines the name of the expression to be selected. If the expression 
name, <expression_name>, already exists, then that existing expression shall be selected. If 
the expression name does not exist, then the new name shall be selected, but no expression 
shall be defined by this selection. <expression_name> is character data. 


At *RST the value of NAME is device dependent. 
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:‘STATe <Boolean> 
CALCulate:MATH:STATe 


Determines whether math processing is done. 


At *RST, this function is OFF. 


:SMOothing 
CALCulate:SMOothing 


This subsystem specifies point-to-point smoothing of a data set. A data point in a smoothed 
data set is the average of adjacent points from a single original data set. Smoothing differs 
from averaging, in which a given point is the average of corresponding points from multiple 


data sets or acquisitions. 


[:STATe] <Boolean> 
CALCulate:SMOothing:STATe 


Determines whether the smoothing algorithm is enabled. 
At *RST, this function is OFF. 


:APERture <numeric_value> 
CALCulate:SMOothing:APERture 


Specifies the size of the smoothing APERture as a ratio of smoothing aperture points/trace 


points. 
At *RST, this function is device-dependent. 


:POINts <numeric_value> 
CALCulate:SMOothing:POINts 


Controls the number of points to be included in the running average. POINts is coupled to 


APERture by the equation: 
POINts = APERture * TRACe:POINts 


:‘STATe <Boolean> 
CALCulate:STATe 


Controls whether postprocessing is enabled. If disabled, this subsystem is effectively 


transparent. 


At *RST, this is set ON. 


:TRANsform 
CALCulate:TRANsform 


TRANSsform is the subsystem that permits sense data to be transformed from one domain to 
another. Examples are from frequency domain to time domain or time domain to frequency 
domain. This is different from a SENSe:FUNC selection of domain because in SENSe, the 
data is actually collected in the selected domain, while in CALCulation:TRANsform, the 


data is computed, for example, by use of Fourier Transform. 
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:HISTogram 
CALCulate:TRANsform:HISTogram 


This subsystem transforms the data into a histogram. The histogram provides an amplitude 
distribution of the incoming signal. The points in a histogram specify the ratio between the 
number number of times a data point is within a particular amplitude belt and the total 
number of incoming data points that participate in the transformation. The ratio is expressed 
as a percentage. 


The resolution of the histogram is specified by the number of points of the output signal. It 
determines the amplitude belt wherein the data points are counted, using the equation: 


amplitude belt = amplitude range / histogram points 


The units of the amplitude range are the currently selected amplitude units of the data to be 
transformed. 


:COUNt <numeric_value> 
CALCulate:TRANsform:HISTogram:COUNt 
This specifies the number of measurements to include in the histogram. 


For scalar measurements, COUNT is the number of incoming data points that are used to 
create the histogram. 


The COUNt for array based results is independent of the number of points in the result array. 
For example, an instrument which normally provides a measurement result which is a 401 
point array would specify a histogram count of two to create a histogram based on 802 data 
points. 


At *RST this value is device dependent 
:ORDinate RATio | PERCent | PCT | COUNt 
CALCulate:TRANsform:HIS Togram:ORDinate 


When ORDinate is set to RATio, the output of the HISTogram function is an absolute ratio. 
When ORDinate is set to PERCent, the output of the HISTogram function is PERCent 
(RATio*100). When ORDinate is set to COUNT, the output of the HISTogram function is 
the number of points in that amplitude belt. 


PCT is provided as a synonym for PERCent since IEEE 488.2 allows the use of PCT as a 
numeric suffix. 


At *RST this value is device dependent. 


:POINts <numeric_value> 
CALCulate:TRANsform:HISTogram:POINts 


Specifies the number of POINts (amplitude belts) in the histogram. 
At *RST this value is device dependent. 


:RANGe 
CALCulate:TRANsform:HISTogram:RANGe 


This node collects the commands used to control the size of the amplitude belts. 


4-24 CALCulate:TRANsform 


1999 SCPI Command Reference 


4.15.1.4.1_ :AUTO <Boolean> 
CALCulate:TRANsform:HISTogram:RANGe:AUTO 


With AUTO ON, the number of output points is determined by the amplitude of the 
incoming data via a device dependent algorithm. 
At *RST this function is set to a device dependent value. 
4.15.1.5 :STATe <Boolean> 
CALCulate:TRANsform:HISTogram:STATe 
Determines whether the histogram transformation is enabled. 


At *RST this function is OFF 


4.15.2 :TIME 
CALCulate:TRANsform:TIME 


Specifies a transformation of data into its equivalent time representation. The parameters 

specify the time region over which the output data is transformed. The units are seconds. 
4.15.2.1 :STATe <Boolean> 

CALCulate: TRANsform:TIME:STATe 

Determines whether the time transform is enabled. 


At *RST, this function is OFF. 


4.15.2.2 [: TYPE ] LPASs|BPASs 
CALCulate:TRANsform:TIME:TYPE 


Selects a particular method to be used in band limiting information or the manner in which 
windows should be applied. 





When LPASs is selected, the windowing shall affect only the end of the data set. LPASs 
requires data to start from zero in the appropriate units, such as Hertz and seconds. If the 
data set does not extend to zero, then the instrument shall either compute by extrapolation 
the extra points needed to complete the data set, or shall generate an execution (-200) error. 
When BPASs is selected, the applied window shall affect both the start and end parts of the 
data set. 


At *RST, this value is device-dependent. 


4.15.2.3 :STIMulus STEP|IMPulse 
CALCulate:TRANsform:TIME:ST|IMulus 


Specifies the type of stimulus to be simulated in the transform process. 
At *RST, this value is device-dependent. 


4.15.2.4 :STARt <numeric_value> 
CALCulate:TRANsform:TIME:STARt 


Specifies the start time of the output data record. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STARt is set to MIN. 
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:STOP <numeric_value> 
CALCulate:TRANsform:TIME:STOP 


Specifies the stop time of the output data record. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STOP is set to MIN. 


:SPAN <numeric_value> 
CALCulate: TRANsform:TIME:SPAN 
Specifies the time span of the output data record. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, SPAN is set to MIN. 
:CENTer <numeric_value> 
CALCulate: TRANsform:TIME:CENTer 
Specifies the center time of the output data record. Range is instrument- and setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, CENTer is set to MIN. 

:POINts <numeric_value> 
CALCulate:TRANsform:TIME:POINts 
Specifies the number of points output by the transform subsystem. 
At *RST, this value is device-dependent. 

:AUTO <Boolean>|ONCE 
CALCulate:TRANsform:TIME:POINts:AUTO 


When AUTO is ON, the number of points is determined by the size of the incoming SENSe 
Data. 


At *RST, AUTO is ON. 


:WINDow RECTangular|UNIForm|FLATtop|HAMMing 
JHANNing|KBESsel|FORCe|EXPonential 
CALCulate: TRANsform:TIME:WINDow 
Specifies the type and parameter of data windowing (shaping) done prior to the 
transformation. 


At *RST, this value is device-dependent. 


Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 
Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc. of the IEEE, Vol. 66-1, 
January 1978, pp 51-83. 
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4.15.2.10 :KBESsel <numeric_value> 
CALCulate:TRANsform:TIME:KBESsel 


The Kaiser BESsel command sets the parametric window parameter for the Kaiser Bessel 
window. 


At *RST, this value is device-dependent. 
4.15.2.11 :EXPonential <numeric_value> 

CALCulate:TRANsform:TIME:EXPonential 

Enters the exponential decay time constant which characterizes the EXPonential window. 

At *RST, this value is device-dependent. | 4 
4.15.2.12 :FORCe <numeric_value> 

CALCulate:TRANsform:TIME:FORCe 


Enters the time value parameter corresponding to the width of the gated portion of the input 
time record for FORCe windows. 


At *RST, this value is device-dependent. 
4.15.3 :DISTance 
CALCulate:TRANsform:DISTance 


This subsystem specifies a transformation of data into its equivalent distance representation. 
The parameters specify the distance region over which the output data is transformed. The 
units are meters. 


4.15.3.1 :STATe <Boolean> 
CALCulate:TRANsform:DISTance:STATe 
Determines whether the distance transform is enabled. 
At *RST, this function is OFF. 
4.15.3.2 [: TYPE ] LPASs|BPASs 
CALCulate:TRANsform:DISTance:TYPE 
Selects a particular method to be used in limiting information or the manner in which 


windows shall be applied for the specified transform. 


When LPASs is selected, the windowing shall affect only the end of the data set. LPASs 
requires data to start from zero in the appropriate units, such as Hertz and seconds. If the 
data set does not extend to zero, then the instrument shall either compute by extrapolation 
the extra points needed to complete the data set, or shall generate an execution (-200) error. 
When BPASs is selected, the applied window shall affect both the start and end parts of the 
data set. 


At *RST, this value is device-dependent. 


4.15.3.3 :STiMulus STEP|IMPulse 
CALCulate:TRANsform:DISTance:STIMulus 


Specifies the type of stimulus to be simulated in the transform process. 


At *RST, this value is device-dependent. 
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:STARt <numeric_value> 
CALCulate:TRANsform:DISTance:STARt 


Specifies the start distance of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STARt is set to MIN. 
:STOP <numeric_value> 
CALCulate: TRANsform:DISTance:STOP 
Specifies the stop distance of the output data record. Range is instrument- and 


setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STOP is set to MIN. 
:SPAN <numeric_value> 
CALCulate: TRANsform:DISTance:SPAN 
Specifies the distance span of the output data record. Range is instrument- and 


setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, SPAN is set to MIN. 


:-CENTer <numeric_value> 
CALCulate: TRANsform:DISTance:CENTer 
Specifies the center distance of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, CENTer is set to MIN. 


:POINts <numeric_value> 
CALCulate:TRANsform:DISTance:POINts 


Specifies the number of points output by the transform subsystem. 
At *RST, this is set to a device-dependent value. 


:AUTO <Boolean>|ONCE 
CALCulate:TRANsform:DISTance:POINts:AUTO 


When AUTO is ON, the number of points is determined by the size of the incoming SENSe 
data. 


At *RST, AUTO is ON. 
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4.15.3.9 :WINDow RECTangular|UNIForm|FLATtop|HAMMing 
|HANNing|KBESsel|FORCe|EXPonential 
CALCulate:TRANsform:DISTance:WINDow 


Specifies the type and parameter of data windowing (shaping) done prior to the 
transformation. 


At *RST, this value is device-dependent. 


Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 
Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc. of the IEEE, Vol. 66-1, 


January 1978, pp 51-83. | 4 


4.15.3.10 :KBESsel <numeric_value> 
CALCulate:TRANsform:DISTance:KBESsel 


The Kaiser BESsel command sets the parametric window parameter for the Kaiser Bessel 
window. 


At *RST, this value is device-dependent. 


4.15.3.11  :EXPonential <numeric_value> 
CALCulate:TRANsform:DISTance:EXPonential 


Enters the exponential decay time constant which characterizes the EXPonential window. 
At *RST, this value is device-dependent. 


4.15.3.12 :FORCe <numeric_value> 
CALCulate: TRANsform:DISTance:FORCe 
Enters the time value parameter corresponding to the width of the gated portion of the input 
time record for FORCe windows. 


At *RST, this value is device-dependent. 


4.15.4 :FREQuency 
CALCulate:TRANsform:FREQuency 


This subsystem specifies a transformation of data into its equivalent frequency 
representation. The parameters specify the frequency region over which the output data is 
transformed. The units are Hertz. 


4.15.4.1 :STATe <Boolean> 
CALCulate:TRANsform:FREQuency:STATe 


Determines whether the frequency transform is enabled. 
At *RST, this function is OFF. 


4.15.4.2 [: TYPE ] LPASs|BPASs 
CALCulate:TRANsform:FREQuency:TYPE 
Selects a particular method to be used in limiting information or the manner in which 
windows shall be applied for the specified transform. 


When LPASs is selected, the windowing shall affect only the end of the data set. LPASs 
requires data to start from zero in the appropriate units, such as Hertz and seconds. If the 


CALCulate:TRANsform 4-29 


4.15.4.3 


4.15.4.4 


4.15.4.5 


4.15.4.6 


4.15.4.7 


1999 SCPI Command Reference 


data set does not extend to zero, then the instrument shall either compute by extrapolation 
the extra points needed to complete the data set, or shall generate an execution (-200) error. 
When BPASs is selected, the applied window shall affect both the start and end parts of the 
data set. 


At *RST, this value is device-dependent. 


:STiMulus STEP|IMPulse 
CALCulate:TRANsform:FREQuency:STIMulus 


Specifies the type of stimulus to be simulated in the transform process. 
At *RST, this selection is device-dependent. 


:STARt <numeric_value> 
CALCulate:TRANsform:FREQuency:STARt 
Specifies the start frequency of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STARt is set to MIN. 


:STOP <numeric_value> 
CALCulate:TRANsform:FREQuency:STOP 
Specifies the stop frequency of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, STOP is set to MIN. 


:SPAN <numeric_value> 
CALCulate:TRANsform:FREQuency:SPAN 
Specifies the frequency span of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, SPAN is set to MIN. 


:CENTer <numeric_value> 
CALCulate:TRANsform:FREQuency:CENTer 
Specifies the center frequency of the output data record. Range is instrument- and 
setup-dependent. 


The couplings between STARt, STOP, CENTer, and SPAN are the same as described in the 
SENSe subsystem. 


At *RST, CENTer is set to MIN. 
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4.15.4.8 :POINts <numeric_value> 
CALCulate:TRANsform:FREQuency:POINts 


Specifies the number of points output by the transform subsystem. 
At *RST, this value is device-dependent. 

4.15.4.8.1  :AUTO <Boolean>|ONCE 
CALCulate:TRANsform:FREQuency:POINts:AUTO 


When AUTO is ON, the number of points is determined by the size of the incoming SENSe 
Data. 


At *RST, AUTO is ON. | 4 


4.15.4.9 :WINDow RECTangular|UNIForm|FLATtop|HAMMing 
|HANNing|KBESsel|FORCe|EXPonential 
CALCulate:TRANsform:FREQuency:WINDow 


This specifies the type and parameter of data windowing (shaping) done prior to the 
transformation. 


At *RST, this value is device-dependent. 


Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 
Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc. of the IEEE, Vol. 66-1, 
January 1978, pp 51-83. 

4.15.4.10 :KBESsel <numeric_value> 
CALCulate:TRANsform:FREQuency:KBESsel 
The Kaiser BESsel command sets the parametric window parameter for the Kaiser Bessel 
window. 


At *RST, this value is device-dependent. 


4.15.4.11  :EXPonential <numeric_value> 
CALCulate:TRANsform:FREQuency:ExXPonential 


Enters the exponential decay time constant which characterizes the EXPonential window. 
At *RST, this value is device-dependent. 

4.15.4.12 :FORCe <numeric_value> 
CALCulate:TRANsform:FREQuency:FORCe 


Enters the time value parameter corresponding to the width of the gated portion of the input 
time record for FORCe windows. 


At *RST, this value is device-dependent. 


4.16 :PATH(MATH|TRANsform|FILTer|SMOothing|FORMat|LIMit| AVERage) 
{,(MATH|TRANsform|FILTER|SMOothing|FORMat|LIMit|AVERage)} 
CALCulate:PATH 
This subsystem defines the order in which CALCulate subsystems are to be performed. In 
many instruments this will be fixed and instrument-dependent. If it is possible to order the 
operations, then PATH is the method. 
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For example, if TRANsform is first, then FILTer, and finally MATH, the following would 
be sent: 
CALCulate:PATH TRANsform, FILTer, MATH 


Even if not settable, the query of PATH should return the actual order of operations. 


The suffix of each subsystem used as a parameter in the PATH command corresponds to the 
instance of the specified CALCulate subsystem sub-block. For example, the command 
PATH FILTer1, FILTer2, sets up the data flow through the filter defined by 
CALCulate:FILTer! and then through the filter defined by CALCulate:FILTer2. 


At *RST, the PATH definition is set to a device-dependent setting. 
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CALibration Subsystem 
This subsystem has the function of performing system calibration. 
Instrument CALibration commands tend to be very class specific. Such commands properly 


belong in Volume 4 “Instrument Classes”. Therefore, expanded commands for controlling 
instrument calibration may not be found in Volume 2 “Command Reference”. 





KEYWORD PARAMETER FORM NOTES 
CALibration 
[:ALL] [event; no query] 1994 
[:ALL]? [event; query] 
:AUTO <Boolean>IONCE 
:BINertia 1999 
:AVErage? <numeric_value> [query only] 1999 
:HSPeed <numeric_value> 1999 
:INITiate [event; no query] 1999 
:LSPeed <numeric_value> 1999 
:NRUNs <numeric_value> 1999 
:SDEviation? <numeric_value> [query only] 1999 
:UPDate [event; no query] 1999 
:DATA <arbitrary block program data> 
:PLOSs 1999 
:APCoeffs <numeric_value>,<numeric_value>.... 1999 
:INITiate [event; no query] 1999 
:LATime <numeric_value> 1999 
:STIMe <numeric_value> 1999 
:UPDate [event; no query] 1999 
:SOURce INTernallEXTernal 
:‘STATe <Boolean> 
:VALue <numeric_value> 
:>WARMup 1999 
:INITiate [event; no query] 1999 
:SPEed <numeric_value> 1999 
:TIMeout <numeric_value> 1999 
:ZERO 
:AUTO <Boolean>IONCE 
:FSENsor 1999 
:INITiate [event; no query] 1999 
:LATime <numeric_value> 1999 
:LEVel? [query only] 1999 
:SPEed <numeric_value> 1999 
:STIM <numeric_value> 1999 
:UPDate [event; no query] 1999 
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[:ALL] 

CALibration:ALL 

The CALibrate:ALL command performs the same function as the CALibrate: ALL? except 
there is no response. An instrument shall report calibration errors through the 
status-reporting mechanism. 


If this command is implemented as overlapped it shall be included in the No Operation 
Pending flag (see IEEE 488.2 chapter 12). 


While this command is executing the CALibrating bit of the Operation Status Condition 
register shall be set (see 9.3 of Syntax & Style). 

[:ALL]? 

CALibration:ALL? 

The ALL? query performs a full calibration of the instrument and responds with a 
<numeric_value> indicating the success of the calibration. A zero shall be returned if 
calibration is completed successfully; otherwise a nonzero value which represents the 
appropriate error number shall be returned. An instrument shall still report calibration errors 
through the status-reporting mechanism, even though an error is reported by the value of the 
query response. 

:AUTO <Boolean>|ONCE 

CALibration:AUTO 

AUTO sets whether or not the instrument should perform auto calibration at 
device-dependent intervals without user intervention. 


At *RST, AUTO OFF is selected. 
:BiNertia 

CALibration:BINertia 

Base Inertia 


For chassis dynamometers, this node describes the procedure to determine the base 
mechanical inertia of the dynamometer roll system (all rotating mechanical components 
outside of the control loop). This procedure consists of an acceleration and deceleration of 
the dynamometer rolls, from which a mechanical inertia calculation is made. The 
dynamometer is motored from an initial speed to a final speed at a given constant 
acceleration, and this interval is timed. Immediately, the dynamometer is motored back from 
the final speed to the initial speed at the same constant acceleration (inverted), and this 
interval is timed. For this pair of intervals, the force transducer output is continuously 
measured, and the average interval force calculated. The average acceleration is calculated 
using the interval initial and final speed values, and the interval time. This data is used to 
calculate the mechanical inertia (Inertia=Force/acceleration). 


:AVERage? 
CALibration:BINertia:AVERage? 


This query returns the running average of all base inertia values acquired since the last 
CALibration:BINertia:INITiate was invoked. 
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5.4.2 :HSPeed <numeric_value> 
CALibration:BINertia:HSPeed 


High Speed 
The higher magnitude speed (m/s) of the speed interval. 
At *RST, this value is set to 16. 

5.4.3 :INITiate 


CALibration:BINertia:INITiate 


Begin motoring the dynamometer through the ACCeleration/deceleration pairs, using 
:SOURce:ACCeleration as the acceleration/deceleration rate, from LSPeed to HSPeed and 

back, NRUNs times. All query commands must be accepted and responded to while this | 5 
command is executing. This command describes an event and therefore has no associated 

*RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


Set the DYNO operation condition register Base Inertia Procedure bit indicating the Base 
Inertia is executing. Note: The DYNO operation condition register will be further defined 
in Volume 4. 


Accelerate/decelerate the dynamometer through the speed intervals, recording time, 
average acceleration, average force for the specified number of runs. The data is placed 
in the Baselnertia table after each acceleration/deceleration is run. Update the 
:CALibration:BINertia:S DEViation value based on this run. End the procedure when the 
specified runs are complete. 


™ Clear the DYNO operation condition register Base Insrtia Procedure bit indicating the 
Base Inertia is not executing. 
™ Issue the process complete message. 


= Execute the Idle Procedure. 


™ Update the on-line mechanical inertia value, if desired. 


5.4.4 :LSPeed <numeric_value> 
CALibration:BINertia:_LSPeed 


Low Speed 
The lower magnitude speed (m/s) of the speed interval. 
At *RST, this value is set to 6. 


5.4.5 :NRUNs <numeric_value> 
CALibration:BINertia:NRUNs 


Number of Runs - NRUNs 
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The number of ACCeleration/deceleration pairs to perform. NRUNs will equal the number 
of base inertia values acquired. 


At *RST, this value is set to 10. 


:SDEViation? 
CALibration:BINertia:SDEViation? 


Standard Deviation 


This query returns the running standard deviation of all base inertia values acquired since the 
last CALibration:BINertia:INITiate was invoked. 


:UPDate 
CALibration:BINertia:UPDate 


Place on-line the last determined average base mechanical inertia value. 


This command describes an event and therefore has no associated *RST condition. 


:DATA <arbitrary block program data> 

CALibration:DATA 

Transfers the calibration data as arbitrary block program data. The query form returns the 
current calibration data. The block is transferred into the current calibration data. If an error 
occurs during the transfer causing the calibration to be lost, an error -313 shall be generated 
in addition to the execution error. 


:PLOSs 
CALibration:PLOSs 


Parasitic Loss 


For chassis dynamometers this node describes the commands associated with the parasitic 
loss procedure. This procedure measures and, if requested, updates the parasitic loss 
corrections for the dynamometer. The parasitic losses are measured by operating the 
dynamometer at various selected speeds and measuring the force required to maintain the 
constant speed. This procedure uses the :MEMory table ’PARasitic’ that defines the speed 
points at which parasitic loss measurements are taken. The parasitic loss coefficients are 
calculated at the end of the procedure and reside in the memory table PCOefficient. 


:APCoeff 


<numeric_value>,<numeric_value>,<numeric_value>[,<numeric_value>] 
:CALibration:PLOSs:APCoeff 


Active Parasitic Coefficients - APCoefficients 


This is the presently active parasitic loss curve used by the dynamometer. The dynamometer 
will maintain coefficients for forward and reverse operations. The appropriate values must 
be placed in the APCoeff table, based on roll rotation. 


:INITiate 
:CALibration:PLOSs:INITiate 


This command starts the parasitic loss procedure. This is an overlapped command. This 
command describes an event and therefore has no associated *RST condition. 
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When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Parasitic Loss Procedure bit indicating the 
Parasitic Loss procedure is executing. Note: The DYNO operation condition register will 
be further defined in Volume 4. 


™ Accelerate dynamometer to the first speed point defined in the PARasitic memory table. 
Stabilize at speed point for defined stabilization time. 


™ Average the force at the roll surface required to maintain the speed set point over the | 5 
latency time. The average force value is placed in the PARasitic table for the specified 
speed point. Continue until all speed points have been executed in the PARasitic table. 
The first zero speed in the PARasitic table ends the procedure. 


™ Perform a curve fit on the PARasitic table data and place the coefficients in the memory 
table PCoeff. 


™ Clear the DYNO operation condition register Parasitic Loss Procedure bit indicating the 
parasitic loss procedure is not executing. 

™ Issue the process complete message. 

= Execute the Idle Procedure. 


5:6:3 :LATime 
:CALibration:PLOSs:LATime 


Loss Averaging Time - sec 
The length of time in seconds to average the losses at a speed point. 
At *RST, this value is set to 5. 


5.6.4 :STIMe <numeric_value> 
CALibration:PLOSs:STIMe 


Stabilization Time - sec 
Time for stabilization prior to LATime. 
At *RST, this value is set to 5. 


5.6.5 :UPDate 
:CALibration:PLOSs:UPDate 


Update the dynamometer parasitic loss coefficients contained in the table APCoeff with the 
coefficients contained in memory table Pcoeff. 


This command is an event and has no associated *RST condition. 
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:SOURce INTernal|EXTernal 

CALibration:SOURce 

Controls the source of the calibration signal. If set to INTernal, a reference internal to the 
instrument is selected. If SOURce is set to EXTernal, then an external reference shall be 
applied. 

:STATe <Boolean> 

CALibration:STATe 

STATe is used to select if the calibration data is applied or not. If STATe is ON then the 
instrument uses the calibration data for correction. If STATe OFF is selected, then no 
correction using the calibration data shall be made. 


At *RST, STATe is set to ON. 


:VALue <numeric_value> 

CALibration:VALue 

Enters the value of the reference signal which is used in the calibration. For example, a 
voltmeter may calibrate its input to a reference signal which has a proven value of 
4.993275 13 Volts. 

:WARMup 

CALibration:WARMup 

This node controls parameters relating to the warmup of the device. 


For chassis dynamometers, this node describes the procedure to set up the conditions 
required to ready the dynamometer for testing. The warm-up consists of running the 
dynamometer at a fixed speed over a period of time. Warm-up completion is defined by 
either running the dynamometer for a fixed period of time, or by monitoring parasitic losses 
and comparing them to a target value tolerance. 


:INITiate 
CALibration:WARMup:INITiate 


Start the warmup procedure. 


For chassis dynamometers, motor the dynamometer roll to SPEed, and hold this speed for a 
TIMeout period of time. All query commands must be accepted and responded to while this 
command is executing. This command describes an event and therefore has no associated 
*RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Warm up Procedure bit indicating the 
Warm-up is executing. Note: The DYNO operation condition register will be further 
defined in Volume 4. 


™ Accelerate dynamometer to the speed point defined by :CALibration:WARMup:SPEed. 
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Average the force at the roll surface required to maintain the speed set point over 
:CALIbrate:WARMup:LATime. The average force can be monitored by 
:SENSe:FORCe? 


= The procedure will end when the elapsed time is greater than 
:CALibration:WARMup:TIMeout. 


Clear the DYNO operation condition register Warm up Procedure bit indicating the 
Warm-up is not executing. 


™ Issue the process complete message. 


™ Execute the Idle Procedure. 





5.10.2 :SPEed <numeric_value> 
CALibration:WARMup:SPEed 


For chassis dynamometers this is the fixed roll speed (m/s) at which the warm-up will be run. 
At *RST, this value is set to 22. 

5.10.3 :TiMeout <numeric_value> 
CALibration:WARMup:TIMeout 
For chassis dynamometers this is the length of time in seconds the warm-up will run before 
automatically returning to zero speed. 
At *RST, this value is device dependent. 


S11 :ZERO 
CALibration:ZERO 


This subsystem controls the autozero calibration of the sensor. 
For chassis dynamometers, this node describes the procedure to set up the conditions 
required and perform a mathematical zero correction of the roll force measurement system 


calibration. The correction is determined from a measurement of the roll force sensor at a 
given roll speed. The results are stored in the FSensorZero pre-defined table. 


5.11.1. :AUTO <Boolean>|ONCE 
CALibration:ZERO:AUTO 


Controls whether autozeroing calibration occurs. 
At *RST, this value is set to OFF. 


5.11.2 :FSENsor 
CALibration:ZERO:FSENsor 
Force Sensor 
For chassis dynamometers this node sets up the conditions required and performs a 
mathematical zero correction of the roll force measurement system calibration. The 
correction is determined from a measurement of the roll force sensor at a given roll speed. 
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:INITiate 
CALibration:ZERO:FSENsor:INITiate 


This is an overlapped command. Perform the measurement of the roll force, acquiring for the 
length of time specified by :LATime. This command describes an event and therefore has no 
associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


Set the DYNO operation condition register Force Sensor Zero Procedure bit indicating 
the Zero is executing. Note: The DYNO operation condition register will be further 
defined in Volume 4. 


™ Accelerate dynamometer to the speed specified in :CALibration:ZERO:FSENsor:SPEed. 
Stabilize for :STIMe. 


™ Average the force at the roll surface required to maintain the speed set point over the 
:LATime. The average force value is placed in :LEVel. 


™ Clear the DYNO operation condition register Force Sensor Zero Procedure bit indicating 
the Zero is not executing. 


Issue the process complete message. 
Execute the Idle Procedure. 


:LATime <numeric_value> 
CALibration:ZERO:FSENsor:LATime 


Loss Averaging Time - sec 
The length of time to average the measured zero reading. 
At *RST, this value is set to 0.5. 


:LEVel? 
CALibration:ZERO:FSENsor:LEVel? 
Returns the measured force value used to determine the mathematical zero correction. This 
value is in units of force at the roll surface. This is query only. 


:SPEed <numeric_value> 
CALibration:ZERO:FSENsor:SPEed 


The roll speed set point for the force measurement period in m/s. 
At *RST, this value is set to 0. 


:STIMe <numeric_value> 
CALibration:ZERO:FSENsor:STIMe 


Stabilization Time - sec 


Time for stabilization prior to LATime. 
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At *RST, this value is set to 5. 
5.11.2.6 :UPDate 
CALibration:ZERO:FSENsor:UPDate 


Once the mathematical zero correction has been determined, apply the results to the on-line 
calibration. This is not a queryable command and therefore has no *RST associated with it. 
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6 CONTrol Subsystem 


The CONTrol subsystem is used to turn on and off electromechanical devices or control 
some dynamometer states that are used in a procedure. 





KEYWORD PARAMETER FORM NOTES 
:CONTRol 1993 
:APOWer 1993 
[:STATe] <Boolean> 1993 
:BLOWer 1993 
[:STATe] <Boolean> 1993 
:BRAKe 1999 
[:STATe] <Boolean> 1999 
:COMPressor 1993 
[:STATe] <Boolean> 1993 
:COVer 1999 
[:ADJust] OPENICLOSelSOPen|SCLOse [event; no query] 1999 
:POSition? [query only] 1999 
:EBENch 1999 
[:CLEan] 1999 
-INITiate [event; no query] 1999 
:DURation <numeric_value> 1999 
IDLE 1999 
:INITiate [event; no query] 1999 
:LIFT 1999 
[:ADJust] UPIDOWN [event; no query] 1999 
:POSition? [query only] 1999 
:MCONtrol 1999 
[:STATe] <Boolean> 1999 
:ROTation 1999 
[:DIRection] FOR WardIREVerse 1999 
:VCDevice 1999 
[:STATe] <Boolean> 1999 
:TDIameter <numeric_value> 1999 

6.1 :APOWer 


CONTrol:APOWer 


Controls the Auxiliary POWer. Auxiliary POWer are additional power outlets that can be 
used to power devices. 


G14 [:STATe] <Boolean> 
CONTrol:APOWer[:STATe] 


Turns the APOWer ON and OFF. 
At *RST this value is set to OFF. 
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:BLOWer 
CONTrol:BLOWer 


Controls the BLOWer. 


For example, in order to keep a uniform temperature inside the environment chamber, the air 
inside needs to be thoroughly mixed. This is usually accomplished using a blower. 


[:STATe] <Boolean> 
CONTrol:BLOWer[:STATe] 
Turns the BLOWer ON and OFF. 


At *RST this value is set to OFF. 


:BRAKe 
CONTrol:BRAKe 


This node contains the commands that control the brake. 
[:STATe] <Boolean> 

:CONTrol:BRAKe[:STATe] 

Sets or queries the state of the brake. 


At *RST, this value is set to OFF. 


:COMPressor 
CONTrol:COMPressor 


Controls the COMPressor. 


For example in an environmental chamber, a compressor is often needed additional control 
of the heating and cooling. 


[:STATe] <Boolean> 
CONTrol:COMPressor[:STATe] 
Turns the COMPressor ON and OFF. 


At *RST this value is set to OFF. 


:COVer 
CONTrol:COVer 


This node contains the commands which control the cover. 
[:ADJust] OPEN|CLOSe|SOPEn|SCLOse 
CONTrol:COVer[:ADuJust] 
This command controls the cover. This command is an event and has no associated *RST 
condition 
™ OPEN - open covers 


™ CLOSe - close covers 


™ SCLose - step covers incrementally toward CLOSe 


= SOPen - step covers incrementally toward OPEN 
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6.5.2 :POSition? 
CONTrol:COVer:POSition? 


This command queries the position of the cover 
™ OPEN - covers are fully open 
™ CLOSe - covers are fully closed 


= MID - covers are partially open 


6.6 :EBENch 
CONTrol:EBENch 


This subsystem controls the state and activities of a gas analyzer emissions bench. 


6.6.1 :CLEan 
:CONTrol:EBENch:CLEan | 6 


This subsystem controls the bench’s internal procedure to clean out its gas lines, commonly 
known as “purge” or “backflush”. 


6.6.1.1 :INITiate 
:CONTrol:EBENch:CLEan:INITiate 


Initiate the bench’s procedure to clean out its gas lines. 
This command is an event and therefore has no *RST value. 


6.6.1.2 :DURation <numeric_value> 
:CONTrol:EBENch:CLEan:DURation 


This command sets or queries the duration in seconds of the “clean” procedure. 


At *RST, this value is device-dependent. 


6.7 ‘IDLE 
CONTrol:IDLE 


This node contains commands that control the idle state of the device. 

6.7.1 :INITiate 
:-CONTrol:IDLE:INITiate 
Returns the device to idle. 
For chassis dynamometers, the dynamometer must decelerate to 0 m/s at the 
:SOURce:ACCeleration rate and wait for a command. The DYNO operation condition 
register Idle Procedure bit should be set indicating that :CONTrol:IDLE is executing. Note: 
The DYNO operation condition register will be further defined in Volume 4. 
This command is an event and has no associated *RST condition. 


6.8 :LIFT 
CONTrol:LIFT 


This node contains commands that control the lift. 
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[:ADJust] UP|DOWN 
CONTrol:LIFT[:ADJust] 


This command controls the lift. This command is an event and has no associated *RST 
condition. 
= UP- raises lift 
= DOWN - lowers lift 
:POSition? 
CONTrol:LIFT:POSition? 
Queries the position of the lift. 
™ UP - lifts are up. 
= DOWN - lifts are down. 
= MID - lifts are positioned between UP and DOWN. 


:MCONtrol 
CONTrol:MCONtrol 


Motor Control 
Controls the motor. 


[:STATe] <Boolean> 
:CONTrol:MCONtrol[:STATe] 


Turns the power of motor ON or Off. 


At *RST, this value is set to OFF. 


:ROTation 
CONTrol:ROTation 


This node contains commands that control device rotation. 

[:DIRection] 

CONTrol:ROTation[:DIRection] 

For chassis dynamometers, configures the dynamometer rotation direction. The 
dynamometer determines FOR Ward or REVerse based on configuration. 


At *RST, this value is set to FOR Ward. 


:VCDevice 
CONTrol:VCDevice 


Vehicle Centering Device 


For chassis dynamometers, this node contains commands that control the Vehicle Centering 
Device. 


[:STATe] <Boolean> 
CONTrol:VCDevice[:STATe] 


When the state is ON, the dynamometer is performing the centering function. When the state 
is OFF, centering is not being performed. 
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At *RST, this value is set to OFF. 


6.11.2 :TDlameter <numeric_value> 
CONTrol:VCDevice:TDlameter 


Tire Diameter 
Centering device uses tire diameter (m) as limit to center the vehicle on the dynamometer. 


At *RST, this value is set to 0.7. 
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DIAGnostic Subsystem 


The purpose of the DIAGnostic subsystem is to provide a tree node for all of the instrument 
service and diagnostic routines used in routine maintenance and repair. The actual 
commands in this subsystem are considered instrument-specific, and therefore are not 
included in this document. Instrument designers are free to add service and diagnostic 
commands to meet the needs of individual instruments. 
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DISPlay Subsystem 


The DISPlay subsystem controls the selection and presentation of textual, graphical, and 
TRACe information. This information includes measurement data, user-interaction displays, 
and data presented to the instrument by the controller. DISPlay is independent of, and does 
not modify, how data is returned to the controller. 


Multiple DISPlay subsystems are used to represent independent display medium. A front 
panel mounted display and an attached terminal used only for information display are 
examples of independent displays. Conversely, an instrument with many dedicated 
indicators is considered to have one general display because of the dependencies in operation 
that exist between the indicators. 


Within a DISPlay, information may be separated into individual WINDows (this is always 
the case for instruments with dedicated indicators). Each window is considered to consist of 
three overlapped planes, one each for text, graphics, and trace data. Thus, text, graphics, and 
trace information may be presented at the same time in a given window. 


Most of the *RST conditions in the DISPlay subsystem are device-dependent, to 
accommodate for typical display functions that exist for each of the various categories of 
instrumentation. 


KEYWORD PARAMETER FORM NOTES 
DISPlay 
:ANNotation 
[: ALL] <Boolean> 
:AMPLitude <Boolean> 
:FREQuency <Boolean> 
:BRIGhtness <numeric_value> 
:CMAP 

:DEFault [event; no query] 

:COLor 1992 
:HSL <hue>,<sat>,<lum> 1992 
:RGB <red>,<green>,<blue> 1992 

:CONTrast <numeric_value> 

:-ENABle <Boolean> 

:MENU 
[: NAME] <menu_name> 
‘STATe <Boolean> 1992 
‘KEY <string> 

[:WINDow] 

:BACKground 
:COLor <color number> 

:GEOMetry 
:LLEFt <numeric_value>,<numeric_value> 
:SIZe <numeric_value>,<numeric_value> 
:URIGht <numeric_value>,<numeric_value> 
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KEYWORD 
:GRAPhics 
:CLEar 
:COLor 
:CSIZe 
[:DRAW] 
:PCL 
:HPGL 
‘IDRaw 
‘IMOVe 
:LABel 
:LDIRection 
:LTYPe 
:MOVE 
:STATe 
[:STATe] 
‘TEXT 
:ATTRibutes 
:CLEar 
:COLor 
:CSIZe 
[:DATA] 
:FEED 
:LOCate 
:PAGE 
:STATe 
:TRACe 
:COLor 
:FEED 
:GRATicule 
‘AXIS 
[:STATe] 
:COLor 
:FRAMe 
[:STATe] 
:GRID 
:AUTO 
[:STATe] 
:PERSistence 
:AUTO 
[:STATe] 
xX 
:LABel 
[:SCALe] 
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PARAMETER FORM 


<color number> 

<numeric_value> 
<numeric_value>,<numeric_value> 
<block> 

<block> 
<numeric_value>,<numeric_value> 
<numeric_value>,<numeric_value> 
<string> 

<numeric_value> 
<numeric_value>[,<numeric_value>] 
<numeric_value>,<numeric_value> 
<Boolean> 

<Boolean> 


<Boolean> 


<numeric_value> 
<numeric_value> 
<string> | <block> 
<data_handle> 
<row>[,<col>] 
<numeric_value> 
<Boolean> 


<numeric_value> 
<data_handle> 


<Boolean> 
<numeric_value> 


<Boolean> 


<Boolean> 
<Boolean> 
<numeric_value> 
<Boolean>IONCE 
<Boolean> 


<string> 


NOTES 


[event; no query] 


[event; no query] 


1991 


1991 


1991 


KEYWORD 
:AUTO 
:CENTer 
:LEFT 
:PDIVision 

‘LINK 
:-RIGHt 
:SPACing 
tY 
:LABel 
:RLINe 
[:SCALe] 
:AUTO 
:BOTTom 
:PDIVision 
:‘RLEVel 
:AUTO 
:RPOSition 
:TOP 
:SPACing 
:—R 
:LABel 
[:SCALe] 
:AUTO 
:CPOint 
:OEDGe 
:SPACing 
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PARAMETER FORM 
<Boolean> | ONCE 
<numeric_value> 
<numeric_value> 
<numeric_value> 
LEFTICENTer|IRIGHt 
<numeric_value> 
LINear | LOGarithmic 


<string> 
<Boolean> 


<Boolean> | ONCE 


<numeric_value> 
<numeric_value> 
<Boolean> 
<numeric_value> 
<numeric_value> 
LINear | LOGarithmic 


<string> 


<Boolean> | ONCE 
<numeric_value> 
<numeric_value> 
LINear | LOGarithmic 


NOTES 


1991 
1991 


1991 
1991 


1991 
1991 
1991 
1991 


1991 
1991 


1991 
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:ANNotation 
DISPlay:ANNotation 


This subsystem controls which annuciators are visible. ANNotation does not affect the 
visibility of GRATicule. If SYSTem:SECurity is enabled, annotation cannot be switched 
from OFF to ON. 


The ANNotation parameters are set to ON at *RST, unless SYSTem:SECurity is enabled. 
[:ALL] <Boolean> 

DISPlay:ANNotation:ALL 

Controls ALL of the annotation information. 

:AMPLitude <Boolean> 

DISPlay:ANNotation:AMPLitude 

Controls the amplitude annotation information. 

:FREQuency <Boolean> 

DISPlay:ANNotation:FREQuency 

Controls the frequency annotation information. 


:BRIGhtness <numeric_value> 

DISPlay:BRIGhtness 

Controls the intensity of the display. The range of the parameter is 0 to 1, where 1 is full 
intensity and 0 is fully blanked. 


:CMAP 

DISPlay:CMAP 

The CMAP subsystem controls the physical color associated with logical color numbers in 
the color map of the display. On a monochrome DISPlay, the CMAP may be used to 
represent different intensity levels of the same shade. When a color is redefined, all 
information associated with that color number may change immediately. 


Two methods are available for defining a particular color, HSL and RGB models. If both are 
implemented in a device, then they shall be coupled such that redefining a color with one 
model shall be reflected in the values of the other model. 


At *RST, COLor[1] shall represent “black,” and COLor2 shall represent “white” or the 
actual color of a monochrome display. 


:DEFault 
DISPlay:CMAP:DEFault 


Sets the color map to the instrument’s default values for all colors, except that COLor[1] 
shall be represent “black,” and COLor2 shall represent “white” or the actual color of a 
monochrome display. 


:COLor 
DISPlay:CMAP:COLor 


This subsystem controls the color map for the instrument. 
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8.3.2.1 ‘HSL <hue>,<sat>,<lum> 
DISPlay:CMAP:COLor:HSL 
The HSL command sets the instrument’s color map based on the Hue/Saturation/Luminance 
levels color model. A query of HSL shall return three <NR2>s separated by commas. 


Hue ranges from zero to one, circularly, with a value of zero resulting in the same hue as a 
value of one. The approximate color progression is (starting at zero): red, orange, yellow, 
green, cyan, blue, magenta, and back to red. 


Saturation is the amount of pure color to be mixed with white. The saturation value ranges 
from zero to one, with zero specifying no color (only white or gray, depending on intensity) 
and one specifying no white. 


Luminance specifies the brightness per unit area of the color. A luminance of zero results in 
black; a luminance of one results in the brightest color available. 


At *RST, these parameters are set to the DEFault values, equivalent to executing DEFault 
command. The HSL command is coupled to the RGB command. Changing values in either | 8 
will affect the values of the other. 


8.3.2.2 :-RGB <red>,<green>,<blue> 
DISPlay:CMAP:COLor:RGB 


The RGB command sets the instrument’s color map based on the Red/Green/Blue color 
model. A query of RGB shall return three <NR2>s separated by commas. 


Red ranges from zero to one, with zero indicating “no red” and one indicating “full intensity 
red.” 


Green ranges from zero to one, with zero indicating “no green” and one indicating “full 
intensity green.” 


Blue ranges from zero to one, with zero indicating “no blue” and one indicating “full 
intensity blue.” 


At *RST, these parameters are set to the DEFault values, equivalent to executing DEFault 
command. The RGB command is coupled to the HSL command. Changing values in either 
will affect the values of the other. 


8.4 :CONTrast <numeric_value> 
DISPlay:CONTrast 


Determines the relative difference in brightness between “full” intensity and “no” intensity 
as displayed. The parameter ranges in value from 0 to 1; 0 indicates no difference between 
data and background, and | indicates maximum contrast. 


8.5 :-ENABle <Boolean> 
DISPlay:ENABle 


Controls whether the whole display is visible. If SYSTem:SECurity is enabled, DISPlay 
cannot be switched from OFF to ON. 


ENABIle is set to ON at *RST, unless SYSTem:SECurity is enabled. 
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:MENU 

DISPlay:MENU 

Allows selection of predefined device-dependent menus for display. A menu is basically a 
softkey help screen, and it may consist of only key labels or more extensive information. 


[:NAME] <menu_name> 

DISPlay:MENU:NAME 

The NAME command selects a menu by name from an instrument-predefined list of valid 
menu names. 


:STATe <Boolean> 
DISPlay:MENU:STATe 


Turns the current menu page ON or OFF. 


:KEY <string> 

DISPlay:MENU:KEY 

Assigns the soft key label <string> to key. This affects only the displayed key label; it does 
not change the key definition. 


[:WINDow] 

DISPlay:WINDow 

The WINDow subtree contains commands to enable a window, to set its size and location, 
and control its contents. Multiple instances of WINDow may exist under a particular 
DISPlay. 


:BACKground 
DISPlay:WINDow:BACKground 


This subsystem controls the characteristics of the window background. 


:COLor <numeric_value> 
DISPlay:WINDow:BACKground:COLor 
Selects from the CMAP the value given by <numeric_value> to become the background 
color. 


:GEOMetry 

DISPlay:WINDow:GEOMetry 

This subtree is used to define the position and size of the WINDow with respect to the 
display. A window may be specified by using any two of LLEFt, URIGht or SIZE 
commands, since SIZe = URIGht - LLEFt. If any one of these commands is implemented, 
then all three shall be implemented and the coupling between them shall be maintained. 


For the GEOMetry subtree, the lower left corner of the whole display is defined to be (0,0); 
zero in the horizontal direction and zero in the vertical direction. The upper right corner is 
defined to be (1,1). 


The effect of changing the size or aspect ratio of a WINDow that already is displaying 
information is device-dependent. The device may choose to rescale the information to fit the 
new WINDow or it may leave the information unchanged, clipping it where it exceeds the 
WINDow boundaries. 
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8.7.2.1 :LLEFt<numeric_value>,<numeric_value> 
DISPlay:WINDow:GEOMetry:LLEFt 
This specifies (or queries) the location of the lower left corner of the window in the range 0 
to 1. 


8.7.2.2 :SIZE <numeric_value>,<numeric_value> 
DISPlay:WINDow:GEOMetry:SIZE 
This specifies (or queries) the size of the display window. The first parameter represents the 
length in the horizontal direction, and the second parameter represents the length in the 
vertical direction. 


The parameters may be set in the range greater than zero to 1. Where the existence of a 
window can be represented by an icon, the device shall accept SIZE 0,0 to indicate the 
window is to be replaced by an icon. 


If a window is represented by an icon, any valid SIZE command with non-zero parameters 
shall reset the size of the window, and shall cause the icon to be replaced by the window. 





8.7.2.3 :URIGht <numeric_value>,<numeric_value> 
DISPlay:WINDow:GEOMetry:URIGht 


This specifies (or queries) the location of the upper right corner of the display window in the 
range 0 to 1. 

O73 :GRAPhics 
DISPlay:WINDow:GRAPhics 


The GRAPhics subtree allows for the display of graphical information in the WINDow. For 
example, it allows direct control of the WINDow by the controller, using it as a plotter 
output device. 


For the GRAPhics subtree, the lower left corner of the WINDow is defined to be (0,0); zero 
in the horizontal direction and zero in the vertical direction. The upper right corner is defined 
to be (1,1). 

8.7.3.1 :CLEar 
DISPlay:WINDow:GRAPhics:CLEar 
Erases the graphics from the WINDow. 


This command defines an event and therefore has no query form or *RST value. 


8.7.3.2 :COLor <numeric_value> 
DISPlay:WINDow:GRAPhics:COLor 


Selects from the CMAP the value given by <numeric_value> to become the color for the 
next GRAPhics operation. It is similar in function to selecting a pen on a plotter. 

8.7.3.3 :CSIZe <numeric_value>[,<numeric_value>] 
DISPlay:WINDow:GRAPhics:CSlIZe 


Sets the size and optional aspect ratio (width/height) of the character cell used by the LABel 
command. The actual physical size of the resulting character is device-dependent. 
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[:DRAW] <numeric_value>,<numeric_value> 
DISPlay:WINDow:GRAPhics:DRAW 
Draws a line from the current “pen” position to the specified X and Y coordinate (the first 
parameter is X, the second is Y; both parameters are required). The current line type and pen 
number are used. 


:PCL <block> 
DISPlay:WINDow:GRAPhics:PCL 
Graphics and text data are sent to the instrument using Hewlett-Packard “<esc>*” terminal- 
and printer-style escape sequences. These are described in the Hewlett-Packard “Printer 
Command Language” document. Some escape sequences may interact with global 
parameters such as color selection. The effect of these changes is global in scope and not 
restricted to the :GRAPhics subsystem. 


:HPGL <block> 
DISPlay:WINDow:GRAPhics:HPGL 
Graphics and text data are sent to the instrument using HP-GL (Hewlett-Packard-Graphics 
Language) plotter language. Some HP-GL sequences will interact with global parameters 
such as color selection; the effect of these changes is global in scope and not restricted to the 
:GRAPhics subsystem. 


:IDRaw <numeric_value>,<numeric_value> 
DISPlay:WINDow:GRAPhics:IDRaw 
Draws a line from the current pen position to a new position determined by adding an X 
offset (first parameter) and a Y offset (second parameter) to the current coordinates. 


:IMOVe <numeric_value>,<numeric_value> 
DISPlay:WINDow:GRAPhics:IMOVe 
Updates the current pen position by adding an X offset (first parameter) and a Y offset 
(second parameter) to the current coordinates. No line is drawn. 


:LABel <string> 
DISPlay:WINDow:GRAPhics:LABel 
Places text on the graphics display at the current pen position, using the current pen, with the 
label direction set by LDIR. 


:LDIRection <numeric_value> 
DISPlay:WINDow:GRAPhics:LDIRection 
Defines the angle (in radians) at which labels are drawn. An angle of 0 is normal horizontal 
printing. The angle increases counter-clockwise; PI/2 is bottom-to-top. 


:LTYPe <numeric_value>[,<numeric_value>] 
DISPlay:WINDow:GRAPhics:LTYPe 
Selects a line type and optional repeat length for all subsequent lines drawn by IDRaw or 
DRAW. Although the specific line types are device-dependent, line type 1 is by tradition a 
“plain” line (solid), while other types include dots and dashes or combinations of dots and 
dashes. 
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:MOVE <numeric_value>,<numeric_value> 
DISPlay:WINDow:GRAPhics:MOVE 


Updates the pen position without drawing a new line. 
:STATe <Boolean> 

DISPlay:WINDow:GRAPhics:STATe 

Controls whether the GRAPhics is visible or not. 

[:STATe] <Boolean> 

DISPlay:WINDow:STATe 


Controls whether the WINDow is visible or not. The command DISPlay <Boolean> refers to 
this node. If SYSTem:SECurity is enabled, WINDow cannot be switched from OFF to ON. 


At *RST, DISPlay[:WINDow][:STATe] is set to ON, unless SYSTem:SECurity is enabled. 


TEXT 

DISPlay:WINDow:TEXT 

The TEXT subtree allows for the display of textual information in the WINDow. For 
example, it allows direct control of the WINDow by the controller, using it as a VDT (Visual 
Display Terminal) output device. 


For the TEXT subtree, the upper left corner of the WINDow is defined to be (1,1). The lower 
right corner is dependent on the WINDow:SIZE and the TEXT:Character SIZE selected. 


:ATTRibutes <Boolean> 
DISPlay:WINDow:TEXT:ATTRibutes 
ATTRibutes allows the device to interpret the ANSI Standard Terminal escape sequences 
when displaying TEXT:DATA. Escape sequences that generate an inquiry are not permitted. 
The device may absorb escape sequences that it cannot interpret to prevent them from 
appearing on the display. 


If ATTRibutes is ON, escape sequences embedded in the data are used to control the 
attributes of the string, such as blinking, or underline. ATTRibutes set to OFF disables the 
interpretation of display sequences, but does not affect the current display. A blinking 
display keeps on blinking until it is overwritten. The device may absorb the escape 
sequences to prevent them from appearing on the display. 


:CLEar 
DISPlay:WINDow:TEXT:CLEar 


Erases the text from the WINDow. 
This command defines an event, and therefore has no query form or *RST value. 


:COLor <numeric_value> 
DISPlay:WINDow:TEXT:COLor 


Selects from the CMAP the value given by <numeric_value> to become the color for the 
next DATA stream. 
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:CSIZe <numeric_value>[,<numeric_value>] 
DISPlay:WINDow:TEXT:CSIZe 


Sets the size and optional aspect ratio (width/height) of the character cell used by DATA. 
Actual physical size of the resulting character is device-dependent. 


:FEED <data_handle> 
DISPlay:WINDow:TEXT:FEED 
Sets or queries what data flow is fed into the TEXT display window. 
At *RST, the <data_handle > is set to a device-dependent value. 
[:DATA] <string> | <block> 
DISPlay:WINDow:TEXT:DATA 


The data that gets written to the text display area. Note that writing to the display overwrites 
any data that may have already been written. The result of overwriting a string with a shorter 
string is not defined; the excess characters may or may not be cleared. 


:LOCate <numeric_value>[,<numeric_value> 
DISPlay:WINDow:TEXT:LOCate 
This command selects the display ROW and display COLumn where the next LINE of 
TEXT DATA is to appear. Row number | is the top row of the instrument display; column 
number | is the left-most column. 

:PAGE <numeric_value> 
DISPlay:WINDow:TEXT:PAGE 


The PAGE command sets the page to be displayed. This command may accept UP and 
DOWN as defined in <numeric_value>. 


:STATe <Boolean> 
DISPlay:WINDow:TEXT:STATe 
Controls whether the TEXT is visible or not. 
:TRACe 
DISPlay:WINDow:TRACe 
The TRACe subtree allows for the display of trace data in the WINDow; for example, 
directly from measurement data or from MEMory. The format of the data (and associated 
information) is used by the TRACe subsystem to define how commands are to be interpreted 
and whether on not they are valid. 

:COLor <numeric_value> 
DISPlay:WINDow:TRACe:COLor 


Selects from the CMAP the value given by <numeric_value> to become the color for the 
TRACe. 


:FEED <data_handle> 
DISPlay:WINDow:TRACe:FEED 


Sets or queries what data flow is fed into the TRACe display window. 


At *RST, the <data_handle> is set to a device-dependent value. 
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:GRATicule 
DISPlay:WINDow:TRACe:GRATicule 


The GRATicule subtree is used to set the type of graticule displayed in relation to the 
TRACe. 


‘AXIS 
DISPlay:WINDow:TRACe:GRATicule:AXIS 


The axes are either X and Y AXIS with markings (divisions), or the R AXIS with markings 


(divisions) with respect to the TRACe. 


8.7.6.3.1.1  [:STATe] <Boolean> 


8.7.6.3.2 


DISPlay:WINDow:TRACe:GRATicule:AXIS:STATe 
Determines if the AXIS is visible or not. 


:FRAMe 
DISPlay:WINDow:TRACe:GRATicule:FRAMe 


The FRAMe is the perimeter boundary and markings with respect to the TRACe. 


8.7.6.3.2.1  [:STATe] <Boolean> 


8.7.6.3.3 


DISPlay:WINDow:TRACe:GRATicule:FRAMe:STATe 
Determines if the FRAMe is visible or not. 
:GRID 
DISPlay:WINDow:TRACe:GRATicule:GRID 
The GRID provides constant lines of X, Y or R with respect to the TRACe. 


8.7.6.3.3.1. :AUTO <Boolean> 


DISPlay:WINDow:TRACe:GRATicule:GRID:AUTO 


AUTO couples the subtree of GRID to FRAMe. Turning ON FRAMe, with AUTO set to 


ON, shall cause GRID to turn on also. 


8.7.6.3.3.2 [:STATe] <Boolean> 


8.7.6.4 


8.7.6.4.1 


8.7.6.5 


DISPlay:WINDow:TRACe:GRATicule:GRID:STATe 
Determines if the GRID is visible or not. 
:PERSistence <numeric_value> 
DISPlay:WINDow:TRACe:PERSistence 
Sets how long trace data written to the screen will remain visible. The parameter is in 
seconds. 
:AUTO <Boolean>|ONCE 
DISPlay:WINDow:TRACe:PERSistence:AUTO 
When AUTO is set to ON, the persistence is determined by the device. 


At *RST, this value is set to ON. 


:STATe <Boolean> 
DISPlay:WINDow:TRACe:STATe 


Controls whether the TRACe and related information is visible or not. 
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X 
DISPlay:WINDow:TRACe:X 
This subsystem controls the setting of the X axis. The X axis is displayed horizontally, and it 
is usually the independent variable of the data, such as time or frequency. The :X node is 
used to define the parameters associated with the X axis. It is only available when the format 
of the data is Cartesian. 


:LABel <string> 
DISPlay:WINDow:TRACe:X:LABel 


Specifies custom axis labeling. 


[:SCALe] 

DISPlay:WINDow:TRACe:X:SCALe 
The SCALe subtree is used to define which portion of the (TRACe) data is to be displayed, 
by defining the end points of the axis as they appear in the WINDow. The values are in the 
same UNITs as the UNIT of data for the x axis. The x scale can be defined in terms of 
CENTer, LEFT, RIGHt and/or PDIVision, where the following equations express the 
relationship of these parameters: 

RIGHt - LEFT = (RIGHt - CENTer) * 2 = PDIVision * # of graticule divisions. 


If an instrument implements x axis scaling, the commands RIGHt and LEFT must be 
implemented, while implementing PDI Vision and CENTer are optional. 


8.7.6.6.2.1  :AUTO <Boolean> | ONCE 


DISPlay:WINDow:TRACe:X:SCALe:AUTO 

The AUTO ON command sets the display to always configure the scaling on the particular 
axis to best display the data. This rescaling may affect the values of any of the parameters 
under the SCALe node. When AUTO is ON the display may be rescaled after each 
measurement or sweep. Setting AUTO to ONCE, turns auto ON, adjusting the scaling of the 
axis for one measurement and then turns auto OFF. Turning AUTO ON can change any of 
the parameters which can be set under the SCALe node. 


At *RST AUTO is set to OFF. 


8.7.6.6.2.2 :CENTer <numeric_value> 


DISPlay:WINDow:TRACe:X:SCALe:CENTer 


Set or queries the value represented by the center point of the x-axis. This value may be 
bounded by the range of the data. When a new CENTer value is entered, the PDIVision 
value is kept constant and the RIGHT and LEFT values are changed. 


At *RST, this parameter value is device dependent. 


8.7.6.6.2.3 :LEFT <numeric_value> 


DISPlay:WINDow:TRACe:X:SCALe:LEFT 


Set or queries the value represented by the minimum (left) edge of the x-axis. This value 
may be bounded by the range of the data. When a new LEFT value is entered, the PDI Vision 
value is kept constant and the CENTer and RIGHT values are changed. 


At *RST, this parameter value is device dependent. 
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8.7.6.6.2.4 :PDIVision <numeric_value> 
DISPlay:WINDow:TRACe:X:SCALe:PDIVision 


Set or query the value between two grid graticules (value “per division”). When a new 
PDIVision value is entered, the parameter set as the PDI Vision:LINK is held constant and 
the other two are changed. 


At *RST, this parameter value is device dependent. 
8.7.6.6.2.4.1. :LINK LEFT | CENTer | RIGHt 
DISPlay:WINDow:TRACe:X:SCALe:PDIVision:LINK 


LINK selects the parameter, either CENTer, LEFT or RIGHt that shall not be changed when 
the PDIVision value is changed. For example, if LINK is set to LEFT, then changing 
PDIVision shall cause CENTer and RIGHt, not LEFT, to change. 


At *RST the value of LINK is device dependent. 


8.7.6.6.2.5 :RIGHt <numeric_value> 
DISPlay:WINDow:TRACe:X:SCALe:RIGHt | 8 


Set or queries the value represented by the maximum (right) edge of the x-axis. This value 
may be bounded by the range of the data. When a new RIGHt value is entered, the 
PDIVision value is kept constant and the CENTer and LEFT values are changed. 


At *RST, this parameter value is device dependent. 
x¥ 
DISPlay:WINDow:TRACe:Y 
This subsystem controls the setting of the Y axis. The :Y node is displayed vertically, and it 
is usually the dependent variable of the data, such as power or voltage. The :Y node is used 
to define the parameters associated with the Y axis. It is only available when the format of 
the data is Cartesian. 
8.7.6.7.1 :LABel <string> 
DISPlay:WINDow:TRACe:Y:LABel 
Specifies custom axis labeling. 
8.7.6.7.2 :RLINe <Boolean> 
DISPlay:WINDow:TRACe:Y:RLINe 
Turn on/off a line which is positioned on the graticule at the current Reference POSition. 
At *RST RLINe is off. 
8.7.6.7.3 [:SCALe] 
DISPlay:WINDow:TRACe:Y:SCALe 


The SCALe subtree is used to define which portion of the (TRACe) data is to be displayed, 
by defining the end points of the axis as they appear in the WINDow. The values are in the 
same UNITs as the UNIT of data for the y axis. The y scale can be defined in terms of TOP, 


8.7.6.7 
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BOTTom, PDIVision or Reference LEVel and Reference POSition. These values are 
coupled together in the following manner: 

TOP - BOTTom = PDi!Vision * # of graticule divisions 

TOP = Reference LEVel when Reference POSition is 100 % 

BOTTom = Reference LEVel when Reference POSition is 0 % 


If an instrument implements y axis scaling, the commands TOP and BOTTom must be 
implemented, while implementing the RLEVel and RPOSition and PDIVision commands 
are optional. 


8.7.6.7.3.1 :AUTO <Boolean> | ONCE 
DISPlay:WINDow:TRACe:Y:SCALe:AUTO 
The AUTO ON command sets the display to always configure the scaling on the particular 
axis to best display the data. This rescaling may affect the values of any of the parameters 
under the SCALe node. When AUTO is ON the display may be rescaled after each 
measurement or sweep. Setting AUTO to ONCE, turns auto ON, adjusting the scaling of the 
axis for one measurement and then turns auto OFF. Turning AUTO ON can change any of 
the parameters which can be set under the SCALe node. 


At *RST AUTO is set to OFF. 
8.7.6.7.3.2 :BOTTom <numeric_value> 
DISPlay:WINDow:TRACe:Y:SCALe:BOTTom 


Sets or queries the value represented by the minimum (bottom) edge of the display. The 
value may be bounded by the range of the data. 


8.7.6.7.3.3 :PDIVision <numeric_value> 
DISPlay:WINDow:TRACe:Y:SCALe:PDIVision 


Set or query the value between two grid graticules (value “per division”). When a new 
PDIVision value is entered, the current Reference LEVel is kept the same, while adjusting 
the top and bottom scaling for the new PDIVision value. 


At *RST, this parameter value is device dependent. 
8.7.6.7.3.4 :RLEVel <numeric_value> 
DISPlay:WINDow:TRACe:Y:SCALe:RLEVel 
Set or query the value represented at the designated Reference POSition on the y-axis. 
Setting a new Reference LEVel does not affect the value of PDIVision. 
At *RST, this parameter value is device dependent. 


8.7.6.7.3.4.1. :AUTO <Boolean> 
DISPlay:WINDow:TRACe:Y:SCALe:RLEVel:AUTO 


Setting RLEVel:AUTO to ON causes the display to automatically choose a reference level to 
best display the particular data. When AUTO is ON, a new reference level may be selected 
each time new data is received. 


At *RST AUTO is off. 
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8.7.6.7.3.5 :RPOSition <numeric_value> 
DISPlay:WINDow:TRACe:Y:SCALe:RPOSition 
Set or query the point on the y-axis to be used as the reference position as a percentage of the 
length of the y- axis. The top of the y axis is defined to have a Reference POSition of 100%, 
while the bottom of the y axis is defined to have a Reference POSition of 0%. The Reference 
POSition is the point on the y-axis which should equal the Reference LEVel. 


At *RST, this parameter value is device dependent. 


8.7.6.7.3.6 :TOP <numeric_value> 
DISPlay:WINDow:TRACe:Y:SCALe:TOP 
Sets or queries the value represented by the top edge of the display. The value may be 
bounded by the range of the data. 


8.7.6.7.4 :SPACing LOGarithmic | LINear 
DISPlay:WINDow:TRACe:Y:SPACing 


The SPACing command is used to set the scale to either linear or log. | 8 


8.7.6.8 :R 
DISPlay:WINDow:TRACe:R 
This subsystem controls the R axis. The :R axis is displayed radially from the center point 
and usually represents magnitude of complex data. It is only available when the format of the 
data is in polar coordinates. 


8.7.6.8.1  :LABel <string> 
DISPlay:WINDow:TRACe:R:LABel 


Specifies custom axis labeling. 
8.7.6.8.2  [:SCALe] 
DISPlay:WINDow:TRACe:R:SCALe 
The SCALe subtree is used to define which portion of the (TRACe) data is to be displayed 


by defining the end points of the axis as they appear in the WINDow. The values are in the 
same UNITs as the UNIT of the data for that AXIS. 


8.7.6.8.2.1_ :AUTO <Boolean> | ONCE 
DISPlay:WINDow:TRACe:R:SCALe:AUTO 
The AUTO ON command sets the display to always configure the scaling on the particular 
axis to best display the data. This rescaling may affect the values of any of the parameters 
under the SCALe node. When AUTO is ON the display may be rescaled after each 
measurement or sweep. Setting AUTO to ONCE, turns auto ON, adjusting the scaling of the 
axis for one measurement and then turns auto OFF. Turning AUTO ON can change any of 
the parameters which can be set under the SCALe node. 


At *RST AUTO is set to OFF. 


8.7.6.8.2.2 :CPOint <numeric_value> 
DISPlay:WINDow:TRACe:R:SCALe:CPOint 
Sets or queries the value represented by the minimum (Center POint) of the circular display. 
The value may be bounded by the range of the data. 
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8.7.6.8.2.3  :OEDGe <numeric_value> 
DISPlay:WINDow:TRACe:R:SCALe:OEDGe 


Sets or queries the value represented by the Outside EDGe of the circular display. The value 
may be bounded by the range of the data. 


8.7.6.8.3 :SPACing LOGarithmic | LINear 
DISPlay:WINDow:TRACe:R:SPACing 


The SPACing command is used to set the scale to either linear or log. 
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9.1 


oid 


FORMat Subsystem 


The FORMat subsystem sets a data format for transferring numeric and array information. 
This data format is used for both command and response data by those commands that are 
specifically designated to be affected by the FORMat subsystem. The designation is either 
given as part of a command description, or in the definition of block or array data used by a 
command. The data format for command data may override the definition of FORMat if the 
data received is self typing (indicates its type), for the duration of that data transfer. 


KEYWORD PARAMETER FORM NOTES 
FORMat 
:BORDer NORMallSWAPped 
[:DATA] <type> [,<length>] 
:DINTerchange <Boolean> 
:SREGister ASCii | BINary | HEXadecimal | OCTal 1992 


:BORDer NORMal|SWAPped 
FORMat:READings:BORDer 


Byte ORDer. Controls whether binary data is transferred in normal or swapped byte order. 
At *RST, this value is set to NORMal. 


[:DATA] <type>[,<length>] 
FORMat:READings:DATA 


The DATA command selects the data format; the <type> and type <length>. Valid types are 
ASCii, INTeger, UINTeger, REAL, HEXadecimal, OCTal, BINary, and PACKed. The 
<length> parameter is optional for all types; its meaning is dependent on the type selected. 


The <length> parameter is an <NRf>. In the query response <length> is returned as <NRI1>. 


If the type INTeger, UINTeger, REAL, or PACKed is selected the data is transferred in a 
block. The types ASCii, HEXadecimal, OCTal, and BINary are self typing. That is, the 
syntax designates the type. In these cases, the FORMat subsystem is only necessary to 
determine the output format. 


At *RST, ASCii is selected as the default type, the type length is device-dependent. 
The various types are defined as: 
<type> Interpretation: 


ASCii Numeric data is transferred as ASCii bytes in <NR1>, <NR2> or <NR3> 
format, as appropriate. The numbers are separated by commas as specified 
in IEEE 488.2. Forgiving listening allows ASCii input to always be valid. 
The optional <length> parameter specifies the number of significant digits to 
be returned. 


A <length> value of zero indicates that the device selects the number of 
significant digits to be returned. When a <length> of zero has been 
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specified, the FORMat[:DATA]? query shall return zero as its second 
parameter. 


Data is encoded as a non-decimal numeric, base 2, preceded by “#B” as 
specified in IEEE 488.2. The <length> parameter is the number of binary 
digits in each number (not including the “#B”’). 


Data is encoded as a non-decimal numeric, base 16, preceded by “#H” as 
specified in JEEE 488.2. The <length> parameter is the number of 
hexadecimal digits in each number (not including the “#H”). 


Data is transferred in a definite length block as signed integers of the length 
specified (in bits; default is 16). Scaling and offset, if required for 
interpretation of measurement data, are determined by measurement 
parameters set in some other subsystem. Valid values of <length> for 
INTeger data are 8, 16 and 32. 


Data is encoded as a non-decimal numeric, base 8, preceded by “#Q” as 
specified in JEEE 488.2. The <length> parameter is the number of octal 
digits in each number (not including the “#Q’). 


Data is transferred in a definite length block, in a manner specified in the 
device documentation. The <length> parameter may be used to convey 
additional information about the device-dependent format. 


Data is transferred in a definite length block as IEEE 754 floating point 
numbers of the specified length (in bits; default is 64). Valid values of 
<length> for REAL data are 32 and 64. 


Data is transferred in a definite length block as unsigned integers of the 
length specified (in bits; default is 16). Scaling and offset, if required for 
interpretation of measurement data, are determined by measurement 
parameters set in some other subsystem. Valid values of <length> for 
UINTeger data are 8, 16, 32 and 64. 


:DINTerchange <Boolean> 

FORMat:READings:DINTerchange 

Determines whether measurement data is formatted as a <dif_expression>. See Data 
Interchange Format, Volume 3. When DINTerchange ON is selected, returned data is 
encapsulated in this structure. 


The commands which are affected by this switch are a device dependent subset of those 
affected by the FORMat:DATA command, but at a minimum shall include SENSe:DATA?, 
CALCulate:DATA?, TRACe:DATA?, MEASure?, READ?, and FETCh? 


The DIF encoding format for its DATA(CURVe(VALues)) block follows that specified in 
FORMat[:DATA] and FORMat:BORDer. 


At *RST this function is set to OFF. 
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9.4 :SREGister ASCii | BINary | HEXadecimal | OCTal 
FORMat:SREGister 
This command selects the data type of the response to queries for any CONDition, EVENt 
and ENABIle register and for PTRansition and NTRansition filters that belong to the status 
subsystem. Note that this includes the IEEE 488.2 status register queries. 


ASCii The data is transferred as ASCii bytes in <NR1> format. This argument is 
required if the command is implemented. 

BINary The data is encoded as non-decimal numeric, base 2, preceded by ‘#B’ as 
specified in IEEE 488.2 

HEXadecimal The data is encoded as non-decimal numeric, base 16, preceded by ‘#H’ as 
specified in IEEE 488.2 

OCTal The data is encoded as non-decimal numeric, base 8, preceded by ‘#Q’ as 
specified in IEEE 488.2 


At *RST, ASCii is selected as the default response data type. 
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HCOPy 


The Hard COPy subsystem controls the setup of plotting and printing to an external device. 
The Hard COPy subsystem does not perform any data formatting, that is it does not convert 
the data from one representation to another, such as COMPlex to POLar. Instead HCOPy 
adds the necessary page formatting (dependent upon the hard copy device language) to turn 
the data into an acceptable form for the hard copy device. 


The HCOPy subsystem may FEED data from SENSe or CALCulate, and this data may be 

printed or plotted. A FEED may be established from a DISPlay:WINDow. In this case the 

HCOPy output shall reflect what is currently displayed in that WINDow. In particular, any 
scaling and offset that applies shall be employed. 


The selection of the interface and any address information is accomplished in the 
SYSTem:COMMunicate subsystem. DATA may be streamed to an external device without 
sending it through the HCOPy subsystem, where no page formatting commands are needed. 


The HCOPy subsystem gives a user several ways to select and initiate a plot or print. A user 
may request all aspects of the data be plotted or printed, or the user may select a subset that 
is of interest. 


The ITEM subsystem provides the means to select the desired aspects of the data in one of 
two ways. First, the ITEM of interest can be directly plotted or printed. For example, the 
TRACe data can be plotted or printed immediately by using the 


Alternatively, the user may set the STATe to ON for all the ITEMs of interest, and then use 
the HCOPy:IMMediate command or the HCOPy:DATA? query to plot or print the selected 
items in one transaction with the hard copy device. 


If the user wishes to plot or print all the data, pointed to by the FEED, and does not want to 
individually initiate each ITEM or change each ITEM’s STATe to ON, the user can send the 
HCOPy:ITEM:ALL[:IMMediate] command or the HCOPy:ITEM:ALL:DATA? query. 


The :HCOPy:SDUMp:IMMediate command and the :HCOPy:SDUMp:DATA? query allow 
the user to do a Screen DUMp of the whole DISPlay, mimicking the traditional role of a 
camera recorder, and provide a simple hard copy scheme for instruments with a DISPlay. 


The HCOPy subsystem provides two schemes, IMMediate and DATA”, for getting hard 
copy data out of an instrument. First, all of the IMMediate events can be implemented and 
used where the instrument is capable of directly controlling the interface. For example, 
RS-232, Centronics, or GPIB where the instrument can talk directly to the hard copy device 
by becoming the active controller. Any instrument which requires control of the system 
interface to execute the IMMediate command shall also implement the *PCB common 
command, see IEEE 488.2 10.21. 


IMMediate can also be used on GPIB when the active controller addresses the instrument to 
talk and the hard copy device to listen while monitoring the data flow by shadow 
handshaking. The format of the data sent in response to an IMMediate command is not 
necessarily an IEEE 488.2 format. This behavior is allowed by IEEE 488.2 section 8.1. 
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WARNING: 

The IEEE 488.2 message exchange protocol requirements are violated when the 
IMMediate command generates a response that is sent when the instrument is addressed 
to talk. The instrument shall revert to the normal message exchange protocol if it 
receives a device clear or any data on the system interface. Designers should use the 
control passing method rather than shadow handshaking method to avoid this escape of 
the IEEE 488.2 message exchange protocol. 











Second, the DATA? query exists for use on buses, such as GPIB, where the data flow from 
the instrument to the hard copy device by way of a separate controller is acceptable or 
necessary. It is also useful when the controller wants to store formatted data for later use. 
The instrument returns the formatted data in an <INDEFINITE LENGTH ARBITRARY 
RESPONSE DATAS> element, see IEEE 488.2 section 8.7.10. This response data element 
has a leading #0 and a trailing NLAEND. The controller could strip the header and trailer and 
send the remainder to an appropriate printer or plotter. The indefinite form is used because 
the block’s size or nature may prevent the instrument from computing the block’s length 
until after it is sent. 


A device may implement IMMediate or DATA? or both of these forms to plot or print 
results. 


The result from HCOPy can also be fed to the Mass MEMory subsystem. The user could 
then retreive the results from the stored files at a more convenient time. 


KEYWORD PARAMETER FORM NOTES 
HCOPy 1993 
:ABORt [event;no query] 1993 
:DATA? 1993 
:DESTination <data_handle> [event;no query] 1993 
:DEVice 1993 
:CMAP 1993 
:COLor 1993 
‘HSL <hue>,<sat>,<lum> 1993 
:RGB <red>,<green>,<blue> 1993 
:DEFault [event;no query] 1993 
:COLor <Boolean> 1993 
:LANGuage PCL[<n>] | HPGL[<n>] | POSTscript[<n>] 1993 
:MODE TABLe | GRAPh 1993 
:RESolution <numeric_value> 1993 
:UNIT <SUFFIX PROGRAM DATA> 1993 
:SPEed <numeric_value> 1993 
‘UNIT <SUFFIX PROGRAM DATA> 1993 
:FEED <data_handle> 1993 
[:IMMediate] 1993 
ITEM 1993 
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KEYWORD 


:ALL 
:DATA? 
[:[MMediate] 
:ANNotation 
:COLor 
:DATA? 
[:IMMediate] 
:STATe 
:CUT 
:DATA? 
[:[MMediate] 
:‘STATe 
:FFEed 
:DATA? 
[:IMMediate] 
:STATe 
:LABel 
:COLor 
:DATA? 
[:[MMediate] 
:STATe 
‘TEXT 
:MENU 
:COLor 
:DATA? 
[:[MMediate] 
:STATe 
:TDSTamp 
:COLor 
:DATA? 
[:[MMediate] 
:‘STATe 
[:WINDow] 
:DATA? 
[:[MMediate] 
:‘STATe 
TEXT 
:COLor 
:DATA? 


[:[MMediate] 


‘STATe 
:TRACe 

:COLor 

:DATA? 
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PARAMETER FORM 


<numeric_value> 


<Boolean> 


<Boolean> 


<Boolean> 


<numeric_value> 


<Boolean> 


<string> 


<numeric_value> 


<Boolean> 


<numeric_value> 


<Boolean> 


<Boolean> 


<numeric_value> 


<Boolean> 


<numeric_value> 


NOTES 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 
[event;no query] 


[query only] 


1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
1993 
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KEYWORD PARAMETER FORM NOTES 
:GRATicule 1993 
:COLor  <numeric_value> 1993 
:DATA? [query only] 1993 
[:[IMMediate] [event;no query] 1993 
:STATe <Boolean> 1993 
[:[MMediate] [event;no query] 1993 
:LTYPe SOLid | DOTTed | DASHed | STYLe<n> 1993 
‘STATe <Boolean> 1993 
:PAGE 1993 
:DIMensions 1993 
:AUTO <Boolean> 1993 
:LLEFt <numeric_value>,<numeric_value> 1993 
:QUADrant<n> [event;no query] 1993 
:URIGht <numeric_value>,<numeric_value> 1993 
:LENGth <numeric_value> 1993 
:ORIentation LANDscape | PORTrait 1993 
:SCALe <numeric_value> 1993 
‘SIZE CUSTom IAIBICIDIE 1993 
1AO1A11A21A31A4 1993 
1B01B11B21B31B41B5 1993 
‘UNIT <SUFFIX PROGRAM DATA> 1993 
:WIDTH <numeric_value> 1993 
:SDUMp 1993 
:DATA? [query only] 1993 
[:[MMediate] [event;no query] 1993 
TOT :ABORt 
Hard COPy:ABORt 


Abort the current hard copy operation. A new program message automatically aborts any 
incomplete response from an :HCOPy:...: DATA? query as that is an INTERRUPTED 
condition. 

10.2 :DATA? 
Hard COPy:DATA? 
This query initiates the plot or print according to the current Hard COPy setup parameters. 
All of the items under the ITEM node which are turned ON (STATe ON) are encapsulated in 
an <INDEFINITE LENGTH ARBITRARY RESPONSE DATA> element. 

10.3 :DESTination<data_handle> 
Hard COPy:DESTination 
An event which sets all :FEED connections which had been set to “HCOPy” to “”’. The 
:FEED connection pointed to by <data handle> is set to “HCOPy”. Any <data_handle> 
which can be used as a parameter to :DESTination shall have a :FEED command under it 
which can be set to “HCOPy”. 
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10.4 :DEVice 
Hard COPy:DEVice 
This subsystem is used to set and query characteristics relating to the hard copy device and 
its output. 


10.4.1 :CMAP 
Hard COPy:DEVice:CMAP 
The CMAP subsystem controls the physical color associated with logical color numbers in 
the color map of the display. On a monochrome DISPlay, the CMAP may be used to 
represent different intensity levels of the same shade. When a color is redefined, all 
information associated with that color number may change immediately. 


Two methods are available for defining a particular color, HSL and RGB models. If both are 
implemented in a device, then they shall be coupled such that redefining a color with one 
model shall be reflected in the values of the other model. 


At *RST, COLor[1] shall represent “black,” and COLor2 shall represent “white” or the 
actual color of a monochrome display. 


10.4.1.1. :COLor 


Hard COPy:DEVice:CMAP:COLor 110 


This subsystem controls the color map for the instrument. 


10.4.1.1.1 :HSL <hue>,<sat>,<lum> 
Hard COPy:DEVice:CMAP:COLor:HSL 
The HSL command sets the instrument’s color map based on the Hue/Saturation/Luminance 
levels color model. A query of HSL shall return three <NR2>s separated by commas. 


Hue ranges from zero to one, circularly, with a value of zero resulting in the same hue as a 
value of one. The approximate color progression is (starting at zero): red, orange, yellow, 
green, cyan, blue, magenta, and back to red. 


Saturation is the amount of pure color to be mixed with white. The saturation value ranges 
from zero to one, with zero specifying no color (only white or gray, depending on intensity) 
and one specifying no white. 


Luminance specifies the brightness per unit area of the color. A luminance of zero results in 
black; a luminance of one results in the brightest color available. 


At *RST, these parameters are set to the DEFault values, equivalent to executing DEFault 
command. The HSL command is coupled to the RGB command. Changing values in either 
will affect the values of the other. 

10.4.1.1.2 :RGB <red>,<green>,<blue> 
Hard COPy:DEVice:CMAP:COLor:RGB 


The RGB command sets the instrument’s color map based on the Red/Green/Blue color 
model. A query of RGB shall return three <NR2>s separated by commas. 


Red ranges from zero to one, with zero indicating “no red” and one indicating “full intensity 
red.” 
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Green ranges from zero to one, with zero indicating “no green” and one indicating “full 
intensity green.” 


Blue ranges from zero to one, with zero indicating “no blue” and one indicating “full 
intensity blue.” 


At *RST, these parameters are set to the DEFault values, equivalent to executing DEFault 
command. The RGB command is coupled to the HSL command. Changing values in either 
will affect the values of the other. 


10.4.1.2 :DEFault 
Hard COPy:DEVice:CMAP:DEFault 


Sets the color map to the instrument’s default values for all colors, except that COLor[1] 
shall be represent “black,” and COLor2 shall represent “white” or the actual color of a 
monochrome display. 


10.4.2  :COLor <Boolean> 
Hard COPy:DEVice:COLor 
Sets or queries whether color information should be sent as part of the plot or print 
information, in those languages that support both color and monochrome (black and white). 
At *RST, the value of this parameter is OFF. 

10.4.3 :LANGuage PCL[<ns] | HPGL[<ns>] | POSTscript[<n>] 
Hard COPy:DEVice:LANGuage 
Selects the control language or data format to be used when sending out plot or print 


information. 
PCL Hewlett-Packard’s Printer Control Language. 
HPGL Hewlett-Packard’s Graphics Language. 


Information about PCL and HPGL is available by contacting: 
HP Peripheral Developer Program 
16399 West Bernardo Drive 
San Diego, CA 92127-1899 
(619) 487-4100 


POSTscript Adobe Systems printer language. 


Information about PostScript is available by contacting: 
Adobe Systems Incorporated 
1585 Charleston Road 
Mountain View, CA 94039-7900 
(415) 961-4400 


The optional number, [<n>], following the languages, refers to a specific version of that 
language. 


At *RST, the value of this parameter is device dependent. 
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10.4.4 :MODE TABLe | GRAPh 
Hard COPy:DEVice: MODE 


Sets or queries how the data is to be represented in the hard copy. TABLe implies the data is 
formatted into a table rather than a pictorial form. Only characters appear on the output. 
GRAPh implies the format is a graph or picture. The graph may be generated using vectors, 
raster, or other available technology. 


At *RST, the value of this setting is device dependent. 
10.4.5 :RESolution <numeric_value> 
Hard COPy:DEVice:RESolution 


Sets or queries the resolution of the result on the hard copy device. This setting is generally 
used to affect the quality of the output from a raster printer. 


At *RST, the value of this parameter is device dependent. 
10.4.5.1 :UNIT <SUFFIX PROGRAM DATA> 


Hard COPy:DEVice:RESolution:UNIT 

Sets or queries the units of the RESolution setting. 

At *RST, the value of this parameter is device dependent. 10 
10.4.6 :SPEed <numeric_value> 

Hard COPy:DEVice:SPEed 


Sets or queries the speed at which vectors are drawn. This setting is generally used to affect 
the quality of the output from a pen plotter. 


At *RST, the value of this parameter is device dependent. 
10.4.6.1 :UNIT <SUFFIX PROGRAM DATA> 

Hard COPy:DEVice:SPEed:UNIT 

Sets or queries the units of the SPEed setting. 


At *RST, the value of this parameter is cm/sec. 


10.5 :FEED <data_handle> 
Hard COPy:FEED 


Sets or queries the data flow to be fed into the Hard COPy block. 


At *RST, the value of this parameter is device dependent. 
10.6 [:IMMediate] 
Hard COPy:IMMediate 


This command immediately initiates the plot or print according to the current Hard COPy 
setup parameters. All of the items under the ITEM node which are turned ON (STATe ON) 
are plotted or printed. 


1.7 ‘ITEM 
Hard COPy:ITEM 


The :ITEM subsystem collects together commands to configure what items of data will be 
plotted or printed, and how that data shall appear. 
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Most data item nodes have :COLor nodes to allow the user to set the color of the specific 
data item. The parameter to the COLor node selects either the actual pen number of the 
hardcopy device, or the color map number, whichever value the hardcopy device expects. 
Some devices may elect not to support some or all of the COLor nodes. For example, a 
device which has a color DISPlay may elect to use just the existing colors in the DISPlay 
when plotting or printing a color hardcopy. 


10.7.1 :ALL 
Hard COPy:ITEM:ALL 
This subsystem is used to plot or print all ITEMs. 
10.7.1.1. :DATA? 
Hard COPy:ITEM:ALL:DATA? 
AILITEMs, regardless of their individual states, are encapsulated in an <INDEFINITE 
LENGTH ARBITRARY RESPONSE DATAS> element. 
10.7.1.2  [:IMMediate] 
Hard COPy:ITEM:ALL:IMMeditate 
Immediately plot or print all ITEMs, regardless of their individual states. 
10.7.2 :ANNotation 
Hard COPy:ITEM:ANNotation 
Configures the plotting or printing of any display annotation. 
10.7.2.1. :COLor <numeric_value> 
Hard COPy:ITEM:ANNotation:COLor 
Sets or queries the color to be used for plotting or printing the display annotation. 


At *RST, the value of this parameter is device dependent. 
10.7.2.2 :DATA? 
Hard COPy:ITEM:ANNotation:DATA? 
Returns the display annotation encapsulated in an <INDEFINITE LENGTH ARBITRARY 
RESPONSE DATAS element. 
10.7.2.3 [:IMMediate] 
Hard COPy:ITEM:ANNotation:IMMeditate 
Immediately plot or print the display annotation. 
10.7.2.4 :STATe <Boolean> 
Hard COPy:ITEM:ANNotation:STATe 
Sets or queries whether ANNotation should be plotted or printed when the 
HCOPy:IMMediate command or HCOPy:DATA? query is sent. 
At *RST, the value of this parameter is device dependent. 
10.7.3. :CUT 
Hard COPy:ITEM:CUT 
Configures cutting the page after the plot or print is complete. 
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10.7.3.1 :DATA? 
Hard COPy:ITEM:CUT:DATA? 


Returns what would be sent to the hard copy device to cut the page encapsulated in an 
<INDEFINITE LENGTH ARBITRARY RESPONSE DATAS® element. 


10.7.3.2  [:IMMediate] 
Hard COPy:ITEM:CUT:IMMediate 
Immediately cut the page. 
10.7.3.3 :STATe <Boolean> 
Hard COPy:ITEM:CUT:STATe 


Sets or queries whether a page cut should be performed as part of the HCOPy:IMMediate 
command or HCOPy:DATA? query. 


At *RST, the value of this parameter is device dependent. 
10.7.4 :FFEed 

Hard COPy:ITEM:FFEEd 

Configures form-feeding after the plot or print is complete. 


10.7.4.1. :DATA? 
Hard COPy:ITEM:FFEEd:DATA? 10 


Returns what would be sent to the hard copy device to do a form feed encapsulated in an 
<INDEFINITE LENGTH ARBITRARY RESPONSE DATA> element. 


10.7.4.2  [:IMMediate] 
Hard COPy:ITEM:FFEEd:IMMediate 
Immediately form-feed the page. 
10.7.4.3  :STATe <Boolean> 
Hard COPy:ITEM:FFEEd:STATe 


Sets or queries whether a form feed should be performed as part of the HCOPy:IMMediate 
command or HCOPy:DATA? query. 


At *RST, the value of this parameter is device dependent. 
10.7.5 :LABel 


Hard COPy:ITEM:LABel 


Configures the plotting or printing of the user entered label or title. The text for LABel is not 
supplied by the source of the FEED connection. The TEXT is supplied by a setting in this 
subsystem since it could only be generated by the user. It might reflect specific operating 
conditions or refer to a specific part being tested. Where on the physical page the 
LABel:TEXT is actually plotted/printed is device dependent. 


10.7.5.1 :COLor <numeric_value> 
Hard COPy:ITEM:LABel:COLor 


Sets or queries the color to be used for plotting or printing the label. 


At *RST, the value of this parameter is device dependent. 
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:DATA? 
Hard COPy:ITEM:LABel:DATA? 


Returns the label encapsulated in an <INDEFINITE LENGTH ARBITRARY RESPONSE 
DATA> element. 


[:IMMediate] 
Hard COPy:ITEM:LABel:IMMediate 
Immediately plot or print the label. 
:STATe <Boolean> 
Hard COPy:ITEM:LABel:STATe 


Sets or queries whether the label should be plotted or printed when the HCOPy:IMMediate 
command or HCOPy:DATA? query is sent. 


At *RST, the value of this parameter is device dependent. 
:TEXT <string> 
Hard COPy:ITEM:LABel: TEXT 


Sets or queries the contents of the user label. The contents of the <string> is placed in an 
appropriate place on the hard copy output. The string may contain formatting characters. A 
textual label containing the empty string (""") shall be plotted/printed as a single blank line. 


At *RST, all textual labels are set to the empty string. 


:MENU 
Hard COPy:ITEM:MENU 
Configures the plotting or printing of the device menu. 
:COLor <numeric_value> 
Hard COPy:ITEM:MENU:COLor 
Sets or queries the color to be used for plotting or printing the menu. 
At *RST, the value of this parameter is device dependent. 
:DATA? 
Hard COPy:ITEM:MENU:DATA? 
Returns the menu encapsulated in an <INDEFINITE LENGTH ARBITRARY RESPONSE 
DATA> element. 
[:IMMediate] 
Hard COPy:ITEM:MENU:IMMediate 
Immediately plot or print the menu. 
:STATe <Boolean> 
Hard COPy:ITEM:MENU:STATe 
Sets or queries whether the menu should be plotted or printed when the HCOPy:IMMediate 
command or HCOPy:DATA? query is sent. 


At *RST, the value of this parameter is device dependent. 
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10.7.7. :TDSTamp 
Hard COPy:ITEM:TDSTamp 


Configures the plotting or printing of a time and date stamp. 


10.7.7.1. :COLor <numeric_value> 
Hard COPy:ITEM:TDSTamp:COLor 


Sets or queries the color to be used for plotting or printing the time and date stamp. 
At *RST, the value of this parameter is device dependent. 
10.7.7.2 :DATA? 
Hard COPy:ITEM:TDSTamp:DATA? 
Returns the time and date stamp encapsulated in an <INDEFINITE LENGTH ARBITRARY 
RESPONSE DATAS element. 


10.7.7.3 [:IMMediate] 
Hard COPy:ITEM:TDSTamp:IMMediate 


Immediately plot or print the time and date stamp. 


10.7.7.4 :STATe <Boolean> 


Hard COPy:ITEM:TDSTamp:STATe 10 
Sets or queries whether the time and date stamp should be plotted or printed when the 
HCOPy:IMMediate command or HCOPy:DATA? query is sent. 
At *RST, the value of this parameter is device dependent. 
10.7.8 [:WINDow] 
Hard COPy:ITEM:WINDow 
Configures the plotting or printing of windows. 
10.7.8.1. :DATA? 
Hard COPy:ITEM:WINDow:DATA? 
Returns the window encapsulated in an <INDEFINITE LENGTH ARBITRARY 
RESPONSE DATAS element. 
10.7.8.2  [:IMMediate] 
Hard COPy:ITEM:WINDow:IMMediate 
Immediately plot or print the window. 
10.7.8.3 :STATe <Boolean> 
Hard COPy:ITEM:WINDow:STATe 
Sets or queries whether the window should be plotted or printed when the 
HCOPy:IMMediate command or HCOPy:DATA? query is sent. 
At *RST, the value of this parameter is device dependent. 
10.7.8.4 :TEXT 
Hard COPy:ITEM:WINDow: TEXT 
Configures the plotting or printing of text blocks or textual labels. 


HCOPy:ITEM 10-11 


1999 SCPI Command Reference 


10.7.8.4.1 :COLor <numeric_value> 
Hard COPy:ITEM:WINDow:TEXT:COLor 


Sets or queries the color to be used for plotting or printing TEXT. 

At *RST, the value of this parameter is device dependent. 
10.7.8.4.2 :DATA? 

Hard COPy:ITEM:WINDow:TEXT:DATA? 


Returns the menu encapsulated in an <INDEFINITE LENGTH ARBITRARY RESPONSE 
DATA> element. 


10.7.8.4.3 [:IMMediate] 
Hard COPy:ITEM:WINDow:TEXT:IMMediate 
Immediately plot or print the text blocks or textual labels. 
10.7.8.4.4 :STATe <Boolean> 
Hard COPy:ITEM:WINDow:TEXT:STATe 
Sets or queries whether the text blocks or textual labels should be plotted or printed when the 
HCOPy:IMMediate command or HCOPy:DATA? query is sent. 
At *RST, the value of this parameter is device dependent. 
10.7.8. :TRACe 
Hard COPy:ITEM:WINDow:TRACe 
Configures the plotting or printing of graphical trace data. 
10.7.8.5.1 :COLor <numeric_value> 
Hard COPy:ITEM:WINDow:TRACe:COLor 
Sets or queries the color to be used for plotting or printing the trace. 
At *RST, the value of this parameter is device dependent. 
10.7.8.5.2 :DATA? 
Hard COPy:ITEM:WINDow:TRACe:DATA? 
Returns the trace encapsulated in an <INDEFINITE LENGTH ARBITRARY RESPONSE 
DATA> element. 
10.7.8.5.3 :GRATicule 
Hard COPy:ITEM:WINDow:TRACe:GRATicule 
Configures the plotting or printing of the graticule. 
10.7.8.5.3.1 :COLor <numeric_value> 
Hard COPy:ITEM:WINDow:TRACe:GRATicule:COLor 
Sets or queries the color to be used for plotting or printing the graticule. 


At *RST, the value of this parameter is device dependent. 


10.7.8.5.3.2 :DATA? 
Hard COPy:ITEM:WINDow:TRACe:GRATicule:DATA? 


Returns the graticule encapsulated in an <INDEFINITE LENGTH ARBITRARY 
RESPONSE DATAS element. 
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10.7.8.5.3.3  [:IMMediate] 
Hard COPy:ITEM:WINDow:TRACe:GRATicule:IMMediate 


Immediately plot or print the graticule. 
10.7.8.5.3.4 :STATe <Boolean> 
Hard COPy:ITEM:WINDow:TRACe:GRATicule:STATe 


Sets or queries whether the graticule should be plotted or printed when the 
HCOPy:IMMediate command or HCOPy:DATA? query is sent. 


At *RST, the value of this parameter is device dependent. 
10.7.8.5.4 [:IMMediate] 
Hard COPy:ITEM:WINDow:TRACe:IMMediate 
Immediately plot or print the trace. 
10.7.8.5.5 :LTYPe SOLid | DOTTed | DASHed | STYLe<n> 
Hard COPy:ITEM:WINDow:TRACe:LTYPe 
Sets or queries the line type to be used for plotting or printing the trace. 


For each value of <n> in the STYLe parameter, the appearance of the line type shall be 
different. The STYLe line types should be chosen so they appear different on the specific 10 
hard copy device being used. The actual appearance is device dependent. 


At *RST, the value of this parameter is device dependent. 
10.7.8.5.6 :STATe <Boolean> 
Hard COPy:ITEM:WINDow:TRACe:STATe 


Sets or queries whether the trace should be plotted or printed when the HCOPy:IMMediate 
command or HCOPy:DATA? query is sent. 


At *RST, the value of this parameter is device dependent. 
10.8 :PAGE 
Hard COPy:PAGE 
This subsystem contains commands to set up parameters relating to the medium of the plot 
or print output. 


10.8.1 :DiMensions 
Hard COPy:PAGE:DIMensions 
Sets the plot or print dimensions. Different plotters or printers allow the user to set the page 
dimensions in different ways, such as length, width dimensions of the page, selecting a 
standard page size, or setting “corners” of the page in terms of plotter units (that is pl and 
p2). A device will likely support the setting of plot or print dimensions in a subset of these 
ways, depending on which plotter or printer(s) it supports. The interaction of the various 
dimension commands is device dependent. 


10.8.1.1. :AUTO <Boolean> 
Hard COPy:PAGE:DIMensions:AUTO 
When AUTO is on the device selects the default page dimensions. When AUTO is OFF the 
page dimensions are set by the other setting in this subsystem. 
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At *RST, the value of this parameter is ON. 


:LLEFt<numeric_value>,<numeric_value> 
Hard COPy:PAGE:DIMensions:LLEFt 
Sets or queries the x,y position of lower left corner of the page. Units are percent of the 
width and length of the page. 
At *RST, the value of this parameter is device dependent. 
:QUADrant[<n>] 
Hard COPy:PAGE:DIMensions:QUADrant 
Sets dimensions so that the plot/print occupies one quadrant of the page. 











<n> quadrant 
1 upper right 2 1 
2 upper left 
3 lower left 
4 lower right 3 4 


This command is an event only. 


:-URIGht <numeric_value>,<numeric_value> 
Hard COPy:PAGE:DIMensions:URIGht 
Specifies the x,y position of upper right corner of the page. Units are percent of the width 
and length of the page. 
At *RST, the value of this parameter is device dependent. 
:LENGth <numeric_value> 
Hard COPy:PAGE:LENGth 
Sets or queries the length of the page to be plotted or printed. 


At *RST, the value of this parameter is device dependent. 


:ORlentation LANDscape | PORTrait 

Hard COPy:PAGE:ORlentation 

Sets or queries the orientation of the plot or print. Switching between LANDscape and 
PORTrait rotates the hardcopy result by 90 degrees. No other settings are changed. 


At *RST, the value of this parameter is device dependent. 


:SCALe <numeric_value> 
Hard COPy:PAGE:SCALe 


Sets or queries a scaling factor which is applied to the hard copy output. This factor applies 
to both dimensions. The output from HCOPy shall not attempt to place anything on the page 
outside the limits set under :DIMensions even when :SCALe is greater than one. 


At *RST, the value of this setting is one. 
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:SIZE CUSTom|A|B|C|D|E|A0|A1|A2/A3|A4|B0|B1|B2|B3|B4|B5 


Hard COPy:PAGE:SIZE 


Sets or queries the size of the paper in terms of a standard paper size. If LENGth or WIDth 


are set, the value of this setting becomes CUSTom. 
At *RST, the value of this parameter is device dependent. 


:UNIT <SUFFIX PROGRAM DATA> 
Hard COPy:PAGE:UNIT 


Sets or queries the units for LENGth and WIDTh under DIMensions. 


At *RST, the value of this parameter is device dependent. 


:WIDTh <numeric_value> 
Hard COPy:PAGE:WIDTh 


Sets or queries the width of the page to be plotted or printed. 


At *RST, the value of this parameter is device dependent. 


:SDUMp 
Hard COPy:SDUMp 


The Screen DUMp subsystem obtains its FEED from the whole DISPlay subsystem, and 
shall only be used where a DISPlay subsystem is present in an instrument. 


:DATA? 
Hard COPy:SDUMp:DATA? 


Returns the whole DISPlay encapsulated in an <INDEFINITE LENGTH ARBITRARY 


RESPONSE DATAS® element. 


[:IMMediate] 
Hard COPy:SDUMp:IMMediate 


This event shall cause the whole DISPlay to be plotted or printed. 
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11 INPut Subsystem 
The INPut subsystem controls the characteristics of a sensor’s input ports. 
KEYWORD PARAMETER FORM NOTES 
INPut 
:ATTenuation <numeric_value> 
:AUTO <Boolean>IONCE 
‘STATe <Boolean> 
‘BIAS 
:CURRent 
:AC <numeric_value> 
[:DC] <numeric_value> 
[:STATe] <Boolean> 
‘TYPE CURRent | VOLTage 
:VOLTage 
:AC <numeric_value> 
[:DC] <numeric_value> 
:COUPling ACIDC 
IGROund 
:FILTer 
:AWEighting 
[:STATe] <Boolean> 
:HPASs 
:FREQuency <numeric_value> 
[:STATe] <Boolean> 
[:LPASs] 
:FREQuency <numeric_value> 
[:STATe] <Boolean> 
:GAIN <numeric_value> 
:AUTO <Boolean>IONCE 
‘STATe <Boolean> 
:GUARd LOWIFLOat 
:IMPedance <numeric_value> 
:LOW FLOatIGROund 
:OFFSet <numeric_value> 
‘STATe <Boolean> 
:POLarity NORMallINVerted 
:POLarization <numeric_value> 
:HORizontal [no query] 
:VERTical [no query] 
:POSition 
[:X] 
:ANGLe 
:DIRection UPIDOWN 


1994 
1991 
1991 
1991 
1991 
1991 
1991 
1991 
1991 
1991 


1991 


1991 
1991 


1994 


1991 
1991 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
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KEYWORD 
[:[MMediate] <numeric_value> 


INPut 


:LIMit 
‘HIGH 
‘LOW 

[:STATe] 

:OFFSet 

:VELocity 


[:DISTance] 


tY 


:DIRection 
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PARAMETER FORM 


<numeric_value> 
<numeric_value> 
<Boolean> 

<numeric_value> 
<numeric_value> 


UPIDOWN 


[:[MMediate] <numeric_value> 


:LIMit 
‘HIGH 
‘LOW 

[:STATe] 

:OFFSet 

:VELocity 


:ANGLe 
:DIRection 


<numeric_value> 
<numeric_value> 
<Boolean> 

<numeric_value> 
<numeric_value> 


UPIDOWN 


[:[MMediate] <numeric_value> 


:LIMit 
‘HIGH 
‘LOW 

[:STATe] 

:OFFSet 

:VELocity 


[:DISTance] 


Z 


:DIRection 


<numeric_value> 
<numeric_value> 
<Boolean> 

<numeric_value> 
<numeric_value> 


UPIDOWN 


[:[MMediate] <numeric_value> 


:LIMit 
‘HIGH 
‘LOW 

[:STATe] 

:OFFSet 

:VELocity 


:ANGLe 
:DIRection 


<numeric_value> 
<numeric_value> 
<Boolean> 

<numeric_value> 
<numeric_value> 


UPIDOWN 


[:[MMediate] <numeric_value> 


:LIMit 
:HIGH 
:LOW 

[:STATe] 

:OFFSet 


<numeric_value> 
<numeric_value> 
<Boolean> 

<numeric_value> 


NOTES 


1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
1994 
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KEYWORD PARAMETER FORM NOTES 
:VELocity | <numeric_value> 1994 
[:DISTance] 1994 
:DIRection UPIDOWN 1994 
[:IMMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
:LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
[:STATe] <Boolean> 
‘TYPE <character data> 1992 
a hla :ATTenuation <numeric_value> 
INPut:ATTenuation 


Sets the input ATTenuation. The default units are in the current relative amplitude units. 


This should only be used where the setting is not reflected within the SENSe system. For 
example, setting the input attenuation to 10 dB will cause the measured signal to decrease in 


amplitude by 10 dB. 41 


This setting is not coupled to INPut:GAIN. If both ATTenuation and GAIN were set to 10 
dB, the net result would be a signal of the original amplitude. 


At *RST, this value is device-dependent. 


11.1.1. :AUTO <Boolean>|ONCE 
INPut:ATTenuation:AUTO 


AUTO ON changes the ATTenuation to achieve maximum sensitivity without overloading 
the input channel. Programming a specified ATTenuation sets AUTO OFF. 
At *RST, this value is set to ON. 


11.1.2 :STATe<Boolean> 
INPut:ATTenuation:STATe 


Turns the input attenuator ON and OFF. OFF means, that any attenuation circuits are taken 
out of the signal path, thus, no distortion to the signal will happen. 


At *RST, this value is device dependent. 


tie :BIAS 
INPut:BIAS 


This subsystem is used to control the bias applied to an external tranducer/detector. 


12a :CURRent 
INPut:BIAS:CURRent 


Specifies the specific bias current being generated. 
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:AC <numeric_value> 
INPut:BIAS:CURRent:AC 


Specifies the AC component of the bias current. The parameter is specified in Amperes. 
At *RST, this value is device-dependent. 


[:DC] <numeric_value> 
INPut:BIAS:CURRent:DC 


Specifies the DC component of the bias current. The parameter is specified in Amperes. 
At *RST, this value is device-dependent. 
[:STATe] <Boolean> 
INPut:BIAS:STATe 
Sets or queries whether or not input biasing is enabled. 
At *RST, this value is device-dependent. 
:TYPE CURRent | VOLTage 
INPut:BIAS: TYPE CURRent 
Specifies the type of bias to be generated. CURRent specifies a current bias and VOLTage 
specifies a voltage bias. 
At *RST, this value is device-dependent. 
:VOLTage 
INPut:BIAS:VOLTage 
Specifies the specific bias voltage being generated. 
:AC <numeric_value> 
INPut:BIAS:VOLTage:AC 
Specifies the AC component of the bias voltage. The parameter is specified in Volts. 


At *RST, this value is device-dependent. 


[:DC] <numeric_value> 
INPut:BIAS:VOLTage:DC 


Specifies the DC component of the bias voltage. The parameter is specified in Volts. 


At *RST, this value is device-dependent. 


:COUPling AC|DC|GROund 

INPut:COUPling 

Selects AC or DC coupling for the specified signal. DC coupling allows the measurement 
signal’s AC and DC component to pass. AC coupling passes only the measurement signal’s 
AC component. GROund coupling allows no signal to pass at all and grounds the input 
amplifier without grounding the input signal. 


At *RST, this value is device-dependent. 
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11.4 :FiLTer 
INPut:FlLTer 


The FILTer function allows a filter to be inserted in the path of the measurement signal. The 
FREQuency function allows the programming of a specific break frequency. The STATe 
command enables the filter. 


11.4.1. :AWEighting 
INPut:FILTer:AWEighting 
Controls the “A” weighting input filter. This is a human hearing compensation filter 
described in the IEC Recommendation 179 and ANSI S1.4. 
11.4.1.1 [:STATe] <Boolean> 
INPut:FILTer:AWEighting:STATe 
Turns the “A” weighting input filter on and off. 


At *RST this value is device-dependent. 


11.42  :HPASs 
INPut:FILTer:HPASs 
Controls the high pass filter. 
11.4.2.1 :FREQuency <numeric_value> 
INPut:FILTer:HPASs:FREQuency 
Determines the cutoff frequency of the high pass filter. Default units are Hertz. 





At *RST, this value is device-dependent. 


11.4.2.2 [:STATe] <Boolean> 
INPut:FlILTer:HPASs:STATe 


Turns the high pass filter ON and OFF. 
At *RST, this value is device-dependent. 


11.4.3 [:LPASs] 
INPut:FlLTer:LPASs 


Controls the low pass filter. 


11.4.3.1 :FREQuency <numeric_value> 
INPut:FlLTer:LPASs:FREQuency 


Determines the cutoff frequency of the low pass filter. Default units are Hertz. 
At *RST, this value is device-dependent. 


11.4.3.2  [:STATe] <Boolean> 
INPut:FlLTer:LPASs:STATe 


Turns the low pass filter ON and OFF. 


At *RST, this value is device-dependent. 
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:GAIN <numeric_value> 
INPut:GAIN 


Sets the input GAIN. The default units are in the current relative amplitude units. 
This should only be used where the setting is not reflected within the SENSe system. For 


example, setting the input gain to 10 dB will cause the measured signal to increase in 
amplitude by 10 dB. 


This setting is not coupled to INPut:ATTenuation. If both ATTenuation and GAIN were set 
to 10 dB, the net result would be a signal of the original amplitude. 


At *RST, this value is device-dependent. 


:AUTO <Boolean>|ONCE 
INPut:GAIN:AUTO 


AUTO ON changes the GAIN to achieve maximum sensitivity without overloading the input 
channel. 


AT *RST, this value is set to ON. 


:STATe <Boolean> 
INPut:GAIN:STATe 


Turns the input gain (preamplifier) ON and OFF. OFF means, that any preamplifier circuits 
are taken out of the signal path, thus, no distortion to the signal will happen. OFF is not the 
same as INPut:GAIN 0 dB, because an isolation preamplifier will have that gain. 


At *RST, this value is device dependent. 


:GUARd LOW|FLOat 
INPut:GUARd 


Connects guard to signal low terminal or allows guard to float. 


At *RST, this value is device-dependent. 


:IMPedance <numeric_value> 
INPut:IMPedance 


Termination input impedance for the input signal specified in Ohms. 


At *RST, this value is device-dependent. 


:LOW FLOat|GROund 
INPut:LOW 


Connects the low signal terminal to ground or allows it to float. 


At *RST, this value is device-dependent. 
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:OFFSet <numeric_value> 
INPut:OFFSet 


Sets or queries the input OFFSet. OFFSet may take on positive and negative values. The 
OFFSet shall be subtracted from the input, thus making OFFSet more positive shall make the 
signal more negative. The default units are in the current amplitude units 


Introducing an OFFSet in the input has the effect of offsetting the input signal, prior to 
detection in the SENSe block. Any offset introduced in the input block shall not be corrected 
for in the sensor and subsquently the sensor results. For example, if the current amplitude 
units are in volts, a value of 5 shall decrease the input signal by 5 volts. 


At *RST, the value of OFFSet is device-dependent. 
:STATe <Boolean> 

INPut:OFFSet:STATe 

Turns the effect of OFFSet ON or OFF. 

At *RST, STATe shall be OFF. 

:POLarity NORMal|INVerted 

INPut:POLarity 


Sets or queries the input polarity. NORMal causes the input signal to pass through the INPut 
block without inversion. INVerted causes the polarity of the input signal to be reversed. Any 
inversion introduced in the INPut block shall not be corrected for in the sensor and 
subsequently the sensor results. 


At *RST, this value is NORMal. 

:POLarization <numeric_value> 

INPut:POLarization 

Sets the polarization of the input. The default units are radian. 

At *RST, this value is device-dependent. 

:HORizontal 

INPut:POLarization:HORizontal 

Sets the polarization of the input to zero. This command is an event. Therefore it has no 
associated query or meaning at *RST. 

:VERTical 

INPut:POLarization:VERTical 

Sets the polarization of the input to PI/2 radians. This command is an event. Therefore it has 
no associated query or meaning at *RST. 

:POSition 

INPut:POSition 


The characteristics of an incoming signal can be affected by the input’s spatial position and 
orientation relative to the origin. The definition of the origin is application specific. This 
subsystem uses a righthand coordinate system and has only one origin. 


In this subsystem only the IMMediate commands initiate movement. 
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In this subsystem velocity is always positive. 


4124 [EX] 


INPut:POSition:X 
Controls the settings concerning the X-axis. 


12.1.1  :ANGLe 


INPut:POSition:X:ANGLe 
Specifies the angle of rotation around the X-axis. 


.12.1.1.1. :DlRection UP/DOWN 


INPut:POSition:X:ANGLe:DIRection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.1.1.2  [:IMMediate] <numeric_value> 


INPut:POSition:X:ANGLe:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 
further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.1.1.3 :LIMit 


INPut:POSition:X:ANGLe:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.1.1.3.1. :HIGH <numeric_value> 


INPut:POSition:X:ANGLe:LIMit:HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the clockwise physical limit. 


.12.1.1.3.2 :LOW <numeric_value> 


INPut:POSition:X:ANGLe:LIMit:LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the counterclockwise physical limit. 


.12.1.1.3.3 :STATe <Boolean> 


INPut:POSition:X:ANGLe:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.1.1.4 :OFFSet <numeric_value> 


INPut:POSition:X:ANGLe:OFFSet 
This defines a single value that is subtracted from the physical POSition. 


At *RST, this value is device-dependent. 
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.12.1.1.5 :VELocity <numeric_value> 


INPut:POSition:X:ANGLe:VELocity 
Controls the velocity of the angular rotation around the x-axis. 


At *RST, this value is device dependent. 


12.1.2 [:DISTance] 


INPut:POSition:X:DISTance 
Controls the settings in linear direction of the X-axis. 


.12.1.2.1. :DlRection UP|DOWN 


INPut:POSition:X:DISTance:DIRection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.1.2.2  [:IMMediate] <numeric_value> 


INPut:POSition:X:DISTance:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 


further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.1.2.3 :LIMit 


INPut:POSition:X:DISTance:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.1.2.3.1 :HIGH <numeric_value> 


INPut:POSition:X:DISTance:LIMit: HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the upper physical limit. 


.12.1.2.3.2 :LOW <numeric_value> 


INPut:POSition:X:DISTance:LIMit:LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the lower physical limit. 


.12.1.2.3.3 :STATe <Boolean> 


INPut:POSition:X:DISTance:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.1.2.4 :OFFSet <numeric_value> 


INPut:POSition:X:DISTance:OFFSet 
This defines a single value that is subtracted from the physical POSition. 


At *RST, this value is device-dependent. 
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.12.1.2.5 :VELocity <numeric_value> 


INPut:POSition:X:DISTance:VELocity 
Controls the velocity of the displacement on the x-axis. 


At *RST, this value is device dependent. 


wee SY 


INPut:POSition:Y 
Controls the settings concerning the Y-axis. 


12.2.1. :ANGLe 


INPut:POSition:Y:ANGLe 
Specifies the angle of rotation around the Y-axis. 


.12.2.1.1 :DlRection UP/DOWN 


INPut:POSition:Y:ANGLe:DI!Rection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.2.1.2  [:IMMediate] <numeric_value> 


INPut:POSition:Y :ANGLe:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 
further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.2.1.3 :LIMit 


INPut:POSition:Y:ANGLe:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.2.1.3.1. :HIGH <numeric_value> 


INPut:POSition:Y:ANGLe:LIMit:HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the clockwise physical limit. 


.12.2.1.3.2 :LOW <numeric_value> 


INPut:POSition:Y:ANGLe:LIMit:LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the counterclockwise physical limit. 


.12.2.1.3.3 :STATe <Boolean> 


INPut:POSition:Y:ANGLe:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.2.1.4  :OFFSet <numeric_value> 


INPut:POSition:Y:ANGLe:OFFSet 
This defines a single value that is subtracted from the physical POSition. 
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At *RST, this value is device-dependent. 


.12.2.1.5 :VELocity <numeric_value> 


INPut:POSition:Y:ANGLe:VELocity 
Controls the velocity of the angular rotation around the y-axis. 


At *RST, this value is device dependent. 


12.2.2 [:DISTance] 


INPut:POSition:Y:DISTance 
Controls the settings in linear direction of the Y-axis. 


.12.2.2.1  :DlRection UP|DOWN 


INPut:POSition:Y:DISTance:DIRection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.2.2.2  [:IMMediate] <numeric_value> 


INPut:POSition:Y:DISTance:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 


further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.2.2.3 :LIMit 


INPut:POSition:Y:DISTance:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.2.2.3.1. :HIGH <numeric_value> 


INPut:POSition:Y:DISTance:LIMit: HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the upper physical limit. 


.12.2.2.3.2 :LOW <numeric_value> 


INPut:POSition:Y:DISTance:LIMit:LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the lower physical limit. 


.12.2.2.3.3 :STATe <Boolean> 


INPut:POSition:Y:DISTance:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.2.2.4 :OFFSet <numeric_value> 


INPut:POSition:Y:DISTance:OFFSet 
This defines a single value that is subtracted from the physical POSition. 


At *RST, this value is device-dependent. 
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.12.2.2.5 :VELocity <numeric_value> 


INPut:POSition:Y:DISTance:VELocity 
Controls the velocity of the displacement on the y-axis. 


At *RST, this value is device dependent. 


hese. 32 


INPut:POSition:Z 
Controls the settings concerning the Z-axis 


12.3.1 :ANGLe 


INPut:POSition:Z:ANGLe 
Specifies the angle of rotation around the Z-axis. 


.12.3.1.1. :DlRection UP/DOWN 


INPut:POSition:Z:ANGLe:DIRection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.3.1.2  [:IMMediate] <numeric_value> 


INPut:POSition:Z:ANGLe:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 
further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.3.1.3 :LIMit 


INPut:POSition:Z:ANGLe:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.3.1.3.1. :HIGH <numeric_value> 


INPut:POSition:Z:ANGLe:LIMit:HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the clockwise physical limit. 


.12.3.1.3.2 :LOW <numeric_value> 


INPut:POSition:Z:ANGLe:LIMit:_LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the counterclockwise physical limit. 


.12.3.1.3.3 :STATe <Boolean> 


INPut:POSition:Z:ANGLe:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.3.1.4 :OFFSet <numeric_value> 


INPut:POSition:Z:ANGLe:OFFSet 
This defines a single value that is subtracted from the physical POSition. 
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At *RST, this value is device-dependent. 


.12.3.1.5 :VELocity <numeric_value> 


INPut:POSition:Z:ANGLe:VELocity 
Controls the velocity of the angular rotation around the z-axis. 


At *RST, this value is device dependent. 


12.3.2 [:DISTance] 


INPut:POSition:Z:DISTance 
Controls the settings in linear direction of the Z-axis. 


.12.3.2.1 :DlRection UP|DOWN 


INPut:POSition:Z:DISTance:DIRection 
Controls the direction of the movement when started with INITiate. 


At *RST, this is set to UP 


.12.3.2.2 [:IMMediate] <numeric_value> 


INPut:POSition:Z:DISTance:IMMediate 


This command indicates that the input is moved to the specified position without waiting for 


further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


12.3.2.3  :LIMit 


INPut:POSition:Z:DISTance:LIMit 
Sets the maximum bounds on the physical POSition. 


.12.3.2.3.1. :HIGH <numeric_value> 


INPut:POSition:Z:DIS Tance:LIMit:HIGH 
Sets the maximum for the POSition. 


At *RST, this value is set to the upper physical limit. 


.12.3.2.3.2 :LOW <numeric_value> 


INPut:POSition:Z:DISTance:LIMit:_LOW 
Sets the minimum for the POSition. 


At *RST, this value is set to the lower physical limit. 


.12.3.2.3.3 :STATe <Boolean> 


INPut:POSition:Z:DISTance:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


.12.3.2.4 :OFFSet <numeric_value> 


INPut:POSition:Z:DISTance:OFFSet 
This defines a single value that is subtracted from the physical POSition. 


At *RST, this value is device-dependent. 
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11.12.3.2.5 :VELocity <numeric_value> 
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INPut:POSition:Z:DISTance:VELocity 
Controls the velocity of the displacement on the z-axis. 


At *RST, this value is device dependent. 


[:STATe] <Boolean> 
INPut:STATe 


The STATe command connects the input terminal to the measurement signal path when ON. 
It can be turned OFF to allow maximum isolation of the measurement signal. Note that this 
does not mean ground the input signal. 


At *RST, STATe ON shall be selected. 


‘TYPE <character data> 
INPut:TYPE 


Selects the input characteristic to be used if more than one is available. 
The following characteristics are currently defined for instruments: 

™ BALanced — balanced or differential input. 

™ UNBalanced — unbalanced with respect to ground. 


At *RST the TYPE is device-dependent. 
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12 INSTrument Subsystem 


An instrument may support multiple logical instruments. A dual channel power supply for 
example is considered as two logical instruments. The logical instruments are not required to 
have identical functionality, nor does the functionality have to be available simultaneously. 
The INSTrument subsystem provides a mechanism to identify and select logical instruments 
by either name or number. In this way a particular logical instrument could be selected and it 
would respond to commands, such as MEASure, in the same manner as a dedicated 
instrument having the same functionality as the logical instrument. The INSTrument 
identifiers have no fixed correspondence to the numeric suffixes allowed with command 





headers. 
KEYWORD PARAMETER FORM NOTES 
INSTrument 
:CATalog? [query only] 1994 
:FULL? [query only] 1994 
:COUPle 
[:<subsystem>] | ALLINONElI<list> 
:DEFine 1999 
:GROup <identifier>,<identifier_list> 1999 
[:NAME] <identifier>,<numeric_value> 1999 
:DELete 1999 
[:NAME] <identifier> [event; no query] 1994 
:ALL [event; no query] 1994 
:NSELect <numeric_value> 
[:SELect] <identifier> 1999 
:‘STATe <Boolean> 


12.1 :CATalog? 
INSTrument:CATalog? 
The CATalog query returns a comma-separated list of strings which contains the names of 
all logical instruments and groups. If no logical instruments are defined, a single null string 
is returned. 


Some instruments may have one or more intrinsic (permanent) <identifier>’s. These are 
listed along with any user-named <identifier>’s. 

12a :FULL? 
INSTrument:CATalog?:FULL? 
CATalog:FULL? query returns a list of string - number pairs. The string contains the name 
of the logical instrument. The immediately following NR1-formatted number is its 
associated logical instrument number. All response data elements are comma separated. If no 
logical instrument is defined, a null string followed by a zero is returned. 


Intrinsic <identifier>’s associated with logical instrument numbers are listed along with any 
user-named <identifier>’s and numbers. 
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:COUPIle[:<subsystem>] ALL|NONE|<list> 

INSTrument:COUPle 

Defines a coupling between various logical instruments or between various channels within 
an instrument. The COUPle command consists of an optional subsystem node followed by a 
single parameter. 


The subsystem node denotes a SCPI subsection which can either affect each instrument 
individually, or affect all instruments/channels collectively. This node is used only when the 
user can turn this coupling ON or OFF. Predefined couplings need not use this node. If no 
node follows the COUPle command, then the entire instrument is assumed to be coupled. 
Coupling a node lower in the tree overrides any couplings which are assigned at a higher 
level. 


The parameter indicates to which logical instruments the specified coupling is to apply. ALL 
indicates that specified coupling is to apply to all logical instruments. NONE indicates that 
specified coupling is to removed. A list of instruments specifies a particular set of logical 
instruments to be coupled. 


Within SCPI certain subsystems, such as SYSTem, STATus, MEMory, MMEMory, TEST 
and DIAGnostic, are considered common to all logical instruments. That is, they appear 
coupled across all logical instruments, and they cannot be uncoupled. The IEEE common 
commands are assumed to always operate on all logical instruments. 


At *RST, all subsystems are uncoupled as far as the instrument hardware allows. 


:DEFine 
INSTrument:DEFine 


:GROup <identifier>,<identifier_list> 

INSTrument:DEFine:GROup 

Defines or queries a group of instruments. The <identifier> is character data. The 
<identifier_list> is a comma-separated list of strings which contains the names of logical 
instruments. The defined instruments can be queried using :INSTrument: DEFine:GROup? 
<identifier>. No instrument selection is performed by this command. Any instrument 
implementing the :GROup command shall define which commands are affected by groups. 


When groups are defined and used, and data is set or queried, the following rules shall apply 
unless otherwise noted: 


™ When setting a list of values, each value will apply to the corresponding instrument in the 
selected group. If the number of values does not correspond to the number of instruments 
selected, no action is taken and error -115 is reported. 


= When a set of values is required by a command, one set of values may be sent for each 
instrument in the group. For instance, 
FOO a,b; 


becomes 


FOO al,bl,a2,b2,... 
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If a single parameter value is supplied for a command that expects one value per group 
member, the value is applied to every instrument in the currently selected group. 


= Note that commands that take an arbitrary number of optional parameters need to have 
some way to determine how many parameters apply to each member of the group. 


When queried, the command shall return the value(s) for each instrument in the currently 
selected group. 

When groups are defined and used, events will be sent to all instruments in the currently 
selected group. 


[:NAME] <identifier>,<numeric_value> 
INSTrument:DEFine[:NAME] 


The command form defines a logical instrument name, <identifier>, and associates it with a 
logical instrument number, <numeric_value>. The <identifier> is in character data format. 


The query form takes only <identifier> as a parameter and returns the logical instrument 
number. 


:DELete 
INSTrument:DELete 


The DELete subsystem disassociates <identifier>’s from logical instrument numbers or 
groups of instrument <identifier>’s. After the :DELete command executes, the <identifier> 
is no longer accessible until it is redefined. The instrument behaves as if the <identifier> 
never existed. 


‘ALL 
INSTrument:DELete:ALL 


This command is an event that disassociates all identifiers from their logical instrument 
numbers or identifier list, except for the currently selected identifier and any intrinsic 
identifier definitions. There is no query form. 


The situation of “nothing to delete” does not cause an execution error. 
This command is an event, and therefore has no *RST value associated with it. 
*RST has no effect. 


[:NAME] <identifier> 
INSTrument:DELete:NAME 


This command is an event, which disassociates the named <identifier> from its logical 
instrument number or identifier list. There is no query form. 


Attempting to delete the currently selected logical instrument or any intrinsic (permanent) 
<identifier> - number associations results in an -221, (settings conflict) execution error. 


This command is an event, and therefore has no *RST value associated with it. 
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:NSELect <numeric_value> 

INSTrument:NSELect 

This command is used in conjunction with the SELect command. It serves the same purpose, 
except that it uses a numeric value instead of the identifier used in the SELect command. 
When queried it shall return the logical instrument number. Note that the numbering used for 
logical instruments shall directly correspond to the numbers used in status reporting for 
multiple instruments; specifically the STATus:QUEStionable:INSTrument and 
STATus:OPERation:INSTrument commands. By selecting an instrument with either SELect 
or NSELect and querying the selected instrument with the other command, the equivalence 
between the instrument number and identifier can be determined. For example, by selecting 
a logical instrument using the SELect command with its name identifier and then querying 
which logical instrument is selected with the NSELect command, the corresponding numeric 
value shall be returned. 


Assigning numeric values to logical instrument identifiers is not appropriate for instrament 
groups. Therefore, NSELect returns an error if a group has been selected. 


[:SELect] <identifier> 

INSTrument:SELect 

This command selects a path or entire instrument or group as the default. When a logical 
instrument or a group is selected, all other logical instruments or groups are unavailable for 
programming until selected. If group logical identifiers are not used, and either :SELect or 
:NSELect commands are implemented, then both of the commands must be implemented. 


Character data names may be predefined by the instrument. 


At *RST, a device-dependent instrument is selected. 


:STATe <Boolean> 

INSTrument:STATe 

Turns the selected logical instrument ON or OFF. A logical instrument does not have to be 
turned OFF before another logical instrument is selected. That is, several logical instruments 
may be active, while only one may be selected. When an instrument is active, measurements 
occur and signals are generated. When inactive, measurements do not occur and signals are 
not generated. When a logical instrument is selected, yet is inactive, all commands shall be 
processed so that the logical instrument shall reflect the state changes requested when the 
logical instrument is turned on. The exception to this are commands which would normally 
cause trigger events in an active logical instrument. Any of these commands shall cause an 
execution error (-200) to be generated. 


At *RST, this value is device-dependent. 
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MEMory Subsystem 


The purpose of the memory subsystem is to manage instrument memory. This specifically 
excludes memory used for mass storage, which is defined in the MMEMory Subsystem. 
Instrument memory may be used to store several data types (e.g. ASCii, BINary, instrument 
STATe, TRACe or MACRo.) The data types available for a given instrument are 
device-dependent. 


An instrument may support either fixed or dynamic allocation of instrument memory, 
between the different data types. With fixed allocation a certain amount of memory is 
dedicated to each of the supported data types. The dedicated memory is unavailable for use 
by any other data type. Alternatively, with dynamic allocation, instrument memory is shared 
between the various data types supported on a demand basis. 


In the MEMory:TABLe subsystems, many fundamental measurement are defined as 
subnodes below :TABLe, such as MEMory:TABLe:FREQuency, :VOLTage, :POWer, etc. 
These nodes define standardized entries in the table (note that these entries can be 
conceptualized as either a column or a row). While it makes sense to define widely used 
entries in the SCPI Volume 2 standard, there is sometimes a desire to standardize very 
instrument class specific names. Where instrument class specific names require 
standardization, and little or no overlap is expected with other instrument classes, these 
instrument class specific MEMory:TABLe nodes are defined in the Volume 4, Instrument 
classes chapter to which they apply. 


As an example, the SCPI commands for Chassis Dynamometers :FORCe :SPEed and TIME 13 
are defined in Volume 2 under :MEMory:TABLe. These are fundamental measurements, 

and might be used by many instruments. However Deceleration RATe is deemed to be 

specific to dynamometers and is defined in Volume 4. 


KEYWORD PARAMETER FORM NOTES 
MEMory 
:CATalog 
[: ALL]? [query only] 
:ASCil? [query only] 
:BINary? [query only] 
:MACRo? [query only] 
:STATe? [query only] 
:TABLe? [query only] 1992 
:CLEar 1993 
[:NAME] <name> [event; no query] 1993 
:TABLe <name> [event; no query] 1993 
:COPY 1993 
[:NAME] <name>,<name> [event; no query] 1993 
:TABLe <name> [event; no query] 1993 
:DATA <name>,<data> 1994 
:DELete 
‘ALL [event; no query] 
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KEYWORD 


[: NAME] 
:EXCHange 
[: NAME] 
:TABLe 
‘FREE 
[:ALL]? 
:ASCii? 
:BINary? 
:MACRo? 
:STATe? 
:TABLe? 
:NSTates? 
:STATe 
:CATalog? 
:DEFine 
:DEFine? 
:TYPE? 
:TABLe 


:BNUMber<n> 


POINts 
:CCURve 
POINts 


:CONCentration 


POINts 


:CONDition 


[:MAGNitude] 


:POINts? 
:CPOint 
POINts 
:CURRent 


[:MAGNitude] 


:POINts? 
:PHASe 
:POINts? 
:DEFine 
:DFACtory 
POINts 
:DLASt 
POINts 
:DLINearize 
POINts 
:EXPected 
POINts 
:FORCe 
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PARAMETER FORM 
<name> 


<name>,<name> 
<name> 


<name>,<register_number> 

<name> 

<name> 
<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 


<Boolean> {,<Boolean>} 


<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 
<numeric_value>{,<numeric_value>} 


<identifier>[,<identifier>] 
<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 
<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 


NOTES 


[event; no query] 


[event; no query] 
[event; no query] 


[query only] 


[query only] 


[query only] 
[query only] 


[query only] 


[query only] 


[query only] 


[query only] 


[query only] 


[query only] 
[query only] 
[query only] 


[query only] 


1993 
1993 
1993 


1992 


1994 
1994 
1994 
1994 


1992 
1999* 
1999* 
1999* 
1999* 
1999* 
1999* 
1993 
1993 
1993 
1999* 
1999* 
1992 
1992 
1992 
1992 
1992 
1999 
1999* 
1999* 
1999* 
1999* 
1999* 
1999* 
1999* 
1999* 
1999 
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KEYWORD PARAMETER FORM NOTES 
[:MAGNitude] <numeric_value> {,<numeric_value>} 1999 
:POINts? [query only] 1999 
:FREQuency <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:LABel <string>{,<string>} 1999* 
POINts [query only] 1999* 
:LLIMit <numeric_value>{,<numeric_value>} 1999 
:POINts? [query only] 1999 
‘LOG <string>{ <string>} 1999* 
POINts [query only] 1999* 
:LOSS 1992 
[:MAGNitude] <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:PHASe <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:NCURVe <numeric_value>{,<numeric_value>} 1999* 
POINts [query only] 1999* 
:POWer 1992 
[:MAGNitude] <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:RAW <numeric_value>{,<numeric_value>} 1999* 
POINts [query only] 1999* 
:RESistance 1992 
[:MAGNitude] <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:SELect <identifier> 1999 
:SPEed 1999 
[:MAGNitude] <numeric_value> {,<numeric_value>} 1999 
:POINts? [query only] 1999 
:TIME 1999 
[:MAGNitude] <numeric_value> {,<numeric_value>} 1999 
:POINts? [query only] 1999 
:TOLerance <numeric_value>{,<numeric_value>} 1999* 
POINts [query only] 1999* 
:ULIMit <numeric_value>{,<numeric_value>} 1999 
:POINts? [query only] 1999 
:VOLTage 1992 
[:MAGNitude] <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:PHASe <numeric_value>{,<numeric_value>} 1992 
:POINts? [query only] 1992 
:WEFACtor <numeric_value>{,<numeric_value>} 1999* 
POINts [query only] 1999* 


MEMory Subsystem 13-3 


1999 SCPI Command Reference 


* NOTE: The commands marked with an asterisk query or set values inside of predefined 
emissions bench memory tables. The tables involved are as follows: 


Table Column Name(s) Description 

CPIxxRyy CPOint, TOLerance, WFACtorWT Linearization input cut point tables 
GasBottle BNUMber,CONCentration, LABel Gas bottle table 

LSIxxRyy CPOint,EXPected,RAW,CCURve,NCURve Linearization results tables 
VERify BNUMber1,BNUMber2,...BNUMber Verify gas table 
QLIxxRyy LOG Linearization log tables 
QNIxxRyy LOG NOx efficiency log tables 
SDRift DFACtory, DLASt,DLINearize Span Drift results table 
SpanGas BNUMber1,BNUMber?2,...BNUMber Span Gas table 

TopGas BNUMber1,BNUMber2,...BNUMber Top Gas table 

ZDRift DFACtory, DLASt,DLINearize Zero Drift results table 
ZeroGas BNUMber1,BNUMber?2,...BNUMber Zero Gas table 


The <name> parameter is used to define a user label, which shall be <character program 
data>. This label can then be used by the application in place of the specified data defined 
here or in other subsystems. The <name> parameter is sent as <character data>, rather than 
as a string, because that is the simplest JEEE 488.2 type that meets the requirements. When a 
name is returned, for example, in response to a CATalog? query, it must be sent as <string 
response data>, so that a null string (‘°’) can indicate that nothing is defined. 


The MEMory capabilities of an instrument are not part of the instrument state and are not 
affected by *RST or *RCL. They may survive a power cycle, but this capability is optional. 
If the instrument implements SYSTem:SECure mode, MEMory:DELete:ALL must be 
executed when SYSTem:SEC OFF is executed. 

13.1 :CATalog 
MEMory:CATalog 
The CATalog queries return information on the current contents and state of the instrument’s 
memory. The returned data shall be in the following form: 

<numeric_value>,<numeric_value> {,<string>} 


The instrument shall return two numeric parameters and as many strings as there are items in 
the directory list. The first parameter shall indicate the total amount of storage currently 
used, in bytes. The second parameter shall indicate the total amount of storage available, also 
in bytes. Each string parameter returned shall indicate the name, type and size of one in the 
directory list, thus: 

<name>, <type>,<size> 


The <name>, <type> and <size> are all character data. The <name> is the exact name of a 

file as it appears in the directory list, including an extension if present. The <size> provides 
the size of the file in bytes. The <type> is indicated by the name of the major subsystem or 

one of the following: 


™ ASCii — An ASCII text file 
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= BINary — A binary file 
™ MACRo — An instrument macro 
= STATe — An instrument state 
= TABLe — A table of data 
The qualified CATalog query for TRACe memory is specified in the TRACe subsystem. 


13.1.1. [:ALL]? 
MEMory:CATalog:ALL? 
If the CATalog query is qualified by the optional ALL node then the query shall return a 
directory list and memory sizes related to all allocatable items in instrument memory. Note 
that this includes all allocatable objects, such as trace, etc. 


13.1.2  :ASCii? 
MEMory:CATalog:ASCii? 
If the CATalog query is qualified by the ASCii node then the query shall return the directory 
list related only to ASCii items in instrument memory. The memory usage and availability 
parameters shall reflect values that correspond to values for ASCii data. In an instrument that 
has dedicated memory for ASCii data types, values reported shall be different from the total 
given by a CATalog of ALL types. 


13.1.3. :BINary? 


MEMory:CATalog:BINary? 

If the CATalog query is qualified by the BINary node then the query shall return the }13 
directory list related only to BINary items in instrument memory. The memory usage and 

availability parameters shall reflect values that correspond to values for BINary data. In an 

instrument that has dedicated memory for BINary data types, values reported shall be 

different from the total given by a CATalog of ALL types. 


13.1.4 :MACRo? 
MEMory:CATalog:MACRo? 
If the CATalog query is qualified by the MACRo node then the query shall return the 
directory list related only to MACRo items in instrument memory. The memory usage and 
availability parameters shall reflect values that correspond to values for MACRo data. In an 
instrument that has dedicated memory for MACRo data types, values reported shall be 
different from the total given by a CATalog of ALL types. 


13.1.5  :STATe? 
MEMory:CATalog:STATe? 
If the CATalog query is qualified by the STATe node then the query shall return the 
directory list related only to STATe items in instrument memory. The memory usage and 
availability parameters shall reflect values that correspond to values for STATe data. In an 
instrument that has dedicated memory for STATe data types, values reported shall be 
different from the total given by a CATalog of ALL types. 
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:TABLe? 

MEMory:CATalog:TABLe? 

If the CATalog query is qualified by the TABLe node then the query shall return the 
directory list related only to TABLe items in instrument memory. The memory usage and 
availability of parameters shall reflect values that correspond to values for TABLe data. In 
an instrument that has dedicated memory for TABLe data types, the values reported shall be 
different from the total given by a CATalog of ALL types. 


:CLEar 

MEMory:CLEar 

The commands from this subsystem remove the data that is stored in instrument memory. 
This subsystem differs from the DELete subsystem in that CLEar removes the data contents 
but does not affect the memory definitions such as memory type and structure, available 
space, and the name of the associated instrument memory. 


[:NAME] <name> 

MEMory:CLEar:NAME 

This command is a default node and removes all data from the instrument memory 
associated with <name>. The NAMe command does not affect the related memory 
definitions. 


This command is an event with no associated query form and *RST condition. 


:TABLe 

MEMory:CLEar:TABLe 

The CLEar:TABLe command removes the data values from all element lists in the SELected 
TABLe. This command does not affect the space and structure of the table as specified with 
the table’s DEFine command. Executing a POINts? query for any table element after the 
CLEar:TABLe command, would return 0. 


This command is an event with no associated query form and *RST condition. 

:COPY 

MEMory:COPY 

The COPY subsystem copies the data from an existing instrument memory item into another, 
named memory item. 


[:NAME] <name>,<name> 

MEMory:COPY:NAME 

This command is a default node that copies the data contents from the memory item 
associated with the <name> specified in the first parameter to a memory item associated 
with the <name> specified by the second parameter. 


When the memory item to which data is copied is of a different type, or has an incompatible 
structure, an execution error - 294 (Incompatible type) is generated. When the specified 
destination name does not exist, the device may create anew memory item of the same type 
and structure as the source. In that case, the destination name is to be associated with the 
new created memory item. 
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This command is an event with no associated query form and *RST condition. 


:TABLe <name> 
MEMory:COPY:TABLe 


The COPY:TABLe command copies the data values of all element lists from the SELected 


TABLe to the memory table associated with the specified <name>. 


When the memory item to which data is copied is of a different type, or has an incompatible 
structure, an execution error -294 (Incompatible type) is generated. When the TABLe name 
does not exist, the device may define a new memeory table with the same structure as the 


selected table. In that case, the specified TABLe name is associated with the new created 
memory table. 


This command is an event with no associated query form and *RST condition. 


:DATA<name>,<data> 
MEMory:DATA 


The command form is MEMory:DATA <name>,<data>. The command loads <data> into 
the memory location <name>. <data> is in 488.2 block format. <name> is character data. 


The query form is MEMory:DATA? <name> with the response being the associated <data> 


in block format. 


MEMory:DATA? response is not affected by the FORMat subsystem. 


:DELete 
MEMory:DELete 


The DELete command purges the specified definition from instrament memory and makes it 


available for reuse. 

:ALL 

MEMory:DELete:ALL 

The ALL command removes all memory names, key definitions, and data, and it returns 
memory to “available.” 


[:NAME] <name> 
MEMory:DELete:NAME 


The NAME command is an optional node and deletes the definition associated with <name>. 


:EXCHange 

MEMory:EXCHange 

The EXCHange subsystem allows for swapping the data contents between two memory 
items. 


[:NAME] <name>,<name> 
MEMory:EXCHange:NAME 


This command is a default node which swaps the data contents between the memory items 


associated with the <name> parameters. 


When the memory items between which the data is swapped are of different type, or have an 


incompatible structure, an execution error -294 (Incompatible type) is generated. 
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This command is an event with no associated query form and *RST condition. 


:TABLe <name> 

MEMory:EXCHange:TABLe 

This command swaps the data contents between the SELected TABLe and the memory table 
that is associated with the <name> parameter. 


When the memory item associated with the specified <name> parameter is not a TABLe, or 
the tables between which the data is swapped have an incompatible structure, an execution 
error -294 (Incompatible type) is generated. 


This command is an event with no associated query form and *RST condition. 


:FREE 

MEMory:FREE 

Returns information on the user memory space as follows: 
<bytes available>,<bytes in use> 


where the returned data for both shall be in <NR1> format. 


The qualified FREE query for TRACe only memory usage is specified in the TRACe 
subsystem. 

[:ALL]? 

MEMory:FREE:ALL? 

If the FREE query is qualified by the optional ALL node then the query shall return memory 
sizes related to all items in instrument memory. 

:ASCii? 

MEMory:FREE:ASCii? 

If the FREE query is qualified by the ASCii node then the memory usage and availability 
shall reflect the values that correspond to values for ASCii data. In an instrument that has 
dedicated memory for ASCii data types, these values reported shall be different from the 
total given by a FREE query of ALL types. 

:BINary? 

MEMory:FREE:BINary? 

If the FREE query is qualified by the BINary node then the memory usage and availability 
shall reflect the values that correspond to values for BINary data. In an instrument that has 
dedicated memory for BINary data types, these values reported shall be different from the 
total given by a FREE query of ALL types. 


:MACRo? 

MEMory:FREE:MACRo? 

If the FREE query is qualified by the MACRo node then the memory usage and availability 
shall reflect the values that correspond to values for MACRo data. In an instrument that has 
dedicated memory for MACRo data types, these values reported shall be different from the 
total given by a FREE query of ALL types. 
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:STATe? 

MEMory:FREE:STATe? 

If the FREE query is qualified by the STATe node then the memory usage and availability 
shall reflect the values that correspond to values for STATe data. In an instrument that has 
dedicated memory for STATe data types, these values reported shall be different from the 
total given by a FREE query of ALL types. 


:TABLe? 

MEMory:FREE:TABLe? 

If the FREE query is qualified by the TABLe node then the memory usage and availability 
shall reflect the values that correspond to values for TABLe data. In an instrument that has 
dedicated memory for TABLe types, the values reported shall be different from the total 
given by a FREE query of ALL types. 


:NSTates? 

MEMory:NSTates? 

The Number of STates query requests that the instrument return the number of *SAV/*RCL 
states available in the instrument. The instrument shall return a <NR1> value which is one 
greater than the maximum that can be sent as a parameter to the *SAV and *RCL commands. 


:STATe 
MEMory:STATe 
Collects commands relating to memory STATe data. 


:CATalog? 43 
MEMory:STATe:CATalog? 


This query requests a list of defined names in the MEMory:STATe subsystem. The 
instrument returns a list of defined <name>’s in a comma separated list. Each <name> is 
returned in a quoted string. If no names are defined, a single null string is returned. There is 
no command form. 


:DEFine <name> , <register_number> 
MEMory:STATe:DEFine 


:DEfine associates a <name> with a *SAV/*RCL register number where <name> is in 
character data format. <register_number> is in <NRf> format. 


The query form of this command, MEMory:STATe:DEFine? <name> returns the associated 
<register_number> in <NR1> format. 


*RST has no effect on this command. 

:TYPE? <name> 

MEMory:TYPE? 

The TYPE query requests information about a defined name. The instrument must return a 

string indicating the subsystem where the name was defined. If the name is not defined, a 

null string is returned. For example, if VAT3 was previously defined by: 
ROUTe:MODule:DEFine VAT3,(@ 20000(0:9)) 
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then the query: 
MEMory:TYPE? VAT3 


requests a return of 
“ROUT:MOD:” 
eee :TABLe 
MEMory:TABLe 
The MEMory:TABLe command allows the user to DEFine a TABLe and to write data to 
and read data from it. 
13.11.1. :BNUMber <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:BNUMber 


BNUMber is the gas bottle number. This command sets the gas bottle number, which is a 
positive integer. 


NOTE: For Emissions benches, BNUMber<n> are bottle ID number columns in the 
GasBottle, ZeroGas, SpanGas, Verify, and TopGas tables. In the ZeroGas, SpanGas, Verify, 
and TopGas tables, there are columns BNUMber<n>, where n corresponds to the analyzer 
range number. In GasBottle, there is a single BNUMber column. 


13.11.1.1 :POINts? 
:MEMory:TABLe:BNUMber:POINts? 


This command returns the number of points in column BNUMber, for the currently selected 
table. 


13.11.2 :CCURve <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:CCURve 
CCURve sets the value of concentration in ppm using the current curve in linearization 
tables. This command sets the values of CCURve. 

13.11.2.1 :POINts? 
:MEMory:TABLe:CCURve:POINts? 
This command returns the number of points in column CCURve, for the currently selected 
table. 

13.11.38 :CONCentration <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:CONCentration 
CONCentration is the gas concentration in ppm. This command sets the values of 
CONCentration. 

13.11.3.1 :POINts? 
:MEMory:TABLe:CONCentration:POINts? 
This command returns the number of points in column CONCentration, for the currently 
selected table. 


13.11.4 :CONDition 
MEMory:TABLe:CONDition 
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13.11.4.1 [:MAGNitude] <Boolean>{,<Boolean>} 
MEMory:TABLe:CONDition:MAGNitude 
Specifies the CONDition[:MAGNitude] points of the TABLe. If there are more <Boolean>’s 
than in the associated DEFine statement, execution error -223 (Too much data) will be 
generated. This item list is included in the table DEFine command as 
CONDition[:MAGNitude] 


At *RST, the contents of this list is device dependent. 


13.11.4.1.1 :POINts? 
MEMory:TABLe:CONDition:MAGNituse:POINts? 
Returns the number of points in the CONDition[:MAGNitude] list of the SELected TABLe. 
If no CONDition[: MAGNitude] value have been sent, POINts? returns a 0. If no TABLe has 
been selected, POINts? returns a NAN. 


13.11.5 :CPOint <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:CPOint 


CPOint is the linearization gas dilution percentage or “cut point”. This command sets the 
values of CPOint. 


13.11.5.1 :POINts? 
:MEMory:TABLe:CPOint:POINts? 
This command returns the number of points in column CPOint, for the currently selected 
table. 


13.11.6 :CURRent 
MEMory:TABLe:CURRent 





13.11.6.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:CURRent:MAGNitude 
Specifies the CURRent[:MAGNitude] points of the TABLe. <numeric_value>’s may 
include current units as listed in the UNIT subsystem. The default unit is specified by 
UNIT:CURRent. If there are more <numeric_value>’s than in the associated DEFine 
statement, execution error -223 (Too much data) will be generated. This item list is included 
in the table DEFine command as CURRent[:MAGNitude]. 


At *RST, the contents of this list item is device dependent. 

13.11.6.1.1 :POINts? 
MEMory:TABLe:CURRent:MAGNitude:POINts? 
Returns the number of points in the CURRent[: MAGNitude] list of the SELected TABLe. If 
no CURRent[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 

13.11.6.2 :PHASe<numeric_value>{,<numeric_value>} 
MEMory:TABLe:CURRent:PHASe 


Specifies the CURRent:PHASe points of the TABLe. <numeric_value>’s may include angle 
units as listed in the UNIT subsystem. The default unit is specified by UNIT: ANGLe. If 
there are more <numeric_value>’s than in the associated DEFine statement, execution error 
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-223 (Too much data) will be generated. This item list is included in the table DEFine 
command as CURRent:PHASe. 
At *RST, the contents of this list item is device dependent. 

13.11.6.2.1 :POINts? 
MEMory:TABLe:CURRent:PHASe:POINts? 
Returns the number of points in the CURRent:PHASe list of the SELected TABLe. If no 
CURRent:PHASE values have been sent POINts? returns 0. If no TABLe has been selected, 
POINts? returns NAN. 

13.11.7 :DFACtory <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:DFACtory 
DFACtory is the maximum allowable drift from factory settings. 


For emissions benches, this is the zero or span factory setting in the tables ZDRift and 
SDRift respectively. This command sets the values of DFACtory. Drift from factory setting 
is calculated as follows: 


Zero Drift 7-7 


* 100 
fs 
Span Drift S*_S- 
spp= SS) « 109 
fs 
13 | where Z* and S* are the currently read zero and span values in ppm 


Zf and Sf are the factory settings stored in DFACtory in ppm 
fs is the full scale CONCentration in ppm 
ZDy is the zero drift in PCT 
SDy is the span drift in PCT 
Note: a ratio of 1.0 = 100 PCT 
13.11.7.1 :POINts? 
:MEMory:TABLe:DFACtory:POINts? 
This command returns the number of points in column DFACtory, for the currently selected 
table. 
13.11.8 :DLASt <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:DLASt 
DLASt is the maximum allowable drift from the most recently saved zero and set point. 


For emissions benches, this is the most recently saved zero or span setting in the tables 

ZDRift and SDRift respectively. This command sets the values of DLASt. Drift from most 

recently saved zero or span (SPOint) setting is calculated as follows: 

Zero Drift 7_7, 
ZD9= 2 =) « 199 


Ss 
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1 * 
Span Drift Sons (S*— So) re 
ts 
where Z* and S* are the currently read zero and span values in ppm 
Zo and So are the most recently saved settings stored in DLAST in ppm 
fs is the full scale CONCentration in ppm 
ZDo is the zero drift in PCT 
SDo is the span drift in PCT 


Note: a ratio of 1.0 = 100 PCT 
13.11.8.1 :POINts? 


:MEMory:TABLe:DLASt:POINts? 
This command returns the number of points, for the currently selected table. 


13.11.9 :DLINearize <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:DLINearize 


DLINearize is the maximum allowable drift from the most recent linearization. 


For emissions benches, this is the zero or span setting saved at the time of the most recent 
linearization in the tables ZDRift and SDRift respectively. This command sets the values of 
DLINearization. Drift from most recent linearization is calculated as follows: 
Zero Drift (7 7),) 
TA 
ZD;=-—,_ * 100 


RY 


Span Drift s*_s 
SD) = (s*- si) * 100 


AY 
where Z* and S* are the currently read zero and span values in ppm 
Z) and S) are the settings from the most recent linearization stored in DLINearize 
in ppm 
fs is the full scale CONCentration in ppm 
ZD7 is the zero drift in PCT 
SD; is the span drift in PCT 


Note: a ratio of 1.0 = 100 PCT 


13.11.9.1 :POINts? 
:MEMory:TABLe:DLINearize:POINts? 
This command returns the number of points in column DLINearize, for the currently selected 
table. 
13.11.10 :EXPected <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:EXPected 
EXPected is the expected value. 


For emissions benches, EXPected is the expected gas concentration in ppm. This command 
sets the values of EXPected. 
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1 :POINts? 

:MEMory:TABLe:EXPected:POINts? 

This command returns the number of points in column EXPected , for the currently selected 
table. 


:DEFine <structure_string>[,<numeric_value>] 

MEMory:TABLe:DEFine 

The DEFine subsystem is used to allocate space and define the structure of TABLe in the 
instrument memory. The <name> of the TABLe is specified by SELect. 


The string parameter <structure_string> specifies the structure of the TABLe being defined, 
it contains a comma separated list of the elements. Any item lists under MEMory:TABLe, 
such as FREQuency or VOLTage:PHASe, may be specified as elements in the table 
structure. The item lists maybe specified in long or short form, optional nodes if sent shall be 
accepted without error. The item lists available and the legal combinations of these item lists 
are device dependent. All lists are empty (0 length) when DEFined. 


The second parameter, is the size of the TABLe. This is the maximum number of POINts in 
each of the lists. Computations based on device dependent internal data formats will be made 
to determine the number of bytes. For example, if the TABLe will have two lists and the 
internal storage requires 8 bytes for a number, then an entry of 10 will allocate 160 bytes. If 
there is insufficient room, execution error -225 (Out of memory) will be generated. The size 
of the table parameter is optional. The algorithm to allocate memory is device dependent 
when this parameter is omitted. 


The DEFine query returns both the <structure_string> and a numeric value for the size (in 
points) of memory allocated for the table. The elements of the structure string are returned in 
the short form, with any optional nodes omitted. 


:FORCe 
MEMory:TABLe:FORCe 
Specifies the FORCe points of the TABLe. 


13.11.12.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 


MEMory:TABLe:FORCe:MAGNitude 


Specifies the FORCe[:MAGNitude] points of the TABLe. The default units of this command 
are newtons. 


At *RST, the contents of this list item is device dependent. 


13.11.12.1.1 :POINts? 


MEMory:TABLe:FORCe:MAGNitude:POINts? 

Returns the number of points in the FORCe[:MAGNitude] list of the selected TABLe. If no 
FORCe[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 
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13.11.13 :FREQuency <numeric_value>{,<numeric_value>} 
MEMory:TABLe:FREQuency 
Specifies the FREQuency points of the TABLe. If there are more <numeric_value>’s than in 
the associated DEFine statement, execution error -223 (Too much data) will be generated. 
This item list is included in the table DEFine command as FREQuency. 


At *RST, the contents of this list item is device dependent. 
13.11.13.1 :POINts? 
MEMory:TABLe:FREQuency:POINts? 
Returns the number of points in the FREQuency list of the SELected TABLe. If no 
FREQuency values have been sent POINts? returns 0. If no TABLe has been selected, 
POINts? returns NAN. 
13.11.14 :LABel <string> {,<string>} 
:MEMory:TABLe:LABel 
LABel is the label name in a table in character string format. This command sets the values 
of LABel. 
For emissions benches, LABel is the label name in the GasBottle table. 
13.11.14.1 :POINts? 
:MEMory:TABLe:LABel:POINts? 


This command returns the number of points in column LABel, for the currently selected 
table. 





13.11.15 :LLIMit <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:LLIMit 


LLIMit is the lower limit value. This command sets the values of LLIMit. If there are more 
<numeric_value>’s than in the associated DEFine statement, execution error -223 (Too 
much data) will be generated. This item list is included in the table DEFine command as 
LLIMit. 


At *RST, the contents of this list item is device dependent. 
13.11.15.1 :POINts? 
:MEMory:TABLe:LLIMit:POINts? 


This command returns the number of points in column LLIMit, for the currently selected 
table. If no LLIMit values have been sent POINts? returns 0. If no TABLe has been selected, 
POINts? returns NAN. 


13.11.16 :LOG <string> {,<string>} 
:MEMory:TABLe:LOG 


LOG is a series of string data elements. 


For emissions benches, LOG is a collection of audit-related strings. This command sets the 
values of LOG. 
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13.11.16.1 :POINts? 


:MEMory:TABLe:LOG:POINts? 
This command returns the number of points in column LOG, for the currently selected table. 


13.11.17 :LOSS 


MEMory:TABLe:LOSS 


13.11.17.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 


MEMory:TABLe:LOSS:MAGNitude 

Specifies the LOSS[:MAGNitude] points of the TABLe. The default unit is DB. If there are 
more <numeric_value>’s than in the associated DEFine statement, execution error -223 (Too 
much data) will be generated. This item list is included in the table DEFine command as 
LOSS[:MAGNitude]. 


At *RST, the contents of this list item is device dependent. 


13.11.17.1.1 :POINts? 


MEMory:TABLe:LOSS:MAGNitude:POINts? 

Returns the number of points in the LOSS[:MAGNitude] list of the SELected TABLe. If no 
LOSS[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


13.11.17.2 :PHASe <numeric_value>{,<numeric_value>} 


MEMory:TABLe:LOSS:PHASe 

Specifies the LOSS:PHASe points of the TABLe. <numeric_value>’s may include angle 
units as listed in the UNIT subsystem. The default unit is specified by UNIT: ANGLe. If 
there are more <numeric_value>’s than in the associated DEFine statement, execution error 
-223 (Too much data) will be generated. This item list is included in the table DEFine 
command as LOSS:PHASe. 


At *RST, the contents of this list item is device dependent. 


13.11.17.2.1 :POINts? 


MEMory:TABLe:LOSS:PHASe:POINts? 

Returns the number of points in the LOSS:PHASe list of the SELected TABLe. If no 
LOSS:PHASE values have been sent POINts? returns 0. If no TABLe has been selected, 
POINts? returns NAN. 


13.11.18 :NCURve <numeric_value> {,<numeric_value>} 


:MEMory:TABLe:NCURve 
NCURve sets the value of concentration in ppm using the newly calculated curve (New 
CURve) in linearization tables. This command sets the values of NCURVe. 


13.11.18.1 :POINts? 


:MEMory:TABLe:NCURve:POINts? 
This command returns the number of points in column NCURve, for the currently selected 
table. 


13-16 MEMory Subsystem 


1999 SCPI Command Reference 


13.11.19 :POWer 
MEMory:TABLe:POWer 


13.11.19.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:POWer:MAGNitude 


Specifies the POWer[:MAGNitude] points of the TABLe. <numeric_value>’s may include 
POWer units as listed in the UNIT subsystem. The default unit is specified by UNIT:POWer. 
If there are more <numeric_value>’s than in the associated DEFine statement, execution 
error -223 (Too much data) will be generated. This item list is included in the table DEFine 
command as POWer[:MAGNitude]. 


At *RST, the contents of this list item is device dependent. 


13.11.19.1.1 :POINts? 
MEMory:TABLe:POWer:MAGNitude:POINts? 


Returns the number of points in the POWer[:MAGNitude] list of the SELected TABLe. If no 
POWer[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


13.11.20 :RAW <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:RAW 
RAW is a collection of points in instrument internal units. 


For emissions benches, it is the raw gas concentration in bench internal units from a 
linearization. This command sets the values of RAW. 3 


13.11.20.1 :POINts? 
:MEMory:TABLe:RAW:POINts? 


This command returns the number of points in column RAW, for the currently selected table. 


13.11.21 :RESistance 
MEMory:TABLe:RESistance 


13.11.21.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:RESistance:MAGNitude 


Specifies the RESistance[:MAGNitude] points of the TABLe. If there are more 
<numeric_value>’s than in the associated DEFine statement, execution error -223 (Too 
much data) will be generated. This item list is included in the table DEFine command as 
RESistance[:MAGNitude]. 


At *RST, the contents of this list item is device dependent. 


13.11.21.1.1 :POINts? 
MEMory:TABLe:RESistance:MAGNitude:POINts? 


Returns the number of points in the RESistance[:MAGNitude] list of the SELected TABLe. 
If no RESistance[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has 
been selected, POINts? returns NAN. 
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13.11.22 :SELect <name> 
MEMory:TABLe:SELect 


Sets or queries the name of the TABLe selected. If the TABLe <name> already exists, then 
the existing TABLe shall be selected. If the TABLe <name> does not exist, then the new 
name shall be selected, but no TABLe shall be defined by this selection. The TABLe 
<name> is character data. 


At *RST the <name> select shall be device dependent. 
13.11.23 :SPEed 
MEMory:TABLe:SPEed 
Specifies the SPEed points of the TABLe. 
13.11.23.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:SPEed:MAGNitude 


Specifies the SPEed[:MAGNitude] points of the TABLe. The default units of this command 
are meters per second. 
At *RST, the contents of this list item is device dependent. 

13.11.23.1.1 :POINts? 
MEMory:TABLe:SPEed:MAGNitude:POINts? 
Returns the number of points in the SPEed[:MAGNitude] list of the selected TABLe. If no 
SPEed[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 

13.11.24 :TIME 
MEMory:TABLe:TIME 
Specifies the TIME points of the TABLe. 

13.11.24.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:TIME:MAGNitude 
Specifies the TIME[:MAGNitude] points of the TABLe. The default units of this command 
are seconds. 


At *RST, the contents of this list item is device dependent. 
13.11.24.1.1 :POINts? 
MEMory:TABLe:TIME:MAGNitude:POINts? 
Returns the number of points in the TIME[:MAGNitude] list of the selected TABLe. If no 


TIME[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


13.11.25 :TOLerance <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:TOLerance 


TOLerance is a series of tolerance values. 


For emissions benches, it is the allowable deviation in gas concentration in percentage of full 
scale (%FS) between expected and current (or new curve) values stored from a linearization. 
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The bench will set an error bit in the status register if the difference between expected and 
actual values exceed the tolerance. This command sets the values of TOLerance. 


13.11.25.1 :POINts? 
:MEMory:TABLe:TOLerance:POINts? 
This command returns the number of points in column TOLerance, for the currently selected 
table. 


13.11.26 :ULIMit <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:ULIMit 
ULIMit is the upper limit value. This command sets the values of ULIMit. If there are more 
<numeric_value>’s than in the associated DEFine statement, execution error -223 (Too 
much data) will be generated. This item list is included in the table DEFine command as 
ULIMit. 


At *RST, the contents of this list item is device dependent. 


13.11.26.1 :POINts? 
:MEMory:TABLe:ULIMit:POINts? 
This command returns the number of points in column ULIMit, for the currently selected 
table. If no ULIMit values have been sent POINts? returns 0. If no TABLe has been selected, 
POINts? returns NAN. 


13.11.27 :VOLTage 
MEMory:TABLe:VOLTage 


13.11.27.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:VOLTage:MAGNitude 
Specifies the VOLTage[:MAGNitude] points of the TABLe. <numeric_value>’s may 
include voltage units as listed in the UNIT subsystem. The default unit is specified by 
UNIT: VOLTage. If there are more <numeric_value>’s than in the associated DEFine 
statement, execution error -223 (Too much data) will be generated. This item list is included 
in the table DEFine command as VOLTage[:MAGNitude]. 


At *RST, the contents of this list item is device dependent. 


13.11.27.1.1 :POINts? 
MEMory:TABLe:VOLTage:MAGNitude:POINts? 
Returns the number of points in the VOLTage[:MAGNitude] list of the SELected TABLe. If 
no VOLTage[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


13.11.27.2 :PHASe <numeric_value>{,<numeric_value>} 
MEMory:TABLe:VOLTage:PHASe 
Specifies the VOLTage:PHASe points of the TABLe. <numeric_value>’s may include angle 
units as listed in the UNIT subsystem. The default unit is specified by UNIT: ANGLe. If 
there are more <numeric_value>’s than in the associated DEFine statement, execution error 
-223 (Too much data) will be generated. This item list is included in the table DEFine 
command as VOLTage:PHASe. 
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At *RST, the contents of this list item is device dependent. 


13.11.27.2.1 :POINts? 
MEMory:TABLe:VOLTage:PHASe:POINts? 


Returns the number of points in the VOLTage:PHASe list of the SELected TABLe. If no 
VOLTage:PHASE values have been sent POINts? returns 0. If no TABLe has been selected, 


POINts? returns NAN. 


13.11.28 :WFACtor <numeric_value> {,<numeric_value>} 
:MEMory:TABLe:WFACtor 
Values in column WFACtor are weighting factors. 


For emissions benches, a value in the WFACtor column is assigned to each cut point in a 
linearization. If weighting is not desired, all values are set to the same non-zero number. 
WFACtor is a column in linearization tables. This command sets the values of WFACtor. 


13.11.28.1 :POINts? 
:MEMory:TABLe:WFACtor:POINts? 
This command returns the number of points in column WFACtor, for the currently selected 


table. 
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MMEMory Subsystem 


The Mass MEMory subsystem provides mass storage capabilities for instruments. All mass 
memory device commands are contained in the MMEMory subsystem. The mass storage 
may be either internal or external to the instrument. If the mass memory device is external, 
then the instrument must have controller capability on the mass memory device bus. 


The CLOSe, FEED, NAME, and OPEN commands permit the streaming of data from 
anywhere in the data flow into a file; this is particularly useful for saving HCOPy output. 


Mass storage media may be formatted in any one of a number of standard formats. 


Selecting Mass Memory Devices 

When an instrument has multiple attached mass storage devices, the desired mass storage 
unit is selected with the mass storage unit specifier <msus>. The syntax of the <msus> string 
is instrument specific. Each instrument’s documentation shall describe the syntax applicable 
to that instrument. For example: 

“Cr” 

“:700,2” 

“fileserv” 


Note that some file systems do not make use of the <msus> concept. 


File Names 
The <file_name> parameter described in the commands in this subsystem is a string. The 
contents of the string are dependent on the needs of the format of the mass storage media. In 
particular, the file name may contain characters for specifying subdirectories (that is, \ for 14 
DOS, / for HFS) and the separator for extensions in DOS (that is, period). 


The following commands are provided for mass memory device operations. 


KEYWORD PARAMETER FORM NOTES 
MMEMory 
:CATalog? [<msus>] [query only] 
:CDIRectory [<directory_name>] 
:CLOSe [event; no query] 1993 
:COPY <file_name>,<file_name> 
|<file_name>,<msus>, <file_name>,<msus> 
:DATA <file_name>, <data> 1995 
:DELete <file_name>[,<msus>] [no query] 
:FEED <data_handle> 1993 
INI Tialize [<msus>[,(LIFIDOSIHFS) 
[,.<numeric_value>]]] [no query] 
:LOAD 
:DINTerchange <label>,<file_name>[,<msus>] [no query] 
:TRACe <label>,<file_name>[,<msus>] [no query] 1992 
:MACRo <label>,<file_name>[,<msus>] [no query] 
:STATe <numeric_value>,<file_name>[,<msus>] [no query] 
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KEYWORD PARAMETER FORM NOTES 
:TABLe <label>,<file_name>[,<msus>] [no query] 1994 
:TRACe <label>,<file_name>[,<msus>] [no query] 
:MSIS [<msus>] 
:MOVE (<src_file>,<dest_file>) [no query] 1991 
l(<src_file>,<src_msus>,<dest_file>,<dest_msus>) 1991 
:NAME <file_name>[,<msus>] 1993 
:OPEN [event; no query] 1993 
‘PACK <msus> [no query] 1991 
:STORe 
:DINTerchange <label>,<file_name>[,<msus>] [no query] 
:TRACe <label>,<file_name>[,<msus>] [no query] 1992 
:MACRo <label>,<file_name>[,<msus>] [no query] 
:‘STATe <numeric_value>,<file_name>[,<msus>] [no query] 
:TABLe <label>,<file_name>[,<msus>] [no query] 1994 
:TRACe <label>,<file_name>[,<msus>] [no query] 
14.1 :CATalog? [<msus>] 


MMEMory:CATalog? 


The CATalog command is query-only and returns information on the current contents and 

state of the mass storage media. Upon a CATalog? query, the instrument shall read the 

specified mass memory device and returns its directory information in the following format: 
<numeric_value>,<numeric_value> {,<file_entry>} 


The instrument shall return two numeric parameters and as many strings as there are files in 
the directory list. The first parameter shall indicate the total amount of storage currently used 
in bytes. The second parameter shall indicate the total amount of storage available, also in 
bytes. The <file_entry> is a string. Each <file_entry> shall indicate the name, type, and size 
of one file in the directory list: 

<file_name>, <file_type>,<file_size> 


Note that this syntax places some restrictions on the <file_name> (for example, commas are 
not allowed.) The <file_name> is the exact name of a file as it appears in the directory list, 
including an extension if present. The <file_size> provides the size of the file in bytes. The 
<file_type> is indicated by one of the following: 


™ ASCii — An ASCii text file 

= BINary — A binary file 

= STATe — Instrument (setting) state 
™ = TRACe — Trace (display) data 
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MACRo — An instrument macro 


For media which cannot determine the file type from the directory information (i.e. DOS, 
HFS) this field shall be left blank. 
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14.2 :CDIRectory [<directory_name>] 
MMEMory:CDIRectory 
Changes the default directory for a mass memory file system. The <directory_name> 
parameter is a string. The contents of the <directory_name> parameter are dependent on the 
file system being accessed. If no parameter is specified, the directory is set to the *RST 
value. 


At *RST, this value is set to the root for DOS file systems and to a device-dependent value 
for other file systems such as HFS. 

14.3 :CLOSe 
MMEMory:CLOSe 
The CLOSe event causes the selected file specified in NAME to be closed. An attempt to 
CLOSe a file that was not open shall cause an error -256, (File name not found) to be 
generated. 

14.4 :COPY <file_source>,<file_destination> 
MMEMory:COPY 
The COPY command copies an existing file to a new file. 
Two forms of parameters are allowed. The first form has two parameters. In this form, the 


first parameter specifies the source file, and the second parameter specifies the destination 
file. 


The second form has four parameters. In this form, the first and third parameter specify the 

file_names. The second and fourth parameters specify the <msus>. The first pair of 

parameters specifies the source file. The second pair specifies the destination file. An error is 

generated if the source file doesn’t exist. An error may be generated if the destination file 14 
already exists. 


This command defines an event and thus has no *RST state or query form. 


14.5 :DATA <file_name>, <data> 
MMEMory:DATA 


The command form is MMEMory:DATA <file_name>,<data>. The command loads <data> 
into the file <file_name>. <data> is in 488.2 block format. <file_name> is string data. 


The query form is MMEMory:DATA? <file_name> with the response being the associated 
<data> in block format. 


MMEMory:DATA? response is not affected by the FORMat subsystem. 


14.6 :DELete <file_name>[,<msus>] 
MMEMory:DELete 


The DELete command removes a file from the specified mass storage device. The 
<file_name> parameter specifies the file_name to be removed. 


This command defines an event, and it has no *RST condition or query form. 
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:FEED <data_handle> 

MMEMory:FEED 

Sets or queries the <data_handle> to be used to feed data into the file specified by NAME. 
New data arriving from <data_handle> always overwrites the contents of the file specified 
by NAME. If the <data_handle> generates new data and the file is not OPEN an error -256, 
(File name not found) shall be generated. 


At *RST, the value of FEED is device dependent. 

:-INITialize [<msus>[,(LIF|IDOS|HFS)[,<numeric_value>]]] 

MMEMory:INITialize 

The INITialize command is used to initialize the specified mass storage media. If the 
<msus> is not specified, the default is used. The default is the <msus> selected at *RST, not 
the currently selected <msus>. The second parameter specifies the type of media to be 
formatted. The <numeric_value> parameter is used to specify the format, interleave, sector 
sizes, and other media-dependent information. Execution of the command attempts to 
initialize the media. Previous data on the media, if any, is destroyed. 


This command is an event and does not have a query form or a *RST condition. 


:LOAD and :STORe 
MMEMory:LOAD and :STORe 


The LOAD and STORe subsystems transfer information between the mass memory device 
and the instrument’s memory. The LOAD commands transfer from mass memory device to 
internal memory, and STORe transfers from internal memory to the mass memory device. 


When information is loaded, the instrument uses the file type information to determine 
whether the data is in internal (BINary) or transportable (ASCii) form. 


The <file_name> parameter is a quoted string and the <label> refers to an internal identifier 
for the instrument trace or macro. 


The LOAD and STORe commands do not have query forms. 

:DINTerchange <label>,<file_name>[,<msus>] 

MMEMory:LOAD:DINTerchange 

Specifies that the device transfer DINTerchange formatted data. 
:TRACe <label>,<file_name>[,<msus>] 

MMEMory:LOAD:DINTerchange:TRACe 

The specified trace or array is loaded from or stored to the mass memory device in 

DINTerchange format. 

:MACRo <label>,<file_name>[,<msus>] 

MMEMory:LOAD:MACRo 

The specified macro is loaded from or stored to the mass memory device. 

:STATe <numeric_value>,<file_name>[,<msus>] 

MMEMory:LOAD:STATe 


The specified instrument state is stored or loaded. The <numeric_value> parameter refers to 
the state number, which corresponds to the numbers found in *SAV and *RCL. 
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14.9.4 :TABLe <label>,<file_name>[,<msus>] 
MMEMory:LOAD:TABLe 


The MEMory:TABLe specified by <label> is loaded from or stored to the mass memory 
device. 


14.9.5 :TRACe <label>,<file_name>[,<msus>] 

MMEMory:LOAD:TRAGe 

The specified trace or array is loaded from or stored to the mass memory device. 
14.10 :-MSIS [<msus>] 

MMEMory:MSIS 


The “Mass Storage IS” command selects a default mass storage device which is used by all 
MMEMory commands except INITialize. If the parameter is omitted, the device-dependent 
setting for default mass storage device is selected. 


At *RST, the value of this parameter is device-dependent. 


14.11 :MOVE (<src_file>,<dest_file>) 


|(<src_file>,<src_msus>,<dest_file>,<dest_msus>) 
MMEMory:MOVE 


The MOVE command moves an existing file to another file name. 


Two forms of the parameter are allowed. The first form has two parameters. In this form the 
first parameter, <src_file>, specifies the file to be renamed, and the second parameter, 
<dest_file>, specifies the new name of the file. 


The move operation is performed on the default mass storage device. 





The second form has four parameters. The first two parameters, <src_file> and <src_msus>, 
specify the file name and storage device of the source file and the second two parameters, 
<dest_file> and <dest_msus>, specify the new file name and new storage device for the 
source file. 


Some instruments may not support the moving of a file across mass storage devices and thus 
shall generate error -250, “Mass Storage Error”, when the msus parameters are not the same. 


If the <src_file> does not exist, the instrument shall generate error -256, “File name not 
found”. If the <dest_file> already exists, the instrument shall generate error -257, “File name 
error’. 


This command is an event-only command and thus has no *RST value, and no query form. 


14.12 :NAME <file_name>[,<msus>] 
MMEMory:NAME 


Sets or queries the name of the file specification used by the CLOSe and OPEN commands. 


At *RST, the value of this parameter is device dependent. 
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:OPEN 

MMEMory:OPEN 

The OPEN event causes the selected file specified in NAME to be opened. An attempt to 
OPEN a file that is already opened shall cause an error -257, (File name error) to be 
generated. If the selected file is non-existent, it is created. 

:PACK [<msus>] 

MMEMory:PACK 

This command causes the mass storage device to be packed, such that unused memory 
between files is recovered and packed together. If an instrument, which supports file packing 
(ie: implements the MMEM:PACK command), receives the MMEM:PACK command but 
the current disk format does not support file packing, the instrument shall generate an error 
-250 (Mass Storage Error). If the <msus> is not specified the default is used. 


This command defines an event and thus has no *RST state or query form. 
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15 OUTPut Subsystem 


The OUTPut subsystem controls the characteristics of the source’s output port. 


A source which is sourcing impedance (programmable load) is allowed to alias this 


subsystem as INPut, providing that the OUTPut keyword is also recognized and the INPut 
subsystem is not used for its intended purpose within the instrument. 


KEYWORD PARAMETER FORM NOTES 
OUTPutlINPut See text 
:ATTenuation <numeric_value> 
:COUPling ACIDC 
:FILTer 
:AUTO <Boolean> | ONCE 1992 
:-EXTernal 1992 
[:STATe] <Boolean> 1992 
:‘HPASs 
:FREQuency <numeric_value> 1991 
[:STATe] <Boolean> 
‘TYPE BESSel | CHEByshev 1992 
[:LPASs] 
:FREQuency <numeric_value> 1991 
[:STATe] <Boolean> 
‘TYPE BESSel | CHEByshev 1992 
:-IMPedance <numeric_value> 
‘LOW FLOatIGROund 1991 
:POLarity NORMal | INVerted 1992 
:POLarization <numeric_value> 1994 
:HORizontal [no query] 1994 
:VERTical [no query] 1994 
:POSition 1994 
[:X] 1994 
:ANGLe 1994 
:DIRection UPIDOWN 1994 
[:[MMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
:LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
[:DISTance] 1994 
:DIRection UPIDOWN 1994 
[:IMMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
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KEYWORD PARAMETER FORM NOTES 
‘LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
‘Y 1994 
:ANGLe 1994 
:DIRection UPIDOWN 1994 
[:IMMediate] | <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
‘LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
[:DISTance] 1994 
:DIRection UPIDOWN 1994 
[:[MMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
‘LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
:Z 1994 
15 | :ANGLe 1994 
:DIRection UPIDOWN 1994 
[:[MMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
:LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
[:DISTance] 1994 
:DIRection UPIDOWN 1994 
[:[IMMediate] <numeric_value> 1994 
:LIMit 1994 
‘HIGH <numeric_value> 1994 
:LOW <numeric_value> 1994 
[:STATe] <Boolean> 1994 
:OFFSet <numeric_value> 1994 
:VELocity <numeric_value> 1994 
:PROTection 
:DELay <numeric_value> 
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KEYWORD PARAMETER FORM NOTES 
[:STATe] <Boolean> 
:TRIPped? [query only] 
:CLEar [no query] 
:ROSCillator 1991 
[:STATe] <Boolean> 1991 
:‘TTLTrg<n> 
:ECLTrg<n> 1991 
-IMMediate 1991 
:LEVel <Boolean> 1991 
:POLarity NORMallINVerted 1994 
:PROTocol SYNChronouslSS YNchronouslAS YNchronous 1991 
:WIDTh <numeric_value> 1991 
[:STATe] <Boolean> 
:SOURce <character data> 
[:STATe] <Boolean> 
‘TYPE <character data> 1992 
15.1 :ATTenuation <numeric_value> 
OUTPut:ATTenuation 
Sets the output ATTenuation level. The default units are in the current relative amplitude 
units. 


This should only be used where the setting is not reflected within the SOURce subsystem. 
For example, setting the output attenuation to 10 dB will cause the generated signal to 
decrease in amplitude by 10 dB. However, the power level setting will be unaffected by 


changing the output attenuation. 15 
At *RST, this value is device-dependent. 


15.2 :COUPling AC|DC 
OUTPut:COUPling 


Controls whether the signal is AC or DC coupled to the output port. 
At *RST, this value is device-dependent. 


153 :FILTer 
OUTPut:FlLTer 


The FILTer function allows filters to be inserted in the path of the signal. 


15.3.1. :AUTO <Boolean> | ONCE 
OUTPut:FILTer:AUTO 


Allows the system to determine the best filter characteristic and cutoff frequency. Explicitly 
selecting any output filter or output filter characteristic shall set AUTO OFF. 


At *RST, this value is device dependent. 


15.3.2  :EXTernal 
OUTPut:FlLTer:EXTernal 


Controls an external, user provided, filter. 
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15.3.2.1 [:STATe] <Boolean> 
OUTPut:FlLTer:EXTernal:STATe 


Selects a user provided filter. When STATe is ON the filter is placed in the signal path. 
At *RST, this value is OFF. 


15.3.3 :HPASs 
OUTPut:FILTer:HPASs 


Controls the high pass filter. 


15.3.3.1. :FREQuency <numeric_value> 
OUTPut:FILTer:HPASs:FREQuency 


Determines the cutoff frequency of the high pass filter. 
At *RST, this value is device-dependent. 


15.3.3.2 [:STATe] <Boolean> 
OUTPut:FILTer:HPASs:STATe 


Turns the high pass filter ON and OFF. 
At *RST, this value is device-dependent. 


15.3.3.3 :TYPE BESSel | CHEByshev 
OUTPut:FlLTer:HPASs:TYPE 


Determines the characteristic of the high pass filter. 
At *RST, this value is device dependent. 


15.3.4 [:LPASs] 
OUTPut:FlLTer:LPASs 


Controls the low pass filter. 


15.3.4.1. :FREQuency <numeric_value> 
OUTPut:FiLTer:LPASs:FREQuency 


Determines the cutoff frequency of the low pass filter. 


At *RST, this value is device-dependent. 


15.3.4.2 [:STATe] <Boolean> 
OUTPut:FlLTer:LPASs:STATe 


Turns the low pass filter ON and OFF. 
At *RST, this value is device-dependent. 


15.3.4.3 :TYPE BESSel | CHEByshev 
OUTPut:FlLTer:LPASs:TYPE 


Determines the characteristic of the low pass filter. 


At *RST, this value is device dependent. 
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15.4 :IMPedance <numeric_value> 
OUTPut:IMPedance 


OUTPut source impedance for the signal specified in Ohms. 


At *RST, this value is device-dependent. 


15.5 :LOW FLOat|GROund 
OUTPut:LOW 


Connects the low signal terminal to ground or allows it to float. 


This parameter is set to a device-dependent value at *RST. 


15.6 :POLarity NORMal | INVerted 
OUTPut:POLarity 


Sets or queries the output polarity. NORMal causes the source block’s signal to appear at the 
output with the same polarity as it was generated. INVerted causes the polarity of the source 
block’s signal to be reversed when it appears at the output terminals. 


At *RST, this value is NORMal. 


15.7 :POLarization <numeric_value> 
OUTPut:POLarization 


Sets the polarization of the output. The default units are radian. 
At *RST, this value is device-dependent. 


15.41 :HORizontal 
OUTPut:POLarization:HORizontal 


Sets the polarization of the output to zero. This command is an event. Therefore it has no 
associated query or meaning at *RST. 


15.7.2 :VERTical }15 


OUTPut:POLarization:VERTical 


Sets the polarization of the output to PI/2 radians. This command is an event. Therefore it 
has no associated query or meaning at *RST. 


15.8 :POSition 
OUTPut:POSition 


The characteristics of an incoming signal can be affected by the output’s spatial position and 
orientation relative to the origin. The definition of the origin is application specific. This 
subsystem uses a righthand coordinate system and has only one origin. 


In this subsystem only the IMMediate commands initiate movement. 
In this subsystem velocity is always positive. 


15.8.1 [:X] 
OUTPut:POSition:X 


Controls the settings concerning the X-axis. 
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15.8.1.1 :ANGLe 
OUTPut:POSition:X:ANGLe 


Specifies the angle of rotation around the X-axis. 


15.8.1.1.1 :DIRection UP|DOWN 
OUTPut:POSition:X:ANGLe:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.1.1.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:X:ANGLe:IMMediate 


This command indicates that the output is moved to the specified position without waiting 
for further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.1.1.3 :LIMit 
OUTPut:POSition:X:ANGLe:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.1.1.3.1. :HIGH <numeric_value> 
OUTPut:POSition:X:ANGLe:LIMit: HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the clockwise physical limit. 


15.8.1.1.3.2 :LOW <numeric_value> 
OUTPut:POSition:X:ANGLe:LIMit:LOW 


Sets the minimum for the POSition. 
At *RST, this value is set to the counterclockwise physical limit. 


15.8.1.1.3.3  :STATe <Boolean> 
OUTPut:POSition:X:ANGLe:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.1.1.4 :OFFSet <numeric_value> 
OUTPut:POSition:X:ANGLe:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.1.1.5 :VELocity <numeric_value> 
OUTPut:POSition:X:ANGLe:VELocity 


Controls the velocity of the angular rotation around the x-axis. 


At *RST, this value is device dependent. 
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15.8.1.2 [:DISTance] 
OUTPut:POSition:X:DISTance 


Controls the settings in linear direction of the X-axis. 


15.8.1.2.1 :DIRection UP/DOWN 
OUTPut:POSition:X:DISTance:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.1.2.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:X:DISTance:IMMediate 


This command indicates that the output is moved to the specified position without waiting 
for further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.1.2.3 :LIMit 
OUTPut:POSition:X:DISTance:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.1.2.3.1. :HIGH <numeric_value> 
OUTPut:POSition:X:DISTance:LIMit: HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the upper physical limit. 


15.8.1.2.3.2 :LOW <numeric_value> 
OUTPut:POSition:X:DISTance:LIMit:_LOW 


Sets the minimum for the POSition. 





At *RST, this value is set to the lower physical limit. 


15.8.1.2.3.3 :STATe <Boolean> 
OUTPut:POSition:X:DISTance:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.1.2.4 :OFFSet <numeric_value> 
OUTPut:POSition:X:DISTance:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.1.2.5 :VELocity <numeric_value> 
OUTPut:POSition:X:DISTance:VELocity 


Controls the velocity of the displacement on the x-axis. 


At *RST, this value is device dependent. 
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15.8.2 c¥ 
OUTPut:POSition:Y 


Controls the settings concerning the Y-axis. 


15.8.2.1 :ANGLe 
OUTPut:POSition:Y:ANGLe 


Specifies the angle of rotation around the Y-axis. 


15.8.2.1.1 :DIRection UP|DOWN 
OUTPut:POSition:Y:ANGLe:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.2.1.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:Y:ANGLe:IMMediate 


This command indicates that the output is moved to the specified position without waiting 
for further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.2.1.3 :LIMit 
OUTPut:POSition:Y:ANGLe:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.2.1.3.1  :HIGH <numeric_value> 
OUTPut:POSition:Y:ANGLe:LIMit:HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the clockwise physical limit. 


15.8.2.1.3.2 :LOW <numeric_value> 
OUTPut:POSition:Y:ANGLe:LIMit:LOW 


Sets the minimum for the POSition. 
At *RST, this value is set to the counterclockwise physical limit. 


15.8.2.1.3.3 :STATe <Boolean> 
OUTPut:POSition:Y:ANGLe:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.2.1.4 :OFFSet <numeric_value> 
OUTPut:POSition:Y:ANGLe:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.2.1.5 :VELocity <numeric_value> 
OUTPut:POSition:Y:ANGLe:VELocity 


Controls the velocity of the angular rotation around the y-axis. 
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At *RST, this value is device dependent. 


15.8.2.2 [:DISTance] 
OUTPut:POSition:Y:DISTance 


Controls the settings in linear direction of the Y-axis. 


15.8.2.2.1 :DIRection UP|DOWN 
OUTPut:POSition:Y:DISTance:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.2.2.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:Y:DISTance:IMMediate 


This command indicates that the output is moved to the specified position without waiting 
for further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.2.2.3 :LIMit 
OUTPut:POSition:Y:DISTance:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.2.2.3.1  :HIGH <numeric_value> 
OUTPut:POSition:Y:DISTance:LIMit:HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the upper physical limit. 


15.8.2.2.3.2 :LOW <numeric_value> 
OUTPut:POSition:Y:DISTance:LIMit:_LOW 


Sets the minimum for the POSition. 





At *RST, this value is set to the lower physical limit. 


15.8.2.2.3.3  :STATe <Boolean> 
OUTPut:POSition:Y:DISTance:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.2.2.4 :OFFSet <numeric_value> 
OUTPut:POSition:Y:DISTance:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.2.2.5 :VELocity <numeric_value> 
OUTPut:POSition:Y:DISTance:VELocity 


Controls the velocity of the displacement on the y-axis. 


At *RST, this value is device dependent. 
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15.3.3  iZ 
OUTPut:POSition:Z 


Controls the settings concerning the Z-axis 


15.8.3.1 :ANGLe 
OUTPut:POSition:Z:ANGLe 


Specifies the angle of rotation around the Z-axis. 


15.8.3.1.1 :DIRection UP|DOWN 
OUTPut:POSition:Z:ANGLe:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.3.1.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:Z:ANGLe:IMMediate 


This command indicates that the output is moved to the specified position without waiting 
for further commands. 


*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.3.1.3 :LIMit 
OUTPut:POSition:Z:ANGLe:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.3.1.3.1. :HIGH <numeric_value> 
OUTPut:POSition:Z:ANGLe:LIMit:HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the clockwise physical limit. 


15.8.3.1.3.2 :LOW <numeric_value> 
OUTPut:POSition:Z:ANGLe:LIMit:LOW 


Sets the minimum for the POSition. 


At *RST, this value is set to the counterclockwise physical limit. 


15.8.3.1.3.3  :STATe <Boolean> 
OUTPut:POSition:Z:ANGLe:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.3.1.4 :OFFSet <numeric_value> 
OUTPut:POSition:Z:ANGLe:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.3.1.5 :VELocity <numeric_value> 
OUTPut:POSition:Z:ANGLe:VELocity 


Controls the velocity of the angular rotation around the z-axis. 
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At *RST, this value is device dependent. 


15.8.3.2 [:DISTance] 
OUTPut:POSition:Z:DISTance 


Controls the settings in linear direction of the Z-axis. 


15.8.3.2.1 :DIRection UP|DOWN 
OUTPut:POSition:Z:DISTance:DIRection 


Controls the direction of the movement when started with INITiate. 
At *RST, this is set to UP 


15.8.3.2.2 [:IMMediate] <numeric_value> 
OUTPut:POSition:Z:DISTance:IMMediate 
This command indicates that the output is moved to the specified position without waiting 
for further commands. 
*RST has no effect on the IMMediate value except that movement shall stop. 


15.8.3.2.3 :LIMit 
OUTPut:POSition:Z:DISTance:LIMit 


Sets the maximum bounds on the physical POSition. 


15.8.3.2.3.1  :HIGH <numeric_value> 
OUTPut:POSition:Z:DISTance:LIMit:HIGH 


Sets the maximum for the POSition. 
At *RST, this value is set to the upper physical limit. 


15.8.3.2.3.2 :LOW <numeric_value> 
OUTPut:POSition:Z:DISTance:LIMit:_LOW 


Sets the minimum for the POSition. 





At *RST, this value is set to the lower physical limit. 


15.8.3.2.3.3  :STATe <Boolean> 
OUTPut:POSition:Z:DISTance:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


15.8.3.2.4 :OFFSet <numeric_value> 
OUTPut:POSition:Z:DISTance:OFFSet 


This defines a single value that is subtracted from the physical POSition. 
At *RST, this value is device-dependent. 


15.8.3.2.5 :VELocity <numeric_value> 
OUTPut:POSition:Z:DISTance:VELocity 


Controls the velocity of the displacement on the z-axis. 


At *RST, this value is device dependent. 
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:PROTection 
OUTPut:PROTection 


Controls the characteristics of the output protection or foldback circuits. 
:DELay <numeric_value> 
OUTPut:PROTection:DELay 


Controls the amount of time the protection trip condition must be true before the subsequent 
protection is taken (for example, tripping a foldback circuit or reporting an error). The units 
for the parameter are seconds. 


At *RST, this value is device-dependent. 

[:STATe] <Boolean> 

OUTPut:PROTection:STATe 

Controls whether the output protection circuit is enabled. 
At *RST, this value is device-dependent. 

:TRIPped? 

OUTPut:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. TRIPped 
only has a query form and thus has no associated *RST condition. 


:CLEar 
OUTPut:PROTection:CLEar 
Causes the protection circuit to be cleared. 


This command is an event and has no associated *RST condition. 


:ROSCillator 
OUTPut:ROSCillator 


The ROSCillator subtree controls the output on the ROSCillator OUTPut port. 
[:STATe] <Boolean> 
OUTPut:ROSCillator:STATe 


The STATe command selects whether or not the device outputs a signal on its ROSCillator 
port. When ON is selected, the device outputs a signal; when OFF, it does not. 


At *RST, STATe OFF shall be selected. 
:TTLTrg<n>|:ECLTrg<n> 
OUTPut:TTLTrg|:ECLTrg 


The TTLTrg and ECLTrg subtrees control the driving of the VXI backplane TTL and ECL 
trigger buses. A numeric suffix is required, indicating the particular line in the bus. Valid 
lines are TTLTrg0 through TTLrg7, and ECLTrgO through ECLTrg5. 


:IMMediate 
OUTPut:TTLTrg|:ECLTrg:IMMediate 


The IMMediate command causes a pulse to appear on the specified trigger line, regardless of 
the level. 
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15.11.2 :LEVel <Boolean> 
OUTPut:TTLTrg|:ECLTrg:LEVel 


The LEVel command sets the selected TTLTrg or ECLTrg line to a logical level 0 or 1. For 
TTL, level 0 is 5 volts and level 1 is 0 volts. For ECL level 0 is -2 volts and level 1 is 0 volts. 
At *RST, LEVel is set to OFF. 

15.11.3  :POLarity NORMal|INVerted 
OUTPut:TTLTrg|:ECLTrg:POLarity 
This command sets and queries the polarity of the specified VXI TTL or ECL trigger line. 


At *RST, the value of this parameter is NORMal. 


15.11.4  :PROTocolSYNChronous|SSYNchronous|ASYNchronous 
OUTPut:TTLTrg|:ECLTrg:PROTocol 


This command selects the trigger protocol for the VXI TTLTrg or ECLTrg trigger lines. The 
protocols are specified in the VXIbus System Specification Revision 1.4 under sections 
B.6.2.3 and B.6.2.4. 


= =SYNChronous selects the synchronous trigger protocol. 
= = SSYNchronous selects the semi-synchronous trigger protocol. 
= = ASYNchronous selects the asynchronous trigger protocol. 

At *RST, the SYNChronous protocol is selected for all trigger lines. 


15.11.5 :WIDTh <numeric_value> 
OUTPut:TTLTrg|:ECLTrg:WIDTh 


Selects width of the pulse being generated by the OUTPut:TTLTrg<n>:[MMediate or 
OUTPut:ECLTrg<n>:[MMediate command. The default units are seconds. 





The *RST value is device dependent. 
15.11.6 [:STATe] <Boolean> 
OUTPut:TTLTrg|:ECLTrg:STATe 


The STATe command selects whether or not the VXI module drives the VXI backplane 
trigger line. When ON is selected, the module shall drive the trigger line; when OFF, it shall 
not. 


At *RST, STATe OFF shall be selected. 


15.11.7 :SOURce <character data> 
OUTPut:TTLTrg|:ECLTrg:SOURce 


Controls which signal from the VXI module shall drive the VXI backplane trigger line. 
Source names are character data, such as INTernal or EXTernal. 


At *RST, the value of this parameter is device dependent. 
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1.12 [:STATe] <Boolean> 
OUTPut:STATe 


The STATe function controls whether the output terminals are open or closed. When the 
function is OFF, the terminals are at maximum isolation from the signal. 


At *RST, this function shall be set to OFF. 


1518 ‘TYPE <character data> 
OUTPut:TYPE 


Selects the output characteristic to be used if more than one is available. 
The following characteristics are currently defined for instruments: 

™ BALanced — balanced or differential output. 

™ UNBalanced — unbalanced with respect to ground. 


At *RST the TYPE is device-dependent. 


15-14 OUTPut Subsystem 


1999 SCPI Command Reference 





PROGram Subsystem 


The purpose of the PROGram subsystem is to provide the administrative features needed to 
generate and control one or more user-programmed tasks resident in an instrument. Two 
distinct methods of accessing a particular program are provided in the PROGram 
subysystem. One method employs EXPLicit reference for each command, allowing access to 
all programs, but requires the program name to be always specified. The other method 
allows a single program to be SELected at a time, and the related commands access only the 
currently selected program. If the EXPLicit method is implemented, then the SELected 
method shall also be implemented. 


A *RST received from a remote controller, via the device interface, shall cause all programs 
to be stopped. 


A *RST generated by a program running in the device shall cause the same effect as a *RST 
received from a remote controller, with the exception that the program that generated the 
*RST shall not be forced to stop. It is necessary for a *RST to behave in this manner so that 
a program, when run on either a remote controller or the device, shall have the same effect. 





KEYWORD PARAMETER FORM NOTES 
PROGram 
:CATalog? [query only] 
[:SELected] 
:DEFine <program> 
:DELete [no query] 
[:SELected] 
‘ALL 
:EXECute <program_command> [no query] 
:MALLocate <nbytes>IDEFault 
:NAME <progname> 
:NUMBer <varname>{,<nvalues>} 
:STATe (RUNIPAUSelSTOPICONTinue) 
:STRing <varname>{,<svalues>} 
:WAIT 1991 
:EXPLicit 
:DEFine <progname>,<program> 
:DEFine? <progname> [query only] 
:DELete <progname> 
:EXECute <progname>,<program_command> [no query] 
:MALLocate <progname>,(<nbytes>IDEFault) 
:NUMBer <progname>,<varname>{,<nvalues>} 
:STATe <progname>,(RUNIPAUSelSTOPICONTinue) 
:STRing <progname>,<varname>{,<svalues>} 
:WAIT <progname> 1991 
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:CATalog? 

PROGram:CATalog? 

The CATalog query commands lists all the defined programs. Response is a list of 
comma-separated strings. Each string contains the name of a program. If no programs are 
currently defined, then response is a null string (“”’ ). 


[:SELected] 

PROGram:SELected 

All the commands under this node access only the program that has been selected by the 
NAME command. 


:DEFine <program> 

PROGram:SELected:DEFine 

The DEFine command is used to create and download programs. The DEFine query is used 
to upload programs. The program name used for the definition is the currently selected 
program name. 


In the DEFine command, the selected program name shall represent a unique name. That is, 
to download and overwrite an existing program with the same program name, the existing 
program must be DELeted first. If such an attempt is made without deleting first, an “Illegal 
program name” error (-282) shall be generated. 


The <program> shall be block data. The contents are device-dependent. When overflow 
occurs a program error (-28X) shall be generated. 


In the DEFine query, the selected program shall be returned. The <program> shall be 
uploaded as definite length arbitary block response data. 


:DELete 
PROGram:SELected:DELete 


The DELete command deletes downloaded programs. 


[:SELected] 
PROGram:SELected:DELete:SELected 


This command causes the selected program to be deleted. 


:ALL 
PROGram:SELected:DELete:ALL 
ALL is used to specify that all programs in the device are to be deleted. If any of the 
programs are in the RUN state, a “Program currently running” error (-284) shall be 
generated and no programs shall be deleted. 


:EXECute <program_command> 

PROGram:SELected:EXECute 

The EXECute command executes the <program_command> in the selected program 
environment. <program_command> is string data representing any legal program command. 
If the string data is not legal, then a “Program syntax error” (-285) shall be generated. The 
selected program shall be in either the PAUSed or STOPped state before the EXECute 
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command shall be allowed. If the program is in the RUN state, a “Program currently 
running” error (-284) shall be generated. 


16.2.4 :MALLocate <nbytes>|DEFault 
PROGram:SELected:MALLocate 
The Memory ALLocate command is used to reserve memory space in the device for use by 
the selected program. If DEFault is specified, then the device shall calculate the amount of 
memory needed. <nbytes> is numerical data which specifies the required memory in bytes. 
If the required memory is greater than the space available, then a parameter error “Data out 
of range” (-222) shall be generated. 


*RST has no effect on the value of MALLocate. 


16.2.5 :NAME <progname> 
PROGram:SELected:NAME 
The NAME command defines the name of the program to be selected. If the program name 
<progname> already exists, then that existing program shall be selected. If the program 
name does not exist, then the new name shall be selected, but no program shall be defined by 
this selection. <progname> is character data. 


*RST causes the selected name to become PROG. 


16.2.6 :NUMBer <varname>{,<nvalues>} 
PROGram:SELected:NUMBer 
The NUMBer command is used to set and query the contents of numeric program variables 
and arrays in the currently selected program. The currently selected program must be a 
DEFined program, otherwise an “Illegal program name” error (-282) shall be generated. The 
variable specified in <varname> shall be the name of an existing variable in the selected 
program, otherwise an “Illegal variable name” error (-283) shall be generated. <varname> 
can be either character data or string data. <nvalues> is a list of comma separated 16 
<numeric_values> which are used to set <varname>. If the specified variable cannot hold all 
of the specified <numeric_values> then a “Parameter not allowed” error ( -108 ) shall be 
generated. 


The query form NUMBer? <varname> returns the contents of the variable as acomma 
separated list 


16.2.7. :STATe RUN|PAUSe|STOP|CONTinue 
PROGram:SELected:STATe 
The STATe command is used to either set the state or query the state of a selected program. 
The following matrix defines the effect of setting the STATe to the desired value from each 
of the possible current states. In certain cases a parameter error “Settings conflict” (-221) 
shall be generated. 


The states are described as follows: 


RUNNING: The program is currently executing 
PAUSED: The program has reached a break in execution but can be continued. 
STOPPED: Execution has been terminated. 
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state current state 
requested 
RUNNING PAUSED STOPPED 
RUN error (-221) RUNNING RUNNING 
CONT error (-221) RUNNING error (-221) 
PAUSE PAUSED PAUSED STOPPED 





:STRing <varname>{,<svalues>} 

PROGram:SELected:STRing 

The STRing command is used to set and query the contents of string program variables and 
arrays in the currently selected program. The currently selected program must be a DEFined 
program, otherwise an “Illegal program name” error (-282) shall be generated. The variable 
specified in <varname> shall be the name of an existing variable in the selected program, 
otherwise an “Illegal variable name” error (-283) shall be generated. <varname> can be 
either character data or string data. <svalues> is a list of comma-separated strings which are 
used to set <varname>. If the specified variable cannot hold all of the specified string values 
then a “Parameter not allowed” error (-108 ) shall be generated. If a string value is too long 
then it will be truncated when stored in the programs variable. 


The query form STRing? <varname> returns the contents of the variable as a comma 
separated list 


:WAIT 

PROGram:SELected:WAIT 

The WAIT command and its query form shall cause no further commands or queries to be 
executed, until the selected program exits from the RUN state, that is either STOPped or 
PAUSed. For the query, a | is returned in NR1 format at this time, when the program is 
either STOPped or PAUSed. 


:EXPLicit 

PROGram:EXPLicit 

All the commands under the EXPLicit node directly reference the desired program by name, 
thus allowing access to a program without having to change the selected program. The 
<progname> parameter is required for these commands. 


:DEFine <progname>,<program> 

PROGram:EXPLicit:DEFine 

The DEFine command is used to create and download programs. The DEFine query is used 
to upload programs. 


In the DEFine command, the specified program name shall represent a unique name. That is, 
to download and overwrite an existing program with the same program name, the existing 
program must be DELeted first. If such an attempt is made, without deleting first, an “Illegal 
program name” error (-282) shall be generated. 
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The <program> shall be block data. The contents are device-dependent. When overflow 
occurs a program error (-28X) shall be generated. 


In the DEFine query, the specified program name shall be the name of an existing program; 
otherwise an “Illegal program name” error (-282) shall be generated. The <program> shall 
be uploaded as definite length arbitary block response data. 


16.3.2 :DELete <progname> 
PROGram:EXPLicit:DELete 


The delete command deletes the specified downloaded program. 


16.3.3 :EXECute <progname>,<program_command> 
PROGram:EXPLicit:EXECute 
The EXECute command executes the <program_command> in the specified program 
environment. <program_command> is string data representing any legal program command. 
If the string data is not legal, then a “Program syntax error” (-285) shall be generated. The 
specified program shall be in either the PAUSed or STOPped state before the EXECute 
command shall be allowed. If the program is in the RUN state, a “Program currently 
running” error (-284) shall be generated. 


16.3.4 :MALLocate <progname>,(<nbytes>|DEFault) 
PROGram:EXPLicit:MALLocate 
The Memory ALLocate command is used to reserve memory space in the device for use by 
the specified program. The specified program shall be the name of an existing program, 
otherwise an “Illegal program name” error (-282) shall be generated. If DEFault is specified, 
then the device shall calculate the amount of memory needed. <nbytes> is numerical data 
which specifies the required memory in bytes. If the required memory is greater than the 
space available, then a parameter error “Data out of range” (-222) shall be generated. 


*RST has no effect on the value of MALLocate. 16 


16.3.5 :NUMBer<progname>,<varname>{,<nvalues>} 
PROGram:EXPLicit:NUMBer 
The NUMBer command is used to set and query the contents of numeric program variables 
and arrays in the specified program. The specified program must be a DEFined program, 
otherwise an “Illegal program name” error (-282) shall be generated. The variable specified 
in <varname> shall be the name of an existing variable in the specified program, otherwise 
an “Tllegal variable name” error (- 283) shall be generated. <varname> can be either 
character data or string data. <nvalues> is a list of comma-separated <numeric_values> 
which are used to set <varname>. If the specified variable cannot hold all of the specified 
<numeric_values>, then a “Parameter not allowed” error (-108 ) shall be generated. 


The query form NUMBer’? <varname> returns the contents of the variable as acomma 
separated list 


16.3.6 :STATe<progname>,(RUN|PAUSe|STOP|CONTinue) 
PROGram:EXPLicit:STATe 


The STATe command is used to either set the state or query the state of the specified 
program. The matrix below defines the effect of setting the STATe to the desired value from 
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each of the possible current states. In certain cases a parameter error “Settings conflict” 
(-221) shall be generated. 




















desired current state 
state 
RUNNING PAUSED STOPPED 
RUN error (-221) RUNNING RUNNING 
CONT error (-221) RUNNING error (-221) 
PAUSE PAUSED PAUSED STOPPED 
STOP STOPPED STOPPED STOPPED 
The states are described as follows: 
RUNNING: The program is currently executing 
PAUSED: The program has reached a break in execution but can be continued. 
STOPPED: Execution has been terminated. 


:STRing <progname>,<varname>{,<svalues>} 

PROGram:EXPLicit:STRing 

The STRing command is used to set and query the contents of string program variables and 
arrays in the specified program. The specified program must be a DEFined program, 
otherwise an “Illegal program name” error (-282) shall be generated. The variable specified 
in <varname> shall be the name of an existing variable in the specified program, otherwise 
an “Tilegal variable name” error (-283) shall be generated. <varname> can be either character 
data or string data. <svalues> is a list of comma-separated strings which are used to set 
<varname>. If the specified variable cannot hold all of the specified string values, then a 
“Parameter not allowed” error (-108) shall be generated. If a string value is too long then it 
will be truncated when stored in the programs variable. 


The query form STRing? <varname> returns the contents of the variable as a comma 
separated list 


:WAIT <progname> 

PROGram:EXPLicit:WAIT 

The WAIT command and its query form shall cause no further commands or queries to be 
executed, until the defined program exits from the RUN state, that is either STOPped or 
PAUSed. For the query, a | is returned in NR1 format at this time, when the program is 
either STOPped or PAUSed. 
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17 ROUTe Subsystem 


In the SCPI instrument model, the block where user accessibility to the actual signals occurs 
is called “signal routing.” In some instruments this function may be trivial and thus 
commands for this block would not be required. In such cases the ports associated with the 
INPut or OUTput blocks are available directly to the user, typically on the instrument’s front 
panel. The ROUTe commands apply equally to instruments whose primary purpose is to 
provide signal routing and to instruments that provide some routing capability “in front of” 
the INPut and/or OUTput blocks. 


The ROUTe node may be optional in a particular instrument. This capability is intended for 
instruments whose primary function is signal routing. The ROUTe node cannot be optional if 
either SENSe or SOURCe is optional, since only one node at a given level may be optional. 





KEYWORD PARAMETER FORM NOTES 
:ROUTe 
:CLOSe <channel_list> 1992 
:STATe? [query only] 
:MODule 
:CATalog? [query only] 
:DEFine <module_name>,<module_address> 
:DEFine? <module_name> 
:DELete 
:ALL [event; no query] 
[: NAME] <module_name> [event; no query] 
:OPEN <channel_list> 1992 
‘ALL [event; no query] 1993 
:PATH 
:CATalog? [query only] 
:DEFine <path_name>,<channel_list> 
:DEFine? <path_name> 
:DELete 
:ALL [event; no query] 
[:NAME] <path_name> [event; no query] 
:SAMPle 1999 
:CATalog? [query only] 1999 
[:OPEN] BAGIDILutelPREIPOSTIMID 
ICEFFiciencyINONEIZEROISPAN 
IVERifyIMANifold 1999 
:SCAN <channel_list> 1992,4 
:TERMinals FRONtIREARIBOTHINONE 1992 
17.1 :CLOSe <channel_list> 
ROUTe:CLOSe 


The CLOSe command allows specific individual channels to be closed or queried. If all the 
specified channels cannot be closed, an execution error is reported. 
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For example, suppose a module contains a coaxial multiplexor, and only one channel on a 
bank is able to be closed at a time. If a command tries to close two channels on the same 
bank, the instrument should report an execution error. 


CLOSe may be an overlapped command. The *OPC mechanism may be used to determine 
when switches are actually closed or opened. The sequence in which channels are closed is 
not guaranteed. 


The CLOSe? query allows the condition of individual switches to be queried. The instrument 
returns a | or 0 for each channel in the list, in the same order that the list is specified. A 
response of | means the channel is closed and a 0 means the channel is open. 


At *RST, this value is device-dependent. 
:‘STATe? 
ROUTe:CLOSe:STATe? 


The ROUTe:CLOSe:STATe? query, which has no parameters, returns an IEEE 488.2 
definite length block which contains a <channel_list> of all the closed switches in the entire 
instrument. 


:MODule 

ROUTe:MODule 

The MODule subsystem controls the assignment of <module_name>. 
:CATalog? 

ROUTe:MODule:CATalog? 


The ROUTe:MODule:CATalog? query returns a list of all currently defined 
<module_names>. 


Response is a list of comma-separated strings. Each string contains a <module_name>. If no 
<module_name> elements are currently defined, then response is a null string (""). 


[:DEFine] <module_name>,<module_address> 
ROUTe:MODule:DEFine 


Name a module <module_address> as <module_name>. This command assigns a 
user-defined name to a number representing a card address in hardware-dependent form (for 
example, a VME address). 


The query form of this command, “ROUTe:MODule:DEFine? <module_name>” returns an 
<NRI1> response showing what <module_address> is bound to <module_name>. 
:DELete 
ROUTe:MODule:DELete 
‘ALL 
ROUTe:MODule:DELete:ALL 


The ROUTe:MODule:DELete: ALL command deletes all module name bindings, and frees 
all names created by the MODule command. 
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17.2.3.2 [:NAME] <module_name> 
ROUTe:MODule:DELete:NAME 


The ROUTe:MODule:DELete[: NAME] command removes a module name created by a 
MODule command. 
73 :OPEN <channel_list> 
ROUTe:OPEN 
The OPEN command allows specific channels to be opened or queried. 


OPEN may be an overlapped command. The *OPC mechanism may be used to determine 
when switches are actually closed or opened. The sequence in which channels are opened is 
not guaranteed. 


The query OPEN? allows the condition of switches to be queried. The instrument returns a 1 
or 0 for each channel in the list, in the same order that the list is specified. A response of 0 
means the channel is closed and a 1 means the channel is open. 


At *RST, this value is device-dependent. 
1733.1 :ALL 
ROUTe:OPEN:ALL 
The OPEN:ALL command opens all the channels. 


OPEN:ALL may be an overlapped command. The *OPC mechanism may be used to 
determine when switches are actually closed or opened. The sequence in which channels are 
opened is not guaranteed. 

17.4 :PATH 
ROUTe:PATH 
The PATH subsystem controls the binding of <channel_list> elements. 


17.4.1. :CATalog? 
ROUTe:PATH:CATalog? 


The ROUTe:PATH:CATalog? query returns a list of all currently defined <path_names>. 





Response is a list of comma-separated strings. Each string contains a <path_name>. If no 
<path_name> elements are currently defined, then response is a null string ("""). 

17.4.2 [:DEFine] <path_name>,<channel_list> 
ROUTe:PATH:DEFine 
The ROUTe:PATH:DEFine command assigns <path_name> as a user-specified way of 
referring to <channel_list>. This command allows the user to define a list of relays that can 
be opened and closed with the use of a <path_name>. 


The query form of this command, “ROUTe:PATH:DEFine? <path_name>” returns a block 
containing the <channel_list> bound to <path_name>. 


ROUTe Subsystem 17-3 


17.4.3 


17.4.3.1 


17.4.3.2 


17.5 


17351 


175.2 


1999 SCPI Command Reference 


:DELete 
ROUTe:PATH:DELete 


‘ALL 
ROUTe:PATH:DELete:ALL 


The ROUTe:PATH:DELete:ALL command deletes all path name bindings, and frees all 
names created by the PATH command. 


ROUTe:SAMPle 


[:NAME] <path_name> 
ROUTe:PATH:DELete:NAME 
The ROUTe:PATH:DELete[: NAME] command removes a path name created by a PATH 
command. 
:SAMPle 
ROUTe:SAMPle 
This subsystem sets up the route for the sample gas to flow. 


:CATalog? 

:ROUTe:SAMPle:CATalog? 

Returns a comma-separated list of strings containing available sample points used for 
:ROUTe:SAMPle:OPEN. 


[:OPEN] BAG|DILute|PRE|POST|MID|CEFFiciency|NONE|ZERO|SPAN 

| VERify|MANifold 

:ROUTe:SAMPle[:OPEN] 

This command causes flow from the specified sample point to the selected instrument(s). An 
execution error -200 shall occur if the <sample_point> references a configuration that cannot 
be achieved by the device. This command can also query the currently selected 
<sample_point>. The query response is a string. Each string contains a <sample_point>. If a 
<sample_point> is not currently selected, then the response is NONE. 


At *RST the selected path goes to the idle state (NONE). 


For emissions benches, the :ROUTe:SAMPle command is used to route gases from the 
source to the measurement instrument. This command causes gases to flow to the 
instruments from the specified sample point. No measurement sequence is executed, 
however subsequent SENSe:DATA? queries will reflect the current values of the gases 
flowing through the analyzers. Gas routing may be implied during predefined procedures. 
On *RST the selected path goes to the idle state (NONE). 


When the following <sample_point>s are implemented they shall conform to the following 
naming conventions: 


™ BAG — Causes gases from the specified bag sampling system to flow through the 
instruments. (Note: an appropriate CVS command is needed to complete this function.) 


= DILute — Gases from the Sampler after dilution with ambient air, for example, the 
tunnel of a diesel sampling system 
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™ PRE — Gasses from between the engine and the catalytic converter. 


= POST — Gasses from the vehicle exhaust after the catalyst but before dilution in the 
sampling system. 


™ MID — Gases from between the oxidizing and reducing catalysts. 


™ CEFFiciency — Directs gases from each of the necessary sample points to each of the 
necessary sample manifolds in order to perform a catalyst efficiency test. 


= NONE — Places the flow of gases in an idle state. 

= ZERO — Directs zero gases to the selected instruments. 

™ SPAN — Directs span gases to the selected instruments for the selected ranges. 
™ VERify — Flows verification gases to all selected instruments 


= MANifold — Enables Manifold as locally configured at the bench. 
Examples: 


:INSTrument:DEFine:GROup MyGroup, “CONC1", ”“”CONC2", “CONC3" 
:INSTrument:SELect MyGroup 
:ROUte: SAMPle ZERO 

















Routes zero gas to all analyzers defined by the group “MyGroup”. 


:INSTrument:DEFine:GROup MyGroup, “CONC1", ”“”CONC3", “CONC4" 
:INSTrument:SELect MyGroup 
:ROUte:SAMPle NONE 

















Discontinues any flows in progress and places the flow of gases into an idle state, for the 
group of instruments defined by “MyGroup”. 





:INSTrument :DEFine:GROup MyGroup, “CONC2", “”CONC3" 
:INSTrument:SELect MYGROUP 
:ROUTe:SAMPle MANifoldl 








Flows engine exhaust from manifold setting 1 for the group of instruments defined by 
“MyGroup”. 


:INSTrument:DEFine:GROup MyGroup, “CONC1",”CONC2", “CONC3" 
:INSTrument:SELect MyGroup 
:ROUTe:SAMPle? 


Returns: MANifold1 
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:SCAN <channel_list> 

ROUTe:SCAN 

The SCAN command specifies or queries a list of channels for the instrument to sequence 
through. The instrument will automatically step through the list of channels provided when 
the trigger subsystem device action occurs. The device action is to open the channel 
previously closed, then to close the next channel in the list. Whether this action is 
break-before-make is device-dependent. 


The INITiate[:IMMediate] command must be sent in order to initiate scanning. 


Execution of the SCAN command, and the resulting scan operation, may or may not open 
any channels which are already closed. 


If the <channel_list> parameter contains a <channel_range>, the instrument will expand the 
range into its individual channels, and scan each channel individually. For example, 
(@1,3:5,9) will be scanned identically to (@1,3,4,5,9). 


The query, which has no parameter, returns the scan list. The format of the response is an 
IEEE 488.2 definite length block which contains a <channel_list>. The instrument may 
return the scan list exactly as it was received, or it may return an equivalent list with paths or 
ranges expanded. 


Note: The query form was added in 1994. 
TERMinals FRONt|REAR|BOTH|NONE 
ROUTe:TERMinals 


FRONt opens the rear terminals and closes the front terminals (break before make). REAR 
opens the front terminals and closes the rear terminals (also break before make). BOTH 
closes both the front and rear terminals in a device-dependent order. NONE opens both the 
front and rear terminals in a device-dependent order. 


At *RST, TERM is set to FRONt. 
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SENSe Subsystem 


The SENSe setup commands are divided into several sections. Each section or subsystem 
deals with controls that directly affect device-specific settings of the device and not those 
related to the signal-oriented characteristics. These commands are referenced through the 
SENSe node. 


The SENSe node may be optional in a particular device. The reason that the SENSe is 
optional is to allow devices which are primarily sensors to accept shorter commands. The 
SENSe node cannot be optional if either SOURce or ROUTe is optional, since only one 
node at a given level may be optional. For example, a typical counter may elect to make the 
SENSe node optional, since the most frequently used commands would be under the SENSe 
subsystem. If the counter also contained either source or routing functionality, these would 
be controlled through their respective nodes; however, the SOURce or ROUTe nodes would 
be required. An optional node, such as SENSe, implies that the device shall accept and 
process commands with or without the optional node and have the same result. That is, the 
device is required to accept the optional node, if sent, without error. 


In some instances, a sensor may contain subservient source or sensor functions. In such 
cases, the additional subservient functionality shall be placed as SENSe or SOURce 
subnodes under the SENSe subsystem. Further, no optional nodes (SENSe, SOURce or 
ROUTe) are permitted if such subservient functionality exists in a device. Otherwise 
conflicts in interpreting commands would occur, for example, between SENSe and 
[SOURce:]SENSe if the SOURce were allowed to be optional. 


The FREQuency subsystem contains several sets of commands which have complex 
couplings. This includes the swept commands STARt, STOP, CENTer, and SPAN as one 
set. Sending any one of a set singly will affect two others of the set. However, if two are sent 
in a single message unit, then these two should be set to the values specified and the other 
two changed. This is in accordance with the style guidelines and JEEE 488.2. If any 
command in the set is implemented then all the commands in the set shall be implemented. 


If the requested setting is unachievable given the other instrument settings, then an error 
must be generated (-221 “Settings conflict’). The device may resolve the conflict in a 
device-dependent manner (for example, change STARt, STOP, CENTer, and/or SPAN) to 
resolve the error. Note that when more than one of the four sweep settings are received in the 
same program message unit, the sweep will be determined by the last two received. 


The coupled commands may define commands as subnodes which alter these couplings. The 
command description will define how the couplings are altered. However, any command 
which alters couplings must default to the couplings described in this section as the *RST 
couplings. 


When CENTer or SPAN is changed the following couplings apply: 


SPAN = SPAN 

CENTer = CENTer 

STOP = CENTer + (SPAN/2) 
STARt = CENTer - (SPAN/2) 
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When STARt or STOP changed the following couplings apply: 
STARt = STARt CENTer = (STARt+STOP)/2 
STOP STOP SPAN STOP - STARt 


The CURRent, VOLTage and POWer subsystems contain several commands which have 
complex couplings. These commands exist under RANGe: they are UPPer, LOWer, OF Fset, 
and PTPeak. UPPer and LOWer are considered as one set, with OFFSet and PTPeak as 
another set. Sending any one of a set singly shall affect the two values of those commands in 
the other set. However, if two are sent in a single message unit, then these two should be set 
to the values specified and the unspecified two values shall be changed. This is in 
accordance with the style guidelines and IEEE 488.2. If either OFFSet or PTPeak is 
implemented, then all four commands, UPPer, LOWer, OFFSet, and PTPeak shall also be 
implemented. 


When UPPer or LOWer is changed the following couplings apply: 


UPPer = UPPer OFFSet = (UPPer + LOWer)/2 
LOWer = LOWer PTPeak = UPPer - LOWer 
When OFFSet or PTPeak is changed the following couplings apply: 
OFFSet = OFFSet UPPer = OFFSet + (PTPeak/2) 
PTPeak = PTPeak LOWer = OFFSet - (PTPeak/2) 


The SENSe subsystem for the dynamometer contains the commands needed to sense 
real-time measurements taken from the dynamometer system. This includes force, speed, 
frictional losses, acceleration rate, distance, and simulation error. These commands are used 
in conjunction with the TRIGer Subsystem for collecting data in blocks. See SCPI 1995 
Volume 2 Command Reference chapter 18 section 11 for further detail on the DATA and 
FUNCtion subsystems. 
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First Level SENSe Keywords 

[:SENSe] 
:AM 1991 
:AVERage 1992 
:BANDwidthl:BWIDth 
:CONCentration 1999 
:CONDition 
:CORRection 
:CURRent 
:DATA? 1999 
:DETector 
:DISTance 1999 
:FILTer 1991 
FM 1991 
:FREQuency 
:FUNCtion 
:LIST 
:MIXer 
:PM 1991 
:POWer 
:RESistancel: FRESistance 
:ROSCillator 
:SMOothing 
:SSB 
:STABilize 1999 
:SWEep 
:VOLTage 
:WINDow 
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AM Subsystem 
SENSe:AM 


The Amplitude Modulation subsystem is used to set up the modulation controls and 
parameters associated with sensing and demodulating amplitude modulated signals. 


KEYWORD PARAMETER FORM NOTES 
:AM 1991 
[:DEPTh] 1991 
‘RANGe 1991 
:AUTO <Boolean>IONCE 1991 
[:UPPer] <numeric_value> 1991 
:LOWer <numeric_value> 1991 
‘TYPE LINearlLOGarithmic 1994 

[:DEPTh] 


SENSe:AM:DEPTh 
This node is used to collect together the depth parameters. 


:RANGe 
SENSe:AM:DEPTh:RANGe 
Sets the range for the sensor function. 
:AUTO <Boolean> | ONCE 
SENSe:AM:DEPTh:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. Selecting AUTO ONCE will have 
the effect of setting AUTO to ON and then OFF. 


At *RST, this value is set to ON. 


18.1.1.1.2 [:UPPer] <numeric_value> 


SENSe:AM:DEPTh:RANGe:UPPer 
Specifies the maximum signal level expected for the sensor input. 


At *RST, this value is device-dependent. 


18.1.1.1.3 :LOWer <numeric_value> 


182 


SENSe:AM:DEPTh:RANGe:LOWer 


Specifies the smallest signal level expected for the sensor input. This allows setting for the 
best dynamic range. This function is coupled to UPPer. 


At *RST, this value is device-dependent. 


‘TYPE LiNear|LOGarithmic 

SENSe:AM:TYPE 

SENSe:AM:TYPE sets or queries the type of amplitude demodulation technique the 
demodulator uses. LINear means the demodulated signal is derived directly from the 
amplitude of the signal in a linear way. LOGarithmic means the demodulated signal is 
derived from the amplitude of the signal in a logarithmic way. The amplitude of the 
demodulated signal is proportional to the log-value of the amplitude of the signal. 
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At *RST, this value is set to LINear. 
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AVERage Subsystem 

SENSe:AVERage 

The purpose of this subsystem is to control averaging used to improve the measurement. For 
example to improve the accuracy or to acquire maximum/minimum measurements. 
Analytical post-acquisition statistical functions are controlled within the CALCulate block. 
The AVERage subsystem combines successive measurements to produce a new composite 
result. The new result has the same number of points and control axis as the original 
measurement. 


A :COUNt command is provided to specify the number of measurements to combine. When 
:COUNT averages are reached, the TerminalCONtrol switch specifies the operation of the 
average subsystem. The TerminalCONtrol switch can be configured to continue replacing 
old values with new values (MOVing), to exponentially weight new measurements 
(EXPonential), to automatically repeat (REPeat), or to continue adding new measurements in 
the NORMal fashon, as specified by : TYPE. 


The average operation differs from CALC:SMOOthing in the fact that AVERage combines 
the jth point of each measurement with the jth point of preceeding measurements, whereas in 
SMOOthing the jth point is processed with adjacent points (...., j-2, j-1, j, j+1, j+2, ...) of the 
current measurement set. 


Note: The notation Xn* indicates the complex conjugate of a number. So: 
XX* = MAG?(X) = Ix? 


A typical device action for SENS:AVERage 









aver_cir = 0 increment 
clear average aver_cir by 1 








use only :TYPE 
setting 


to average 








use :TCONtrol 


setting 
fo average 

















aver_cir = 0 
clear average 
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KEYWORD PARAMETER FORM NOTES 
:AVERage 1992 
:COUNt <numeric_value> 1992 
‘AUTO <Boolean> | ONCE 1992 
[:STATe] <Boolean> 1992 
:TCONtrol EXPonential | MOVing | NORMal | REPeat 1992 
‘TYPE COMPlex | ENVelope | MAXimum 1992 
| MINimum | RMS | SCALar 1992 


:COUNt <numeric_value> 
SENSe:AVERage:COUNt 


Specifies the number of measurements to combine using the : TYPE setting. After :COUNt 
measurements have been averaged, the operation of the AVERage subsystem is controlled 
by the setting of the :TCONtrol node. 


The count for array based results is independent of the number of points in the result array. 
For example, an instrument which normally provides a measurement result which is a 401 
point array would specify an average count of two to average two results, not 802. 


When averaging is ON, some devices may automatically set :COUNt values in the TRIGger 
subsystem based on the AVER:COUNt value, such that the TRIGger subsystem provides 
enough triggers for the average. 


At *RST, this value is device dependent. 


:AUTO <Boolean> | ONCE 
SENSe:AVERage:COUNt:AUTO 


AUTO ON causes the device to select a value for :COUNt which is appropriate for the 
current measurement. Selecting AUTO ONCE will have the effect of setting AUTO ON and 
then OFF. 


At *RST, this value is set to OFF. 


[:STATE] <Boolean> 18 


SENSe:AVERage:STATE 
The STATe command is used to turn averaging ON and OFF. 


At *RST, this value is set to OFF. 


:TCONtrol EXPonential | MOVing | NORMal | REPeat 
SENSe:AVERage:TCONtrol 


TerminalCONtrol specifies the action of the AVERage subsystem when more than 
AVERage:COUNt measurement results are generated. 


The parameter has the following meanings: 


EXPonential Continue the average with an exponential weighting applied to old values. 
The additional averages are weighted using: 
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For :TYPE SCALar when Xp is real and :TYPE COMPlex when Xp is either 
real or complex 


AVG => he" AVG a 
k k 
For : TYPE SCALar when Xp is complex 
AVGn= ; MAG(Xn) + aot AVGn-1 


For :TYPE RMS when Xp is real 





AVGn= V 4x2 +2 ave?-1 
k k 
For :TYPE RMS when Xp is complex 
AVGn = XX + — tavez-1 


The exponential factor k is equal to the AVERage:COUNt value. Some 
instruments may use an approximation to true exponential. 


Operation with EXPonential :TCON is undefined with a :TYPE setting of 
MINimum, MAXimum, or ENVelope. 


As new data is added the oldest data is discarded. 
Clear average data and counter and restart the average process. 


Additional averages continue to be accumulated according to the : TYPE 
selection. 


At *RST, this value is device dependent. 


:TYPE COMPlex | ENVelope | MAXimum | MINimum | RMS | SCALar 
SENSe:AVERage:TYPE 


This command selects the type of averaging, as follows: 


COMPlex 


ENVelope 
If Xn is real 
MAXimum 
MINimum 


The points in the summation are treated as real/imaginary pairs. 
n 
1 
AVG(n) = > ie 
i 


Both the MIN and MAX values are retained. 


AVG(n) = MAX(X1... Xn) 
AVG(n) = MIN(X1...Xn) 
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n 
RMS AvG(n)= * ’ yx? 


SCALar The scalar magnitude of each point is averaged. 
n 
1 
AVG(n) n LX! 
If Xn is complex 
MAXimum AVG(n) =MAX( MAG(X})... MAG(Xp) ) 
MINimum AVG(n) = MIN( MAG(X))...MAG(Xn) ) 


n 
EM AvG(n) = YY xxi 


n 
i=1 


SCALar The scalar magnitude of each point is averaged. 
n 
1 
AVG(n) =~ yy Xi 
i— 


At *RST, this value is device dependent. 
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BANDwidth|BWIDth Subsystem 
SENSe:BANDwiath 


This subsystem controls the characteristics of the filter bandwidth of the instrument. 
Instruments must accept both forms, if they accept either. 


KEYWORD PARAMETER FORM NOTES 
:BANDwidthl:BWIDth 
[:RESolution] <numeric_value> 
:AUTO <Boolean>IONCE 
:-RATio <numeric_value> 
:-TRACk <Boolean> 
:VIDeo <numeric_value> 
:AUTO <Boolean>IONCE 
:-RATio <numeric_value> 


[:RESolution] <numeric_value> 
SENSe:BANDwidth:RESolution 


Controls the resolution bandwidth of the instrument. Resolution Bandwidth is defined as the 
bandwith in Hz of the predetection bandpass filtering. This command has units of Hz. 
At *RST, the value of this function is device-dependent. 

:AUTO <Boolean>|ONCE 
SENSe:BANDwidth:RESolution:AUTO 
When enabled, the value of resolution bandwidth is coupled to other parameters of the 
measurement. The exact coupling equation is machine-dependent. 


At *RST, this function is set to ON. 


:RATio <numeric_value> 
SENSe:BANDwidth:RESolution:RATio 
Controls the ratio of resolution bandwidth to span when the two are coupled. Coupled is 
enabled when AUTO is ON. The <numeric_value> is RESolution(Hz)/SPAN(Hz). 
At *RST, the value of this function is instrument-dependent. 

:TRACk <Boolean> 
SENSe:BANDwidth:RESolution: TRACK 
This function allows the resolution bandwidth to dynamically change during a logarithmic 
frequency sweep. Logarithmic sweep is enabled via the SENSe:SWEep:SPACing command. 
At *RST, the value of this function is ON. 
:VIDeo <numeric_value> 
SENSe:BANDwidth:VIDeo 
Controls the video filtering, a particular type of post-detection filtering. This has units of 
Hertz. 


At *RST, the value of this function is instrument-dependent. 
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18.3.2.1 :AUTO <Boolean>|ONCE 
SENSe:BANDwidth:VIDeo:AUTO 


Couples the value of video bandwidth to instrument-determined values. 
At *RST, the value of this setting is ON. 


18:3.2.2 :RATio <numeric_value> 
SENSe:BANDwidth:VIDeo:RATio 


Controls the ratio of video bandwidth to resolution bandwidth when the two are coupled. 
Coupled is enabled when AUTO is ON. The <numeric_value> is 
VIDeo(Hz)/RESolution(Hz). 


At *RST, the value of this function is instrument-dependent. 
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CONCentration Subsystem 

SENSe:CONCentration 

This subsystem configures the CONCentration measurement functions and parameters. An 
instance of this subsystem exists for each range in an instrument. The data defined and 
queried and the events will only be performed on the currently selected range of the 
currently selected instrument(s). 


KEYWORD PARAMETER FORM COMMENTS 
:CONCentration 1999 
:CSET <numeric_value>,<numeric_value> 1999 
:‘LOWer <numeric_value> 1999 
:LSET POLYnomial<n> | SRATional<n>,<numeric_value> 1999 
‘RANGe 1999 
:AUTO 1999 
:LOWer <numeric_value> 1999 
[:STATe] <Boolean> 1999 
:UPPer <numeric_value> 1999 
[:FIXed] <numeric_value> 1999 
:TALign <numeric_value> 1999 
:UPPer <numeric_value> 1999 


:-CSET <numeric_value>,<numeric_value> 

‘SENSe:CONCentration:CSET 

This command specifies or queries the correction set(s) used for the current range(s). The 
parameters are the slope and the Y intercept used in the latest correction calculation. 


At *RST these values are not changed. 


:LOWer <numeric_value> 

:SENSe:CONCentration:LOWer 

This command specifies or queries the lowest measurable concentration for the 
currently-selected range for the selected instruments. 


At *RST these values are not changed. 


:-LSET POLYnomial<n> | SRATional<n>,<numeric_value>{,<numeric_value>} 
:SENSe:CONCentration:LSET 

This command sets or returns the curve fit type and coefficients that are currently in use. 
Coefficients are listed starting with the Oth order term. The first parameter is the curve type, 
which consists of either POLYnomial for a polynomial curve fit or SRATional for a simple 
rational polynomial curve fit, followed by a positive integer <n>, which is the curve order. 
The additional parameters are the curve coefficients. These are listed starting with the Oth 
order term. Note that the number of coefficients depends on the order of the curve - there are 
exactly n+1 coefficients for a curve of order n. The parameter list for LSET includes a curve 
type and associated coefficients for the currently selected range of each currently selected 
analyzer. See :CALibration:LINearize:CURVe:FIT for examples. 


Note that the :CALibration:LINearize: ACCept command sets the parameter values. 
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At *RST these values are device dependent. 
18.44 :RANGe 
:SENSe:CONCentration:RANGe 


This node allows the setting of a specific range or turns off/on auto-ranging mode for the 
pre-selected instrument(s). 


18.4.4.1 :AUTO 
‘SENSe:CONCentration:RANGe:AUTO 
The AUTO command controls the automatic range switching feature. 
18.4.4.1.1 :LOWer <numeric_value> 
‘SENSe:CONCentration:RANGe:AUTO:LOWer 


This command specifies or queries the lower CONCentration(s) in ppm for automatic 
ranging for the selected instrument(s). When a CONCentration is decreasing, this value is 
the switch point for this range. 


At *RST, these values are not changed. 
18.4.4.1.2 [:STATe] <Boolean> 
:SENSe:CONCentration:RANGe:AUTO[:STATe] 


The STATe command turns the automatic range switching feature on or off. In automatic 
range mode, the instrument will switch ranges to keep the measured values within the limits 
defined in SENSe:CONCentration:RANGe: AUTO:LOWer and :UPPer. Turning AUTO off 
will keep the device at the current range. 


At *RST, the STATe is device-dependent. 
18.4.4.1.3 :UPPer <numeric_value> 
:SENSe:CONCentration:RANGe:AUTO:UPPer 


This command specifies or queries the upper CONCentration(s) in ppm for automatic 
ranging for the selected instrument(s). When a CONCentration is increasing, this value is the 
switch point for this range. 


At *RST, these values are not changed. 18 
18.4.4.2 [:FlXed] <numeric_value> 

:SENSe:CONCentration:RANGe:FlXed 

This command specifies or queries the range number of the already-selected instrument(s). 

The instrument(s) will continue to measure in this range until a subsequent range command 

changes the range(s). If auto-ranging is enabled, it will be disabled upon specifying range(s) 

with this command, but will remain unchanged if the range(s) are queried with this 

command. 


At *RST, the settings of :FIXed are device-dependent. 


18.4.5 :TALign <numeric_value> 
:SENSe:CONCentration:TALign <numeric_value> 


Sets (or queries) the time delay in seconds for the Time Alignment of the continuously 
measured data. 
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At *RST these values are not changed. 


:UPPer <numeric_value> 


18.4.6 
:SENSe:CONCentration:UPPer 
This command specifies or queries the full scale concentration for the currently-selected 


range for the selected instrument(s). 


At *RST these values are not changed. 
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18.5 CONDition Subsystem 
SENSe:CONDition 


This subsystem controls the electrical characteristics of a sensor that determines the ON or 
OFF condition of a digital signal. 


KEYWORD PARAMETER FORM COMMENTS 
:CONDition 1993 
LEVel <numeric_value> | TTL | ECL 1993 


18.5.1 :LEVel <numeric_value> | TTL ECL 
SENSe:CONDition:LEVel 
This command specifies the characteristics that causes the transition between an ON and 
OFF condition of the sensed signal. When the value of the input signal exceeds the specified 
level, the condition is qualified as ON or 1 (True) for positive logic type, and qualified as 
OFF or 0 (False) when it is associated with negative types of logic. For positive logic, the 
condition is sensed as OFF or 0 (False) when the input value is below the level; for negative 
logic this value is qualified as an ON or 1 (True) condition. 


The default units are the amplitude units associated with the currently sensed signal. 


At *RST this value is device dependent. 
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CORRection Subsystem 

SENSe:CORRection 

The correction subsystem provides for known external losses or gains. In contrast to 
CALibration, these losses usually are dependent on individual measurement setups. 


Correction data may be entered and stored in several ways. A mechanism is provided to 
automatically measure a reference standard(s) and store the resulting “correction set” in a 
trace. The trace can be selected at any time as the active “correction set’. This trace could 
also be generated by an external device and transferred to the instrument over a computer 
interface. Commands are also provided to enter individual losses, gains, offsets, delays, etc. 
that the instrument should use in correcting the data. An instrument is not required to 
implement all of the methods. 


The commands in this subsystem are designed to correct for losses, gains, and offsets in 
external probes or transducers. For instance, they can be used to inform the sensor that a 10X 
probe has been attached to the instrument. This way, the data and measurement results will 
be corrected so that they are not 1/10th their actual value. In instruments that automatically 
detect the attachment of a probe, these commands may not be necessary. 


KEYWORD PARAMETER FORM COMMENTS 
:CORRection 
:AUTO [event] 1999 
:CALCulate [event] 1999 
:COLLect 
[:ACQuire ] STANdard 
:METHod TPORt 
‘SAVE <trace_name> 
:CSET 
[:SELect] <name> 1992 
‘STATe <Boolean> 
:EDELay 
:DISTance <numeric_value> 
‘STATe <Boolean> 
[: TIME] <numeric_value> 
:IMPedance 1993 
[:INPut]|:OUTPut 1993 
[:MAGNitude] <numeric_value> 1993 
‘STATe <Boolean> 1993 
:LOSSI:GAINI:SLOPe 
[:INPut]|:OUTPut 1992 
:AUTO ONIOFF 
[:MAGNitude] <numeric_value> 
:PHASe <numeric_value> 
‘STATe <Boolean> 
:OFFSet 
[:MAGNitude] <numeric_value> 
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KEYWORD PARAMETER FORM COMMENTS 

:PHASe <numeric_value> 
‘STATe <Boolean> 

:-RVELocity 
:>COAX <numeric_value> 
:MEDium COAXIWAVeguide 
‘STATe <Boolean> 
:WAVeguide <numeric_value> 

:FCUToff <numeric_value> 

:SPOint 1999 
:ACQuire [event] 1999 
:DTOLerance <numeric_value> 1999 

[:STATe] <Boolean> 

:ZERO 1999 
:ACQuire [event] 1999 
:DTOLerance <numeric_value> 1999 

18.6.1 :AUTO 


:SENSe:CORRection:AUTO 

AUTO performs an automatic correction of the selected instruments. The procedure shall be 
defined according to the manufacturer’s recommended procedure. This command is an event 
and therefore has no *RST value associated with it. 


18.6.2 :CALCulate 
:SENSe:CORRection:CALCulate 


If a calculation is needed for the CORRection subsystem, this command initiates the 
calculation. 


This command is an event, and has no *RST value. 
18.6.3 :COLLect 
SENSe:CORRection:COLLect 


Deals with the collection of the correction data. This data is collected directly by the device 18 
by measurements of standards. 


18.6.3.1 [:ACQuire] STANdard 
SENSe:CORRection:COLLect:AC Quire 
A measurement will be performed and saved as the data for standard of the chosen 
correction method. The number of standards required to be measured for the correction is 
determined by the method chosen. If a standard is specified that does not exist in the chosen 
method, then an error is generated and no measurement is taken. This measurement will not 
affect any of the users settings for regular measurements. 


For complex corrections, several standards will be measured and then followed by aSAVE 
command. The parameter on the save command will be the name of the correction set. The 
standards themselves are device-specific. 


This command is an event, does not have a *RST value, and is not queryable. 
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:METHod TPORt 
SENSe:CORRection:COLLect:METHod 


Selects the correction method to be used for the correction that is about to be performed. If 
only one correction method exists in the instrument then this command is not required. 


The various settings of the parameters have the following meanings: 
TPORt Two Port 
At *RST, this value is device-dependent. 
‘SAVE [<trace_name>] 
SENSe:CORRection:COLLect:SAVE 
Calculates the correction data using the current method selection and then saves the 
correction data. If only one correction array exists then it is saved there. Otherwise it is saved 
in the set specified by <trace_name>. Note that the parameter <trace_name>must be defined 


and exist in the instrument. This command will not create a trace. Trace definition is done in 
the trace subsystem. Note that the correction array may be a single value. 


Depending on the complexity of the correction method chosen, a calculation may or may not 
be performed on the measured arrays to determine the correction data. For example, if the 
chosen method has only one standard, then no calculation will be performed. 


This command is an event, does not have a *RST value, and is not queryable. 

:CSET 

SENSe:CORRection:CSET 

The Correction SET subsystem is used to select the active correction set. 
[:SELect] <name> 

SENSe:CORRection:CSET:SELect 


Specifies the active CORRection set. This is the set that is used when CORR:CSET:STATe 
ON is specified. <name> may be either a <trace_name>, or a <table_name> which must be 
defined and exist in the instrument. This command will not create either <trace_name>, or a 
<table_name>. Trace definition is done in the TRACe subsystem. Table definition is done in 
the MEMory subsystem. 


If <table_name> specifies a MEMory:TABLe the various lists must have an equal number of 
points, or execution error -226 (Lists not same length) will be generated. 


Those lists in a TABLe which are defined in the CORRection subsystem will be applied 
when CORRection:STATe is ON. Other items in a TABLe will be ignored without 
generating an error. This allows the same TABLe to be shared with other subsystems. 


At *RST this value is device dependent. 


:STATe <Boolean> 
SENSe:CORRection:CSET:STATe 


Determines whether the correction data defined in the selected set is applied to the 
measurement. 
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At *RST, this function is OFF. Off is chosen because all of the correction sets may be 
empty. The instrument must collect data before correction can be applied. 


18.6.5 :EDELay 
SENSe:CORRection:EDELay 
The Electrical DELay is used to compensate for delays in the signal path. 


This command is used to correct external factors that the instrument cannot measure or 
detect. 


TIME and DISTance are coupled by the equation: 
TIME= RVELocity*DISTance 


RVELocity is not coupled to either TIME or DISTance. 
18:6.541 :DISTance <numeric_value> 


SENSe:CORRection:EDELay:DISTance 


This command will set the electrical delay with the distance parameter given. The effective 
delay will be computed using this parameter and the relative velocity set in the instrument. 
The units for this command are meters. A value accepted here will modify the time setting 
because they are the same parameter in different forms. Implementation of this command 
requires implementation of CORRection:EDELay[:TIME]. 


At *RST, the value of this setting is zero. 
18.6.5.2 :STATe<Boolean> 


SENSe:CORRection:EDELay:STATe 
This function is used to enable or disable the electrical delay correction. 
At *RST, this function is set to OFF. 
18.6.5.3 [: TIME] <numeric_value> 
SENSe:CORRection:EDELay:TIME 
This command will set the electrical delay with the time parameter given. The units for this 


command are seconds. A value accepted here will modify the distance setting because they 18 
are the same parameter in different forms. 


At *RST, the value of this setting is zero. 
18.6.6 :IMPedance 


SENSe:CORRection:IMPedance 
This is the termination impedance provided external to the device. 


18.6.6.1 [:INPut]|:OUTPut 
SENSe:CORRection:IMPedance:INPut 
The INPut and OUTPut nodes are used to reference measurements made at the instrument’ s 
input and output, respectively. Most sensor instruments are only capable of making 
measurements at its input ports; however, some instruments are capable of making 
measurements on output ports that are sourcing a signal. 
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18.6.6.1.1  [:MAGNitude] <numeric_value> 


18.6.6.2 


18.6.7 


18.6.7.1 


18:8. 7.1.1 
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SENSe:CORRection:IMPedance:INPut:MAGNitude 
Sets the magnitude of the impedance. The default units are Ohms 


At *RST, this value is device-dependant. 


:STATe <Boolean> 
SENSe:CORRection:IMPedance:STATe 


The STATe command is used to enable or disable external I[MPedance correction factors. 


At *RST, this function is set to OFF. 


:LOSS|:GAIN|:SLOPe 
SENSe:CORRection:LOSS 


These commands are used either to provide a mechanism to apply simple correction or to 


correct external factors that have not been accounted for in the correction set. These 


correction factors are typically applied to measurements made at the device input; however, 
in cases where measurements can be at the device output a separate set of correction factors 


may be applied. 


Loss, gain and slope effect the measurement values as a multiplier for linear units such as 


VOLT and as additive (or subtractive) value for logarithmic units such as DB. 


:LOSS —_ This command is used to set the anticipated loss in the system, excluding those 
factors covered by the active correction set. The device then corrects every 
measurement by this factor to compensate for the loss. LOSS is coupled to GAIN 


by the equation LOSS = 1/GAIN when the default unit is linear and 
LOSS=-GAIN when the default unit is logarithmic. 


:GAIN _ This command is used to set the anticipated gain in the system, excluding those 
factors covered by the active correction set. The device then corrects every 
measurement by this factor to compensate for the gain. GAIN Is coupled to LOSS 
by the equation GAIN=1/LOSS when the default unit is linear and GAIN=-LOSS 


when the default unit is logarithmic. 


:SLOPe This node defines an increasing or decreasing value that is added to the signal. 


This correction value is zero at a zero value of the x axis and increase or 
decreases from there. 


[:INPut]|:OUTPut 
SENSe:CORRection:LOSS:INPut 


The INPut and OUTPut nodes are used to reference measurements made at the instrument’s 


input and output, respectively. Most sensor instruments are only capable of making 
measurements at its input ports; however, some instruments are capable of making 
measurements on output ports that are sourcing a signal. 


:AUTO ON|OFF 
SENSe:CORRection:LOSS:INPut:AUTO 


When AUTO is ON the OUTPut correction values must track those of the INPut. 


ENSe:CORRection 


1999 SCPI Command Reference 


At *RST, AUTO is set to ON. 
18.6.7.1.2 [:MAGNitude] <numeric_value> 
SENSe:CORRection:LOSS:INPut:MAGNitude 
This is the magnitude value of the correction data for LOSS, GAIN or SLOPe. The units 
associated with LOSS and GAIN are the current relative amplitude unit. The unit associated 
with SLOPe is: 
<current realtive amplitude unit>/Hz 


After a *RST, this value should no longer affect the data being measured. Thus its value is 
set to zero at *RST. 

18.6.7.1.3 :PHASe <numeric_value> 
SENSe:CORRection:LOSS:INPut:PHASe 
This is the phase value of the correction data for LOSS, GAIN or SLOPe. The unit 
associated with SLOPe is current angle units/Hertz. The units associated with LOSS and 
GAIN are current angle units. 


After a *RST, this value should no longer affect the data being measured. Thus its value is 
set to zero at *RST. 

18.6.7.2 :STATe <Boolean> 
SENSe:CORRection:LOSS:STATe 
The STATe command is used to enable or disable the LOSS, GAIN or SLOPe correction 
factors. 


At *RST, this function is set to OFF. 
18.6.8 :OFFSet 
SENSe:CORRection:OFFSet 


This node defines a single value that is added to every point measured by the instrument. If 

the instrument is a trace-based machine, then this value is added to every point in the trace. 

If the instrument measures a single value then that value is modified by this setting. This 

command shall be used with the currently selected units. It is used to correct external factors 18 
that the instrument cannot measure or detect. 


18.6.8.1 [:MAGNitude] <numeric_value> 
SENSe:CORRection:OFFSet:MAGNitude 
This is the magnitude value of the correction offset data. 


After a *RST, this value should no longer affect the data being measured. Its value is set to 
zero at *RST. 


18.6.8.2 :PHASe <numeric_value> 
SENSe:CORRection:OFFSet:PHASe 
This is the phase value of the correction offset data. The units associated with this are the 
currently selected angle units. 
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:STATe <Boolean> 
SENSe:CORRection:OFFSet:STATe 


This function is used to enable or disable the offset correction. 
At *RST, this function is set to OFF. 


After a *RST, this value should no longer affect the data being measured. Its value is set to 
zero at *RST . 

:-RVELocity 

SENSe:CORRection:RVELocity 

This command corrects for the relative velocity of the medium of the Device Under Test. 
This factor will be used in any delay calculation performed in the instrument. 


This command is used to correct external factors that the instrument cannot measure or 
detect. 


TIME and DISTance are coupled by the equation: 
TIME= RVELocity*DISTance 


RVELocity is not coupled to either TIME or DISTance. 


:COAX <numeric_value> 
SENSe:CORRection:RVELocity:COAX 


This command sets the relative velocity factor for coaxial lines. The parameter is unitless. 
At *RST, the value of this setting is one. 


:MEDium COAX|WAVeguide 
SENSe:CORRection:RVELocity:MEDium 


This command selects the correction algorithm for the media through which the detected 
signal is transmitted. It will determine the method of calculation for any operation that uses 
relative velocity. For example, for COAX a linear phase shift would be computed if a delay 
was added, but for WA Veguide (a dispersive medium) a different phase shift is calculated. 


At *RST, this value is device-dependent. 


:STATe <Boolean> 
SENSe:CORRection:RVELocity:STATe 


This function is used to enable or disable the relative velocity correction. 
At *RST, this function is set to OFF. 


:WAVeguide <numeric_value> 
SENSe:CORRection:RVELocity:WAVeguide 


This command sets the relative velocity factor for waveguide. The parameter is unitless. 
At *RST, the value of this setting is one. 


:FCUToff <numeric_value> 
SENSe:CORRection:RVELocity:WAVeguide:FCUT off 


This command specifies the frequency cutoff of the waveguide medium. The units are Hertz. 
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At *RST, this value is device-dependent. 
18.6.10 :SPOint 
:SENSe:CORRection:SPOint 
This subsystem controls the set point correction of the sensor. 
For Emissions benches, this subsystem references the span gas of the instrument. 
This command is an event and therefore has no *RST value associated with it. 
18.6.10.1 :ACQuire 
:SENSe:CORRection:SPOint:AC Quire 
This command supplies a known signal to the selected instruments and waits for the 
stabilization criteria to be met.. 
This command is an event, and has no *RST value. 
18.6.10.2 :DTOLerance <numeric_value> 
:SENSe:CORRection:SPOint:DTOLerance 
This command specifies or queries the drift tolerance for a set point correction procedure for 


the current range of the selected instrument(s). 


For emission benches, this tolerance is the difference between the specified concentration 
referenced in the SpanGas and GasBottle tables and the measured concentration. Drift 
tolerance is in units of percent of full scale value. 


The data defined and queried will only apply to the currently selected range of the currently 
selected instrument(s). 


At *RST, this value is not changed. 
18.6.11  [:STATe] <Boolean> 


SENSe:CORRection:STATe 
Determines whether the correction data defined in this section is applied to the measurement. 


At *RST, this function is OFF. 18 


18.6.12 :ZERO 
:SENSe:CORRection:ZERO 


This subsystem controls the zero correction of the sensor. 
18.6.12.1 :ACQuire 
:SENSe:CORRection:ZERO:ACQuire 
This command sends a zero signal to the selected instruments and waits for the stabilization 
criteria to be met. 


This command is an event, and has no *RST value 


18.6.12.2 :DTOLerance <numeric_value> 
‘SENSe:CORRection:ZERO:DTOLerance 
This command specifies the drift tolerance for a zero procedure for the selected 
instrument(s). 
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At *RST, this value is not changed. 
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CURRent Subsystem 


SENSe:CURRent 


This subsection controls the current amplitude characteristics of the sensor. 


KEYWORD 
:CURRent 
:ACI[:DC] 
:APERture 
:NPLCycles 
:ATTenuation 
:AUTO 
:PROTection 
[:LEVel] 
‘STATe 
:TRIPped? 
:CLEar 
‘RANGe 
[:UPPer] 
:LOWer 
:AUTO 
:DIRection 
:LLIMit 
SULIMit 
:OFFSet 
:PTPeak 
:REFerence 
‘STATe 
:-RESolution 
:AUTO 
:DETector 


:AC|[:DC] 
SENSe:CURRent:AC 


This subsystem selects the alternating current or the direct current sensor. The default units 


are amperes. 


PARAMETER FORM 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean> 


<numeric_value> 


<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
UPIDOWNIEITHer 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<Boolean> 
<numeric_value> 
<Boolean>IONCE 
INTernal | EXTernal 


:APERture <numeric_value> 
SENSe:CURRent:AC:APERture 


Specifies the acquisition/sampling/gate time for a single measurement point. The parameter 


has a unit of seconds. 


At *RST, this value is device-dependent. 


NOTES 


[query only] 
[no query] 
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18.7.1.2 | :NPLCycles <numeric_value> 
SENSe:CURRent:AC:NPLCycles 


Specifies the acquisition/sampling/gate time for a single measurement point in terms of the 
number of power line cycles. The parameter is unitless. If this command is implemented, the 
APERture command must also be implemented. 


The value is coupled to APERture by the equation: 
APERture = NPLCycles/selected line frequency 


At *RST, this value is device-dependent. 


18.7153 :ATTenuation <numeric_value> 
SENSe:CURRent:AC:ATTenuation 


Sets the ATTenuation level. Note that when setting the level to 10 dB the magnitude of the 
incoming signal will be decreased by 10 dB. Changing the ATTenuation changes RANGe by 
the same amount. 


Default units are as determined in the UNITS system. 


18.7.1.3.1 :AUTO <Boolean> 
SENSe:CURRent:AC:ATTenuation:AUTO 


Couples the attenuator to RANGe such that maximum dynamic range of the incoming signal 
is assured without overloading. 

Programming a specified attenuation sets AUTO OFF. 

At *RST, AUTO is set to ON. 


18.7.1.4 :PROTection 
SENSe:CURRent:AC:PROTection 


Controls the protection circuits. 


18.7.1.4.1 [:LEVel] <numeric_value> 
SENSe:CURRent:AC:PROTection:LEVel 


This command sets the input level at which the input protection circuit will trip. 


18.7.1.4.2 :STATe <Boolean> 
SENSe:CURRent:AC:PROTection:STATe 


Controls whether the input protection circuit is enabled. 
At *RST, this value is set to ON. 


18.7.1.4.3 :TRIPped? 
SENSe:CURRent:AC:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. TRIPped 
only has a query form and thus has no associated *RST condition. 


18.7.1.4.4 :CLEar 
SENSe:CURRent:AC:PROTection:CLEar 


Causes the protection circuit to be cleared. 


This command is an event and has no associated *RST condition. 
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18.71.65 :‘RANGe 
SENSe:CURRent:AC:RANGe 


Sets the range for the amplitude sensor function. The RANGe endpoints may be specified in 
terms of the UPPer endpoint and the LOWer endpoint, alternatively the midpoint of the 
RANGe (OFFSet) and the span of the RANGe (PTPeak) may be used. A non-symmetrical 
range around zero may cause some instruments to introduce an actual offset to the signal 
entering the SENSe block. 


18.7.1.5.1 [:UPPer] <numeric_value> 
SENSe:CURRent:AC:RANGe:UPPer 
Specifies the most positive signal level expected for the sensor input. 
At *RST, this value is device-dependent. 

18.7.1.5.2 :LOWer <numeric_value> 
SENSe:CURRent:AC:RANGe:LOWer 


Specifies the most negative signal level expected for the sensor input. This allows setting for 
the best dynamic range. This function is coupled to UPPer in a device-dependent manner. 


At *RST, this value is device-dependent. 
18.7.1.5.3 :AUTO <Boolean>|ONCE 
SENSe:CURRent:AC:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. 
At *RST, AUTO is set to ON. 

18.7.1.5.3.1 :DlRection UP|DOWN|EITHer 
SENSe:CURRent:AC:RANGe:AUTO:DIRection 
The DIRection command defines the manner in which AUTO works. When UP is selected, 
the instrument shall only change the range automatically to ranges larger than the current 
range, as the input signal dictates. When DOWN is selected, the instrument shall only 


change the range automatically to ranges smaller than the current range, as the input signal 18 
dictates. When EITHer is selected the instrument may range in either direction. 


At *RST, DIRection shall be set to EITHer. 


18.7.1.5.3.2 :LLIMit <numeric_value> 
SENSe:CURRent:AC:RANGe:AUTO:LLIMit 
The Lower LIMit command sets the smallest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, LLIMit shall be set to MINimum. 


18.7.1.5.3.3 :ULIMit <numeric_value> 
SENSe:CURRent:AC:RANGe:AUTO:ULIMit 


The Upper LIMit command sets the largest range to which the instrument will go while 
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autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, ULIMit shall be set to MAXimum. 


18.7.1.5.4 :OFFSet <numeric_value> 


SENSe:CURRent:AC:RANGe:OFFSet 
OFFSet determines the midpoint of the range. 


At *RST, this value is device-dependent. 


18.7.1.5.5 :PTPeak <numeric_value> 


18.7.6 


187.1.64 


18. 7.1.62 


VBS LL 


SENSe:CURRent:AC:RANGe:PTPeak 
Peak To Peak specifies the dynamic range required for the sensor. 


At *RST, this value is device-dependent. 


:REFerence <numeric_value> 
SENSe:CURRent:AC:REFerence 


Sets a reference amplitude for sensor instruments. This command differs in intent from the 
reference correction in that this is intended to be a measurement offset where a user wishes 
to reference a measurement to some known value. 


At *RST, this value is device-dependent, but STATe is set to OFF. 


:STATe <Boolean> 
SENSe:CURRent:AC:REFerence:STATe 


Determines whether amplitude is measured in absolute or relative mode. If STATe is ON, 
then amplitude is referenced to the value set in REFerence. 


At *RST, this value is set to OFF. 


:RESolution <numeric_value> 
SENSe:CURRent:AC:RESolution 


Specifies the absolute resolution of the measurement. For example, if a measurement of 10 
Volts is specified with a resolution of .01 Volts, the measurement is returned with a 
resolution of .01 Volts (that is, 10.00). 


RANGe is not coupled to RESolution. Setting RANGe shall not cause RESolution to 
change. Setting RESolution shall not cause RANGe to change. 


At *RST, this value is device-dependent. 


:AUTO <Boolean>|ONCE 
SENSe:CURRent:AC:RESolution:AUTO 


Allows the system to determine the best resolution for the other measurement conditions. 
Explicitly setting a value for :RESolution will turn AUTO OFF. 
At *RST, this value is set to ON. 
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18.7.2. :DETector INTernal | EXTernal 
SENSe:CURRent:DETector 


The DETector can be specified as internal or external. 


At *RST, this value is set to INT. 


SENSe:CURRent 


18-29 





18.8 


18.8.1 


18.8.2 


1999 SCPI Command Reference 


DETector Subsystem 
SENSe:DETector 


This subsystem controls the acquisition of data points, including how to choose points and 
the linear characteristics of the sensor. 


KEYWORD PARAMETER FORM NOTES 
:DETector 
:BANDwidth <numeric_value> 1991 
:BWIDth 1991 
[: FUNCtion] GROundINEGativelPOSitivelSAMPlelSIGNal 
IPA Verage | AAVeragelRMS 1991 
:AUTO <Boolean>IONCE 
:SHAPe LINear|LOGarithmic 


:BANDwidth | BWIDth 


<numeric_value> 


SENSe:DETector:BANDwidth 


The BANDwidth function controls the bandwidth after an intermediate signal has been 
processed within the SENSe block. Instruments must accept both forms, if they accept either. 


[:FUNCtion] <detector function> 
SENSe:DETector:FUNCtion 


Specifies the detector sampling characteristics. The various settings have the following 
meanings: 


™ GROund: The input detector is grounded. Thus no signal is acquired. 


= NEGative: The minimum signal detected during the acquisition of the particular 
point is chosen. 


= POSitive: The maximum signal detected during the acquisition of the particular 
point is chosen. 


™ SAMPle: A single arbitrary point detected is chosen. 


™ SIGNal: The detector chooses points so that envelope noise is maximized and 
positive signals above some threshold are also maximized. 


™ PAVerage: PeakA Verage is the average of the minimum and maximum 
excursions of the signal. PAV = ( absolute minimum peak + absolute maximum 
peak) /2 


= AAVerage: AbsoluteA Verage averages the absolute values of a sine wave input 
and processes the value to read RMS values. 


™ RMS: True Root Mean Square signal detector. 


At *RST, this value is device-dependent. 
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18.8.2.1 :AUTO <Boolean>|ONCE 
SENSe:DETector:FUNCtion:AUTO 


Couples the detector function to several settings within the instrument. When AUTO ON is 
selected, the detector type is determined by the system in order to give the “best” quality of 
data. 


Explicitly selecting a detector will set AUTO OFF. 
At *RST, this parameter is set to ON. 


18.8.3 :SHAPeLINear|LOGarithmic 
SENSe:DETector:SHAPe 
Controls the linearity of the detector. This setting is coupled to DETector:FUNCtion in a 
device-dependent manner. 


At *RST, this value is device-dependent. 
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18.9 DISTance Subsystem 
SENSe:DISTance 
This node is used to set the parameters associated with sensing distance. 
NOTES 


KEYWORD PARAMETER FORM 
:DISTance 1999 
:RESet [event; no query]1999 
18.9.1 :RESet 


:SENSe:DISTance:RESet 
This command will set DISTance to 0. This command is not queryable. 


At *RST the DISTance is set to zero. 
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18.10 FiLTer Subsystem 
SENSe:FILTer 


The FILTer function allows a filter to be inserted after an intermediate signal has been 
processed within the SENSe block. This FILTer subsystem is not interchangeable with the 


INPut:FILTer subsystem. 
KEYWORD PARAMETER FORM NOTES 
:FILTer 1991 
[:LPASs] 1991 
[:STATe] <Boolean> 1991 
:FREQuency <numeric_value> 1991 
:HPASs 1991 
[:STATe] <Boolean> 1991 
:FREQuency <numeric_value> 1991 
:DEMPhasis 1991 
[:STATe] <Boolean> 1991 
:TCONstant <numeric_value> 1991 
:CCITt 1991 
[:STATe] <Boolean> 1991 
:CMESsage 1991 
[:STATe] <Boolean> 1991 
:CCIR 1991 
[:STATe] <Boolean> 1991 
:CARM 1991 
[:STATe] <Boolean> 1991 
:AWEighting 1991 
[:STATe] <Boolean> 1991 


18.10.1 [:LPASs] 
SENSe:FILTer:LPASs 


Controls the sensor low pass filter. 


18.10.1.1. [:STATe] <Boolean> 
SENSe:FILTer:LPASs:STATe 


Turns the low pass filter on and off. 





At *RST, this value is device-dependent. 


18.10.1.2 :FREQuency <numeric_value> 
SENSe:FILTer:LPASs:FREQuency 


Determines the cutoff frequency of the low pass filter. 


At *RST, this value is device-dependent. 


18.10.2 :HPASs 
SENSe:FILTer:HPASs 


Controls the sensor high pass filter. 
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18.10.2.1 [:STATe] <Boolean> 
SENSe:FILTer:HPASs:STATe 


Turns the high pass filter on and off. 
At *RST, this value is device-dependent. 
18.10.2.2 :FREQuency <numeric_value> 


SENSe:FILTer:HPASs:FREQuency 
Determines the cutoff frequency of the high pass filter. 
At *RST, this value is device-dependent. 
18.10.38 :DEMPhasis 
SENSe:FILTer:DEMPhasis 
Controls the sensor FM De-EMPhasis filter. De-emphasis filters compensate for 
pre-emphasis on FM signals. 
18.10.3.1  [:STATe] <Boolean> 
SENSe:FILTer:DEMPhasis:STATe 
Turns the FM de-emphasis filter on and off. 
At *RST, this value is device-dependent. 
18.10.3.2 :TCONstant <numeric_value> 
SENSe:FILTer:DEMPhasis:TCONstant 
Determines the Time CONstant of the FM de-emphasis filter. The default units are in 
seconds. 
At *RST, this value is device-dependent. 
18.10.4 :CCITt 
SENSe:FILTer:CCITt 
Controls the CCITT sensor filter. This standard filter is described in “CCITT 
Recommendation P53". It is a voice bandwidth filter used in radio or telephone applications. 
18.10.4.1 [:STATe] <Boolean> 
SENSe:FILTer:CCITt:STATe 
Turns the CCITT filter on and off. 


At *RST, this value is device-dependent. 


18.10.5 :CMESsage 
SENSe:FILTer:CMESsage 
Controls the C-Message sensor filter. This Bell Telephone standard filter is described in “Per 
BTSM 41004". It is a voice bandwidth filter used in radio or telephone applications. 
18.10.5.1  [:STATe] <Boolean> 
SENSe:FILTer:CMESsage:STATe 
Turns the C-Message filter on and off. 


At *RST, this value is device-dependent. 
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18.10.6 :CCIR 
SENSe:FILTer:CCIR 


Controls the CCIR weighting sensor filter. This standard filter is described in “CCIR 
Recommendation 468-2”. It is a music bandwidth filter used in applications such as 
broadcasting and FM receivers. 


18.10.6.1  [:STATe] <Boolean> 
SENSe:FILTer:CCIR:STATe 
Turns the CCIR weighting filter on and off. 
At *RST, this value is device-dependent. 
18.10.7 :CARM 
SENSe:FILTer:CARM 


Controls the CCIR/ARM weighting sensor filter. This is a standard music bandwidth filter 
described in “CCIR Recommendation 468-2” and “Dolby Labs Bulletin No. 19/4”. 


18.10.7.1. [:STATe] <Boolean> 
SENSe:FILTer:CARM:STATe 
Turns the CCIR/ARM weighting filter on and off. 


At *RST, this value is device-dependent. 


18.10.8 :AWEighting 
SENSe:FILTer:AWEighting 


Controls the “A” weighting sensor filter. This is a human hearing compensation filter 
described in “IEC Recommendation 179” and “ANSI S1.4”. 


18.10.8.1  [:STATe] <Boolean> 
SENSe:FILTer:AWEighting:STATe 


Turns the “A” weighting filter on and off. 


At *RST, this value is device-dependent. 
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18.11 FM Subsystem 
SENSe:FM 


The Frequency Modulation subsystem is used to set up the modulation controls and 
parameters associated with sensing and demodulating frequency modulated signals. 


KEYWORD PARAMETER FORM NOTES 
:FM 1991 
[:DEViation] 1991 
‘RANGE 1991 
:AUTO <Boolean>IONCE 1991 
[:UPPer] <numeric_value> 1991 
:LOWer <numeric_value> 1991 


18.11.1  [:DEViation] 
SENSe:FM:DEViation 


This node is used to collect together the deviation parameters. 


18.11.1.1. :RANGe 
SENSe:FM:DEViation:RANGe 


Sets the range for the sensor function. 


18.11.1.1.1 :AUTO <Boolean> | ONCE 
SENSe:FM:DEViation:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. Selecting AUTO ONCE will have 
the effect of setting AUTO to ON and then OFF. 


At *RST, this value is set to ON. 


18.11.1.1.2 [:UPPer] <numeric_value> 
SENSe:FM:DEViation:RANGe:UPPer 


Specifies the maximum signal level expected for the sensor input. 
At *RST, this value is device-dependent. 


18.11.1.1.38  :LOWer <numeric_value> 
SENSe:FM:DEViation:RANGe:LOWer 


Specifies the smallest signal level expected for the sensor input. This allows setting for the 
best dynamic range. This function is coupled to UPPer. 


At *RST, this value is device-dependent. 
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KEYWORD 
:FREQuency 


:APERture 
:CENTer 
[:CWI:FIXed] 
:AFC 
:AUTO 
:MANual 
:MODE 
:MULTiplier 
:OFFSet 
‘RANGe 
[: UPPer] 
:LOWer 
:AUTO 
:-RESolution 
“AUTO 
‘SPAN 
‘HOLD 
‘LINK 
:-FULL 
‘STARt 
:STOP 
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FREQuency Subsystem 
SENSe:FREQuency 

The FREQuency subsystem controls the frequency characteristics of the instrument. Two 
types of controls are included in this subsystem. The first is frequency sensor controls, such 
as RANGe. The second is frequency sweep controls, such as STARt, or tuning controls such 
as CW. 


<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
<numeric_value> 
<Boolean>IONCE 
<numeric_value> 


<Boolean> 


CENTerISTARtISTOP 


<numeric_value> 
<numeric_value> 


:APERture <numeric_value> 
SENSe:FREQuency:APERture 


Specifies the acquisition/sampling/gate time for a single measurement point. The parameter 
has a unit of seconds. 


At *RST, this value is device-dependent. 


:-CENTer <numeric_value> 
SENSe:FREQuency:CENTer 


Set the center frequency of the sweep or measurement. 


At *RST, this function will be set to (MINimum+MAX)/2. 


NOTES 


[no query] 


SENSe:FREQuency 


Unless otherwise noted, the default unit for all <numeric_values> in this subsystem are in Hz. 


PARAMETER FORM 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean>IONCE 
<Boolean>IONCE 
<numeric_value> 
CWIFIXedlS WEepILISTISOURce 
<numeric_value> 
<numeric_value> 


1994 
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[:CW|:FlXed] <numeric_value> 

SENSe:FREQuency:CW 

The Continuous Wave or FIXed node is used to select a frequency of a non-swept signal. 
This node is optional. An optional node, such as [:CWI:FIXed], implies that the device shall 
accept and process commands with or without the optional node and have the same result. 
That is, the device is required to accept the optional node, if sent, without error. A device 
must accept both :CW and :FIXed if it implements this node. 


At *RST, this value is device-dependent. 
:AFC <Boolean>|ONCE 
SENSe:FREQuency:CW:AFC 


If AFC is ON the sensor is coupled to the frequency of the signal. The default frequency is 
determined by SENSe:FREQuency[:CW]. 


The actual value of FREQuency[:CW] is adjusted to match the frequency of the signal. The 
query FREQuency[:CW]? returns the adjusted value, not the value sent with the last 
FREQuency[:CW] command. 


At *RST, this value is set to OFF. 
:AUTO <Boolean>|ONCE 
SENSe:FREQuency:CW:AUTO 


Couples the CW frequency to center frequency. Explicitly setting FREQuency:CW will set 
AUTO OFF. 


At *RST, this value is set to ON. 

:MANual <numeric_value> 

SENSe:FREQuency:MANual 

Same as CW except limited by STARt and STOP. This command only affects the frequency 
if SENSe:SWEep:MODE MANual and SENSe:FREQuency:MODE SWEep are selected. If 
the sweep limits are changed such that manual frequency would be outside the sweep limits, 
then the manual frequency will be set to the nearest end point of the sweep. 


At *RST, this value is device-dependent. 

:MODE CW|FlXed|SWEep|LIST|SOURce 

SENSe:FREQuency:MODE 

Determines which set of commands control the frequency. If CW or FIXed is selected, the 
frequency is determined by FREQuency:CW. CW and FIXed are aliases. Both must be 
implemented if either is implemented. If SWEep is selected, the sensor is in the swept mode 


and frequency is determined by FREQuency:STARt, STOP, CENT, SPAN, and MAN. If 
LIST is selected, the frequencies are determined by LIST: FREQuency. 


If SOURce is selected, the sensor is coupled to the source. All frequency controls are 
determined by the SOURCe:FREQuency block, except for OFFSet and MULTiplier. These 
two commands remain active under SENSe to allow for offset and harmonic tracking. 


At *RST, this value is set to CW. 
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18.12.6 :MULTiplier <numeric_value> 
SENSe:FREQuency:MULTiplier 
Sets a reference multiplier for all other frequency settings in the instrument. All entered and 
displayed frequencies are affected by this command. The coupling equation is: 
Entered|Displayed frequency = (Hardware frequency * multiplier) + offset. 


This command affects the values of all functions which affect sensing of the signal. This 
includes such things as CW frequency and the sweep frequency controls. It does not affect 
things like input filter bandwidths. It does affect the settings of relative frequency parameters 
such as delta markers or FM deviation. Also note that this command does not affect the 
hardware settings of the instrument, but only the entered and displayed frequencies. 


At *RST, this value is set to 1. 


18.12.7  :OFFSet <numeric_value> 
SENSe:FREQuency:OFFSet 
Sets a reference frequency for all other absolute frequency settings in the instrument. This 
command affects the values of all functions which affect sensing of the signal. This includes 
such things as CW frequency and the sweep frequency controls. It does not affect things like 
input filter bandwidths. It also does not affect the settings of relative frequency parameters 
such as delta markers or SPAN. Also note that this command does not affect the hardware 
settings of the instrument, but only the entered and displayed frequencies. The coupling 
equation is: 

Entered\Displayed frequency = (Hardware frequency * multiplier) + offset. 


At *RST, this value is set to 0. 


18.12.8 :RANGe 
SENSe:FREQuency:RANGe 
Sets the frequency range for the sensor function. 
18.12.8.1. [:UPPer] <numeric_value> 
SENSe:FREQuency:RANGe:UPPer 
Specifies the maximum value expected for the sensor input. 





At *RST, this value is device-dependent. 


18.12.8.2 :LOWer <numeric_value> 
SENSe:FREQuency:RANGe:LOWer 


Specifies the lowest value expected for sensor input.This function is coupled to UPPer in a 
device-dependent manner. 


At *RST, this value is device-dependent. 


18.12.8.3 :AUTO <Boolean>|ONCE 
SENSe:FREQuency:RANGe:AUTO 


Sets the RANGe to the value determined by the instrument. 
At *RST, AUTO is set to ON. 
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18.12.9 :RESolution <numeric_value> 
SENSe:FREQuency:RESolution 


Specifies the absolute resolution of the frequency measurement. For example, if a 


measurement of 10 MHZ is made with a resolution of .01, the measurement is returned with 
a resolution of .01 Hz (that is, 10000000.00Hz) 


At *RST, this value is device-dependent. 
18.12.9.1_ :AUTO <Boolean>|ONCE 
SENSe:FREQuency:RESolution:AUTO 
Allows the system to determine the best resolution for the other measurement conditions. 


Explicitly selecting a value for FREQuency:RESolution will set AUTO OFF. 
At *RST, this value is set to ON. 
18.12.10 :SPAN <numeric_value> 


SENSe:FREQuency:SPAN 

Sets the frequency span. 

At *RST, this function will be set to MAXimum. 
18.12.10.1  :HOLD <Boolean> 

SENSe:FREQuency:SPAN:HOLD 


Provides a mechanism to prevent the SPAN from being changed implicitly by the defined 
coupling between STARt, STOP, CENTer and SPAN. When HOLD is set to ON, SPAN 
shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 
18.12.10.2 :LINK CENTer|STARt|STOP 


SENSe:FREQuency:SPAN:LINK 


Allows the default couplings for SPAN to be overridden. LINK selects the parameter, either 
CENTer, STARt or STOP, that shall not be changed when SPAN’s value is changed. For 
example, if LINK is set to STARt, then changing SPAN shall cause CENTer and STOP, not 
STARt, to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 
18.12.10.3  :FULL 
SENSe:FREQuency:SPAN:FULL 
When this command is received, start frequency is set to its minimum value, and stop 


frequency is set to its maximum value. Center frequency and span are set to their coupled 
values. 


This command is an event. Therefore it has no associated query, or meaning at *RST. 
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18.12.11 :STARt <numeric_value> 
SENSe:FREQuency:STARt 


Sets the starting frequency for a sweep or measurement. It also sets one limit of a manual 
frequency adjustment. If the instrument does not support negative frequency span, having the 
start frequency greater than the stop frequency will cause an error to be generated. 


At *RST, the parameter will be set to MINimum. 


18.12.12 :STOP <numeric_value> 
SENSe:FREQuency:STOP 


Sets the stop frequency of a sweep or measurement. It also sets the other limit of a manual 
sweep adjustment. If the instrument does not support negative frequency span, having the 
stop frequency less than the start frequency will cause an error to be generated. 


At *RST, this parameter will be set to MAXimum. 
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18.13 FUNCtion & DATA Subsystem 
SENSe:FUNCtion & DATA 


The FUNCtion subsystem selects the <sensor_function>(s) to be sensed by the instrument. 
These functions differ from the signal-oriented MEASure instructions in that a 
<sensor_function> is something that the sensor can be configured to directly detect. 


The DATA subsystem is used to query data from the SENSe block. 


KEYWORD PARAMETER FORM NOTES 
:DATA? [<data_handle>] [query only] 1991 
:DATA 1995 
:PREamble? [<data_handle>] [query only] 1994 
:FUNCtion 
:CONCurrent <Boolean> 1991 
:OFF <sensor_function>{,<sensor_function>} 1991 
‘ALL [no query] 1991 
:COUNt? [query only] 1991 
[:ON] <sensor_function>{,<sensor_function>} 1991 
‘ALL [no query] 1991 
:COUNt? [query only] 1991 
:STATe? <sensor_function> [query only] 1991 


18.13.1 DATA? [<data_handle>] 
SENSe:DATA? 
Provides access to the result(s) of the SENSe block. This query retrieves the current SENSe 
result(s). 


The <data_handle> parameter to this query is optional. Instruments that implement this 
query are required to accept the the optional parameter <data_handle> if sent. If a sensor 
function is specified, and that function is currently being sensed the result is returned. If the 
function is not being sensed an error -221 (Settings Conflict) shall be generated. 


If a <data_handle> is not specified, then the result(s) of all functions being sensed are 
returned. If CONCurrent is OFF there will be only one FUNCtion result. If CONCurrent is 
ON there will be one or more results, depending on how many functions are currently on. 
The order of the function results returned by the DATA? query is device-dependent, 
although the order of these results shall be the same as the order of the functions returned by 
the FUNCtion[:ON]? query. If no functions are currently being sensed an error -221 
(Settings Conflict) shall be generated. The data returned by the DATA? query is affected by 
the FORMat subsystem. 


This command is query-only and therefore has no *RST condition. 


18.13.1.1. SENSe <data_handle>s 
If the SENSor block only emits one data flow, then the <data_handle> is just the string 
“SENSe<n>’, where <n> is a numeric suffix. However, for the case where the SENSe block 
outputs more than one result, each data result needs to be assigned a unique <data_handle>, 
symbolic of the data flow. Since the SENSe:FUNCtion command is already defined to take a 
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well-defined string as a parameter, these <sensor_function> strings are used as part of the 
<data_handle>. If more than one SENSe block in the instrument outputs the same 
<sensor_function> the SENSe block must also be included in the data handle. The syntax for 
the SENSe block <data_handle> is: 

<data_handle> := “[SENSe: ]<sensor_function>” | “SENSe[:<sensor_function> ]” 


18.13.1.2 :PREamble? [<data_handle>] 
SENSe:DATA:PREamble? 


PREamble? returns the preamble information supporting the DATA(CURVe(V ALues)) but 
omits the following data: 


= DIF blocks of waveform, measurement, and delta. 
™ DIF curve block keywords VALues and CSUM and their parameters. 
The DIF difid block must contain the keyword SCOPe with the parameter of PREamble. 


While the PREamble? query is designed to efficiently transmit data relating directly to the 
curve, the various notes and identification parameters may be sent if absolutely required. 


The optional <data_handle> parameter functions the same as it does in SENSe:DATA?. 


18.13.2 :FUNCtion 
SENSe:FUNCtion 
The FUNCtion subsystem selects the <sensor_function>(s) to be sensed by the instrument. 
For compatibility, instruments that support CONCurrent ON are required to support 
CONCurrent OFF mode. This is so some level of compatibility can be maintained with 
non-concurrent instruments which expect data results for only one FUNCtion to be returned 
by the SENSe:DATA? query. 

18.13.2.1. :CONCurrent <Boolean> 
SENSe:FUNCtion:CONCurrent 


The CONCurrent command indicates whether the SENSor block should be configured to 
SENSe one function at a time or SENSe more than one function at a time (concurrently). 


If CONCurrent is OFF, the FUNCtion[:ON] command acts as a one-of-n switch selecting the }18 
indicated function to be the only sensed function. If CONCurrent is ON, the function(s) 

specified as parameter(s) to the FUNCtion[:ON] command are turned on, while the state of 

other functions are not affected. 


When CONCurrent is turned OFF, the instrument shall select one function to be turned on, 
and turn off any other functions that were on. The function which is selected to be on shall 
always be the same one, even if that function is not currently ON. 


When CONCurrent is turned ON, the states of individual functions shall not be changed. 


At *RST the value of CONCurrent is device-dependent. However if an instrument 
implements CONCurrent ON, then it must implement CONCurrent OFF also for purposes of 
instrument compatibility. 
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:OFF <sensor_function>{,<sensor_function>} 
SENSe:FUNCtion:OFF 
The FUNCtion:OFF command selects the <sensor_function>s to be turned off. This 
command only needs to be implemented by instruments which allow users to turn OFF 
individual functions while leaving others on. The state of any other functions are not affected 
by turning the specified functions OFF. 


The query response of FUNCtion:OFF? shall return a comma separated list of functions 
which are currently OFF, each of which are <STRING RESPONSE DATAS. If no functions 
are OFF, a null string is returned. The query shall return the short form mnemonics and shall 
omit any default nodes in the <sensor_function>. 


At *RST, this value is device-dependent. 


1 ALL 


SENSe:FUNCtion:OFF:ALL 
This command turns OFF all of the <sensor_function>s which the instrument can 
concurrently sense. There is no query for this command. 


.2 :COUNt? 


SENSe:FUNCtion:OFF:COUNt? 


This query returns the number of <sensor_function>s which are OFF. This command must 
be implemented if CONCurrent ON and FUNCtion:OFF are implemented. 


This command is query-only and therefore has no *RST condition. 


[:ON] <sensor_function>{,<sensor_function>} 
SENSe:FUNCtion:ON 
The FUNCtion[:ON] command selects the <sensor_function>(s) to be SENSed by the 
instrument. This command only needs to be implemented by instruments which allow users 
to select what functions will be SENSed. The <sensor_function> is specified as a quoted 
string. For example: 
FUNCtion “VOLTage:AC” 


If CONCurrent is OFF, a single <sensor_function> is sent as the parameter. This selects this 
function to be sensed. If more than one function is sent an error -108 (Parameter not 
allowed) shall be generated. 


If CONCurrent is ON, a comma separated list of <sensor_function> may be sent as 
parameters. These functions are turned on, while the state of other functions are not affected. 


The query response of FUNCtion[:ON]? shall return a comma separated list of functions 
which are on, each of which are <STRING RESPONSE DATA>. If no functions are ON, a 
null string is returned. The query shall return the short form mnemonics and shall omit any 
default nodes in the <sensor_function>. 


For example FUNCtion[:ON]? returns the quoted string “VOLT:AC”. 


At *RST, this value is device-dependent. 
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18.13.2.3.1 :ALL 
SENSe:FUNCtion:ON:ALL 
This command turns ON all of the <sensor_function>s which the instrument can 
concurrently sense. There is no query for this command. 


18.13.2.3.2 :COUNt? 
SENSe:FUNCtion:ON:COUNt? 
This query returns the number of <sensor_function>s which are ON. This command must be 
implemented if CONCurrent ON and FUNCtion[:ON] are implemented. 


This command is query-only and therefore has no *RST condition. 


18.13.2.4 :STATe? <sensor_function> 
SENSe:FUNCtion:STATe? 
Returns a Boolean indicating whether the specified <sensor_function> is currently ON or 
OFF. This command is query only. 


At *RST, the state of each <sensor_function> is device- dependent. 


18.13.2.5 <sensor_function> 
SENSe:FUNCtion 
The FUNCtion subsystem uses the <sensor_function> to select the function on which the 
FUNCtion commands operate on, <sensor_function> has the following syntax: 
<sensor_function> ::=“<presentation_layer><function_name> 
[<input block>{,<input block>}] [ON <subnode>{,<subnode>}]” 


The <sensor_function> is STRING PROGRAM DATA. 


The names inside angle brackets (<) and (>) are called productions and the commas (,) and 
‘ON’ are literals. White space is defined in section 7.4.1.2 of IEEE 488.2 as one or more 
white space characters. 


For a <sensor_function> sent to an instrument, white space is not allowed inside any 

production or literal. White space is not allowed between the <presentation_layer> and 
<function_name> productions. At least one white space character is required before and 18 
after the literal ON. At least one white space character is required before the first 

<input_block>. White space is permitted, but not required, everywhere else in the 

<sensor_function>. The FUNCtion commands shall accept the long and short forms of 
<sensor_function> mnemonics. Instruments shall accept both upper and lowercase 

characters without distinguishing between cases. 


When a <sensor_function> is returned in response to a query, it shall contain no white space 
except for a single space before the first <input_block> and single spaces around the literal 
ON if either is present. The mnemonics in the query response shall use short form with 
default nodes omitted. All alpha characters in the response shall be in uppercase. 
<input_block> elements are omitted in the query response only if all have been set to their 
default values. If any <input_block> element has been set to anything other than its default 
value, then all <input_block> elements are returned in the query response. 
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The <function_name> is a well-defined hiearchical sensor function indicating the type of 
function the sensor will be configured to directly detect. 


The optional <input_block> parameters are numeric values indicating which INPut blocks 
shall be “fed” into the sensor function. The numeric value corresponds to the same- 
numbered INPut block. Specifying an input block in a sensor function makes an implicit 
internal routing connection such that the output of the designated INPut block will flow into 
the sensor. If no <input_block> parameters are specified the instrument defined default data 
flow is used. 


For example, SENSe:FUNCtion “VOLTage:AC 2” would configure the sensor to sense the 
AC Voltage of the data flowing out of INPut2. The SENSe:FUNCtion? query would then 
return the quoted string “VOLT:AC 2”. 


The optional <subnode> parameter is used when the SENSe block contains user 
configurable selections of subnodes to be used in computation of the SENSe FUNCtion. For 
example if a single SENSe block contained two SWEep subblocks and the sensor could use 
either SWEep block to measure the AC Voltage of INPut1. Currently SWEep and AVERage 
are the only subnodes which are allowed after the ON keyword. 
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18.13.2.6 <presentation_layer> 1991 
PRESENTATION LAYER 
[XNONe:] 1991 
XTIMe: 1991 
XFRequency: 1991 
XPOWer: 1991 
XVOLtage: 1991 
XCURrent: 1991 


18.13.2.6.1  [XNONe:] 
SENSe:FUNCtion “XNONe:<function>” 


This specifies that the X-axis has no specific units or number of points. No knowledge can 
be associated with the X-axis. XNON¢ is only scalar. 

18.13.2.6.2 XTIMe: 
SENSe:FUNCtion “XTIMe:<function>” 
This specifies that the sensor function results are acquired with respect to time. The X-axis is 
in units of time. 

18.13.2.6.3 XFRequency: 
SENSe:FUNCtion “XFRequency:<function>” 
This specifies that the sensor function results are acquired with respect to frequency. The 
X-axis is in units of frequency. 

18.13.2.6.4 XPOWer: 
SENSe:FUNCtion “XPOWer:<function>” 
This specifies that the sensor function results are acquired with respect to power. The X-axis 
is in units of power. 

18.13.2.6.5 XVOLtage: 
SENSe:FUNCtion “XVOLtage:<function>” 


This specifies that the sensor function results are acquired with respect to voltage. The 18 
X-axis is in units of voltage. 


18.13.2.6.6 XCURrent: 
SENSe:FUNCtion “XCURrent:<function>” 
This specifies that the sensor function results are acquired with respect to current. The 
X-axis is in units of current. 
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18.13.2.7 <function_name> 
SENSe:FUNCtion 


A SENSe:FUNCtion <function_name> is a well-defined hierarchical sensor function 
indicating the type of function the sensor will be configured to directly detect. The 
<function_name> comprises the <function> and is optionally followed by a 
:<function_suffix>. 

<function_name> := <function>[:<function_suffix>] 


Where: <function_suffix> is of type <CHARACTER PROGRAM DATA+> with the 
following values defined: 
<function_suffix> := RATio | SUM 


When the RATio suffix is included, then a ratio between two input blocks shall be selected. 
When the SUM suffix is included, then the sum of two or more input blocks shall be selected. 
Excluding the <function_suffix> shall cause the sensor function to be selected. 
For example: 

:SENSe:FUNCtion “FREQuency” 


Selects frequency sensing. 








:SENSe:FUNCtion “FREQuency:RATio” 


Selects a ratio of two frequencies as a function. If the user specifies input blocks after the 
sensor function, then the first input block specified is the numerator and the second input 
block is the denominator. 





:SENSe:FUNCtion “VOLTage:DC:SUM 1,2" 


Selects the sum of DC voltages on inputs | and 2 as a function. 
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The following is the sensor <function> tree and descriptions: 


FUNCTION 
ACCeleration 
AM 
[: DEPTh] 
:DISTortion 
:-FREQuency 
:SNDRatio 
‘SNR 
:THD 
CONCentration 
:RAW 
:SDEViation 


:TALign 


CONDition 
CURRent 
[:DC] 

:AC 
DISTance 
FERRor 
FM 

[: DEViation] 

:DISTortion 

:-FREQuency 

:SNDRatio 

‘SNR 

:‘THD 
FORCe 
FREQuency 
FRESistance 
PERiod 
PHASe 
PM 

[: DEViation] 

:DISTortion 

:-FREQuency 

:SNDRatio 

‘SNR 

:THD 
POWer 

:AC 


DESCRIPTION 
Acceleration 


AM Depth 

AM Distortion 

AM Frequency 

AM Signal, Noise & Distortion Ratio (SINAD) 
AM Signal to Noise Ratio 

AM Total Harmonic Distortion 
Non-time-aligned concentration 


Raw concentration value in device dependent units 


Standard Deviation corresponding to data point 
CONCentration 


Time-aligned analyzer for analyzer number (1,2,...n) 


in device-dependent units 
True/False condition of a signal 


DC Current 
AC Current 
Distance 

Force Error 


FM Deviation 

FM Distortion 

FM Frequency 

FM Signal, Noise & Distortion Ratio (SINAD) 
FM Signal to Noise Ratio 

FM Total Harmonic Distortion 
Force 

Direct sensing of frequency 
Four-wire resistance 

Inverse of frequency 

Direct sensing of phase 


PM Deviation 

PM Distortion 

PM Frequency 

PM Signal, Noise & Distortion Ratio (SINAD) 
PM Signal to Noise Ratio 

PM Total Harmonic Distortion 


AC Power 
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1991 
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FUNCTION DESCRIPTION 
:ACHannel Adjacent Channel Power 1991 
:LOWer Lower Adjacent Channel Power 1991 
[:UPPer] Upper Adjacent Channel Power 1991 
:COHerence 1992 
:CROSs Cross Product 1992 
[:DC] DC Power 
:DISTortion Distortion 1991 
:PSDensity Power Spectral Density 1992 
:S111S211S221 S12 Scattering Parameter Function 1992 
:SNDRatio Signal, Noise & Distortion Ratio (SINAD) 1991 
SNR Signal to Noise Ratio 1991 
‘THD Total Harmonic Distortion 1991 
PULM Pulse Modulation 1994 
RESistance Two wire resistance 
SPEed Speed 1999 
:FRONt Front Roll Speed 1999 
[:REAR] Rear Roll Speed 1999 
SSB Single Sideband 1994 
TEMPerature Temperature 1999 
TIMer Value of the timer (see :SYSTem:TIME:TIMer) 1999 
TINTerval Time Interval 1991 
TOTalize Totalize Events 1991 
TPLoss Target Parasitic Loss 1999 
VOLTage 
:AC AC Voltage 
:CDFunction Cumulative Density Function 1992 
[:DC] DC Voltage 
‘HISTogram Histogram 1992 
:PDFunction Probability Density Function 1992 


18 18.13.2.8.1 ACCeleration 


SENSe:FUNCtion “ACCeleration” 


Acceleration. 


18.13.2.8.2 AM 
SENSe:FUNCtion “AM” 


Amplitude modulation. 


18.13.2.8.2.1  [:DEPTh] 
SENSe:FUNCtion “AM:DEPTh” 
AM depth. 
18.13.2.8.2.2 :DISTortion 
SENSe:FUNCtion “AM:DISTortion” 
DISTortion is the ratio of noise plus distortion to the signal plus noise plus distortion. 
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18.13.2.8.2.3 :FREQuency 
SENSe:FUNCtion “AM:FREQuency” 


AM frequency. 
18.13.2.8.2.4 :SNDRatio 
SENSe:FUNCtion “AM:SNDRatio” 
Signal, Noise and Distortion Ratio (SINAD or SNDRatio) is the ratio of the unfiltered signal 
to the signal with its fundamental removed (ratio of signal plus noise plus distortion to the 
noise plus distortion). 
Signal to Noise Ratio (SNR) = (signal+noise) / noise. 


18.13.2.8.2.5 :SNR 

SENSe:FUNCtion “AM:SNR” 

AM signal to noise ratio. 
18.13.2.8.2.6 :THD 

SENSe:FUNCtion “AM:THD” 

Total Harmonic Distortion (THD) is the ratio of the signal with its fundamental removed to 

the unfiltered signal. 
18.13.2.8.3  CONCentration 

SENSe:FUNCtion “CONCentration” 

Non-time-aligned concentration. 
18.13.2.8.3.1 :RAW 

SENSe:FUNCtion “CONCentration: RAW” 

Raw concentration value in device dependent units. 
18.13.2.8.3.2 :SDEViation 

SENSe:FUNCtion “CONCentration:SDE Viation” 

Standard Deviation corresponding to data point CONCentration. 
18.13.2.8.3.3 :TALign 

SENSe:FUNCtion “CONCentration:TALign” 

Time-aligned analyzer for analyzer number (1,2,...n) in device-dependent units. 
18.13.2.8.4 CONDition 

SENSe:FUNCtion “CONDition” 

True/False condition of a signal. 


18.13.2.8.5 CURRent 
SENSe:FUNCtion “CURRent” 


18.13.2.8.5.1 [:DC] 
SENSe:FUNCtion “CURRent:DC” 


DC current. 


18.13.2.8.5.2 :AC 
SENSe:FUNCtion “CURRent:AC” 


AC current. 
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18.13.2.8.6 DISTance 
SENSe:FUNCtion “DISTance” 


Distance. For chassis dynamometers this is the distance accumulated by the dynamometer. 
18.13.2.8.7. FM 

SENSe:FUNCtion “FM” 

Frequency modulation. 
18.13.2.8.7.1  :[DEViation] 

SENSe:FUNCtion “FM:DEViation” 

FM Deviation. 
18.13.2.8.7.2 :DISTortion 

SENSe:FUNCtion “FM:DISTortion” 

DISTortion is the ratio of noise plus distortion to the signal plus noise plus distortion. 
18.13.2.8.7.3 :FREQuency 

SENSe:FUNCtion “FM:FREQuency” 

FM frequency. 
18.13.2.8.7.4 :SNDRatio 

SENSe:FUNCtion “FM:SNDRatio” 


Signal, Noise and Distortion Ratio (SINAD or SNDRatio) is the ratio of the unfiltered signal 
to the signal with its fundamental removed (ratio of signal plus noise plus distortion to the 
noise plus distortion). 
Signal to Noise Ratio (SNR) = (signal+noise) / noise. 
18.13.2.8.7.5 :SNR 
SENSe:FUNCtion “FM:SNR” 
FM signal to noise ratio. 
18.13.2.8.7.6 :THD 
SENSe:FUNCtion “FM:THD” 
Total Harmonic Distortion (THD) is the ratio of the signal with its fundamental removed to 
the unfiltered signal. 
18.13.2.8.8 FERRor 
SENSe:FUNCtion “FERRor” 
Force Error. For chassis dynamometers this specifies the error inherent in the measurement 
of the real-time force. 
18.13.2.8.9 FORCe 
SENSe:FUNCtion “FORCe” 
Force. For chassis dynamometers this is the force at the roll surface. 
18.13.2.8.10 FREQuency 
SENSe:FUNCtion “FREQuency” 
Direct sensing of frequency. 
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18.13.2.8.11 FRESistance 
SENSe:FUNCtion “FRESistance” 


Four-wire resistance. 
18.13.2.8.12 PERiod 
SENSe:FUNCtion “PERiod” 
Inverse of frequency. 
18.13.2.8.13 PHASe 
SENSe:FUNCtion “PHASe” 
Direct sensing of phase. 
18.13.2.8.14 PM 
SENSe:FUNCtion “PM” 
Pulse modulation. 
18.13.2.8.14.1 [:DEViation] 
SENSe:FUNCtion “PM:DEViation” 
PM deviation. 
18.13.2.8.14.2 :DISTortion 
SENSe:FUNCtion “PM:DISTortion” 
DISTortion is the ratio of noise plus distortion to the signal plus noise plus distortion. 
18.13.2.8.14.3 :FREQuency 
SENSe:FUNCtion “PM:FREQuency” 
PM Frequency. 
18.13.2.8.14.4 :SNDRatio 
SENSe:FUNCtion “PM:SNDRatio” 
Signal, Noise and Distortion Ratio (SINAD or SNDRatio) is the ratio of the unfiltered signal 
to the signal with its fundamental removed (ratio of signal plus noise plus distortion to the 


noise plus distortion). 
Signal to Noise Ratio (SNR) = (signal+noise) / noise. 18 


18.13.2.8.14.5 :SNR 
SENSe:FUNCtion “PM:SNR” 


PM signal to noise ratio. 


18.13.2.8.14.6 :THD 
SENSe:FUNCtion “PM:THD” 
PM Total Harmonic Distortion (THD) is the ratio of the signal with its fundamental removed 
to the unfiltered signal. 


18.13.2.8.15 POWer 
SENSe:FUNCtion “POWer’” 
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18.13.2.8.15.1 :AC 
SENSe:FUNCtion “POWer:AC” 


AC Power. 

18.13.2.8.15.2 :ACHannel 
SENSe:FUNCtion “POWer:ACHannel’” 
Adjacent Channel Power measurements involve measuring the power at a specified carrier 
for a given bandwidth and then ratio it to the power detected at the upper (or lower) adjacent 
channel. 


18.13.2.8.15.2.1  :LOWer 
SENSe:FUNCtion “POWer:ACHannel:LOWer” 


Lower Adjacent Channel Power. 


18.13.2.8.15.2.2 [:UPPer] 
SENSe:FUNCtion “POWer:ACHannel:UPPer” 


Upper Adjacent Channel Power. 

18.13.2.8.15.3 :COHerence 
SENSe:FUNCtion “POWer:COHerence” 
COHerence is the portion of the first <input_block> spectrum related to the second 
<input_block> spectrum. It is a measure of the statistical validity of a frequency response 
measurement. 


18.13.2.8.15.4 :CROSs 
SENSe:FUNCtion “POWer:CROSs” 


This is the Cross Product of two input_blocks. It is computed by multiplying the complex 
conjugate of the first <input_block> by the second <input_block>. 


18.13.2.8.15.5 [:DC] 

SENSe:FUNCtion “POWer:DC” 

DC Power. 
18.13.2.8.15.6 :DISTortion 

SENSe:FUNCtion “POWer:DISTortion” 

DISTortion is the ratio of noise plus distortion to the signal plus noise plus distortion. 
18.13.2.8.15.7 :PSDensity 

SENSe:FUNCtion “POWer:PSDensity” 

This is the Power Spectral Density. It is the power spectrum normalized to a 1 Hz bandwidth. 
18.13.2.8.15.8 :$11|:S12|:S22|:S21 

SENSe:FUNCtion “POWer:S11" 

These are the Scattering Parameter Functions. 

Scattering parameters or S parameters are a tool used in frequency characterization of 


devices to determine how the device modifies signal flow. An S parameter is a ratio of two 
energy values and is defined as: 
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energy emerging from port x 
energy entering port y 





Sxy _ 


with all ports other than port Y terminated in a ZO load. 


By convention, a devices ports are numbered (1,2,...n). An n port device has n’S parameters 
labelled Sxy, where {x,y} = {1,2,...,.n}. 


For more information please refer to “Scattering and Transmission Coefficients” chapter in 

“Fields and Waves in Communication Electronics”, Ramo, Whinnery and Van Duzer. 
18.13.2.8.15.9 :SNDRatio 

SENSe:FUNCtion “POWer:SNDRatio” 

Signal, Noise and Distortion Ratio (SINAD or SNDRatio) is the ratio of the unfiltered signal 

to the signal with its fundamental removed (ratio of signal plus noise plus distortion to the 

noise plus distortion). 

Signal to Noise Ratio (SNR) = (signal+noise) / noise. 


18.13.2.8.15.10 :SNR 
SENSe:FUNCtion “POWer:SNR’” 
Signal to Noise Ratio. 
18.13.2.8.15.11 :THD 
SENSe:FUNCtion “POWer:THD” 
Total Harmonic Distortion (THD) is the ratio of the signal with its fundamental removed to 
the unfiltered signal. 


18.13.2.8.16 PULM 
SENSe:FUNCtion “PULM” 
Pulse modulation. 
18.13.2.8.17  RESistance 
SENSe:FUNCtion “RESistance” 
Two wire resistance. 
18.13.2.8.18 SPEed 
SENSe:FUNCtion “SPEed” 
Speed. 
18.13.2.8.18.1 :FRONt 
SENSe:FUNCtion “SPEed:FRONt” 
Front Roll Speed. For chassis dynamometers this is the roll speed. On twin roll systems, this 
is the front roll speed. 


18.13.2.8.18.2 [: REAR] 
SENSe:FUNCtion “SPEed[:REAR]” 
Rear Roll Speed. For chassis dynamometers this is the roll speed. On twin roll systems, this 
is the rear roll speed. 
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18.13.2.8.19 SSB 
SENSe:FUNCtion “SSB” 


Single sideband modulation. 
18.13.2.8.20 TEMPerature 
SENSe:FUNCtion “TEMPerature” 
Temperature. 
18.13.2.8.21 TiMer 
SENSe:FUNCtion “TIMer” 
Value of the timer (see :SYSTem:TIME:TIMer). 
18.13.2.8.21.1 COUNt 
SENSe:FUNCtion “TIMer:COUNt” 
Returns the current timer count. 
18.13.2.8.22 TINTerval 
SENSe:FUNCtion “TINTerval” 
Time Interval. 
18.13.2.8.23 TOTalize 
SENSe:FUNCtion “TOTalize” 
Totalize events. 
18.13.2.8.24 TPLoss 
SENSe:FUNCtion “TPLoss” 


Target Parasitic Loss. For chassis dynamometers this is the value of frictional loss at the 
present speed based on the active parasitic loss curve. 


18.13.2.8.25 VOLTage 
SENSe:FUNCtion “VOLTage” 


18.13.2.8.25.1 :AC 
SENSe:FUNCtion “VOLTage:AC” 


AC Voltage. 


18.13.2.8.25.2 :CDFunction 
SENSe:FUNCtion “VOLTage:CDFunction” 


The Cumulative Density Function is the integral of a normalized histogram. 
18.13.2.8.25.3 [:DC] 

SENSe:FUNCtion “VOLTage:DC” 

DC Voltage. 
18.13.2.8.25.4 :HISTogram 

SENSe:FUNCtion “VOLTage:HISTogram” 


The histogram measures how the amplitude of the input signal is distributed between it’s 
maximum and minimum values. 
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18.13.2.8.25.5 :PDFunction 
SENSe:FUNCtion “VOLTage:PDFunction” 


The Probability Density Function is computed by normalizing a histogram and is a statistical 
measure of the probablity that a specific level occured. 
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LIST Subsystem 

SENSe:LIST 

The list subsystem controls automatic sequencing through associated lists of frequency, and 
dwell time values. The various values are specified in the LIST: FREQuency, LIST: DWELI 
commands. Points in each list correspond to the associated point in all other lists. 


The LIST subsystem controls a characteristic of the instrument when that subsystem’s mode 
is set to LIST (for example, FREQuency:MODE LIST). 


When employing multiple lists, all lists must be of equal length. If they are not of the same 
length, an error is generated at sequencing time. An exception is made for the case where the 
shorter list is of length 1. In this case, the particular list is treated as though it were a list of 
equal length, with all values being the same. 


Lists are not affected by *RST. 


KEYWORD PARAMETER FORM NOTES 
‘LIST 
:COUNt <numeric_value> 
:DIRection UPIDOWN 
:DWELI <numeric_value>{,<numeric_value>} 
:POINts? [query only] 
:-FREQuency <numeric_value>{,<numeric_value>} 
:POINts? [query only] 
:SEQuence <numeric_value>{,<numeric_value>} 
:AUTO <Boolean>IONCE 
:POINts? [query only] 


:COUNt <numeric_value> 
SENSe:LIST:COUNt 


Controls the number of times the sequence list is scanned when a trigger is received. 
:DIRection UP|DOWN 
SENSe:LIST:DIRection 


Specifies the direction that the sequence list is scanned. If UP is selected, the list is scanned 
from the first to the last item in the sequence list. If DOWN is selected, the list is scanned 
from the last item to the first item in the sequence list. 


:DWELI <numeric_value>{,<numeric_value>} 
SENSe:LIST:DWELI 


Specifies the dwell time points of the lists. The units are in seconds. 
This specifies the amount of time spent at each point. 


:POINts? 
SENSe:LIST:DWELI:POINts? 


Returns the number of points currently in the DWELI list. 
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18.14.4 :FREQuency<numeric_value>{,<numeric_value>} 
SENSe:LIST:FREQuency 


Specifies the frequency points of the list set. The units are Hz. 
18.14.4.1  :POINts? 
SENSe:LIST:FREQuency:POINts? 
This query returns the number of points currently in the FREQuency list. 
18.14.5 :SEQuence<numeric_value>{,<numeric_value>} 
SENSe:LIST:SEQuence 
Defines a sequence for stepping through the list. Individual points may be specified as many 
times as desired in a single sequence. The points specified are indexes into the lists. For 
example, if 3 was selected, the third point in the frequency and dwell lists would be 
sequenced. 
18.14.5.1  :AUTO <Boolean>|ONCE 
SENSe:LIST:SEQuence:AUTO 
When on, the sequence list is set to 1 through N, where N is the longest list. 
18.14.5.2 :POINts? 
SENSe:LIST:SEQuence:POINts? 
This query returns the number of points currently in the SEQuence list. 
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MiXer Subsystem 
SENSe:MIXer 


This subsystem controls external mixers for tuned receivers. It also provides controls to 
compensate for known fixed losses in external mixers. 


KEYWORD PARAMETER FORM NOTES 
:MIXer 
‘BIAS <numeric_value> 
:AUTO <Boolean>IONCE 
:LIMit <numeric_value> 
:HARMonic <numeric_value> 
:AUTO <Boolean>IONCE 
:LOSS <numeric_value> 
:AUTO <Boolean> 1991 


:BIAS <numeric_value> 
SENSe:MIXer:BIAS 


Controls the mixer bias. 
At *RST, this value is device-dependent. 


1  :AUTO <Boolean>|ONCE 
SENSe:MIXer:BIAS:AUTO 


Allows the mixer bias to be automatically set by other parameters in the system. Explicitly 
setting a value for BIAS shall cause AUTO to be set to OFF. 
At *RST, this value shall be set to ON. 


2 :LIMit <numeric_value> 
SENSe:MIXer:BIAS:LIMit 


Controls the maximum mixer bias level which can be set by the BIAS command or by other 
parameters when AUTO is ON. 


The limits and *RST conditions are instrument-dependent. 


:HARMonic <numeric_value> 
SENSe:MIXer:HARMonic 


Selects which harmonic of the local oscillator will be used for mixing. 
At *RST, this value is device-dependent. 


1 :AUTO <Boolean>|ONCE 
SENSe:MIXer:HARMonic:AUTO 


When AUTO is ON, the harmonic is chosen by the system or instrument, and may change 
during the sweep. When OFF, the harmonic is locked to the selected value. Setting a value 
for MIXer:HARMonic sets AUTO to OFF. 


At *RST, this value is set to ON. 
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18.15.38 :LOSS <numeric_value> 
SENSe:MIXer:LOSS 


Compensates for losses external to the instrument. This parameter is added to all readings. 
The unit for this command is the current relative amplitude unit. 


At *RST, this value is set to 0. 


18.15.3.1. :AUTO <Boolean> 
SENSe:MIXer:LOSS:AUTO 


Sets the LOSS to the value appropriate to the connected external mixer. 


At *RST, this value is device-dependent. 
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18.16 PM Subsystem 
SENSe:PM 


The Phase Modulation subsystem is used to set the modulation controls and parameters 
associated with sensing phase modulated signals. 


KEYWORD PARAMETER FORM NOTES 
:PM 1991 
[:DEViation] 1991 
‘RANGe 1991 
:AUTO <Boolean> | ONCE 1991 
[:UPPer] <numeric_value> 1991 
:LOWer <numeric_value> 1991 


18.16.1  [:DEViation] 
SENSe:PM:DEViation 


This node is used to collect together the deviation parameters. 


18.16.1.1 :RANGe 
SENSe:PM:DEViation:RANGe 


Sets the range for the sensor function. 


18.16.1.1.1 :AUTO <Boolean> | ONCE 
SENSe:PM:DEViation:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. Selecting AUTO ONCE will have 
the effect of setting AUTO to ON and then OFF. 


At *RST, this value is set to ON. 


18.16.1.1.2 [:UPPer] <numeric_value> 
SENSe:PM:DEViation:RANGe:UPPer 


Specifies the maximum signal level expected for the sensor input. 
At *RST, this value is device-dependent. 


18.16.1.1.3  :LOWer <numeric_value> 
SENSe:PM:DEViation:RANGe:LOWer 


Specifies the smallest signal level expected for the sensor input. This allows setting for the 
best dynamic range. This function is coupled to UPPer. 


At *RST, this value is device-dependent. 
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18.17 POWer Subsystem 
SENSe:POWer 
This subsection controls the power amplitude characteristics of the sensor. 
KEYWORD PARAMETER FORM NOTES 
:POWer 
:ACHannel 1991 
:SPACing 1991 
:LOWer <numeric_value> 1991 
:AUTO <Boolean> 1991 
[:UPPer] <numeric_value> 1991 
:ACI[:DC] 
:APERture <numeric_value> 
:NPLCycles <numeric_value> 1991 
:ATTenuation <numeric_value> 
:AUTO <Boolean> 
:PROTection 
[:LEVel] <numeric_value> 
‘STATe 
:TRIPped? [query only] 
:CLEar [no query] 
‘RANGe 
[:UPPer] <numeric_value> 
:LOWer <numeric_value> 
:AUTO <Boolean>IONCE 
:DIRection UPIDOWNIEITHer 
:LLIMit <numeric_value> 1996 
:ULIMit <numeric_value> 1996 
:OFFSet 1991 
:PTPeak 1991 
:REFerence <numeric_value> 
:STATe <Boolean> 
:-RESolution <numeric_value> 
:AUTO <Boolean>IONCE 
:DETector INTernal | EXTernal 1991 
18.17.1 :ACHannel 
SENSe:POWer:ACHannel 
Adjacent Channel Power Measurements involve measuring the power at a specified carrier 
for a given bandwidth and then ratio it to the power detected at the upper (or lower) adjacent 
channel. 
18.17.1.1. :SPACing 


SENSe:POWer:ACHannel:SPACing 


Controls the channel SPACing which is the distance from the modulated carrier signal to the 
upper or lower Adjacent Channel. 
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18.17.1.1.1  :LOWer<numeric_value> 
SENSe:POWer:ACHannel:SPACing:LOWer 


Controls the channel SPACing to the lower Adjacent Channel. 

At *RST, this value is device-dependent. 
18.17.1.1.1.1. :AUTO <Boolean> 

SENSe:POWer:ACHannel:SPACing:LOWer:AUTO 

When AUTO is ON, the value of LOWer is coupled to the value of UPPER. 
18.17.1.1.2 [:UPPer] <numeric_value> 

SENSe:POWer:ACHannel:SPACing:UPPer 


Controls the channel SPACing which is the distance from the modulated carrier signal to the 
upper Adjacent Channel. 


At *RST, this value is device-dependent. 
18.17.2 :AC|[:DC] 
SENSe:POWer:AC 


This subsystem selects the alternating current or the direct current sensor. The default units 
are watts. 


18.17.2.1. :APERture <numeric_value> 
SENSe:POWer:AC:APERture 


Specifies the acquisition/sampling/gate time for a single measurement point. The parameter 
has a unit of seconds. 


At *RST, this value is device-dependent. 
18.17.2.2  :NPLCycles <numeric_value> 
SENSe:POWer:AC:NPLCycles 
Specifies the acquisition/sampling/gate time for a single measurement point in terms of the 


number of power line cycles. The parameter is unitless. If this command is implemented, the 
APERture command must also be implemented. 


The value is coupled to APERture by the equation: 
APERture = NPLCycles/selected line frequency 


At *RST, this value is device-dependent. 


18.17.2.3 :ATTenuation <numeric_value> 
SENSe:POWer:AC:ATTenuation 
Sets the ATTenuation level. Note that when setting the level to 10 dB the magnitude of the 
incoming signal will be decreased by 10 dB. Changing the ATTenuation changes RANGe by 
the same amount. 


Default units are as determined in the UNITS system. 


18-64 SENSe:POWer 


1999 SCPI Command Reference 


18.17.2.3.1 :AUTO <Boolean> 
SENSe:POWer:AC:ATTenuation:AUTO 


Couples the attenuator to RANGe such that maximum dynamic range of the incoming signal 
is assured without overloading. 
Programming a specified attenuation sets AUTO OFF. 
At *RST, AUTO is set to ON. 
18.17.2.4 :PROTection 
SENSe:POWer:AC:PROTection 
Controls the protection circuits. 
18.17.2.4.1 [:LEVel] <numeric_value> 
SENSe:POWer:AC:PROTection:LEVel 
This command sets the input level at which the input protection circuit will trip. 
18.17.2.4.2 :STATe <Boolean> 
SENSe:POWer:AC:PROTection:STATe 
Controls whether the input protection circuit is enabled. 
At *RST, this value is set to ON. 
18.17.2.43 :TRIPped? 
SENSe:POWer:AC:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. TRIPped 
only has a query form and thus has no associated *RST condition. 


18.17.2.4.4 :CLEar 

SENSe:POWer:AC:PROTection:CLEar 

Causes the protection circuit to be cleared. 

This command is an event and has no associated *RST condition. 
18.17.2.5 :RANGe 


SENSe:POWer:AC:RANGe 


Sets the range for the amplitude sensor function. The RANGe endpoints may be specified in 
terms of the UPPer endpoint and the LOWer endpoint, alternatively the midpoint of the 
RANGe (OFFSet) and the span of the RANGe (PTPeak) may be used. A non-symmetrical 
range around zero may cause some instruments to introduce an actual offset to the signal 
entering the SENSe block. 


18.17.2.5.1 [:UPPer] <numeric_value> 
SENSe:POWer:AC:RANGe:UPPer 


Specifies the most positive signal level expected for the sensor input. 


At *RST, this value is device-dependent. 
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18.17.2.5.2 :LOWer<numeric_value> 
SENSe:POWer:AC:RANGe:LOWer 


Specifies the most negative signal level expected for the sensor input. This allows setting for 
the best dynamic range. This function is coupled to UPPer in a device-dependent manner. 


At *RST, this value is device-dependent. 
18.17.2.5.3  :AUTO <Boolean>|ONCE 
SENSe:POWer:AC:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. 


At *RST, AUTO is set to ON. 
18.17.2.5.3.1  :DiRection UP|DOWN|EITHer 
SENSe:POWer:AC:RANGe:AUTO:D!IRection 


The DIRection command defines the manner in which AUTO works. When UP is selected, 
the instrument shall only change the range automatically to ranges larger than the current 
range, as the input signal dictates. When DOWN is selected, the instrument shall only 
change the range automatically to ranges smaller than the current range, as the input signal 
dictates. When EITHer is selected the instrument may range in either direction. 


At *RST, DIRection shall be set to EITHer. 
18.17.2.5.3.2 :LLIMit <numeric_value> 
SENSe:POWer:AC:RANGe:AUTO:LLIMit 


The Lower LIMit command sets the smallest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, LLIMit shall be set to MINimum. 


18.17.2.5.3.3 :ULIMit <numeric_value> 
SENSe:POWer:AC:RANGe:AUTO:ULIMit 


The Upper LIMit command sets the largest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, ULIMit shall be set to MAXimum. 


18.17.2.5.4  :OFFSet <numeric_value> 
SENSe:POWer:AC:RANGe:OFFSet 


OFFSet determines the midpoint of the range. 
At *RST, this value is device-dependent. 


18.17.2.5.5 :PTPeak <numeric_value> 
SENSe:POWer:AC:RANGe:PTPeak 


Peak To Peak specifies the dynamic range required for the sensor. 
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At *RST, this value is device-dependent. 

18.17.2.6 :REFerence <numeric_value> 
SENSe:POWer:AC:REFerence 
Sets a reference amplitude for sensor instruments. This command differs in intent from the 
reference correction in that this is intended to be a measurement offset where a user wishes 
to reference a measurement to some known value. 


At *RST, this value is device-dependent, but STATe is set to OFF. 


18.17.2.6.1 :STATe <Boolean> 
SENSe:POWer:AC:REFerence:STATe 
Determines whether amplitude is measured in absolute or relative mode. If STATe is ON, 
then amplitude is referenced to the value set in REFerence. 
At *RST, this value is set to OFF. 
18.17.2.7. :RESolution <numeric_value> 
SENSe:POWer:AC:RESolution 
Specifies the absolute resolution of the measurement. For example, if a measurement of 10 


Volts is specified with a resolution of .01 Volts, the measurement is returned with a 
resolution of .01 Volts (that is, 10.00). 


RANGe is not coupled to RESolution. Setting RANGe shall not cause RESolution to 
change. Setting RESolution shall not cause RANGe to change. 


At *RST, this value is device-dependent. 


18.17.2.7.1  :AUTO <Boolean>|ONCE 
SENSe:POWer:AC:RESolution:AUTO 


Allows the system to determine the best resolution for the other measurement conditions. 
Explicitly setting a value for :RESolution will turn AUTO OFF. 
At *RST, this value is set to ON. 


18.17.3 :DETector INTernal | EXTernal 
SENSe:POWer:DETector 


The DETector can be specified as internal or external. 


At *RST, this value is set to INT. 
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RESistance|FRESistance Subsystem 

SENSe:RESistance 

This subsection controls the signal characteristics of a resistance sensor. RESistance should 
be used for a two-wire measurement. FRESistance (four-wire resistance) should be used for 
a four-wire measurement. The default units are ohms. 


KEYWORD PARAMETER FORM NOTES 
:RESistance 
|: FRESistance 1991 
:APERture <numeric_value> 
:NPLCycles <numeric_value> 1991 
:OCOMpensated <Boolean> 1991 
‘RANGe 
[: UPPer] <numeric_value> 
:LOWer <numeric_value> 
:AUTO <Boolean>IONCE 
:DIRection UPIDOWNIEITHer 
:LLIMit <numeric_value> 1996 
:ULIMit <numeric_value> 1996 
:REFerence <numeric_value> 
‘STATe <Boolean> 
:-RESolution <numeric_value> 
:AUTO <Boolean>IONCE 


:APERture <numeric_value> 
SENSe:RESistance:APERture 


Specifies the acquisition/sampling/gate time for a single measurement point. The parameter 
has a unit of seconds. 

At *RST, this value is device-dependent. 

:NPLCycles <numeric_value> 

SENSe:RESistance:NPLCycles 


Specifies the acquisition/sampling/gate time for a single measurement point in terms of the 
number of power line cycles. The parameter is unitless. If this command is implemented, the 
APERture command must also be implemented. 


The value is coupled to APERture by the equation: 
APERture = NPLCycles/selected line frequency 


At *RST, this value is device-dependent. 


:OCOMpensated <Boolean> 

SENSe:RESistance:OCOMpensated 

Enables or disables the offset compensation when measuring resistance. (For example, offset 
compensation first measures the voltage on the input terminals before turning on the current 
used to measure resistance.) 


At *RST, OCOMpensated shall be set to OFF. 
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18.18.4 :RANGe 
SENSe:RESistance:RANGe 


Sets the range for the resistance sensor. 

18.18.4.1  [:UPPer] <numeric_value> 
SENSe:RESistance:RANGe:UPPer 
Specifies the maximum resistance expected for the sensor input. 


At *RST, this value is device-dependent. 


18.18.4.2 :LOWer <numeric_value> 
SENSe:RESistance:RANGe:LOWer 


Specifies the smallest resistance expected for the sensor input. This allows setting for the 
best dynamic range. This function is coupled to the UPPer command in a device-dependent 
manner. 


At *RST, this value is device-dependent. 


18.18.4.3 :AUTO <Boolean>|ONCE 
SENSe:RESistance:RANGe:AUTO 
Sets the RANGe to the value determined to give the most dynamic range without over 
loading. The actual algorithm is device-dependent. 


At *RST, AUTO is set to ON. 


18.18.4.3.1 :DlRection UP|DOWN|EITHer 
SENSe:RESistance:RANGe:AUTO:DIRection 
The DIRection command defines the manner in which AUTO works. When UP is selected, 
the instrument shall only change the range automatically to ranges larger than the current 
range,as the input signal dictates. When DOWN is selected, the instrument shall only change 
the range automatically to ranges smaller than the current range, as the input resistance 
dictates. When EITHer is selected, the instrument may range in either direction. 


AT *RST, DIRection shall be set to EITHer. 
18.18.4.3.2 :LLIMit <numeric_value> }18 
SENSe:RESistance:RANGe:AUTO:LLIMit 
The Lower LIMit command sets the smallest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 


instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, LLIMit shall be set to MINimum. 
18.18.4.3.3 :ULIMit <numeric_value> 
SENSe:RESistance:RANGe:AUTO:ULIMit 
The Upper LIMit command sets the largest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 


instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 
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At *RST, ULIMit shall be set to MAXimum. 
:REFerence <numeric_value> 
SENSe:RESistance:REFerence 


Sets a reference resistance for sensor instruments. This command differs in intent from the 
reference correction in that this is intended to be a measurement offset where a user wishes 
to reference a measurement to some known value. 


At *RST, this value is device-dependent, but STATe is set to OFF. 


:STATe <Boolean> 
SENSe:RESistance:REFerence:STATe 
Determines whether resistance is measured in absolute or relative mode. If STATe is ON, 
then resistance is referenced to the value set in REFerence. 
At *RST, this value is set to OFF. 
:RESolution <numeric_value> 
SENSe:RESistance:RESolution 


Specifies the absolute resolution of the measurement. For example, if a measurement of 10 
Ohms is made with a resolution of .01, the measurement is returned with a resolution of .01 
Ohms (that is, 10.00). 


At *RST, this value is device-dependent. 


:AUTO <Boolean>|ONCE 
SENSe:RESistance:RESolution:AUTO 


Allows the system to determine the best resolution for the other measurement conditions. 
Explicitly setting a value for RESolution will turn AUTO OFF. 
At *RST, this value is set to ON. 
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18.19 ROSCillator Subsystem 
SENSe:ROSGillator 


This subsystem controls the frequency reference oscillator. 


KEYWORD PARAMETER FORM NOTES 
‘ROS Cillator 
[:INTernal] 1992 
:SFREQuency <numeric_value> 
:-EXTernal 1992 
:FREQuency <numeric_value> 1992 
:SOURce INTernallEXTernalINONE 
ICLK10ICLK100 1991 
“AUTO <Boolean>IONCE 


18.19.1 [:INTernal] 
SENSe:ROSCillator:INTernal 


This subsystem configures the internal reference oscillator(s). 


18.19.1.1. :FREQuency <numeric_value> 
SENSe:ROSCillator:INTernal:-F REQuency 


Specifies the frequency of the internal reference oscillator. The default units are Hz. 


At *RST, this value is device-dependent. 


18.19.2 :EXTernal 
SENSe:ROSCillator:EXTernal 


This subsystem configures the external reference oscillator(s). 


18.19.2.1. :FREQuency <numeric_value> 
SENSe:ROSCillator:EXTernal:FREQuency 


Specifies the frequency of the external reference oscillator. The default units are Hz. 
At *RST, this value is device-dependent. 


18.19.38 :SOURce INTernal|EXTernal|NONE|CLK10|CLK100 
SENSe:ROSCillator:SOURce 18 


Controls the selection of the reference oscillator source. This typically refers to a precision, 
stabilized time base. The parameter values have the following meanings: 


™ INTernal — The reference frequency is derived from an internal precision 
oscillator. 


= EXTernal — The reference frequency is derived from an external signal supplied 
to the device. 


™ NONE — The reference frequency is not derived from any precision oscillator. 
™ CLK10 — The reference frequency is derived from VXIbus signal CLK10. 
™ CLK100 — The reference frequency is derived from VXIbus signal CLK 100. 


At *RST, this value is device-dependent. 
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18.19.3.1 :AUTO <Boolean>|ONCE 
SENSe:ROSCillator:SOURce:AUTO 


When AUTO is ON, the system automatically selects which oscillator will be used by the 
instrument. 


Explicitly selecting a reference oscillator turns AUTO OFF. 
At *RST, AUTO is set to ON. 
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18.20 SMOothing Subsystem 
SENSe:SMOothing 
This subsystem controls the point-to-point smoothing of the signal. Smoothing differs from 
averaging in that with smoothing, adjacent points of one set of data are averaged, while in 
averaging the average is taken over several acquisitions (that is, smoothing is a moving 
average). This subsystem controls smoothing done to compensate for measurement artifacts. 
Analytical post-acquisition smoothing is controlled with CALCulate:SMOothing. 


KEYWORD PARAMETER FORM NOTES 
SMOothing 

[:STATe] <Boolean> 

:APERture <numeric_value> 

:POINts <numeric_value> 


18.20.1 [:STATe] <Boolean> 
SENSe:SMOothing:STATe 


Determines whether the smoothing algorithm is enabled. 
At *RST, this function is set to OFF. 


18.20.2 :APERture <numeric_value> 
SENSe:SMOothing:APERture 


Specifies the size of the smoothing APERture as a ratio of smoothing window points/trace 
points. POINts is coupled to APERture by the equation: 
POINts = APERture * SWEep:POINts 


For example, if an APERture of .01 were chosen for a 1000-point sweep, then the smoothing 
window would be 10 points wide. 


At *RST, this value is device-dependent. 


18.20.3  :POINts <numeric_value> 
SENSe:SMOothing:POINts 


Controls the number of points to be included in the running average. POINts is coupled to 
APERture by the equation: }18 
POINts = APERture * SWEep:POINts 


At *RST, this value is device-dependent. 
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SSB Subsystem 

SENSe:SSB 

The single sideband modulation subsystem is used to set up the modulation controls and 
parameters associated with sensing and demodulating single sideband modulated signals. 
:TYPE USB|LSB|A1 

SENSe:SSB:TYPE 

SENSe:SSB:TYPE sets or queries the type of SSB demodulation technique the demodulator 
uses. USB means the demodulator is configured to upper sideband signals. LSB means the 
demodulator is configured to lower sideband signals. Al means the demodulator is 
configured to Al signals. 


At *RST, this value is device-dependent. 
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STABilize Subsystem 
SENSe:STABilize 


This subsystem contains the commands that control the stability parameters for the 


designated instrument and range. 





KEYWORD PARAMETER FORM 
:STABilize 
:NTOLerance <numeric_value> 
[:STATe] <Boolean> 
:TIME<n> <numeric_value> 
A 
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Figure 18.1 Stabilization Use 


:NTOLerance <numeric_value> 
:SENSe:STABilize:NTOLerance 


This command specifies or returns the allowable tolerance between averaged readings for a 


stabilized read, in percentage of full scale (%FS). 
At *RST these values are not changed. 


[:STATE] < Boolean > 
:SENSe:STABIilize[:STATe] 


This command sets or queries the stabilization state for all sensors. If stabilization is enabled, 


1999 
1999 
1999 
1999 


a procedure involving use of the stabilization times TIME], TIME2, TIME3, and TIME4 


and the stabilization tolerance is invoked in response to commands such as :SENSe:DATA?, 


and :SENSe:CORRection:ZERO:ACQuire. An error in stabilization shall result in error 


#-365. 
At *RST, stabilization is OFF. 
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18.22.3 :TIME<n> <numeric_value> 
:SENSe:STABilize:TIME<n> 


This command sets the nth time parameter for the stabilization procedure, for the selected 
instrument(s). 


The numeric suffix of : TIME, which is NOT optional, is defined as follows: 
TIME1: Stabilized read initial rise or delay time. 


TIME2: Stabilized read period, consisting of a number of TIME3’s, over which 
stabilization is considered. 


TIME3: Stabilized read duration of a single averaging period. 
TIME4: Stabilized read maximum time of stabilization procedure. 


At *RST these values are not changed. 
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SWEep Subsystem 

SENSe:SWEep 

This subsystem controls the timebase and/or sweep generator in instruments that acquire data 
either directly or indirectly as a function of time. 


Examples of instruments that acquire data directly as a function of time (non-swept 
instruments) are digitizers and logic analyzers. The X axis has units of time. The 
<sensor_function> presentation layer is :XTIMe. 


Examples of instruments that acquire data indirectly as a function of time (swept 
instruments) are spectrum analyzers. In this case, the X axis has units of frequency, but the 
frequency is swept with relationship to time. The <sensor_function> presentation layer is 
:XFRequency. The parameter to be swept is specified by setting the : MODE node in the 
associated subsystem to SWEEP (FREQuency:MODE SWEep). 


Some commands in this subsystem are applicable to both swept and non-swept instruments. 
Others may apply to only one of these classes. 


Commands in this subsystem may be coupled to those in implementor-defined trigger 
sequences such as TRIGger:SAMPle. The TRIGger sequences can provide additional 
flexibility by allowing the user more precise control over the acquisition. 


The commands in the :S WEep subsystem specify the timing and spacing of the values 
returned in :DATA?, FETCh?, and other measurement queries. The commands in the 
TRIGger subsystem specify when actual measurements are acquired. The precise 
relationship between the parameters in the two subsystems is device dependent. For 
example, the :S WEep:TINTerval command specifies the timing period between two 
successive samples of the SENSe:DATA? response. The TRIGger:SAMPle:TIMer 
command specifies the timing period between two acquisition samples that are taken by the 
trigger subsystem. 


The :SWEep subsystem contains several sets of commands which have complex couplings. 
These include the commands :TIME, :POINts, :DWELI, and TINTerval. Sending any one of 
a set singly will affect others of the set. However, if two are sent in a single program 
message, then these two shall set the values specified and the other changed. This is an 
accordance with the style guidelines and IEEE 488.2. See Syntax and Style section 7.4 for 
additional rules. 


Default units in this subsystem are seconds unless otherwise specified. 


KEYWORD PARAMETER FORM NOTES 
:SWEep 
:COUNt <numeric_value> 
:DIRection UPIDOWN 
:DWEL]I <numeric_value> 
:AUTO <Boolean>IONCE 
:GENeration STEPpedIANALog 
:MODE AUTOIMANual 
:OFFSet 1994 
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KEYWORD PARAMETER FORM NOTES 
:POINts <numeric_value> 1994 
‘TIME <numeric_value> 1994 
:OREFerence 1994 
:LOCation <numeric_value> 1994 
:POINts <numeric_value> 1994 
:POINts <numeric_value> 
:‘REALtime 1993 
[:STATe] <Boolean> 1993 
:SPACing LINearlLOGarithmic 
:STEP <numeric_value> 
:-TIME <numeric_value> 
“AUTO <Boolean>IONCE 
:LLIMit <numeric_value> 
:TINTerval <numeric_value> 1994 
18.23.1 :COUNt <numeric_value> 
SENSe:SWEep:COUNt 


This command determines the number of sweeps which are initiated or vectors (arrays of 
samples, waveforms, etc) which are acquired by a single trigger event. 


At *RST, this value is set to 1. 
18.23.2 :DiRection UP|IDOWN 
SENSe:SWEep:D!Rection 
Controls the direction of the sweep. If UP is selected, the sweep is carried out from start to 


stop. If DOWN is selected, the sweep is carried out from stop to start. This command only 
applies to swept instruments. 


At *RST, this value is set to UP. 


18.23.38 :DWELI <numeric_value> 
SENSe:SWEep:DWELI 


Controls the amount of time spent at each point during a sweep. This command only applies 
to swept instruments. Explicitly setting a value for SWEep:DWELI sets 
SWEep:DWELI:AUTO OFF. 


The following coupling equation applies. 
SWEep:TINTerval = SWEep:DWELI + <stepping_time> 


Changing DWEL] will cause either TINTerval or <stepping_time> to change in a device 
dependent manner. See also introductory comments in the SWEep subsystem. 


<stepping_time> is the device dependent time required for the sweep generator to move 
from one point (swept entity) to the next. 


Note that DWEL] cannot exceed TINTerval. Setting DWEL] to a greater value will cause 
error -222, “Data out of range” to be generated. 


At *RST, this value is device-dependent. 
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18.23.3.1. :AUTO <Boolean>|ONCE 
SENSe:SWEep:DWELI:AUTO 


When ON is selected, the dwell time is calculated internally when SWEep:TINTerval is 
changed. Explicitly setting a value for SWEep:DWELI sets SWEep:DWELI:AUTO OFF. 


At *RST, AUTO is set to ON. 

18.23.4 :GENeration STEPped|ANALog 
SENSe:SWEep:GENeration 
Determines if the sweep or acquisition is stepped or analog. 


= STEPped: A stepped sweep or acquisition is selected. The number of points is set 
by the SWEep:POINts command. 


= ANALog: The sweep or acquisition is controlled by an analog signal. 
SWEep:POINts is not applicable. 


At *RST, this value is device-dependent. 
18.23.5 :MODE AUTO|MANual 
SENSe:SWEep:MODE 
Determines whether the sweep is performed automatically, or if the actual swept entity is 


controlled by the MANual command in the appropriate subsystem (for example, 
FREQuency:MANual). This command only applies to swept instruments. 


At *RST, this value is set to AUTO. 
18.23.6 :OFFSet 
SENSe:SWEep:OFFSet 
This subsystem sets the offset between the offset reference point (SWEep:OREFerence) and 
the trigger point. 
18.23.6.1  :POINts <numeric_value> 
SENSe:SWEep:OFFSet:POINts 


Sets the offset in terms of points. This value may be positive or negative. A positive value 
specifies that the offset reference point occurs after the trigger point. 





The following coupling equation applies. 
SWEep: OF FSet:POINts = SWEep: OF FSet: TIME / SWEep:TINTerval 


Changing SWEep:OFFSet:POINts will cause SWEep:OFFSet:TIME to change, but not 
SWEep:TINTerval. See also introductory comments in the SWEep subsystem. 


At *RST, this value is set to 0. 


18.23.6.2 :TIME <numeric_value> 
SENSe:SWEep:OFF Set: TIME 
Sets the offset in units of time. This value may be positive or negative. A positive value 
specifies that the offset reference point occurs after the trigger point. 


The following coupling equation applies. 
SWEep: OFFSet:POINts = SWEep: OF FSet: TIME / SWEep:TINTerval 
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Changing SWEep:OFFSet:TIME will cause SWEep:OFFSet:POINts to change, but not 
SWEep:TINTerval. See also introductory comments in the SWEep subsystem. 


At *RST, this value is set to 0. 
:OREFerence 
SENSe:SWEep:OREFerence 


This subsystem sets the location of the offset reference point in the sweep or acquisition. The 
offset reference is used by the SWEep:OFFSet commands. 

:LOCation <numeric_value> 
SENSe:SWEep:OREFerence:LOCation 
Sets the offset reference by specifying a relative location. SWEep:OREFerence:LOCation 
accepts a range of values from 0 to 1. A value of 0 selects the first point of acquisition as the 
reference. A value of | selects the last point. 


The following coupling equation applies. 
SWEep: OREFerence:LOCation = 
(SWEep:OREFerence:POINts - 1) /(SWEep:POINts - 1) 


Changing SWEep:OREFerence:LOCation will cause SWEep:OREFerence:POINts to 
change, but not SWEep:POINts. See also introductory comments in the SWEep subsystem. 


At *RST, this value is device-dependent. 
:POINts <numeric_value> 
SENSe:SWEep:OREFerence:POINts 
Sets the offset reference by specifying a number of points. SWEep:OREFerence:POINts 


accepts values from | to N, where N is the maximum value of SWEep:POINts. A value of 1 
selects the first point of acquisition as the reference. 


The following coupling equation applies. 
SWEep:OREFerence:LOCation = 
(SWEep: OREFerence:POINts - 1) / (SWEep:POINts - 1) 


Changing SWEep:OREFerence:POINts will cause SWEep:OREFerence:LOCation to 
change, but not SWEep:POINts. See also introductory comments in the SWEep subsystem. 


At *RST, this value is device-dependent. 


:POINts <numeric_value> 
SENSe:SWEep:POINts 


Sets the number of points in a stepped sweep or acquisition. POINts is ignored when 
GENeration is ANALog. 


The following coupling equations apply. 
SWEep:TINTerval = SWEep:TIME / (SWEep:POINts - 1) 


Changing SWEep:POINts will cause either SWEep:TINTerval or SWEep:TIME to change 
in a device dependent manner. See also introductory comments in the SWEep subsystem. 
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SWEep: OREFerence:LOCation = 
(SWEep:OREFerence:POINts - 1) / (SWEep:POINts - 1) 


Changing SWEep:POINts will cause either SWEep:OREFerence:LOCation or 
SWEep:OREFerence:POINts to change in a device dependent manner. See also introductory 
comments in the SWEep subsystem. 


When SPACing is LINear: 
SWEep:STEP = <swept_subsystem>:SPAN /(SWEep:POINts - 1) 


Changing SWEep:POINts will cause SWEep:STEP to change, but not 
<swept_subsystem>:SPAN. 


When SPACing is LOGarithmic: 
<points_per_decade> = (SWEep:POINts-1) / <decades_in_span> 


Changing SWEep:POINts will cause <points_per_decade> to change, but not 
<decades_in_span>. <decades_in_span> is calculated internally from 
<swept_subsystem>:STARt, :STOP, :CENTer, and :SPAN. Normally, <decades_in_span> 
equals log10(:STOP/:STARt), when :STOP > :STARt. See also introductory comments in 
the SWEep subsystem. 


At *RST, this value is device-dependent. 
18.23.9 :REALtime 
SENSe:SWEep:REALtime 


Instruments that acquire data directly as function of time, may use several data acquisition 
methods to sense the data points of the sweep. 


There are techniques where the points in the requested sweep are collected from a number of 
successive acquisitions. In this case the result is a reconstruction of the original signal out of 
several acquisitions; this is not real time. 


An acquisition is known as real time if no reconstruction is done; that is, the points in the 
resulting data set are in the order in which they were acquired. 


18.23.9.1 [:STATe] <Boolean> 
SENSe:SWEep:REALtime:STATe 
When STATe is ON, the instrument is required to collect data in real time. When STATe is 
OFF, the instrument is allowed to use reconstruction techniques. 
At *RST this function is OFF 
18.23.10 :SPACing LINear|LOGarithmic 
SENSe:SWEep:SPACing 


Determines the time vs. swept entity characteristics of the sweep. The various settings have 
the following meanings: 





= LINear: The swept entity is incremented (decremented) by the stepsize until the 
sweep limit is reached if the sweep generation is stepped. If the sweep is analog, 


SENSe:SWEep_ 18-81 


18.23.11 


1999 SCPI Command Reference 


selecting this parameter specifies a ramp. 


= LOGarithmic: Step size is determined by a logarithmic curve fitted between the 
start and stop value of the swept entity. Stepping is determined by the number of 
steps function. 


At *RST, this value is set to LINear. 


:STEP <numeric_value> 
SENSe:SWEep:STEP 


Controls the swept entity step size for a stepped linear sweep. STEP is ignored when 
GENeration is ANALog or when SPACing is LOGarithmic. 


The following coupling equation applies. 
SWEep:STEP = <swept_subsystem>:SPAN /(SWEep: POINts - 1) 


Changing SWEep:STEP will cause SWEep:POINts to change, but not 
<swept_subsystem>:SPAN. See also introductory comments in the SWEep subsystem. 


The default units are those of the associated <swept_subsystem>:SPAN command. 


At *RST, this value is device-dependent. 


18.23.12 :TIME <numeric_value> 


SENSe:SWEep:TIME 

Sets the duration of the sweep or acquisition. Note that this does not turn sweeping or 
acquisition on. Explicitly setting a value for SWEep:TINTerval or SWEep:TIME sets 
SWEep:TIME:AUTO OFF. 


The following coupling equation applies. 
SWEep:TINTerval = SWEep:TIME / (SWEep:POINts - 1) 


Changing SWEep:TIME will cause SWEep:TINTerval to change, but not SWeep:POINts. 
See also introductory comments in the SWEep subsystem. 


At *RST, this value is device-dependent. 


18.23.12.1 :AUTO <Boolean>|ONCE 


SENSe:SWEep:TIME:AUTO 
When ON is selected, SWEep: TIME and SWEep:TINTerval are calculated internally when 


related settings outside the time domain coupling equations are changed. Explicitly setting a 
value for SWEep:TIME or SWEep:TINTerval sets SWEep: TIME: AUTO OFF. 


This command only applies to swept instruments, where explicitly setting SWEep:TIME and 
SWEep:TINTerval is the exception. For instance, in a spectrum analyzer, a user normally 
sets the frequency parameters (FREQuency:SPAN and :CENTER) and expects the 
instrument to calculate the appropriate sweep time and interval to produce a reasonable 
resolution bandwidth. The :AUTO node should not be implemented in non-swept 
instruments that normally expect the user to explicitly set SWEep:TIME or 
SWEep:TINTerval. 


At *RST, AUTO is set to ON. 
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18.23.12.2 :LLIMit<numeric_value> 
SENSe:SWEep:TIME:LLIMit 


Defines a lower limit for sweep time. This lower limit restricts the sweep time value set 
either explicitly or automatically. 


At *RST, this value is device-dependent. 


18.23.13 :TINTerval <numeric_value> 
SENSe:SWEep:TINTerval 


Sets the time interval between points of the sweep or acquisition. Explicitly setting a value 
for SWEep:TINTerval or SWEep: TIME sets SWEep:TIME:AUTO OFF. 


The following coupling equations apply. 
SWEep:TINTerval = SWEep: TIME / (SWEep:POINts - 1) 


Changing SWEep:TINTerval will cause SWEep:TIME to change, but not SWeep:POINts. 
See also introductory comments in the SWEep subsystem. 


SWEep: OF FSet:POINts = SWEep: OF FSet: TIME / SWEep:TINTerval 


Changing SWEep:TINTerval will cause either SWEep:OFFSet:POINts or 
SWEep:OFFSet:TIME to change in a device dependent manner. See also introductory 
comments in the SWEep subsystem. 


At *RST, this value is device-dependent. 
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18.24  VOLTage Subsystem 


SENSe:VOLTage 
This subsection controls the voltage amplitude characteristics of the sensor. 
KEYWORD PARAMETER FORM NOTES 
:VOLTage 
:ACI[:DC] 
:APERture <numeric_value> 
:NPLCycles <numeric_value> 1991 
:ATTenuation <numeric_value> 
:AUTO <Boolean> 
:PROTection 
[:LEVel] <numeric_value> 
:STATe 
:TRIPped? [query only] 
:CLEar [no query] 
‘RANGe 
[:UPPer] <numeric_value> 
:LOWer <numeric_value> 
:AUTO <Boolean>IONCE 
:DIRection UPIDOWNIEITHer 
:LLIMit <numeric_value> 1996 
:ULIMit <numeric_value> 1996 
:OFFSet <numeric_value> 1991,2 
:PTPeak <numeric_value> 1991,2 
:REFerence <numeric_value> 
‘STATe <Boolean> 
:-RESolution <numeric_value> 
:AUTO <Boolean>IONCE 
:DETector INTernal | EXTernal 1991 


18 | 18.24.1 :AC|[:DC] 
SENSe:VOLTage:AC 


This subsystem selects the alternating current or the direct current sensor. The default units 
are volts. 


18.24.1.1. :APERture <numeric_value> 
SENSe:VOLTage:AC:APERture 


Specifies the acquisition/sampling/gate time for a single measurement point. The parameter 
has a unit of seconds. 


At *RST, this value is device-dependent. 
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18.24.1.2  :NPLCycles <numeric_value> 
SENSe:VOLTage:AC:NPLCycles 


Specifies the acquisition/sampling/gate time for a single measurement point in terms of the 
number of power line cycles. The parameter is unitless. If this command is implemented, the 
APERture command must also be implemented. 


The value is coupled to APERture by the equation: 
APERture = NPLCycles/selected line frequency 


At *RST, this value is device-dependent. 
18.24.1.3 :ATTenuation <numeric_value> 
SENSe:VOLTage:AC:AT Tenuation 
Sets the ATTenuation level. Note that when setting the level to 10 dB the magnitude of the 


incoming signal will be decreased by 10 dB. Changing the ATTenuation changes RANGe by 
the same amount. 


Default units are as determined in the UNITS system. 


18.24.1.3.1 :AUTO <Boolean> 
SENSe:VOLTage:AC:AT Tenuation:AUTO 


Couples the attenuator to RANGe such that maximum dynamic range of the incoming signal 
is assured without overloading. 
Programming a specified attenuation sets AUTO OFF. 
At *RST, AUTO is set to ON. 
18.24.1.4 :PROTection 
SENSe:VOLTage:AC:PROTection 
Controls the protection circuits. 


18.24.1.4.1 [:LEVel] <numeric_value> 
SENSe:VOLTage:AC:PROTection:LEVel 


This command sets the input level at which the input protection circuit will trip. 18 


18.24.1.42 :STATe <Boolean> 
SENSe:VOLTage:AC:PROTection:STATe 


Controls whether the input protection circuit is enabled. 
At *RST, this value is set to ON. 


18.24.1.4.3  :TRIPped? 
SENSe:VOLTage:AC:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. TRIPped 
only has a query form and thus has no associated *RST condition. 


18.24.1.4.4 :CLEar 
SENSe:VOLTage:AC:PROTection:CLEar 


Causes the protection circuit to be cleared. 


This command is an event and has no associated *RST condition. 
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18.24.1.5 :RANGe 
SENSe:VOLTage:AC:RANGe 


Sets the range for the amplitude sensor function. The RANGe endpoints may be specified in 
terms of the UPPer endpoint and the LOWer endpoint, alternatively the midpoint of the 
RANGe (OFFSet) and the span of the RANGe (PTPeak) may be used. A non-symmetrical 
range around zero may cause some instruments to introduce an actual offset to the signal 
entering the SENSe block. 


18.24.1.5.1 [:UPPer] <numeric_value> 
SENSe:VOLTage:AC:RANGe:UPPer 
Specifies the most positive signal level expected for the sensor input. 
At *RST, this value is device-dependent. 

18.24.1.5.2 :LOWer <numeric_value> 
SENSe:VOLTage:AC:RANGe:LOWer 


Specifies the most negative signal level expected for the sensor input. This allows setting for 
the best dynamic range. This function is coupled to UPPer in a device-dependent manner. 


At *RST, this value is device-dependent. 
18.24.1.5.3 :AUTO <Boolean>|ONCE 
SENSe:VOLTage:AC:RANGe:AUTO 


Sets the RANGe to the value determined to give the most dynamic range without 
overloading. The actual algorithm is device-dependent. 


At *RST, AUTO is set to ON. 

18.24.1.5.3.1  :DlRection UP|DOWN|EITHer 
SENSe:VOLTage:AC:RANGe:AUTO:D!IRection 
The DIRection command defines the manner in which AUTO works. When UP is selected, 
the instrument shall only change the range automatically to ranges larger than the current 
range, as the input signal dictates. When DOWN is selected, the instrument shall only 


change the range automatically to ranges smaller than the current range, as the input signal 
dictates. When EI THer is selected the instrument may range in either direction. 


At *RST, DIRection shall be set to EITHer. 

18.24.1.5.3.2 :LLIMit <numeric_value> 
SENSe:VOLTage:AC:RANGe:AUTO:LLIMit 
The Lower LIMit command sets the smallest range to which the instrument will go while 
autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, LLIMit shall be set to MINimum. 


18.24.1.5.3.3 :ULIMit <numeric_value> 
SENSe:VOLTage:AC:RANGe:AUTO:ULIMit 


The Upper LIMit command sets the largest range to which the instrument will go while 
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autoranging. When AUTO is ON and the present RANGe is outside the new limits, the 
instrument may change the RANGe to a value inside the limits or wait until the next time the 
autoranging algorithm is performed. 


At *RST, ULIMit shall be set to MAXimum. 

18.24.1.5.4  :OFFSet <numeric_value> 
SENSe:VOLTage:AC:RANGe:OFFSet 
OFFSet determines the midpoint of the range. 
At *RST, this value is device-dependent. 

18.24.1.5.5 :PTPeak <numeric_value> 
SENSe:VOLTage:AC:RANGe:PTPeak 
Peak To Peak specifies the dynamic range required for the sensor. 
At *RST, this value is device-dependent. 

18.24.1.6 :REFerence <numeric_value> 
SENSe:VOLTage:AC:REFerence 
Sets a reference amplitude for sensor instruments. This command differs in intent from the 


reference correction in that this is intended to be a measurement offset where a user wishes 
to reference a measurement to some known value. 


At *RST, this value is device-dependent, but STATe is set to OFF. 


18.24.1.6.1  :STATe <Boolean> 
SENSe:VOLTage:AC:REFerence:STATe 
Determines whether amplitude is measured in absolute or relative mode. If STATe is ON, 
then amplitude is referenced to the value set in REFerence. 
At *RST, this value is set to OFF. 
18.24.1.7. :RESolution <numeric_value> 
SENSe:VOLTage:AC:RESolution 
Specifies the absolute resolution of the measurement. For example, if a measurement of 10 


Volts is specified with a resolution of .01 Volts, the measurement is returned with a 
resolution of .01 Volts (that is, 10.00). 


RANGe is not coupled to RESolution. Setting RANGe shall not cause RESolution to 
change. Setting RESolution shall not cause RANGe to change. 


At *RST, this value is device-dependent. 


18.24.1.7.1  :AUTO <Boolean>|ONCE 
SENSe:VOLTage:AC:RESolution:AUTO 


Allows the system to determine the best resolution for the other measurement conditions. 
Explicitly setting a value for :RESolution will turn AUTO OFF. 
At *RST, this value is set to ON. 
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18.24.2 :DETector INTernal | EXTernal 
SENSe:VOLTage:DETector 


The DETector can be specified as internal or external. 


At *RST, this value is set to INT. 
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WINDow Subsystem 

SENSe:WINDow 

The window subsystem selects digital signal processing windowing parameters for use by 
FFT analyzers. Windows are time-domain weighting functions applied to input time records 
to condition the results of a time-domain to frequency-domain transformation. This 
subsystem controls windowing done to compensate for measurement artifacts. Analytical 
post-acquisition windowing is controlled with CALCulate:TRANsform. 


KEYWORD PARAMETER FORM NOTES 
:WINDow 
[: TYPE] RECTangular subsystemlIUNIFormlFLATtop subsystem 
IHAMMingIHANNingIKBESsel 
IFORCelEXPonential 
:KBESsel <numeric_value> 
:-EXPonential <numeric_value> 
:FORCe <numeric_value> 


[: TYPE] RECTangular|UNIForm|FLATtop|HAMMing|HANNing 


|KBESsel|FORCe|EXPoneniial 
SENSe:WINDow:TYPE 


TYPE allows user selection from among several well-known or standard window types. 
Each window has characteristics that make it particularly suitable for certain kinds of 
measurements. 


Individual windowing algorithms are defined in “On the Use of Windows for Harmonic 
Analysis with the Discrete Fourier Transform,” F. J. Harris, Proc of the IEEE, Vol. 66-1, 
January 1978, pp 51-83. 


AT *RST, this value is device-dependent. 


:KBESsel <numeric_value> 
SENSe:WINDow:TYPE:KBESsel 
Enters the exponential decay time constant which characterizes the KBESsel window. The 
parameter to this command has units of seconds. 
At *RST, this value is device-dependent. 
:EXPonential <numeric_value> 
SENSe:WINDow:TYPE:EXPonential 
Enters the exponential decay time constant which characterizes the EXPonential window. 
The parameter to thids command has units of seconds. 
At *RST, this value is device-dependent. 
:FORCe <numeric_value> 
SENSe:WINDow:TYPE:FORCe 
Enters the time value parameter corresponding to the width of the gated portion of the input 
time record for FORCe windows. The parameter of this command has units of seconds. 


At *RST, this value is device-dependent. 
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SOURce Subsystem 


The SOURce setup commands are divided into several sections. Each section or subsystem 
deals with controls that directly affect device-specific settings of the device, and not those 
related to the signal-oriented characteristics. These commands are referenced through the 
SOURCE node. 


The SOURce node may be optional in a particular device. The reason that the SOURce is 
optional is to allow devices which are primarily sources to accept shorter commands. The 
SOURce node cannot be optional if either SENSe or ROUTe is optional, since only one node 
at a given level may be optional. For example, a typical power supply may elect to make the 
SOURce node optional, since the most frequently used commands would be under the 
SOURce subsystem. If the power supply also contained either source or routing 
functionality, these would be controlled through their respective nodes; however, the SENSe 
or ROUTe nodes would be required. An optional node, such as SOURce, implies that the 
device shall accept and process commands with or without the optional node and have the 
same result. That is, the device is required to accept the optional node, if sent, without error. 


In some instances, a source may contain subservient source or sensor functions. In such 
cases, the additional subservient functionality shall be placed as SENSe or SOURce 
subnodes under the SOURce subsystem. Further, no optional nodes (SENSe, SOURce or 
ROUTe) are permitted if such subservient functionality exists in a device. Otherwise 
conflicts in interpreting commands would occur, for example, between SOURce and 
[SENSe:]SOURCce if the SENSe were allowed to be optional. 


CURRent, POWer, VOLTage, FREQuency, and RESistance contain several sets of 
commands which have complex couplings. This includes the sweep commands STARt, 
STOP, CENTer, and SPAN as one set, and AMPLitude, OFFSet, HIGH, and LOW as 
another. Sending any one of a set singly will affect two others of the set. However, if two are 
sent in a single message unit, then these two should be set to the values specified and the 
other two changed. This is in accordance with the style guidelines and JEEE 488.2. STARt, 
STOP, CENTer, and SPAN must be implemented as a set. That is, if any one is 
implemented, then all must be implemented. 


If the requested setting is unachievable given the other instrument settings, then an error 
must be generated (-211 “settings conflict”). The device may resolve the conflict in a 
device-dependent manner (for example, change STARt, STOP, CENTer, and/or SPAN) to 
resolve the error. Note that when more than one of the four sweep settings are received in the 
same program message unit, the sweep will be determined by the last two received. 


The coupled commands may define commands as subnodes which alter these couplings. The 
command description will define how the couplings are altered. However, any command 
which alters couplings must default to the couplings described in this section as the *RST 
couplings. 


When CENTer or SPAN is changed the following couplings apply: 
SPAN = SPAN 
CENTer = CENTer 
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STOP = CENTer + (SPAN/2) 

STARt = CENTer - (SPAN/2) 
When STARt or STOP is changed the following couplings apply: 

STARt = STARt 

STOP = STOP 

CENTer = (STARt + STOP)/2 

SPAN = STOP - STARt 


The couplings above assume linear units in the sweep specified. 


HIGH, LOW, AMPLitude, and OFFSet have the same interactions described above for 
STARt, STOP, CENTer, and SPAN. 


When AMPLitude or OFFSet is changed the following couplings apply: 


OFFSet = OFFSet 

AMPLitude = AMPLitude 

HIGH = OFFSet + (AMPLitude/2) 

LOW = OFFSet - (AMPLitude/2) 
When HIGH or LOW is changed the following couplings apply: 

HIGH = HIGH 

LOW = LOW 

OFFSet = (HIGH + LOW)/2 


AMPLitude = HIGH - LOW 


For CURRent, POWer, and VOLTage when ATTenuation: AUTO is ON a coupling exists 
between ATTenuation and LEVel. This coupling is needed in sources which use an 
attenuator to extend the dynamic range of the source’s level. Fig 19-1 illustrates this situation. 


When ATTenuator:AUTO is ON, the full dynamic range of the instrument is available using 
the LEVel command. The instrument uses an algorithm which adjusts both the the limited 
dynamic range signal and the attenuator to supply the requested level. 


Figure 19-1 ATTenuation - LEVel Coupling Model 










signal with limited output level with 






dynamic range wide dynamic range 


When ATTenuation:AUTO is OFF, the amount of attenuation is fixed and the range of 
allowed values for LEVel is reduced. The MINimum and MAXimum values for LEVel 
depend on the value of ATTenuation. 


For example, assume an instrument has the block diagram illustrated in Fig 19-2. 
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Figure 19-2 ATTenuation - LEVel Coupling Example 


Say the output of the amplifier can vary from -5dBm to 10dBm and the attenuator can range 
from 0 to 50dB in steps of 10dB. The source’s level can thus vary from -55dBm to 10dBm. 


After *RST, POWer:ATTenuation: AUTO is ON allowing POWer:ATTenuation to 
automatically change depending on POWer[:LEVel]. The allowable range for 
POWer[:LEVel] is from -55dBm (MINimum) to 10dBm (MAXimum). If POWer[:LEVel] is 
set to -48dBm, POWer:ATTenuation is set to 50dB and the power level at the amplifier’s 
output is 2dBm. If POWer[:LEVel] is -43dBm, the instrument could be in one of two states: 


POWer:ATTenuation is -40dB and amplifier’s level is -3dBm or 
POWer:ATTenuation is -50dB and amplifier’s level is 7dBm 


Which state is chosen may depend on the previous state of POWer[:LEVe]] and the 
algorithm employed by the instrument. 


The user now wants to prevent the attenuator from changing values. POWer:ATTenuation 
-40 is sent. Receiving a value for POWer:ATTenuation has the side effect of turning 
POWer:ATTenuation: AUTO OFF, see 7.4 in Syntax & Style. Because the attenuator cannot 
automatically change, the allowable range for POWer[:LEVel] is limited to the range 
-45dBm (MINimum) to -30dBm (MAXimum). Trying to program a value outside this range 
causes an Execution Error. The permissable range for POWer[:LEVel] can be changed by 
sending a new value for POWer:ATTenuation. 


The actual algorithm employed in the instrument and the range of values depend on the 
underlying hardware implementation. SCPI does require MAXimum/MINimum queries 
which a user could use to discover how the bounds of the LEVel command change. 
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First Level SOURce Keywords 
[:SOURce] 
:ACCeleration 1999 
“AM 
:COMBine 1994 
:CORRection 1992 
:CURRent 
:DM 
FM 
:-FREQuency 
:FORCe 1999 
:sFUNCtion 
‘LIST 
sMAR Ker 
:PHASe 
:PM 
:POWer 
:PULM 
:PULSe 
:RESistance 
:-ROSCillator 
:SPEed 1999 
:SWEep 
:TEMPerature 1993 
:VOLTage 
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19.1 ACCeleration Subsystem 


SOURce:ACCeleration 

This node controls the acceleration of the device. 

KEYWORD PARAMETER FORM COMMENTS 

:ACCeleration 1999 
[:LEVel] <numeric_value> 1999 


19.1.1. [:LEVel] <numeric_value> 
:SOURce:ACCeleration[:LEVel] 


Sets the acceleration in m/s2. 


At *RST, this value is device dependent. 
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AM Subsystem 

SOURce:AM 

The Amplitude Modulation subsystem is used to set the modulation controls and the 
parameters associated with the modulating signal(s). The keywords to describe the carrier 
signal exist in other subsystems (such as, FREQuency and PHASe). 


KEYWORD PARAMETER FORM COMMENTS 
:AM 
:COUPIling ACIDCIGROund 
[:DEPTh] <numeric_value> 
:EXTernal 
:COUPling ACIDCIGROund 
:IMPedance <numeric_value> 
:POLarity NORMallINVerted 
:INTernal 
:FREQuency <numeric_value> 
:MODE FIXedILIST 1993 
:POLarity NORMallINVerted 
:SENSitivity <numeric_value> 
:SOURce EXTernallINTernal{,EXTernall,[NTernal } 
‘STATe <Boolean> 
‘TYPE LINearlLOGarithmiclEXPonential 1991 


:COUPling AC|DC|GROund 
SOURce:AM:COUPling 

COUPling, at this level, is used to set the coupling between the modulator and the 
modulating signal. The modulating signal may be the sum of several signals, either internal 
or external sources. If COUPling is set to DC, then both AC and DC components of the 
signal pass. AC coupling passes only the AC component of the signal. The GROund 
parameter allows Amplitude Modulation to be turned ON without the modulating signal 
connected. 


At *RST, this value is device-dependent. 
[:DEPTh] <numeric_value> 
SOURce:AM:DEPTh 


Sets the modulation DEPTh of an AM signal. The unit for DEPTh is percent (%). This 
command is used where the DEPTh can be controlled independently from the modulating 
signal voltage level. Alternately, it is used to set a device capability that can indicate when 
the desired DEPTh has been achieved. 


At *RST, this value is device-dependent. 


:EXTernal 
SOURce:AM:EXTernal 


The EXTernal subsystem is used to control the specified external signal source. Where 
multiple external modulation sources are available, the EXTernal keyword may have a 
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numeric suffix signifying the particular external signal source. If no number is given, a | is 
assumed. 


19:2:3.4 :COUPling AC|DC|GROund 
SOURce:AM:EXTernal:COUPling 
COUPIling, at this level, sets the coupling for only the specified external signal source. If 
COUPIling is set to DC, then both AC Modulation and DC components of the signal pass. 
AC coupling passes only the AC component of the signal. The GROund parameter allows 
the specified external source to be turned ON without being connected. 


At *RST, this value is device-dependent. 
192.32 :IMPedance <numeric_value> 


SOURce:AM:EXTernal:IMPedance 
Sets the impedance of the specified external signal source. The unit for IMPedance is Ohms. 


At *RST, this value is device-dependent. 


19.2.3.3  :POLarity NORMal|INVerted 
SOURce:AM:EXTernal:POLarity 
POLarity, at this level, sets the POLarity for only the specified external signal source. 
POLarity sets the relationship between the polarity of the applied modulation voltage and the 
resulting direction of modulation. The definition of “normal” polarity for AM modulated 
signal is: a positive voltage which causes the modulation envelope or the instantaneous 
carrier amplitude to increase. 


At *RST, this value must be set to NORMal. 
19.2.4 :INTernal 


SOURce:AM:INTernal 


The INTernal subsystem is used to control the specified internal signal source. Where 
multiple internal modulation sources are available, the INTernal keyword may have a 
numeric suffix signifying the particular internal signal source. If no number is given, a | is 


assumed. 
19.2.4.1 :FREQuency <numeric_value> 
SOURce:AM:INTernal:F REQuency 


Sets the frequency of the specified internal signal source. Some instruments may also allow 
the internal signal source(s) to be controlled as a subsystem(s). The unit of FREQuency is Hz. 


At *RST, this value is device-dependent. 


19.2.5 :MODE 
SOURce:AM:MODE 


Determines which set of commands currently control the AM subsystem. The settings have 
the following meanings: 


FIXed: _— Settings of individual commands are as last set by the user. 


LIST: Settings of individual commands are controlled by the LIST subsystem. 
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At *RST the value is FIXed. 


19.2.6 :POLarity NORMal|INVerted 
SOURce:AM:POLarity 
POLarity, at this level, is used to set the polarity between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either internal or external 
sources. POLarity sets the relationship between the polarity of the applied modulation 
voltage and the resulting direction of modulation. The definition of “normal” polarity for 
AM modulated signal is a positive voltage, causing the modulation envelope or the 
instantaneous carrier amplitude to increase. 


At *RST, this value must be set to NORMal. 


19.2.7. :SENSitivity <numeric_value> 
SOURce:AM:SENSitivity 
Controls the modulation depth by setting a sensitivity Modulation to the modulation signal 
voltage level. The unit for SENSitivity is percent/Volt (%/V). 


At *RST, this value is device-dependent. 


19.2.8 :SOURceEXTernal|iNTernal{,EXTernal|,INTernal} 
SOURce:AM:SOURce 
Selects the source for the modulating signal. It may specify a single source or a number of 
sources. The specified sources, in the SOURce command, are all selected and turned on. Any 
sources from a previous selection that are not part of the current selection list are deselected 
and turned off. If multiple sources are selected and the device does not support the 
combination requested in the SOURce command, an execution error -221 will be generated. 


Where multiple internal modulation sources are available, individual INTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


Where multiple external modulation sources are available, individual EXTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


At *RST, this value is device-dependent. 


19.2.9 :STATe <Boolean> 
SOURCce:AM:STATe 
This command is used to turn Amplitude Modulation ON or OFF. Turning AM modulation 
ON will not automatically turn OFF any other types of modulation. Turning any or all 
modulations types ON or OFF must be done explicitly. Where a type of modulation is active, 
turning ON another type of modulation will add to the set of active modulations if that 
combination of capabilities are legal in the device; otherwise, an execution error -221 is 
generated, and the instrument state is device-dependent. 


At *RST, this value must be set to OFF. 
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19.2.10 :TYPE 
SOURce:AM:TYPE 


Controls the type of AM shaping 
= LINear — The output voltage is directly proportional to Vmod. 


™ LOGarithmic — The output voltage is proportional to log(Vmod). 


™ EXPonential — The output voltage is proportional to ggsY me 


At *RST the selection will be LINear. 
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COMBine Subsystem 
SOURce:COMBine 


This subsystem is used to combine two or more signals or data streams into one. 


KEYWORD PARAMETER FORM COMMENTS 
:COMBine 1994 
:FEED <data_handle> 1994 


:FEED <data_handle> 


Sets or queries the data flow into the COMBine block. The number of FEED in a :COMBine 


block is device dependent. 


At *RST, FEED is device dependent. 
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19.4 CORRection Subsystem 
SOURce:CORRection 
The correction subsystem provides for known external losses or gains. In contrast to 
CALibration, these losses usually are dependent on individual setups. 


Correction data may be entered and stored in several ways. A mechanism is provided to 
automatically measure the signal and store the resulting “correction set’. This data can be 
selected at any time as the active “correction set”. The data could also be generated by an 
external device and transferred to the instrument over a computer interface. Commands are 
also provided to enter individual losses, gains, offsets, delays, etc. that the instrument should 
use in correcting its operation. An instrument is not required to implement all of the methods. 





KEYWORD PARAMETER FORM COMMENTS 
:CORRection 1992 
[:STATe] <Boolean> 1992 
:COLLect 1992 
[:ACQuire] 1992 
:METHod PMETer 1992 
‘SAVE <name> 1992 
:CSET 1992 
[:SELEct] <name> 1992 
‘STATe <Boolean> 1992 
:OFFSet 1992 
[:MAGNitude] <numeric_value> 1992 
:PHASe <numeric_value> 1992 
‘STATe <Boolean> 1992 
:LOSSIGAINISLOPe 1992 
‘STATe <Boolean> 1992 
[:OUTPut] 1992 
[:MAGNitude] <numeric_value> 1992 
:PHASe <numeric_value> 1992 
:EDELay 1992 
[: TIME] <numeric_value> 1992 
:DISTance <numeric_value> 1992 
‘STATe <Boolean> 1992 
:RVELocity 1992 
:MEDIum COAXIWA Veguide 1992 
:COAX <numeric_value> 1992 
:WAVeguide <numeric_value> 1992 
:FCUToff <numeric_value> 1992 
‘STATe <Boolean> 1992 


19.4.1. [:STATe] <Boolean> 
SOURce:CORRection:STATe 


Determines whether the correction data defined in this section is applied to the signal. 


At *RST, this function is OFF. 
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:COLLect 
SOURce:CORRection:COLLect 


Deals with the collection of the correction data by the device. Details may be device specific. 
[:ACQUire] 
SOURce:CORRection:COLLect:ACQUire 


A signal will be generated, measured, and the results saved as data for the chosen correction 
method. 


:METHod PMETer 
SOURce:CORRection:COLLect:METHod 


Selects the correction method to be used for the correction that is about to be performed. If 
only one correction method exists in the instrument then this command is not required. 


The various settings of the parameters have the following meanings: 


= PMETer Use external Power METer to take readings. 
At *RST, this value is device dependent. 


:SAVE [<name>] 
SOURce:CORRection:COLLect:SAVE 
Calculates the correction data using the current method selection and then saves the 
correction data. If only one correction array exists then it is saved there. Otherwise it is saved 
in the set specified by <name>. 


<name> may be either a <trace_name>, or a <table_name> which must be defined and exist 
in the instrument. Note this command will not create either <trace_name>, or a 
<table_name>. Trace definition is done in the TRACe subsystem. Table definition is done in 
the MEMory subsystem. 
:-CSET 
SOURce:CORRection:CSET 
The Correction SET subsystem is used to select the active correction set. 

[:SELect] <name> 
SOURce:CORRection:CSET:SELect 
Specifies the active correction set. This is the set that is used when CORR:CSET:STAT ON 
is specified. 
Note that the parameter is a <name> that must be defined and exist in the instrument. 
<trace_name>, or a <table_name> which must be defined and exist in the instrument. Note 
this command will not create either <trace_name>, or a <table_name>. Trace definition is 
done in the TRACe subsystem. Table definition is done in the MEMory subsystem. 

STATe <Boolean> 
SOURce:CORRection:CSET:STATe 
Determines whether the correction data defined in the selected set is applied to the output. 


At *RST, this function is OFF. OFF is chosen because all of the correction sets may be 
empty. The instrument may need to be supplied with data before correction can be applied. 
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19.4.4 :OFFSet 
SOURce:CORRection:OFFSet 


This node defines a single value that is added to the signal supplied by the instrument. This 
command shall be used with the currently selected units. Offset effects the signal values as 
additive (or subtractive) for linear units such as VOLT. 


19.4.4.1 [:MAGNitude] <numeric_value> 
SOURce:CORRection:OFFSet:MAGNitude 


This is the magnitude value of the correction offset data. Magnitude is always added linearly, 
as in volts. 


At *RST, this value is set to zero. 
19.4.4.2 :PHASe <numeric_value> 
SOURce:CORRection:OFFSet:PHASe 


This is the phase value of the correction offset data. The units associated with this are the 
currently selected angle units. 


At *RST, this value is set to zero. 
19.4.4.3 :STATe <Boolean> 


SOURce:CORRection:OFFSet:STATe 
This function is used to enable or disable the offset correction. 


At *RST, this function is set to OFF. 


19.4.5 :LOSS|:GAIN|:SLOPe 
SOURce:CORRection:LOSS 
These commands are used either to provide a mechanism to apply simple correction or to 
correct external factors that have not been accounted for in the correction set. 


Loss, gain and slope affect the signal amplitude as a multiplier for linear units such as VOLT 
and as additive (or subtractive) for logarithmic units such as dB. 


‘LOSS This command is used to set the anticipated loss in the system, excluding those 
factors covered by the active correction set. The device then adjusts the signal by 
this factor to compensate for the loss. Loss is coupled to GAIN by the equation 
LOSS = 1/GAIN when the default unit is linear and LOSS =- GAIN when the 
default unit is logarithmetic. 





:GAIN This command is used to set the anticipated gain in the system, excluding those 
factors covered by the active correction set. The device then adjusts the signal by 
this factor to compensate for the gain. Gain is coupled to LOSS by the equation 
GAIN = 1/LOSS when the default unit is linear and GAIN =- LOSS when the 
default unit is logarithmetic. 


:SLOPe This node defines an increasing or decreasing value that is added to the signal. 
This correction value is zero at a zero value of the x axis and increase or decreases 
from there. 
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19.4.5.1 :STATe <Boolean> 
SOURce:CORRection:LOSS:STATe 


This function is used to enable or disable the correction for LOSS or GAIN. 
At *RST, this function is set to OFF. 
19.4.5.2 [:OUTPut] 
SOURce:CORRection:LOSS:OUTPut 
The OUPut node is used to reference measurements made at the instruments output. 
19.4.5.2.1  [:MAGNitude] <numeric_value> 
SOURce:CORRection:LOSS:OUTPut:MAGNitude 
This is the magnitude value of the correction for LOSS, GAIN. The units asociated with 
LOSS and GAIN are the current relative amplitude units. 
At *RST, this value is set to zero. 
19.4.5.2.2 :PHASe <numeric_value> 
SOURce:CORRection:LOSS:OUTPut:PHASe 
This is the phase value of the correction for LOSS or GAIN. The units associated with this 
are the currently selected angle units. 
At *RST, this value is set to zero. 
19.46 :EDELay 
SOURce:CORRection:EDELay 
The Electrical DELay is used to compensate for delays in the signal path. 


This command is used to correct external factors that that have not been accounted for in the 
correction set. 


TIME and DISTance are coupled by the equation: 
TIME = RVELocity*DISTance 











RVELocity is not coupled to either TIME or DISTance. 


19.4.6.1 [: TIME] <numeric_value> 
SOURce:CORRection:EDELay: TIME 
This command will set the electrical delay with the time parameter given. The units for this 
commad are seconds. A value accepted here will modify the DISTance setting because they 
are the same parameter in different forms. 


At *RST, the value of this setting is zero. 


19.4.6.2 :DISTance <numeric_value> 
SOURce:CORRection:EDELay:DISTance 
This command will set the electrical delay with the distance parameter given. The effective 
delay will be computed using this parameter and the relative velocity set in the instrument. 
The units for this command are meters. A value accepted here will modify the time setting 
because they are the same parameter in different forms. Implementation of this command 
requires implementation of CORRection:EDELay[:TIME]. 
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At *RST, the value of this setting is zero. 
:STATe <Boolean> 
SOURce:CORRection:EDELay:STATe 
This function is used to enable or disable the correction for electrical delay. 


At *RST, this function is set to OFF. 


:-RVELocity 
SOURce:CORRection:RVELocity 


This command corrects for the relative velocity of the medium connecting to the Device 
Under Test. This factor will be used in any delay corrections performed by the instrument. 


This command is used to correct external factors that that have not been accounted for in the 
correction set. 


TIME and DISTance are coupled by the equation: 
TIME=RVELocity*DISTance 











RVELocity is not coupled to either TIME or DISTance. 


:MEDIum COAX|WAVeguide 
SOURce:CORRection:RVELocity:MEDIum 


This command selects the method of correction for any operation that uses relative velocity. 
For example, for COAX a linear phase shift will be applied, but for WA Veguide (a 
dispersive medium) a different phase shift is calculated. 


At *RST, this value is device dependent. 


:COAX <numeric_value> 
SOURce:CORRection:RVELocity:COAX 


This command sets the relative velocity for coaxial transmission lines. The parameter is 
unitless. 


At *RST, the value of this setting is one. 


:WAVeguide <numeric_value> 
SOURce:CORRection:RVELocity:WAVeguide 
This command sets the relative velocity factor for waveguide. The parameter is unitless. 


At *RST, the value of this setting is one. 


:FCUToff <numeric_value> 
SOURce:CORRection:RVELocity:WAVeguide:FCUToff 


This command specifies the frequency cutoff of the waveguide medium. The units are Hertz. 
At *RST, the value of this setting is device dependent 
:STATe <Boolean> 


SOURce:CORRection:RVELocity:STATe 
This function is used to enable or disable the relative velocity correction. 
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At *RST, the value of this setting is OFF. 
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19.5 CURRent Subsystem 


SOURce:CURRent 
This subsection controls the signal amplitude characteristics of the source. 
There is only one subsystem for each of the main amplitude characteristics of the signal. 


Thus, AC voltage and DC voltage are both placed under the VOLTage subsystem. A device 
which implemented both simultaneously would implement them as two separate sources, one 


AC and one DC. 


KEYWORD PARAMETER FORM COMMENTS 
:CURRent 
:ATTenuation <numeric_value> 
:AUTO <Boolean>IONCE 
:ALC 
[:STATe] <Boolean> 
:SEARch <Boolean>IONCE 
:SOURce INTernallIDIODelPMETerIMM Head 
:BANDwidth <numeric_value> 
|: BWIDth 
:AUTO <Boolean>IONCE 
:CENTer <numeric_value> 
[:LEVel] 


[:[MMediate] 
[: AMPLitude] 


<numeric_value> 


:AUTO <Boolean>IONCE 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 

:TRIGgered 
[:AMPLitude] <numeric_value> 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 
:LIMit 
[: AMPLitude] <numeric_value> 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 
‘STATe <Boolean> 
:MANual <numeric_value> 
:MODE FlXedISWEepILIST 
:PROTection 
[:LEVel] <numeric_value> 
‘STATe 
:TRIPped? 
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KEYWORD PARAMETER FORM COMMENTS 
:CLEar [no query] 
:RANGe <numeric_value> 
:AUTO <Boolean>IONCE 
:REFerence <numeric_value> 
‘STATe <Boolean> 
:SLEW <numeric_value> 
:SPAN <numeric_value> 
‘HOLD <Boolean> 
:LINK CENTer|ISTARtISTOP 
‘FULL [no query] 
:STARt <numeric_value> 
:STOP <numeric_value> 


:ATTenuation <numeric_value> 
SOURce:CURRent:ATTenuation 


Sets the ATTenuation level. Note that when increasing the level by 10 dB the magnitude of 
the outgoing signal as well as the LEVel will be decreased by 10 dB. 
Default units are as determined in the UNIT system. This is coupled to LEVel. 


:AUTO <Boolean> 
SOURce:CURRent:ATTenuation:AUTO 


Couples the attenuator to LEVel. 

Programming a specified attenuation sets AUTO OFF. 

See SOURce subsystem introduction for additional explanation. 

At *RST, AUTO is set to ON. 

:ALC 

SOURce:CURRent:ALC 

This subsystem command controls the automatic leveling control of the source. 
[:STATe] <Boolean> 

SOURce:CURRent:ALC:STATe 

Controls whether the ALC loop controls the output level. 

At *RST, this value is device-dependent. 
:SEARch <Boolean>|ONCE 

SOURce:CURRent:ALC:SEARch 


SEARch enables a form of leveling where the output level is calibrated by momentarily 
closing the leveling loop. Once the correct amount of level adjustment has been determined 
to produce the desired output level, the leveling loop is opened. 


When ON, the search routine will be done anytime the output level requires change (for 
example, when LEVel is changed). 
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Selecting SEARch ONCE will have the effect of setting SEARch to ON and then OFF. A 
modulator setting is determined by the system which will not be changed until the output 
level is explicitly reprogrammed. 


At *RST, this value is set to OFF. 


19.5.2.3 :SOURCe INTernal|DIODe|PMETer|MMHead 
SOURce:CURRent:ALC:SOURce 


Selects the source of the feedback signal for ALC. The parameters have the following 
meanings: 
= INTernal — The ALC feedback signal is measured from a point inside the source. 
™ DIODe — The ALC feedback is being fed from an external diode detector. 


™ = PMETer — The ALC signal is coming from a power meter. 


=) = MMHead — A millimeter head, with wuilt in leveling, is being used to supply the 
ALC signal. 
At *RST, this value is INTernal. 


19.5.2.4 :BANDwidth|:BWIDth <numeric_value> 
SOURce:CURRent:ALC:BANDwidth 


Controls the bandwidth of the ALC feedback signal. This parameter is in units of Hz. 
At *RST, this value is device-dependent. 


19.5.2.4.1 :AUTO <Boolean>|ONCE 
SOURce:CURRent:ALC:BANDwidth:AUTO 
Couples the bandwidth of the ALC feedback signal to instrument-dependent parameters. 
When AUTO is ON, the best bandwidth is chosen to reflect the current instrument state. 
Explicitly selecting a value for ALC:BANDwidth sets AUTO OFF. 
At *RST, this value is set to ON. 
19.5.3 :CENTer <numeric_value> 
SOURce:CURRent:CENTer 
Sets the center amplitude. 
At *RST, this value is set to MINimum. 
19.5.4 [:LEVel] 
SOURce:CURRent:LEVel 


This subsystem is used to control the signal amplitude when the source is operating in a 
continuous or FIXed MODE. 


19.5.4.1_[:IMMediate] 
SOURce:CURRent:LEVel:IMMediate 


Indicates that the subsequent specification of a new signal amplitude is to be processed by 
the device without waiting for further commands. 
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[:AMPLitude] <numeric_value> 
SOURce:CURRent:LEVel:IMMediate:AMPLitude 
Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 


Note the optional nodes exist to enable CURRent to be directly followed by a 
<numeric_value>. This is useful for programming simple devices in a straightforward 
manner. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the amplitude to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.5.4.1.1.1 :AUTO <Boolean>|ONCE 


SOURce:CURRent:LEVel:IMMediate:AMPLitude:AUTO 

If AUTO ON is selected, the voltage setting will be adjusted automatically when a new 
current setting (with the existing voltage setting) exceeds the maximum power limit. If 
AUTO OFF is selected a new current setting will cause an execution error -221 (Settings 
conflict), and the instrument state is device dependent when the maximum power limit is 
exceeded. 


*RST condition: AUTO OFF 


19.5.4.1.2 :OFFSet <numeric_value> 


SOURce:CURRent:LEVel:IMMediate:OFFSet 

Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude, in terms of the current operating units. The units are set to the 
default value, or alternately to a different value under the UNIT subsystem. When 
SOURce:FUNCtion is DC, the effect of the OFFSet is device-dependent. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the offset to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.5.4.1.3 :HIGH <numeric_value> 


SOURce:CURRent:LEVel:IMMediate:HIGH 
Sets the more positive peak of a time varying signal. It is used in conjunction with LOW. 


At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 


19.5.4.1.4 :LOW <numeric_value> 


SOURce:CURRent:LEVel:IMMediate:_LOW 
Sets the more negative peak of a time varying signal, it is used in conjunction with HIGH. 


At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 
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19.5.4.2 :TRIGgered 
SOURce:CURRent:LEVel:TRIGgered 
Indicates that subsequent specification of a new signal amplitude is to be transferred to the 
IMMediate value upon receipt of a trigger signal. 


At *RST, after the receipt of an ABORt command or upon being triggered, the value in the 
TRIGgered subsystem tracks the values in the IMMediate subsystem until a command in the 
TRIGgered subsystem is received. The purpose of tracking is so that spurious triggers do not 
change the value of LEVel unexpectedly. 


19.5.4.2.1  [:AMPLitude] <numeric_value> 
SOURce:CURRent:LEVel:TRIGgered:AMPLitude 
Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 

19.5.4.2.2 :OFFSet <numeric_value> 
SOURce:CURRent:LEVel:TRIGgered:OFFSet 
Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, or to a different value under 
the UNIT subsystem. When SOURce:FUNCtion is DC, the effect of OFFSet is 
device-dependent. 


19.5.4.2.3 :HIGH <numeric_value> 
SOURce:CURRent:LEVel:TRIGgered:HIGH 
This command is used to set the more positive peak of a time varying signal. It is used in 
conjunction with LOW. 


19.5.4.2.4 :LOW <numeric_value> 
SOURce:CURRent:LEVel:TRIGgered:LOW 
This command is used to set the more negative peak of a time varying signal. It is used in 
conjunction with HIGH. 


19.5.5 :LIMit 
SOURce:CURRent:LIMit 


Sets the maximum bounds on the output value. Setting a larger value will cause the output 
level to be clamped to the LIMit value. 


19:5:54 [:AMPLitude] <numeric_value> 
SOURce:CURRent:LIMit:AMPLitude 
Sets the limit on the actual magnitude of the unswept output signal in terms of the current 
operating units. The units are set to the default value, or alternately to a different value under 
the UNIT subsystem. AMPLitude may be used to specify the level for either a time varying 
or non-time varying signal. OFFSet may only be used with AMPLitude, where AMPLitude 
is used to specify a time varying load. 
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Explicit reference to the AMPLitude node is optional. Any device that implements this 
subsystem must accept and process commands, with or without the AMPLitude node, and 
respond to them in the same way. 


At *RST, this value is device-dependent. 
:OFFSet <numeric_value> 
SOURce:CURRent:LIMit:OFFSet 


Sets a non-time varying component limit of signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, alternately to a different value 
under the UNIT subsystem. 


At *RST, this value is device-dependent. 
‘HIGH <numeric_value> 
SOURce:CURRent:LIMit:HIGH 


Sets the more positive peak limit of a time varying signal, it is used in conjunction with 
LOW. 


At *RST, this value is device-dependent. 
:LOW <numeric_value> 
SOURce:CURRent:LIMit:_LOW 


Sets the more negative peak limit of a time varying signal, it is used in conjunction with 
HIGH. 


At *RST, this value is device-dependent. 


:STATe <Boolean> 
SOURce:CURRent:LIMit:STATe 


Controls whether the LIMit is enabled. 
At *RST, this value is set to ON. 


:MANual <numeric_value> 

SOURce:CURRent:MANual 

Allows manual adjustment of the amplitude between the sweep limits. The actual amplitude 
level is determined by the parameter only if SWEep:MODE is set to MANual and the 
amplitude MODE is set to SWEep. If the sweep limits are changed such that the manual 
amplitude value would be outside the limits, the manual amplitude value will be set to the 
nearest limit. 


At *RST, this value is device-dependent. 


:MODE FiXed|SWEep|LIST 

SOURce:CURRent:MODE 

Determines which set of commands control the amplitude subsystem. If FIXed is selected, 
the amplitude is determined by the LEVel command under the appropriate subsystem. If 
SWEep is selected, the source is in the swept mode and amplitude is determined by STARt, 
STOP, CENTer, SPAN, and MANual commands under the appropriate subsystem. If LIST is 
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selected, the amplitude values are determined by the appropriate amplitude list (such as 
LIST:). 


At *RST, this value is set to FI[Xed. 


19.5.8 :PROTection 
SOURce:CURRent:PROTection 


Controls the protection circuits. 


19.5.8.1 [:LEVel] <numeric_value> 
SOURce:CURRent:PROTection:LEVel 


This command sets the output level at which the output protection circuit will trip. 


19582 :STATe <Boolean> 
SOURce:CURRent:PROTection:STATe 


Controls whether the output protection circuit is enabled. 
At *RST, this value is set to ON. 


19:5:8:3 :TRIPped? 
SOURce:CURRent:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. 
TRIPped only has a query form and thus has no associated *RST condition. 


19.5.8.4 :CLEar 
SOURce:CURRent:PROTection:CLEar 


Causes the protection circuit to be cleared. 
This command is an event and has no associated *RST condition. 


19.5.9 :RANGe <numeric_value> 
SOURce:CURRent:RANGe 


Sets a range for the output amplitude. This command is very hardware-specific. 


19.5.9.1 :AUTO <Boolean>|ONCE 
SOURce:CURRent:RANGe:AUTO 


Couples the RANGe to an instrument-determined value. When AUTO is ON, the best range 
is chosen to reflect the current instrument state. 


Explicitly selecting a value for RANGe sets AUTO OFF. 
At *RST, this value is set to ON. 


19.5.10 :REFerence <numeric_value> 
SOURce:CURRent:REFerence 


Sets a reference value which, if STATe is ON, allows all amplitude parameters to be 
queried/set as relative to the reference value. 


At *RST, this value is device-dependent. 
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:STATe <Boolean> 
SOURce:CURRent:REFerence:STATe 


Determines whether amplitude is measured/output in absolute or relative mode. If STATe is 
ON, then amplitude is referenced to the value set in REFerence. 


At *RST, this value is set to OFF. 
:SLEW <numeric_value> 
SOURce:CURRent:SLEW 


Sets the slew rate of the output change when a new output level is programmed. The units 
are in (the currently active) amplitude unit/sec. 


At *RST, this value is device-dependent. 
:SPAN <numeric_value> 
SOURce:CURRent:SPAN 


Sets the amplitude span. If the current amplitude unit is logarithmic (dBm, dBuV, etc), then 
the unit of SPAN is dB. Otherwise SPAN is programmed in the current amplitude unit. 


At *RST, this value is set to 0. 
‘FULL 
SOURce:CURRent:SPAN:FULL 


When this command is received, STARt amplitude is set to its minimum value and STOP 
amplitude is set to its maximum value. CENTer amplitude and SPAN are set to their coupled 
values. 


This command is an event rather than a state. Therefore it has no associated query, or 
meaning at *RST. 

:HOLD <Boolean> 
SOURce:CURRent:SPAN:HOLD 
Provides a mechanism to prevent the SPAN from being changed implicitly by the defined 
coupling between STARt, STOP, CENTer and SPAN. When HOLD is set to ON, SPAN 
shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 
:LINK CENTer|STARt|STOP 
SOURce:CURRent:SPAN:LINK 


Allows the default couplings for SPAN to be overridden. LINK selects the parameter, either 
CENTer, STARt or STOP, that shall not be changed when SPAN’s value is changed. For 
example, if LINK is set to STARt then changing SPAN shall cause CENTer and STOP, not 
STARt to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 


:STARt <numeric_value> 
SOURce:CURRent:STARt 


Sets STARt amplitude. 
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At *RST, this value is set to MINimum. 


:STOP <numeric_value> 
SOURce:CURRent:STOP 


Sets STOP amplitude. 


At *RST, this value is set to MINimum. 
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19.6 DM Subsystem 
SOURce:DM 
The Digital Modulation subsystem is used to set the modulation controls and the parameters 
associated with the modulating signal(s). This modulation embraces a number of digital 
modulation techniques, which are described in the general terms of I and Q components. The 
keywords to describe the carrier signal exist in other subsystems (such as, FREQuency and 


PHASe). 
KEYWORD PARAMETER FORM COMMENTS 
:DM 
:FORMat BPSKIPSK2IQPSKIPSK4IPSK8IQAM 16IQAM64| 
QAM256IQAM1024IPRS9IPRS25IPRS49|PRS81 
‘STATe <Boolean> 
:SOURce EXTernallIPRBS|ICALibrate 
:FILTer 
[:SOURce] INTernallEXTernal 
:ICORrection <numeric_value> 
:QCORrection <numeric_value> 
‘IQRatio 
:STATe <Boolean> 
[:MAGNitude] <numeric_value> 
:LEA Kage 
:STATe <Boolean> 
[:MAGNitude] <numeric_value> 
:ANGLe <numeric_value> 
:QUADrature 
:STATe <Boolean> 
:ANGLe <numeric_value> 
:COUPIling 
[:ALL] ACIDCIGROund 
:DATA ACIDCIGROund 
:CLOCk ACIDCIGROund 
:THReshold 
[:ALL] <numeric_value> 
:DATA <numeric_value> 
:CLOCk <numeric_value> 
:DMODe SERiallPARallel 
:FRAMe 
:SOURce INTernallEXTernal 
:POLarity 
[:ALL] NORMallINVerted 
:I<n> NORMallINVerted 
:Q<n> NORMallINVerted 
:ICLock NORMallINVerted 
:QCLock NORMallINVerted 
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KEYWORD PARAMETER FORM COMMENTS 
:CLOCk 
:SOURce NONEIEXTernal 


19.6.1 :FORMat <modulation format> 
SOURce:DM:FORMat 


Sets the format type to be employed. It is expandable to any PRS<n>, QAM<n>, QPR<n> or 
PSK<n>. QPSK is an alias for PSK4 and BPSK is an alias for PSK2. 


At *RST, this value is device-dependent. 
19.6.2 :STATe <Boolean> 


SOURce:DM:STATe 


Turns the digital modulation subsystem ON or OFF. Turning digital modulation ON will not 
automatically turn OFF any other types of modulation. Turning any or all modulations types 
ON or OFF must be done explicitly. Where a type of modulation is active, turning ON 
another type of modulation will add to the set of active modulations if that combination of 
capabilities are legal in the device. Otherwise, an execution error -221 is generated and the 
instrument state is left undefined. 


At *RST, this value must be set to OFF. 


19.6.3. :SOURce EXTernal|PRBS|CALibrate 
SOURce:DM:SOURce 


Sets the source of digital modulation data. EXTernal means the digital data comes in 
externally. The data can be also generated internally with PRBS (a pseudo-random bit 
sequencer). CALibrate is a service feature for calibrating the baseband of the device. 


At *RST, this value must be set to EXTernal. 


19.6.4 :FiLTer 
SOURce:DM:FILTer 


This subsystem is used to control the I and Q filters. 


19.6.4.1 [:SOURce] INTernal|EXTernal 


SOURce:DM:FILTer:SOURce 
This mnemonic allows a choice between INTernal or EXTernal I and Q filters. 
At *RST, this value must be set to INTernal. 


19.6.4.2 :ICORrection <numeric_value> 
SOURce:DM:FILTer:ICORrection 
This mnemonic allows the entry of gain information about the EXTernal I filter. This has no 
effect on the signal when INTernal filter source is selected. 
AT *RST, this value must be set to 0.ODB. 
19.6.4.3 :QCORrection <numeric_value> 
SOURce:DM:FILTer:QCORrection 


This mnemonic allows the entry of gain information about the EXTernal Q filter. This has no 
effect on the signal when INTernal filter source is selected. 
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At *RST, this value must be set to 0.ODB. 

:1QRatio 

SOURce:DM:IQRatio 

This subsystem controls the gain imbalance between the I and Q channels. 
:STATe <Boolean> 

SOURce:DM:IQRatio:STATe 

Turns ON and OFF the gain imbalance correction. 

At *RST, this value must be set to OFF. 
[:MAGNitude] <numeric_value> 

SOURce:DM:IQRatio:MAGNitude 

Specifies the correction for the gain imbalance between the I and Q channels. This value is 

equal to I/Q. 

At *RST, this value must be set to 0.ODB. 

:LEAKage 

SOURce:DM:LEAKage 


Carrier leakage is an offset added to the modulation pattern. Carrier leakage is measured as 
the magnitude relative to the full scale of the original signal. Hence a carrier leakage 
magnitude of OdB would mean that the offset in the signal would be | full scale. This 
subsystem allows specification of the carrier leakage in angle-magnitude notation. 


:STATe <Boolean> 
SOURce:DM:LEAKage:STATe 


This command turns carrier leakage ON and off. 
At *RST, this value must be set to OFF. 


[:MAGNitude] <numeric_value> 
SOURce:DM:LEAKage:MAGNitude 


Specifies the magnitude of carrier leakage relative to the full scale of the signal. 0.0dB 
means add | full scale of carrier leakage. 40dB would mean add (full scale - 40) amount of 
dBm. 


At *RST, this value is device-dependent. 


:ANGLe <numeric_value> 
SOURce:DM:LEAKage:ANGLe 


Specifies the angle of carrier leakage. 
At *RST, this value is device-dependent. 


:QUADrature 
SOURce:DM:QUADrature 


This subsystem controls quadrature correction. 
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:STATe <Boolean> 
SOURce:DM:QUADrature:STATe 


Turns ON or OFF the quadrature angle correction. 
At *RST, this value must be set to OFF. 


:ANGLe <numeric_value> 
SOURce:DM:QUADrature:ANGLe 


Specifies the angle of quadrature correction. 
At *RST, this value must be set to 0.ODEG. 


:COUPling 
SOURce:DM:COUPIling 
This subsystem controls the input coupling for the digital modulation inputs. 


[:ALL] AC|DC|GROund 
SOURce:DM:COUPIling:ALL 


Sets the coupling of both the clock and data inputs to the instrument. This command is an 


event, and therefore does not have an associated *RST condition 


:DATA AC|DC|GROund 
SOURce:DM:COUPIling:DATA 


Sets the coupling of the data inputs to the instrument. 
At *RST, this value is device-dependent. 


:CLOCk AC|DC|GROund 
SOURce:DM:COUPIling:CLOCk 


Sets the coupling of the clock inputs to the instrument. 
At *RST, this value is device-dependent. 


:THReshold 
SOURce:DM:THReshold 


This subsystem controls the detector thresholds for the digital modulation inputs. 


[:ALL] <numeric_value> 
SOURce:DM:THReshold:ALL 


Sets the threshold of both the clock and data inputs to the instrument. 


:DATA <numeric_value> 
SOURce:DM:THReshold:DATA 


Sets the threshold of the data inputs to the instrument. 
At *RST, this value is device-dependent. 


:CLOCk <numeric_value> 
SOURce:DM:THReshold:CLOCk 


Sets the threshold of the clock inputs to the instrument. 


At *RST, this value is device-dependent. 
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19.6.10 :DMODe SERial|PARallel 
SOURce:DM:DMODe 


This command sets the data transfer mode. SERial means data is transferred serially and 
PARallel means the data is transferred in a parallel fashion. 
At *RST, this value is device-dependent. 
19.6.11  :FRAMe 
SOURce:DM:FRAMe 
This subsystem controls the framing for serialized digital modulation. 
19.6.11.1. :SOURce INTernal|EXTernal 
SOURce:DM:FRAMe:SOURce 
Selects the source frame when data is transferred serially. INTernal selects autoframing, 
while EXTernal selects user-supplied framing. 
19.6.12 :POLarity [:ALL] NORMal|INVerted 
SOURce:DM:POLarity 
Sets the polarity of all the clock and data inputs to the instrument. 
19.6.12.1 :l<n> NORMal|INVerted 
SOURce:DM:POLarity NORMal:l<n> 
Selects the polarity of data inputs for the I channel. <n> selects which data input where n can 


be any number from 0-1 (largest DM format log4). For example, the range for n is 0-4 when 
the most complex mod format allowed is QAM1024. 


At *RST, all I polarities must be set to NORM. 


19.6.12.2 :Q<n> NORMal|INVerted 
SOURce:DM:POLarity NORMal:Q<n> 
Selects the polarity of data inputs for the Q channel. <n> selects which data input where n 
can be any number from 0-1 (largest DM format log4). For example, the range for n is 0-4 
when the most complex mod format allowed is QAM1024. 


At *RST, all Q polarities must be set to NORM. 


19.6.12.3  :ICLock NORMal|INVerted 
SOURce:DM:POLarity NORMal:I|CLock 


Selects the polarity of the I channel clock input. 
At *RST, ICLock polarity must be set to NORM. 


19.6.12.4 :QCLock NORMal|INVerted 
SOURce:DM:POLarity NORMal:QCLock 


Selects the polarity of the Q channel clock input. 
At *RST, QCLock polarity must be set to NORM. 


19.6.13 :CLOCk 
SOURce:DM:CLOCk 


This subsystem controls the clock for digital modulation. 
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19.6.13.1 :SOURce NONE|INTernal|EXTernal 
SOURce:DM:CLOCk:SOURce 


Selects either no clock (asynchronous operation) or external clocking. 


At *RST, this value is device-dependent. 
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FM Subsystem 

SOURce:FM 

The Frequency Modulation subsystem is used to set the modulation controls and the 
parameters associated with the modulating signal(s). The keywords to describe the carrier 
signal exist in other subsystems (such as FREQuency and PHASe). 


KEYWORD PARAMETER FORM COMMENTS 
FM 
:COUPIing ACIDCIGROund 
[:DEViation] <numeric_value> 
:EXTernal 
:COUPling ACIDCIGROund 
:IMPedance <numeric_value> 
:POLarity NORMallINVerted 
:INTernal 
:FREQuency <numeric_value> 
:MODE LOCKedIUNLocked 
:POLarity NORMallINVerted 
:SENSitivity <numeric_value> 
:SOURce EXTernallINTernal{,EXTernall,[NTernal } 
‘STATe <Boolean> 


:COUPling AC|DC|GROund 

SOURce:FM:COUPIling 

COUPIling at this level is used to set the coupling between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either as internal or external 
sources. If COUPling is set to DC, then both AC and DC components of the signal pass. AC 
coupling passes only the AC component of the signal. The GROund parameter allows the 
modulation to be turned ON without the modulating signal connected. 


At *RST, this value is device-dependent. 
[:DEViation] <numeric_value> 
SOURce:FM:DEViation 


Sets the modulation DEViation of an FM signal. The unit for DEViation is Hertz (Hz). This 
command is used where the DEViation can be controlled independently from the modulating 
signal voltage level. Alternatively, it is used to set a device capability that can indicate when 
the desired DEViation has been achieved. 


At *RST, this value is device-dependent. 
:EXTernal 
SOURce:FMwExXTernal 


Controls the specified external signal source. Where multiple external modulation sources 
are available, the EXTernal keyword may have a numeric suffix signifying the particular 
external signal source. If no number is given, a | is assumed. 
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:COUPling AC|DC|GROund 
SOURce:FM:EXTernal:COUPling 


COUPling at this level sets the coupling for only the specified external signal source. If 
COUPIling is set to DC, then both AC and DC Modulation components of the signal pass. 
AC coupling passes only the AC component of the signal. The GROund parameter allows 
the specified external source to be turned ON without being connected. 


At *RST, this value is device-dependent. 
:IMPedance <numeric_value> 


SOURce:FM:EXTernal:IMPedance 
Sets the impedance of the specified external signal source. The units for IMPedance is Ohms. 
At *RST, this value is device-dependent. 

:POLarity NORMal|INVerted 
SOURce:FM:EXTernal:POLarity 
POLarity at this level sets the POLarity for only the specified external signal source. 
POLarity sets the relationship between the polarity of the applied modulation voltage and the 


resulting “direction” of modulation. The definition of “normal” polarity for FM modulated 
signal is a positive voltage which causes the instantaneous output frequency to increase. 


At *RST, this value must be set to NORMal on. 
:INTernal 


SOURce:FM:INTernal 


The INTernal subsystem is used to control the specified internal signal source. Where 
multiple internal modulation sources are available, the INTernal keyword may have a 
numeric suffix signifying the particular internal signal source. If no number is given, a | is 
assumed. 


:FREQuency <numeric_value> 
SOURce:FM:INTernal:FREQuency 


Sets the frequency of the specified internal signal source. Some instruments may also allow 
the internal signal source(s) to be controlled as a subsystem(s). The unit of FREQuency is 


Hertz (Hz). 


At *RST, this value is device-dependent. 


:MODE LOCKed|UNLocked 
SOURce:FM:MODE 


Sets the synthesis mode employed in generating the FM signal. If MODE is set to LOCKed 
then a PLL is used, in synthesizing the FM signal, to prevent frequency drift. If UNLocked 
the phase locked loop is inactive. 


At *RST, this value is device-dependent. 
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:POLarity NORMal|INVerted 

SOURce:FM:POLarity 

POLarity, at this level, is used to set the polarity between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either as internal or external 
sources. POLarity sets the relationship between the polarity of the applied modulation 
voltage and the resulting “direction” of modulation. The definition of “normal” polarity for 
FM modulated signal is that a positive voltage causes the instantaneous output frequency to 
increase. 


At *RST, this value must be set to NORMal. 


:SENSitivity <numeric_value> 

SOURce:FM:SENSitivity 

Controls the modulation deviation by setting a sensitivity Modulation to the modulation 
signal voltage level. The unit for SENSitivity is Hertz/Volt (Hz/V). 


At *RST, this value is device-dependent. 


:SOURce EXTernal|INTernal{,EXTernal|,INTernal} 

SOURce:FM:SOURce 

Selects the source for the modulating signal, and it may specify a single source or a number 
of sources. The specified sources, in the SOURce command, are all selected and turned on. 
Any sources from a previous selection that are not in the current selection list are deselected 
and turned off. If multiple sources are selected and the device does not support the 
combination requested in the SOURce command, an execution error -221 must be generated. 


Where multiple internal modulation sources are available, individual INTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


Where multiple external modulation sources are available, individual EXTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


At *RST, this value is device-dependent. 


:STATe <Boolean> 

SOURce:FM:STATe 

Turns frequency modulation ON or OFF. Turning FM ON will not automatically turn OFF 
any other types of modulation. Turning any or all modulations types ON or OFF must be 
done explicitly. Where a type of modulation is active turning ON another type of 
modulation, will add to the set of active modulations if that combination of capabilities are 
legal in the device. Otherwise, an execution error -221 is generated, and the instrument state 
is device-dependent. 


At *RST, this value must be set to OFF. 
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19.8 FORCe Subsystem 
SOURce:FORCe 


This node controls the force of the device. 





KEYWORD PARAMETER FORM COMMENTS 
:FORCe 1999 
:CDOWn 1999 
:INITiate [event; no query]1999 
:NRUNs <numeric_value> 1999 
:RLDeviation 1999 
:FACCeptance <numeric_value> 1999 
‘INI Tiate [event; no query]1999 
‘RMAXimum <numeric_value> 1999 
:-RVERify <numeric_value> 1999 
:SOFFset <numeric_value> 1999 
:CONFigure 1999 
:ABRake 1999 
:GAIN <numeric_value> 1999 
[:STATe] <Boolean> 1999 
:THReshold <numeric_value> 1999 
:GRADe 1999 
:LEVel <numeric_value> 1999 
:SOURce INTernallEXTernal 1999 
[:STATe] <Boolean> 1999 
[: VEHicle] 1999 
:DCOefficient <numeric_value>{,<numeric_value>} 1999 
:DINertia <numeric_value> 1999 
[:STATe] <Boolean> 1999 
:TCOefficient <numeric_value>{,<numeric_value>} 1999 
:TINertia <numeric_value> 1999 
:WEIGht <numeric_value> 1999 
‘INI Tiate [event; no query]1999 
[:LEVel] <numeric_value> 1999 
:RLSimulation [event; no query]1999 
‘INI Tiate [event; no query]1999 


19.8.1 :CDOWn 
:SOURce:FORCe:CDOWn 


Coast Down 


This node contains the commands required to run a Dynamometer Coast Down procedure. A 
coast down measures the force, power, and elapsed time over multiple speed intervals as a 
vehicle or dynamometer roll coasts in road load simulation from a starting speed to a final 
speed. This procedure uses the values set in the :SOURce:FORCe:CONFigure node and the 
CDownSpeed table. The procedure results are stored in the CDownResult table. Measured 
coefficients are placed in the memory table CDownMCoeff and are determined after each 
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coast down run. CDownDCoeff should be calculated after coast down run according to SAE 
J2264, but do not adjust the dyno-setting coefficients. 


:INITiate 
:SOURce:FORCe:CDOWn:INITiate 
This is an overlapped command. This command initiates the coast down using the current 
parameters from the :CONFigure node and CDownSpeed Table. This command describes an 
event and therefore has no associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Coast Down Procedure bit indicating that a 
Coast down is executing. Note: The DYNO operation condition register will be further 
defined in Volume 4. 

7 


Enter the theoretical data for the defined speed interval and configured parameters in 
CDownResult table. 


™ Accelerate dynamometer to :SOURce:FORCe:CDOWn:SOFFset +(plus) the starting 
speed for the first coast down interval, at the rate in :SOURce:ACCeleration . If the 
dynamometer determines this speed is not appropriate for the defined coast down, set the 
DYNO questionable condition register Coastdown Speed bit and issue an error message, 
but continue on with the procedure. 


™ Coast down over the speed intervals defined in the CDownSpeed table. The first interval 
that has 0 for start and stop speeds ends the measurement. For each interval defined in 
CDownSpeed, place the measured force, power, and time CDownResult table for the 
coast down being executed. Remaining entries should be set to 0. 


Perform a curve fit on the CDownResult data and place the coefficients in the memory 
table CDownMCoeff. 


™ Repeat the coast down sequence for :SOURce:FORCe:CDOWn:NRUNs 
™ After the last measurement, issue the process complete message and wait for a command. 


= When commanded out of this procedure, clear the DYNO operation condition register 
Coastdown Procedure bit indicating that the Coast down is not executing. 


:SOFFset <numeric_value> 
:SOURce:FORCe:CDOWn:SOFFset 


Speed Offset - m/s 


This command sets how much speed offset above the top speed in the CDownSpeed Table to 
which the dynamometer should be accelerated before beginning the coast down. This offset 
allows the dynamometer response to settle before coasting into the first speed segment. 


At *RST, this value is set to 5. 
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19:38:1.3 :NRUNs <numeric_value> 
:SOURce:FORCe:CDOWn:NRUNs 


This command sets the number of coast downs to run. 
At *RST, this value is set to 3. 


19.8.1.4 :RLDerivation 
:SOURce:FORCe:CDOWn:RLDerivation 


Road Load Derivation 


This node contains the commands required to run a Dynamometer Road Load Derivation. 
This procedure will run a series of coast downs with the vehicle on the dyno to determine a 
dyno-setting that will match the results from the track. The coast down procedure is defined 
by the SAE publication J2264 (See Appendix A - References for information on this 
publication.). Additional input for this procedure comes from the 
:SOURce:FORCe:CONFigure node, CDownSpeed table, CDownDCoeff, CDownMCoeff, 
and CDownResult table. The initial dynamometer coefficients (“best guess”) will be in the 
first row of CDownDCoeff prior to starting this procedure. 


19.8.1.4.1. :FACCeptance <numeric_value> 
:SOURce:FORCe:CDOWn:RLDerivation:FACCeptance 
Force Acceptance - N 


This command sets the maximum acceptable force difference between the force vs. speed 
curve derived from the dynamometer target and measured coefficients. This is the maximum 
difference found at any of the specified coast down speed points. 


At *RST, this value is set to 10. 
19.8.1.4.2 :INITiate 
:SOURce:FORCe:CDOWn:RLDerivation:INITiate 


This is an overlapped command. This command initiates the coast down simulation using the 
current parameters in the :CONFigure node and CDownSpeed Table. This command 
describes an event and therefore has no associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Road Load Simulation Procedure bit 
indicating that a Road Load Derivation is executing. Note: The DYNO operation 
condition register will be further defined in Volume 4. 

. 


Enter the theoretical data for the defined speed interval and configured parameters in 
CDownkResult table based on the target values in 
:SOURce:FORCe:CONFigure: VEHicle:TCOefficient and :TINertia. 


™ Accelerate dynamometer to :SOURce:FORCe:CDOWn:SOFFset +(plus) the starting 
speed for the first coast down interval, at the rate in :SOURce:ACCeleration . If the 
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dynamometer determines this speed is not appropriate for the defined coast down, set the 
DYNO questionable condition register Coast down Trigger Speed bit and issue an error 
message, but continue on with the procedure. 


Coast down over the speed intervals defined in the CDownSpeed table. The first interval 
that has 0 for start and stop speeds ends the measurement for this coast down. 


For each coast down, calculate the dyno setting coefficients and measured coefficients. 
Measured coefficients are placed in CDownMCoeff, and dyno setting coefficients are 
placed in CDownDCoeff. Also update 
:SOURce:FORCe:CONFigure: V EHicle:DCOefficient. 


For the present coast down, if the absolute difference between the measured and target 
force limit is less than the value 
:SOURce:FORCe:CDOWn:RLDerivation: FACCeptance, begin verification coast downs. 
If not, adjust the dyno set coefficients as outlined in SAE J2264, and perform another 
coast down. For verification coast downs, perform up to 
:SOURce:FORCe:CDOWn:RLDerivation:R VERification coast downs. 


If the number of coast downs performed is equal to 
:SOURce:FORCe:CDOWn:RLDerivation:RMAXimum, or any of the verification runs is 
not within :SOURce:FORCe:CDOWn:RLDerivation:FACCeptance, the procedure failed 
to converge. If the procedure fails to converge set the DYNO questionable condition 
register bit 8 and issue an error message. 


After the last coast down measurement, issue the process complete message. Clear the 
DYNO operation condition register bit 8 indicating that the Road Load Derivation is not 
executing. 


Execute the Idle Procedure. 


:RMAXimum <numeric_value> 


:SOURce:FORCe:CDOWn:RLDerivation:RMAXimum 
Runs Maximum 


This command sets the maximum number of coast down runs the Road Load Derivation test 
will run without convergence. 


At *RST, this value is set to 15. 


19.8.1.4.4 


:RVERify <numeric_value> 


:SOURce:FORCe:CDOWn:RLDerivation:RVERify 
Runs to Verify 


This command sets the maximum number of verification coast down runs after convergence 
of the Road Load Derivation procedure. 


At *RST, this value is set to 2. 
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19.8.2 :CONFigure 
:SOURce:FORCe:CONFigure 


This node configures the force for various procedures. For dynamometers, these procedures 
may be Road Load Simulation, Coast downs, etc. 


198.201 :ABRake 
:SOURce:FORCe:CONFigure:ABRake 
Augmented Brake 
This node contains the commands to setup the Augmented Brake. This system utilizes the 
dynamometer to use regenerative braking of the rolls to simulate the brakes of the non-driven 
wheels. 

19.8.2.1.1  :GAIN <numeric_value> 
:SOURce:FORCe:CONFigure:ABRake:GAIN 
The augmented brake gain is used to adjust how much simulated braking assistance force is 
required. 


At *RST, this value is set to 0. 
19.8.2.1.2 [:STATe] <Boolean> 


:SOURce:FORCe:CONFigure:ABRake[:STATe] 
This command sets the augmented brake simulation state. 
At *RST, this value is set to OFF. 

19.8.2.1.3 :THReshold <numeric_value> 
:SOURce:FORCe:CONFigure:ABRake:THReshold 


This command sets the vehicle force absorption level in N to initiate a simulated braking 
force for the non-rotating wheel brakes. 


At *RST, this value is set to 500. 
19.8.2.2 :GRADe 

:SOURce:FORCe:CONFigure:GRADe 

This node contains the commands to setup the grade input for the Road Load Simulation and 

[if desired] for Coast downs. 
19.8.2.2.1. :LEVel <numeric_value> 

:SOURce:FORCe:CONFigure:GRADe:LEVel 

This command sets the grade force in units of Percent Grade. For example, a 45 degree slope 

is a 100% grade. The resulting force is given by: 


FORCe = WEIGht * sin(arctan(GRADe/100) ) 





At *RST, this value is set to 0. 


19.8.2.2.2 :SOURce <INTernal|EXTernal> 
:SOURce:FORCe:CONFigure:GRADe:SOURce 


This command sets the source for grade. The grade set by 
:SOURce:FORCe:CONFigure:GRADe:LEVel is used when the source is “INTernal’”. The 
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host computer can vary the grade at any time during the simulation by sending a new LEVel 
command. If set to “EXTernal”, then the simulation will include the grade from an external 
analog input (Full Scale volts = 100% = 45(). “EXTernal” is used when a dynamometer is 
equipped with an analog input to control the grade. 


At *RST, this value is set to INTernal. 


19.8.2.2.3 [:STATe] <Boolean> 


19.8.2.3 


:SOURce:FORCe:CONFigure:GRADe[:STATe] 

This command sets the grade simulation state. If the state is OFF, the simulation does not 
include a grade force. If the state is ON, the simulation includes the grade force from an 
internal or external source. 


At *RST, this value is set to OFF. 


[:VEHicle] 
:SOURce:FORCe:CONFigure[:VEHicle] 
This node configures the dynamometer vehicle parameters. These parameters are the 
dynamometer operating set-points [e.g., inertia, road-load, etc.]. 


19.8.2.3.1  :DCOefficient<-numeric_value>,<numeric_value>,<numeric_value> 


L<numeric_value>] 
:SOURce:FORCe:CONFigure:VEHicle:DCOefficient 


Dynamometer-setting Coefficient(s) - N, N/(1m/s), N/(m/s)°[,N/(m/s)° ] 

This command sets the coefficients of the road-load polynomial for the force to be simulated. 
The query form of this command should return the active dynamometer coefficients, which 
may have been determined from a Road Load Derivation procedure. When the fourth 
parameter is omitted, it is assumed 0. 


At *RST, this value is set to 0,0,0,0 


19.8.2.3.2 :DiNertia<numeric_value> 


:SOURce:FORCe:CONFigure:VEHicle:DINertia 
Dynamometer-setting Inertia - kg 


This command sets the “Inertia” (in kg) to be simulated by the dynamometer. This is the total 
vehicle inertia (vehicle weight plus “inertia weight” of the rotating components) minus the 
inertia of the driven wheels and drive train (which will be spinning when the vehicle is 
driven on the dynamometer). When default is specified the dynamometer-setting inertia will 
be the mechanical base inertia. 


At *RST, this value is set to the Mechanical Base Inertia. 


19.8.2.3.3 [:STATe] <Boolean> 


:SOURce:FORCe:CONFigure:VEHicle[:STATe] 
This command tells the dynamometer that a vehicle is on the rolls. 


At *RST, this value is set to OFF. 
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19.8.2.3.4 TCOefficient<enumeric_value>,<numeric_value>,<numeric_value> 


L<numeric_value>] 
:SOURce:FORCe:CONFigure:VEHicle:TCOefficient 


Target-setting Coefficient(s) - N, N/(m/s), Ni(m/s)* [.N/(m/s)° ] 


This command sets the Target Road-Load Coefficients for the road load derivation or coast 
down procedure. These are derived from test track data for a vehicle. The host will update 
these values prior to executing a coast down or road load derivation. Target coefficients are 
never used to control the dynamometer. When the fourth parameter is omitted, it is assumed 


0. 
At *RST, this value is set to 0,0,0,0 
For road load derivation, TCOefficient are used to: 
™ calculate theoretical data in CDownResult memory table 


™ compare against measured coast down coefficients as defined in J2264 


For coast downs with or without a vehicle, TCOefficient are used to: 
™ calculate theoretical data in CDownResult memory table 


19.8.2.3.5 :TiNertia<numeric_value> 
:SOURce:FORCe:CONFigure:VEHicle:TINertia 
Target-setting Inertia - kg 
This command sets the target inertia (kg) for a road load derivation procedure. Target inertia 
is defined in SAE J2264. 


At *RST, this value is set to 0. 


19.8.2.3.6 :WEIGht <numeric_value> 
:SOURce:FORCe:CONFigure:VEHicle:WEIGht 
Weight - kg 
This command sets the (kg) weight of vehicle, not including the “inertia weight” of the 
wheels and drive-train. The value is used to calculate grade and augmented braking weight 
ratio (when simulating braking force of the non-driven wheels). 





At *RST, this value is set to 0. 


19.8.3 :INITiate 
:SOURce:FORCe:INITiate 
This command initiates force. This is an overlapped command. This command describes an 
event and therefore has no associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 
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Set the DYNO operation condition register Go To Force Procedure bit indicating that Go 
To Force Procedure is executing. Note: The DYNO operation condition register will be 
further defined in Volume 4. 


= Apply the force set in :SOURce:FORCe:LEVel. 
Maintain the force and wait for a command. 


When commanded out of this procedure, clear the DYNO operation condition register Go 
To Force Procedure bit indicating the Go To Force Procedure is not executing. 


™ Issue the process complete message. 
[:LEVel] <numeric_value> 
:SOURce:FORCe[:LEVel] 

Sets the force set-point in N. 

At *RST, this value is device dependent. 
:RLSimulation 
:SOURce:FORCe:RLSimulation 

Road Load Simulation 


This node sets the dynamometer into the procedure to apply a load to simulate vehicle 
operation on the road. These commands use the values set in the 
:SOURce:FORCe:CONFigure node. 


:INITiate 
:SOURce:FORCe:RLSimulation:INITiate 
This is an overlapped command. This command initiates the Road Load Simulation using the 
present parameters in the :CONFigure node. This command describes an event and therefore 
has no associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Road Load Simulation Procedure bit 
indicating that Road Load Simulation is executing. Note: The DYNO operation condition 
register will be further defined in Volume 4. 

. 


Begin simulating the load defined by 
:SOURce:FORCe:CONFigure: V EHicle:DINertia;DCOefficient,GRADe; ABRake 


= When commanded out of this procedure, clear the DYNO operation condition register bit 
4 indicating that Road Load Simulation is not executing. 


™ Issue the process complete message. 
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FREQuency Subsystem 

SOURce:FREQuency 

The FREQuency subsystem controls the frequency characteristics of the instrument. Two 
types of controls are included in this subsystem. The first is frequency sensor controls, such 
as RANGe. The second is frequency sweep controls such as STARt, or tuning controls such 
as CW. 


KEYWORD PARAMETER FORM COMMENTS 
:FREQuency 
:CENTer <numeric_value> 
[:CWI:FIXed] <numeric_value> 
:AUTO <Boolean>IONCE 
:MANual <numeric_value> 
:MODE CWIFIXedlS WEepILISTISENSe 
:MULTiplier <numeric_value> 
:OFFSet <numeric_value> 
:RESolution <numeric_value> 1992 
:AUTO <Boolean> | ONCE 1992 
:SPAN <numeric_value> 
‘FULL [no query] 
:HOLD <Boolean> 
:LINK CENTerISTARtISTOP 
:STARt <numeric_value> 
:STOP <numeric_value> 


:-CENTer <numeric_value> 
SOURce:FREQuency:CENTer 


Sets the CENTer frequency. 

At *RST, this function will be set to (MINimum+MAX)/2. 
[:CW|:FlXed] <numeric_value> 
SOURce:FREQuency:CW 


The Continuous Wave or FIXed node is used to select a frequency of a non-swept signal. 
This node is optional. An optional node, such as [:CWI:FIXed], implies that the device shall 
accept and process commands with or without the optional node and have the same result. 
That is, the device is required to accept the optional node, if sent, without error. A device 
must accept both :CW and :FIXed if it implements this node. 


At *RST, this value is device-dependent. 


:AUTO <Boolean>|ONCE 
SOURce:FREQuency:CW:AUTO 


Couples the CW frequency to center frequency. Explicitly setting a value for 
FREQuency:CW sets AUTO OFF. 


At *RST, this value is set to ON. 
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:MANual <numeric_value> 

SOURce:FREQuency:MANual 

Same as CW except limited by STARt and STOP. Receipt of this command will only change 
the frequency if SWEep: MODE MANual subsystem and FREQuency:MODE SWEep is 
selected. If the sweep limits are changed such that manual frequency would be outside the 
sweep limits, then the manual frequency will be set to the nearest end point of the sweep. 


At *RST, FREQuency:MAN is device-dependent. 


:MODE CW|FlXed|SWEep|LIST|SENSe 

SOURce:FREQuency:MODE 

Determines which set of commands control the frequency subsystem. The settings have the 
following meanings: 


= CWIFIXed: The frequency is determined by FREQuency[:CW] or 
FREQuency[:FIXed]. CW and FIXed are aliases. Both must be implemented, if 
either is implemented. 


™ SWEep: The source is in the swept mode and frequency is determined by 
FREQuency:STARt, STOP, CENT, SPAN, and MAN. 


™ LIST: The source is in LIST sequence mode and frequency is determined by 
LIST:FREQuency. 


= SENSe: The source is coupled to the sensor. All frequency controls are 
determined by the SENSe:FREQuency block, except for OFFSet and MULTiplier. 
These two commands remain active under SOURCce to allow for offset and 
harmonic tracking. 


At *RST, this value is set to CW. 


:MULTiplier <numeric_value> 

SOURce:FREQuency:MULTiplier 

Sets a reference multiplier for all other frequency settings in the instrument. All entered and 

displayed frequencies are affected by this command. The coupling equation is: 
Entered|Displayed frequency = ( Hardware frequency * multiplier ) + offset 


This command affects the values of all functions which affect generation of the signal. This 
includes such things as CW frequency and the sweep frequency controls. It does not affect 
things like input filter bandwidths. It does affect the settings of relative frequency parameters 
such as delta markers or FM deviation. Also note that this command does not affect the 
hardware settings of the instrument, but only the entered and displayed frequencies. 


At *RST, this value is set to 1. 
:OFFSet <numeric_value> 
SOURce:FREQuency:OFFSet 


Sets a reference frequency for all other absolute frequency settings in the instrument. This 
command affects the values of all functions which affect generation of the signal. This 
includes such things as CW frequency and the sweep frequency controls. It does not affect 
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things like input filter bandwidths. It also does not affect the settings of relative frequency 
parameters such as delta markers or FM deviation. Also note that this command does not 
affect the hardware settings of the instrument, but only the entered and displayed 
frequencies. The coupling equation is: 

Entered|Displayed frequency = ( Hardware frequency * multiplier ) + offset 


At *RST, this value is set to 0. 


19.9.7 :RESolution <numeric_value> 
SOURce:FREQuency:RESolution 


RESolution sets or queries the absolute increment/decrement, at which the frequency of the 
output signal can be changed. The default unit for <numeric_value> is Hertz. 
At *RST, this value is device-dependent. 
19.9.7.1 AUTO <Boolean> | ONCE 
SOURce:FREQuency:RESolution:AUTO 
AUTO couples the RESolution to an instrument-determined value. When AUTO is ON, the 
best resolution is chosen to reflect the current instrument state. 
Explicitly selecting a value for RESolution will set AUTO OFF. 
At *RST, this value is set to ON. 
19.9.8 :SPAN <numeric_value> 
SOURce:FREQuency:SPAN 
Sets the frequency SPAN. 


At *RST, this function will be set to MAXimum. 


19.9.8.1 :-FULL 
SOURce:FREQuency:SPAN:FULL 


When this command is received, STARt frequency is set to its minimum value, and STOP 
frequency is set to its maximum value. CENTer frequency and SPAN are set to their coupled 


values. 
This command is an event, rather than a state. Therefore it has no associated query, or 
meaning at *RST. 


19.9.8.2 ‘HOLD <Boolean> 
SOURce:FREQuency:SPAN:HOLD 


The HOLD command provides a mechanism to prevent the SPAN from being changed 
implicitly by the defined coupling between STARt, STOP, CENTer, and SPAN. When 
HOLD is set to ON, SPAN shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 


19.9.8.3 :LINK CENTer|STARt|STOP 
SOURce:FREQuency:SPAN:LINK 


This command allows the default couplings for SPAN to be overridden. LINK selects the 
parameter, either CENTer subsystem, STARt or STOP, that shall not be changed when 
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SPAN’s value is changed. For example, if LINK is set to STARt then changing SPAN shall 
cause CENTer and STOP, not STARt to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 

:STARt <numeric_value> 

SOURce:FREQuency:STARt 

Sets the STARting frequency. It also sets the lower limit of a manual sweep adjustment. If 
the instrument does not support negative frequency spans, having the STARt frequency 
greater than the STOP frequency will cause an error to be generated. 


At *RST, this value will be set to MINimum. 


:STOP <numeric_value> 
SOURce:FREQuency:STOP 


Sets the STOP frequency. It also sets the upper limit of a manual sweep adjustment. If the 
instrument does not support negative frequency spans, having the STOP frequency less than 
the STARt frequency will cause an error to be generated. 


At *RST, this value will be set to MAXimum. 
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19.10 FUNCtion Subsystem 
SOURce:FUNCtion 
The function subsystem controls the shape and attributes of the output signal. The switch 
settings provided by this function are not horizontally compatible and represent what the 
source can be configured to generate directly. 


KEYWORD PARAMETER FORM COMMENTS 
:FUNCtion 

[:SHAPe] <source_shape> 

:MODE <source_mode> 


19.10.1 [:SHAPe] <source_shape> 
SOURce:FUNCtion:SHAPe 


Selects the shape of the output signal. 
At *RST, the value of FUNCtion is device-dependent. 
The following SOURce functions are available for instruments: 
™ DC — An unvarying signal with respect to time. 
= IMPulse — IMPulse is an approximation of a zero width pulse 


= PCHirp — PeriodicCHirp supplies a sine sweep over the current frequency span 
which periodically repeats. 


™ PRNoise — PeriodicRandomNoise provides a randomly varying signal with 
respect to time which periodically repeats. 


™ PULSe — A pulse, or string of pulses is generated. 

= RANDom — provides a randomly varying signal with respect to time. 
= SINusoid — A sinusoidal signal is generated. 

™ SQUare — A square wave signal is generated. 

= TRiangle — A triangular wave signal is generated. 


= USER — The USER function allows the user to specify a periodic or arbitrary 
waveform definition. 


19.10.2 :MODE <source_mode> 
SOURce:FUNCtion: MODE 


Determines which signal characteristic is being controlled. 
At *RST, the value of this function is device-dependent. 


The function may be set to the following values: 


= VOLTage. 
™ CURRent. 
= POWer. 
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LIST Subsystem 

SOURCce:LIST 

The list subsystem controls automatic sequencing through associated lists of specified signal 
values. It is also used to specify concurrent or simultaneous operation of the specified signal 
in the associated lists. The various values are specified in the LIST subsystem commands. 
The individual points in each of the list configuration commands are combined to make one 
signal configuration. 


The LIST subsystem controls a characteristic of the instrument when that subsystem’s mode 
is set to LIST (such as :FREQuency:MODE LIST). Note that is permissible to have one 
characteristic controlled by the list subsystem, and the others controlled by a different 
subsystem (such as :FREQuency:MODE LIST or :POWer:MODE SWEep). 


When employing multiple lists, all lists must be of the same length. If they are not all of the 
same length, an error is generated at sequencing time. An exception is made for the case 
where the shorter list is of length 1. In this case, the particular list is treated as though it were 
a list of equal length, with all values being the same. 


Lists are not affected by *RST. 


KEYWORD PARAMETER FORM COMMENTS 
:LIST 
:AM 1993 
[:DEPTh] <numeric_value>{,<numeric_value>} 1993 
:POINts? [query only] 1993 
:APRobe <numeric_list>{,<numeric_list>} 1993 
:POINts? [query only] 1993 
:CONCurrent <numeric_value>{,<numeric_value>} 
:AUTO <Boolean>IONCE 
:POINts? [query only] 
:CONTrol 1993 
:APOWer <Boolean>{,<Boolean>} 1993 
:POINts? [query only] 1993 
:BLOWer <Boolean>{,<Boolean>} 1993 
:POINts? [query only] 1993 
:COMPressor <Boolean>{,<Boolean>} 1993 
:POINts? [query only] 1993 
:COUNt <numeric_value> 
:CURRent <numeric_value>{,<numeric_value>} 
:POINts? [query only] 
:DIRection UPIDOWN 
:DWEL]I <numeric_value>{,<numeric_value>} 
:POINts? [query only ] 
:FREQuency <numeric_value>{,<numeric_value>} 
:POINts? [query only] 
:GENeration DSEQuencelSEQuencelDCONcurrent 
|\CONCurrent 
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:POWer 
:POINts? 
:PULM 
[:STATe] 
:POINts? 
:RESistance 
:POINts? 
:-RTIMe 
:POINts? 
:SEQuence 
:AUTO 
:POINts? 
:TEMPerature 
:POINts? 
:VOLTage 
:POINts? 
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PARAMETER FORM 
<numeric_value>{,<numeric_value>} 
<Boolean>{,<Boolean>} 
<numeric_value>{,<numeric_value>} 
<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 
<Boolean>IONCE 


<numeric_value>{,<numeric_value>} 


<numeric_value>{,<numeric_value>} 


Subsystem for setting up the AM list values. 


19.11.1.1. :DEPTh <numeric_value>{,<numeric_value>} 
SOURce:LIST:AM:DEPTh 


Specifies the AM DEPTh points of the list. 


19.11.1.1.1 :POINts? 


SOURce:LIST:AM:DEPTh:POINTs? 
Returns the number of points currently in the AM DEPth list. 


19.11.2 :APRobe <numeric_list>{,<numeric_list>} 


SOURce:LIST:APRobe 


APRobe selects the specified probe/s to control the temperature. 


19.11.2.1  :POINts? 


SOURCce:LIST:APRobe:POINts? 
Returns the number of points currently in the APRobe list. 


19.11.38 :CONCurrent<numeric_value>{,<numeric_value>} 
SOURce:LIST:CONCurrent 


Defines a list which indicated those elements of the signal list which shall be active, when 


CONCurrent operation is selected. The points specified are indexes into the lists. For 


COMMENTS 


[query only] 


[query only] 
[query only] 


[query only] 


[query only] 
[query only] 


[query only] 


1993 
1993 
1993 


1993 
1993 


1993 
1993 


example, if 3 and 5 were selected, the third and fifth points in the signal list would be 
generated simultaneously. All entries in the CONCurrent list must be unique; otherwise a 
parameter error (-220) will be generated. The concurrent list is separate from the other lists 
and is not sorted, nor are the individual points associated with the other arrays except as 


described above. 
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19.11.3.1. :AUTO <Boolean>|ONCE 
SOURce:LIST:CONCurrent:AUTO 


When on, the CONCurrent list is set to 1-N, where N is the longest list. 
At *RST, AUTO ON is selected. 


19.11.3.2 :POINts? 
SOURCce:LIST:CONCurrent:POINts? 
Returns the number of points currently in the CONCurrent list. 
19.11.4 :CONTrol 
SOURce:LIST:CONTrol 
Allows to turn on/off the devices 
19.11.4.1. :APOWer <Boolean>{,<Boolean>} 
SOURce:LIST:CONTrol:APOWer 
Turns the APOWer on or off. 
19.11.4.1.1 :POINts? 
SOURce:LIST:CONTrol:APOWer:POINts? 
Returns the number of points currently in the APOWer list. 
19.11.4.2 :BLOWer <Boolean>{,<Boolean>} 
SOURce:LIST:CONTrol:BLOWer 
Turns the BLOWer on or off. 
19.11.4.2.1 :POINTs? 
SOURce:LIST:CONTrol:BLOWer:POINts? 
Returns the number of points currently in the BLOWer list. 
19.11.4.3. :COMPressor <Boolean>{,<Boolean>} 
SOURCce:LIST:CONTrol:COMPressor 
Turns the COMPressor on or off. 
19.11.4.3.1  :POINTs? 
SOURce:LIST:CONTrol:COMPressor:POINts? 
Returns the number of points currently in the COMPressor list. 
19.11.5 :COUNt <numeric_value> 
SOURce:LIST:COUNt 
Controls the number of times the list is sequenced when a trigger is received. 


At *RST, this value is set to 1. 


19.11.6 :CURRent<numeric_value>{,<numeric_value>} 
SOURce:LIST:CURRent 


Specifies the current points of the lists. 


19.11.6.1. :POINts? 
SOURce:LIST:CURRent:POINts? 


Returns the number of points currently in the CURRent list. 
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19.11.7  :DlRection UP|DOWN 
SOURce:LIST:DIRection 


Specifies the direction that the sequence list is scanned. If UP is selected, the list is scanned 
from the first to the last item in the sequence list. If DOWN is selected, the list is scanned 
from the last item to the first item in the sequence list. 


At *RST, this value is set to UP. 
19.11.8 :DWELI<numeric_value>{,<numeric_value>} 
SOURce:LIST:DWELI 
Specifies the dwell time points of the lists. 
19.11.8.1 :POINts? 
SOURce:LIST:DWELI:POINts? 
Returns the number of points currently in the DWELI list. 
19.11.9 :FREQuency<numeric_value>{,<numeric_value>} 
SOURce:LIST:FREQuency 
Specifies the frequency points of the list set. 
19.11.9.1 :POINts? 
SOURce:LIST:FREQuency:POINts? 
Returns the number of points currently in the FREQuency list. 
Since this is only a query, there is no associated *RST state. 
19.11.10 :GENeration DSEQuence|SEQuence|DCONcurrent|CONCurrent 
SOURCce:LIST:GENeration 


The GENeration command is used to select how the defined lists are applied in a particular 
instrument. An instrument may support one or more of the generation modes. Selecting 
Default SEQuence (DSEQuence) causes the instrument to cycle sequentially through the 
complete list in order. When SEQuence is selected, the sequence in which the list is used is 
specified by the list given in the SEQuence command. Selecting Default CONcurrent causes 
the device to simultaneously generate all items in the list. When CONCurrent is selected, the 
list specified by the CONCurrent command defines which elements in the list are active 


simultaneously. 


At *RST, GENeration shall be set to DSEQuence. 


19.11.11 :PULM 
SOURCce:LIST:PULM 
Subsystem for setting up the PULM list values. 
19.11.11.1 :STATe <Boolean>{,<Boolean>} 
SOURce:LIST:PULM:STATe 
Specifies the PULM STATe points of the list. 
19.11.11.1.1  :POINts? 
SOURce:LIST:PULM:STATe:POINts? 
Returns the number of points currently in the PULM STATe list. 
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12 :POWer <numeric_value>{,<numeric_value>} 
SOURce:LIST:POWer 


Specifies the power/amplitude points of the lists. 
12.1. :POINts? 
SOURce:LIST:POWer:POINts? 
Returns the number of points currently in the POWer list. 
13 :RESistance<numeric_value>{,<numeric_value>} 
SOURCce:LIST:RESistance 
Specifies the resistance points of the lists. 
13.1. :POINts? 
SOURce:LIST:RESistance:POINts? 
Returns the number of points currently in the RESistance list. 
14 :RTIMe <numeric_value>{,<numeric_value>} 
SOURCce:LIST:RTIMe 
Ramp TIMe controls the time required to reach the target temperature. 
14.1. :POINTs? 
SOURce:LIST:RTIMe:POINts? 
Returns the number of points currently in the RTIMe list. 
15 :SEQuence <numeric_value>{,<numeric_value>} 
SOURCce:LIST:SEQuence 
Defines a sequence for stepping through the list, when SEQuence operation is selected. 
Individual points may be specified as many times as desired in a single sequence. The points 
specified are indexes into the lists. For example, if 3 was selected, the third point in the 
frequency, dwell, and power/amplitude lists would be sequenced. 


The sequence list is separate from the other lists and is not sorted, nor are the individual 
points associated with the other arrays except as described above. 


15.1 :AUTO <Boolean>|ONCE 
SOURce:LIST:SEQuence:AUTO 


When on, the sequence list is set to | through N, where N is the longest list. 
At *RST, AUTO ON is selected. 


15.2 :POINts? 
SOURce:LIST:SEQuence:POINts? 


Returns the number of points currently in the SEQuence list. 


16 :TEMPerature <numeric_value>{,<numeric_value>} 
SOURce:LIST:TEMPerature 


TEMPerature is the target temperature. 


16.1 :POINTs? 
SOURce:LIST:TEMPerature:POINts? 


Returns the number of points currently in the TEMPerature list. 
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19.11.17 :VOLTage<numeric_value>{,<numeric_value>} 
SOURCce:LIST: VOLTage 


Specifies the voltage points of the lists. 


19.11.17.1  :POINts? 
SOURce:LIST:VOLTage:POINts? 


Returns the number of points currently in the VOLT list. 
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MARKer Subsystem 

SOURce:MARKer 

Selects between different markers, and adjusts the marker settings. The suffix with MARKer 
selects the marker with the same number associated with it. If the suffix is omitted, then 
marker #1 is assumed. 


KEYWORD PARAMETER FORM COMMENTS 
:MARKer 
:AMPLitude ONIOFF 
:AOFF [no query] 
:FREQuency <numeric_value> 
‘MODE FREQuency|IPOSitionIDELTa 
:POINt <numeric_value> 
:REFerence <numeric_value> 
[:STATe] <Boolean> 
:TIME <numeric_value> 
:AMPLitude <Boolean> 


SOURce:MARKer:AMPLitude 


Controls whether the marker affects the signal. If ON, the signal is modified when the 
marker frequency equals the output frequency. If OFF, only the marker output port is 
affected. 


At *RST, this value is set to OFF. 


:AOFF 

SOURce:MARKer:AOFF 

Turns OFF all markers. This command is an event, and therefore has no query form. All 
markers shall be turned OFF at *RST. 

:FREQuency <numeric_value> 

SOURce:MARKer:FREQuency 

Controls the absolute frequency of the specified marker when MARKer:MODE is 
FREQuency. When MARKer:MODE is DELTa, this command controls relative frequency. 
At *RST, this value is set to MINimum. 

:MODE FREQuency|POSition|DELTa 

SOURce:MARKer:MODE 


This command controls whether the marker is tied to a frequency, referenced to an absolute 
trace point (position), or referenced to another marker (delta). If delta is selected, 
MAR Ker:REFerence determines which marker the current marker is referenced to. 


At *RST, this value is FREQuency. 


:POINt <numeric_value> 
SOURce:MARKer:POINt 


Sets the marker to the specified sweep point. 


At *RST, this value is set to MINimum. 
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19.12.6 :REFerence <numeric_value> 
SOURce:MARKer:REFerence 


MARK:REFerence establishes a reference marker for delta markers. 
At *RST, this value is device-dependent. 


19.12.7 [:STATe] <Boolean> 
SOURce:MARKer:STATe 


Turns ON and OFF the marker specified by the MARKer command header suffix. 
At *RST, this value is set to OFF. 
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19.13 PHASe Subsystem 
SOURce:PHASe 


This subsystem allows control of the phase of the output signal against some reference. 


KEYWORD PARAMETER FORM COMMENTS 
:PHASe 
[:ADJust] <numeric_value> 
STEP <numeric_value> 
:SOURce INTernal[<n>]IEXTernal[<n>] 
:REFerence [no query] 


19.13.1 [:ADJust] <numeric_value> 
SOURce:PHASe:ADJust 


Controls the phase offset value relative to the reference. A negative value for ADJust shall 
cause the output signal to lag the reference. 
The parameter has units of radians. The command shall accept a DEGree suffix. 


At *RST, this value is 0. 


19.13.1.1. :STEP <numeric_value> 
SOURce:PHASe:ADuust:STEP 


Controls the step size in radians. The command shall accept a DEGree suffix. 
At *RST, this value is device-dependent. 


19.13.2 :SOURce INTernal|EXTernal 
SOURce:PHASe:SOURce 
Determines whether the reference source is an external signal or if it is the internal signal 
itself marked at some reference time. 


At *RST, this setting is device-dependent. 


19.13.3 :REFerence 
SOURce:PHASe:REFerence 
This is an event which sets the current phase to be the reference for future phase adjustments. 
This function is nonqueryable. 
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19.14 PM Subsystem 
SOURce:PM 
The Phase Modulation subsystem is used to set the modulation controls and the parameters 
associated with the modulating signal(s). The keywords to describe the carrier signal exist in 
other subsystems (such as FREQuency and PHASe). 


KEYWORD PARAMETER FORM COMMENTS 
7PM 
[:DEViation] <numeric_value> 
:SENSitivity <numeric_value> 
:MODE LOCKedIUNLocked 
:STATe <Boolean> 
:SOURce EXTernallINTernal{,EXTernall,[NTernal } 
:COUPling ACIDCIGROund 
:POLarity NORMallINVerted 
:INTernal 
:FREQuency <numeric_value> 
:EXTernal 
:IMPedance <numeric_value> 
:COUPling ACIDCIGROund 
:POLarity NORMallINVerted 


19.14.1 [:DEViation] <numeric_value> 
SOURce:PM:DEViation 


Sets the modulation DEViation of a PM signal. The unit for DEViation is radians. Where 
PM:DEViation is implemented, degree units must also be accepted. Radians must always be 
returned on a query. This command is used where the DEViation can be controlled 
independently from the modulating signal voltage level. Alternatively, it is used to set a 
device capability that can indicate when the desired DEViation has been achieved. 


At *RST, this value is device-dependent. 
19.14.2 :SENSitivity <numeric_value> 
SOURce:PM:SENSitivity 
Controls the modulation deviation by setting a sensitivity Modulation to the modulation 
signal voltage level. The unit for SENSitivity is radians/Volt (radians/V). Where 


PM:SENSitivity is implemented, degree/Volt (degree/V) units must also be accepted. 
Radians/Volt must always be returned on a query. 


At *RST, this value is device-dependent. 


19.14.38 :MODE LOCKed|UNLocked 
SOURce:PM:MODE 


Sets the synthesis mode employed in generating the PM signal. If MODE is set to LOCKed 
then a PLL is used in synthesizing the PM signal, to prevent frequency drift. If UNLocked 
the phase locked loop is inactive. 


At *RST, this value is device-dependent. 
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:STATe <Boolean> 

SOURce:PM:STATe 

Turns phase modulation ON or OFF. Turning PM ON will not automatically turn OFF any 
other types of modulation. Turning any or all modulations types ON or OFF must be done 
explicitly. Where a type of modulation is active, turning ON another type of modulation will 
add to the set of active modulations if that combination of capabilities are legal in the device. 
Otherwise, an execution error -221 is generated and the instrument state is left undefined. 


At *RST, this value must be set to OFF. 


:SOURce EXTernal|INTernal{,EXTernal|,INTernal} 

SOURce:PM:SOURce 

Selects the source for the modulating signal, and it may specify a single source or a number 
of sources. The specified sources in the SOURce command are all selected and turned on. 
Any sources from a previous selection that are not part of the current selection list are 
deselected and turned off. If multiple sources are selected and the device does not support the 
combination requested in the SOURce command, an execution error -221 must be generated. 


Where multiple internal modulation sources are available, individual INTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


Where multiple external modulation sources are available, individual EXTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 


At *RST, this value is device-dependent. 


:COUPling AC|DC|GROund 

SOURce:PM:COUPling 

COUPIling at this level is used to set the coupling between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either internal or external 
sources. If COUPling is set to DC, then both AC and DC components of the signal pass. AC 
coupling passes only the AC component of the signal. The GROund parameter allows the 
modulation to be turned ON without the modulating signal connected. 


At *RST, this value is device-dependent. 


:POLarity NORMal|INVerted 

SOURce:PM:POLarity 

POLarity, at this level, is used to set the polarity between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either internal or external 
sources. POLarity sets the relationship between the polarity of the applied modulation 
voltage and the resulting “direction” of modulation. The definition of “normal” polarity for 
PM modulated signal is that a positive voltage causes the instantaneous output phase to 
increase. 


At *RST, this value must be set to NORMal. 
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19.14.8 :INTernal 
SOURce:PM:INTernal 
The INTernal subsystem is used to control the specified internal signal source. Where 
multiple internal modulation sources are available, the INTernal keyword may have a 
numeric suffix signifying the particular internal signal source. If no number is given, a | is 
assumed. 


19.14.8.1. :FREQuency <numeric_value> 
SOURce:PM:INTernal:F REQuency 
Sets the frequency of the specified internal signal source. Some instruments may also allow 
the internal signal source(s) to be controlled as a subsystem(s). The unit of FREQuency is 
Hertz (Hz). 
At *RST, this value is device-dependent. 

19.14.9 :EXTernal 
SOURce:PM:EXTernal 
The EXTernal subsystem is used to control the specified external signal source. Where 
multiple external modulation sources are available, the EXTernal keyword may have a 
numeric suffix signifying the particular external signal source. If no number is given, a | is 
assumed. 

19.14.9.1 :IMPedance <numeric_value> 
SOURce:PM:EXTernal:IMPedance 
Sets the impedance of the specified external signal source. The units for IMPedance is Ohms. 


At *RST, this value is device-dependent. 
19.14.9.2 :COUPling AC|DC|GROund 
SOURce:PM:EXTernal:COUPling 


COUPIling, at this level, sets the coupling for only the specified external signal source. If 
COUPling is set to DC, then both AC and DC components of the signal pass. AC coupling 
passes only the AC component of the signal. The GROund parameter allows the specified 
external source to be turned ON without being connected. 


At *RST, this value is device-dependent. 
19.14.9.3 :POLarity NORMal|INVerted 

SOURce:PM:EXTernal:POLarity 

POLarity, at this level, sets the POLarity for only the specified external signal source. 

POLarity sets the relationship between the polarity of the applied modulation voltage and the 

resulting “direction” of modulation. The definition of “normal” polarity for PM modulated 

signal is a positive voltage that causes the instantaneous output phase to increase. 


At *RST, this value must be set to NORMal. 
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This subsection controls the signal amplitude characteristics of the source. 


There is only one subsystem for each of the main amplitude characteristics of the signal. 
Thus, AC voltage and DC voltage are both placed under the VOLTage subsystem. A device 
which implemented both simultaneously would implement them as two separate sources, one 


AC and one DC. 


KEYWORD 
:POWer 
:ATTenuation 
:AUTO 
:ALC 
[:STATe] 
:SEARch 
:SOURce 
:BANDwidth 
|: BWIDth 
:AUTO 
:CENTer 
[:LEVel] 
[:[IMMediate] 
[: AMPLitude] 
:OFFSet 
:HIGH 
‘LOW 
:TRIGgered 
[: AMPLitude] 
:OFFSet 
:HIGH 
:LOW 
:LIMit 
[: AMPLitude] 
:OFFSet 
:HIGH 
:LOW 
‘STATe 
:MANual 
:MODE 
:PROTection 
[:LEVel] 
‘STATe 
:TRIPped? 
:CLEar 
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<numeric_value> 
<Boolean>IONCE 


<Boolean> 

<Boolean>IONCE 
INTernallIDIODelPMETerIMMHead 
<numeric_value> 


<Boolean>IONCE 
<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean> 
<numeric_value> 
FIXed|ISWEepILIST 


<numeric_value> 


[query only] 
[no query] 
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KEYWORD PARAMETER FORM COMMENTS 
:RANGe <numeric_value> 
:AUTO <Boolean>IONCE 
:REFerence <numeric_value> 
‘STATe <Boolean> 
:SLEW <numeric_value> 
:SPAN <numeric_value> 
:HOLD <Boolean> 
:LINK CENTerISTARtISTOP 
‘FULL [no query] 
:STARt <numeric_value> 
:STOP <numeric_value> 


19.15.1. :ATTenuation <numeric_value> 
SOURce:POWer:ATTenuation 


Sets the ATTenuation level. Note that when increasing the level by 10 dB the magnitude of 
the outgoing signal as well as the LEVel will be decreased by 10 dB. 


Default units are as determined in the UNIT system. This is coupled to LEVel. 


19.15.1.1 :AUTO <Boolean> 
SOURce:POWer:ATTenuation:AUTO 


Couples the attenuator to LEVel. 

Programming a specified attenuation sets AUTO OFF. 

See SOURce subsystem introduction for additional explanation. 
At *RST, AUTO is set to ON. 


19.15.2 :ALC 

SOURce:POWer:ALC 

This subsystem command controls the automatic leveling control of the source. 
19.15.2.1  [:STATe] <Boolean> 

SOURce:POWer:ALC:STATe 

Controls whether the ALC loop controls the output level. 





At *RST, this value is device-dependent. 

19.15.2.2 :SEARch <Boolean>|ONCE 
SOURce:POWer:ALC:SEARch 
SEARch enables a form of leveling where the output level is calibrated by momentarily 
closing the leveling loop. Once the correct amount of level adjustment has been determined 
to produce the desired output level, the leveling loop is opened. 


When ON, the search routine will be done anytime the output level requires change (for 
example, when LEVel is changed). 
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Selecting SEARch ONCE will have the effect of setting SEARch to ON and then OFF. A 
modulator setting is determined by the system which will not be changed until the output 
level is explicitly reprogrammed. 


At *RST, this value is set to OFF. 


19.15.2.3 :SOURce INTernal|DIODe|PMETer|MMHead 
SOURce:POWer:ALC:SOURce 
Selects the source of the feedback signal for ALC. The parameters have the following 
meanings: 
= = JNTernal — The ALC feedback signal is measured from a point inside the source. 
™ DIODe — The ALC feedback is being fed from an external diode detector. 


=) PMETer — The ALC signal is coming from a power meter. 


= = MMHead — A millimeter head, with built in leveling, is being used to supply the 
ALC signal. 
At *RST, this value is INTernal. 


19.15.2.4 :BANDwidth|:BWIDth <numeric_value> 
SOURce:POWer:ALC:BANDwidth 


Controls the bandwidth of the ALC feedback signal. This parameter is in units of Hz. 
At *RST, this value is device-dependent. 


19.15.2.4.1 :AUTO <Boolean>|ONCE 
SOURce:POWer:ALC:BANDwidth:AUTO 
Couples the bandwidth of the ALC feedback signal to instrument-dependent parameters. 
When AUTO is ON, the best bandwidth is chosen to reflect the current instrument state. 
Explicitly selecting a value for ALC:BANDwidth sets AUTO OFF. 
At *RST, this value is set to ON. 
19.15.38 :CENTer <numeric_value> 
SOURce:POWer:CENTer 
Sets the center amplitude. 
At *RST, this value is set to MINimum. 
19.15.4 [:LEVel] 
SOURce:POWer:LEVel 
This subsystem is used to control the signal amplitude when the source is operating in a 
continuous or FIXed MODE. 


19.15.4.1 [:IMMediate] 
SOURce:POWer:LEVel:IMMediate 


Indicates that the subsequent specification of a new signal amplitude is to be processed by 
the device without waiting for further commands. 
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19.15.4.1.1 [:AMPLitude] <numeric_value> 
SOURce:POWer:LEVel:IMMediate:AMPLitude 
Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 


Note the optional nodes exist to enable POWer to be directly followed by a 
<numeric_value>. This is useful for programming simple devices in a straightforward 
manner. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the amplitude to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.15.4.1.2 :OFFSet <numeric_value> 
SOURce:POWer:LEVel:IMMediate:OF FSet 
Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude, in terms of the current operating units. The units are set to the 
default value, or alternately to a different value under the UNIT subsystem. When 
SOURce:FUNCtion is DC, the effect of the OFFSet is device-dependent. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the offset to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.15.4.1.3  :HIGH <numeric_value> 
SOURce:POWer:LEVel:IMMediate:HIGH 
Sets the more positive peak of a time varying signal. It is used in conjunction with LOW. 


At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 


19.15.4.1.4 :LOW <numeric_value> 
SOURce:POWer:LEVel:IMMediate:_LOW 


Sets the more negative peak of a time varying signal, it is used in conjunction with HIGH. 





At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 


19.15.4.2 :TRIGgered 
SOURce:POWer:LEVel:TRIGgered 
Indicates that subsequent specification of a new signal amplitude is to be transferred to the 
IMMediate value upon receipt of a trigger signal. 


At *RST, after the receipt of an ABORt command or upon being triggered, the value in the 
TRIGgered subsystem tracks the values in the IMMediate subsystem until a command in the 
TRIGgered subsystem is received. The purpose of tracking is so that spurious triggers do not 
change the value of LEVel unexpectedly. 
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19.15.4.2.1  [:AMPLitude] <numeric_value> 
SOURce:POWer:LEVel:TRIGgered:AMPLitude 
Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 

19.15.4.2.2 :OFFSet <numeric_value> 
SOURce:POWer:LEVel:TRIGgered:OFFSet 
Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, or to a different value under 
the UNIT subsystem. When SOURce:FUNCtion is DC, the effect of OFFSet is 
device-dependent. 


19.15.4.2.3 :HIGH <numeric_value> 
SOURce:POWer:LEVel:TRIGgered:HIGH 


This command is used to set the more positive peak of a time varying signal. It is used in 
conjunction with LOW. 


19.15.4.2.4 :LOW <numeric_value> 
SOURce:POWer:LEVel:TRIGgered:LOW 
This command is used to set the more negative peak of a time varying signal. It is used in 
conjunction with HIGH. 


19.15.5  :LIMit 
SOURce:POWer:LIMit 


Sets the maximum bounds on the output value. Setting a larger value will cause the output 
level to be clamped to the LIMit value. 


19.15.5.1  [:AMPLitude] <numeric_value> 
SOURce:POWer:LIMit:AMPLitude 


Sets the limit on the actual magnitude of the unswept output signal in terms of the current 
operating units. The units are set to the default value, or alternately to a different value under 
the UNIT subsystem. AMPLitude may be used to specify the level for either a time varying 
or non-time varying signal. OFFSet may only be used with AMPLitude, where AMPLitude 
is used to specify a time varying load. 


Explicit reference to the AMPLitude node is optional. Any device that implements this 
subsystem must accept and process commands, with or without the AMPLitude node, and 
respond to them in the same way. 


At *RST, this value is device-dependent. 


19.15.5.2 :OFFSet <numeric_value> 
SOURce:POWer:LIMit:OFFSet 


Sets a non-time varying component limit of signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, alternately to a different value 
under the UNIT subsystem. 
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At *RST, this value is device-dependent. 
19.15.5.3 :HIGH <numeric_value> 
SOURce:POWer:LIMit:HIGH 


Sets the more positive peak limit of a time varying signal, it is used in conjunction with 
LOW. 


At *RST, this value is device-dependent. 
19.15.5.4 :LOW <numeric_value> 
SOURce:POWer:LIMit:LOW 


Sets the more negative peak limit of a time varying signal, it is used in conjunction with 
HIGH. 


At *RST, this value is device-dependent. 
19.15.5.5 :STATe <Boolean> 


SOURce:POWer:LIMit:STATe 
Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


19.15.6 :MANual <numeric_value> 
SOURce:POWer:MANual 
Allows manual adjustment of the amplitude between the sweep limits. The actual amplitude 
level is determined by the parameter only if SWEep:MODE is set to MANual and the 
amplitude MODE is set to SWEep. If the sweep limits are changed such that the manual 
amplitude value would be outside the limits, the manual amplitude value will be set to the 
nearest limit. 


At *RST, this value is device-dependent. 
19.15.7 :MODE FiXed|SWEep|LIST 


SOURce:POWer:MODE 


Determines which set of commands control the amplitude subsystem. If FIXed is selected, 

the amplitude is determined by the LEVel command under the appropriate subsystem. If 

SWEep is selected, the source is in the swept mode and amplitude is determined by STARt, 19 
STOP, CENTer, SPAN, and MANual commands under the appropriate subsystem. If LIST is 
selected, the amplitude values are determined by the appropriate amplitude list (such as 

LIST:). 


At *RST, this value is set to FI[Xed. 


19.15.8 :PROTection 
SOURce:POWer:PROTection 


Controls the protection circuits. 





19.15.8.1  [:LEVel] <numeric_value> 
SOURce:POWer:PROTection:LEVel 


This command sets the output level at which the output protection circuit will trip. 
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19.15.8.2 :STATe <Boolean> 
SOURce:POWer:PROTection:STATe 


Controls whether the output protection circuit is enabled. 
At *RST, this value is set to ON. 


19.15.8.3  :TRIPped? 
SOURce:POWer:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. 
TRIPped only has a query form and thus has no associated *RST condition. 


19.15.8.4 :CLEar 
SOURce:POWer:PROTection:CLEar 


Causes the protection circuit to be cleared. 
This command is an event and has no associated *RST condition. 


19.15.9 :RANGe <numeric_value> 
SOURce:POWer:RANGe 


Sets a range for the output amplitude. This command is very hardware-specific. 


19.15.9.1. :AUTO <Boolean>|ONCE 
SOURce:POWer:RANGe:AUTO 


Couples the RANGe to an instrument-determined value. When AUTO is ON, the best range 
is chosen to reflect the current instrument state. 

Explicitly selecting a value for RANGe sets AUTO OFF. 

At *RST, this value is set to ON. 


19.15.10 :REFerence <numeric_value> 
SOURce:POWer:REFerence 


Sets a reference value which, if STATe is ON, allows all amplitude parameters to be 
queried/set as relative to the reference value. 


At *RST, this value is device-dependent. 


19.15.10.1  :STATe <Boolean> 
SOURce:POWer:REFerence:STATe 


Determines whether amplitude is measured/output in absolute or relative mode. If STATe is 
ON, then amplitude is referenced to the value set in REFerence. 


At *RST, this value is set to OFF. 


19.15.11 :SLEW <numeric_value> 
SOURce:POWer:SLEW 


Sets the slew rate of the output change when a new output level is programmed. The units 
are in (the currently active) amplitude unit/sec. 


At *RST, this value is device-dependent. 
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19.15.12 :SPAN <numeric_value> 
SOURce:POWer:SPAN 


Sets the amplitude span. If the current amplitude unit is logarithmic (dBm, dBuV, etc), then 
the unit of SPAN is dB. Otherwise SPAN is programmed in the current amplitude unit. 


At *RST, this value is set to 0. 
19.15.12.1 :HOLD <Boolean> 
SOURce:POWer:SPAN:HOLD 
Provides a mechanism to prevent the SPAN from being changed implicitly by the defined 


coupling between STARt, STOP, CENTer and SPAN. When HOLD is set to ON, SPAN 
shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 

19.15.12.2 :LINK CENTer|STARt|STOP 
SOURce:POWer:SPAN:LINK 
Allows the default couplings for SPAN to be overridden. LINK selects the parameter, either 
CENTer, STARt or STOP, that shall not be changed when SPAN’s value is changed. For 
example, if LINK is set to STARt then changing SPAN shall cause CENTer and STOP, not 
STARt to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 

19.15.12.3 :FULL 
SOURce:POWer:SPAN:FULL 
When this command is received, STARt amplitude is set to its minimum value and STOP 
amplitude is set to its maximum value. CENTer amplitude and SPAN are set to their coupled 
values. 


This command is an event rather than a state. Therefore it has no associated query, or 
meaning at *RST. 
19.15.13 :STARt <numeric_value> 
SOURce:POWer:STARt 
Sets STARt amplitude. 





At *RST, this value is set to MINimum. 


19.15.14 :STOP <numeric_value> 
SOURce:POWer:STOP 


Sets STOP amplitude. 


At *RST, this value is set to MINimum. 
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PULse Modulation Subsystem 

SOURce:PULM 

The PULse Modulation subsystem is used to set the modulation controls and the parameters 
associated with the modulating signal(s). The keywords to describe the carrier signal exist in 
other subsystems (such as, FREQuency and PHASe). 


KEYWORD PARAMETER FORM COMMENTS 
:PULM 
:EXTernal 
:HYSTeresis <numeric_value> 
:IMPedance <numeric_value> 
:LEVel <numeric_value> 
:POLarity NORMallINVerted 
:INTernal 
:FREQuency <numeric_value> 
:MODE FIXedILIST 1993 
:POLarity NORMallINVerted 
:SOURce EXTernallINTernal{,EXTernall,[NTernal } 
:STATe <Boolean> 
:EXTernal 


SOURce:PULM:EXTernal 


The EXTernal subsystem is used to control the specified external signal source. Where 
multiple external modulation sources are available, the EXTernal keyword may have a 
numeric suffix signifying the particular external signal source. If no number is given, a | is 
assumed. 


:HYSTeresis <numeric_value> 
SOURce:PULM:EXTernal:HYSTeresis 


Sets, for the specified signal source, how far the signal voltage must rise above (alternatively, 
fall below) the threshold LEVel before the carrier is turned ON from the OFF state (or turned 
OFF from the ON state). The unit for HYSTeresis is Volts. 


At *RST, this defaults to the TTL preset value. 


:IMPedance <numeric_value> 
SOURce:PULM:EXTernal:IMPedance 


Sets the impedance of the specified external signal source. The unit for IMPedance is Ohms. 
At *RST, this value is device-dependent. 


:LEVel <numeric_value> 
SOURce:PULM:EXTernal:LEVel 
For the specified signal source, this sets the threshold voltage level used to turn ON the 
carrier. The unit for LEVel is Volts. 


At *RST, this defaults to the TTL preset value. 
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:POLarity NORMal|INVerted 
SOURce:PULM:EXTernal:POLarity 


POLarity, at this level, sets the POLarity for only the specified external signal source. 


POLarity sets the relationship between the polarity of the applied modulation voltage and the 


resulting “direction” of modulation. The definition of “normal” polarity for PULSe 
modulated signal is, a voltage more positive than some threshold (after applying hysteresis 
effects) and causes the carrier to turn on. 


At *RST, this value must be set to NORMal. 


:INTernal 

SOURce:PULM:INTernal 

The INTernal subsystem is used to control the specified internal signal source. Where 
multiple internal modulation sources are available, the INTernal keyword may have a 
numeric suffix signifying the particular internal signal source. If no number is given, a | is 
assumed. 


:FREQuency <numeric_value> 
SOURce:PULM:INTernal:FREQuency 


Sets the frequency of the specified internal signal source. Some instruments may also allow 
the internal signal source(s) to be controlled as a subsystem(s). The unit of FREQuency is 
Hertz (Hz). 

At *RST, this value is device-dependent. 

MODE 

SOURce:PULM:MODE 

Determines which set of commands currently control the PULM subsystem. The settings 
have the following meanings: 

FlXed: _— Settings of individual commands are as last set by the user. 

LIST: Settings of individual commands are controlled by the LIST subsystem. 

At *RST the value is FIXed. 

:POLarity NORMal|INVerted 

SOURce:PULM:POLarity 

POLarity, at this level, is used to set the polarity between the modulator and the modulating 
signal. The modulating signal may be the sum of several signals, either internal or external 
sources. POLarity sets the relationship between the polarity of the applied modulation 
voltage and the resulting “direction” of modulation. The definition of “normal” polarity for 


PULSe modulated signal is a voltage more positive than some threshold (after applying 
hysteresis effects) and causes the carrier to turn on. 


At *RST, this value must be set to NORMal. 


SOURce:PULse Modulation 19-69 


1999 SCPI Command Reference 


19.16.5 :SOURce EXTernal|INTernal{,EXTernal|,INTernal} 
SOURce:PULM:SOURce 
Selects the source for the modulating signal, and it may specify a single source or a number 
of sources. The specified sources in the SOURce command are all selected and turned on. 
Any sources from a previous selection are ignored. If multiple sources are selected and the 
device does not support the combination requested in the SOURce command, an execution 
error -221 must be generated. 


Where multiple internal modulation sources are available, individual INTernal sources may 
be distinguished by a unique numeric suffix. If no numeric suffix is provided in a command, 
a 1 is assumed. 


Where multiple external modulation sources are available, individual EXTernal sources must 
be distinguished by a unique number suffix. If no number suffix is provided in a command, a 
1 must be assumed. 
At *RST, this value is device-dependent. 

19.16.6 :STATe <Boolean> 
SOURce:PULM:STATe 
Turns Pulse Modulation ON or off. Turning ON PULse Modulation Modulation will not 
automatically turn OFF any other types of modulation. Turning any or all modulations types 
ON or OFF must be done explicitly. Where a type of modulation is active, turning ON 
another type of modulation will add to the set of active modulations if that combination of 
capabilities are legal in the device. Otherwise, an execution error -221 is generated and the 
instrument state is left undefined. 


At *RST, this value must be set to OFF. 


19-70 SOURce:PULse Modulation 


1999 SCPI Command Reference 


19.17 PULSe Subsystem 
SOURce:PULSe 


This subsystem collects together the commands used to control pulse generation. 


KEYWORD PARAMETER FORM COMMENTS 
:PULSe 
:PERiod <numeric_value> 
:WIDTh <numeric_value> 
:DCYCle <numeric_value> 
‘HOLD WIDThHIDCYCle 
:DELay <numeric_value> 
:DOUBle 
[:STATE] <Boolean> 
:DELay <numeric_value> 
:TRANSsition 
:STATe <Boolean> 
[:LEADing] <numeric_value> 
:TRAiling <numeric_value> 
:AUTO <Boolean>IONCE 
:COUNt <numeric_value> 
:POLarity NORMallCOMPlementlINVerted 


19.17.1  :PERiod <numeric_value> 
SOURce:PULSe:PERiod 


Sets the period of a pulsed waveform. The fundamental units for PERiod is seconds. 
At *RST, this value is device-dependent. 


19.17.2 :WIDTh <numeric_value> 
SOURce:PULSe:WIDTh 


Sets the width or duration of the pulse. The fundamental units for WIDTh is seconds. 
At *RST, this value is device-dependent. 


19.17.38 :DCYCle <numeric_value> 
SOURce:PULSe:DCYCle 


Sets the duty cycle of a repetitive pulsed waveform. The fundamental units for DCYCle is 
percent (%). 


At *RST, this value is device-dependent. 


19.17.4 :HOLD WIDTh|DCYCle 
SOURce:PULSe:HOLD 


Sets, for a pulsed waveform, the parameter to be held constant when the period changes. 


At *RST, this value is device-dependent. 
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19.17.5 :DELay <numeric_value> 
SOURce:PULSe:DELay 


Sets the time from the start of the period to the first edge of the pulse. The fundamental units 
for DELay is seconds. 


At *RST, the value of this parameter is set to either 0 seconds or the nearest specified value. 
19.17.6 :DOUBle 


SOURce:PULSe:DOUBle 


This subsystem contains the commands necessary to control the parameters associated with 
double pulse. When a double pulse is enabled, a second pulse which is identical to the 
primary pulse is generated at some point during the period of the pulse. This second pulse 
has the same characteristics as the first pulse, including width. A side effect is that since a 
second pulse has been added, the actual duty cycle of the signal is twice that specified in 
PULSe:DCYCle. Attempting to enable double pulse mode when the pulse width is greater 
than: 

(PULSE: PERiod-PULSe: DOUBle: DELay )/2 


will cause an error -221, “Settings Conflict,” to be generated. 
19.17.6.1 [:STATE] <Boolean> 


SOURce:PULSe:DOUBle:STATE 
This command sets the double pulse mode to ON or OFF. 


At *RST, this parameter is set to OFF. 
19.17.6.2 :DELay <numeric_value> 


SOURce:PULSe:DOUBle:DELay 


Sets the time from the start of the period to the first edge of the second pulse. The 
fundamental units for DELay is seconds. 


At *RST, this value is device-dependent. 
19.17.7 :TRANsition 
SOURce:PULSe:TRANSsition 


Collects together the commands to control the parameters associated with characteristics of 
the leading and trailing edges of the pulse. 

19.17.7.1 :STATe <Boolean> 
SOURce:PULSe:TRANsition:STATe 
Sets the transition mode to ON or OFF. If STATe is OFF, then the LEADing and TRAiling 
edges must be set to the minimum transition times available in the device. If STATe is ON, 
then the pulse transition times are specified by values for LEADing and TRAiling. 


At *RST, this parameter is set to OFF. 


19.17.7.2 [:LEADing] <numeric_value> 
SOURce:PULSe:TRANsition:LEADing 


This command sets the transition time for the LEADing edge. The fundamental units for 
LEADing is seconds. 
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At *RST, this value is device-dependent. 
19.17.7.3 :TRAiling <numeric_value> 
SOURce:PULSe:TRANsition:TRAiling 
Sets the transition time for the TRAiling edge. The fundamental units for TRAiling is 
seconds. 


At *RST, this value device-dependent. 


19.17.7.3.1  :AUTO <Boolean>|ONCE 
SOURce:PULSe:TRANsition:TRAiling:AUTO 


Couples the value of TRAiling to LEADing, when AUTO is set to ON. 
At *RST, this parameter is set to ON. 


19.17.8 :COUNt <numeric_value> 
SOURce:PULSe:COUNt 


Sets the number of times pulse (or double pulse) must be repeated for a single trigger event. 
At *RST, the value of this parameter is set to 1. 


19.17.9 :POLarity NORMal|COMPlemenit|INVerted 
SOURce:PULSe:POLarity 


Sets the polarity of the pulse. For NORMal operation the second nominal state is more 
positive that the first. COMPlement and INVerted are aliases. For either position, the second 
nominal transition is more negative than the first. 


At *RST, this parameter is set to NORMal. 
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RESistance Subsystem 


SOURce:RESistance 


This subsystem controls the characteristics of a resistance source or load. 


KEYWORD 
:RESistance 
[:LEVel] 
[:IMMediate] 


[: AMPLitude] 


:OFFSet 

‘HIGH 

‘LOW 
:TRIGgered 


[: AMPLitude] 


:OFFSet 
‘HIGH 
:LOW 
:LIMit 
[:AMPLitude] 
:OFFSet 
:HIGH 
:LOW 
:PROTection 
[:LEVel] 
:STATe 
:TRIPped? 
:CLEar 
:SLEW 
:CENTer 
‘SPAN 
:HOLD 
:LINK 
:FULL 
:‘STARt 
:STOP 
:MANual 
:MODE 
:REFerence 
:STATe 
‘RANGe 
:AUTO 


PARAMETER FORM 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 
<Boolean> 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<Boolean> 


CENTerISTARtISTOP 


<numeric_value> 
<numeric_value> 
<numeric_value> 


FIXed|SWEeplILIST 


<numeric_value> 
<Boolean> 

<numeric_value> 
<boolean>IONCE 


COMMENTS 


[query only] 
[no query] 


[no query] 
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19.18.1 [:LEVel] 
SOURce:RESistance:LEVel 


This subsystem is used to control the resistance when the source is operating in a continuous 
or FIXed MODE. That is, as a constant load. 


19.18.1.1  [:IMMediate] 
SOURce:RESistance:LEVel:IMMediate 


Indicates that the subsequent specification of a new resistance is to be processed by the 
device without waiting for further commands. 


19.18.1.1.1. [:AMPLitude] <numeric_value> 
SOURce:RESistance:LEVel:IMMediate:AMPLitude 
Sets the actual magnitude of the unswept resistance. AMPLitude may be used to specify the 
resistance level for either a time varying or non-time varying load. 
At *RST, this value is device-dependent. 
19.18.1.1.2 :OFFSet <numeric_value> 
SOURce:RESistance:LEVel:IMMediate:OFFSet 
Sets the non-time varying component of the resistance that is added to the time varying 
resistance signal specified in AMPLitude. 
At *RST, this value is device-dependent. 
19.18.1.1.3 :HIGH <numeric_value> 
SOURce:RESistance:LEVel:IMMediate:HIGH 
Sets the more positive peak of a time varying resistance signal, it is used in conjunction with 
LOW. 
At *RST, this value is device-dependent. 
19.18.1.1.4 :LOW <numeric_value> 
SOURCce:RESistance:LEVel:IMMediate:_LOW 


Sets the more negative peak of a time varying resistance signal, it is used in conjunction with 
HIGH. 





At *RST, this value is device-dependent. 


19.18.1.2 :TRIGgered 
SOURce:RESistance:LEVel:TRIGgered 
Indicates that subsequent specification of a new resistance settings are to be transferred to the 
IMMediate value upon receipt of a trigger signal. 


At *RST, after the receipt of an ABORt command, or upon being triggered, the values in the 
TRIGgered subsystems track the values in the IMMediate subsystem until a command in the 
TRIGgered subsystem is received. The purpose of tracking is so that spurious triggers do not 
change the value of LEVel unexpectedly. 
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19.18.1.2.1 [:AMPLitude] <numeric_value> 
SOURce:RESistance:LEVel:TRIGgered:AMPLitude 


Sets the actual magnitude of the unswept output signal. AMPLitude may be used to specify 
the resistance level for either a time varying or non-time varying load. 


19.18.1.2.2 :OFFSet <numeric_value> 
SOURce:RESistance:LEVel:TRIGgered:OFFSet 


Sets the non-time varying component of the resistance that is added to the time varying 
resistance signal specified in AMPLitude. 


19.18.1.2.3 :HIGH <numeric_value> 
SOURce:RESistance:LEVel:TRIGgered:HIGH 


Sets the more positive peak of a time varying resistance signal, and it is used in conjunction 
with LOW. 


19.18.1.2.4 :LOW <numeric_value> 
SOURce:RESistance:LEVel:TRIGgered:LOW 


Sets the more negative peak of a time varying resistance signal, and it is used in conjunction 
with HIGH. 


19.18.2 :LIMit 
SOURce:RESistance:LIMit 


Sets the bounds on the resistance value. Setting a larger value will cause the resistance to be 
clamped to the LIMit value. 

19.18.2.1  [:AMPLitude] <numeric_value> 
SOURCce:RESistance:LIMit:AMPLitude 
Sets the limit on the actual magnitude of the unswept resistance. AMPLitude may be used to 
specify the resistance level for either a time varying or non-time varying load. OFFSet may 
only be used with AMPLitude, where AMPLitude is used to specify a time varying load. 


Explicit reference to the AMPLitude node is optional. Any device that implements this 
subsystem shall accept and process commands, with or without the AMPLitude node, and 
respond to them in the same way. 


At *RST, this value is device-dependent. 


19.18.2.2 :OFFSet <numeric_value> 
SOURce:RESistance:LIMit:OFFSet 


Sets the limit for the non-time varying component of resistance that is added to the time 
varying resistance signal specified in AMPLitude. 


At *RST, this value is device-dependent. 


19.18.2.3 :HIGH <numeric_value> 
SOURce:RESistance:LIMit:HIGH 


Sets the more positive peak limit of a time varying resistance signal, it is used in conjunction 
with LOW. 


At *RST, this value is device-dependent. 
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19.18.2.4 :LOW <numeric_value> 
SOURce:RESistance:LIMit:LOW 


Sets the more negative peak limit of a time varying resistance signal, and it is used in 
conjunction with HIGH. 


At *RST, this value is device-dependent. 
19.18.38 :PROTection 
SOURce:RESistance:PROTection 
Controls the resistance protection circuit 
19.18.3.1  [:LEVel] <numeric_value> 
SOURce:RESistance:PROTection:LEVel 
Sets the output resistance level at which the output protection circuit will trip. 
19.18.3.2 :STATe <Boolean> 
SOURce:RESistance:PROTection:STATe 
Controls whether the output protection circuit is enabled. 
At *RST, this value is set to ON. 
19.18.3.3 :TRIPped? 
SOURce:RESistance:PROTection:TRIPped? 


Returns a | if the protection circuit is tripped and a 0 if it is untripped. TRIPped only has a 
query form and thus has no associated *RST condition. 


19.18.3.4 :CLEar 
SOURce:RESistance:PROTection:CLEar 


Causes the protection circuit to be cleared. This command is an event and has no associated 
*RST condition. 


19.18.4 :SLEW <numeric_value> 
SOURce:RESistance:SLEW 


Sets the slew rate of the resistance change when a new resistance level is programmed. The 
units are in Ohm/sec. 


At *RST, this value is device-dependent. 


19.18.5 :CENTer <numeric_value> 
SOURce:RESistance:CENTer 


Sets the CENTer RESistance. At *RST, this value is set to MINimum. 


19.18.6 :SPAN <numeric_value> 
SOURce:RESistance:SPAN 


Sets the resistance SPAN. 


At *RST, this value is set to 0. 
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:HOLD <Boolean> 
SOURce:RESistance:SPAN:HOLD 


Provides a mechanism to prevent the SPAN from being changed implicitly by the defined 
coupling between STARt, STOP, CENTer and SPAN. When HOLD is set to ON, SPAN 
shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 
:LINK CENTer|STARt|STOP 


SOURce:RESistance:SPAN:LINK 


Allows the default couplings for SPAN to be overridden. LINK selects the parameter, either 
CENTer, STARt or STOP, that shall not be changed when SPAN’s value is changed. For 
example, if LINK is set to STARt then changing SPAN shall cause CENTer and STOP, not 
STARt to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 

:FULL 
SOURce:RESistance:SPAN:FULL 


When this command is received, STARt RESistance is set to MINimum, and STOP 
RESistance is set to MAXimum. CENTer RESistance and SPAN are set to their coupled 
values. 


This command is an event, rather than a state. Therefore it has no associated query, or 
meaning at *RST. 


:STARt <numeric_value> 

SOURce:RESistance:STARt 

Sets STARt resistance. 

At *RST, this value is set to MINimum. 

:STOP <numeric_value> 

SOURCce:RESistance:STOP 

Sets STOP resistance. 

At *RST, this value is set to MINimum. 

:MANual <numeric_value> 

SOURCce:RESistance:MANual 

Allows manual adjustment of the RESistance between the sweep limits. The actual 
RESistance level is determined by the parameter only if SWEep:MODE is set to MANual 
and RESistance:MODE is set to SWEep. If the sweep limits are changed such that the 


manual RESistance value would be outside the limits, the manual RESistance value will be 
set to the nearest limit. 


At *RST, this value is device-dependent. 
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19.18.10 :MODE FlXed|SWEep|LIST 
SOURce:RESistance: MODE 


Determines which set of commands control the resistance subsystem. If FIXed is selected, 
the RESistance is determined by the LEVel command. If SWEep is selected, the source is in 
the swept mode and RESistance is determined by STARt, STOP, CENTer, SPAN, and 
MANual commands. If LIST is selected, the RESistance values are determined by 
LIST:RESistance. 


At *RST, this value is set to F[Xed. 


19.18.11 :REFerence <numeric_value> 
SOURce:RESistance:REFerence 
Sets a reference value which, if STATe is ON, allows all RESistance parameters to be 
queried/set as a relative to the reference value. 
At *RST, this value is device-dependent. 
19.18.11.1 :STATe <Boolean> 
SOURce:RESistance:REFerence:STATe 
Determines whether RESistance is in absolute or relative mode. If STATe is ON, then 
RESistance is referenced to the value set in REFerence. 
At *RST, this value is set to OFF. 
19.18.12 :RANGe <numeric_value> 
SOURce:RESistance:RANGe 
Sets a range for the output RESistance. 
19.18.12.1 :AUTO <Boolean>|ONCE 
SOURce:RESistance:RANGe:AUTO 
Couples the RANGe to an instrument-determined value. When AUTO POWer and 
VOLTageis ON, the best range is chosen to reflect the current instrument state. 
Explicitly selecting a value for RANGe sets AUTO OFF. 


At *RST, this value is set to ON. 
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ROSCillator Subsystem 
SOURce:ROSCillator 


This subsystem controls the reference oscillator. 


KEYWORD PARAMETER FORM NOTES 
:-ROSCillator 
[:INTernal] 1992 
:-FREQuency <numeric_value> 
:-EXTernal 1992 
:-FREQuency <numeric_value> 1992 
:SOURce INTernallEXTernalINONE 
:AUTO <Boolean>IONCE 
[:INTernal] 


SOURce:ROSCillator:INTernal 
This subsystem configures the internal reference oscillator(s). 
:FREQuency <numeric_value> 
SOURce:ROSCillator:INTernal:F REQuency 
Specifies the frequency of the internal reference oscillator. The default units are Hz. 
At *RST, this value is device-dependent. 
:EXTernal 
SOURce:ROSCillator:EXTernal 
This subsystem configures the external reference oscillator(s). 
:FREQuency <numeric_value> 
SOURce:ROSCillator:EXTernal:F REQuency 
Specifies the frequency of the external reference oscillator. The default units are Hz. 


At *RST, this value is device-dependent. 


:SOURce INTernal|EXTernal|NONE 
SOURce:ROSCillator:SOURce 


Controls the selection of the reference oscillator source. This typically refers to a precision, 
stabilized time base. The parameter values have the following meanings: 


= INTernal — The reference frequency is derived from an internal precision 
oscillator. 
™ EXTernal — The reference frequency is derived from an external signal supplied 
to the device. 
™ NONE — The reference frequency is not derived from any precision oscillator. 
At *RST, this value is device-dependent. 


:AUTO <Boolean>|ONCE 
SOURce:ROSCillator:SOURce:AUTO 
When AUTO is ON, the system automatically selects which oscillator will be used by the 
instrument. 


Explicitly selecting a reference oscillator turns AUTO OFF. 
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At *RST, AUTO is set to ON. 
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SPEed Subsystem 
SOURce:SPEed 


This node controls the speed of the device. 


KEYWORD PARAMETER FORM COMMENTS 
:SPEed 1999 
‘INI Tiate [event; no query]1999 
[:LEVel] <numeric_value> 1999 
:SSDLoss 1999 
INI Tiate [event; no query]1999 
:LATime <numeric_value> 1999 
:STIMe <numeric_value> 1999 
:INITiate 


:SOURce:SPEed:INITiate 
This command initiates speed. This is an overlapped command. This command describes an 
event and therefore has no associated *RST condition. 


When this command is initiated for chassis dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this procedure, issue appropriate warning messages, and execute the Idle Procedure. 


= Set the DYNO operation condition register Go To Speed Procedure bit indicating Go To 
Speed Procedure is executing. Note: The DYNO operation condition register will be 
further defined in Volume 4. 


™ Accelerate dynamometer to the :SOURce:SPEed:LEVel speed point at the rate in 
:SOURce:ACCeleration. The dynamometer determines when the speed point has 
stabilized. 


Maintain speed and wait for a command. 


™ When commanded out of this procedure, clear the DYNO operation condition register Go 
To Speed Procedure bit indicating the Go To Speed Procedure is not executing. 


™ Issue the process complete message. 


[:LEVel] <numeric_value> 
:SOURce:SPEed:LEVel 


Set the desired speed set-point in m/s. 
At *RST, this value is device dependent. 


:SSDLoss 
SOURce:SPEed:SSDLoss 
Steady State Driveline Loss 


This node describes the procedure to measure the driveline loss forces as a function of speed. 
The Steady State Driveline Procedure measures the vehicle losses due to vehicle drive train 
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components. The vehicle losses are measured by operating the dynamometer at various 
selected speeds and measuring the force required to maintain the constant speed over a 
specified time interval. The results are stored in the DrvLLoss pre-defined table. This table 
has two columns, SPEed, the speeds at which the losses are to be measured (input) and 
LOSS, the measured losses at each speed (result). Coefficients for vehicle driveline losses 
are determined at the end of the procedure and reside in DrvLCoeff. 

19.20.3.1  :INITiate 
:SOURce:SPEed:SSDLoss:INITiate 
This is an overlapped command. The command uses the speed points defined in the 
:MEMory:TABLe:SELect DrvLLoss. This command describes an event and therefore has no 
associated *RST condition. 


When this procedure is initiated for dynamometers, the dynamometer must: 


™ Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of 
this command, issue appropriate warning messages, and execute the Idle Procedure. 


™ Set the DYNO operation condition register Driveline Loss Procedure bit indicating the 
driveline loss is executing. Note: The DYNO operation condition register will be further 
defined in Volume 4. 

7 


Accelerate dynamometer to the first speed point defined in the DrvLLoss memory table 
at the rate in :SOURce:ACCeleration. 


= Stabilize at this speed for :SOURce:SPEed:SSDLoss:STIMe. If the speed does not 
stabilize, set Failed to Stabilize bit of the DYNO questionable condition register and 
continue with the procedure. 


™ Average the force at the roll surface required to maintain the speed set point over the loss 
average time :SOURce:SPEed:SSDLoss:LATime. The average force value is placed in 
the DrvLLoss memory table for the specified speed point. Repeat steps 3 to 5 for each 
point in the DrvLLoss table. The first zero speed in the DrvLLoss table ends the 


procedure. 
™ Perform a curve fit on the DrvLLoss data and place the coefficients in the memory table 
DrvLCoeff. 


Clear the DYNO operation condition register bit 7 indicating the driveline loss is not 
executing. 


™ Issue the process complete message. 
= Execute the Idle Procedure. 


19.20.3.2 :LATime <numeric_value> 
:SOURce:SPEed:SSDLoss:LATime 


Loss Averaging Time - sec 
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This command sets the time after stabilization that the losses are to be averaged before 
moving to the next speed point. 


At *RST, this value is set to 5. 


19.20.3.3 :STIMe <numeric_value> 
:SOURce:SPEed:SSDLoss:STIMe 


Stabilization Time - sec 
Time for stabilization prior to LATime after a change in speed. 


At *RST, this value is set to 5. 
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19.21 SWEep Subsystem 
SOURce:SWEep 
This subsystem controls the sweep for those instruments which generate signals as a function 
of time. Other parameters may also be swept by specifying SWEep as their MODE (for 
example, FREQuency:MODE SWEep). Units for this subsystem are seconds unless 
otherwise noted. 


KEYWORD PARAMETER FORM COMMENTS 
:SWEep 
:TIME <numeric_value> 
:AUTO <Boolean>IONCE 
:LLIMit <numeric_value> 
:DWELI <numeric_value> 
:AUTO <Boolean>IONCE 
:DIRection UPIDOWN 
:MODE AUTOIMANual 
:SPACing LINearl|LOGarithmic 
:GENeration STEPpedIANALog 
:STEP <numeric_value> 
:POINts <numeric_value> 
:COUNt <numeric_value> 


19.21.1 :TIME <numeric_value> 
SOURce:SWEep:TIME 


Sets the duration of the sweep. Note that this does not turn sweeping on. Setting this value 
automatically turns TIME: AUTO OFF. 
19.21.1.1. :AUTO <Boolean>|ONCE 
SOURce:SWEep:TIME:AUTO 
When enabled, the sweep time is calculated internally and is dependent on the span of the 
sweep. 
At *RST, AUTO ON is selected. 
19.21.1.2 :LLIMit <numeric_value> 
SOURce:SWEep:TIME:LLIMit 


Defines a lower limit for sweep time. This lower limit restricts the sweep time value set 
either explicitly or automatically. 





At *RST, LLIMit is set to a device-dependent value. 


19.21.2 :DWELI <numeric_value> 
SOURce:SWEep:DWELI 


Controls the amount of time spent at each point during a sweep. Note that DWELI cannot 
exceed TIME/POINts. Trying to set it to a greater value will cause an error to result. The 
points will not change, but time may be changed as a device-dependent decision. 


At *RST, this value is device-dependent. 
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:AUTO <Boolean>|ONCE 
SOURce:SWEep:DWELI:AUTO 


When AUTO ON is selected, the dwell time is coupled to the sweep time and number of 
points. The coupling equation is: 
DWELI=(TIME/POINts)-(device-dependent stepping time) 


Setting a value for dwell turns AUTO OFF. 
At *RST, AUTO is set to ON. 
:DIRection UP|DOWN 


SOURce:SWeEep:DIRection 


Controls the direction of the sweep. If UP is selected, the sweep is carried out in ascending 
order, from STARt to STOP. If DOWN is selected, the sweep is carried out in descending 
order, from STOP to STARt. 


At *RST, the value of this function is UP. 

:MODE AUTO|MANual 

SOURce:SWEep:MODE 

Selects the sweep conditions for the sweep. The various conditions are: 


= AUTO: The sweep is controlled by the internal sweep generator. 


=) =MANual: The sweep is controlled by front panel controls or by the manual 
command, such as, FREQuency:MANual. This setting is valid only if the 
:MANual capability has been implemented. 
At *RST, this function is set to AUTO. 


:SPACing LINear|LOGarithmic 

SOURce:SWEep:SPACing 

Determines the swept entity versus time characteristics of the sweep. The various settings 
have the following meanings: 


™ LINear: For stepped sweeps, the swept entity is incremented (decremented) by the 
step size until the sweep limit is reached. For analog sweeps, a linear ramp is 
generated. 


™ LOGarithmic: For non-linear sweeps, step size is determined by a logarithmic 
curve fitted between the start and stop frequency. Stepping is determined by the 
SWEep:POINts. For analog sweeps, a logarithmic ramp is generated. 
At *RST, this value is set to LINear. 


:GENeration STEPped|ANALog 
SOURce:SWEep:GENeration 


Selects between an analog or stepped sweep. 


™ STEPped: A stepped sweep is selected, and the points are controlled by the 
SWEep:POINts and SWEep:STEP settings. 


= ANALog: The sweep is controlled by an analog signal. 
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At *RST, this value is device-dependent. 


19.21.7  :STEP <numeric_value> 
SOURce:SWEep:STEP 


Controls the swept entity step size for a stepped linear sweep. This parameter is not used if 
GENeration is ANALog or if SPACing is LOGarithmic. 


This value is hard coupled to SPAN and POINts by the equation: 
STEP=SPANXPOINts-1) 1991 


Changing the value of STEP will change POINts, but not SPAN. 


The value is instrument-dependent at *RST, but is coupled to the reset value of POINts and 
SPAN. 


19.21.8 :POINts <numeric_value> 
SOURce:SWEep:POINts 


The number of points in a stepped sweep. This parameter is not used if GENeration is 
ANALog. In a linear sweep, this value is coupled to sweep step by the equation: 
STEP = SPANXPOINts-1) 1991 


If POINts are changed, STEP will also be changed, but not SPAN. In a logarithmic sweep, 
POINts will determine the number of points/decade of sweep by the equation: 
POINts/DECADE = (POINts-1)/SPAN (in decades) 1991 


Note that style rules on resolution do not apply to this command. If the exact number of 
points specified is not available, an error is generated, and the value remains unchanged. 


At *RST, this value is set to MAXimum. 


19.21.9 :COUNt <numeric_value> 
SOURce:SWEep:COUNt 


This command determines the number of sweeps which are enabled by a single trigger event. 


At *RST, this function is set to 1. 
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19.22 TEMPeratureSubsystem 
SOURce:TEMPerature 


This subsystem controls the temperature of an environmental chamber. 


KEYWORD PARAMETER FORM COMMENTS 
:TEMPerature 1993 
:APRobe <numeric_list> 1993 
:DWELI <numeric_value> 1993 
:LCONstants 1993 
:DERivative <numeric_value> 1993 
[:GAIN] <numeric_value> 1993 
-INTegral <numeric_value> 1993 
:MODE FIXedILISTIPROGram 1993 
:PROTection 1993 
[: HIGH] 1993 
:CLEar [no query] 1993 
[:LEVel] <numeric_value> 1993 
:STATe <Boolean> 1993 
:TOUT <numeric_value> 1993 
:TRIPped? [query only] 1993 
:LOW 1993 
:CLEar [no query] 1993 
[:LEVel] <numeric_value> 1993 
:STATe <Boolean> 1993 
:TOUT <numeric_value> 1993 
:TRIPped? [query only] 1993 
:-RTIMe <numeric_value> 1993 
[:SPOint] <numeric_value> 1993 


19.22.1 :APRobe <numeric_list> 
SOURce:TEMPerature:APRobe 


Active PRobe selects one or more probes to become part of the feedback loop to control the 


temperature. 


A temperature controller can have one or more probes to measure temperature at various 
places. If more than one probe is active, the signals from the probes are averaged to control 
the temperature. 


AT *RST which probes are active is device dependent. 


19.22.2 :DWELI <numeric_value> 
SOURce:TEMPerature:DWELI 


The DWEL]I command specifies the amount of time the temperature chamber will stay at the 
target temperature. At the end of the DWEL] period the temperature will return to the 
ambient temperature. The DWELI time does not include the Ramp TIMe. 


AT *RST the value is device dependent. 
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:LCONstants 


SOURce:TEMPerature:LCONstants 


A temperature chamber is a closed loop thermal system. The Loop CONstants of such a 


system determine its performance. These loop constants are popularly known as pid. 


The p is the proportional or GAIN control and can be imagined as a coarse control. The i is 
the integral (lead) compensator and d is the derivative (lag) compensator. These two 
compensators are additional controls to fine tune the system. The INTegral value improves 
the steady-state error and the DERivative value improves the transient response of a 


feedback control system. 


For further information on feedback control systems please refer to Vol 1: Syntax and Style - 


Chapter 2, Tuning a Control Loop Performance 


:DERivative <numeric_value> 


SOURce:TEMPerature:LCONstants:DERivative 
The DERivative, which is also called a lead compensator, is used to improve the transient 


response of the system. The unit for DERivative is (currently selected units) degrees per 


second. 


With both GAIN and DERivative are specified, the output (heat/cold) is proportional to the 
input signal plus its derivative. This is shown in the figure below using Laplace transform 


notation. 
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At *RST the value is device dependent. 


[:GAIN] <numeric_value> 


SOURce:TEMPerature:LCONstants:GAIN 





The value of :GAIN determines the time required to reach the target temperature. The higher 


the value of gain, the sooner the target temperature is achieved. The GAIN is a unitless 


quantity. 


At *RST the value is device dependent. 


:INTegral <numeric_value> 


SOURce:TEMPerature:LCONstants:INTegral 


The INTegral, which is also called a lag compensator, is used to minimize the steady-state 


error. 
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When the steady-state error is too large, it is possible to minimize this value by adjusting the 
value of INTegral. The units for INTegral are degree*seconds. 


With both GAIN and INTegral are specified, the output (heat/cold) is proportional to the 
input signal plus its integral. This is shown in the figure below using Laplace transform 
notation. 
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At *RST the value is device dependent. 
19.22.4 :MODE FlXed|LIST|PROGram 
SOURce:TEMPerature: MODE 


Determines which set of commands control the temperature subsystem. If FIXed is selected, 
the temperature is determined by the SPOint command. If LIST is selected, the temperature 
values are determined by the appropriate temperature list (such as LIST:). If PROGram is 
selected the temperature is controlled by the currently selected program specified under 
PROGram subsystem. 


At *RST this value is set to F[Xed. 


19.22.5 :PROTection 
SOURce:TEMPerature:PROTection 
Protects the temperature chamber as well as the unit under test. 
19.22.5.1  [:HIGH] 
SOURce:TEMPerature:PROTection:HIGH 
The :HIGH subsystem controls the protection. The high value must be exceeded for the 
protection action to be taken. 


19.22.5.1.1  :CLEar 
SOURce:TEMPerature:PROTection:HIGH:CLEar 


Causes the protection circuit to be cleared. 
This command is an event and has no associated *RST condition. 


19.22.5.1.2 [:LEVel] <numeric_value> 
SOURce:TEMPerature:PROTection:HIGH:LEVel 


Specifies the high temperature trip level. The device will check the current value of the 
temperature. If the temperature exceeds the programmed protection level, the chamber will 
trip the protection mechanism. 


At *RST the value is device dependent. 
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19.22.5.1.3 :STATe <Boolean> 
SOURce:TEMPerature:PROTection:HIGH:STATe 


Enables or disables the protection mechanism. 
At *RST this value is set to ON. 
19.22.5.1.4 :TOUT <numeric_value> 


SOURce:TEMPerature:PROTection:HIGH: TOUT 


Specifies the time out in the currently specified unit of time. The device will start the time 
out counter anytime the difference between the controlled temperature and the SetPOint is 
greater than a predetermined quantity (for example 2 degrees C). If the temperature has not 
reached the target value and if the time out has occurred the chamber will trip the protection 
mechanism. 


The time out counter will be reset as soon as the temperature has reached the target value 
within the predetermined tolerance limits. 


AT *RST the value is device dependent. 


19.22.5.1.5 :TRIPped? 
SOURce:TEMPerature:PROTection:HIGH:TRIPped? 
This query returns a | if the protection circuit is tripped and a 0 if it is untripped. 
19.22.52 :LOW 
SOURce:TEMPerature:PROTection:LOW 
The :LOW subsystem controls the protection. The temperature must fall below the lowest 
level for the protection action to be taken. 


19.22.5.2.1 :CLEar 
SOURce:TEMPerature:PROTection:_LOW:CLEar 


Causes the protection circuit to be cleared. 
This command is an event and has no associated *RST condition. 


19.22.5.2.2 [:LEVel] <numeric_value> 
SOURce:TEMPerature:PROTection:_LOW:LEVel 


Specifies the low temperature trip level. The device will check the current value of the 
temperature. If the temperature falls below the programmed protection level, the chamber 
will trip the protection mechanism. 


AT *RST the value is device dependent. 


19.22.5.2.3 :STATe <Boolean> 
SOURce:TEMPerature:PROTection:LOW:STATe 


Enables or disables the protection mechanism. 


At *RST this value is set to ON. 
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19.22.5.2.4 :TOUT <numeric_value> 


SOURce:TEMPerature:PROTection:_LOW:TOUT 

Specifies the time out in the currently specified unit of time. The device will start the time 
out counter anytime the difference between the controlled temperature and the SetPOint is 
greater than a predetermined quantity (for example 2 degrees C). If the temperature has not 
reached the target value and if the time out has occurred the chamber will trip the protection 
mechanism. 


The time out counter will be reset as soon as the temperature has reached the target value 
within the predetermined tolerance limits. 


AT *RST the value is device dependent. 


19.22.5.2.5 :TRIPped? 


19.22.6 


19.:22.7 


SOURce:TEMPerature:PROTection:LOW:TRIPped? 
This query returns a | if the protection circuit is tripped and a 0 if it is untripped. 


:RTIMe <numeric_value> 

SOURce:TEMPerature:RTIMe 

The Ramp TIMe command instructs the environmental chamber the amount of time it should 
take to reach the target temperature. 


The unit for RTIMe time is based on the currently selected unit. 
AT *RST the value is device dependent. 


[:SPOint] <numeric_value> 
SOURce:TEMPerature:SPOint 


The SetPOint command sets the target temperature of the environmental chamber. The units 
are the current temperature units. 
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19.23. VOLTage Subsystem 


SOURce:VOLTage 
This subsection controls the signal amplitude characteristics of the source. 
There is only one subsystem for each of the main amplitude characteristics of the signal. 


Thus, AC voltage and DC voltage are both placed under the VOLTage subsystem. A device 
which implemented both simultaneously would implement them as two separate sources, one 


AC and one DC. 


KEYWORD PARAMETER FORM COMMENTS 
:VOLTage 
:ATTenuation <numeric_value> 
:AUTO <Boolean>IONCE 
:ALC 
[:STATe] <Boolean> 
:SEARch <Boolean>IONCE 
:SOURce INTernallIDIODelPMETerIMM Head 
:BANDwidth <numeric_value> 
|: BWIDth 
:AUTO <Boolean>IONCE 
:CENTer <numeric_value> 
[:LEVel] 


[:[MMediate] 
[: AMPLitude] 


<numeric_value> 


:AUTO <Boolean>IONCE 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 

:TRIGgered 
[:AMPLitude] <numeric_value> 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 
:LIMit 
[: AMPLitude] <numeric_value> 
:OFFSet <numeric_value> 
:HIGH <numeric_value> 
:LOW <numeric_value> 
‘STATe <Boolean> 
:MANual <numeric_value> 
:MODE FlXedISWEepILIST 
:PROTection 
[:LEVel] <numeric_value> 
‘STATe 
:TRIPped? 
:CLEar 
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KEYWORD PARAMETER FORM COMMENTS 
:RANGe <numeric_value> 
:AUTO <Boolean>IONCE 
:REFerence <numeric_value> 
‘STATe <Boolean> 
:SLEW <numeric_value> 
:SPAN <numeric_value> 
:HOLD <Boolean> 
‘LINK CENTerISTARtISTOP 
‘FULL [no query] 
:STARt <numeric_value> 
:STOP <numeric_value> 


19.23.1  :ATTenuation <numeric_value> 
SOURce:VOLTage:ATTenuation 


Sets the ATTenuation level. Note that when increasing the level by 10 dB the magnitude of 
the outgoing signal as well as the LEVel will be decreased by 10 dB. 
Default units are as determined in the UNIT system. This is coupled to LEVel. 


19.23.1.1 :AUTO <Boolean> 
SOURce:VOLTage:AT Tenuation:AUTO 


Couples the attenuator to LEVel. 

Programming a specified attenuation sets AUTO OFF. 

See SOURCce subsystem introduction for additional explanation. 
At *RST, AUTO is set to ON. 


19.23.2 :ALC 

SOURce:VOLTage:ALC 

This subsystem command controls the automatic leveling control of the source. 
19.23.2.1 [:STATe] <Boolean> 

SOURce:VOLTage:ALC:STATe 

Controls whether the ALC loop controls the output level. 


At *RST, this value is device-dependent. 


19.23.2.2 :SEARch <Boolean>|ONCE 
SOURce:VOLTage:ALC:SEARch 


SEARch enables a form of leveling where the output level is calibrated by momentarily 
closing the leveling loop. Once the correct amount of level adjustment has been determined 
to produce the desired output level, the leveling loop is opened. 


When ON, the search routine will be done anytime the output level requires change (for 
example, when LEVel is changed). 
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Selecting SEARch ONCE will have the effect of setting SEARch to ON and then OFF. A 
modulator setting is determined by the system which will not be changed until the output 
level is explicitly reprogrammed. 


At *RST, this value is set to OFF. 


19.23.2.3 :SOURce INTernal|DIODe|PMETer|MMHead 
SOURce:VOLTage:ALC:SOURce 


Selects the source of the feedback signal for ALC. The parameters have the following 
meanings: 
= JNTernal — The ALC feedback signal is measured from a point inside the source. 
™ DIODe — The ALC feedback is being fed from an external diode detector. 


™ = PMETer — The ALC signal is coming from a power meter. 


= = MMHead — A millimeter head, with built in leveling, is being used to supply the 
ALC signal. 
At *RST, this value is INTernal. 


19.23.2.4 :BANDwidth|:BWIDth <numeric_value> 
SOURce:VOLTage:ALC:BANDwidth 


Controls the bandwidth of the ALC feedback signal. This parameter is in units of Hz. 
At *RST, this value is device-dependent. 


19.23.2.4.1 :AUTO <Boolean>|ONCE 
SOURce:VOLTage:ALC:BANDwidth:AUTO 


Couples the bandwidth of the ALC feedback signal to instrument-dependent parameters. 
When AUTO is ON, the best bandwidth is chosen to reflect the current instrument state. 


Explicitly selecting a value for ALC:BANDwidth sets AUTO OFF. 
At *RST, this value is set to ON. 


19.23.38 :CENTer <numeric_value> 
SOURce:VOLTage:CENTer 


Sets the center amplitude. 





At *RST, this value is set to MINimum. 
19.23.4 [:LEVel] 
SOURce:VOLTage:LEVel 
This subsystem is used to control the signal amplitude when the source is operating in a 
continuous or FIXed MODE. 
19.23.4.1  [:IMMediate] 
SOURce:VOLTage:LEVel:IMMediate 


Indicates that the subsequent specification of a new signal amplitude is to be processed by 
the device without waiting for further commands. 
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19.23.4.1.1. [:AMPLitude] <numeric_value> 


SOURce:VOLTage:LEVel:IMMediate:AMPLitude 

Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 


Note the optional nodes exist to enable VOLTage to be directly followed by a 
<numeric_value>. This is useful for programming simple devices in a straightforward 
manner. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the amplitude to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.23.4.1.1.1. :AUTO <Boolean>|ONCE 


SOURce:VOLTage:LEVel:IMMediate:AMPLitude:AUTO 

If AUTO ON is selected, the current setting will be adjusted automatically when a new 
voltage setting (with the existing current setting) exceeds the maximum power limit. If 
AUTO OFF is selected a new voltage setting will cause an execution error -221 (Settings 
conflict), and the instrument state is device dependent when the maximum power limit is 
exceeded. 


*RST condition: AUTO OFF 


19.23.4.1.2 :OFFSet <numeric_value> 


SOURce:VOLTage:LEVel:IMMediate:OFFSet 

Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude, in terms of the current operating units. The units are set to the 
default value, or alternately to a different value under the UNIT subsystem. When 
SOURce:FUNCtion is DC, the effect of the OFFSet is device-dependent. 


At *RST, the signal being sourced should be set to a “safe” condition. This is generally 
achieved by setting the offset to its minimum value in conjunction with OUTPut:STATe 
subsystem. 


19.23.4.1.3  :HIGH <numeric_value> 


SOURce:VOLTage:LEVel:IMMediate:HIGH 
Sets the more positive peak of a time varying signal. It is used in conjunction with LOW. 


At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 


19.23.4.1.4 :LOW <numeric_value> 


SOURce:VOLTage:LEVel:IMMediate:_LOW 
Sets the more negative peak of a time varying signal, it is used in conjunction with HIGH. 


At *RST, the signal being sourced should be set to a “safe” condition. This is achieved by 
setting this to a minimum value in conjunction with OUTPut:STATe subsystem. 
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19.23.4.2 :TRIGgered 
SOURce:VOLTage:LEVel:TRIGgered 
Indicates that subsequent specification of a new signal amplitude is to be transferred to the 
IMMediate value upon receipt of a trigger signal. 


At *RST, after the receipt of an ABORt command or upon being triggered, the value in the 
TRIGgered subsystem tracks the values in the IMMediate subsystem until a command in the 
TRIGgered subsystem is received. The purpose of tracking is so that spurious triggers do not 
change the value of LEVel unexpectedly. 


19.23.4.2.1  [:AMPLitude] <numeric_value> 
SOURce:VOLTage:LEVel:TRIGgered:AMPLitude 
Sets the actual magnitude of the unswept output signal in terms of the current operating 
units. The units are set to the default value, or alternately to a different value under the UNIT 
subsystem. AMPLitude may be used to specify the level for either a time varying or 
non-time varying signal. 

19.23.4.2.2 :OFFSet <numeric_value> 
SOURce:VOLTage:LEVel:TRIGgered:OFFSet 
Sets the non-time varying component of the signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, or to a different value under 
the UNIT subsystem. When SOURce:FUNCtion is DC, the effect of OFFSet is 
device-dependent. 


19.23.4.2.3 :HIGH <numeric_value> 
SOURce:VOLTage:LEVel:TRIGgered:HIGH 


This command is used to set the more positive peak of a time varying signal. It is used in 
conjunction with LOW. 


19.23.4.2.4 :LOW <numeric_value> 
SOURce:VOLTage:LEVel:TRIGgered:LOW 
This command is used to set the more negative peak of a time varying signal. It is used in 
conjunction with HIGH. 


19.23.5 :LIMit 
SOURce:VOLTage:LIMit 


Sets the maximum bounds on the output value. Setting a larger value will cause the output 
level to be clamped to the LIMit value. 


19.23.5.1  [:AMPLitude] <numeric_value> 
SOURce:VOLTage:LIMit:AMPLitude 
Sets the limit on the actual magnitude of the unswept output signal in terms of the current 
operating units. The units are set to the default value, or alternately to a different value under 
the UNIT subsystem. AMPLitude may be used to specify the level for either a time varying 
or non-time varying signal. OFFSet may only be used with AMPLitude, where AMPLitude 
is used to specify a time varying load. 
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Explicit reference to the AMPLitude node is optional. Any device that implements this 
subsystem must accept and process commands, with or without the AMPLitude node, and 
respond to them in the same way. 


At *RST, this value is device-dependent. 
19.23.5.2 :OFFSet <numeric_value> 
SOURce:VOLTage:LIMit:OFFSet 


Sets a non-time varying component limit of signal that is added to the time varying signal 
specified in AMPLitude. The units are set to the default value, alternately to a different value 
under the UNIT subsystem. 


At *RST, this value is device-dependent. 
19.23.5.3 :HIGH <numeric_value> 
SOURce:VOLTage:LIMit: HIGH 


Sets the more positive peak limit of a time varying signal, it is used in conjunction with 
LOW. 


At *RST, this value is device-dependent. 
19.23.5.4 :LOW <numeric_value> 
SOURce:VOLTage:LIMit:_LOW 


Sets the more negative peak limit of a time varying signal, it is used in conjunction with 
HIGH. 


At *RST, this value is device-dependent. 
19.23.5.5 :STATe <Boolean> 

SOURce:VOLTage:LIMit:STATe 

Controls whether the LIMit is enabled. 


At *RST, this value is set to ON. 


19.23.6 :MANual <numeric_value> 
SOURce:VOLTage:MANual 
Allows manual adjustment of the amplitude between the sweep limits. The actual amplitude 
level is determined by the parameter only if SWEep:MODE is set to MANual and the 
amplitude MODE is set to SWEep. If the sweep limits are changed such that the manual 
amplitude value would be outside the limits, the manual amplitude value will be set to the 
nearest limit. 


At *RST, this value is device-dependent. 
19.23.7  :MODE FiXed|SWEep|LIST 
SOURce:VOLTage:MODE 


Determines which set of commands control the amplitude subsystem. If FIXed is selected, 
the amplitude is determined by the LEVel command under the appropriate subsystem. If 
SWEep is selected, the source is in the swept mode and amplitude is determined by STARt, 
STOP, CENTer, SPAN, and MANual commands under the appropriate subsystem. If LIST is 
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selected, the amplitude values are determined by the appropriate amplitude list (such as 
LIST:). 


At *RST, this value is set to FI[Xed. 


19.23.8 :PROTection 
SOURce:VOLTage:PROTection 


Controls the protection circuits. 


19.23.8.1  [:LEVel] <numeric_value> 
SOURce:VOLTage:PROTection:LEVel 


This command sets the output level at which the output protection circuit will trip. 


19.23.8.2 :STATe <Boolean> 
SOURce:VOLTage:PROTection:STATe 


Controls whether the output protection circuit is enabled. 
At *RST, this value is set to ON. 


19.23.8.3 :TRIPped? 
SOURce:VOLTage:PROTection:TRIPped? 


This query returns a | if the protection circuit is tripped and a 0 if it is untripped. 
TRIPped only has a query form and thus has no associated *RST condition. 


19.23.8.4 :CLEar 
SOURce:VOLTage:PROTection:CLEar 


Causes the protection circuit to be cleared. 
This command is an event and has no associated *RST condition. 


19.23.9 :RANGe <numeric_value> 
SOURce:VOLTage:RANGe 
Sets a range for the output amplitude. This command is very hardware-specific. 


19.23.9.1 :AUTO <Boolean>|ONCE 
SOURce:VOLTage:RANGe:AUTO 


Couples the RANGe to an instrument-determined value. When AUTO is ON, the best range 


is chosen to reflect the current instrument state. 
Explicitly selecting a value for RANGe sets AUTO OFF. 
At *RST, this value is set to ON. 


19.23.10 :REFerence <numeric_value> 
SOURce:VOLTage:REFerence 


Sets a reference value which, if STATe is ON, allows all amplitude parameters to be 
queried/set as relative to the reference value. 


At *RST, this value is device-dependent. 
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19.23.10.1  :STATe <Boolean> 


19.23.11 


SOURce:VOLTage:REFerence:STATe 
Determines whether amplitude is measured/output in absolute or relative mode. If STATe is 
ON, then amplitude is referenced to the value set in REFerence. 


At *RST, this value is set to OFF. 


:SLEW <numeric_value> 

SOURce:VOLTage:SLEW 

Sets the slew rate of the output change when a new output level is programmed. The units 
are in (the currently active) amplitude unit/sec. 


At *RST, this value is device-dependent. 


19.23.12 :SPAN <numeric_value> 


SOURce:VOLTage:SPAN 


Sets the amplitude span. If the current amplitude unit is logarithmic (dBm, dBuV, etc), then 
the unit of SPAN is dB. Otherwise SPAN is programmed in the current amplitude unit. 


At *RST, this value is set to 0. 


19.23.12.1 :HOLD <Boolean> 


SOURce:VOLTage:SPAN:HOLD 


Provides a mechanism to prevent the SPAN from being changed implicitly by the defined 
coupling between STARt, STOP, CENTer and SPAN. When HOLD is set to ON, SPAN 
shall only be changed by explicitly sending the SPAN command. 


At *RST, this value is set to OFF. 


19.23.12.2 :LINK CENTer|STARt|STOP 


SOURce:VOLTage:SPAN:LINK 

Allows the default couplings for SPAN to be overridden. LINK selects the parameter, either 
CENTer, STARt or STOP, that shall not be changed when SPAN’s value is changed. For 
example, if LINK is set to STARt then changing SPAN shall cause CENTer and STOP, not 
STARt to change. 


At *RST, this value is set to CENTer, to be compatible with the default definition for the 
couplings. 


19.23.12.3  :FULL 


SOURce:VOLTage:SPAN:FULL 

When this command is received, STARt amplitude is set to its minimum value and STOP 
amplitude is set to its maximum value. CENTer amplitude and SPAN are set to their coupled 
values. 


This command is an event rather than a state. Therefore it has no associated query, or 
meaning at *RST. 


19.23.13 :STARt <numeric_value> 


SOURce:VOLTage:STARt 
Sets STARt amplitude. 
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At *RST, this value is set to MINimum. 


19.23.14 :STOP <numeric_value> 
SOURce:VOLTage:STOP 


Sets STOP amplitude. 


At *RST, this value is set to MINimum. 
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20 STATus Subsystem 


This subsystem controls the SCPI-defined status-reporting structures. SCPI defines, in 
addition to those in JEEE 488.2, QUEStionable, OPERation, Instrument SUMmary and 
INSTrument registers. These registers conform to the JEEE 488.2 specification and each 
may be comprised of a condition register, an event register, an enable register, and negative 
and positive transition filters. The purpose and definition of the SCPI-defined registers is 
described in “Volume 1: Syntax and Style”. 


SCPI also defines an JEEE 488.2 queue for status. The queue provides a human readable 
record of instrument events. The application programmer may individually enable events 
into the queue. STATus:PRESet enables errors and disables all other events. If the summary 
of the queue is reported, it shall be reported in bit 2 of the status byte register. A subset of 
error/event numbers is defined by SCPI. Additional error/event numbers will be defined at a 


later date. 
KEYWORD PARAMETER FORM NOTES 
STATus 
:OPERation 
:BIT<n> n=8-12 1999 
:CONDition? [query only] 1999 
:ENABle <NRr> | <non-decimal_numeric> 1999 
[:EVENt]? [query only] 1999 
:NTRansition <NRr> | <non-decimal_numeric> 1999 
:PTRansition <NRr> | <non-decimal_numeric> 1999 
:CONDition? [query only] 
:-ENABle <NRf> | <non-decimal numeric> 1995 
[:EVENt]? [query only] 
-INSTrument 
:CONDition? [query only] 
:ENABle <NRf> | <non-decimal numeric> 1995 
[:EVENt]? [query only] 
‘[SUMmary<n> 
:CONDition? [query only] 
:ENABle <NRf> 
[:EVENt]? [query only] 


:NTRansition <NRf> 
:PTRansition <NRf> 


:NTRansition <NRf> | <non-decimal numeric> 1995 
:PTRansition <NRf> | <non-decimal numeric> 1995 
:MAP <NRf>,<NRf> 
:NTRansition <NRf> | <non-decimal numeric> 1995 
:PTRansition <NRf> | <non-decimal numeric> 1995 
:PRESet [no query] 
:QUEStionable 
:BIT<n> n=9-12 1999 
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KEYWORD PARAMETER FORM NOTES 
:CONDition? [query only] 1999 
:ENABle <NRr> | <non-decimal_numeric> 1999 
[:EVENt]? [query only] 1999 
:NTRansition <NRr> | <non-decimal_numeric> 1999 
:PTRansition <NRr> | <non-decimal_numeric> 1999 
:CONDition? [query only] 
:ENABle <NRf> | <non-decimal numeric> 1995 
[:EVENt]? [query only] 
-INSTrument 1991 
:CONDition? [query only] 1991 
:ENABle <NRf> | <non-decimal numeric> 1991,5 
[:EVENt]? [query only] 1991 
‘[SUMmary<n> 1991 
:CONDition? [query only] 1991 
:ENABle <NRf> 1991 
[:EVENt]? [query only] 1991 
:NTRansition <NRf> 1991 
:PTRansition <NRf> 1991 
:NTRansition <NRf> | <non-decimal numeric> 1991,5 
:PTRansition <NRf> | <non-decimal numeric> 1991,5 
:MAP <NRf>,<NRf> 
:NTRansition <NRf> | <non-decimal numeric> 1995 
:PTRansition <NRf> | <non-decimal numeric> 1995 
:VOLTage 
:CURRent 
|:TIMe 
|:POWer 
|: TEMPerature 
|:FREQuency 
|:PHASe 
:MODulation 
|:CALibration 
:CONDition? [query only] 
:ENABle <NRf> | <non-decimal numeric> 1995 
[:EVENt]? [query only] 
:NTRansition <NRf> | <non-decimal numeric> 1995 
:PTRansition <NRf> | <non-decimal numeric> 1995 


The status reporting commands are orthogonal. Status register bits are classified as either 
terminal (reporting a single class of events) or summary (reporting several classes of events). 
Summary bits have the same register structure behind them. This is called register fan-out. 
The commands to access each register are always the same and are described below. The 
name of each subsystem follows the name of the associated bit in the next higher status 
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structure. Therefore, the event register associated with the frequency error bit of the 
questionable signal/data register set would be accessed by the command: 
STATus : QUEStionable:FREQuency:EVENt? 




















Certain commands in this subsystem are required to be implemented by all SCPI 
instruments. These commands are described in section 4.2.1 of “Volume 1: Syntax and 
Style.” 


The parameters to the commands are described as <NRf> as defined in JEEE 488.2 and not 
as SCPI’s <numeric_value>. This means that UP, DOWN, MINimum, and MAXimum are 
not accepted for these commands. When a STATus command is queried, the return form 
shall always be an <NRI1> value. 


The following commands can be applied to all SCPI registers by prefixing the command 
with the node(s) that represent the particular register to be controlled. 

:OPERation 

STATus:OPERation 

The OPERation status register contains conditions which are part of the instrument’s normal 
operation. 

See Volume | Section 9.3 for more detailed information. 

:BlT<n> 

STATus:OPERation:BIT<n> 

This command accesses the user-definable bits in the OPERation register set. The value of 
<n> is restricted from 8 to 12 and represents bits 8 through 12 in the :STATus:OPERation 
status register. This allows standardized access to user-definable terminal and summary bits. 
:CONDition? 

STATus:OPERation:CONDition? 

Returns the contents of the condition register associated with the status structure defined in 
the command. Reading the condition register is nondestructive. 


The response is (NR1 NUMERIC RESPONSE DATA) (range: 0 through 32767) unless 
changed by the :FORMat:SREGister command. 

:ENABle <NRf> | <non-decimal numeric> 

STATus:OPERation:ENABle 

Sets the enable mask which allows true conditions in the event register to be reported in the 
summary bit. If a bit is 1 in the enable register and its associated event bit transitions to true, 
a positive transition will occur in the associated summary bit. 


The command accepts parameter values of either format in the range 0 through 65535 
(decimal) without error. 


The query response format is <NR1> unless changed by the :FORMat:SREGister command. 
Note that 32767 is the maximum value returned as the most-significant bit of the register 
cannot be set true. 
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[:EVENt]? 

STATus:OPERation:EVENt? 

This query returns the contents of the event register associated with the status structure 
defined in the command. 


The response is (NR1 NUMERIC RESPONSE DATA) (range: 0 through 32767) unless 
changed by the :FORMat:SREGister command. 


Note that reading the event register clears it. 


:MAP <NRf>,<NRf> 
STATus:OPERation:MAP 
Maps an error from the list of possible events the instrument can generate into a specified bit 
in the OPERation or QUEStionable register. The first parameter is the specified bit location 
in the OPERation or QUEStionable register. The second parameter is the event number. For 
example, to map event number 678 into bit 9 of the QUEStionable status register, the 
programer would send: 

STATus:QUEStionable:MAP 9,678 





:NTRansition <NRf> | <non-decimal numeric> 

STATus:OPERation:NTRansition 

Sets the negative transition filter. Setting a bit in the negative transition filter shall cause a 1 
to 0 transition in the corresponding bit of the associated condition register to cause a | to be 
written in the associated bit of the corresponding event register. 


The command accepts parameter values of either format in the range 0 through 65535 
(decimal) without error. 


The query response format is <NR1> unless changed by the :FORMat:SREGister command. 
Note that 32767 is the maximum value returned as the most-significant bit of the register 
cannot be set true. 


:PTRansition <NRf> | <non-decimal numeric> 

STATus:OPERation:PTRansition 

Sets the positive transition filter. Setting a bit in the positive transition filter shall cause a 0 to 
1 transition in the corresponding bit of the associated condition register to cause a | to be 
written in the associated bit of the corresponding event register. 


The command accepts parameter values of either format in the range 0 through 65535 
(decimal) without error. 


The query response format is <NR1> unless changed by the :FORMat:SREGister command. 
Note that 32767 is the maximum value returned as the most-significant bit of the register 
cannot be set true. 

:PRESet 

STATus:PRESet 

The PRESet command is an event that configures the SCPI and device-dependent status data 
structures such that device-dependent events are reported at a higher level through the 
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mandatory part of the status-reporting mechanism. Device-dependent events are summarized 
in the mandatory structures. The mandatory structure is defined in part by IEEE 488.2; 
SCPI-required structures compose the rest. The mandatory part of the status-reporting 
mechanism provides a device-independent interface for determining the gross status of a 
device. 


The PRESet command affects only the enable register, the transition filter registers, and 
queue enabling for the SCPI-mandated and device-dependent status data structures. PRESet 
does not affect either the “status byte” or the “standard event status” as defined by IEEE 
488.2. PRESet does not clear any of the event registers or any item from the error/event 
queue. The *CLS command is used to clear all event registers and queues in the device 
status-reporting mechanism. 


For the device-dependent status data structures, the PRESet commands shall set the enable 
register to all 1’s and the transition filter register to a device-dependent value. The 
device-dependent value shall be either PTR, NTR, or both, such that the device-dependent 
event shall be propagated to the structure that summarizes that event. For the SCPI 
mandatory status data structures, the PRESet command shall set the transition filter registers 
to recognize only positive transitions and set the enable register to 0’s. The PREset 
command shall also set error/event queue enabling to report only errors. 


An application may select the events that shall cause a service request at the mandatory SCPI 
status data structure level, rather than excluding those that are of no interest to the 
application. Further, there is no requirement on the application to set up the 
device-dependent structures for normal device operation. 


For this concept to be extended to encompass the JEEE 488.2-mandated status data 
structures, the following sequence of commands is required when initializing the device: 


= *CLS — Clears all event status registers and queues 
™ *SRE 0 — Clears the EEE 488.2-mandated service request enable register 
™ *ESE 0 -—Clears the JEEE 488.2-mandated standard event status enable register 


™ STATus:PRESet — Presets all other registers and queues 
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The table below indicates the effects of various commands upon the status data structures in a device. 





SCPI SCPI SCPI SCPI SCPI IEEE 488.2 JEEE 488.2 
Transition Enable Event Error/Event Error/Event Registers Registers 
Filters Registers Registers Queue Queue ESESRE  SESR STB 
Enable 

*RST none none none none none none none 
*CLS none none clear none clear none clear 
# # # # # # # 
power-on preset preset clear preset clear clear clear 
STATus:PRESet preset preset none preset none none none 





“Occurs if the power-on state clear flag is true. Effect changes to none if the power-on state clear flag 


is false. 


The following table defines the effect of STATus:PRESet 








Register Filter/enable PRESet value = 
OPERational ENABle 0’s 
PTR l’s 
NTR 0’s 
QUEStionable ENABle 0’s 
PTR 1’s 
NTR 0’s 
ISUMmary ENABle 0’s 
PTR 1’s 
NTR 0’s 
INSTrument ENABle l’s 
PTR device-dependent# 
NTR device-dependent# 
All others ENABle 1’s 
PTR device-dependent# 
NTR device-dependent# 


# Requires either PTR, NTR, or both to be set. 
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:QUEStionable 
STATus:QUEStionable? 


The QUEStionable status register set contains bits which give an indication of the quality of 


various aspects of the signal. 


A bit set in the condition register indicates that the data currently being acquired or 


generated is of questionable quality due to some condition affecting the parameter associated 


with that bit. For example, if the FREQ bit were set, this would mean that the frequency 
accuracy of the signal was of questionable quality. 


See Volume 1 Section 9.4 for more detailed information. 


:BIT<n> 
:STATus:QUEStionable:BIT<n> 


This command accesses the user-definable bits in the QUEStionable register set. The value 


of <n> is restricted from 9 to 12 and represents bits 9 through 12 in the 


:STATus:QUEStionable status register. This allows standardized access to user-definable 


terminal and summary bits. 


Note that this definition is different from that of :STATus:OPERation:BIT in that the bit 
number is restricted to the range of 9 through 12, while the range for 
:STATus:OPERation:BIT is restricted to 8 through 12. 


:CONDition? 

STATus:QUEStionable:CONDition? 

Defined the same as STATus:OPERation:CONDition. See Section 20.1.2 for details. 
:ENABle <NRf> | <non-decimal numeric> 

STATus:QUEStionable:ENABle 

Defined the same as STATus:OPERation:ENABle. See Section 20.1.3 for details. 
[:EVENt]? 

STATus:QUEStionable:EVENt? 

Defined the same as STATus:OPERation:EVENt. See Section 20.1.4 for details. 
:MAP <NRf>,<NRf> 

STATus:QUEStionable: MAP 

Defined the same as STATus:OPERation:MAP. See Section 20.1.5 for details. 
:NTRansition <NRf> | <non-decimal numeric> 
STATus:QUEStionable:NTRansition 

Defined the same as STATus:OPERation:NTRansition. See Section 20.1.6 for details. 
:PTRansition <NRf> | <non-decimal numeric> 
STATus:QUEStionable:PTRansition 

Defined the same as STATus:OPERation:PTRansition. See Section 20.1.7 for details. 
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21 SYSTem Subsystem 


The SYSTem subsystem collects the functions that are not related to instrument 
performance. Examples include functions for performing general housekeeping and 
functions related to setting global configurations, such as TIME or SECurity. 


KEYWORD 
SYSTem 
:ALTernate 
‘STATe 
:BEEPer 
:FREQuency 
[:[IMMediate ] 
‘STATe 
‘TIME 
:VOLume 
:CAPability? 
:COMMunicate 
:CENTronics 
:FEED 
:GPIB 
RDEVice 
:ADDRess 
:FEED 
[:SELF] 
:ADDRess 
:SERial 
:CONTrol 
:DTR 
:-RTS 
:FEED 
[:RECeive] 
:BAUD 
‘BITS 
:PACE 


:THReshold 


:STARt 
:STOP 
:PARity 
:CHECk 
[: TYPE] 
:SBITs 
:TRANsmit 
:AUTO 
:BAUD 


PARAMETER FORM 


<numeric_value> 
<Boolean> 


<numeric_value> 
[<frequency>[,<time>[,<volume>]]] 
<Boolean> 

<numeric_value> 

<numeric_value> 


<data_handle> 


<numeric_value>[,<numeric_value>] 
<data_handle> 


<numeric_value>[,<numeric_value>] 


ONIOFFISTANdardlIBFull 
ONIOFFISTANdardlIBFullIRFR 
<data_handle> 


<numeric_value> 
<numeric_value> 
XONIACKINONE 


<numeric_value> 
<numeric_value> 


<Boolean> 
EVENIODDIZEROIONEINONE 
<numeric_value> 


<Boolean> 
<numeric_value> 


NOTES 


[query only] 
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1994 


1993 
1993 


1993 
1993 
1993 
1993 
1993 


1991 
1991 
1991 
1993 


1991 
1991 
1991 





KEYWORD 


‘BITS 
:DELay 
:PACE 
:PARity 
[: TYPE] 
:SBITs 
:SOCKet 
:ADDRess 
:CONNect 
:DISConnect 
‘FEED 
:OCONdition 
:SCONdition 
:LISTen 
:PORT 
:TYPE 
:CPON 
:CTYPe? 
:DATE 
:-ERRor 
:ALL? 
:CODE 
:ALL? 
[:NEXT]? 
:COUNT? 
:ENABle 
:ADD 
:DELete 
[:LIST] 
[: NEXT]? 
‘HELP 
:HEADers? 
:SYNTax? 
:KEY 
:CATalog 
:DEFine 
:DELete 
‘KLOCk 
:LANGuage 
:LFRequency 
“AUTO 
‘LOCK 
:OWNer? 
:RELease 
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PARAMETER FORM 
<numeric_value> 
<numeric_value> 
XONIACKINONE 


EVENIODDIZEROIONEINONE 
<numeric_value> 

<n> 

<string> (IPaddresslHost name) 


<data_handle>{,<data_handle>} 
<event_handle> 
<event_handle> 


<numeric_value> (port #) 
TCP | UDP 
<card_destination>IALL 
<card_destination> 


NOTES 


1993 


1999 
1999 
1999 
1999 
1999 
1999 
1999 
1999 
1999 
1999 


[event; no query] 


[query only] 


<numeric_value>,<numeric_value>,<numeric_value> 


<numeric_list> 
<numeric_list> 
<numeric_list> 


<command_header> 
<numeric_value> 


<numeric_value>,<block>[,<string>] 


<Boolean> 
<string> 
<numeric_value> 
<Boolean> | ONCE 


[query only] 
[query only] 
[query only] 
[query only] 


[no query] 
[no query] 


[query only] 


[query only] 
[query only] 


[query only] 
[no query] 


1996 
1996 
1996 
1996 
1996 
1999 
1999 
1999 
1999 
1996 
1992 
1995 
1992 


1992 
1992 
1999 
1999 
1999 
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KEYWORD PARAMETER FORM NOTES 
:‘REQuest? [event; query only]1999 
:PASSword 1994 
:CDISable <password> [event; no query]1994 
[:CENable] <password> [event; no query]1994 
:STATe? [query only] 1994 
:NEW <current_password>,<new_password> [event; no query]1994 
:PRESet [event; no query] 
:SECurity 
-IMMediate [event; no query]1994 
[:STATe] <Boolean> 
‘SET <block data> 
:-TIME <numeric_value>,<numeric_value>,<numeric_value> 
:TIMer 1999 
:COUNt <numeric_value> 1999 
[:STATe] <Boolean> 1999 
:TZONe <numeric_value>[,<numeric_value>] 
:VERSion? 
21:1 :ALTernate <numeric_value> 


SYSTem:ALTernate 

Selects an alternate instrument state, which is swapped with the current state at the end of 
some specified action. The <numeric_value> selects which of the states will be used. The 
states are created with the *SAV command. The action is generally sweep, list sequencing or 
some programmable delay, depending on the device configuration. 


At *RST, this value is device-dependent. 


21val :STATe <Boolean> 
SYSTem:ALTernate:STATe 
Controls whether the alternate state mode is enabled. While it is ON, the device shall swap 
the active state with the one stored in the register specified in ALTernate. 


At *RST, this parameter is set to OFF. 


21.2 :BEEPer 
SYSTem:BEEPer 


This subsystem controls the audible beeper of the instrument. 





21.2.1. :FREQuency <numeric_value> 
SYSTem:BEEPer:FREQuency 


Programs the frequency of audible tones. It also sets the default frequency for the 
[:IMMediate] command. The parameter is specified in Hz. The range of valid parameters is 
instrument-dependent. 


At *RST, this value is device-dependent. 
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[:IMMediate][<frequency>[,<time>[,<volume>]]] 

SYSTem:BEEPer:IMMediate 

The receipt of this command causes an audible tone to be generated by the instrument. Note 
that this command generates an event and therefore it has no associated *RST state or query 
form. 


The allowable values of the parameters <frequency>, <time> and <volume> are 
instrument-dependent. The frequency parameter is specified in Hz. The duration time 
parameter is specified in seconds. The volume parameter range is from 0 to 1, with | 
indicating the maximum volume that the instrument can produce and 0 indicating minimum 
volume. 


:STATe <Boolean> 
SYSTem:BEEPer:STATe 


Enables/disables the beeper. When STATe OFF is selected, no instrument condition, except 
the :SYSTem:BEEPer:IMMediate command, shall cause an audible beep to be emitted. 


At *RST, this value is device-dependent. 
:TIME <numeric_value> 
SYSTem:BEEPer:TIME 


Programs the duration of audible tones. It also sets the default duration for the [:[MMediate] 
command. The parameter is specified in seconds. The range of valid parameters is 
instrument-dependent. 


At *RST, this value is device-dependent. 
:VOLume <numeric_value> 
SYSTem:BEEPer:VOLume 


Programs the volume of audible tones. It also sets the default volume for the [:[IMMediate] 
command. The parameter range is from 0 to 1, with 1 indicating the maximum volume that 
the instrument can produce and 0 indicating minimum volume. Actual sound pressure levels 
generated by any particular volume setting are instrument-dependent. 


At *RST, this value is device-dependent. 
:CAPability? 
SYSTem:CAPability? 


This query returns an <instrument_specifier>. See the Compliance section in the 
introduction to Instrument Class Applications. 


:COMMunicate 
SYSTem:COMMunicate 


The COMMunicate subsystem collects together the configuration of various 
control/communication interfaces. 

:CENTronics 

SYSTem:COMMunicate:CENTronics 

The CENTronics subsystem sets the physical configuration of a centronics port. 
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21.4.1.1 :FEED <data_handle> 
SYSTem:COMMunicate:CENTronics:FEED 


Sets or queries what data is used to FEED the remote device. Data may be streamed to an 
external device without sending it through the HCOPy subsystem, for example by directly 
feeding SENSe or CALCulate data, where no page formatting commands are needed. That 
is, the SYSTem:COMMunicate subsystem shall not add any page formatting to the output 
stream, where this is required HCOPy should be used. 


At *RST, FEED is device dependent. 
21.4.2 :GPIB 
SYSTem:COMMunicate:GPIB 
The GPIB subsystem controls the physical configuration of a GPIB (IEEE 488) port. 
21.4.2.1 :RDEVice 
SYSTem:COMMunicate:GPIB:RDEVice 
The Remote DEVice subsystem configures how the instrument uses a peripheral device, 
such as a printer or plotter, connected to a GPIB port. 
21.4.2.1.1 :ADDRess <numeric_value>[,<numeric_value>] 
SYSTem:COMMunicate:GPIB:RDEVice:ADDRess 


Sets or queries the bus address of the peripheral device. The first parameter is the primary 
address and the optional second parameter is the secondary address. Changing the address 
with this does not affect the address of the peripheral device. It does affect the address to 
which data is sent by the instrument. 


At *RST, the value of this parameter is device dependent. 
21.4.2.1.2 :FEED <data_handle> 


SYSTem:COMMunicate:GPIB:RDEVice:FEED 


Sets or queries what data is used to FEED the peripheral device. Data may be streamed to an 
external device without sending it through the HCOPy subsystem, for example by directly 
feeding SENSe or CALCulate data, where no page formatting commands are needed. That 
is, the SYSTem:COMMunicate subsystem shall not add any page formatting to the output 
stream. Where page formatting is required, HCOPy should be used. 


At *RST, FEED is device dependent. 


21.4.2.2 [:SELF] 
SYSTem:COMMunicate:GPIB[:SELF] }21 


The SELF subsystem sets the configuration relating to the GPIB port on the instrument itself. 


21.4.2.2.1_ :ADDRess <numeric_value>[,<numeric_value>] 
SYSTem:COMMunicate:GPIB[:SELF]:ADDRess 


Sets the GPIB address of the instrument. The first parameter is the primary address and the 
optional second parameter is the secondary address. 


*RST has no effect on the value of these parameters. 
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:SERial 

SYSTem:COMMunicate:SERial 

Controls the physical configuration of a serial port, such as RS-232-D, RS-422, or 
EIA/TIA-562. Any command that changes the configuration of the port takes effect 
immediately upon receipt of the Program Message Terminator. 


*RST has no effect on the value of these parameters. 


:CONTrol 
SYSTem:COMMunicate:SERial:CONTrol 
Add command which independently sets the mode in which DTR and RTS pacing operate. 
Since hardware handshaking can be configured to pertain to either transmit, receive, or both, 
a CONTrol branch separate from the transmit and receive branches was added. 


:DTR ON|OFF|STANdard|IBFull 
SYSTem:COMMunicate:SERial:CONTrol:DTR 


Sets the hardware pacing scheme. 


The ON parameter indicates that the DTR line should always be asserted (held in the ON 
condition). 


The OFF parameter indicates that the DTR line should always be unasserted (held in the 
OFF condition). 


When the STANdard option is set for DTR, the DTR line behaves as specified in the EIA 
standard RS-232-D section 4.4. As stated in the standard: 


“Signals on this circuit are used to control the switching of the DCE to the 
communication channel. The ON condition prepares the DCE to be connected to the 
communication channel and maintains the connection established by external means.” 


A common use of the DTR line that has evolved is that of pacing. The IBFull parameter sets 
the DTR line to indicate when the device is ready to receive. When the number of received 
bytes in the input buffer of the device reaches the STOP threshold the device will de-assert 
the DTR line. When the number of bytes has been reduced to the STARt threshold, the 
device will assert DTR indicating that it can receive input again. The device will also 
monitor the state of DSR and CTS and will stop transmission if either of those lines becomes 
de-asserted. 


*RST has no effect on the value of this parameter. 


21.4.3.1.2 :RTS ON|OFF|STANdard|IBFull|RFR 


SYSTem:COMMunicate:SERial:CONTrol:RTS 
Sets the hardware pacing (hand-shaking) scheme. 


The ON parameter indicates that the RTS line should always be asserted. 
The OFF parameter indicates that the RTS line should always be unasserted. 


When the STANdard option is set for RTS, the RTS line behaves as specified in the EIA 
standard RS-232-D section 4.4. As stated in the standard: 
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“This circuit is used to condition the local DCE for data transmission and on a 
half-duplex channel, to control the direction of data transmission of the local DCE.” 


A common use of the RTS line that has evolved is that of pacing. Many high speed 
asynchronous modems use this line (paired with CTS) as receive/transmit pacing. The IBFull 
or its alias RFR (Ready For Receiving) parameter sets the RTS line to indicate when the 
device is ready to receive. When the number of received bytes in the input buffer of the 
device reaches the STOP threshold the device will de-assert the RTS line. When the number 
of bytes has been reduced to the STARt threshold, the device will assert RTS, indicating that 
it can receive input again. The device will also monitor the state of CTS and will stop 
transmission if that line becomes de-asserted. 


The IBFull (RFR) mode follows the CCITT Recommendations V.42, Section 7.3.1, “Flow 
Control across the DTE/DCE interface, Option a) Using Circuit 133 and 106.” 


*RST has no effect on the value of this parameter. 
:FEED <data_handle> 
SYSTem:COMMunicate:SERial:FEED 


Sets or queries what data is used to FEED the peripheral device connected to the serial port. 
Data may be streamed to an external device without sending it through the HCOPy 
subsystem, for example by directly feeding SENSe or CALCulate data, where no page 
formatting commands are needed. That is, the SYSTem:COMMunicate subsystem shall not 
add any page formatting to the output stream, where this is required HCOPy should be used. 


At *RST, FEED is device dependent. 


[:RECeive] 

SYSTem:COMMunicate:SERial:RECeive 

The optional node RECeive is used to affect the parameters associated with reception. 
:BAUD <numeric_value> 

SYSTem:COMMunicate:SERial:RECeive:BAUD 

Sets the baud rate. 


*RST has no effect on the value of this parameter. 


21.4.3.3.2 :BITS <numeric_value> 


SYSTem:COMMunicate:SERial:RECeive:BITS 


Sets the number of data bits, typically 7 or 8. The value shall be rounded to the nearest 
integer. 


*RST has no effect on the value of this parameter. 


21.4.3.3.3 :PACE XON|ACK|NONE 


SYSTem:COMMunicate:SERial:RECeive:PACE 
This command sets the software pacing scheme. 
The XON pacing mode follows the CCITT Recommendations V.42, Section 7.3.1, “Flow 


Control across the DTE/DCE interface, Option b) Using DC1/DC3 characters (KON/XOFF 
functions).” 
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*RST has no effect on the value of this parameter. 
21.4.3.3.3.1. :THReshold 

SYSTem:COMMunicate:SERial:RECeive:PACE:THReshold 

This command sets the recieve pacing threshold. 


21.4.3.3.3.1.1. :STARt <numeric_value> 
SYSTem:COMMunicate:SERial:RECeive:PACE:THReshold:STARt 


This command indicates that when the number of characters in the device’s input buffer goes 
to or below the indicated amount and some form of pacing has been set, the device should 
indicate that it is ready to receive. 

*RST has no effect on the value of this parameter. 


21.4.3.3.3.1.2 :STOP <numeric_value> 
SYSTem:COMMunicate:SERial:RECeive:PACE:THReshold:STOP 


This command indicates that when the number of characters in the device’s input buffer goes 
to or above the indicated amount and some form of pacing has been set, the device should 
indicate that it is not ready to receive. 


*RST has no effect on the value of this parameter. 


21.4.3.3.4 :PARity 
SYSTem:COMMunicate:SERial:RECeive:PARity 


This subsystem controls the parity of the receiving channel 


21.4.3.3.4.1. :CHECk <Boolean> 
SYSTem:COMMunicate:SERial:RECeive:PARity:CHECk 


When CHECKk ON is selected, the parity shall be checked in accordance with the selected 
PARity: TYPE. 


When CHECKk is OFF, the parity TYPE setting (NONE or “other than NONE’) still 
determines the expectation of not receiving or receiving a parity bit. 


*RST has no effect on the value of this parameter. 


21.4.3.3.4.2 [: TYPE] EVEN|ODD|ZERO|ONE|NONE|IGNore 
SYSTem:COMMunicate:SERial:RECeive:PARity: TYPE 


Sets the parity scheme that is to be employed for reception. 
*RST has no effect on the value of this parameter. 


21.4.3.3.5 :SBITs <numeric_value> 
SYSTem:COMMunicate:SERial:RECeive:SBITs 


Sets the number of stop bits, typically 1, 1.5 or 2 bits. 
*RST has no effect on the value of this parameter. 


21.4.3.4 :TRANsmit 
SYSTem:COMMunicate:SERial:TRANsmit 


Affects the parameters associated with transmission. 
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21.4.3.4.1. :AUTO <Boolean> 
SYSTem:COMMunicate:SERial:TRANsmit:AUTO 


Couples the TRANsmit parameter values to the RECeive parameter values when AUTO ON 
is selected. 


At *RST, AUTO ON is selected. 


21.4.3.4.2 :BAUD <numeric_value> 
SYSTem:COMMunicate:SERial:TRANsmit:BAUD 


This command sets the baud rate. 
*RST has no effect on the value of this parameter. 


21.4.3.4.3  :BITS <numeric_value> 
SYSTem:COMMunicate:SERial:TRANsmit:BITS 
Sets the number of data bits, typically 7 or 8. The value shall be rounded to the nearest 
integer. 
*RST has no effect on the value of this parameter. 
21.4.3.4.4 :DELay <numeric_value> 
SYSTem:COMMunicate:SERial:TRANsmit:DELay 


Sets the minimum delay in seconds that the device must wait after receipt of a Program 
Message Terminator before issuing a response message. The delay does not apply to 
software pacing or to other low level protocols. 


*RST has no effect on the value of this parameter. 


21.4.3.4.5 :PACE XON|ACK|NONE 
SYSTem:COMMunicate:SERial:T RANsmit:PACE 
Sets the software pacing scheme. 
The XON pacing mode follows the CCITT Recommendations V.42, Section 7.3.1, “Flow 
Control across the DTE/DCE interface, Option b) Using DC1/DC3 characters (KON/XOFF 
functions).” 


*RST has no effect on the value of this parameter. 


21.4.3.4.6 :PARity 
SYSTem:COMMunicate:SERial:TRANsmit:PARity 
This subsystem controls the parity of the transmitting channel 
21.4.3.4.6.1 [: TYPE] EVEN|ODD|ZERO|ONE|NONE 
SYSTem:COMMunicate:SERial:TRANsmit:PARity: TYPE 
Sets the parity scheme that is to be employed for transmission. 





*RST has no effect on the value of this parameter. 


21.4.3.4.7. :SBITs <numeric_value> 
SYSTem:COMMunicate:SERial:TRANsmit:SBITs 


Sets the number of stop bits, typically 1, 1.5, or 2 bits. 
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*RST has no effect on the value of this parameter. 
:SOCKet <n> 
:SYSTem:COMMunicate:SOCKet<n> 
This command identifies the socket to be opened. The syntax of the numeric suffix is as 
specified in 6.2.5.2 in Volume 1, Syntax and Style. 
:ADDRess <string> 
:SYSTem:COMMunicate:SOCKet:ADDRess 
This command allows the user to enter the IP address or host name of the remote device. If it 
is an IP address, it is specified using IP dot notation (e.g. 123.45.67.89). If it is a host name, 
it is specified by using the host name string (e.g., my_host). 
:CONNect 
:SYSTem:COMMunicate:SOCKet:CONNect 
This command implements the socket connection. 
:DISConnect 
:SYSTem:COMMunicate:SOCKet:DISConnect 
The Disconnect command breaks the socket connection. 
:FEED <n> <data_handle>{,<data_handle>} 
:SYSTem:COMMunicate:SOCKet:FEED 
Sets or queries what data is used to FEED the communications socket. 


Note: There can be multiple FEEDs for the same socket. 


:OCONdition <event_handle> 
:SYSTem:COMMunicate:SOCKet:FEED:OCONdition 


The On Condition command, :OCONditon, defines the rate at which data will be collected 
and sent to the socket FEED. 


21.4.4.4.2 :SCONdition <event_handle> 


21.4.4.5 


21.4.4.6 


:SYSTem:COMMunicate:SOCKet:FEED:SCONdition 
The Send Condition, SCONdition, defines the rate at which the data will be transmitted on 
the socket. 

:LISTen 
:SYSTem:COMMunicate:SOCKet:LISTen 
The LISTen command instructs the device (instrument) to listen for a connection on the 
specified socket. This will allow data channels from one instrument to another instrument to 
be opened. 

:PORT <numeric_value> 
:SYSTem:COMMunicate:SOCKet:PORT 
This command allows the user to enter the port number. This parameter is a 16 bit integer. 
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21.4.4.7 :TYPE TCP|UDP 
:SYSTem:COMMunicate:SOCKet :TYPE 
This command allows the user to select the type of Ethernet port to be opened, either TCP or 
UPD. The query form will return either TCP or UDP. 


els :CPON <card_destination>|ALL 
SYSTem:CPON 
Card Power ON resets a card within a cardcage to its power-on state. The parameter can 
either be a module number or a user-defined card name. If the parameter is ALL, then all 
addressable cards are reset to their power-on state. 


SYSTem:CPON is an event; no query is allowed. 


21.6 :-CTYPe? <card_destination> 
SYSTem:CTYPe? 
The Card TYPe query identifies a card within a cardcage. The response is identical in form 
to that defined for the “*IDN?” query in IEEE 488.2. 


Plit :DATE <year>,<month>,<day> 
SYSTem:DATE 
Any instrument which has an internal calendar shall implement the following command to 
set the calendar: 


<year>: Must be <numeric_value>. It is rounded to the nearest integer. Its range is limited 
by the capability of the instrument. The year shall be entered as a four-digit 
number, including century and millennium information. 


<month>: Must be <numeric_value>. It is rounded to the nearest integer. Its range is 1 to 12 
inclusive. The number | corresponds to the month January, 2 to February, and so 
on. 


<day>: Must be <numeric_value>. It is rounded to the nearest integer. Its range is | to 
number of days in the month from the previous parameter. A device 
implementing this command shall keep track of the number of days in each 
month, accounting for leap years through the range of years that it accepts. 


The response message shall consist of three fields separated by commas: 
<year>, <month>,<day> 





<year>: NRI format. Range is device-dependent. 
<month>: NR1 format. Range is | to 12. 

<day>: NRI1 format. Range is | to 31. 

This shall not be affected by a *RST command. 


21.8 :ERRor Subsystem 
SYSTem:ERRor 


This subsystem collects commands and queries relating to the reading and control of the 
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error/event queue. 


The error/event queue contains items that include a numerical and textual description of the 
error or event. Querying for the full queue item (for example, with 
SYSTem:ERRor[:NEXT]?) will return a response with the following syntax: 


























<Device- " 





























<Error/event " <Error/event 
e—e—v =| 
number> , description> 









































dependent info> 


























The <Error/event_number> is a unique integer in the range [-32768, 32767]. All positive 
numbers are instrument-dependent. All negative numbers are reserved by the SCPI standard 
with certain standard error/event codes described in this document. The value, zero, is also 
reserved to indicate that no error or event has occurred. 


The second parameter of the full response is a quoted string containing an 
<Error/event_description> followed by optional <Device-dependent info> text. Each 
<Error/event_number> has a unique and fixed <Error/event_description> associated with it. 


The maximum string length of <Error/event_description> plus <Device-dependent_info> is 
255 characters. For standard defined error/event codes, the <Error/event_description> shall 
be sent exactly as indicated in this document including case. 


The <Device-dependent_info> text is optional but may be useful in some instruments to 
provide additional information allowing the user to determine the exact error or event and its 
context. If used, it is set off from the <Error/event_description> portion of the string with a 
semicolon. For example: 


-131,"Invalid suffix;FREQuency:CENT 2.0E+5 dBuv" 











Device-dependent information may be defined in greater detail for specific instrument 
classes in volume 4. 


Where Date and Time are desired to be returned with the error message, they should be 
appended to the <device_dependent_information> separated by a semi-colon using the 
following format: 


<date><space><time> 


date - yyyy/mm/dd - year/month/day 
time - hh:mm:ss.sss - 24 hour time 


Example: 





-200, “Execution error;Torque Safety Limit 
Exceeded; 1996/08/15 13:22:51.01" 
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21.8.1. The Error/Event Queue 
As errors and events are detected, they are placed in a queue. This queue is first in, first out. 
If the queue overflows, the last error/event in the queue is replaced with error 


-—350, "Queue overflow" 


Any time the queue overflows, the least recent errors/events remain in the queue, and the 
most recent error/event is discarded. The minimum length of the error/event queue is 2, one 
position for the first error/event, and one for the “Queue overflow” message. Reading an 
error/event from the head of the queue removes that error/event from the queue, and opens a 
position at the tail of the queue for a new error/event, if one is subsequently detected. 


When all errors/events have been read from the queue, further error/event queries shall 
return 


0, “No error” 


After a STATus:PRESet, the masking shall be changed so that only errors are reported. 
Below is an overview of how the ERRor system works. 

4 a he 
é Real World Event Occurs” 


C Ex Stabilization Error ?) 
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Black Box 
Assign Error/Event # 
If it exists 








Is this Error/Event # enabled? 
(SYSTem:ERRor:ENABle) 














Error/Event Queue 
































| 


Figure 21.1 System Error Format 








If the queue size is >0, 
then set bit 2 in Status Byte 





The error/event queue shall be cleared when any of the following occur JEEE 488.2, section 
11.4.3.4): 


= Upon receipt of a *CLS command. 


™ Upon reading the last item from the queue. 
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Error/Event numbers 

The system-defined error/event numbers are chosen on an enumerated (“1 of N’’) basis. The 
SCPI-defined error/event numbers and the <error/event_description> portions of the full 
queue item are listed here. The first error/event described in each class (for example, -100, 
-200, -300, -400) is a “generic” error. In selecting the proper Error/event number to report, 
more specific error/event codes are preferred, and the generic error/event is used only if the 
others are inappropriate. 


Note the organization of the following tables. A “simple-minded” parser might implement 
only the XX0 errors, and a smarter one might implement all of them. A “smart and friendly” 
parser might use the instrument-dependent part of the error/event message string to point out 
the offending part of the command. 


No Error 
This message indicates that the device has no errors or events to report. 


Error Error Description [description/explanation/examples] 

Number 

0 No error 
[The queue is competely empty. Every error/event in the queue has been read or 
the queue was purposely cleared by power-on, *CLS, etc.] 


ALL? 

SYSTem:ERRor:ALL? queries the error/event queue for all the unread items and removes 
them from the queue. The response is a comma separated list of number, string pairs in FIFO 
order. If the queue is empty, the response is 0,"No error" 


Note: If the queue is not empty, the 0,"No error" is not sent. 
CODE 


ALL? 
SYSTem:ERRor:CODE:ALL? queries the error/event queue for all the unread items and 
removes them from the queue. The response returns a comma separated list of only the 
error/event code numbers in FIFO order. If the queue is empty, the response is 0. 


Note: If the queue is not empty, the 0 is not sent. 

[NEXT]? 
SYSTem:ERRor:CODE[:NEXT]? queries the error/event queue for the next item and 
removes it from the queue. The response returns only the error/event code number omitting 


the string. Except for the shortened response, the query operates identically to 
SYSTem:ERRor[:NEXT]? 


COUNt? 

SYSTem:ERRor:COUNt? queries the error/event queue for the number of unread items. As 
errors and events may occur at any time, more items may be present in the queue at the time 
it is actually read. 


Note: If the queue is empty, the response is 0. 
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21.8.7 :ENABle 
SYSTem:ERRor:ENABle 


The ENABle subsystem sets the errors and events that will be allowed into the queue. 
At *RST, this list is not changed. 


2.8.7.1 :ADD <numeric list> 
SYSTem:ERRor:ENABle:ADD 
The events included in the numeric list are added to the previous ENABIle list. The syntax of 
<numeric list> is the same as SYSTem:ERRor:ENABle:LIST. 


This command is an event and cannot be queried. 


21.8.7.2  :DELete <numeric list> 
SYSTem:ERRor:ENABle:DELete 
The events included in the numeric list are deleted from the previous ENABle. The syntax of 
<numeric list> is the same as SYSTem:ERRor:ENABle:LIST. 


This command is an event and cannot be queried. 


21.8.7.3 — [:LIST] <numeric list> 
SYSTem:ERRor:ENABle[:LIST] 
The list indicates which errors/events are allowed to enter the queue. The list allows a 
comma separated list or a range of numbers. In the case of a range, the end points are 
inclusive. For example, SYSTem:ERRor:ENABle (-123,225:227) will allow events 
numbered -123, 225, 226, and 227 to enter the queue. 


At *RST, this list is not changed. 


21.8.8 [NEXT]? 
SYSTem:ERRor[:NEXT] 
SYSTem:ERRor[:NEXT]? queries the error/event queue for the next item and removes it 
from the queue. The response returns the full queue item consisting of an integer and a string 
as described in the introduction to the SYSTem:ERRor subsystem. 


This command is required of all SCPI implementations (See Syntax and Style, 4.2.1. 


21.8.9 Command Error 
An <error/event number> in the range [ -199 , -100 ] indicates that an JEEE 488.2 syntax 
error has been detected by the instrument’s parser. The occurrence of any error in this class 
shall cause the command error bit (bit 5) in the event status register JEEE 488.2, section 
11.5.1) to be set. One of the following events has occurred: 





= An JEEE 488.2 syntax error has been detected by the parser. That is, a 
controller-to-device message was received which is in violation of the IEEE 488.2 
standard. Possible violations include a data element which violates the device 
listening formats or whose type is unacceptable to the device. 


An unrecognized header was received. Unrecognized headers include incorrect 
device-specific headers and incorrect or unimplemented JEEE 488.2 common 
commands. 
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™ A Group Execute Trigger (GET) was entered into the input buffer inside of an 


IEEE 488.2 <PROGRAM MESSAGE>. 


Events that generate command errors shall not generate execution errors, device-specific 
errors, or query errors; see the other error definitions in this chapter. 


Error 
Number 


-100 


-101 


-102 


-103 


-104 


-105 


-108 


-109 


-110 


Error Description [description/explanation/examples] 


Command error 

[This is the generic syntax error for devices that cannot detect more specific 
errors. This code indicates only that a Command Error as defined in JEEE 488.2, 
11.5.1.1.4 has occurred. ] 


Invalid character 

[A syntactic element contains a character which is invalid for that type; for 
example, a header containing an ampersand, SETUP&. This error might be used 
in place of errors -114, -121, -141, and perhaps some others. ] 


Syntax error 
[An unrecognized command or data type was encountered; for example, a string 
was received when the device does not accept strings. ] 


Invalid separator 

[The parser was expecting a separator and encountered an illegal character; for 
example, the semicolon was omitted after a program message unit, 

*EMC 1:CH1:VOLTS 5.] 


Data type error 
[The parser recognized a data element different than one allowed; for example, 
numeric or string data was expected but block data was encountered. ] 


GET not allowed 
[A Group Execute Trigger was received within a program message (see JEEE 
488.2, 7.7).] 


Parameter not allowed 

[More parameters were received than expected for the header; for example, the 
*EMC common command only accepts one parameter, so receiving *EMC 0,1 is 
not allowed.] 


Missing parameter 

[Fewer parameters were recieved than required for the header; for example, the 
*EMC common command requires one parameter, so receiving *EMC is not 
allowed.] 


Command header error 

[An error was detected in the header. This error message should be used when the 
device cannot detect the more specific errors described for errors -111 through 
-119.] 
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Header separator error 

[A character which is not a legal header separator was encountered while parsing 
the header; for example, no white shace followed the header, thus 
*GMC"MACRO" is an error. ] 


Program mnemonic too long 
[The header contains more that twelve characters (see IEEE 488.2, 7.6.1.4.1).] 


Undefined header 
[The header is syntactically correct, but it is undefined for this specific device; for 
example, *X YZ is not defined for any device. ] 


Header suffix out of range 
[The value of a numeric suffix attached to a program mnemonic, see Syntax and 
Style section 6.2.5.2, makes the header invalid.] 


Unexpected number of parameters 

[The number of parameters received does not correspond to the number of 
parameters expected. This is typically due an inconsistency with the number of 
instruments in the selected group (see section on INSTrument:DEFine:GROup).] 


Numeric data error 

[This error, as well as errors -121 through -129, are generated when parsing a data 
element which apprears to be numeric, including the nondecimal numeric types. 
This particular error message should be used if the device cannot detect a more 
specific error. ] 


Invalid character in number 
[An invalid character for the data type being parsed was encountered; for 
example, an alpha in a decimal numeric or a “9" in octal data.] 


Exponent too large 
[The magnitude of the exponent was larger than 32000 (see IEEE 488.2, 
7.7.2A4.1).] 


Too many digits 
[The mantissa of a decimal numeric data element contained more than 255 digits 
excluding leading zeros (see IEEE 488.2, 7.7.2.4.1).] 


Numeric data not allowed 
[A legal numeric data element was received, but the device does not accept one in 
this position for the header. ] 


Suffix error 

[This error, as well as errors -131 through -139, are generated when parsing a 
suffix. This particular error message should be used if the device cannot detect a 
more specific error.] 
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-131 Invalid suffix 
[The suffix does not follow the syntax described in IEEE 488.2, 7.7.3.2, or the 
suffix is inappropriate for this device. ] 


-134 Suffix too long 
[The suffix contained more than 12 characters (see IEEE 488.2, 7.7.3.4).] 


-138 Suffix not allowed 
[A suffix was encountered after a numeric element which does not allow suffixes. ] 


-140 Character data error 
[This error, as well as errors -141 through -149, are generated when parsing a 
character data element. This particular error message should be used if the device 
cannot detect a more specific error. ] 


-141 Invalid character data 
[Either the character data element contains an invalid character or the particular 
element received is not valid for the header. ] 


-144 Character data too long 
[The character data element contains more than twelve characters (see IEEE 
488.2, 7.7.1.4).] 


-148 Character data not allowed 
[A legal character data element was encountered where prohibited by the device.] 


-150 String data error 
[This error, as well as errors -151 through -159, are generated when parsing a 
string data element. This particular error message should be used if the device 
cannot detect a more specific error. ] 


-151 Invalid string data 
[A string data element was expected, but was invalid for some reason (see JEEE 
458.2, 7.7.5.2); for example, an END message was received before the terminal 
quote character. ] 


-158 String data not allowed 
[A string data element was encountered but was not allowed by the device at this 
point in parsing. ] 


-160 Block data error 
[This error, as well as errors -161 through -169, are generated when parsing a 
block data element. This particular error message should be used if the device 
cannot detect a more specific error. ] 


-161 Invalid block data 
[A block data element was expected, but was invalid for some reason (see JEEE 
488.2, 7.7.6.2); for example, an END message was received before the length was 
satisfied. ] 
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-168 Block data not allowed 
[A legal block data element was encountered but was not allowed by the device at 
this point in parsing.] 


-170 Expression error 
[This error, as well as errors -171 through -179, are generated when parsing an 
expression data element. This particular error message should be used if the 
device cannot detect a more specific error. ] 


-171 Invalid expression 
[The expression data element was invalid (see IEEE 488.2, 7.7.7.2); for example, 
unmatched parentheses or an illegal character. ] 


-178 Expression data not allowed 
[A legal expression data was encountered but was not allowed by the device at 
this point in parsing.] 


-180 Macro error 
[This error, as well as errors -181 through -189, are generated when defining a 
macro or executing a macro. This particular error message should be used if the 
device cannot detect a more specific error. ] 


-181 Invalid outside macro definition 
[Indicates that a macro parameter placeholder ($<number) was encountered 
outside of a macro definition. ] 


-183 Invalid inside macro definition 
[Indicates that the program message unit sequence, sent with a *DDT or *DMC 
command, is syntactically invalid (see JEEE 488.2, 10.7.6.3).] 


-184 Macro parameter error 
[Indicates that a command inside the macro definition had the wrong number or 
type of parameters. ] 


21.8.10 Execution Error 
An <error/event number> in the range [ -299 , -200 ] indicates that an error has been 
detected by the instrument’s execution control block. The occurrence of any error in this 
class shall cause the execution error bit (bit 4) in the event status register JEEE 488.2, 
section 11.5.1) to be set. One of the following events has occurred: 


= A <PROGRAM DATA> element following a header was evaluated by the device 
as outside of its legal input range or is otherwise inconsistent with the device’s 
capabilities. 





A valid program message could not be properly executed due to some device 
condition. 


Execution errors shall be reported by the device after rounding and expression evaluation 
operations have taken place. Rounding a numeric data element, for example, shall not be 
reported as an execution error. Events that generate execution errors shall not generate 
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Command Errors, device-specific errors, or Query Errors; see the other error definitions in 
this section. 


Error 
Number 
-200 


-201 


-202 


-203 


-210 


-211 


-212 


-213 


-214 


-215 


Error String [description/explanation/examples] 


Execution error 

[This is the generic syntax error for devices that cannot detect more specific 
errors. This code indicates only that an Execution Error as defined in IEEE 488.2, 
11.5.1.1.5 has occurred. ] 


Invalid while in local 

[Indicates that a command is not executable while the device is in local due to a 
hard local control (see IEEE 488.2, 5.6.1.5); for example, a device with a rotary 
switch receives a message which would change the switches state, but the device 
is in local so the message can not be executed.] 


Settings lost due to rtl 

[Indicates that a setting associated with a hard local control (see IEEE 488.2, 
5.6.1.5) was lost when the device changed to LOCS from REMS or to LWLS 
from RWLS.] 


Command protected 
[Indicates that a legal password-protected program command or query could not 
be executed because the command was disabled. | 


Trigger error 


Trigger ignored 

[Indicates that a GET, *TRG, or triggering signal was received and recognized by 
the device but was ignored because of device timing considerations; for example, 
the device was not ready to respond. Note: a DTO device always ignores GET and 
treats *TRG as a Command Error. ] 


Arm ignored 
[Indicates that an arming signal was received and recognized by the device but 
was ignored. ] 


Init ignored 
[Indicates that a request for a measurement initiation was ignored as another 
measurement was already in progress. ] 


Trigger deadlock 

[Indicates that the trigger source for the initiation of a measurement is set to GET 
and subsequent measurement query is received. The measurement cannot be 
started until a GET is received, but the GET would cause an INTERRUPTED 
error. | 


Arm deadlock 
[Indicates that the arm source for the initiation of a measurement is set to GET 
and subsequent measurement query is received. The measurement cannot be 
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started until a GET is received, but the GET would cause an INTERRUPTED 
error. | 


-220 Parameter error 
[Indicates that a program data element related error occurred. This error message 
should be used when the device cannot detect the more specific errors described 
for errors -221 through -229.] 


-221 Settings conflict 
[Indicates that a legal program data element was parsed but could not be executed 
due to the current device state (see JEEE 488.2, 6.4.5.3 and 11.5.1.1.5.)] 


-222 Data out of range 
[Indicates that a legal program data element was parsed but could not be executed 
because the interpreted value was outside the legal range as defined by the device 
(see JEEE 488.2, 11.5.1.1.5.)] 


-223 Too much data 
[Indicates that a legal program data element of block, expression, or string type 
was received that contained more data than the device could handle due to 
memory or related device-specific requirements. ] 


-224 Illegal parameter value 
[Used where exact value, from a list of possibles, was expected. ] 


-225 Out of memory. [The device has insufficent memory to perform the requested 
operation. ] 


-226 Lists not same length. [Attempted to use LIST structure having individual LIST’s 
of unequal lengths. ] 


-230 Data corrupt or stale 
[Possibly invalid data; new reading started but not completed since last access. ] 


-231 Data questionable 
[Indicates that measurement accuracy is suspect. ] 


-232 Invalid format 
[Indicates that a legal program data element was parsed but could not be executed 
because the data format or structure is inappropriate. For example when loading 21 
memory tables or when sending a SYSTem:SET parameter from an unknown 
instrument. | 


-233 Invalid version 
[Indicates that a legal program data element was parsed but could not be executed 
because the version of the data is incorrect to the device. This particular error 
should be used when file or block data formats are recognized by the instrument 
but cannot be executed for reasons of version incompatibility. For example, a not 
supported file version, a not supported instrument version] 
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Hardware error 

[Indicates that a legal program command or query could not be executed because 
of a hardware problem in the device. Definition of what constitutes a hardware 
problem is completely device-specific. This error message should be used when 
the device cannot detect the more specific errors described for errors -241 through 
-249.] 


Hardware missing 

[Indicates that a legal program command or query could not be executed because 
of missing device hardware; for example, an option was not installed. Definition 
of what constitutes missing hardware is completely device-specific. ] 


Mass storage error 

[Indicates that a mass storage error occurred. This error message should be used 
when the device cannot detect the more specific errors described for errors -251 
through -259.] 


Missing mass storage 

[Indicates that a legal program command or query could not be executed because 
of missing mass storage; for example, an option that was not installed. Definition 
of what constitutes missing mass storage is device-specific.] 


Missing media 

[Indicates that a legal program command or query could not be executed because 
of a missing media; for example, no disk. The definition of what constitutes 
missing media is device-specific.] 


Corrupt media 

[Indicates that a legal program command or query could not be executed because 
of corrupt media; for example, bad disk or wrong format. The definition of what 
constitutes corrupt media is device-specific.] 


Media full 

[Indicates that a legal program command or query could not be executed because 
the media was full; for example, there is no room on the disk. The definition of 
what constitutes a full media is device-specific.] 


Directory full 

[Indicates that a legal program command or query could not be executed because 
the media directory was full. The definition of what constitutes a full media 
directory is device-specific. ] 


File name not found 

[Indicates that a legal program command or query could not be executed because 
the file name on the device media was not found; for example, an attempt was 
made to read or copy a nonexistent file. The definition of what constitutes a file 
not being found is device-specific.] 


21-22 SYSTem:ERRor Subsystem 


-257 


-258 


-260 


-261 


-270 


-271 


-272 


-273 


-274 


-275 


1999 SCPI Command Reference 


File name error 


[Indicates that a legal program command or query could not be executed because 
the file name on the device media was in error; for example, an attempt was made 
to copy to a duplicate file name. The definition of what constitutes a file name 


error is device-specific. ] 


Media protected 


[Indicates that a legal program command or query could not be executed because 
the media was protected; for example, the write-protect tab on a disk was present. 
The definition of what constitutes protected media is device-specific. ] 


Expression error 
[Indicates that a expression program data e 


lement related error occurred. This 


error message should be used when the device cannot detect the more specific 
errors described for errors -261 through -269.] 


Math error in expression 

[Indicates that a syntactically legal express 
executed due to a math error; for example, 
definition of math error is device-specific.] 


Macro error 


ion program data element could not be 
a divide-by-zero was attempted. The 


[Indicates that a macro-related execution error occurred. This error message 


should be used when the device cannot det 
for errors -271 through -279.] 


Macro syntax error 


ect the more specific errors described 


[Indicates that that a syntactically legal macro program data sequence, according 
to IEEE 488.2, 10.7.2, could not be executed due to a syntax error within the 


macro definition (see JEEE 488.2, 10.7.6.3 


Macro execution error 


I 


[Indicates that a syntactically legal macro program data sequence could not be 
executed due to some error in the macro definition (see JEEE 488.2, 10.7.6.3.)] 


Illegal macro label 


[Indicates that the macro label defined in the *DMC command was a legal string 
syntax, but could not be accepted by the device (see JEEE 488.2, 10.7.3 and 
10.7.6.2); for example, the label was too long, the same as a common command 


header, or contained invalid header syntax. 


Macro parameter error 


] 


[Indicates that the macro definition improperly used a macro parameter 


placeholder (see IEEE 488.2, 10.7.3).] 


Macro definition too long 


[Indicates that a syntactically legal macro program data sequence could not be 
executed because the string or block contents were too long for the device to 


handle (see JEEE 488.2, 10.7.6.1).] 
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Macro recursion error 
[Indicates that a syntactically legal macro program data sequence could not be 
executed because the device found it to be recursive (see IEEE 488.2, 10.7.6.6).] 


Macro redefinition not allowed 

[Indicates that a syntactically legal macro label in the *DMC command could not 
be executed because the macro label was already defined (see JEEE 488.2, 
10.7.6.4).] 


Macro header not found 
[Indicates that a syntactically legal macro label in the *GMC? query could not be 
executed because the header was not previously defined.] 


Program error 

[Indicates that a downloaded program-related execution error occurred. This error 
message should be used when the device cannot detect the more specific errors 
described for errors -281 through -289. A downloaded program is used to add 
algorithmic capability to a device. The syntax used in the program and the 
mechanism for downloading a program is device-specific. ] 


Cannot create program 
[Indicates that an attempt to create a program was unsuccessful. A reason for the 
failure might include not enough memory. ] 


Illegal program name 

[The name used to reference a program was invalid; for example, redefining an 
existing program, deleting a nonexistent program, or in general, referencing a 
nonexistent program. ] 


Illegal variable name 
[An attempt was made to reference a nonexistent variable in a program. ] 


Program currently running 
[Certain operations dealing with programs may be illegal while the program is 
running; for example, deleting a running program might not be possible. ] 


Program syntax error 
[Indicates that a syntax error appears in a downloaded program. The syntax used 
when parsing the downloaded program is device-specific.] 


Program runtime error 


Memory use error 
[Indicates that a user request has directly or indirectly caused an error related to 
memory or <data_handle>s, this is not the same as “bad” memory. ] 


Out of memory 
Referenced name does not exist 


Referenced name already exists 
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-294 Incompatible type 
[Indicates that the type or structure of a memory item is inadequate] 


Device-Specific Error 

An <error/event number> in the range [ -399 , -300 ] or [ 1 , 32767 ] indicates that the 
instrument has detected an error which is not a command error, a query error, or an 
execution error; some device operations did not properly complete, possibly due to an 
abnormal hardware or firmware condition. These codes are also used for self-test response 
errors. The occurrence of any error in this class should cause the device-specific error bit (bit 
3) in the event status register JEEE 488.2, section 11.5.1) to be set. The meaning of positive 
error codes is device-dependent and may be enumerated or bit mapped; the <error message> 
string for positive error codes is not defined by SCPI and available to the device designer. 
Note that the string is not optional; if the designer does not wish to implement a string for a 
particular error, the null string should be sent (for example, 42,""). The occurrence of any 
error in this class should cause the device-specific error bit (bit 3) in the event status register 
(IEEE 488.2, section 11.5.1) to be set. Events that generate device-specific errors shall not 
generate command errors, execution errors, or query errors; see the other error definitions in 
this section. 


Error Error String [description/explanation/examples] 

Number 

-300 Device-specific error 
[This is the generic device-dependent error for devices that cannot detect more 
specific errors. This code indicates only that a Device-Dependent Error as defined 
in JEEE 488.2, 11.5.1.1.6 has occurred.] 


-310 System error 
[Indicates that some error, termed “system error” by the device, has occurred. 
This code is device-dependent.] 


-311 Memory error 
[Indicates some physical fault in the device’s memory, such as parity error.] 


-312 PUD memory lost 
[Indicates that the protected user data saved by the *PUD command has been lost.] 


-313 Calibration memory lost 
[Indicates that nonvolatile calibration data used by the *CAL? command has been 
lost. ] 

-314 Save/recall memory lost 


[Indicates that the nonvolatile data saved by the *SAV? command has been lost.] 


-315 Configuration memory lost 
[Indicates that nonvolatile configuration data saved by the device has been lost. 
The meaning of this error is device-specific. ] 
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-320 Storage fault 
[Indicates that the firmware detected a fault when using data storage. This error is 
not an indication of physical damage or failure of any mass storage element.] 


-321 Out of memory 
[An internal operation needed more memory than was available.] 


-330 Self-test failed 
-340 Calibration failed 


-350 Queue overflow 
[A specific code entered into the queue in lieu of the code that caused the error. 
This code indicates that there is no room in the queue and an error occurred but 
was not recorded. ] 


-360 Communication error 
[This is the generic communication error for devices that cannot detect the more 
specific errors described for errors -361 through -363.] 


-361 Parity error in program message 
[Parity bit not correct when data received for example, on a serial port.] 


-362 Framing error in program message 
[A stop bit was not detected when data was received for example, on a serial port 
(for example, a baud rate mismatch).] 


-363 Input buffer overrun 
[Software or hardware input buffer on serial port overflows with data caused by 
improper or nonexistent pacing. ] 


-365 Time out error 
[This is a generic device-dependent error. ] 


Query Error 

An <error/event number> in the range [ -499 , -400 ] indicates that the output queue control 
of the instrument has detected a problem with the message exchange protocol described in 
IEEE 488.2, chapter 6. The occurrence of any error in this class shall cause the query error 
bit (bit 2) in the event status register JEEE 488.2, section 11.5.1) to be set. These errors 
correspond to message exchange protocol errors described in IEEE 488.2, section 6.5. One 
of the following is true: 


= An attempt is being made to read data from the output queue when no output is 
either present or pending; 


™ Data in the output queue has been lost. 


Events that generate query errors shall not generate command errors, execution errors, or 
device-specific errors; see the other error definitions in this section. 


Error Error String [description/explanation/examples] 
Number 


21-26 SYSTem:ERRor Subsystem 


1999 SCPI Command Reference 


-400 Query error 
[This is the generic query error for devices that cannot detect more specific errors. 
This code indicates only that a Query Error as defined in JEEE 488.2, 11.5.1.1.7 
and 6.3 has occurred. ] 


-410 Query INTERRUPTED 
[Indicates that a condition causing an INTERRUPTED Query error occurred (see 
IEEE 488.2, 6.3.2.3); for example, a query followed by DAB or GET before a 
response was completely sent.] 


-420 Query UNTERMINATED 
[Indicates that a condition causing an UNTERMINATED Query error occurred 
(see IEEE 488.2, 6.3.2.2); for example, the device was addressed to talk and an 
incomplete program message was received. ] 


-430 Query DEADLOCKED 
[Indicates that a condition causing an DEADLOCKED Qtery error occurred (see 
IEEE 488.2, 6.3.1.7); for example, both input buffer and output buffer are full and 
the device cannot continue. | 


-440 Query UNTERMINATED after indefinite response 
[Indicates that a query was received in the same program message after an query 
requesting an indefinite response was executed (see [EEE 488.2, 6.5.7.5).] 


21.8.13 Power On Event 
An <error/event number> in the range [-599:-500] is used when the instrument wishes to 
report a 488.2 power on event to the event/error queue. This event occurs when the 
instrument detects an off to on transition in its power supply. This event also sets the power 
on bit, (bit 7) of the Standard Event Status Register. See IEEE 488.2, section 11.5.1. 


Event Event String [description/explanation/examples] 
Number 
-500 Power on 
[The instrument has detected an off to on transition in its power supply. ] 


21.8.14 User Request Event 
An <error/event number> in the range [-699:-600] is used when the instrument wishes to 21 
report a 488.2 user request event. This event occurs when the instrument detects the 
activation of a user request local control. This event also sets the user request bit (bit 6) of 
the Standard Event Status Register. See IEEE 488.2, section 11.5.1. 


Event Event String [description/explanation/examples] 
Number 
-600 User request 
[The instrument has detected the activation of a user request local control] 
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Request Control Event 

An <error/event number> in the range [-799:-700] is used when the instrument wishes to 
report a 488.2 request control event to the error/event queue. This event occurs when the 
instrument requests to become the active IEEE 488.1 controller-in-charge. This event also 
sets request control bit (bit 1) of the Standard Event Status Register. See IEEE 488.2, 
section 11.5.1. 


Event Event String [description/explanation/examples] 
Number 
-700 Request control 
[The instrument requested to become the active IEEE 488.1 controller-in-charge] 


Operation Complete Event 

An <error/event number> in the range [-899:-800] is used when the instrument wishes to 
report a 488.2 operation complete event to the error/event queue. This event occurs when 
instrument’s synchronization protocol, having been enabled by an *OPC command, 
completes all selected pending operations. This protocol is described in IEEE 488.2, section 
12.5.2. This event also sets the operation complete bit (bit 0) of the Standard Event Status 
Register. See IEEE 488.2, section 11.5.1. Note: *OPC? does not set bit 0 nor does it enter 
any event in the error/event queue. 


Event Event String [description/explanation/examples] 

Number 

-800 Operation complete 
[The instrument has completed all selected pending operations in accordance with 
the IEEE 488.2, 12.5.2 synchronization protocol] 


:HELP 

SYSTem:HELP 

The HELP subsystem contains the instrument’s help utilities that are provided to the 
programmer. 


:HEADers? 

SYSTem:HELP:HEADers? 

The HEADers? query shall return all SCPI commands and queries and IEEE 488.2 common 
commands and common queries implemented by the instrument. The response shall be a 
<DEFINITE LENGTH ARBITRARY BLOCK RESPONSE DATAS element, see IEEE 
488.2 section 8.7.9. The full path for every command and query shall be returned separated 
by linefeeds. The syntax of the response is defined as: 


The <nonzero digit> and sequence of <digit> follow the rules in IEEE 488.2, Section 8.7.9. 
An <SCPI header> is defined as: 


It shall contain all the nodes from the root. The <SCPI program mnemonic> contains the 
node in standard SCPI format. The shortform shall use uppercase characters while the 
additional characters for the longform shall be in lowercase characters. Default nodes shall 
be surrounded by square brackets ([]). 
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<SCPI progam } anlar a 


4 5d query 
mnemonic> dns | indication> 


<common 
header> 











The entire <SCPI header> shall have an indication of the header type, using a <command 
query indication>. 


A node which has a numeric suffix, described in Volume 1, section 6.2.5, is indicated by 
including a <numeric suffix indication>. 


A <numeric suffix indication> is defined as: 









<digit> 


SaEaFL 


Vol 1, 8.3.3 


where: 
nothing indicates no suffix is allowed 
<numeric_list> indicates list of suffixes allowed 
<digit>(s) indicates this specific suffix is allowed 
{2:7} indicates range of suffixes is unknown, or 


can’t tell if suffix is allowed 





Numbers between the curly braces shall indicate valid values for the numeric suffix. For 
example, {1:4} means the values one through four may be appended to that node. If the 
instrument cannot determine the legal values for the numeric suffix, it may use the special 
form, {?:?}, to show that a numeric suffix may be allowed even though the range is 
unknown. The use of a <numeric_list> is especially useful with a large number of suffixes. 
For headers which accept only a small number of numeric suffixes, specific values are 
preferred. 


A <command query indication> is defined as: 
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If the instrument is unable to determine if the header is an event, query only, or a 
command/query pair, it shall append /unknown/ to the header. Otherwise, a normal 
command/query pair shall have nothing additional following the path, a query only header 
shall have ?/qonly/ appended, and a command which is an event with no query form shall 


have /nquery/ appended. 
A <common header> is defined as: 
<common response <command 
header> query 
IEEE 488.2, 8.6.2 indication> 


A <common response header> contains only upper case letters. 


Headers may appear in any order. 


The response shall not include any macro labels. The *LMC? common query is used to 


return macro labels. 


For example, an instrument which implemented the required commands listed in Syntax & 
Style, Volume 1 section 4.2.1, this query, and the required IEEE 488.2 common commands 


and queries might return: 


#3425 

:SYSTem:ERRor?/gonly/ 
:SYSTem:HELP:HEADers?/qonly/ 
:SYSTem: VERSion?/qonly/ 
:STATus:OPERation[:EVENt]?/qonly/ 
:STATus:OPERation: CONDition?/qonly/ 
:STATus:OPERation:ENABle 
:STATus:QUEStionable[:EVENt]?/gonly/ 
:STATus:QUEStionable:CONDition?/qonly/ 
:STATus:QUEStionable:ENA Ble 
:STATus:PRESet/nquery/ 

*IDN?/qonly/ 

*RST/nquery/ 

*TST?/qonly/ 

*OPC/nquery/ 

*OPC?/qonly/ 


21-30 SYSTem:HELP 


Pa 


1999 SCPI Command Reference 


*WAIT/nquery/ 
*CLS/nquery/ 
*ESE 
*ESR?/qonly/ 
*SRE 
*STB?/qonly/ 


*RST shall have no direct effect on the response to this query, but changing the instrument 
state may change the list of valid commands and queries. 


:SYNTax? <command_header> 

SYSTem:HELP:SYNTax? 

The SYNTax? query causes the device to return a string containing the syntax specification 
of the command associated with the <command_header>. The <command_header> 
parameter is a string containing any implemented command or query header that starts from 
the root. Default nodes and suffixes may appear in the <command_header> parameter. 


Numeric suffixes may be explicitly specified in the <command_header>. Only the header 
and parameter syntax of the specified <command_header> is returned. If no numeric suffix 
is specified, default 1 is assumed. In that case, devices that implement a numeric suffix shall 
show the suffix 1 as an optional element in their response. 


The part of the returned string that reflects the syntax of the parameter part of the command 
is be separated from the header syntax part by one or more ASCII space characters (decimal 
32). The parameter part shall contain all required and allowed parameters. Parameter 
notation shall conform to notations of the Command Tables, being used throughout 

Volume 2 and specified in chapter 5.1 of Volume 1. Optionality is reflected by placing the 
optional items in between square brackets. Optional nodes are reflected in the same way. 


The Long Form shall be used to represent mnemonics in the response to the :SYNTax? 
query. The letter case notation habit, as specified in chapter 5.1 of “Volume 1: Syntax and 
Style,” shall be used for mnemonics to differentiate between Long- and Short form. 


Any <command_header> that is not a valid command header being recognized by the 
device, shall cause the device to return a null string ("""). E.g. if the <command_header> 
contains only a part of the header, contains an illegal numeric suffix, etc. 


For example, if the command tree were 
[:ALPHa<n>] 
:BETA 
[ : GAMMa ] 
:DELTa<n> ON|OFF|TRIGger 








where the <n> indicates a range of suffix values is accepted for ALPHa and DELTa only. 


Then SYSTem: HELP: SYNTax? “: BETA: GAMMA:DELTA” will return 
“[ALPHa[1]]:BETA[:GAMMa]:DELTa[1] ON|OFF|TRIGger” 

















SYNTax? is a query only and therefore does not have an associated *RST value. 
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:KEY <numeric_value> 

SYSTem:KEY 

The KEY node is a limited implementation of the naming conventions subsystem described 
in “Volume 1: Syntax and Style”. The limitation is that keys can only be referred to 
numerically, and the numbers allowed by a particular instrument (key codes) are fixed. 


The KEY? query returns the key code for the last key pressed. Instruments may implement a 
queue of keys (possibly of length 1) and return a value of -1 to indicate an empty queue. The 
queue is emptied at *RST. 


If the KEY command is sent with a parameter, that simulates the pressing of that key. The 
keycode determined by the parameter is entirely device-dependent but must match the 
corresponding parameter returned for the query form. The KEY command may or may not 
put an entry into the KEY? queue. 


The queue of keys is cleared by *RST. 
:CATalog 
SYSTem:KEY:CATalog 


This query returns a list of the defined keys in the subsystem. The response is a comma 
separated list of NR1 elements corresponding to each key that has been defined. 


:DEFine <numeric_value>,<block>[,<string>] 

SYSTem:KEY:DEFine 

The DEFine command shall redefine a key on the instrument’s keyboard so that pressing the 
key will execute a particular function. The first parameter is the key code for the key to be 
remapped, and the second parameter contains the command sequence to be executed. The 
optional third parameter is a key label for the redefined key. 


The particular keycodes are device-dependent. 


The softkey label parameter is optional, but it must be accepted by the implementation. If 
softkeys are not implemented, the third parameter should be ignored. 


The command sequence is a block containing any sequence of SCPI commands. 
Implementations have the option of limiting this block to contain a single command. It is 
device-dependent when the block has its syntax checked. 


The query form of the command returns a list of all redefined keys in the form: 
<NRI1>,<block>,<string>. If the key is unlabeled, the third parameter shall be an empty 
string. 


Key definitions are not affected by *RST. 


:DELete <numeric_value> 
SYSTem:KEY:DELete 


The DELete command removes the definition of the key referred to by <numeric_value> set 
by a previous DEFine command. The key may return to its default definition, if any. 


21-32 SYSTem:KEY 


1999 SCPI Command Reference 


21.11 :KLOCk <Boolean> 
SYSTem:KLOCk 
This command locks the local controls of an instrument. This includes any front panel, 
keyboard, or other local interfaces. The SYSTem:KLOCKk setting does not affect the 488.1 
Remote/Local state, if implemented. 


This value cannot be reset to OFF, unless SYSTem:SECurity:STATe is OFF. 


If SYSTem:SECurity:STATe is OFF, the KLOCk value is set to OFF at *RST. If 
SYSTem:SECurity:STATe is ON, *RST has no effect. 


alst2 :LANGuage <string> 
SYSTem:LANGuage 
The receipt of this command shall cause the instrument to perform a language switch to 
another language. The contents of the string are device dependent, however, the following 
contents are suggested: 


™ COMPatibility — The language is a backwards compatible set for the product line. 
™ CIIL — Selects the CIIL language of the instrument. 


All devices which implement alternate languages shall also implement this command. An 
instrument which is currently executing SCPI will not leave SCPI to enter an alternate 
language under any other conditions, except possibly power-on. There is no query 
corresponding to this command. 


21.13 :LFRequency<numeric_value> 
SYSTem:LFRequency 
The numeric value is used as the reference frequency. If the instrument is capable of using 
only discrete reference values (e.g. 50 or 60 Hz), it will use the specified value to select the 
nearest valid setting. 


*RST does not affect this setting. 


21.13.1. :AUTO <Boolean> | ONCE 
SYSTem:LFRequency:AUTO 
If AUTO ONCE is specified, the instrument will measure the line frequency internally and 
use the result (or the nearest valid setting, if necessary) as its reference. After the 
measurement is complete, this setting reverts to OFF. If AUTO ON is specified, the 
instrument will continuously monitor the line frequency (through repetitive measurements, 
phase locking, etc.). 





Behavior at power-on is device-dependent; an instrument capable of measuring the line 
frequency may choose to do so when power is applied. Other options are (1) to preserve the 
value last specified with LFRequency, (2) to choose a default setting, or (3) to use hard 
controls to determine the setting. 


*RST does not affect this setting. 


SYSTem:KLOCk 21-33 


21.14 


21.14.1 


21.14.2 


21.14.3 


1999 SCPI Command Reference 


‘LOCK 
SYSTem:LOCK 


This subsystem controls the availability of an instrument. It allows the communication 
channel that these SCPI commands arrived on (session) to attempt to attain exclusive use of 
this instrument by attaining a lock. 


The behavior of the device when receiving SCPI commands from a session that does not 
have the lock is device dependent. 


On *RST the ownership of the lock is device dependent. 


:OWNer? 

‘SYSTem:LOCK:OWNer? 

This query returns what session currently has the lock on this device. If no session has a lock 
then “NONE” shall be returned. 






REMote 


LOCK=ON 
DEVice=REMote 











LOCK=OFF 
DEVice=NONE 







LOCK=ON 
DEVice=LOCal 





Figure 21.2 System Lock Format 


:RELease 
:SYSTem:LOCK:RELease 


This event releases the lock if owned by this session. If this session does not have the lock, 
this command has no effect. This command has no query form. 


:REQuest? 
:SYSTem:LOCK:REQuest? 


This event shall only be implemented as a query. It attempts to attain the lock on this device 
and returns | if successful and 0 if it fails. 
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Pa Wg bo: :PASSword 
SYSTem:PASSword 


This subsystem provides for the enabling, disabling, and changing of passwords to control 
access to selected SCPI commands and queries. The instrument’s documentation shall 
indicate which commands are under the control of SYSTem:PASSword. 


Password protection shall be locally defeatable. The device shall have a local means to: 
™ reset the password to the default value, “DEFAULT”. 
™ enable all protected commands. 
The means of protection for this local resetting and enabling is entirely device dependent. 


The device shall report error -203, (command protected), if a password-protected command 
is received that is currently disabled. 


Neither the current password nor command protection state shall be affected by *RST. 
21.15.1 :CDISable <password> 


SYSTem:PASSword:CDISable 


Sending :CDISable (Command DISable) disables protected commands. The <password> 
data is of type string and the password is case sensitive. There is no query form. 


Sending an invalid password generates error -221, (settings conflict). 
21.15.2 [:CENable] <password> 
SYSTem:PASSword:CENable 


Sending :CENable (Command ENable) enables protected commands to function. The 
<password> data is of type string and the password is case sensitive. There is no query form. 


Sending an invalid password generates error -221, (settings conflict). 
21.15.2.1  :STATe? 
SYSTem:PASSword:CENable:STATe? 


STATe? returns a 0 if password protected commands are disabled and a | if they are 
enabled. There is no command form. 


21.15.38 :NEW <current password>,<new password> 
SYSTem:PASSword:NEW 


This command changes the password from the default or current value to the new value. f21 
Both parameters are strings. The <current password> must be correct for the command to 
execute. Password strings are case sensitive. There is no query form. 


Sending an invalid current password generates error -221, (settings conflict). 


21.16 :PRESet 
SYSTem:PRESet 


Sets the device to the same state as the front-panel reset key. This command is similar to the 
*RST command, but differs in that it duplicates the action of the front panel reset key. 
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Normally this state will be optimized for front panel operation of the device instead of bus 
operation. 
Other PRESet states may be accessed with this instruction by using a numeric suffix. For 


instance, PRESet2 could provide a high speed configuration. 


The state of the device after PRESet is not defined by SCPI. There is no query corresponding 
to this command. 


:SECurity 
SYSTem:SECurity 
Controls the security of the instrument. 


:IMMediate 
SYSTem:SECurity:IMMediate 


This command is an event which immediately destroys all measurement data and instrument 
settings. Current settings are initialized to their *RST values. All macros, user variables, and 
*SAV/*RCL registers are initialized. Critical calibration constants are retained. 


This command can be under control of the SYSTem:PASSword subsystem. The device shall 
report error -203, (command protected), if SECurity:[MMediate is received while password 
protected. 


This commmand is an event, and therefore has no *RST value associated with it. 


[:STATe] <Boolean> 
SYSTem:SECurity:STATe 


STATe controls the security mode of the instrument. For example, when in secure mode, any 
display annunciators which have been disabled cannot be reenabled without destroying 
certain stored information. 


The value is not affected by *RST or *RCL. 


When this value changes from ON to OFF, everything except possibly some CALibration 
data must be initialized or destroyed. For example, the following shall be initialized: 


= Instrument state (perform *RST). 
= All macros (perform *PMC). 
= All user variables. 


™ Allstate registers (perform *SAV into all registers after *RST). 


:SET <block data> 
SYSTem:SET 


Sets the instrument to the complete or partial state determined by the contents of the 
parameter. The form and contents of the block data is device-dependent. 


This command shall be required for instruments that return a block of binary settings in 
response to the *LRN? query. 
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Instruments that implement the *LRN? query and return a block of binary settings as 
response to *LRN?, shall implement also the SYSTem:SET command. In this case the 
response format of *LRN? shall contain SYST:SET <block data>. 


Note that IEEE 488.2 requires the response to *LRN? to be a legal program message. Since 
the SYSTem:SET command is the SCPI command which programs the instrument settings 
by binary block data, this must be the response to the *LRN? query when it returns this data 
format. 


The implementation of the SYSTem:SET command is optional if the *LRN? query response 
are the SCPI commands that are normally used for programming the instruments. 


The query form of this command will return a definite block data element which contains the 
instrument’s current state. The SET command may be implemented without the associated 


query. 


21.19 :TIME <hour>,<minute>,<second> 
SYSTem:TIME 
Any instrument which has an internal clock shall implement this command to set the clock. 
The three parameters for this command are: 


<hour>: Must be <numeric_value>. It is always rounded to the nearest integer. Its 
range is 0 to 23 inclusive. All instruments implementing the TIME function 
shall report and accept hour information in 24 hour format. 


<minute>: Must be <numeric_value>. It is always rounded to the nearest integer. Its 
range is 0 to 59 inclusive. 


<second>: Must be <numeric_value>. It is rounded to the resolution of the clock. Its 
range is 0 to 60. 60 is allowed since rounding may cause a number greater 
than 59.5 to be rounded to 60. When this element is rounded to 60 it shall be 
set to 0 and the minute value incremented. Any other carries shall be rippled 
through the date. 


The query response message shall consist of three fields separated by commas: 
<hour>,<minute>,<second> 


The three fields will contain the following information: 


<hour>: NRI1 format ranging from 0 to 23. Em 
<minute>: NR1 format ranging from 0 to 59. 
<second>: NR1 or NR2 format. If the resolution of the clock is no better than seconds, 


an NR1 format shall be used. If the resolution is better than seconds, an NR2 
format shall be used. Range is 0 to 59.999999... 


This setting shall not be affected by a *RST command. 
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:TiMer 
SYSTem:TIME:TIMer 


This subsystem contains commands that control an internal timer/counter. 
In some instruments the value of this timer may be used to timestamp internal readings. 


:COUNt <numeric_value> 
SYSTem:TIME:TIMer:COUNt 


COUNt sets or queries the current value of the timer. 


Sending this command shall not affect TIMer:STATe. When the TIMer:STATe is ON the 
count will increase. 


This command sets or queries the current count for the timer in seconds. 
The default value of this parameter is 0. 
At *RST this value be set to 0. 


[:STATe] <Boolean> 
SYSTem:TIME:TIMer:STATe 


This node sets or queries the TIMer:STATe. If the STATe is ON the TIMer is running. 
At *RST the TIMer:STATe is OFF 


:TZONe <hour> [,<minute>] 
SYSTem:TZONe 


An instrument which has an internal clock and can keep track of the time zone shall 
implement this command to set the time zone. 


The fields have the following meanings: 


<hour>: Must be a <numeric_value>. The value shall be rounded to the nearest 
integer. Range -12 to +12. 


<minute>: Must be a <numeric_value>. The value shall be rounded to the nearest 
integer. Range -59 to 59. 


When each field is subtracted from the value of the TIME command, the result is the correct 
universal coordinated time (also known as UCT, Zulu, Greenwich Mean Time). 


The default value of <minute> is zero. 


This shall not be changed by the receipt of a *RST. 


:VERSion? 

SYSTem:VERSion? 

This query returns an <NR2> formatted numeric value corresponding to the SCPI version 
number for which the instrument complies. The response shall have the form YYYY.V where 
the Ys represent the year-version (i.e. 1990) and the V represents an approved revision 
number for that year. If no approved revisions are claimed, then this extension shall be 0. 
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An instrument known to claim SCPI compatibility that does not respond to the VERSion 
query shall be assumed to conform to version 1990.0. 


This query shall be implemented by all instruments claiming conformance to a SCPI version 
greater than 1990.0. 


VERSion? is a query only and therefore does not have an associated *RST state. 
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22 TEST Subsystem 


The TEST subsystem provides a section to extend standard instrument self-test procedures 
beyond the JEEE 488.2 *TST command. 
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TRACe | DATA 


A TRACe or a DATA area is a named entity stored in instrument memory. TRACe | DATA 
areas may also be used to store other types of data, such as constant arrays for use in trace 
arithmetic or corrections, or displayed waveforms. Alternatively, TRACe | DATA areas may 
be used for equivalent scalar (single point) purposes. 


Certain TRACe format and capabilities are the focus of other emerging standards. To 
prevent diluting the effect of SCPI or any other standards related to the manipulation of 
TRACes, SCPI has left such capability undefined at this time with the view to adopting an 
industry standard when one becomes available. The undefined capabilities include the 
following: 


™ Trace math operations for specifying arithmetic relationships between traces, 
including the use of user-defined constants and functions. 


™ Trace activation and routing for specifying the destination for measurement 


results. 
KEYWORD PARAMETER FORM NOTES 
TRACeIDATA 1991 
:CATalog? [query only] 
:COPY <trace_name>, [event; no query] 1991,2 
(<trace_name>l<data_handle>) 
[:DATA] <trace_name>,(<block>I<dif_expression>| 1993 
(<numeric_value>{,<numeric_value>})) 
:LINE <trace_name>,<numeric_value>,<numeric_value>, 
<numeric_value>,<numeric_value> 1992 
:PREamble? <trace_name> [query only] 1994 
:VALue <trace_name>,<numeric_value>,<numeric_value> 1992 
:DEFine <trace_name>[,(<numeric_value> 
l<trace_name>)] 
:DELete 
[: NAME] <trace_name> [event; no query] 
‘ALL [event; no query] 
:FEED <trace_name>,(<data_handle>INONE) 1991 
:CONTrol <trace_name>,(ALWayslOCONditionINEXTINEVer) 1991 
:OCONdition <trace_name>,<condition_expr> 1991 
‘FREE? [query only] 
:POINts <trace_name>[,<numeric_value>] 1993 
:AUTO <trace_name>,(<Boolean>IONCE) [event; no query] ES 


Many TRACe subsystem commands are of the following general form: 
TRACe:COMMand <destination trace_name>,<source trace data> 


The <trace_name> is <CHARACTER PROGRAM DATA> (EEE 488.2, section 7.7.1). 
There is no difference between uppercase and lowercase letters used in <trace_name>. There 
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is no short form abbreviation for <trace_name>. The destination trace is always the first 
parameter in the list. The <source trace data> parameter may be an existing <trace_name>, 
or a block, or expression which is evaluated as trace data. 


*RST has no effect on this subsystem. 


:CATalog? 

TRACe:CATalog? 

The CATalog? query returns a comma-separated list of strings which contains the names of 
all traces. If there are no <trace_name> defined, a single empty string is returned. Some 
instruments may have one or more intrinsic, permanent <trace_name>. These traces must be 
listed along with any user-named traces. 

:COPY <trace_name>, ( <trace_name> | <data_handle> ) 

TRACe:COPY 

The COPY command set the data values in the destination trace, from internal data stores in 
the instrument. There is no query form of this command, it is an event only. 


If the data source is a <trace name>, the data is copied into the destination trace. For 
example, COPY REF,TRACE1 will copy the data currently in TRACE] into the trace 
named REF. 


If the data source is a <data_handle>, the data shall be copied directly from the data pool 
specified. For example, COPY REF, “CALCulate1” will copy the data emitted by the 
CALCulatel block. When the data is copied depends on the type of memory associated with 
the data flow. If the memory is transient, as described in section 2.7.5, then the data shall be 
copied when data becomes available, for example when a new acquistion takes place. If the 
memory is static the data shall be copied immediately, as there is memory that always has 
some value in it associated with the specified <data_handle>, typically the result from an 
earlier acquistion. 


[:DATA] <trace_name>,(<block>|<dif_expression>| 
(<numeric_value>{,<numeric_value>})) 

TRACe:DATA 

The DATA command sets the data values in the destination trace, from information provided 

by the controller. If the data source is a block of data, then the block is directly loaded into 

the destination trace. In this case the data source is block data, the data format is determined 

by the FORMat Subsystem. Note that the data source may also be a Data Interchange Format 

expression. 


If the data source is a single <numeric_value>, every element of the destination trace is set to 
the constant value represented by the evaluation of <numeric value>. For example, DATA 
REF,0.22361 sets all points in the REF trace to 0.22361. If a<numeric_value> is sent for 
each of the points in the allocated <trace_name>, then the <numeric_value>s are mapped 
into the <trace_name>. If an insufficient number of <numeric_value>s are sent, that is less 
than the allocated points, then the result is device dependent. If too many <numeric_value>s 
are sent the device shall generate error -223 (too much data), and the result shall be device 
dependent. 
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The DATA? query <trace name> returns the data values for <trace name>, according to the 
format determined by commands in the FORMat subsystem. 


Note: All parentheses in the syntax for this command are used for grouping purposes only. 


23.3.1 :LINE <trace_name>,<numeric_value>,<numeric_value>, 
<numeric_value>,<numeric_value> 

TRACe:DATA:LINE 
The LINE command is an event which defines a line segment (a series of points) within the 
boundaries of the trace whose name is specified by <trace_name>. The first 
<numeric_value> determines the index of the starting point in the trace. The second 
<numeric_value> is the value of the trace at the starting point. The third and fourth 
<numeric_value> parameters set the end of the line segment index and value. A line segment 
is drawn connecting the start point and end point, inclusive. This command has no query 
form. The index of the first point in a trace is 1. 


23.3.2 :PREamble? <trace_name> 
TRACe:DATA:PREamble? 


PREamble? returns the preamble information supporting the DATA(CURVe(V ALues)) but 
omits the following data: 


= DIF blocks of waveform, measurement, and delta. 
= DIF curve block keywords VALues and CSUM and their parameters. 
The DIF difid block must contain the keyword SCOPe with the parameter of PREamble. 


While the PREamble? query is designed to efficiently transmit data relating directly to the 
curve, the various notes and identification parameters may be sent if absolutely required. 


The <trace_name> parameter functions the same as it does in TRACe:DATA?. 


23.3.3 :VALue<trace_name>,<numeric_value>,<numeric_value> 
TRACe:DATA:VALue 
The VALue command sets or queries the value of an individual point in a trace. The first 
<numeric_value> is the index of the addressed point in the trace defined by <trace_name>. 
The second <numeric_value> is the value to be set for the point. The index of the first point 
in a trace is 1. 


The VALue? <trace_name>,<numeric_value> query returns the data value of the trace 
<trace_name> at the <numeric_value> indexed point. 


23.4 :DEFine <trace_name>[,(<numeric_value>|<trace_name>)] 
TRACe:DEFine }23 
The DEFine command allocates and initializes a new trace. The first parameter is 
<CHARACTER DATAS, and it specifies the new <trace_name>. If the second parameter is 
a <numeric_value>, a new trace is allocated with the specified number of data elements. The 
trace shall be initialized to instrument-specified default values. If the second parameter is the 
name of an existing trace, the new trace becomes a copy of the existing trace in all respects, 
including size and contents. The data in the existing trace is not affected. When the second 
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parameter is omitted, the new trace shall have an instrument-specified default size and initial 
value. 


Limits on the number of named traces are instrument-specific. 


:DELete 

TRACe:DELete 

The DELete commands allow the user to dissociate <trace_name> from trace memory. 
Instrument intrinsic <trace_name> cannot be deleted. There is no query form for the DELete 
commands. 


[:NAME] <trace_name> 

TRACe:DELete:NAME 

The NAME command dissociates a user-created <trace_name> from its trace memory. The 
NAME node is optional in a program message. That is, an instrument is required to accept 
both forms of this command. If the instrument supports dynamic trace memory allocation, 
then the memory allocated for <trace_name> is freed. 


:ALL 

TRACe:DELete:ALL 

The ALL command dissociates all user-created <trace_name> from their trace memory 
units. If the instrument supports dynamic trace memory allocation, then all memory allocated 
for user-created traces is freed. 

:FEED <trace_name>, ( <data_handle> | NONE ) 

TRACe:FEED 

Sets or queries which data flow is fed into the specified TRACeIDATA memory. The first 
parameter specifies the name of the TRACelIDATA memory. The second parameter (used 
only in the command form) selects the data flow to be fed into the memory. 


A <data_handle> is the name of a point in the data flow described by the Instrument Model 
(found at the beginning of this volume). By setting the <data_handle> to a null string (‘*’), 
no data shall be fed into the specified TRACeIDATA memory. When a TRACelIDATA 
memory is created with the DEFine command, the FEED <data_handle> for that memory 
shall be set to null (“”’). 


The query form of this command requires that a valid <trace_name> shall be specified. If the 
TRACelIDATA memory specified in <trace_name> does not exist then an error -224, “Illegal 
parameter value” shall be generated. The query shall return a string that represents the 
<data_handle> selected. If no feed is selected, then the query shall return a null string (“’). 


At *RST, FEED shall be set to NONE. 
:CONTrol <trace_name>, ALWays | OCONdition | NEXT | NEVer 
TRACe:FEED:CONTrol 


Sets or queries how often the specified TRACe | DATA area accepts new data. This control 
has no effect if the FEED <data_handle> is set to null (“°’). The first parameter specifies the 
TRACe | DATA area, the second parameter selects how often new data shall be accepted. 
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By selecting ALWays, whenever new data is available it shall be fed into the specified 
TRACe | DATA area. On CONdition defines that data shall be gated by the OCONdition 
command. NEXT is a one-shot feed, it always waits for new data, such as an new acquistion, 
and ignores any existing data. Once NEXT has completed its feed of data, CONTrol reverts 
to NEVer. NEVer shall cause no data to be fed. 


At *RST, CONTrol is set to a device dependent value. 


23.6.2 :OCONdition <trace_name>, <condition_expr> 

TRACe:FEED:OCONdition 
The On CONdition command sets or queries the condition used to gate data flow into the 
specified TRACe | DATA area. The first parameter specifies the TRACe | DATA area. The 
second parameter is EXPRESSION PROGRAM DATA, which defines the condition, which 
when evaluated to be True shall allow data to be fed through. The production 
<condition_expr> is of the general form: 

‘( <operand_str> <equiv_op> <operand_str> ‘)’ or 

‘C <event_handle> ‘)’ 


The productions <operand_str> and <equiv_op>, the operand string and the equivalence 
operator respectively, shall be defined later. 
23.7 :FREE? 
TRACe:FREE? 
The FREE? query returns the amount of user memory space available for traces, in the 
following form: 
<bytes available>, <bytes in use> 


where the returned data for both shall be in <NR1> format. 


23.8 :POINts <trace_name>[,<numeric_value>] 
TRACe:POINts 
The POINts command sets the number of measurement data points available in the specified 
trace memory. The first parameter specifies the name of the trace to resize. The optional 
second parameter specifies the number of data points which the <trace_name> must 
accommodate. If this parameter is omitted, an instrument specific default value will be used. 
If more than one <numeric_value> is associated with each trace data point (as would be the 
case with a trace consisting of real and imaginary pairs), then the second parameter specifies 
the number of N-tuples in the trace. 


The query POINts? <trace_name> returns the number of measurement data points in the 
specified trace. Note that each data point may have several numeric data items associated 
with it. 

23.8.1. :AUTO<trace_name>,(<Boolean>|ONCE) 
TRACe:POINts:AUTO 
The AUTO command turns trace autosizing ON/OFF. When it is enabled, <trace_name> 
will automatically be resize as necessary to accommodate any new data block assigned to it. 
In this mode of operation, changes in measurement setup will not require adjustments to the 
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size of defined traces. If POINts:AUTO <trace_name>, ONCE is specified, and the trace 
sizing occurs once (on the next measurement). Limits on trace sizes are instrument-specific. 
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24 TRiGger Subsystem 


24.1 


The trigger subsystem is used to synchronize device action(s) with events. A device action 
might be the acquisition of a measurement or the application of a stimulus. The trigger 
subsystem consists of the expanded capability model which is capable of describing very 
complex device trigger systems. It also makes provision, through the ARM-TRIGger model, 
for simple descriptions of less complicated trigger systems. These two models are consistent 
and compatible with each other. The ARM-TRIGger model represents a subset of the 
capability available in the expanded capability model. 


The figures in this section that represent the trigger model adhere to the following 
nomenclature. A box identifies a state of a transition diagram and is referred to as a layer. A 
sequence is a Set of vertically connected layers. A solid line defines flow of control between 
states. A dashed line defines how an event is propagated to other parts of the trigger model 
and the instrument. Events generated by control flowing from one part of the trigger model 
to another part are called “sequence events.” 


ARM-TRIGger Model 

The ARM-TRIGger model represents a level of capability that is often found in a device and 
is shown in figure 24-1. The ARM-TRIGger model shows two independent levels of event 
detection, one in each of the ARM and the TRIGger layers. For a given device the model 
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Figure 24-1 ARM-TRiGger Model 
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may be simplified further by the omission of the ARM layer and any inappropriate 
commands for that device. 


Model Layers 

The following figures detail each of the various types of layers that may exist in a sequence. 
Each layer is shown with a dotted line, which is used to divide the upward and downward 
traverses through the layer. The different traverses are referenced in describing the operation 
of each layer. 


IDLE State 

On receipt of either *RST or ABORt, the trigger subsystem shall enter the IDLE state. 
Receiving the JEEE 488.2 dcas message may also cause a transition to IDLE. Devices which 
cannot process commands when not in IDLE must enter IDLE when dcas is received to meet 
the JEEE 488.2 requirements for device clear. The downward traverse from IDLE state, 
“trigger system initiated,” is affected by either the INITiate[:[MMediate] command or by 
setting INITiate:; CONTinuous to ON. 








ABORt 
*RST or pon 
















INITEIMM] 


or no 
INIT:;CONT ON 














Figure 24-2 IDLE State 


If the INITiate commands are implemented as overlapped, exiting the IDLE state shall cause 
the pending operation flag (as defined by IEEE 488.2) associated with the initiated action to 
be set true. Entering the IDLE state shall cause the pending operation flag to be set false. 


Initiated 

Once the trigger sequence is initiated from the IDLE state, control passes through the 
INITiated state, shown in Fig 24-3, immediately making the downward traverse to the 
highest ARM:LA Yer state. The upward traverse is dependent on the setting of CONTinuous. 
If CONTinuous is set to OFF then the upward transition to the IDLE state shall be made. 
Otherwise, the downward traverse to the highest ARM:LAYer state shall be made, so that 
the trigger sequence remains initiated. If the sequence does not contain any ARM layers, the 
downward transition goes to a TRIGger state. 
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The INITiated state is necessary to avoid having the pending operation flag change state 
every time the entire trigger sequence is completed when CONTinuous is ON. On exit from 
the INITiated state, in both directions, a “sequence event” is generated. These events may be 
used to start actions in the trigger subsystem or actions in other parts of the instrument. 

Fig 24-3 shows the names of these events. An instrument shall implement the initiated state 
even if it implements the INITiate commands as sequential. 


a 
/ sequence event 
yw “INITiated:SEQuence:UP" 









yes INIT:CONT? 


=> 

















sequence event Ze 
1d: 


"INITiated:SEQuence[:DOWN)" Pi 


Figure 24-3 INITiated State 


24.2.3 Event Detection Layer 
The ARM and TRIGger layers are both event detection layers with the TRIGger layer being 
subservient to the ARM layer. Each layer provides one level of event detection. 


The downward traverse through an event detection layer depends on the sourced event being 
detected the specified number of times. Typically, the first event detected after entering the 
event detection layer is all that is required to proceed. However, a particular number of 
occurrences of the same event may be specified using ECOunt; for example, wait for the 
tenth positive edge of a signal. The downward traverse is also subject to a time delay if one is 
specified. 


Two commands override the normal process of the downward traverse. The layer name 

followed by :[MMediate causes the event detection and the subsequent delay to be bypassed. 

The layer name followed by :SIGNal causes the device to proceed as though a single event 

had occurred. 24 


On exit from the ARM or TRIGger state, in either direction, a “sequence event” is generated. 
These events may be used to start actions in the trigger subsystem or in other parts of the 
instrument. An action may not be associated with every “sequence event.” 
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The upward traverse is dependent upon the event detector being satisfied and the value of 
COUNt for the given layer. The event detector in the upward traverse is used to detect when 
an action started by the exit from this layer on the downward traverse has completed. This 
event detector has no commands associated with it, and it is only included in the model to 
prevent the trigger system from looping around until the “device action” associated with the 
given layer has completed. 


When COUNT is greater than one, all of the subservient layers are cycled repeatedly COUNt 
times. For example, to make five measurements, each qualified by the same combination of 
ARM and TRIGger events, the COUNt in the ARM layer should be set to 5. Each time the 
ARM layer is entered from below, the flow is redirected to follow the downward traverse. 
After the fifth cycle, when COUNT is satisfied, the upward traverse to the initiated state is 
made. 


sequence event * 
"TRIGger:SEQuence:UP" or “ARM:SEQuence:LAYer:UP" \_ 
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Figure 24-4 Event Detection Layer 


"TRIGger:SEQuence[:DOWN]" or "“ARM:SEQuence:LAYer[:DOWN]" 


Sequence Event Use 

In the ARM-TRIGger model shown in Fig 24-1, the “sequence event” generated by the 
TRIGger layer is shown starting a “device action.” The “device action” is dependent on the 
settings of the SENSe or SOURce subsystems, for example by the FUNCtion selected. The 
settings of the SENSe and SOURce subsystems are in general device dependent and 
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therefore, the “device action” tied to a “sequence event” is also device dependent. For 
example, in one instrument the event may be used to generate a signal and in another 
instrument it may be used to make a measurement. 


Further, the completion of a device action itself is device dependent. For example, the device 
action could be defined as executing a complete sweep, or it could be defined as initiating a 
sweep. These device actions would signal their completion at different times and 
consequently, would permit the upward transistion through the layer at different times. 
Where an instrument permits control of the characteristics of a device action, the commands 
for that control shall appear in the subsystem employing the event. In the earlier example, a 
command to differentiate between initiating a sweep and executing a complete sweep would 
exist with the commands that control the other characteristics of the sweep. 


The name of a “sequence event” reflects where it was generated. Its form is 


“(CINITiateITRIGger)([:SEQuence[1 ]]I:SEQuence<n>l:<sequence_name>)([: DOWN]I:UP)” 
or 

“ARM([:SEQuence[1]]l:SEQuence<n>l:<sequence_name>)([:LA Yer[1]]l: LA Yer<n>) 
({:DOWN]I:UP)” 


Note: Parentheses used here are for grouping and not literals. The syntax of a sequence event 
is the same as the syntax of the instrument-control header. 


It includes the direction of traverse, the layer, and the sequence. The use of defaults, 
however, allows some short aliases. “ARM” is equivalent to 
“ARM:SEQuencel:LA Yer!: DOWN”. 


24.4 Expanded Capability Trigger Model 
Fig 24-5 is an example of an expanded capability trigger model. An instrument could 
implement a more extensive or simpler trigger system. The purpose of the figure is to 
illustrate concepts. A picture of all possible configurations is not possible. 


The expanded capability trigger model expands upon the ARM-TRIGger model to meet 
more complex needs through additional “Event Detection Layers” as shown in Fig 24-4. 
These additional layers give extra levels of event detection which provide more qualification 
to a particular action, or establish more “sequence events” to synchronize many actions 
within an instrument. Any number of “Event Detection Layers” may be included as 
additional ARM layers, as shown in Fig 24-5. A single trigger layer still exists in the 
expanded capability model. 


Multiple sequences may exist in the expanded capability model to describe concurrently 

operating trigger conditions, also shown in Fig 24-5. Any number of sequences are 

permitted. Sequences may have the same or a different number of layers. Some of the 

sequences may have aliases. These aliases are used where the sequence is performing a | 24 
standard trigger operation. Multiple sequences may be synchronized by linking “sequence 

events” of one sequence to the event detector of another sequence. Some of the standard 

sequences interact in a pre-defined manner which saves creating unnecessary links and 

complicating the model for the standard sequences. 
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An IDLE state is shown with each sequence. The commands *RST and ABORt place all 
sequences immediately in their IDLE states. A device clear shall put the sequences to their 
IDLE states if the device is unable to parse another command without aborting the trigger 
subsystem (non-overlapped operation). Not aborting the initiated sequences is preferable if 
the parser can be cleared by a device clear so it can process a command. 
































































































































:SEQuence[1] :SEQuence2 :SEQuence3 
IDLE IDLE IDLE é 
I La r | * 
oe w o o 
INITiated INITiated INITiated 
as t ST i) 7 
a a 
| ‘ARM i 
| :SEQuence[1] | 
| :LAYer3 | 
{ a I 
I e BR 
| | :ARM I :“ARM 
| :SEQuence[1] 1 | :SEQuence3 « ~ 
| *LAYer2 fan :LAYer2 ‘ 
\ faa es a ij 
I ° \ 1 = > YF ° | 
; | :ARM Na ‘ARM \ 1) cARM 
| :SEQuence[1] |«~ 1? :SEQuence2 Il | :SEQuence3 | 
| :LAYer[1] \ | :LAYer[1] I I :LAYer{1] l 
| 7 r = ? fF 1 | * 
lf e 1! ¥ eo | | ° \ 
| 1) :TRIGger lew fi :TRIGger « | || :TRiGger lk | 
:SEQuence[1]} | |! :SEQuence2 1 :SEQuence3 1 
1 I 11 
(i oa \ “a | | AS 
ity Dy ie a 
Vue av ; ; AY ae ars 
device action(s) 














Figure 24-5 Expanded Capability Trigger Model 


24.4.1. LAYer Nomenclature 
Each state in the trigger subsystem is made unique by its position determined by its row and 
column. In the trigger subsystem each column is called a SEQuence. The rows are labelled in 
a different manner to maintain compatibility with the ARM-TRIGger model. The lowest row 
is called the TRIGger layer. The next one up in called the first ARM layer. The third layer 
from the bottom is called the second ARM layer. 


The <layer_name> for a particular state is determined from its SEQuence, whether it is an 
ARM ora TRIGger layer, and finally the LAYer number if it is an ARM layer. In Figure 
24-5, the layer in the lower left most position is TRIGger[:SEQuence[1]]. Because it is in 
SEQuence1, SEQuence is optional and may be omitted . For this layer, TRIGger is 
sufficient, and is the name used in the ARM-TRIGger model. SEQuence[1] also has the alias 
STARt. This layer’s name is also TRIGger:STARt. 


The SEQuence number increases from left to right, and other SEQuences may have aliases 
as well. The layer to the right of TRIGger:SEQuencel is TRIGger:SEQuence2, which may 
also have the sequence alias TRIGger:STOP. The layer above TRIGger:STARt is 
ARM[:SEQuence[1]][:LAYer[1]], which may be abbreviated to just ARM as LAYerl, as 
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well as SEQuence1, is the default. The next layer up is ARM[:SEQuence[1]]:LA Yer2. The 
LAYer number increases from the lowest ARM layer to the top. 


The “sequence event” names reflects the <layer_name> and whether it occurred on the up or 
downward traverse. Thus, the event used in the ARM-TRIGger model to start the “device 
action” is TRIGger[:SEQuence[1]][: DOWN]. The events related to the INITiated state are 
INITiated[: DOWN] and INITiated:UP. 


24.4.2 Standard SEQuences 
SCPI describes the behavior of SEQuences which have specific names. An instrument is not 
required to implement any of these sequences, but any sequence given one of these names 
shall behave as described. 


STARt The STARt sequence exists to provide pre-qualification to a “device action.” 
This sequence shall leave IDLE when an INITiate:IMMediate:ALL or 
INITiate:CONTinuous:ALL ON is given. If the STARt is implemented then 
it shall exist as an alias to SEQuence[1]. 


STOP The STOP sequence allows the user to force the currently initiated 
sequences to IDLE on a particular event or series of events. All SEQuences 
shall go to IDLE upon “INITiated:STOP: UP”. 


The STOP sequence shall not leave IDLE when an INITiate:[MMediate:ALL or 
INITiate:CONTinuous:ALL ON is given, but shall leave IDLE upon 

“INITiate:STARt: DOWN”. This means that STOP is subservient to STARt in the way the 
STOP sequence leaves IDLE. All sequences, however, are subservient to STOP because the 
sequence event from STOP affects all other sequences. 


For those instruments that implement STARt as an alias for SEQuence[1], or implement 
STARt as an alias for SEQuence[1] and STOP as an alias for SEQuence2, the ARM and 
TRIGger SEQuence:DEFine command and query are not required. Those instruments that 
employ a different mapping, whether the mapping is fixed or user definable, or use other 
aliases shall implement the DEFine command and query for all sequences that exist. 


24.4.3 Subservient Sequences 
When an event from one sequence controls the initiation of another sequence, the second 
sequence is subservient to the first. The “device action” of a sequence initiates another 
sequence. 


An instrument may implement any number of sequences depending on its needs and 
capabilities. The names for the sequences should reflect the application of an instrument. 
Naming sequences requires implementing the SEQuence:DEFine command. 


Each subservient sequence has IDLE and INITiated states like other sequences. The 
INITitated state of a subservient sequence does not, however, check the setting of 
INITiate:CONTinuous. It merely exits out the top. This state is included so the event, 
INITiate:SEQuence:UP, is available for all sequences. The IDLE state of a subservient 
sequence does not check either the setting of INITiate:;CONTinuous or for the arrival of 
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INITiate[:IMMediate]. It does, however, check for an event from a connected sequence as 
shown in Figure 24-6. 
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Figure 24-6 Subservient Sequences 


Fig 24-6 illustrates how several sequences could be organized in a subservient manner. An 
actual instrument would probably have more or fewer than four. It might also use different 
sequence names for the same device actions being controlled. 


VECTor In this example, the VECTor sequence is used to control the pacing of whole 
vectors such as when generating or acquiring a waveform. Multiple VECTor 
sequences could exist, each distinguished by a numeric suffix. Several 
VECTor sequences would be used for multiple nested sweeps to generate a 
surface. For example, sweeping the power level at each point in a frequency 
sweep. The controls of the VECTor sequence often are coupled to either the 
SENSe:SWEep or SOURce:SWEep subsystems. Changing SWEep:DWEIL 
and SWEep:TIMe might change TIMer and DELay values. 


SVECtor This Sub VECtor sequence is used to control the pacing of collections of 
samples used to create a VECTor. Sub VECtors are useful in acquistion 
instruments where whole vectors are averaged. The settings in such a case 
would be coupled to the SENSe:A VERage subsystem. 


SAMPle The SAMPle sequence is used to control the pacing of each sample. A 
SAMPIle is a single point in the SVECtor. 
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SSAMple The Sub SAMple sequence is used to control the pacing of steps needed to 
create a sample. Sub SAMple is used where a SAMPle point is composed of 
more than one acquistion on generation point. 


SSAMple is subservient to SAMPle; SSAMple exits IDLE upon TRIGger:SAMPle:DOWN. 
The upward event detector in TRIGger:SAMPle is linked to INITiated:SSAMple:UP. 
Similarly, SAMPle is subservient to SVECtor and SVECtor is subservient to VECTor. 
Further, VECTor is subservient to VECTor2. This relationship is shown is Fig 24-6. The 
names and number of subservient sequences may vary between instruments, but the structure 
is the same. 
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@ The keywords ABORt, ARM, INITiate, and TRIGger are at the root level in the command ¢ 
5 hierarchy. They are grouped here because of their close functional relationships. 
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KEYWORD PARAMETER FORM NOTES 
ABORt [no query] 1991 
ARM 1991 
[:SEQuence] 1994 
:DEFine <sequence_name> 1994 
:MGRules <Boolean> 1994 
[:LA Yer] 
:COUNt <numeric_value> 
:COUPling ACIDC 
:DELay <numeric_value> 
:AUTO <Boolean>IONCE 
‘ECL [no query] 
:ECOunt <numeric_value> 
:FILTer 1991 
:HPASs 1991 
FREQuency <numeric_value> 1991 
[:STATe] <Boolean> 1991 
[:LPASs] 1991 
FREQuency <numeric_value> 1991 
[:STATe] <Boolean> 1991 
:HYSTeresis <numeric_value> 
[:[MMediate] [no query] 
:LEVel <numeric_value> 
:AUTO <Boolean> | ONCE 1994 
:LINK <event_handle> 
:PROTocol 1994 
:VXI SYNChronouslSS YNchronouslAS YNchronous 1994 
:SIGNal [no query] 
:SLOPe POSitivelNEGativelEITHer 
:SOURce AINTernallIBUSIECLTrg<n>|EXTernallHOLD 1995 
IIMMediatelINTernallLINEILINK 
IMANuallOUTPutITIMerlTTLTrg<n> 
:TIMer <numeric_value> 
‘TTL [no query] 
‘TYPE EDGE | VIDeo 1994 
:VIDeo 1994 
:FIELd 1994 
[:NUMBer] <numeric_value> 1994 
:SELect ODD | EVEN | ALL | NUMBer 1994 
:FORMat 1994 
:LPFRame <numeric_value> 1994 
:LINE 1994,5 


KEYWORD 
[:NUMBer] 
:SELect 
:SSIGnal 
[:POLarity] 
INITiate 
:CONTinuous 

[: ALL] 
:NAME 
:SEQuence 

[:IMMediate] 

[: ALL] 
:NAME 
:SEQuence 

:POFLag 
TRIGger 
[:SEQuence] 
:ATRigger 
[:STATe] 
:COUNt 
:COUPling 
:DEFine 
:MGRules 
:DELay 
:AUTO 
‘ECL 
:-ECOunt 
:FILTer 
:HPASs 
:FREQuency 
[:STATe] 
[:LPASs] 
:FREQuency 
[:STATe] 
:HOLDoff 
:HYSTeresis 
[:IMMediate ] 
:LEVel 
:AUTO 
‘LINK 
:PROTocol 
:VXI 
:SIGNal 
:SLOPe 
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PARAMETER FORM NOTES 
<numeric_value> 
ALL | NUMBer 


POSitive | NEGative 


<Boolean> 

<Boolean> 

<sequence_name>,<Boolean> 

<Boolean> 

no query 
no query 
no query 
no query 


[ ] 
[ ] 
<sequence_name> [ ] 
[ ] 


INCLude | EXCLude 


<Boolean> 
<numeric_value> 
ACIDC 
<sequence_name> 
<Boolean> 
<numeric_value> 
<Boolean>IONCE 
[no query] 
<numeric_value> 


<numeric_value> 
<Boolean> 


<numeric_value> 
<Boolean> 
<numeric_value> 
<numeric_value> 
[no query] 
<numeric_value> 
<Boolean> | ONCE 
<event_handle> 


SYNChronouslSS YNchronouslAS Y Nchronous 


[no query] 
POSitivelNEGativelEITHer 
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1995 
1995 
1994 
1994 
1991 


1994 
1994 
1994 


1994 
1994 
1994 
1995 
1991 
1994 
1994 
1994 


1994 
1994 


1991 
1991 
1991 
1991 
1991 
1991 
1991 
1994 


1994 


1994 
1994 
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KEYWORD PARAMETER FORM NOTES 
:SOURce AINTernallIBUSIECLTrg<n>|EXTernallHOLD 1995 
IIMMediatelINTernalILINEILINK 
IMANuallOUTPutITIMerlTTLTrg<n> 


:TIMer <numeric_value> 
‘TTL [no query] 
‘TYPE EDGE | VIDeo 1994 
:VIDeo 1994 
:FIELd 1994 
[:NUMBer] <numeric_value> 1994 
:SELect ODD | EVEN | ALL | NUMBer 1994 
:FORMat 1994 
:LPFRame <numeric_value> 1994 
:LINE 1994,5 
[:NUMBer] <numeric_value> 1995 
:SELect ALL | NUMBer 1995 
:SSIGnal 1994 
[:POLarity] POSitive | NEGative 1994 


24.5 ABORt 
ABORt 


The ABORt command resets the trigger system and places all trigger sequences in the IDLE 
state. Any actions related to the trigger system that are in progress, such as a sweep or 
acquiring a measurement, shall also be aborted as quickly as possible. The ABORt command 
shall not be considered complete until all trigger sequences are in the IDLE state. The 
execution of an ABORt command shall set false the pending operation flags that were set by 
the initiation of the trigger system. 


This command is an event and has no associated *RST condition or query form. 


24.6 ARM 
ARM 


The purpose of the ARM subsystem is to qualify a single event or a sequence of events 
before enabling the TRIGger. The ARM subsystem for a given sequence may be omitted if 
TRIGger does not require additional qualification by other events. 


24.6.1 [:SEQuence] 
ARM:SEQuence 


SEQuence is used in the expanded capability model to identify a particular sequence of 
24, layers in the trigger system. A <sequence_name>, see 24.4.2, may also be used here. 
24.6.1.1 


:DEFine <sequence_name> 
ARM:SEQuence:DEFine 


Sets or queries the SEQuence alias. This command is required where aliases are employed 
and they do not correspond to the standard mapping. The numeric suffix on SEQuence 
corresponds to the sequence number to which the alias is to be applied. 
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This command is an alias to TRIGger:SEQuence:DEFine. Changing the value of 
ARM:SEQuence:DEFine changes the value of TRIGger:SEQuence:DEFine to the same 
value. 


The <sequence_name> is character data. 
The effect of <sequence_name> is modified by DEFine:MGRules as follows: 


™ Regardless of the state or presence of DEFine:MGRules, there is no difference 
between uppercase and lowercase letters used in <sequence_name>. 


= If the command DEFine:MGRules is absent or set to OFF, the 
full<sequence_name> as written is the only form allowed. 


For example, if the <sequence_name> were SAMPLE], then SAMPLE] is the 
only alias accepted. 


= If the command DEFine:MGRules is present and set to ON, the 
<sequence_name> is interpreted as <program_mnemonic>[<numeric_suffix>] 
where all the contiguous trailing digits form the <numeric_suffix>. Mnemonic 
generation rules as described in Syntax and Style, Section 6.2.1. shall apply to the 
<program_mnemonic> and the <numeric suffix>. 


For example, if the <sequence_name> were defined as VECTOR or VECTORI, 
then VECT, VECT1, VECTOR, and VECTOR] would all be acceptable aliases. 


If the <sequence_name> is identical to a keyword under ARM or TRIGger subsystem, the 
device shall report execution error -224. For example ARM:SEQuence2:DEFine FILTER 
will cause an error. This command shall accept any other valid character program data for 
<sequence_name>. 


The query returns a string which contains the <sequence_name>, so that a null string can 
indicate that nothing is defined. 


If the command DEFine:MGRules is present and set to ON, the returned <sequence_name> 
will follow the upper/lower case convention described in Syntax and Style, section 5.1, 
Interpreting Command Tables. An omitted <numeric_suffix> or a <numeric_suffix> of 1 
will be represented as [1]. 


For example, if <sequence_name> is VECTOR1 then the response is “VECTor[1]’”; if it is 
DELAYED2?, the response is “DELayed2”; if it is SAMPLE, the response is “SAMPIle[1]’”. 


By executing this command the previously defined name is overwritten. 
*RST has no effect on the defined name. 24 


24.6.1.1.1 MGRules <Boolean> 
ARM:SEQuence:DEFine:MGRules 


This command sets or queries the state of MGRules, Mnemonic Generation Rules. 


At *RST, the value of this parameter is OFF. 
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[:LAYer] 
ARM:SEQuence:LAYer 
LAYer is used in the expanded capability model to identify a particular ARM LAYer in the 
trigger system. 


:COUNt <numeric_value> 
ARM:SEQuence:LAYer:COUNt 


COUNt controls the path of the trigger system in the upward traverse of the event detection 
layer, shown in figure 24-4, “Event Detection Layer.” The trigger system is directed either to 
the next layer up or to loop back through the downward traverse. Moving to the next layer up 
occurs when the number of times that the trigger system has passed through the downward 
traverse (given by the value of loop_ctr) is equal to the specified COUNt. In the simple case, 
COUNt has the value 1, a single downward traverse through the layer occurs, followed by 
the actions dictated by subservient layers, and finally a single upward traverse to next layer 
up. COUnt shall be set to a value of | or greater. 


At *RST, this value is set to 1. 


24.6.1.2.2 :COUPling AC/DC 


ARM:SEQuence:LAYer:COUPling 


COUPIling only has effect if the source for the event detector is an analog electrical signal, 
such as INTernal, LINE, or EXTernal. It selects AC or DC coupling for the SOURced signal. 
DC coupling allows the signal’s AC and DC components to pass. AC coupling passes only 
the signal’s AC component. 


At *RST, this value is device-dependent. 


24.6.1.2.3 :DELay <numeric_value> 


ARM:SEQuence:LAYer:DELay 


DELay sets the time duration between the recognition of an event(s) and the downward exit 
of the specified layer. DELay must be either zero or a positive value. An attempt to set it toa 
negative value shall cause an error -222 to be generated. 


At *RST, this value is set to 0 or the smallest available positive value. The units for DELay 
are seconds. 


24.6.1.2.3.1 :AUTO <Boolean>|ONCE 


ARM:SEQuence:LAYer:DELay:AUTO 


This command is used for sensor devices with internal settling delays. If ON, the delay is set 
to the minimum necessary to ensure that a valid measurement can be acquired. This value 
may be coupled to other instrument settings such as function, range, resolution, and input 
bandwidth. 


At *RST, AUTO is set ON. 
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24.6.1.2.4 :ECL 
ARM:SEQuence:LAYer:ECL 


This command is an event which presets LEVel, HYSTeresis, COUPling, and DELay to 
values appropriate for a ECL signal. This command cannot be queried. 


24.6.1.2.5 :ECOunt <numeric_value> 
ARM:SEQuence:LAYer:ECOunt 


ECOunt specifies a particular number of occurrences of the same event that must be 
recognized. For example where it is necessary to wait for the tenth positive edge of a signal, 
ECOunt must be set to 10. ECOunt must be a positive value of | or greater. An attempt to set 
it differently shall cause an error -222 to be generated. 


At *RST, this value is set to 1. 


24.6.1.2.6 :FiLTer 
ARM:SEQuence:LAYer:FILTer 


This function allows a filter to be inserted between the source switch and event detector. 
FILTer only has effect if :SOURce is an analog switch such as INTernal, EXTernal, or LINE. 


24.6.1.2.6.1 :HPASs 
ARM:SEQuence:LAYer:FILTer:HPASs 


Controls the high pass filter. 


24.6.1.2.6.1.1 :FREQuency <numeric_value> 
ARM:SEQuence:LAYer:FILTer:HPASs:FREQuency 


Determines the cutoff frequency of the high pass filter. Default units are Hertz. 


At *RST, this value is device-dependent. 


24.6.1.2.6.1.2 [:STATe] <Boolean> 
ARM:SEQuence:LAYer:FILTer:HPASs:STATe 


Turns the high pass filter ON or OFF. 
At *RST, this value is device-dependent. 


24.6.1.2.6.2 [:LPASs] 
ARM:SEQuence:LAYer:FILTer:LPASs 


Controls the low pass filter. 


24.6.1.2.6.2.1 :FREQuency <numeric_value> 
ARM:SEQuence:LAYer:FILTer:LPASs:F REQuency 


Determines the cutoff frequency of the low pass filter. Default units are Hertz. 


At *RST, this value is device-dependent. 


24.6.1.2.6.2.2 [:STATe] <Boolean> 
ARM:SEQuence:LAYer:FILTer:LPASs:STATe 


Turns the low pass filter ON or OFF. 





At *RST, this value is device-dependent. 


TRIGger Subsystem ARM 24-15 


1999 SCPI Command Reference 


24.6.1.2.7. :HYSTeresis <numeric_value> 


ARM:SEQuence:LAYer:HYSTeresis 


HYSTeresis is a qualifier of LEVel. It sets how far a signal must fall below LEVel before a 
rising edge can again be detected, and how far a signal must rise above LEVel before a 
falling edge can again be detected. Its function is to eliminate false events caused by signal 
noise. Units for the parameter default to the current amplitude units. 


In instruments that have only two discrete values for hysteresis (such as Noise Rejection On 
and Noise Rejection Off), the device designer should pick two numeric values that 
approximate the actual hystereis settings. The :HYSTeresis command has no :STATe 
function because confusion would occur when turning hysteresis off. This might imply to a 
user that the actual hysteresis had been set to 0. This is rarely the case in instruments that 
have only two states. 


At *RST, this value is device-dependent. 


24.6.1.2.8  [:IMMediate] 


ARM:SEQuence:LAYer:IMMediate 


This command provides a onetime override of the normal process of the downward traverse 
of the event detection layer. This command shall cause the immediate exit of the specified 
event detection layer if the trigger system is in the specified layer when the IMMediate is 
received. Otherwise, the IMMediate command shall be ignored and an error -212 shall be 
generated. 


The actual event detection and delay shall be skipped; however, normal processing of the 
loop_ctr as shown in figure 24-4, “Event Detection Layer” shall occur. This command has no 
effect on any other settings in this subsystem. 


This command is an event and has no *RST condition and cannot be queried. 


24.6.1.2.9 :LEVel <numeric_value> 


ARM:SEQuence:LAYer:LEVel 


LEVel qualifies the characteristic of the selected SOURce signal that generates an event. 
LEVel only has effect if the source for the event detector is an analog electrical signal, such 
as INTernal, LINE, or EXTernal. Units for the parameter default to the current amplitude 
unit. 


At *RST, this value is instrument-dependent. 


24.6.1.2.9.1 :AUTO <Boolean> | ONCE 


ARM:SEQuence:LAYer:LEVel:AUTO 


When AUTO is ON, the device dynamically selects the best arm level based on a 
device-dependent algorithm applied to the arm signal. 


When AUTO is OFF, the arm LEVel sets the arm level. 


Setting AUTO to ONCE turns AUTO ON, adjusts the arm level once and then resets AUTO 
to OFF. 
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Setting the arm LEVel turns AUTO OFF. 
At *RST, the value of this parameter is OFF. 


24.6.1.2.10 :LINK <event_handle> 
ARM:SEQuence:LAYer:LINK 


Sets or queries the internal event that is LINKed to the event detector in the ARM layer. 
Internal events occur throughout all of the Instrument Model, a particular implementation 
will dictate which events are available to this LINK command. The <event_handle> is 
STRING PROGRAM DATA and it is defined further in the Instrument Model, Chapter 2. 


An Example of events that are commonly used, are the events that occur when a particular 
layer is exited, these handles are of the form: 


“ARM[:SEQuence[:LAYer]]” or “TRIGger[:SEQuence]” 








Other common examples include completion of a process in a block or an instrument state 
transition. 


At *RST, this value is device-dependent. 


24.6.1.2.11 PROTocol 
ARM:SEQuence:LAYer:PROTocol 


This subsystem controls the protocol used with the selected source. 


24.6.1.2.11.1. VXI SYNChronous|SSYNchronous|ASYNchronous 
ARM:SEQuence:LAYer:PROTocol:VXI 


This command selects the trigger protocol for the VXI TTLTrg or ECLTrg trigger line when 
used as the arm source. The protocols are specified in the VXI Bus System Specification 
under sections B.6.2.3 and B.6.2.4. 


=) =SYNChronous selects the synchronous trigger protocol. 
= = SSYNchronous selects the semi-synchronous trigger protocol. 
= ASYNchronous selects the asynchronous trigger protocol. 

At *RST, the SYNChronous protocol is selected. 


24.6.1.2.12 :SIGNal 
ARM:SEQuence:LAYer:SIGNal 


This command provides a one-time override of the normal process of the downward traverse 

through the event detector in figure 24-4, “Event Detection Layer.” This command shall 

cause the immediate exit of the event detector block in the specified event detection layer if 

the trigger system is waiting for the event specified by the SOURce command. Otherwise, 

the SIGNal command shall be ignored and an error -212 shall be generated. | 24 


Only the event detector block is bypassed. Normal processing of the delay and the event_ctr 
as shown in figure 24-4, “Event Detection Layer,” shall occur. This command has no effect 
on any other settings in this subsystem. 
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This command defines an event, and as such does not have an associated query form or 
*RST condition. 


24.6.1.2.13 :SLOPe POSitive|NEGative|EITHer 
ARM:SEQuence:LAYer:SLOPe 


SLOPe qualifies whether the event occurs on the rising edge, falling edge, or either edge of 
the signal. 


At *RST, this value is set to POS. 


24.6.1.2.14 :SOURce <parameter> 
ARM:SEQuence:LAYer:SOURce 


This command selects the source for the event detector. Only one source may be specified at 
a time for a given event detector. The various sources are: 


= AINTernal — The triggering source is selected automatically by the instrument 
from internal algorithms to best match the current operating mode. An Automatic 
INTernal event is derived from measurement functions and/or sensor capabilities 
in the signal conditioning block. 


= BUS — The source is signal specific to the control interface. For IEEE 488.1, the 
group execute trigger, GET, would satisfy this condition. In VXI the word serial 
command TR/Gger performs this function. The event detector is also satisfied, 
independent of the interface, when a *TRG command is received. Note that 
neither GET nor *TRG can be sent without having an effect on the message 
exchange protocol described in JEEE 488.2. 


™ ECLTrg — The signal source is the specified VXI P2 or P3 backplane ECLTrg 
TRIGGER line. Valid lines are ECLTrg0 and ECLTrg1 on P2, and ECLTrg2 
through ECLTrg5 on P3. 


EXTernal — An external signal jack is selected as the source. If no suffix is 
specified, EXTernall is assumed. 


= HOLD — The event detection is disabled. However, the IMMediate command 
shall override HOLD. 


= IMMediate — No waiting for an event occurs. 


=™ = INTernal — An internal channel is selected as the source. An INTernal event is 
derived from a measurement function and/or sensor capability in the signal 
conditioning block. If no suffix is specified, INTernall is assumed. 


LINE — The source signal is determined from the AC line voltage. 
™ LINK — The source for the event detector is specified by the LINK command. 
= = MANual — The signal is user-generated, such as by pressing a front panel key. 


= OUTPut — The signal source is taken from an output channel. If no channel is 
specified, OUTPut1 is assumed. 
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TIMer — The source signal comes from a periodic timer. The period of the timer 
is specified by the TIMer command. 


= TTLTrg — The signal source is the specified VXI P2 backplane TTLTrg 
TRIGGER line. Valid lines are TTLTrg0 through TTLTrg7. 


At *RST, IMMediate shall be selected as the SOURce. This value was chosen so that 
devices that do not implement any ARM layers (and hence the controls for the ARM layer) 
behave at *RST in the same manner as devices that do. 


24.6.1.2.15 :TiMer <numeric_value> 
ARM:SEQuence:LAYer:TIMer 


TIMer sets the period of an internal periodic signal source. Its value affects the trigger 
system only when it is selected as the SOURce for the event detector. TIMer must be a 
positive value. An attempt to set it differently shall cause an error -222 to be generated. The 
synchronization of the timer’s period is device-dependent. 


At *RST, this value is device-dependent value. The default units for this value is seconds. 


24.6.1.2.16 :TTL 
ARM:SEQuence:LAYer:TTL 


This command is an event which presets LEVel, HYSTeresis, COUPling, and DELay to 
values appropriate for a TTL signal. This command cannot be queried. 


24.6.1.2.17  :TYPE EDGE | ViDeo 
ARM:SEQuence:LAYer:TYPE 


Sets or queries the type of triggering. 
At *RST, the value of this parameter is EDGE. 


24.6.1.2.18 :VIiDeo 
ARM:SEQuence:LAYer:VIDeo 


This subsystem controls parameters necessary to trigger on video signals. 


24.6.1.2.18.1  :FIELd 
ARM:SEQuence:LAYer:VIDeo:FIELd 


This subsystem selects the video field to trigger on. 


24.6.1.2.18.1.1. [:NUMBer] <numeric_value> 
ARM:SEQuence:LAYer:VIDeo:FIELd:NUMBer 


NUMBer sets or queries the field number to trigger on if FIELd:SELect is set to NUMBer. 
At *RST, the value of this parameter is 1. 


24.6.1.2.18.1.2 :SELect ODD | EVEN | ALL | NUMBer 24 
ARM:SEQuence:LAYer:V|IDeo:FIELd:SELect 


SELect sets or queries the video field selection method to be used. Four character data 
parameters are defined as follows: 
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™ ODD selects odd-numbered fields to trigger on. 
= EVEN selects even-numbered fields to trigger on. 

™ ALL triggers on all fields regardless of number. 

= NUMBer triggers on the field number specified by NUMBer. 
At *RST, the value of this parameter is ALL. 


24.6.1.2.18.2 :FORMat 
ARM:SEQuence:LAYer:VIDeo:FORMat 


FORMat controls parameters that allow the video trigger system to respond to signals from 


standard video formats. 


24.6.1.2.18.2.1. :LPFRame<numeric_variable> 
ARM:SEQuence:LAYer:VIDeo:FORMat:LPFRame 


LPFRame, Lines Per FRame, sets or queries the lines per frame associated with the signal 


formatting standard being used. 


For example, A signal following NTSC would selects 525 lines per frame while a PAL 
signal would select 625 lines per frame. 


At *RST, the value of this parameter is device dependent. 


24.6.1.2.18.3 :LINE 
ARM:SEQuence:LAYer:VIDeo:LINE 


This subsystem selects a particular line in the field to arm on. 


24.6.1.2.18.3.1 | [:NUMBer] <numeric_value> 
ARM:SEQuence:LAYer:VIDeo:LINE:NUMBer 


NUMBer sets or queries the line number to arm on if LINE:SELect is set to NUMBer. 
Setting the NUMBer value has no effect on the value of the SELect parameter. 


At *RST, the value of this parameter is device dependent. 


24.6.1.2.18.3.2 :SELect ALL | NUMBer 
ARM:SEQuence:LAYer:VIDeo:LINE:SELect 


SELect sets or queries the video line selection method to be used. Two character data 
parameters are defined as follows: 


= ALL — arms on all lines regardless of number. 
= NUMBer — arms on the line number specified by NUMBer. 
At *RST, the value of this parameter is ALL. 


24.6.1.2.18.4 :SSiGnal 
ARM:SEQuence:LAYer:VIDeo:SSIGnal 


SSIGnal, Synchronizing SIGnal, controls parameters relating to the video synchronizing 
signal. 
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24.6.1.2.18.4.1 :POLarity POSitive | NEGative 
ARM:SEQuence:LAYer:VIDeo:SSIGnal:POLarity 


SSIGnal:POLarity, sets or queries sync pulse triggering polarity. 


At *RST, the value of this parameter is NEGative. 


24.7 INITiate 
INITiate 


The INITiate subsystem is used to control the initiation of the trigger subsystem. It initiates 
all trigger sequences as a group except those sequences that are defined otherwise by either 
the standard or in the instrument documentation. 


Instruments which implement the INITiate command as overlapped can continue parsing and 
executing subsequent commands and queries while initiated. Instruments which implement 
the INITiate commands as sequential cannot execute subsequent commands and queries until 
the trigger model has returned to the IDLE state. 


For this reason, devices which implement the INITiate commands as sequential shall enter 
IDLE when the IEEE 488.2 dcas message is received. They shall also execute the next 
message unit received after the dceas before leaving IDLE (if INITiate;CONTinuous is ON). 
dcas followed by *RST or deas followed by INIT:CONT OFF shall always stop the trigger 
model in the IDLE state. 


There are advantages to implementing the INITiate commands as overlapped. 


= The instrument designer decides whether or not a device clear aborts the trigger 
model. 


= The instrument can continue parsing and executing commands and queries while 
the trigger model is initiated (for example, FETCh? to get the readings which are 
being triggered in a meter). 


The disadvantage to implementing any commands as overlapped, including the INITiate 
commands, is that it adds complexity to the implementation of the IEEE 488.2 common 
commands *OPC, *WAI and *OPC? 


24.7.1 :CONTinuous <Boolean> 
INITiate:CONTinuous 


The CONTinuous command is used to select whether the trigger system is continuously 

initiated or not. With CONTinuous set to OFF, the trigger system shall remain in the IDLE 

state until CONTinuous is set to ON or INITiate:[MMediate is received. Once CONTinuous 

is set to ON, the trigger system shall be initiated and shall exit the IDLE state. On completion 

of each trigger cycle, with CONTinuous ON, the trigger system shall immediately 24 
commence another trigger cycle without entering the IDLE state. 


When INITiate:CONTinuous is set to OFF, the current trigger cycle shall be completed 
before entering the IDLE state. The return to IDLE shall also occur as the result of an 
ABORt or *RST command. 
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With the trigger system set to cycle continuously, the ABORt command shall force the 
trigger system to the IDLE state; however, the value of INITiate:CONTinuous is unaffected. 
If CONTinuous was set to ON prior to receiving ABORt, it shall remain ON and the trigger 
system shall immediately exit the IDLE state. 


This subsystem does not apply to sequences that are initiated by the INITiate: ALL command. 


[:ALL] <Boolean> 
INITiate:CONTinuous:ALL 


Sets or queries whether or not all sequences are continuously initiated. 
At *RST, this value is set to OFF. 


:NAME <sequence_name>,<Boolean> 
INITiate:CONTinuous:NAME 


Sets or queries whether or not the SEQuence with the alias specified by <sequence_name> is 


continously initiated. The <sequence_name> is character program data. See 24.4.2 for 
standard sequence names. 


The <sequence_name> is a required parameter of the query form, the query form returns O 
or 1. 


At *RST, this value is set to OFF. 


:SEQuence <Boolean> 
INITiate:CONTinuous:SEQuence 


Sets or queries whether or not the specified SEQuence is continously initiated. The numeric 


suffix on SEQuence corresponds to the sequence number. If NAME is implemented, this 
command shall also be implemented. 


At *RST, this value is set to OFF. 


[:IMMediate] 
INITiate:IMMediate 


These commands shall cause all sequences to exit the IDLE state; they are initiated. The 
IMMediate command shall cause the trigger system to initiate and complete one full trigger 
cycle, returning to IDLE on completion. If the device is not in IDLE or if 

INITiate: CONTinuous is set to ON, an IMMediate command shall have no effect on the 
trigger system and an error -213 shall be generated. 


INITiate[:IMMediate] is an event and cannot be queried as there is no state associated with it. 


[:ALL] 
INITiate:IMMediate:ALL 


This command causes all SEQuences to be INITiated, except those defined to behave 
otherwise. 
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24.7.2.2 :NAME <sequence_name> 
INITiate:IMMediate: NAME 


This command causes the SEQuence with the alias specified by <sequence_name> to be 
INITiated. The <sequence_name> is character program data. See 24.4.2 for standard 
sequence names. 


24.7.2.3 :SEQuence 
INITiate:IMMediate:SEQuence 


This command causes the specified SEQuence to be INITiated. The numeric suffix on 
SEQuence corresponds to the sequence number. If NAME is implemented, this command 
shall also be implemented. 


24.7.3 :POFLag INCLude | EXCLude 
INITiate:POFLag 


POFLag, Pending Operation Flag, allows the Pending-Operation flag associated with the 
initiation of a trigger sequence to be included or excluded from the No-Operation-Pending 
flag set. 


Setting POFLag to EXCLude means the No-Operation-Pending flag set is independent of the 
state of the trigger subsystem. Moving from the INITiated to IDLE trigger states and vice 
versa has no effect on the NOP flag in this state. 


Setting POFLag to INCLude means the No-Operation-Pending flag set includes the trigger 
subsystem’s Pending-Operation flag which goes true when the trigger subsystem moves from 
IDLE to INITiated state and returns to false when IDLE is re-entered. 


At *RST, the value of this parameter is INCLude. 


24.8 TRIGger 
TRIGger 


The purpose of the TRIGger subsystem is to qualify a single event before enabling the 
triggered sequence operation, such as enabling a sweep, starting a measurement, or changing 
the state of the device. 


24.8.1 [:SEQuence] 
TRIGger:SEQuence 


SEQuence is used in the expanded capability model to identify a particular sequence of 
layers in the trigger system. A <sequence_name>, see 24.4.2, may also be used here. 


24.8.1.1 :ATRigger 
TRIGger:SEQuence:AT Rigger 
ATRigger, Auto TRigger, controls an event detector timer that causes control flow to exit the 24 
event detector if a valid trigger does not appear within a preset time period. The auto trigger 
timer is started upon entering the TRIGger layer, and after the control flow leaves the event 
detector. The precise timing of the timer is device dependent. See Figure 24-4. 
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[:STATe] <Boolean> 
TRIGger:SEQuence:ATRigger:STATe 


STATe sets and queries the state of the auto trigger function. STATe ON enables the 
function and STATe OFF disables it. 


At *RST, the value of this parameter is OFF. 


:COUNt <numeric_value> 
TRIGger:SEQuence:COUNt 


COUNt controls the path of the trigger system in the upward traverse of the event detection 
layer, shown in figure 24-4, “Event Detection Layer.” The trigger system is directed either to 
the next layer up or to loop back through the downward traverse. Moving to the next layer up 
occurs when the number of times that the trigger system has passed through the downward 
traverse (given by the value of loop_ctr) is equal to the specified COUNt. In the simple case, 
COUNt has the value 1, a single downward traverse through the layer occurs, followed by 
the actions dictated by subservient layers and finally a single upward traverse to next layer 
up. COUnt shall be set to a value of | or greater. 


At *RST, this value is set to 1. 


:COUPling AC|DC 
TRIGger:SEQuence:COUPIling 


COUPling only has effect if the source for the event detector is an analog electrical signal, 
such as INTernal, LINE, or EXTernal. It selects AC or DC coupling for the SOURced signal. 
DC coupling allows the signal’s AC and DC components to pass. AC coupling passes only 
the signal’s AC component. 


At *RST, this value is device-dependent. 


: DEFine <sequence_name> 
TRIGger:SEQuence:DEFine 


Sets or queries the SEQuence alias. This command is required where aliases are employed 
and they do not correspond to the standard mapping. The numeric suffix on SEQuence 
corresponds the sequence number to which the alias is to be applied. 


This command is an alias to ARM:SEQuence:LA Yer:DEFine. Changing the value of 
TRIGger:SEQuence:DEFine changes the value of ARM:SEQuence:DEFine to the same 
value. 


The <sequence_name> is character data. 
The effect of <sequence_name> is modified by DEFine:MGRules as follows: 


™ Regardless of the state or presence of DEFine:MGRules, there is no difference 
between uppercase and lowercase letters used in <sequence_name>. 


= If the command DEFine:MGRules is absent or set to OFF, the 
full<sequence_name> as written is the only form allowed. 
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For example, if the <sequence_name> were SAMPLE], then SAMPLE] is the 
only alias accepted. 


= If the command DEFine:MGRules is present and set to ON, the 
<sequence_name> is interpreted as <program_mnemonic>[<numeric_suffix>] 
where all the contiguous trailing digits form the <numeric_suffix>. Mnemonic 
generation rules as described in Syntax and Style, Section 6.2.1. shall apply to the 
<program_mnemonic> and the <numeric suffix>. 


For example, if the <sequence_name> were defined as VECTOR or VECTORI, 
then VECT, VECT1, VECTOR, and VECTOR] would all be acceptable aliases. 


If the <sequence_name> is identical to a keyword under ARM or TRIGger subsystem, the 
device shall report execution error -224. For example ARM:SEQuence2:DEFine FILTER 
will cause an error. This command shall accept any other valid character program data for 
<sequence_name>. 


The query returns a string which contains the <sequence_name>, so that a null string can 
indicate that nothing is defined. 


If the command DEFine:MGRules is present and set to ON, the returned <sequence_name> 
will follow the upper/lower case convention described in Syntax and Style, section 5.1, 
Interpreting Command Tables. An omitted <numeric_suffix> or a <numeric_suffix> of 1 
will be represented as [1]. 


For example, if <sequence_name> is VECTOR1 then the response is “VECTor[1]’”; if it is 
DELAYED2?, the response is “DELayed2”; if it is SAMPLE, the response is “SAMPIle[1]’”. 


By executing this command the previously defined name is overwritten. 
*RST has no effect on the defined name. 


24.8.1.4.1 MGRules <Boolean> 
TRIGger:SEQuence:DEFine:MGRules 


This command sets or queries the state of MGRules, Mnemonic Generation Rules. 
At *RST, the value of this parameter is OFF. 


24.8.1.5 :DELay <numeric_value> 
TRIGger:SEQuence:DELay 
DELay sets the time duration between the recognition of an event(s) and the downward exit 
of the specified layer. DELay must be either zero or a positive value. An attempt to set it toa 
negative value shall cause an error -222 to be generated. 


At *RST, this value is set to 0 or the smallest available positive value. The value has units of 
seconds. 
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24.8.1.5.1 :AUTO <Boolean>|ONCE 
TRIGger:SEQuence:DELay:AUTO 


This command is used for sensor devices with internal settling delays. If ON, the delay is set 
to the minimum necessary to ensure that a valid measurement can be acquired. This value 
may be coupled to other instrument settings such as function, range, resolution, and input 
bandwidth. 


At *RST, AUTO is set ON. 


24.8.1.6 :-ECL 
TRIGger:SEQuence:ECL 


This command is an event which presets LEVel, HYSTeresis, COUPling, and DELay to 
values appropriate for a ECL signal. This command cannot be queried. 


24.8.1.7 :ECOunt <numeric_value> 
TRIGger:SEQuence:ECOunt 


ECOunt specifies a particular number of occurrences of the same event that must be 
recognized. For example, where it is necessary to wait for the tenth positive edge of a signal, 
ECOunt must be set to 10. ECOunt must be a positive value of | or greater. An attempt to set 
it differently shall cause an error -222 to be generated. 


At *RST, this value is set to 1. 


24.8.1.8 :FILTer 
TRIGger:SEQuence:FILTer 


This function allows a filter to be inserted between the source switch and event detector. 
FILTer only has effect if :SOURce is an analog switch such as INTernal, EXTernal, or LINE. 


24.8.1.8.1  :=HPASs 
TRIGger:SEQuence:FILTer:HPASs 


Controls the high pass filter. 


24.8.1.8.1.1. :FREQuency <numeric_value> 
TRIGger:SEQuence:FILTer:HPASs:FREQuency 


Determines the cutoff frequency of the high pass filter. Default units are Hertz. 
At *RST, this value is device-dependent. 


24.8.1.8.1.2 [:STATe] <Boolean> 
TRIGger:SEQuence:FILTer:HPASs:STATe 


Turns the high pass filter ON or OFF. 
At *RST, this value is device-dependent. 


24.8.1.8.2 [:LPASs] 
TRIGger:SEQuence:FILTer:LPASs 


Controls the low pass filter. 
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24.8.1.8.2.1. :FREQuency <numeric_value> 
TRIGger:SEQuence:FILTer:LPASs:FREQuency 


Determines the cutoff frequency of the low pass filter. Default units are Hertz. 
At *RST, this value is device-dependent. 


24.8.1.8.2.2 [:STATe] <Boolean> 
TRIGger:SEQuence:FiLTer:LPASs:STATe 


Turns the low pass filter ON or OFF. 
At *RST, this value is device-dependent. 


24.8.1.9 :HOLDoff <numeric_value> 
TRIGger:SEQuence:HOLDoff 


HOLDoff controls the time during which the event detector is inhibited from acting on any 
new trigger. The exact point in the trigger model at which the trigger holdoff timer is started 
is device dependent, but it shall be after the event detector on the downward traverse and 
before the event detector on the upward traverse. See Figure 24-4. 


The range of the parameter is zero to one, where one is maximum holdoff and zero is 
minimum. 


At *RST, the value of the parameter is zero. 


24.8.1.10 :HYSTeresis <numeric_value> 
TRIGger:SEQuence:HYSTeresis 
HYSTeresis is a qualifier of LEVel. It sets how far a signal must fall below LEVel before a 
rising edge can again be detected, and how far a signal must rise above LEVel before a 
falling edge can again be detected. Its function is to eliminate false events caused by signal 
noise. Units for the parameter default to the current amplitude units. 


In instruments that have only two discrete values for hysteresis (such as Noise Rejection On 
and Noise Rejection Off), the device designer should pick two numeric values that 
approximate the actual hystereis settings. The :HYSTeresis command has no :STATe 
function because confusion would occur when turning hysteresis off. This might imply to a 
user that the actual hysteresis had been set to 0. This is rarely the case in instruments that 
have only two states. 


At *RST, this value is device-dependent. 


24.8.1.11  [:IMMediate] 
TRIGger:SEQuence:|MMediate 


This command exists to provide a one-time override of the normal process of the downward 

traverse of the event detection layer. This command shall cause the immediate exit of the 24 
specified event detection layer if the trigger system is in the specified layer when the 

IMMediate is received. Otherwise, the IMMediate command shall be ignored and an error 

-211 shall be generated. 
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The actual event detection and delay shall be skipped; however, normal processing of the 
loop_ctr as shown in figure 24-4, “Event Detection Layer,” shall occur. This command has 
no effect on any other settings in this subsystem. 


This command is an event, has no *RST condition, and cannot be queried. 


:LEVel <numeric_value> 
TRIGger:SEQuence:LEVel 


LEVel qualifies the characteristic of the selected SOURce signal that generates an event. 
LEVel only has effect if the source for the event detector is an analog electrical signal, such 
as INTernal, LINE, or EXTernal. Units for the parameter default to the current amplitude 
unit. 


At *RST, this value is instrument-dependent. 


.1. :AUTO <Boolean> | ONCE 


TRIGger:SEQuence:LEVel:AUTO 


When AUTO is ON, the device dynamically selects the best trigger level based on a 
device-dependent algorithm applied to the trigger signal. 


When AUTO is OFF, the trigger LEVel sets the trigger level. 


Setting AUTO to ONCE turns AUTO ON, adjusts the trigger level once and then resets 
AUTO to OFF. 


Setting the trigger LEVel turns AUTO OFF. 
At *RST, the value of this parameter is OFF. 


:LINK <event_handle> 
TRIGger:SEQuence:LINK 


Sets or queries the internal event that is LINKed to the event detector in the TRIGger layer. 
Internal events occur throughout all of the Instrument Model, a particular implementation 
will dictate which events are available to this LINK command. The <event_handle> is 
STRING PROGRAM DATA and it is defined further in the Instrument Model, Chapter 2. 


An Example of events that are commonly used, are the events that occur when a particular 
layer is exited, these handles are of the form: 





“ARM[:SEQuence[:LAYer]]” or “TRIGger[:SEQuence]” 


Other common examples include completion of a process in a block or an instrument state 
transition. 


At *RST, this value is device-dependent. 


:PROTocol 
TRIGger:SEQuence:PROTocol 


This subsystem controls the protocol used with the selected source. 
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24.8.1.14.1. :VXIl SYNChronous|SSYNchronous|ASYNchronous 
TRIGger:SEQuence:PROTocol:VXI 


This command selects the trigger protocol for the VXI TTLTrg or ECLTrg trigger line when 
used as the trigger source. The protocols are specified in the VXI Bus System Specification 
under sections B.6.2.3 and B.6.2.4. 


=) =SYNChronous selects the synchronous trigger protocol. 
= =SSYNchronous selects the semi-synchronous trigger protocol. 
™ =ASYNchronous selects the asynchronous trigger protocol. 

At *RST, the SYNChronous protocol is selected. 


24.8.1.15 :SIGNal 
TRIGger:SEQuence:SIGNal 


This command provides a one-time override of the normal process of the downward traverse 
through the event detector in figure 24-4, “Event Detection Layer.” This command shall 
cause the immediate exit of the event detector block in the specified event detection layer if 
the trigger system is waiting for the event specified by the SOURce command. Otherwise, 
the SIGNal command shall be ignored and an error -211 shall be generated. 


Only the event detector block is bypassed. Normal processing of the delay and the event_ctr 
as shown in figure 24-4, “Event Detection Layer,” shall occur. This command has no effect 
on any other settings in this subsystem. 


This command defines an event, and as such does not have an associated query form or 
*RST condition. 


24.8.1.16 :SLOPe POSitive|NEGative|EITHer 
TRIGger:SEQuence:SLOPe 


SLOPe qualifies whether the event occurs on the rising edge, falling edge, or either edge of 
the signal. 


At *RST, this value is set to POS. 


24.8.1.17  :SOURce <parameter> 
TRIGger:SEQuence:SOURce 


This command selects the source for the event detector. Only one source may be specified in 
the parameter at a time for a given event detector. The various sources are: 


= AINTernal — The triggering source is selected automatically by the instrument 
from internal algorithms to best match the current operating mode. An Automatic 
INTernal event is derived from measurement functions and/or sensor capabilities 
in the signal conditioning block. 24 


= BUS — The source is signal specific to the control interface. For IEEE 488.1 the 
group execute trigger, GET, would satisfy this condition. In VXI the word serial 
command TR/Gger performs this function. The event detector is also satisfied, 
independent of the interface, when a *TRG command is received. Note that 
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neither GET nor *TRG can be sent without having an effect on the message 
exchange protocol described in IEEE 488.2. 


= ECLTrg — The signal source is the specified VXI P2 or P3 backplane ECLTrg 
TRIGGER line. Valid lines are ECLTrg0 and ECLTrg1 on P2, and ECLTrg2 
through ECLTrg5 on P3. 


EXTernal — An external signal jack is selected as the source. If no suffix is 
specified, EXTernall is assumed. 


= HOLD — The event detection is disabled. However, the IMMediate command 
shall override HOLD. 


= IMMediate — No waiting for an event occurs. 


= [NTernal — An internal channel is selected as the source. An INTernal event is 
derived from a measurement function and/or sensor capability in the signal 
conditioning block. If no suffix is specified, INTernall is assumed. 


LINE — The source signal is determined from the AC line voltage. 
LINK — The source for the event detector is specified by the LINK command. 
= MANual — The signal is user-generated, such as by pressing a front panel key. 


= OUTPut — The signal source is taken from an output channel. If no channel is 
specified, OUTPutl is assumed. 


TIMer — The source signal comes from a periodic timer. The period of the timer 
is specified by the TIMer command. 


= TTLTrg — The signal source is the specified VXI P2 backplane TTLTrg 
TRIGGER line. Valid lines are TTLTrg0 through TTLTrg7. 


At *RST, IMMediate shall be selected as the SOURce. 


24.8.1.18 :TiMer <numeric_value> 
TRIGger:SEQuence:TIMer 


TIMer sets the period of an internal periodic signal source. Its value affects the trigger 
system only when it is selected as the SOURce for the event detector. TIMer must be a 
positive value. An attempt to set it differently shall cause an error -222 to be generated. The 
synchronization of the timer’s period is device-dependent. 


At *RST, this value is set to a device-dependent value. 


24.8.1.19 :TTL 


TRIGger:SEQuence:TTL 
24 | This command is an event which presets LEVel, HYSTeresis, COUPling, and DELay to 
values appropriate for a TTL signal. This command cannot be queried. 
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24.8.1.20 :TYPE EDGE | ViIDeo 
TRIGger:SEQuence:TYPE 


Sets or queries the type of triggering. 
At *RST, the value of this parameter is EDGE. 


24.8.1.21 :VIDeo 
TRIGger:SEQuence:V|IDeo 


This subsystem controls parameters necessary to trigger on video signals. 


24.8.1.21.1 :FIELd 
TRIGger:SEQuence:VIDeo:FIELd 


This subsystem selects the video field to trigger on. 


24.8.1.21.1.1 | [:NUMBer] <numeric_value> 
TRIGger:SEQuence:VIDeo:FIELd:NUMBer 


NUMBer sets or queries the field number to trigger on if FIELd:SELect is set to NUMBer. 
At *RST, the value of this parameter is 1. 


24.8.1.21.1.2 :SELect ODD | EVEN | ALL | NUMBer 
TRIGger:SEQuence:V|IDeo:FIELd:SELect 


SELect sets or queries the video field selection method to be used. Four character data 
parameters are defined as follows: 


™ ODD selects odd-numbered fields to trigger on. 

= EVEN selects even-numbered fields to trigger on. 

= ALL triggers on all fields regardless of number. 

= NUMBer triggers on the field number specified by NUMBer. 
At *RST, the value of this parameter is ALL. 


24.8.1.21.2 :FORMat 
TRIGger:SEQuence:VIDeo:FORMat 


FORMat controls parameters that allow the video trigger system to respond to signals from 
standard video formats. 


24.8.1.21.2.1. :LPFRame<numeric_variable> 
TRIGger:SEQuence:VIDeo:FORMat:LPFRame 


LPFRame, Lines Per FRame, sets or queries the lines per frame associated with the signal 


formatting standard being used. 24 


For example, A signal following NTSC would selects 525 lines per frame while a PAL 
signal would select 625 lines per frame. 


At *RST, the value of this parameter is device dependent. 
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24.8.1.21.3 :LINE 
TRIGger:SEQuence:V|IDeo:LINE 


This subsystem selects a particular line in the field to trigger on. 


24.8.1.21.3.1. [:NUMBer] <numeric_value> 
TRIGger:SEQuence:VIDeo:LINE:NUMBer 


NUMBer sets or queries the line number to trigger on if LINE:SELect is set to NUMBer. 
Setting the NUMBer value has no effect on the value of the SELect parameter. 


At *RST, the value of this parameter is device dependent. 


24.8.1.21.3.2 :SELect ALL | NUMBer 
TRIGger:SEQuence:VIDeo:LINE:SELect 


SELect sets or queries the video line selection method to be used. Two character data 
parameters are defined as follows: 


= ALL — triggers on all lines regardless of number. 
= NUMBer — triggers on the line number specified by NUMBer. 
At *RST, the value of this parameter is ALL. 


24.8.1.21.4 :SSlGnal 
TRIGger:SEQuence:V|IDeo:SSIGnal 


SSIGnal, Synchronizing SIGnal, controls parameters relating to the video synchronizing 
signal. 


24.8.1.21.4.1 :POLarity POSitive | NEGative 
TRIGger:SEQuence:VIDeo:SSIGnal:POLarity 


SSIGnal:POLarity, sets or queries sync pulse triggering polarity. 


At *RST, the value of this parameter is NEGative. 
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UNIT Subsystem 


Default units are defined, where applicable, for each SCPI command. The UNIT subsystem 
provides a mechanism to change the default values. The units selected apply to the 
designated command parameters for both command and response. 


The UNIT command at the root level has a global effect on the selected units. The UNIT 
command may also be applied to lower levels in the SCPI command hierarchy to have a 
localized effect. When the UNIT command is applied to a node, then all the nodes below the 
node to which the unit command was applied shall be affected by the localized UNIT 
command. There is no restriction on the number of levels to which UNIT may be applied. In 
this way the more global units are overridden by the more local units. Units may also be 
overridden temporarily by attaching the desired unit as a suffix to the appropriate parameter 
in the command, if the instrument supports that unit. 


For example, to program a source with units of Volts, the command UNIT: VOLTage VOLT 
would be used. To program only the modulator of that same source in dBuVs, the additional 
command [SOURce:]MODulation: UNIT DBUV would be required. 


The UNIT command cannot be applied to either SENSe, SOURce or ROUTe nodes, since 
the UNIT command at these nodes and at the root cannot be unambiguously recognized. 
This condition arises from the ability to have one of SENSe, SOURce or ROUTe nodes 
optional. 


KEYWORD PARAMETER FORM NOTES 
‘UNIT 
:ANGLe DEGIRAD 
:CURRent <amplitude unit> 
:POWer <amplitude unit> 
:TEMPerature CICELIFIFARIK 
‘TIME HOURIMINutelSECond 1993 
:VOLTage <amplitude unit> 


:ANGLe DEG|RAD 
UNIT:ANGLe 


Specifies the fundamental unit of angle. 


At *RST, the default unit is RAD. 


:CURRent, :POWer, and :VOLTage 

UNIT:CURRent 

Selects a default unit for commands which program absolute amplitude. The default unit 
may be overridden when programming a function by explicitly sending a suffix. The default 
unit may also be overridden if a unit command exists at a lower tree level. Query values of 
commands which program in amplitude units shall be returned in the current amplitude unit 
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unless overridden by a unit command at a tree level closer to the command itself (such as 
POWer:UNIT),. 


The possible values are: 
= Linear power: W (Watt) 
= Linear voltage: V (Volt) 
= Linear current: A (Ampere) 
= Logarithmic power: DBM, DB[IEEE suffix multiplier]W (such as DBUW) 
= Logarithmic voltage: DB[IEEE suffix multiplier]V (such as DBUV) 
= Logarithmic current: DB[IEEE suffix multiplier]A (such as DBA) 


An instrument must accept all values in any class if it accepts any value in that class. 
However, the decision to accept a class is device-dependent. A device which accepts 
logarithmic units must also accept the comparable linear unit. This means that 

UNIT: VOLTage WATT is permissible if it makes sense for the instrument. It is also implied 
that an impedance is specified for the signal when converting between different fundamental 
quantities. 


At *RST, this value is device-dependent. However, the following restrictions apply. The 
UNIT subsystem must be implemented if a device chooses any value other than the 
fundamental unit for either the VOLTage, POWer, or CURRent subsystem , or if it 
implements logarithmic units. 


:TEMPerature C|CEL|F|FAR|K 


UNIT:TEMPerature 


Specifies the fundamental unit of temperature as degrees Celsius, Fahrenheit, or Kelvin. The 
form FAR and CEL, defined by IEEE 488.2, shall be accepted for Fahrenheit and Celsius 
respectively, and these shall be the preferred forms that are returned for a query. 


At *RST, this value is device-dependent. 


:TIME HOUR|MINute|SECond 
UNIT:TIME 


Specifies the fundamental unit of time. 


At *RST, this value is SECond. 
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VXI Subsystem 


The VXI subsystem contains commands that control the administration functions associated 
with operating a VXI-based system. This section will track the work of the VXI consortium. 


This section describes ASCH commands which are issued to the system from an external 
host. The exact internal destination device and routing methods to that device are system 
specific. These commands are used for access to system configuration information, and for 
common capabilities. The terminology used in this section is patterned after IEEE 488.2. 


The following commands are the standard set of VXIbus system commands which are 
ASCII encoded. If a device implements one or more of these commands, the syntax of this 
section shall be used. The response syntax shall also follow this section. 


The COMMON ASCII SYSTEM COMMANDS are organized into subsystems. If a device 
implements a required command in a subsystem then it shall implement all the required 
commands in the subsystem. If a device implements an optional command in a subsystem 
then it shall implement all the required commands in the subsystem. If a device implements a 
command from any subsystem then it shall also implement the VXI:SELect command. 


KEYWORD PARAMETER FORM NOTES 
VxI 
:CONFigure 

:DNUMber? [query only] 
:HIERarchy? [query only] 1992 
:ALL? [query only] 1992 
:VERBose? [query only] 1992 
:ALL? [query only] 1992 
:INFormation? [query only] 1992 
:ALL? [query only] 1992 
:VERBose? [query only] 1992 
:ALL? [query only] 1992 
:LADDress? [query only] 1992 
:NUMber? [query only] 1992 
:REGister 1992 
‘READ? <numeric_value>l<reg_name> [query only] 1992 
:VERBose? = <numeric_value>l<reg_name> [query only] 1992 
:WRITe (<numeric_value>l<reg_name>), [no query] 1992 

<data> 

:RESet? [query only] 1992 
:VERBose? [query only] 1992 
:SELect <numeric_value> 1992 
:WSProtocol 1992 
:>COMMand 1992 
[:ANY] <numeric_value> [no query] 1992 
:AHILine <numeric_value>,<numeric_value> [no query] 1992 
:AlLine <numeric_value>,<numeric_value> [no query] 1992 
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:AMControl 
:ANO 
:BAVailable 
:BNO 

:BRQ 
:CEVent 
:CLR 
:CLOCk 
:CRESponse 
:ENO 
:GDEVice 


:>[COMmander 


:RDEVice 
:RHANdlers 
:RHLine 
:RILine 
:RINTerrupter 
:RMODid 
:RPERror 
:RPRotocol 
:-RSTB 
:-RSARea 
:SLModid 
:SLOCk 
:SUModid 
:TRIGger 


:MESSage 


:RECeive? 
:SEND 


:QUERy 
[:ANY?] 


:AHILine? 
:AlLine? 
:AMControl? 
:ANO? 
:BNO? 
:BRQ? 
:CEVent? 
:CRESponse? 
:ENO? 
:RDEVice? 
:RHANdlers? 
:RHLine? 
:RILine? 
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PARAMETER FORM 
<numeric_value> 


<Boolean>,<numeric_value> 
<Boolean> 


<Boolean>,<numeric_value> 


<numeric_value> 
<numeric_value> 
<numeric_value> 


<numeric_value> 


<numeric_value> 
<numeric_value> 


<Boolean>,<numeric_value> 
<Boolean>,<numeric_value> 
<numeric_value>|l<terminator> 
<message_string> [,(ENDINEND)] 
<numeric_value> 
<numeric_value>,<numeric_value> 
<numeric_value>,<numeric_value> 
<numeric_value> 


<Boolean> 


<Boolean>,<numeric_value> 
<numeric_value> 


<numeric_value> 


<numeric_value> 
<numeric_value> 


NOTES 

no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 
no query 


[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 
[ ] 


[query only] 
[no query] 


1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
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KEYWORD PARAMETER FORM NOTES 
:RINTerrupter? [query only] 
:RMODid? [query only] 
:RPERror? [query only] 
:RPRotocol? [query only] 
:RSTB? [query only] 
:RSARea? [query only] 
:SLModid? <Boolean>,<numeric_value> [query only] 
:SUModid? <Boolean>,<numeric_value> [query only] 

:RESPonse? [query only] 

:CONFigure 


VXI:CONFigure 
Provides the necessary commands to query the configuration of a VXI system. 


:DNUMber? 
VXI:-CONFigure:DNUMber? 


1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 
1992 


This query returns the number of devices in the system, in <NR1 numeric value> format. 


The range of this integer numeric value is 1 to 256 inclusive. 


:HIERarchy? 
VXI:-CONFigure:HIERarchy? 


This command returns current hierarchy configuration information about the selected logical 
address. The individual fields of the response are comma separated. If the information about 
the selected logical address is not available from the destination device, (that is, the 
requested device is not in the servant area of the destination device), then error -224, 


“Parameter error” will be set and no response data will be sent. This is a required 
configuration command. The output fields are defined as follows: 


™ Logical address: a<NR1>, between -1 and 255 inclusive. A -1 indicates that the 


device has no logical address. 


™ commander’s logical address: a<NR1>, between -1 and 255 inclusive. 


-1 


indicates that this device has no commander or the commander is unknown. 


= Interrupt Handlers: a comma separated list of 7 <NR1>, between 0 and 7 
inclusive. Interrupt lines 1-7 are mapped to the individual return values. 0 is used 
to indicate that the particular interrupt handler is not configured. A set of return 
values of 0,0,0,5,2,0,6 would indicate that the device is configured as follows: 


handler 4 is configured to handle interrupts on line 5 
handler 5 is configured to handle interrupts on line 2 
handler 7 is configured to handle interrupts on line 6 
handlers 1,2,3,6 are not configured 


Interrupters: a comma separated list of 7 <NR1>, between 0 and 7 inclusive. 


Interrupt lines 1-7 are mapped to the individual return values. 0 is used to indicate 
that the particular interrupter is not configured. A set of return values of 


0,0,0,5,2,0,6 would indicate that the device is configured as follows: 
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interrupter 4 is configured to interrupt on line 5 
interrupter 5 is configured to interrupt on line 2 
interrupter 7 is configured to interrupt on line 6 
interrupters 1,2,3,6 are not configured 


™  Pass/Failed: a <NR1> which contains the pass/fail status of the specified device 
encoded as follows: 
FAIL=0 IFAIL=1 PASS=2 READY=3 


manufacturer specific comment: This up to 80 character quoted string contains 
manufacturer specific data. It is sent with a 488.2 string response data format. 


:ALL? 
VXI:CONFigure:HIERarchy?:ALL? 
When issued to a resource manager, configuration information about about all logical 
addresses. If the command is received by a device which is not the resource manager, it 
returns the current hierarchy configuration information about the destination device followed 
by all of its immediate servants. The information is returned in the order specified in 
VXI:CONFigure:LADDress?. (the information about multiple logical addresses will be 
semi-colon separated and follow the IEEE 488.2 response message format). The individual 
fields of the output are comma separated. This is an optional configuration command. 


:VERBose? 
VXI:CONFigure:HIERarchy?:VERBose? 
This command has the same functionality as VXI:CONFigure:HIERarchy?. However it 
returns a quoted string indicating the device information for the selected This command is 
intended to allow for a human readable form of the response to 
VXI:CONFigure:HIERarchy?. The format of this string is manufacturer specific. This is an 
optional configuration command. 


26.1.2.2.1 :ALL? 


26.1.3 


VXI:-CONFigure:HIERarchy?:VERBose?:ALL? 

This command has the same functionality as VXI:CONFigure: HIERarchy:ALL?. However it 
returns a semi- colon separated sequence of strings indicating the device information for all 
devices. The format of this string is manufacturer specific. This command is intended to 
allow for a human readable form of the response to VXI:CONFigure: HIERarchy:ALL?. This 
is an optional configuration command. 


:INFormation? 

VXI:CONFigure:INFormation? 

This command returns the static information about the selected logical address. The 
individual fields of the response are comma separated. If the information about the selected 
logical address is not available from the destination device, (that is, the requested device is 
not in the servant area of the destination device), then error -224, “Parameter error’ will be 
set and no response data will be sent. This is a required configuration command. The 
command returms the following values: 


™ logical address: a<NR1> between -1 and 255 inclusive. A -1 indicates that the 
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device has no logical address. 


manufacturer id: a<NRI>, between -1 and 4095 inclusive. -1 indicates that the 
device has no manufacturer id. 


model code: a <NR1>, between -1 and 65535 inclusive. -1 indicates that the 
device has no model code 


device class: a<NR1>, between 0 and 5 inclusive. Each value corresponds the the 
device’s classification as follows: 

0: VXIbus memory device. 

1: VXIbus extended device. 

2: VXIbus message based device. 

3: VXIbus register based device. 

4: Hybrid device. 

5: Non-VXIbus device. 


address space: a<NRI>, between 0 and 15 inclusive, which is the sum of the 
binary weighted codes of the address space(s) occupied by the device. The 
following values are defined: 

1: The device has A16 registers. 

2: The device has A24 registers. 

4: The device has A32 registers. 

8: The device has A64 registers. 


A16 memory offset: the base address for any A16 registers (other than the 
VXIbus defined registers) which are present on the device. This is a<NRI> in the 
range of -1 to 65535. -1 is used to indicate that the device has no A1l6 memory. 


A24 memory offset: the base address for any A24 registers which are present on 
the device. This is a<NRI> in the range of -1 to 16777215. -1 is used to indicate 
that the device has no A24 memory. 


A32 memory offset: the base address for any A32 registers which are present on 
the device. This is a<NRI1> value> in the range of -1 to 4294967295. -1 is used to 
indicate that the device has no A32 memory. 


A16 memory size: the number of bytes reserved for any A16 registers (other than 
the VXIbus defined registers) which are present on the device. This is a<NRI> in 
the range of -1 to 65535. -1 is used to indicate that the device has no A16 memory. 


A24 memory size: the number of bytes reserved for any A24 registers which are 
present on the device. This is a<NRI> in the range of -1 to 16777215. -1 is used 
to indicate that the device has no A24 memory. 


A32 memory size: the number of bytes reserved for any A32 registers which are 
present on the device. This is a <NRI> in the range of -1 to 4294967295. -1 is 
used to indicate that the device has no A32 memory. 


Slot number: a <NRI1>, between -1 and the number of slots which exist in the 
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cage. -1 indicates that the slot which contains this device is unknown. 


= Slot 0’s logical address: a <NR1>, between -1 and 255 inclusive. -1 indicates that 
Slot 0 device associated with this device is unknown. 


™ subclass: a<NRI> representing the contents of the subclass register. -1 indicates 
that the subclass register is not defined for this device. 


™ attribute: a <NRI1> representing the contents of the attribute register. -1 indicates 
that the attribute register is not defined for this device. 


™ manufacturer specific comment: This up to 80 character quoted string contains 
manufacturer specific data. It is sent with a 488.2 string response data format. 


:ALL? 
VXI:CONFigure:INFormation?:ALL? 
When issued to a resource manager, this command returns the static information about all 
logical addresses. If the command is received by a device which is not the resource manager, 
it returns the static information about the destination device followed by all of its immediate 
servants. The information is returned in the order specified in the response to 
VXI:CONFigure:LADDress?. (The information about multiple logical addresses will be 
semi-colon separated and follow the IEEE 488.2 response message format). The individual 
fields of the output are comma separated. This is an optional configuration command. 


:VERBose? 
VXI:CONFigure:INFormation?:VERBose? 
This command has the same functionality as VXI:CONFigure:[NFormation?. However it 
returns a quoted string indicating the device information for the selected device. The format 
of this string is manufacturer specific. This command is intended to allow for a human 
readable form of the response to VXI:CONFigure:INFormation?. This is an optional 
configuration command. 


:ALL? 
VXI:CONFigure:INFormation?:ALL? 
This command has the same functionality as VXI:CONFigure:[NFormation:ALL?. However 
it returns a semi-colon separated sequence of quoted strings indicating the device 
information for all devices. The format of each string is manufacturer specific. This 
command is intended to allow for a human readable form of the response to 
VXI:CONFigure:[NFormation: ALL?. The format of this string is manufacturer specific. 
This is an optional configuration command. 


:LADDress? 

VXI:CONFigure:LADDress? 

When issued to a resource manager, the Logical ADDress command returns a comma 
separated list of <NR1> which are the logical addresses of the devices in the system. Each 
<NRI> will be an integer in the range of 0 to 255 inclusive. The logical address of the 
device which is responding to the command will be the first item in the list. If the command 
is received by a device other than the resource manager, then the response to the command 
will contain the logical address of the destination device followed by a list of the devices 
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which are immediate servants to the destination device. This is a required configuration 
command. 


26.1.5 :NUMBer? 
VXI:-CONFigure:NUMBer? 


When issued to a resource manager, this command returns a <NR1> which is the number of 
devices in the system. If the command is received by a device which is not the resource 
manager, then the response to the command will contain the number of devices which are 
immediate servants to the destination device including the destination device. For example, a 
commander with 3 servants would return a value of 4, or a resource manager for a system of 
4 devices would return a value of 5. The range of this <NR1I> is 1 to 256 inclusive. This is a 
required configuration command. 


26.2 REGister 
VXI:REGister 


The node collects together the commands that interact with the VXI registers. 


26.2.1. :READ? <register> 
VXI:REGister:READ? 


This command returns the contents of the specified 16 bit register at the selected logical 
address as a<NRI1>. This is a required register access command. The register is specified as 
the byte address of the desired register or as optionally the register name. It has values of all 
even numbers from 0 to 62 inclusive (as a <numeric_value>) or the following (optional) 
words: 


A24Low: A24 Pointer Low register (18) 
A24High: A24 Pointer High register (16) 
A32Low: A32 Pointer Low register (22) 
A32High: A32 Pointer High register (20) 
ATTRibute: Attribute register (8) 
DHIGh: Data High register (12) 

DLOW: Data Low register (14) 

DTYPe: Device Type register (2) 
ICONtrol: Interrupt Control register (28) 
ID: ID register (0) 

ISTatus: Interrupt Status register (26) 
MODid: MODID register (8) 

OFFSet: Offset register (6) 

PROTocol: PROTocol register (8) 
RESPonse: RESPonse register (10) 
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SNLow: Serial Number Low register (12) 
SNHigh: Serial Number High register (10) 
STATus: Status register (4) 

SUBClass: Subclass register (30) 
VNUMber: Version Number register (14) 


:VERBose? <register> 
VXI:REGister:READ?:VERBose? 


This command has the same functionality as VXI:REGister:READ?. However it returns a 
quoted string indicating the register contents for the selected device. The format of this string 
is manufacturer specific. This command is intended to allow for a human readable form of 
the response to VXI:REG:READ? which could include additional decoding of bits in 
specific registers. This is an optional register access command. 


:WRITe (<numeric_value> | <register>), <data> 
VXI:REGister:WRITe 


This command writes data to the specified register on the selected logical address. This is a 
required register access command. The Data is a 16 bit value specified as a <numeric_value> 
in the range of -32768 to 32767. The register is specified as the byte address of the desired 
register or as optionally the register name. It has values of all even numbers from 0 to 62 
inclusive (expressed as a <numeric_value>) or the following (optional) words: 


CONTrol: Control register (4) 
DEXTended: Data Extended register (10) 
DHIGh: Data High register (12) 

DLOW: Data Low register (14) 
ICONtrol: Interrupt Control register (28) 
MODid: MODID register (8) 

LADDress: Logical Address register (0) 
OFFSet: Offset register (6) 


SIGNal: Signal register (8) 


:RESet? 

VXI:RESet? 

This command resets the selected logical address. SYSFAIL generation is inhibited while 
the device is in the self test state. The command waits for five seconds or until the selected 
device has indicated passed (whichever occurs first). If the device passes its self test, then 
SYSFAIL generation will be re-enabled. If the device fails its self test, then SYSFAIL 
generation will remain inhibited. The return value from this command is the state of the 
selected device after it has been reset. The command returns an <NR1> which is encoded as 
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follows: FAIL=0, PASS=2, READY=3. The state of the A24/A32 enable bit is not altered by 
this command. This is a required register access command. 


26.3.1 :VERBose? 
VXI:RESet?:VERBose? 
This command has the same functionality as VXI:RESet?. However it returns a quoted string 
indicating the state of the specified device. The format of this string is manufacturer specific. 
This is an optional register access command. 

26.4 :SELect <logical_address> 
VXI:SELect 
This command specifies the logical address which is to be used by all subsequent commands 
in the VXI subsystem. Logical_address is specified as a <numeric_value> in the range of 0 
to 255. The query form returns the logical address as a <NR1> the value of -1 is reserved to 
indicate that no logical address has been selected. The *RST default value for 
logical_address is that no logical address is selected. All other commands which require a 
logical_address to be selected will respond with an error -221, “Settings conflict” if no 
logical address is selected. 

26.5 :WSPRotocol 
VXI:WSPRotocol 
This node collects together all the commands associated with the word serial protocol. 


26.5.1 :COMMand 


26.5.1.1  [:ANY] <data> 
VXI:WSPRotocol:COMMand:ANY 
This command sends the specified word serial command to the selected logical address. The 
data field is a <numeric_value> or a non-decimal value which specifies the command to be 
sent. The response of a word serial query which is sent with this command can be read with 
the VXI: WSPRotocol:RESPonse? command. This is a required Word Serial Support 
command. 


26.5.1.2 :AHLine <hand_id>,<line_number> 
VXI:WSPRotocol:COMMand:AHLine 
This command sends an Assign Handler Line command to the selected logical address. The 
hand_id field has a value in the range of 1 to 7 inclusive, and line_number field has a value 
in the range of 0 to 7 inclusive. They are both specified with <numeric_value>s or as 
non-decimal values. The response to this command can be read with the 
VXI:WSPRotocol:RESPonse? command. This is an optional Word Serial Support command. 


26.5.1.3 :AlLine <int_id>,<line_number> 
VXI:WSPRotocol:COMMand:AlLine 
This command sends an Assign Interrupter Line command to the selected logical address. 
The int_id field has a value in the range of 1 to 7 inclusive, and line_number field has a 
value in the range of 0 to 7 inclusive. They are both specified with numeric_ values or as 
non-decimal values. The response to this command can be read with the | 26 
VXI:WSPRotocol:RESPonse? command. This is an optional Word Serial Support command. 
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:AMControl <response_mask> 
VXI:WSPRotocol:COMMand:AMControl 
This command sends an Asynchronous Mode Control command to the selected logical 
address. The response mask field has a value in the range of 0 to 15 inclusive, and is defined 
in VXI rev. 1.3. It is specified with a <numeric_value> or as a non-decimal value. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 


:ANO 
VXI:WSPRotocol:COMMand:ANO 
This command sends an Abort Normal Operation command to the selected logical address. 
The response to this command can be read with the VXI:WSPRotocol:RESPonse? 
command. This is an optional Word Serial Support command. 


:BAVailable <Boolean>,<byte> 
VXI:WSPRotocol:COMMand:BAVailable 
This command sends a Byte Available command to the selected logical address. The 
Boolean field selects whether the END bit is set in the command. The byte field has a value 
in the range of 0 to 255 inclusive. It is specified with a <numeric_value> or as a non-decimal 
value. This is an optional Word Serial Support command. 


:BNO <Boolean> 
VXI:WSPRotocol:COMMand:BNO 
This command sends an Begin Normal Operation command to the selected logical address. 
The Boolean field selects whether the Top_level bit is set in the command. The response to 
this command can be read with the VXI:WSPRotocol:RESPonse? command. This is an 
optional Word Serial Support command. 


:BRQ 
VXI:WSPRotocol:COMMand:BRQ 
This command sends an Byte Request command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 


:CEVent <Boolean>,<event_number> 
VXI:WSPRotocol:COMMand:CEVent 
This command sends a Control Event command to the selected logical address. The Boolean 
field selects whether the Enable bit is set in the command. The event_number field has a 
value in the range of 0 to 127 inclusive. It is specified with a <numeric_value> or as a 
non-decimal value. The response to this command can be read with the 
VXI: WSPRotocol:RESPonse? command. This is an optional Word Serial Support command. 


26.5.1.10 :CLR 


VXI:WSPRotocol:COMMand:CLR 
This command sends an Clear command to the selected logical address. This is an optional 
Word Serial Support command. 
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26.5.1.11 :CLOCk 
VXI:WSPRotocol:COMMand:CLOCk 
This command sends an Clear Lock command to the selected logical address. This is an 
optional Word Serial Support command. 


26.5.1.12 :CRESponse <response_mask> 
VXI:WSPRotocol:COMMand:CRESponse 
This command sends a Control Response command to the selected logical address. The 
response_mask field has a value in the range of 0 to 127 inclusive, and is defined in VXI rev. 
1.3. It is specified with a <numeric_value> or as a non-decimal value. The response to this 
command can be read with the VXI:WSPRotocol:RESPonse? command. This is an optional 
Word Serial Support command. 


26.5.1.13 :ENO 
VXI:WSPRotocol:COMMand:ENO 
This command sends an End Normal Operation command to the selected logical address. 
The response to this command can be read with the VXI:WSPRotocol:RESPonse? 
command. This is an optional Word Serial Support command. 


26.5.1.14 :GDEVice <logical_address> 
VXI:WSPRotocol:COMMand:GDEVice 
This command sends a Grant Device command to the selected logical address. The 
logical_address field has a value in the range of 0 to 255 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. This is an optional Word Serial Support 
command. 


26.5.1.15 :ICOMmander <logical_address> 
VXI:WSPRotocol:COMMand:|COMmander 
This command sends a Identify Commander command to the selected logical address. The 
logical_address field has a value in the range of 0 to 255 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. This is an optional Word Serial Support 
command. 


26.5.1.16 :RDEVice <logical_address> 
VXI:WSPRotocol:COMMand:RDEVice 
This command sends a Release Device command to the selected logical address. The 
logical_address field has a value in the range of 0 to 255 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. The response to this command can be read with 
the VXI: WSPRotocol:RESPonse? command. This is an optional Word Serial Support 
command. 


26.5.1.17 :RHANdlers 
VXI:WSPRotocol:COMMand:RHANdlers 


This command sends a Read Handlers command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. | 26 
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26.5.1.18 :RHLine <hand_id> 
VXI:WSPRotocol:COMMand:RHLine 
This command sends a Read Handler Line command to the selected logical address. The 
hand_id field has a value in the range of | to 7 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. The response to this command can be read with 
the VXI: WSPRotocol:RESPonse? command. This is an optional Word Serial Support 
command. 


26.5.1.19 :RiLine <int_id> 
VXI:WSPRotocol:COMMand:RILine 


This command sends a Read Interrupter Line command to the selected logical address. The 
int_id field has a value in the range of | to 7 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. The response to this command can be read with 
the VXI: WSPRotocol:RESPonse? command. This is an optional Word Serial Support 
command. 


26.5.1.20 :RINTerrupter 
VXI:WSPRotocol:COMMand:RINTerrupter 


This command sends a Read Interrupters command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 


26.5.1.21 :RMODid 
VXI:WSPRotocol:COMMand:RMODid 


This command sends a Read MODid command to the selected logical address. The response 
to this command can be read with the VXI:WSPRotocol:RESPonse? command. This is an 
optional Word Serial Support command. 


26.5.1.22 :RPERror 
VXI:WSPRotocol:COMMand:RPERror 


This command sends a Read Protocol Error command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 


26.5.1.23 :RPRotocol 
VXI:WSPRotocol:COMMand:RPRotocol 


This command sends a Read Protocol command to the selected logical address. The response 
to this command can be read with the VXI:WSPRotocol:RESPonse? command. This is an 
optional Word Serial Support command. 

26.5.1.24 :RSTB 
VXI:WSPRotocol:COMMand:RSTB 
This command sends a Read Status Byte command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 
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26.5.1.25 :RSARea 


VXI:WSPRotocol:COMMand:RSARea 

This command sends a Read Servant Area command to the selected logical address. The 
response to this command can be read with the VXI: WSPRotocol:RESPonse? command. 
This is an optional Word Serial Support command. 


26.5.1.26 :SLModid <Boolean>,<MODID 6-0> 


VXI:WSPRotocol:COMMand:SLModid 

This command sends a Set Lower MODid command to the selected logical address. The 
Boolean field selects whether the Enable bit is set in the command. The MODID 6-0 field 
has a value in the range of 0 to 127 inclusive. It is specified with a <NRI> or as a 
non-decimal value. The response to this command can be read with the 
VXI:WSPRotocol:RESPonse? command. This is an optional Word Serial Support command. 


26.5.1.27 :SLOCk 


VXI:WSPRotocol:COMMand:SLOCk 
This command sends a Set Lock command to the selected logical address. This is an optional 
Word Serial Support command. 


26.5.1.28 :SUModid <Boolean>,<MODID 12-7> 


VXI:WSPRotocol:COMMand:SUModid 

This command sends a Set Upper MODid command to the selected logical address. The 
Boolean field selects whether the Enable bit is set in the command. The MODID 12-7 field 
has a value in the range of 0 to 63 inclusive. It is specified with a<NRI> or as a 
non-decimal value. The response to this command can be read with the 
VXI:WSPRotocol:RESPonse? command. This is an optional Word Serial Support command. 


26.5.1.29 :TRIGger 
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VXI:WSPRotocol:COMMand:TRIGger 

This command sends a Trigger command to the selected logical address. This is an optional 
Word Serial Support command. 

:MESSage 

VXI:WSPRotocol:MESSage 

This node collects together all the messages (as defined by VXI) of the word serial protocol. 


:RECeive? <count>|<terminator> 
VXI:WSPRotocol:MESSage:RECeive? 
This command receives a message from the selected logical address using both the word 
serial protocol and the byte transfer protocol. The command will always terminate on the 
End bit being set. Additional termination options are on a specified number of bytes (count), 
or on a match to a particular terminator, (that is, LF, CRLF, END). The response is returned 
as a string. This is a required Word Serial Support command. 


:SEND <message_string> [,(END|NEND)] 
VXI:WSPRotocol:MESSage:SEND 


This command sends the specified message string to the selected logical address. The string 
is sent using the word serial protocol with the byte transfer protocol. The last byte of the 
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string is sent with the End bit set unless NEND is specified. This is a required Word Serial 
Support command. 


:QUERy 
VXI:WSPRotocol:QUERy 


This node collects together all the queries (as defined by VXI) of the word serial protocol. 


[: ANY]? <data> 
VXL:WSPRotocol:QUERy:ANY? 
This command sends the specified word serial query to the selected logical address. The data 
field is a <numeric_value> or a non-decimal value which specifies the query to be sent. The 
returned value is the response to the word serial query and is a<NRI>. This command obeys 
the byte transfer protocol. This is a required Word Serial Support command. 


:AHLine? <hand_id>,<line_number> 
VXI:WSPRotocol:QUERy:AHLine? 
This command sends an Assign Handler Line command to the selected logical address. The 
hand_id field has a value in the range of 1 to 7 inclusive, and line_number field has a value 
in the range of 0 to 7 inclusive. They are both specified with <numeric_value>s or as 
non-decimal values. The returned value is the response to the command and is a <NRI1>. 
This is an optional Word Serial Support command. 


:AlLine? <int_id>,<line_number> 
VXI:WSPRotocol:QUERy:AlLine? 
This command sends an Assign Interrupter Line command to the selected logical address. 
The int_id field has a value in the range of 1 to 7 inclusive, and line_number field has a 
value in the range of 0 to 7 inclusive. They are both specified with <numeric_value>s or as 
non-decimal values. The returned value is the response to the command and is a <NRI>. 
This is an optional Word Serial Support command. 


:AMControl? <response_mask> 
VXI:WSPRotocol:QUERy:AMControl? 
This command sends an Asynchronous Mode Control command to the selected logical 
address. The response_mask field has a value in the range of 0 to 15 inclusive, and is defined 
in VXI rev. 1.3. It is specified with a <numeric_value> or as a non-decimal value. The 
returned value is the response to the command and is a <NRI>. This is an optional Word 
Serial Support command. 

:ANO? 
VXI:WSPRotocol:QUERy:ANO? 
This command sends an Abort Normal Operation command to the selected logical address. 
The returned value is the response to the command and is a<NR1>. This is an optional 
Word Serial Support command. 


:BNO? <Boolean> 
VXI:WSPRotocol:QUERy:BNO? 


This command sends an Begin Normal Operation command to the selected logical address. 
The Boolean field selects whether the Top_level bit is set in the command. The returned 
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value is the response to the command and is a <NRI>. This is an optional Word Serial 
Support command. 


:BRQ? 
VXI:WSPRotocol:QUERy:BRQ? 
This command sends an Byte Request command to the selected logical address. The returned 
value is the response to the command and is a <NRI>. This is an optional Word Serial 
Support command. 


:CEVent? <Boolean>,<event_number> 
VXI:WSPRotocol:QUERy:CEVent? 
This command sends a Control Event command to the selected logical address. The Boolean 
field selects whether the Enable bit is set in the command. The event_number field has a 
value in the range of 0 to 127 inclusive. It is specified with a <numeric_value> or as a 
non-decimal value. The returned value is the response to the command and is a <NRI>. This 
is an optional Word Serial Support command. 


:CRESponse? <response_mask> 
VXI:WSPRotocol:QUERy:CRESponse? 
This command sends a Control Response command to the selected logical address. The 
response_mask field has a value in the range of 0 to 127 inclusive, and is defined in VXI rev. 
1.3. It is specified with a numeric_value or as a non-decimal value. The returned value is the 
response to the command and is a<NRI1>. This is an optional Word Serial Support 
command. 


26.5.3.10 :ENO? 


26.6:3.11 


VXI:WSPRotocol:QUERy:ENO? 

This command sends an End Normal Operation command to the selected logical address. 
The returned value is the response to the command and is a<NR1>. This is an optional 
Word Serial Support command. 


:RDEVice? <logical_address> 
VXI:WSPRotocol:QUERy:RDEVice? 
This command sends a Release Device command to the selected logical address. The 
logical_address field has a value in the range of 0 to 255 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. The returned value is the response to the 
command and is a<NR1>. This is an optional Word Serial Support command. 


26.5.3.12 :RHANdlers? 


VXI:WSPRotocol:QUERy:RHANdlers? 

This command sends a Read Handlers command to the selected logical address. The 
returned value is the response to the command and is a <NRI>. This is an optional Word 
Serial Support command. 


26.5.3.13 :RHLine? <hand_id> 


VXI:WSPRotocol:QUERy:RHLine? 
This command sends a Read Handler Line command to the selected logical address. The 
hand_id field has a value in the range of 1 to 7 inclusive. It is specified with a 
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<numeric_value> or as a non-decimal value. The returned value is the response to the 
command and is a<NR1>. This is an optional Word Serial Support command. 


26.5.3.14 :RiLine? <int_id> 
VXI:WSPRotocol:QUERy:RlLine? 
This command sends a Read Interrupter Line command to the selected logical address. The 
int_id field has a value in the range of | to 7 inclusive. It is specified with a 
<numeric_value> or as a non-decimal value. The returned value is the response to the 
command and is a<NRI1>. This is an optional Word Serial Support command. 


26.5.3.15 :RiNTerrupter? 
VXI:WSPRotocol:QUERy:RINTerrupter? 


This command sends a Read Interrupters command to the selected logical address. The 
returned value is the response to the command and is a <NRI>. This is an optional Word 
Serial Support command. 


26.5.3.16 :RMODid? 
VXI:WSPRotocol:QUERy:RMODid? 


This command sends a Read MODid command to the selected logical address. The returned 
value is the response to the command and is a <NRI>. This is an optional Word Serial 
Support command. 


26.5.3.17 :RPERror? 
VXI:WSPRotocol:QUERy:RPERror? 


This command sends a Read Protocol Error command to the selected logical address. The 
returned value is the response to the command and is a <NR1I>. This is an optional Word 
Serial Support command. 


26.5.3.18 :RPRotocol? 
VXI:WSPRotocol:QUERy:RPRotocol? 


This command sends a Read Protocol command to the selected logical address. The returned 
value is the response to the command and is a <NRI>. This is an optional Word Serial 
Support command. 


26.5.3.19 :RSTB? 
VXI:WSPRotocol:QUERy:RSTB? 


This command sends a Read Status Byte command to the selected logical address. The 
returned value is the response to the command and is a <NRI>. This is an optional Word 
Serial Support command. 

26.5.3.20 :RSARea? 
VXI:WSPRotocol:QUERy:RSARea? 
This command sends a Read Servant Area command to the selected logical address. The 
returned value is the response to the command and is a <NRI>. This is an optional Word 
Serial Support command. 
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26.5.3.21 :SLModid? <Boolean>,<MODID 6-0> 
VXI:WSPRotocol:QUERy:SLModid? 
This command sends a Set Lower MODid command to the selected logical address. The 
Boolean field selects whether the Enable bit is set in the command. The MODID 6-0 field 
has a value in the range of 0 to 127 inclusive. It is specified with a <numeric_value> or as a 
non-decimal value. The returned value is the response to the command and is a <NRI>. This 
is an optional Word Serial Support command. 


26.5.3.22 :SUModid? <Boolean>,<MODID 12-7> 
VXI:WSPRotocol:QUERy:SUModid? 
This command sends a Set Upper MODid command to the selected logical address. The 
Boolean field selects whether the Enable bit is set in the command. The MODID 12-7 field 
has a value in the range of 0 to 63 inclusive. It is specified with a <numeric_value> or as a 
non-decimal value. The returned value is the response to the command and is a<NRI>. This 
is an optional Word Serial Support command. 


26.5.4 :RESPonse? 
VXI:WSPRotocol:RESPonse? 
This command returns one word of data from the data low register on the selected logical 
address. This command obeys the Byte transfer protocol. The data is returned as a <NRI>. 
This is a required Word Serial Support command. 
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SOURce:PULSe:DOUBle 19-72 
SYSTem:COMMunicate:SERial:TRANsmit 21-9 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-14 
TRIGger Subsystem:TRIGger:SEQuence 24-25 
:DELete 
CALCulate:MATH:EXPRession 4-22 
MEMory 13-7 
MMEMory 14-3 
PROGram:EXPLicit 16-5 
PROGram:SELected 16-2 
ROUTe:MODule 17-2 
ROUTe:PATH 17-4 
SYSTem:KEY 21-32 
TRACe | DATA 23-4 
:DEMPhasis 
SENSe:FILTer 18-34 
:DEPTh 
SENSe:AM 18-4 
SOURce:AM 19-6 
SOURce:LIST:AM 19-49 
:DERivative 
CALCulate 4-10 
DESTination 2-3 
DESTination? 
HCOPy 10-4 
:DETector EXTernal 
SENSe:CURRent 18-29 
SENSe:POWer 18-67 
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SENSe:VOLTage 18-88 
:DETector INTernal 
SENSe:CURRent 18-29 
SENSe:POWer 18-67 
SENSe:VOLTage 18-88 
DETector Subsystem 
SENSe 18-30 - 18-31 
:DEViation 
SENSe:FM 18-36 
SENSe:PM 18-62 
SOURce:FM 19-32 
SOURce:PM 19-57 
:DEVice 
HCOPy 10-5 - 10-6 
:Device-Specific Error 
SYSTem:ERRor? 21-25 
DIAGnostic Subsystem 7-1 - 7-2 
Digital Modulation Subsystem 
SOURce 19-26 - 19-31 
:DIMensions 
HCOPy:PAGE 10-13 
:DINTerchange 
FORMat 9-2 
MMEMory:LOAD and :STORe 14-4 
:DIRection DOWN 
INPut:POSition:X:ANGLe 11-8 
INPut:POSition:X:DISTance 11-9 
INPut:POSition:Y:ANGLe 11-10 
INPut:POSition:Y:DISTance 11-11 
INPut:POSition:Z:ANGLe 11-12 
INPut:POSition:Z:DISTance 11-13 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition:Y:ANGLe 15-8 
OUTPut:POSition: Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
SENSe:CURRent:ACI:DC 18-27 
SENSe:LIST 18-58 


SENSe:POWer:AC|:DC:RANGe:AUTO 18-66 
SENSe:RESistance:RANGe:AUTO 18-69 


SENSe:SWEep 18-78 
SENSe:VOLTage:ACI:DC 18-86 
SOURce:LIST 19-51 
SOURce:SWEep 19-86 
:DIRection EITHer 
SENSe:CURRent:ACI:DC 18-27 


SENSe:POWer:AC|:DC:RANGe:AUTO 18-66 


SENSe:RESistance:RANGe:AUTO 18-69 

SENSe:VOLTage:ACI:DC 18-86 
:DIRection UP 

INPut:POSition:X:ANGLe 11-8 
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INPut:POSition:X:DISTance 11-9 
INPut:POSition:Y:ANGLe 11-10 
INPut:POSition:Y:DISTance 11-11 
INPut:POSition:Z:ANGLe 11-12 
INPut:POSition:Z:DISTance 11-13 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition:Y:ANGLe 15-8 
OUTPut:POSition:Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
SENSe:CURRent:ACI:DC 18-27 
SENSe:LIST 18-58 
SENSe:POWer:AC|:DC:RANGe:AUTO 18-66 
SENSe:RESistance:RANGe:AUTO 18-69 
SENSe:SWEep 18-78 
SENSe:VOLTage:ACI:DC 18-86 
SOURce:LIST 19-51 

SOURce:SWEep 19-86 


DISPlay Subsystem 8-1 - 8-16 
:DISTance 


CALCulate:TRANsform 4-27 
INPut:POSition:X 11-9 
INPut:POSition:Y 11-11 
INPut:POSition:Z 11-13 
OUTPut:POSition:X 15-7 
OUTPut:POSition:Y 15-9 
OUTPut:POSition:Z 15-11 
SENSe:CORRection:EDELay 18-19 
SENSe:FUNCtion 18-52 
SOURce:CORRection:EDELay 19-14 


DISTance Subsystem 


SENSe 18-32 


:DISTortion 


SENSe:FUNCtion:POWer 18-50, 18-52 - 18-54 


DM 


SOURce 19-26 - 19-31 


DM Subsystem 


SOURce 19-26 - 19-31 


:DMODe PARallel 


SOURce:DM 19-30 


:DMODe SERial 


SOURce:DM 19-30 


:DNUMber? 


VXI:CONFigure 26-3 


:DOUBle 


SOURce:PULSe 19-72 


:DRAW 


DISPlay:WINDow:GRAPhics 8-8 


:DTR IBFull 


SYSTem:COMM:SERial:CONTrol 21-6 


:DTR OFF 
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SYSTem:COMM:SERial:CONTrol 21-6 
:DTR ON 

SYSTem:COMM:SERial:CONTrol 21-6 
:DTR STANdard 

SYSTem:COMM:SERial:CONTrol 21-6 
:DURation 

CONTrol 6-3 
:DWELI 

SENSe:LIST 18-58 

SENSe:SWEep 18-78 

SOURce:LIST 19-51 

SOURce:SWEep 19-85 





E 


:-EBENch 
CONTrol 6-3 
:ECL 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-15 
TRIGger Subsystem:TRIGger:SEQuence 24-26 
‘ECLTrg 
OUTPut Subsystem 15-12 
:-ECOunt 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-15 
TRIGger Subsystem:TRIGger:SEQuence 24-26 
:EDELay 
SENSe:CORRection 18-19 
SOURce:CORRection 19-14 
:-ENABle 
DISPlay 8-5 
STATus 20-3, 20-7 
:ENO 
VXI:WSPRotocol:COMMand 26-11 
:ENO? 
VXI:WSPRotocol:QUERy 26-15 
:Error/Event numbers 
SYSTem:ERRor? 21-14 
:The Error/Event Queue 
SYSTem:ERRor? 21-13 
:ERRor? 
SYSTem 21-11 - 21-27 
:Error/Event numbers 
SYSTem:ERRor? 21-14 
‘-EVENt? 
STATus 20-4, 20-7 
<event_handle> 
Instrument Model:Internal Routing 2-14 
:EXCHange 
MEMory 13-7 
:EXECute 














PROGram:EXPLicit 16-5 
PROGram:SELected 16-2 
:Execution Error 
SYSTem:ERRor? 21-19 
‘Expanded Capability Trigger Model 
TRIGger Subsystem 24-5 - 24-11 
:EXPLicit 
PROGram 16-4 - 16-6 
EXPonential 
CALCulate:A VERage:TCONtrol 4-7 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-27 
SENSe:WINDow:TYPE 18-89 
:EXPRession 
CALCulate:MATH 4-21 
:EXTernal 
OUTPut:FILTer 15-3 
SENSe:ROSCillator 18-71, 19-80 
SOURce:AM 19-6 
SOURce:FM 19-32 
SOURce:PM 19-59 
SOURce:PULM 19-68 











F 


‘FAIL? 
CALCulate:CLIMits 4-9 
CALCulate:LIMit 4-20 

‘FALL 
MEASure 3-13 

:FCOunt? 
CALCulate:LIMit 4-20 

:FCUToff 
SENSe:CORRection:RVELocity 18-22 
SOURce:CORRection:RVELocity 19-15 

FEED 
CALCulate 4-10 
DISPlay:WINDow:TEXT 8-10 
DISPlay:WINDow:TRACe 8-10 
HCOPy 10-7 
Instrument Model:Internal Routing 2-9 
MMEMory 14-4 
SYSTem:COMM:SERial 21-7 
SYSTem:COMMunicate:CENTronics 21-5 
SYSTem:COMMunicate:GPIB:RDEVice 21-5 
TRACe | DATA 23-4 

FEED Exceptions 
Instrument Model:Internal Routing 
:Lamina and Cloned Models 2-8 
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FEEDs from CALCulate Sub-Blocks 
Instrument Model:Internal Routing 2-12 
FERRor 
SENSe:FUNCtion 18-52 
FETCh 
Measurement Instructions 3-3 
:FFEed 
HCOPy:ITEM 10-9 
:FIELd 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo 24-19 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo 24-31 
:FILTer 
CALCulate 4-11 - 4-14 
INPut 11-5 
OUTPut Subsystem 15-3 
SOURce:DM 19-27 
TRIGger Subsystem: ARM:SEQuence 
:LAYer 24-15 


TRIGger Subsystem:TRIGger:SEQuence 24-26 


FiLTer Subsystem 
SENSe 18-33 - 18-35 

:FIXed 
SENSe:FREQuency 18-38 
SOURce:FREQuency 19-43 

:FLIMits 
CALCulate:CLIMits 4-9 

FM 
SENSe:FUNCtion 18-52 

FM Subsystem 
SENSe 18-36 
SOURce 19-32 - 19-34 

:FORCe 
CALCulate:FILTer:GATE:FREQuency 4-15 
CALCulate:FILTer:GATE:TIME 4-13 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-27 
SENSe:FUNCtion 18-52 
SENSe:WINDow:TYPE 18-89 

FORCe Subsystem 
SOURce 19-35 - 19-42 

FORMat 
CALCulate 4-15 - 4-16 
Instrument Model 2-5 
SOURce:DM 19-27 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo 24-20 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo:FIELd 24-31 

FORMat Subsystem 9-1 - 9-4 





:FRAMe 
DISPlay:WINDow:TRACe:GRATicule 8-11 
SOURce:DM 19-30 

:FREE 
MEMory 13-8 

FREE? 

TRACe | DATA 23-5 

:SFREQuency 
:MEASure 3-9 
CALCulate:FILTer:GATE 4-13 
CALCulate:TRANsform 4-29 
DISPlay:ANNotation 8-4 
INPut:FILTer:HPASs 11-5 
INPut:FILTer:LPASs 11-5 
MEMorty Subsystem:TABLe 13-15 
OUTPut:FILTer:HPASs 15-4 
OUTPut:FILTer:LPASs 15-4 
SENSe:FILTer:HPASs 18-34 
SENSe:FILTer:LPASs 18-33 
SENSe:FUNCtion 18-52 
SENSe:LIST 18-59 
SENSe:ROSCillator:EXTernal 18-71, 19-80 
SENSe:ROSCillator:[INTernal 18-71, 19-80 
SOURce:AM:INTernal 19-7 
SOURce:FM:INTernal 19-33 
SOURce:LIST 19-51 
SOURce:MARKer 19-54 
SOURce:PM:INTernal 19-59 
SOURce:PULM:INTernal 19-69 
SYSTem:BEEPer 21-3 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:FILTer:HPASs 24-15 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:FILTer:LPASs 24-15 
TRIGger Subsystem:TRIGger:SEQuence 
:FILTer:HPASs 24-26 
TRIGger Subsystem:TRIGger:SEQuence 
:FILTer:LPASs 24-27 

FREQuency Subsystem 
SENSe 18-37 - 18-41 
SOURce 19-43 - 19-46 

:FRESistance 
:MEASure 3-8 
SENSe:FUNCtion 18-53 

FRESistance Subsystem 
SENSe 18-68 - 18-70 

FRONt 
SENSe:FUNCtion:SPEed 18-55 

:FSENsor 
CALibration 5-7 

:FTIMe 
MEASure 3-13 
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:FULL 
SENSe:FREQuency:SPAN 18-40 
SOURce:CURRent:SPAN 19-24 
SOURce:FREQuency:SPAN 19-45 
SOURce:POWer:SPAN 19-67 
SOURce:RESistance:SPAN 19-78 
SOURce:VOLTage:SPAN 19-100 
<function> 
Measurement Instructions 3-5 
SENSe 18-43 
SENSe:DETector 18-30 
FUNCtion & DATA Subsystem 
SENSe 18-42 - 18-57 
FUNCtion Subsystem 
SOURce 19-47 
:<function_name> 
SENSe:FUNCtion 18-48 
Fundamental Measurement Layer 
MEASure 3-7 





G 


:GAIN 

INPut 11-6 

SENSe:CORRection 18-20 

SOURce:CORRection 19-13 
:GATE 

CALCulate:FILTer 4-11 
:GDAPerture 

CALCulate 4-17 
:GDEVice 

VXI:WSPRotocol:COMMand 26-11 
:GENeration ANALog 
SENSe:SWEep 18-79 
SOURce:SWEep 19-86 
:GENeration CONCurrent 
SOURce:LIST 19-51 
:GENeration DCONcurrent 
SOURce:LIST 19-51 
:GENeration DSEQuence 
SOURce:LIST 19-51 
:GENeration SEQuence 
SOURce:LIST 19-51 
:GENeration STEPped 

SENSe:SWEep 18-79 

SOURce:SWEep 19-86 
:GEOMetry 

DISPlay:WINDow 8-6 
:GPIB 

SYSTem:COMMunicate 21-5 
:GRAPhics 

DISPlay:WINDow 8-7 

















:GRATicule 

DISPlay:WINDow:TRACe 8-11 

HCOPy:ITEM:WINDow:TRACe 10-12 
:GRID 

DISPlay:WINDow:TRACe:GRATicule 8-11 
:GUARd 

INPut 11-6 











H 


:HARMonic 
SENSe:MIXer 18-60 

HCOPy Subsystem 10-1 - 10-16 

:HEADers? 
SYSTem:HELP 21-28 

:HELP 
SYSTem 21-28 - 21-31 

HEXadecimal 9-2 - 9-3 

:HIERarchy? 
VXI:CONFigure 26-3 

:HIGH 
INPut:POSition:X:ANGLe:LIMit 11-8 
INPut:POSition:X:DISTance:LIMit 11-9 
INPut:POSition:Y:ANGLe:LIMit 11-10 
INPut:POSition: Y:DISTance:LIMit 11-11 
INPut:POSition:Z:ANGLe:LIMit 11-12 
INPut:POSition:Z:DISTance:LIMit 11-13 
MEASure 3-12 
OUTPut:POSition:X:ANGLe:LIMit 15-6 
OUTPut:POSition:X:DISTance:LIMit 15-7 
OUTPut:POSition: Y:ANGLe:LIMit 15-8 
OUTPut:POSition: Y:DISTance:LIMit 15-9 
OUTPut:POSition:Z: ANGLe:LIMit 15-10 
OUTPut:POSition:Z:DISTance:LIMit 15-11 
SOURce:CURRent:LEVel:[MMediate 19-20 
SOURce:CURRent:LEVel:TRIGgered 19-21 
SOURce:CURRent:LIMit 19-22 
SOURce:POWer:LEVel:[MMediate 19-63 
SOURce:POWer:LEVel:TRIGgered 19-64 
SOURce:POWer:LIMit 19-65 
SOURce:RESistance:LEVel:[MMediate 19-75 
SOURce:RESistance:LEVel:TRIGgered 19-76 
SOURce:RESistance:LIMit 19-76 
SOURce:VOLTage:LEVel:IMMediate 19-96 
SOURce:VOLTage:LEVel:TRIGgered 19-97 
SOURce:VOLTage:LIMit 19-98 

:HISTogram 
CALCulate:TRANsform 4-24 
SENSe:FUNCtion: VOLTage 18-56 

:HOLD 
SENSe:FREQuency:SPAN 18-40 
SOURce:CURRent:SPAN 19-24 
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SOURce:FREQuency:SPAN 19-45 
SOURce:POWer:SPAN 19-67 
SOURce:RESistance:SPAN 19-78 
SOURce:VOLTage:SPAN 19-100 
‘HOLD DCYCle 
SOURce:PULSe 19-71 
‘HOLD WIDTh 
SOURce:PULSe 19-71 
:‘HOLDoff 
TRIGger Subsystem:TRIGger:SEQuence 24-27 
:HORizontal 
INPut:POLarization 11-7 
OUTPut:POLarization 15-5 
:HPASs 
INPut:FILTer 11-5 
OUTPut:FILTer 15-4 
SENSe:FILTer 18-33 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:FILTer 24-15 
TRIGger Subsystem: TRIGger 
:SEQuence:FILTer 24-26 
‘HPGL 
DISPlay:WINDow:GRAPhics 8-8 
‘HSL 
DISPlay:CMAP:COLor 8-5 
HCOPy:DEVice:CMAP:COLor 10-5 
:HYSTeresis 
SOURce:PULM:EXTernal 19-68 
TRIGger Subsystem: ARM:SEQuence 
:LAYer 24-16 
TRIGger Subsystem:TRIGger:SEQuence 24-27 








I 








:I INVerted 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 

:I<n> NORMal 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 

:ICLock INVerted 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 

:ICLock NORMal 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 

:1COMmander 
VXI:WSPRotocol:COMMand 26-11 

:ICORrection 
SOURce:DM:FILTer 19-27 

‘IDLE 
CONTrol 6-3 











:IDLE State 
TRIGger Subsystem:Model Layers 24-2 
:‘IDRaw 
DISPlay:WINDow:GRAPhics 8-8 
:IMMediate 
CALCulate 4-18 
CALCulate:LIMit:CLEar 4-21 
HCOPy 10-7 - 10-13, 10-15 
INPut:POSition:X:ANGLe 11-8 
INPut:POSition:X:DISTance 11-9 
INPut:POSition:Y:ANGLe 11-10 
INPut:POSition:Y:DISTance 11-11 
INPut:POSition:Z:ANGLe 11-12 
INPut:POSition:Z:DISTance 11-13 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition: Y:ANGLe 15-8 
OUTPut:POSition:Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
OUTPut:TTLTrgl:ECLTrg 15-12 
SOURce:CURRent:LEVel 19-19 
SOURce:POWer:LEVel 19-62 
SOURce:RESistance:LEVel 19-75 
SOURce:VOLTage:LEVel 19-95 
SYSTem:BEEPer 21-4 
TRIGger Subsystem: ARM:SEQuence 
:LAYer 24-16 
TRIGger Subsystem:INITiate 24-22 
TRIGger Subsystem:TRIGger:SEQuence 24-27 
‘IMOVe 
DISPlay:WINDow:GRAPhics 8-8 
:IMPedance 
INPut 11-6 
OUTPut Subsystem 15-5 
SENSe:CORRection 18-19 
SOURce:AM:EXTernal 19-7 
SOURce:FM:EXTernal 19-33 
SOURce:PM:EXTernal 19-59 
SOURce:PULM:EXTernal 19-68 
:INFormation? 
VXI:CONFigure 26-4 
:INITialize 
MMEMory 14-4 
INITiate 2-5 
CONTrol 6-3 
TRIGger Subsystem 24-21 - 24-22 
Initiated 
TRIGger Subsystem:Model Layers 24-2 
INPut 11-1 - 11-14 
Instrument Model:Measurement Function 2-3 
SENSe:CORRection:[MPedance 18-19 
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SENSe:CORRection:LOSS 18-20 
Instrument Model 2-1 - 2-14 
INSTrument Subsystem 12-1 - 12-4 
INTeger 9-2 
INTegral 

CALCulate 4-18 
:-INTernal 

SENSe:ROSCillator 18-71, 19-80 

SOURce:AM 19-7 

SOURce:FM 19-33 

SOURce:PM 19-59 

SOURce:PULM 19-69 
Internal Routing 

Instrument Model 2-5 - 2-14 
-INTerpolate 

CALCulate:LIMit 4-21 
Introduction 1-1 - 1-2 
IQRatio 

SOURce:DM 19-28 
‘ITEM 

HCOPy 10-7 - 10-12 











K 


:KBESsel 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-27 
SENSe:WINDow:TYPE 18-89 

:KEY 
DISPlay:MENU 8-6 
SYSTem 21-32 

:KLOCKk 
SYSTem 21-33 














L 


:LABel 
DISPlay:WINDow:GRAPhics 8-8 
DISPlay:WINDow:TRACe:R 8-15 
DISPlay:WINDow:TRACe:X 8-12 
DISPlay:WINDow:TRACe:Y 8-13 
HCOPy:ITEM 10-9 
:LADDress? 
VXI:CONFigure 26-6 
Lamina and Cloned Models 
Instrument Model:Internal Routing 2-7 
:LANGuage 
HCOPy:DEVice 10-6 
SYSTem 21-33 








:LAYer 


TRIGger Subsystem: ARM:SEQuence 24-14 


:LAYer Nomenclature 


TRIGger Subsystem 
‘Expanded Capability Trigger Model 24-6 


:LDIRection 


DISPlay:WINDow:GRAPhics 8-8 


:LEADing 


SOURce:PULSe:TRANsition 19-72 


:LEAKage 


SOURce:DM 19-28 


‘LEFT 


DISPlay:WINDow:TRACe:X:SCALe 8-12 


:LENGth 


HCOPy:PAGE 10-14 


:LEVel 


OUTPut:TTLTrgl:ECLTrg 15-13 
SENSe:CONDition 18-15 
SENSe:CURRent:ACI:DC:PROTection 18-26 
SENSe:POWer:ACI:DC:PROTection 18-65 
SENSe:VOLTage:ACI:DC:PROTection 18-85 
SOURce:CURRent 19-19 
SOURce:CURRent:PROTection 19-23 
SOURce:POWer 19-62 
SOURce:POWer:PROTection 19-65 
SOURce:PULM:EXTernal 19-68 
SOURce:RESistance 19-75 
SOURce:RESistance:PROTection 19-77 
SOURce:VOLTage 19-95 
SOURce:VOLTage:PROTection 19-99 
TRIGger Subsystem: ARM:SEQuence 

:LAYer 24-16 

TRIGger Subsystem:TRIGger:SEQuence 24-28 


:LFRequency 


SYSTem 21-33 


‘LIFT 


CONTrol 6-3 


:LIMit 


CALCulate 4-18 - 4-20 
INPut:POSition:X:ANGLe 11-8 
INPut:POSition:X:DISTance 11-9 
INPut:POSition:Y:ANGLe 11-10 
INPut:POSition:Y:DISTance 11-11 
INPut:POSition:Z:ANGLe 11-12 
INPut:POSition:Z:DISTance 11-13 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition:Y:ANGLe 15-8 
OUTPut:POSition: Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
SENSe:MIXer:BIAS 18-60 
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SOURce:CURRent 19-21 
SOURce:POWer 19-64 
SOURce:RESistance 19-76 
SOURce:VOLTage 19-97 
‘LINE 
TRACe | DATA:DATA 23-3 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:VIDeo 24-20 
TRIGger Subsystem: TRIGger 
:SEQuence:VIDeo 24-32 
‘LINK 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-17 
TRIGger Subsystem:TRIGger:SEQuence 24-28 
‘LINK CENTer 
DISPlay:WINDow:TRACe:X:SCALe:PDIV 8-13 
SENSe:FREQuency:SPAN 18-40 
SOURce:CURRent:SPAN 19-24 
SOURce:FREQuency:SPAN 19-45 
SOURce:POWer:SPAN 19-67 
SOURce:RESistance:SPAN 19-78 
SOURce:VOLTage:SPAN 19-100 
‘LINK LEFT 
DISPlay:WINDow:TRACe:X:SCALe:PDIV 8-13 
‘LINK RIGHt 
DISPlay:WINDow:TRACe:X:SCALe:PDIV 8-13 
‘LINK STARt 
SENSe:FREQuency:SPAN 18-40 
SOURce:CURRent:SPAN 19-24 
SOURce:FREQuency:SPAN 19-45 
SOURce:POWer:SPAN 19-67 
SOURce:RESistance:SPAN 19-78 
SOURce:VOLTage:SPAN 19-100 
:LINK STOP 
SENSe:FREQuency:SPAN 18-40 
SOURce:CURRent:SPAN 19-24 
SOURce:FREQuency:SPAN 19-45 
SOURce:POWer:SPAN 19-67 
SOURce:RESistance:SPAN 19-78 
SOURce:VOLTage:SPAN 19-100 
LIST Subsystem 
SENSe 18-58 - 18-59 
SOURce 19-48 - 19-53 
LL 
See also IDELete 
:LLEFt 
DISPlay:WINDow:GEOMetry 8-7 
HCOPy:PAGE:DIMensions 10-14 
:LLIMit 
SENSe:SWEep:TIME 18-83 
SOURce:SWEep:TIME 19-85 
‘LOAD 





MMEMory 14-4 

:LOCate 
DISPlay:WINDow:TEXT 8-10 

:LOSS 
MEMory:TABLe 13-16 
SENSe:CORRection 18-20 
SENSe:MIXer 18-61 
SOURce:CORRection 19-13 

:LOW 
INPut 11-6 
INPut:POSition:X:ANGLe:LIMit 11-8 
INPut:POSition:X:DISTance:LIMit 11-9 
INPut:POSition: Y:ANGLe:LIMit 11-10 
INPut:POSition: Y:DISTance:LIMit 11-11 
INPut:POSition:Z:ANGLe:LIMit 11-12 
INPut:POSition:Z:DISTance:LIMit 11-13 
MEASure 3-12 
OUTPut Subsystem 15-5 
OUTPut:POSition:X:ANGLe:LIMit 15-6 
OUTPut:POSition:X:DISTance:LIMit 15-7 
OUTPut:POSition: Y:ANGLe:LIMit 15-8 
OUTPut:POSition: Y:DISTance:LIMit 15-9 
OUTPut:POSition:Z: ANGLe:LIMit 15-10 
OUTPut:POSition:Z:DISTance:LIMit 15-11 
SOURce:CURRent:LEVel:[MMediate 19-20 
SOURce:CURRent:LEVel:TRIGgered 19-21 
SOURce:CURRent:LIMit 19-22 
SOURce:POWer:LEVel:IMMediate 19-63 
SOURce:POWer:LEVel:TRIGgered 19-64 
SOURce:POWer:LIMit 19-65 
SOURce:RESistance:LEVel:[MMediate 19-75 
SOURce:RESistance:LEVel:TRIGgered 19-76 
SOURce:RESistance:LIMit 19-77 
SOURce:VOLTage:LEVel:IMMediate 19-96 
SOURce:VOLTage:LEVel:TRIGgered 19-97 
SOURce:VOLTage:LIMit 19-98 

:LOWer 
CALCulate:LIMit 4-20 
SENSe:AM:DEPTh:RANGe 18-4 
SENSe:CURRent:ACI:DC:RANGe 18-27 
SENSe:FM:DEViation:RANGe 18-36 
SENSe:FREQuency:RANGe 18-39 
SENSe:PM:DEViation:RANGe 18-62 
SENSe:POWer:AC|:DC:RANGe 18-66 
SENSe:POWer:ACHannel:SPACing 18-64 
SENSe:RESistance:RANGe 18-69 
SENSe:VOLTage:ACI:DC:RANGe 18-86 

:LPASs 
INPut:FILTer 11-5 
OUTPut:FILTer 15-4 
SENSe:FILTer 18-33 
TRIGger Subsystem:ARM 
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:SEQuence:LAYer:FILTer 24-15 
TRIGger Subsystem: TRIGger 
:SEQuence:FILTer 24-26 
:LPFRame 
TRIGger Subsystem:ARM 
:SEQuence:LA Yer: VIDeo:FORMat 24-20 
TRIGger Subsystem: TRIGger 
:SEQuence:VIDeo:FIELd:FORMat 24-31 
:LTYPe 
DISPlay:WINDow:GRAPhics 8-8 
HCOPy:ITEM:WINDow:TRACe 10-13 











M 


:MACRo 
MMEMory:LOAD and :STORe 14-4 

:MACRo? 
MEMory:CATalog 13-5 
MEMory:FREE 13-8 

:MAGNitude 
MEMory:TABLe:CONDition 13-11 
SENSe:CORRection:LOSS:INPut 18-21 
SENSe:CORRection:OFFSet 18-21 
SOURce:CORRection:LOSS:OUTPut 19-14 
SOURce:CORRection:OFFSet 19-13 
SOURce:DM:IQRatio 19-28 
SOURce:DM:LEAKage 19-28 

:MAGNitude 
MEMory:TABLe:CURRent 13-11 
MEMory:TABLe:LOSS 13-16 
MEMory:TABLe:POWer 13-17 
MEMory:TABLe:RESistance 13-17 
MEMory:TABLe:VOLTage 13-19 

:MALLocate 
PROGram:EXPLicit 16-5 
PROGram:SELected 16-3 

:MANual 
SENSe:FREQuency 18-38 
SOURce:CURRent 19-22 
SOURce:FREQuency 19-44 
SOURce:POWer 19-65 
SOURce:RESistance 19-78 
SOURce:VOLTage 19-98 





:MAP 

STATus 20-4, 20-7 
MARKer Subsystem 

SOURce 19-54 - 19-55 
:MATH 

CALCulate 4-21 - 4-22 
:MAXimum 

MEASure 3-14 
:MCONtrol 





CONTrol 6-4 
MEASure 
Measurement Instructions 3-5 
Measurement Function 
Instrument Model 2-3 
Measurement Function Layer 3-9 
Measurement Instructions 3-1 - 3-14 
:MEDium COAX 
SENSe:CORRection:RVELocity 18-22 
SOURce:CORRection:RVELocity 19-15 
:MEDium WA Veguide 
SENSe:CORRection:RVELocity 18-22 
SOURce:CORRection:RVELocity 19-15 
MEMory 
Instrument Model 2-5 
Memory Associated with Data Flow 
Instrument Model:Internal Routing 2-12 
MEMorty Subsystem 13-1 - 13-20 
‘MENU 
DISPlay 8-6 
HCOPy:ITEM 10-10 
:MESSage 
VXI:WSPRotocol 26-13 
:METHod PMETer 
SOURce:CORRection:COLLect 19-12 
:METHod TPORt 
SENSe:CORRection:COLLect 18-18 
:MGRules 
TRIGger Subsystem: ARM:SEQuence 
:DEFine 24-13 
TRIGger Subsystem:TRIGger:SEQuence 
:DEFine 24-25 
:MINimum 
MEASure 3-14 
MIXer Subsystem 
SENSe 18-60 - 18-61 
MMEMory Subsystem 14-1 - 14-6 
‘MODE 
HCOPy:DEVice 10-7 
SOURce:AM 19-7 
SOURce:FUNCtion 19-47 
SOURce:PULM 19-69 
‘MODE AUTO 
SENSe:SWEep 18-79 
SOURce:SWEep 19-86 
:MODE CW 
SENSe:FREQuency 18-38 
SOURce:FREQuency 19-44 
‘MODE DELTa 
SOURce:MARKer 19-54 
:MODE FIXed 
SENSe:FREQuency 18-38 
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SOURce:CURRent 19-22 
SOURce:FREQuency 19-44 
SOURce:POWer 19-65 
SOURce:RESistance 19-79 
SOURce:VOLTage 19-98 
‘MODE FREQuency 
SOURce:MARKer 19-54 
:MODE LIST 
SENSe:FREQuency 18-38 
SOURce:CURRent 19-22 
SOURce:FREQuency 19-44 
SOURce:POWer 19-65 
SOURce:RESistance 19-79 
SOURce:VOLTage 19-98 
:MODE LOCKed 
SOURce:FM 19-33 
SOURce:PM 19-57 
:MODE MANual 
SENSe:SWEep 18-79 
SOURce:SWEep 19-86 
:MODE POSition 
SOURce:MARKer 19-54 
:MODE SENSe 
SOURce:FREQuency 19-44 
:MODE SOURce 
SENSe:FREQuency 18-38 
:MODE SWEep 
SENSe:FREQuency 18-38 
SOURce:CURRent 19-22 
SOURce:FREQuency 19-44 
SOURce:POWer 19-65 
SOURce:RESistance 19-79 
SOURce:VOLTage 19-98 
:MODE UNLocked 
SOURce:FM 19-33 
SOURce:PM 19-57 
:Model Layers 
TRIGger Subsystem 24-2 - 24-3 
:MODule 
ROUTe 17-2 
‘MOVE 
DISPlay:WINDow:GRAPhics 8-9 
MMEMory 14-5 
MOVing 
CALCulate:A VERage:TCONtrol 4-7 
:MSIS 
MMEMory 14-5 
:MULTiplier 
SENSe:FREQuency 18-39 
SOURce:FREQuency 19-44 

















N 


:NAME 
CALCulate:MATH:EXPRession 4-22 
DISPlay:MENU 8-6 
MEMory:CLEar 13-6 
MEMory:COPY 13-6 
MEMory:DELete 13-7 
MEMory:EXCHange 13-7 
MMEMory 14-5 
PROGram:SELected 16-3 
ROUTe:MODule:DELete 17-3 
ROUTe:PATH:DELete 17-4 
TRACe | DATA:DELete 23-4 
TRIGger Subsystem:INITiate:CONTinuous 24-22 
TRIGger Subsystem:INITiate:[MMediate 24-23 
:NDUTycycle 
MEASure 3-14 
:No Error 
SYSTem:ERRor? 21-14 
NORMal 
CALCulate:A VERage:TCONtrol 4-7 
notation 
Xn* 4-1 
:NPLCycles 
SENSe:CURRent:ACI:DC 18-26 
SENSe:POWer:ACI:DC 18-64 
SENSe:RESistance 18-68 
SENSe:VOLTage:ACI:DC 18-85 
:NSELect 
INSTrument 12-4 
:NSTates? 
MEMory 13-9 
:NTRansition 
STATus 20-4, 20-7 
:NUMBer 
PROGram:EXPLicit 16-5 
PROGram:SELected 16-3 
TRIGger Subsystem: ARM:SEQuence 
:LA Yer:VIDeo:FIELd 24-19 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo:LINE 24-20 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo:FIELd 24-31 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo:LINE 24-32 
:NUMBer? 
VXI:CONFigure 26-7 
Numeric Suffixes 
Instrument Model:Internal Routing 2-7 
:NWIDth 
MEASure 3-14 
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O 


:OCOMpensated 
SENSe:RESistance 18-68 

:OCONdition , 
TRACe | DATA:FEED 23-5 

OCTal 9-2 - 9-3 

:OEDGe 
DISPlay:WINDow:TRACe:R:SCALe 8-16 

:OFF 
SENSe:FUNCtion 18-44 

:OFFSet 

INPut 11-7 

:OFFSet 

INPut:POSition:X:ANGLe 11-8 

INPut:POSition:X:DISTance 11-9 

INPut:POSition:Y:ANGLe 11-10 

INPut:POSition:Y:DISTance 11-11 

INPut:POSition:Z:ANGLe 11-12 

INPut:POSition:Z:DISTance 11-13 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition:Y:ANGLe 15-8 
OUTPut:POSition:Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
SENSe:CORRection 18-21 
SENSe:CURRent:ACI:DC:RANGe 18-28 
SENSe:FREQuency 18-39 
SENSe:POWer:AC|:DC:RANGe 18-66 
SENSe:VOLTage:ACI:DC:RANGe 18-87 
SOURce:CORRection 19-13 
SOURce:CURRent:LEVel:[MMediate 19-20 
SOURce:CURRent:LEVel:TRIGgered 19-21 
SOURce:CURRent:LIMit 19-22 
SOURce:FREQuency 19-44 
SOURce:POWer:LEVel:IMMediate 19-63 
SOURce:POWer:LEVel:TRIGgered 19-64 
SOURce:POWer:LIMit 19-64 
SOURce:RESistance:LEVel:[MMediate 19-75 
SOURce:RESistance:LEVel:TRIGgered 19-76 
SOURce:RESistance:LIMit 19-76 
SOURce:VOLTage:LEVel:IMMediate 19-96 
SOURce:VOLTage:LEVel:TRIGgered 19-97 
SOURce:VOLTage:LIMit 19-98 

:ON 
SENSe:FUNCtion 18-44 

ONCE 
CALCulate 4-7, 4-12, 4-14, 4-21, 4-26, 4-28, 4-31 
CALibration 5-7 
DISPlay 8-11 - 8-12, 8-14 - 8-15 
INPut:ATTenuation 11-3 











INPut:GAIN 11-6 
OUTPut:FILTer 15-3 
SENSe 18-4, 18-7, 18-10 - 18-11, 18-27 - 18-28, 
18-31, 18-36, 18-38 - 18-40, 18-59 - 18-60, 18-62, 
18-66 - 18-67, 18-69 - 18-70, 18-72, 18-79, 18-82, 
18-86 - 18-87 
SENSe:ROSCillator:sOURce INTernal 19-80 
SOURce 19-18 - 19-20, 19-23, 19-43, 19-45, 
19-50, 19-52, 19-61 - 19-62, 19-66, 19-73, 19-79, 
19-85 - 19-86, 19-94 - 19-96, 19-99 
SYSTem 21-33 
TRACe | DATA 23-5 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:DELay 24-14 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:LEVel 24-16 
TRIGger Subsystem:TRIGger 
:SEQuence:DELay 24-26 
TRIGger Subsystem:TRIGger:SEQuence 
:LEVel 24-28 
:OPEN 
MMEMory 14-6 
ROUTe 17-3 
:OPERation 
STATus 20-3 
Operation Complete Event 
SYSTem:ERRor? 21-28 
OPERation Status Register 20-3 
:ORDinate 
CALCulate:TRANsform:HISTogram 4-24 
:ORIentation 
HCOPy:PAGE 10-14 
Other Subsystems 
Instrument Model:Internal Routing 2-9 
OUTPut 
Instrument Model:Signal Generation 2-4 
SENSe:CORRection:IMPedance 18-19 
SENSe:CORRection:LOSS 18-20 
SOURce:CORRection:LOSS 19-14 
OUTPut Subsystem 15-1 - 15-14 
:OVERshoot 
MEASure:FALL 3-13 
MEASure:RISE 3-12 














P 


:PACE ACK 
SYSTem:COMM:SERial:RECeive 21-7 
SYSTem:COMM:SERial:TRANsmit 21-9 

:PACE NONE 
SYSTem:COMM:SERial:RECeive 21-7 
SYSTem:COMM:SERial:TRANsmit 21-9 
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:PACE XON 
SYSTem:COMM:SERial:RECeive 21-7 
SYSTem:COMM:SERial:TRANsmit 21-9 

:PACK 
MMEMory 14-6 

PACKed 9-2 

:PAGE 
DISPlay:WINDow:TEXT 8-10 
HCOPy 10-13 - 10-14 

:PARity 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 

:PATH 
CALCulate 4-31 - 4-32 
ROUTe 17-3 

:PCL 
DISPlay:WINDow:GRAPhics 8-8 

:PDFunction 
SENSe:FUNCtion: VOLTage 18-57 

:PDIVision 
DISPlay:WINDow:TRACe:X:SCALe 8-13 
DISPlay:WINDow:TRACe:Y:SCALe 8-14 

:PDUTycycle 
:MEASure 3-14 

:PERiod 
:MEASure 3-10 
SENSe:FUNCtion 18-53 
SOURce:PULSe 19-71 

:PERSistence 
DISPlay:WINDow:TRACe 8-11 

:PHASe 
:MEASure 3-10 
MEMorty Subsystem:TABLe:CURRent 13-11 
MEMorty Subsystem:TABLe:LOSS 13-16 
MEMorty Subsystem:TABLe:VOLTage 13-19 
SENSe:CORRection:LOSS:INPutl:OUTPut 18-21 
SENSe:CORRection:OFFSet 18-21 
SENSe:FUNCtion 18-53 
SOURce:CORRection:LOSS:OUTPut 19-14 
SOURce:CORRection:OFFSet 19-13 

PHASe Subsystem 
SOURce 19-56 

:PLOSs 
CALibration 5-4 - 5-5 

PM 
SENSe:FUNCtion 18-53 

PM Subsystem 
SENSe 18-62 
SOURce 19-57 - 19-59 

:POFLag 
TRIGger Subsystem:INITiate 24-23 

:POINt 





SOURce:MARKer 19-54 

:POINts 
CALCulate 4-10 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:SMOothing 4-23 
CALCulate:TRANsform:DISTance 4-28 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:HISTogram 4-24 
CALCulate:TRANsform:TIME 4-26 
SENSe:SMOothing 18-73 
SENSe:SWEep 18-80 
SOURce:SWEep 19-87 
TRACe | DATA 23-5 - 23-6 

:POINts? 
CALCulate:CLIMits:FLIMits 4-9 
CALCulate:LIMit:CONTrol 4-19 
CALCulate:LIMit:LOWer 4-20 
CALCulate:LIMit:REPort 4-21 
CALCulate:LIMit:UPPer 4-20 
MEMory:TABLe:CONDition:MAGNitude 13-11 
MEMory:TABLe:CURRent:MAGNitude 13-11 
MEMory:TABLe:CURRent:PHASe 13-12 
MEMory:TABLe:FREQuency 13-15 
MEMory:TABLe:LOSS:MAGNitude 13-16 
MEMory:TABLe:LOSS:PHASe 13-16 
MEMory:TABLe:POWer:MAGNitude 13-17 
MEMory:TABLe:RESistance:MAGNitude 13-17 
MEMory:TABLe:VOLTage:MAGNitude 13-19 
MEMory:TABLe:VOLTage:PHASe 13-20 
SENSe:LIST:DWELI 18-58 
SENSe:LIST:FREQuency 18-59 
SENSe:LIST:SEQuence 18-59 
SOURce:LIST:APRobe 19-49 
SOURce:LIST:CONCurrent 19-50 
SOURce:LIST:CONTrol:APOWer 19-50 
SOURce:LIST:CONTrol:BLOWer 19-50 
SOURce:LIST:CONTrol:COMPressor 19-50 
SOURce:LIST:CURRent 19-50 
SOURce:LIST:DEPTh:AM 19-49 
SOURce:LIST:DWEL]I 19-51 
SOURce:LIST:FREQuency 19-51 
SOURce:LIST:POWer 19-52 
SOURce:LIST:PULM:STATe 19-51 
SOURce:LIST:RESistance 19-52 
SOURce:LIST:RTIMe 19-52 
SOURce:LIST:SEQuence 19-52 
SOURce:LIST:TEMPerature 19-52 
SOURce:LIST:VOLTage 19-53 

:POLarity 
INPut 11-7 
OUTPut Subsystem 15-5 
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:POLarity :ALL NORMal 
SOURce:DM 19-30 


POWer Subsystem 


SENSe 18-63 - 18-67 


:POLarity COMPlement SOURce 19-60 - 19-67 
SOURce:PULSe 19-73 :PREFerence 
:POLarity INVerted CALCulate:FORMat:UPHase 4-17 


OUTPut:TTLTrgl:ECLTrg 15-13 
SOURce:AM 19-8 
SOURce:AM:EXTernal 19-7 
SOURce:DM 19-30 
SOURce:FM 19-34 
SOURce:FM:EXTernal 19-33 
SOURce:PM 19-58 
SOURce:PM:EXTernal 19-59 
SOURce:PULM 19-69 
SOURce:PULM:EXTernal 19-69 
SOURce:PULSe 19-73 
:POLarity NEGative 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo:SSIGnal 24-21 


TRIGger Subsystem:TRIGger:SEQuence 


:VIDeo:SSIGnal 24-32 
:POLarity NORMal 
OUTPut:TTLTrgl:ECLTrg 15-13 
SOURce:AM 19-8 
SOURce:AM:EXTernal 19-7 
SOURce:FM 19-34 
SOURce:FM:EXTernal 19-33 
SOURce:PM 19-58 
SOURce:PM:EXTernal 19-59 
SOURce:PULM:EXTernal 19-69 
SOURce:PULSe 19-73 


Presentation Layer 


Measurement Instructions 3-7 


:<presentation_layer> 


SENSe:FUNCtion 18-47 


:PRESet 


STATus 20-4 
SYSTem 21-35 


:PREShoot 


MEASure:FALL 3-13 
MEASure:RISE 3-12 


:PRF 


:MEASure:FREQuency 3-10 


PROGram Subsystem 16-1 - 16-6 
:PROTection 


OUTPut Subsystem 15-12 
SENSe:CURRent:ACI:DC 18-26 
SENSe:POWer:ACI:DC 18-65 
SENSe:VOLTage:ACI:DC 18-85 
SOURce:CURRent 19-23 
SOURce:POWer 19-65 
SOURce:RESistance 19-77 
SOURce:VOLTage 19-99 


:PROTocol 


TRIGger Subsystem: ARM:SEQuence 
:LAYer 24-17 


TRIGger Subsystem:TRIGger:SEQuence 24-28 


SOURce:PULse Modulation 19-69 :PROTocol ASYNchronous 
:POLarity POSitive OUTPut:TTLTrgl:ECLTrg 15-13 
TRIGger Subsystem: ARM:SEQuence :PROTocol SSYNchronous 
:LAYer:VIDeo:SSIGnal 24-21 OUTPut:TTLTrgl:ECLTrg 15-13 
TRIGger Subsystem:TRIGger:SEQuence :PROTocol SYNChronous 
:VIDeo:SSIGnal 24-32 OUTPut:TTLTrgl:ECLTrg 15-13 
:POLarization :PSDensity 
INPut 11-7 SENSe:FUNCtion:POWer 18-54 
OUTPut Subsystem 15-5 :PTPeak 
:POSition MEASure 3-14 
OUTPut Subsystem 15-5 SENSe:CURRent:ACI:DC:RANGe 18-28 
:POSition SENSe:POWer:ACI:DC:RANGe 18-66 
INPut 11-7 - 11-13 SENSe: VOLTage:ACI:DC:RANGe 18-87 
:POWer :PTRansition 
:MEASure 3-8 STATus 20-4, 20-7 
MEMory:TABLe 13-17 :PULM 


SENSe:FUNCtion 18-53 
SOURce:LIST 19-52 
UNIT 25-1 

Power On Event 
SYSTem:ERRor? 21-27 


SOURce:LIST 19-51 
PULse Modulation Subsystem 

SOURce 19-68 - 19-70 
PULSe Subsystem 

SOURce 19-71 - 19-73 
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:PWIDth 
MEASure 3-13 


Q 


:Q INVerted 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 
:Q<n> NRMal 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 
:QCLock INVerted 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 
:QCLock NORMal 
SOURce:DM:POLarity :ALL 
NORMallINVerted 19-30 
:QCORrection 
SOURce:DM:FILTer 19-27 
:QUADrant 
HCOPy:PAGE:DIMensions 10-14 
:QUADrature 
SOURce:DM 19-28 
:QUERy 
VXI:WSPRotocol 26-14 
:Query Error 
SYSTem:ERRor? 21-26 
Querying the Data Flow 
Instrument Model:Internal Routing 2-14 
:QUEStionable 
STATus 20-7 
QUEStionable Data 20-7 


























R 





:R 
DISPlay:WINDow:TRACe 8-15 

:RANGe 
CALCulate:TRANsform:HISTogram 4-24 
SENSe:AM:DEPTh 18-4 
SENSe:CURRent:ACI:DC 18-27 
SENSe:FM:DEViation 18-36 
SENSe:FREQuency 18-39 
SENSe:PM:DEViation 18-62 
SENSe:POWer:ACI:DC 18-65 
SENSe:RESistance 18-69 
SENSe:VOLTage:ACI:DC 18-86 
SOURce:CURRent 19-23 
SOURce:POWer 19-66 
SOURce:RESistance 19-79 
SOURce:VOLTage 19-99 

:RATio 
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SENSe:BANDwidthIBWIDth:RESolution 18-10 
SENSe:BANDwidthIBWIDth:VIDeo 18-11 


:RDEVice 


SYSTem:COMMunicate:GPIB 21-5 
VXI:WSPRotocol:COMMand 26-11 


:RDEVice? 


VXI:WSPRotocol:QUERy 26-15 


READ 


Measurement Instructions 3-4 


‘READ? 


VXI:REGister 26-7 


REAL 9-2 
:REALtime 


SENSe:SWEep 18-81 


REAR 


SENSe:FUNCtion:SPEed 18-55 


:RECeive 


SYSTem:COMM:SERial 21-7 


:RECeive? 


VXI:WSPRotocol:MESSage 26-13 


:REFerence 


SENSe:CURRent:ACI:DC 18-28 
SENSe:POWer:ACI|:DC 18-67 
SENSe:RESistance 18-70 
SENSe:VOLTage:ACI:DC 18-87 
SOURce:CURRent 19-23 
SOURce:MARKer 19-55 
SOURce:PHASe 19-56 
SOURce:POWer 19-66 
SOURce:RESistance 19-79 
SOURce:VOLTage 19-99 


:REGister 


VXI 26-7 


REPeat 


CALCulate:A VERage:TCONtrol 4-7 


:REPort 


CALCulate:LIMit 4-20 


Request Control Event 


SYSTem:ERRor? 21-28 


:Requirements 


Introduction 1-1 


:RESet? 


VXI 26-8 


:RESistance 


:MEASure 3-8 
MEMory:TABLe 13-17 
SENSe:FUNCtion 18-55 
SOURce:LIST 19-52 


RESistance Subsystem 


SENSe 18-68 - 18-70 
SOURce 19-74 - 19-79 


:RESolution 
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HCOPy:DEVice 10-7 

SENSe:BANDwidthIBWIDth 18-10 

SENSe:CURRent:ACI:DC 18-28 

SENSe:FREQuency 18-40 

SENSe:POWer:ACI:DC 18-67 

SENSe:RESistance 18-70 

SENSe:VOLTage:ACI:DC 18-87 

SOURce:FREQuency 19-45 
:RESPonse? 

VXI:WSPRotocol 26-17 
‘RGB 

DISPlay:CMAP:COLor 8-5 

HCOPy:DEVice:CMAP:COLor 10-5 
:RHANdlers 

VXI:WSPRotocol:COMMand 26-11 
:RHANdlers? 

VXI:WSPRotocol:QUERy 26-15 
:RHLine 

VXI:WSPRotocol:COMMand 26-12 
:RHLine? 

VXI:WSPRotocol:QUERy 26-15 
:RIGHt 

DISPlay:WINDow:TRACe:X:SCALe 8-13 
:RILine 

VXI:WSPRotocol:COMMand 26-12 
:RILine? 

VXI:WSPRotocol:QUERy 26-16 
:RINTerrupter 

VXI:WSPRotocol:COMMand 26-12 
:RINTerrupter? 

VXI:WSPRotocol:QUERy 26-16 
‘RISE 

MEASure 3-12 
:‘RLEVel 

DISPlay:WINDow:TRACe:Y:SCALe 8-14 
:RLINe 

DISPlay:WINDow:TRACe:Y 8-13 
:‘RMODid 

VXI:WSPRotocol:COMMand 26-12 
:‘RMODid? 

VXI:WSPRotocol:QUERy 26-16 
:ROSCillator 

OUTPut Subsystem 15-12 
ROSCillator Subsystem 

SENSe 18-71 - 18-72 

SOURce 19-80 - 19-81 
:ROTation 

CONTrol 6-4 
ROUTe Subsystem 17-1 - 17-6 
:RPERror 

VXI:WSPRotocol:COMMand 26-12 
:RPERror? 


VXI:WSPRotocol:QUERy 26-16 
:RPOSition 

DISPlay:WINDow:TRACe:Y:SCALe 8-15 
:RPRotocol 

VXI:WSPRotocol:COMMand 26-12 
:RPRotocol? 

VXI:WSPRotocol:QUERy 26-16 
:-RSARea 

VXI:WSPRotocol:COMMand 26-13 
:-RSARea? 

VXI:WSPRotocol:QUERy 26-16 
:-RSTB 

VXI:WSPRotocol:COMMand 26-12 
:RSTB? 

VXI:WSPRotocol:QUERy 26-16 
:-RTIMe 

MEASure 3-12 

SOURce:LIST 19-52 
:-RTS IBFull 

SYSTem:COMM:SERial:CONTrol 21-6 
:-RTS OFF 

SYSTem:COMM:SERial:CONTrol 21-6 
:-RTS ON 

SYSTem:COMM:SERial:CONTrol 21-6 
:-RTS RFR 

SYSTem:COMM:SERial:CONTrol 21-6 
:-RTS STANdard 

SYSTem:COMM:SERial:CONTrol 21-6 
:<RVELocity 

SENSe:CORRection 18-22 

SOURce:CORRection 19-15 














S 


S11 
SENSe:FUNCtion:POWer 
:$12 
SENSe:FUNCtion:POWer 
:$21 
SENSe:FUNCtion:POWer 
2822 
SENSe:FUNCtion:POWer 
:SAMPle 
ROUTe 17-4 
‘SAVE 
SENSe:CORRection:COLLect 18-18 
SOURce:CORRection:COLLect 19-12 
SB 
See SENSe:FUNCtion 
:SBITs 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 











18-54 


18-54 


18-54 


18-54 
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:SCALar 
MEASure 3-7 
:SCALe 
DISPlay:WINDow:TRACe:R 8-15 
DISPlay:WINDow:TRACe:X 8-12 
DISPlay:WINDow:TRACe:Y 8-13 
HCOPy:PAGE 10-14 
SCAN 
ROUTe 17-6 
:SDUMp 
HCOPy 10-15 - 10-16 
:SEARch 
SOURce:CURRent:ALC 19-18 
SOURce:POWer:ALC 19-61 
SOURce:VOLTage:ALC 19-94 
:SECurity 
SYSTem 21-36 
:SELect 
INSTrument 12-4 
MEMory:TABLe 13-18 
SENSe:CORRection:CSET 18-18 
SOURce:CORRection:CSET 19-12 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo:LINE 24-20 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo:LINE 24-32 
VXI 26-9 
:SELect ALL 
TRIGger Subsystem: ARM:SEQuence 
:LA Yer: VIDeo:FIELd 24-19 
TRIGger Subsystem:TRIGger:SEQuence 
:VIDeo:FIELd 24-31 
:SELect EVEN 
TRIGger Subsystem: ARM:SEQuence 
:LAYer:VIDeo:FIELd 24-19 
TRIGger Subsystem:TRIGger 
:SEQuence:VIDeo:FIELd 24-31 
:SELect NUMBer 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:VIDeo:FIELd 24-19 
TRIGger Subsystem:TRIGger 
:SEQuence:VIDeo:FIELd 24-31 
:SELect ODD 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:VIDeo:FIELd 24-19 
TRIGger Subsystem:TRIGger 
:SEQuence:VIDeo:FIELd 24-31 
:SELected 


CALCulate:MATH:EXPRession:DELete 4-22 


PROGram 16-2 - 16-3 
PROGram:SELected:DELete 16-2 
:SELF 
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SYSTem:COMMunicate:GPIB 21-5 


‘SEND 


VXI:WSPRotocol:MESSage 26-13 


SENSe 


Instrument Model:Measurement Function 2-4 
SENSe:DATA? 18-42 


SENSe Subsystem 18-1 - 18-90 
:SENSitivity 


SOURce:AM 19-8 
SOURce:FM 19-34 
SOURce:PM 19-57 


Sensor Function Selection 


Instrument Model:Internal Routing 2-9 


:<sensor_function> 


SENSe:FUNCtion 18-45 


:SEQuence 


SENSe:LIST 18-59 
SOURce:LIST 19-52 
TRIGger Subsystem:ARM 24-12 


TRIGger Subsystem:INITiate:CONTinuous 24-22 


TRIGger Subsystem:INITiate:[MMediate 24-23 
TRIGger Subsystem:TRIGger 24-23 


:Sequence Event Use 


TRIGger Subsystem 24-4 


:SERial 


SYSTem:COMMunicate 21-6 


:SET 


SYSTem 21-36 


:SHAPe 


SOURce:FUNCtion 19-47 


:SHAPe LINear 


SENSe:DETector 18-31 


:SHAPe LOGarithmic 


SENSe:DETector 18-31 


:SIGNal 


TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-17 
TRIGger Subsystem:TRIGger:SEQuence 24-29 


Signal Generation 


Instrument Model 2-4 


Signal Routing 


Instrument Model 2-2 


Signal Status Register 20-7 
Simple Measurements 


Measurement Function Layer 3-9 


‘SIZE 


DISPlay:WINDow:GEOMetry 8-7 
HCOPy:PAGE 10-15 


‘SLEW 


SOURce:CURRent 19-24 
SOURce:POWer 19-66 
SOURce:RESistance 19-77 
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SOURce:VOLTage 19-100 
:SLModid 
VXI:WSPRotocol:COMMand 26-13 
:SLModid? 
VXI:WSPRotocol:QUERy 26-17 
:SLOCk 
VXI:WSPRotocol:COMMand 26-13 
:SLOPe 
SENSe:CORRection 18-20 
SOURce:CORRection 19-13 
:SLOPe EITHer 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-18 
TRIGger Subsystem:TRIGger:SEQuence 24-29 
:SLOPe NEGative 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-18 
TRIGger Subsystem:TRIGger:SEQuence 24-29 
:SLOPe POSitive 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-18 
TRIGger Subsystem:TRIGger:SEQuence 24-29 
:SMOothing 
CALCulate 4-23 
SMOothing Subsystem 
SENSe 18-73 
:SNDRatio 
SENSe:FUNCtion & DATA:FUNCtion:POWer 
18-51 - 18-53, 18-55 
SOURce 
CALibration 5-6 
Instrument Model:Signal Generation 2-5 
OUTPut:TTLTrgl:ECLTrg 15-13 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-18 
TRIGger Subsystem:TRIGger:SEQuence 24-29 
:SOURce ,INTernal 
SOURce:FM 19-34 
SOURce:PM 19-58 
SOURce:PULM 19-70 
:SOURce CALibrate 
SOURce:DM 19-27 
:SOURce CLK10 
SENSe:ROSCillator 18-71, 19-80 
:SOURce CLK100 
SENSe:ROSCillator 18-71, 19-80 
:SOURce DIODe 
SOURce:CURRent:ALC 19-19 
SOURce:POWer:ALC 19-62 
SOURce:VOLTage:ALC 19-95 
:SOURce EXTernal 
SENSe:ROSCillator 18-71, 19-80 





SOURce:AM 19-8 
SOURce:DM 19-27 
SOURce:DM:CLOCk 19-31 
SOURce:DM:FILTer 19-27 
SOURce:DM:FRAMe 19-30 
SOURce:FM 19-34 
SOURce:PHASe 19-56 
SOURce:PM 19-58 
SOURce:PULM 19-70 

:SOURce INTernal 
SENSe:ROSCillator 18-71, 19-80 
SOURce:AM 19-8 
SOURce:CURRent:ALC 19-19 
SOURce:DM:CLOCk 19-31 
SOURce:DM:FILTer 19-27 
SOURce:DM:FRAMe 19-30 
SOURce:PHASe 19-56 
SOURce:POWer:ALC 19-62 
SOURce:VOLTage:ALC 19-95 

:SOURce INTernal,EXTernal 
SOURce:FM 19-34 
SOURce:PM 19-58 
SOURce:PULM 19-70 

:SOURce MMHead 
SOURce:CURRent:ALC 19-19 
SOURce:POWer:ALC 19-62 
SOURce:VOLTage:ALC 19-95 

:SOURce NONE 
SENSe:ROSCillator 18-71, 19-80 
SOURce:DM:CLOCk 19-31 

:SOURce PMETer 
SOURce:CURRent:ALC 19-19 
SOURce:POWer:ALC 19-62 
SOURce:VOLTage:ALC 19-95 

:SOURce PRBS 
SOURce:DM 19-27 

SOURce Subsystem 19-1 - 19-102 

:SPACing 
SENSe:POWer:ACHannel 18-63 

:SPACing LINear 
DISPlay:WINDow:TRACe:R 8-16 
DISPlay:WINDow:TRACe:Y 8-15 
SENSe:SWEep 18-81 
SOURce:SWEep 19-86 

:SPACing LOGarithmic 
DISPlay:WINDow:TRACe:R 8-16 
DISPlay:WINDow:TRACe:Y 8-15 
SENSe:SWEep 18-81 
SOURce:SWEep 19-86 

:SPAN 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
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CALCulate:GDAPerture 4-17 
CALCulate:TRANsform:DISTance 4-28 
CALCulate:TRANsform:FREQuency 4-30 
CALCulate:TRANsform:TIME 4-26 
SENSe:FREQuency 18-40 
SOURce:CURRent 19-24 
SOURce:FREQuency 19-45 
SOURce:POWer 19-67 
SOURce:RESistance 19-77 
SOURce:VOLTage 19-100 

:SPEed 
HCOPy:DEVice 10-7 
SENSe:FUNCtion 18-55 

SPEed Subsystem 
SOURce 19-82 - 19-84 

:SREGister 
FORMat 9-3 - 9-4 

SSB Subsystem 
SENSe 18-74 

:SSIGnal 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:VIDeo 24-20 
TRIGger Subsystem:TRIGger 
:SEQuence:VIDeo 24-32 

STABilize Subsystem 
SENSe 18-75 - 18-76 

:Standard SEQuences 
TRIGger Subsystem:Expanded 
Capability Trigger Model 24-7 

:STARt 
CALCulate:FILTer:GATE:FREQuency 4-13 
CALCulate:FILTer:GATE:TIME 4-11 
CALCulate:TRANsform:DISTance 4-28 
CALCulate:TRANsform:FREQuency 4-30 
CALCulate:TRANsform:TIME 4-25 
SENSe:FREQuency 18-41 
SOURce:CURRent 19-24 
SOURce:FREQuency 19-46 
SOURce:POWer 19-67 
SOURce:RESistance 19-78 
SOURce:VOLTage 19-100 
SYSTem:COMM:SERial:RECeive 21-8 

‘STATe 
CALCulate 4-7, 4-10 - 4-11, 4-18 - 4-20, 4-23, 
4-25, 4-27, 4-29 
CALibration 5-6 
CONTrol 6-1 - 6-2 
DISPlay 8-6, 8-9 - 8-11 
HCOPy 10-8 - 10-13 
INPut 11-14 
INPut:ATTenuation 11-3 
INPut:BIAS 11-4 
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INPut:FILTer:AWEighting 11-5 
INPut:FILTer:HPASs 11-5 
INPut:FILTer:LPASs 11-5 

INPut:GAIN 11-6 

INPut:OFFSet 11-7 
INPut:POSition:X:ANGLe:LIMit 11-8 
INPut:POSition:X:DISTance:LIMit 11-9 
INPut:POSition:Y:ANGLe:LIMit 11-10 
INPut:POSition: Y:DISTance:LIMit 11-11 
INPut:POSition:Z:ANGLe:LIMit 11-12 
INPut:POSition:Z:DISTance:LIMit 11-13 
INSTrument 12-4 

MEMory 13-9 

MMEMory 14-4 

OUTPut Subsystem 15-14 
OUTPut:FILTer:EXTernal 15-4 
OUTPut:FILTer:HPASs 15-4 
OUTPut:FILTer:LPASs 15-4 
OUTPut:POSition:X:ANGLe:LIMit 15-6 
OUTPut:POSition:X:DISTance:LIMit 15-7 
OUTPut:POSition: Y:ANGLe:LIMit 15-8 
OUTPut:POSition: Y:DISTance:LIMit 15-9 
OUTPut:POSition:Z: ANGLe:LIMit 15-10 
OUTPut:POSition:Z:DISTance:LIMit 15-11 
OUTPut:PROTection 15-12 
OUTPut:ROSCillator 15-12 
OUTPut:TTLTrgl:ECLTrg 15-13 
PROGram 16-3, 16-5 

SENSe 18-7, 18-18 - 18-19, 18-21 - 18-23, 18-26, 
18-28, 18-33 - 18-35, 18-65, 18-67, 18-70, 18-73, 
18-81, 18-85, 18-87 

SOURce 19-8, 19-11 - 19-15, 19-18, 19-22 - 
19-24, 19-27 - 19-29, 19-34, 19-51, 19-55, 19-58, 
19-61, 19-65 - 19-66, 19-70, 19-72, 19-77, 19-79, 
19-94, 19-98 - 19-100 

CALCulate 4-13 

SYSTem 21-3 - 21-4, 21-36 

TRIGger Subsystem:ARM 
:SEQuence:LAYer:FILTer:HPASs 24-15 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:FILTer:LPASs 24-15 
TRIGger Subsystem:TRIGger 
:SEQuence:ATRigger 24-24 

TRIGger Subsystem: TRIGger 
:SEQuence:FILTer:HPASs 24-26 
TRIGger Subsystem:TRIGger 
:SEQuence:FILTer:LPASs 24-27 








:STATe? 


MEMory 13-5, 13-9 
ROUTe 17-2 
SENSe 18-45 


status reporting 
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OPERation 20-3 
QUEStionable 20-7 
STATus Subsystem 20-1 - 20-8 
‘STEP 
SENSe:SWEep 18-82 
SOURce:PHASe:ADJust 19-56 
SOURce:SWEep 19-87 
:STIMulus IMPulse 
CALCulate:TRANsform:DISTance 4-27 
CALCulate:TRANsform:FREQuency 4-30 
CALCulate:TRANsform:TIME 4-25 
:STIMulus STEP 
CALCulate:TRANsform:DISTance 4-27 
CALCulate:TRANsform:FREQuency 4-30 
CALCulate:TRANsform:TIME 4-25 
‘STOP 
CALCulate:FILTer:GATE:FREQuency 4-13 
CALCulate:FILTer:GATE:TIME 4-11 
CALCulate:TRANsform:DISTance 4-28 
CALCulate:TRANsform:FREQuency 4-30 
CALCulate:TRANsform:TIME 4-26 
SENSe:FREQuency 18-41 
SOURce:CURRent 19-25 
SOURce:FREQuency 19-46 
SOURce:POWer 19-67 
SOURce:RESistance 19-78 
SOURce:VOLTage 19-101 
SYSTem:COMM:SERial:RECeive 21-8 
:STORe 
MMEMory 14-4 
:STRing 
PROGram:EXPLicit 16-6 
PROGram:SELected 16-4 
:Subservient Sequences 
TRIGger Subsystem:Expanded Capability Trigger 
Model 24-7 
:SUModid 
VXI:WSPRotocol:COMMand 26-13 
:SUModid? 
VXI:WSPRotocol:QUERy 26-17 
SWEep Subsystem 
SENSe 18-77 - 18-83 
SOURce 19-85 - 19-87 
:SYNTax? 
SYSTem:HELP 21-31 
SYSTem Subsystem 21-1 - 21-40 





T 


:‘TABLe 
MEMory 13-10 
MEMory:CLEar 13-6 














MEMory:COPY 13-7 
MEMory:EXCHange 13-8 
:‘TABLe? 
MEMory:CATalog 13-6 
MEMory:FREE 13-9 
:TCONstant 
SENSe:FILTer:DEMPhasis 18-34 
:TCONtrol EXPonential 
CALCulate:AVERage 4-7 
SENSe:AVERage 18-7 
:‘TCONtrol MOVing 
CALCulate:AVERage 4-7 
SENSe:AVERage 18-7 
:TCONtrol NORMal 
CALCulate:AVERage 4-7 
SENSe:AVERage 18-7 
:TCONtrol REPeat 
CALCulate:AVERage 4-7 
SENSe:AVERage 18-7 
:TDSTamp 
HCOPy:ITEM 10-11 
:TEMPerature 
SOURce 19-88 - 19-92 
SOURce:LIST 19-52 
UNIT 25-2 
:TERMinals 
ROUTe 17-6 
TEST Subsystem 22-1 - 22-2 
‘TEXT 
DISPlay:WINDow 8-9 
HCOPy:ITEM:LABel 10-10 
HCOPy:ITEM:WINDow 10-11 
‘THD 
SENSe:FUNCtion:POWer 18-51 - 18-53, 18-55 
:THReshold 
SOURce:DM 19-29 
SYSTem:COMM:SERial:RECeive 21-8 
:TIMe 
CALCulate:FILTer:GATE 4-11 
CALCulate:TRANsform 4-25 
MEASure:FALL 3-13 
MEASure:RISE 3-12 
SENSe:CORRection:EDELay 18-19 
SENSe:SWEep 18-82 
SOURce:CORRection:EDELay 19-14 
SOURce:SWEep 19-85 
SYSTem 21-37 
SYSTem:BEEPer 21-4 
UNIT 25-2 
Time Domain Waveform Measurements 3-10 
:TIMer 
TRIGger Subsystem:ARM 
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:SEQuence:LAYer 24-19 
TRIGger Subsystem:TRIGger:SEQuence 24-30 
TINTerval 
SENSe:FUNCtion 18-56 
>TMAXimum 
MEASure 3-14 
:-TMINimum 
MEASure 3-14 
:TOP 
DISPlay:WINDow:TRACe:Y:SCALe 8-15 
TOTalize 
SENSe:FUNCtion 18-56 
TPLoss 
SENSe:FUNCtion 18-56 
:TRACe 23-1 - 23-6 
DISPlay:WINDow 8-10 
HCOPy:ITEM:WINDow 10-12 
MMEMory:LOAD and :STORe 14-5 
MMEMory:LOAD and 
:STORe:DINTerchange 14-4 
:TRACk 
SENSe:BANDwidthIBWIDth:RESolution 18-10 
:TRAiling 
SOURce:PULSe:TRANSsition 19-73 
:TRANsform 
CALCulate 4-23 - 4-30 
:TRANsition 
SOURce:PULSe 19-72 
:TRANsmit 
SYSTem:COMM:SERial 21-8 
TRIGger 2-5 
Instrument Model 2-5 
TRIGger Subsystem 24-23 - 24-32 
VXI:WSPRotocol:COMMand 26-13 
TRIGger Subsystem 24-1 - 24-32 
:TRIGgered 
SOURce:CURRent:LEVel 19-21 
SOURce:POWer:LEVel 19-63 
SOURce:RESistance:LEVel 19-75 
SOURce:VOLTage:LEVel 19-97 
:TRIPped? 
OUTPut:PROTection 15-12 
SENSe:CURRent:ACI:DC:PROTection 18-26 
SENSe:POWer:ACI:DC:PROTection 18-65 
SENSe:VOLTage:ACI:DC:PROTection 18-85 
SOURce:CURRent:PROTection 19-23 
SOURce:POWer:PROTection 19-66 
SOURce:RESistance:PROTection 19-77 
SOURce:VOLTage:PROTection 19-99 
‘TTL 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-19 











TRIGger Subsystem:TRIGger:SEQuence 24-30 
:TTLTrg 
OUTPut Subsystem 15-12 
‘TYPE 
CALCulate 4-18 
INPut 11-14 
OUTPut Subsystem 15-14 
SENSe:AM 18-4 
SOURce:AM 19-9 
‘TYPE BESSel 
OUTPut:FILTer:HPASs 15-4 
OUTPut:FILTer:LPASs 15-4 
‘TYPE BPASs 
CALCulate:FILTer:GATE:FREQuency 4-13 
CALCulate:FILTer:GATE:TIME 4-11 
CALCulate:TRANsform:DISTance 4-27 
CALCulate:TRANsform:FREQuency 4-29 
CALCulate:TRANsform:TIME 4-25 
‘TYPE CHEByshev 
OUTPut:FILTer:HPASs 15-4 
OUTPut:FILTer:LPASs 15-4 
‘TYPE COMPlex 
CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 
‘TYPE CURRent 
INPut:BIAS 11-4 
‘TYPE EDGE 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-19 
TRIGger Subsystem:TRIGger:SEQuence 24-31 


:TYPE ENVelope 


CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 


‘TYPE EVEN 


SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 


:TYPE FLATtop 


SENSe:WINDow 18-89 


:TYPE HAMMing 


SENSe:WINDow 18-89 


:TYPE HANNing 


SENSe:WINDow 18-89 


:TYPE IGNore 


SYSTem:COMM:SERial:RECeive 21-8 


:TYPE LPASs 


CALCulate:TRANsform:DISTance 4-27 
CALCulate:TRANsform:FREQuency 4-29 
CALCulate:TRANsform:TIME 4-25 


:TYPE MAXimum 


CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 


:-TYPE MINimum 
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CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 
:TYPE NONE 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 
:TYPE NOTCh 
CALCulate:FILTer:GATE:FREQuency 4-13 
CALCulate:FILTer:GATE:TIME 4-11 
:TYPE ODD 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 
:TYPE ONE 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 
‘TYPE RECTangular 
SENSe:WINDow 18-89 
:TYPE RMS 
CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 
:TYPE SCALar 
CALCulate:AVERage 4-8 
SENSe:AVERage 18-8 
:TYPE UNIForm 
SENSe:WINDow 18-89 
:TYPE VIDeo 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-19 
TRIGger Subsystem:TRIGger:SEQuence 24-31 
:‘TYPE VOLTage 
INPut:BIAS 11-4 
:TYPE ZERO 
SYSTem:COMM:SERial:RECeive 21-8 
SYSTem:COMM:SERial:TRANsmit 21-9 
:‘TYPE? 
MEMory 13-9 
:TZONe 
SYSTem 21-38 











U 


UINTeger 9-2 
‘UNIT 
HCOPy:DEVice:RESolution 10-7 
HCOPy:DEVice:SPEed 10-7 
HCOPy:PAGE 10-15 
UNIT Subsystem 25-1 - 25-2 
:UPHase 
CALCulate:FORMat 4-16 
:UPPer 
CALCulate:LIMit 4-19 
SENSe:AM:DEPTh:RANGe 18-4 
SENSe:CURRent:ACI:DC:RANGe 18-27 





SENSe:FM:DEViation:RANGe 18-36 
SENSe:FREQuency:RANGe 18-39 
SENSe:PM:DEViation:RANGe 18-62 
SENSe:POWer:ACI:DC:RANGe 18-65 
SENSe:POWer:ACHannel:SPACing 18-64 
SENSe:RESistance:RANGe 18-69 
SENSe:VOLTage:ACI:DC:RANGe 18-86 
:URIGht 
DISPlay:WINDow:GEOMetry 8-7 
HCOPy:PAGE:DIMensions 10-14 
User Request Event 
SYSTem:ERRor? 21-27 





V 














:VALue 
CALibration 5-6 
TRACe | DATA:DATA 23-3 
:VCDevice 
CONTrol 6-4 - 6-6 
:VELocity 
INPut:POSition:X:ANGLe 11-9 
INPut:POSition:X:DISTance 11-10 
INPut:POSition:Y:ANGLe 11-11 
INPut:POSition:Y:DISTance 11-12 
INPut:POSition:Z:ANGLe 11-13 
INPut:POSition:Z:DISTance 11-14 
OUTPut:POSition:X:ANGLe 15-6 
OUTPut:POSition:X:DISTance 15-7 
OUTPut:POSition:Y:ANGLe 15-8 
OUTPut:POSition:Y:DISTance 15-9 
OUTPut:POSition:Z:ANGLe 15-10 
OUTPut:POSition:Z:DISTance 15-11 
:VERBose? 
VXI:CONFigure:HIERarchy? 26-4 
VXI:CONFigure:INFormation? 26-6 
VXI:REGister:READ? 26-8 
VXI:RESet? 26-9 
:VERSion? 
SYSTem 21-38 - 21-40 
:VERTical 
INPut:POLarization 11-7 
OUTPut:POLarization 15-5 
:VIDeo 
SENSe:BANDwidthIBWIDth 18-10 
TRIGger Subsystem:ARM 
:SEQuence:LAYer 24-19 
TRIGger Subsystem:TRIGger:SEQuence 24-31 
:VOLTage 
:MEASure 3-8 
INPut:BIAS 11-4 
MEMory:TABLe 13-19 
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SENSe:FUNCtion 18-56 
SOURce:LIST 19-53 
UNIT 25-1 
VOLTage Subsystem 
SENSe 18-84 - 18-88 
SOURce 19-93 - 19-102 
:VOLume 
SYSTem:BEEPer 21-4 
:VXI AS YNchronous 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:PROTocol 24-17 
TRIGger Subsystem:TRIGger 
:SEQuence:PROTocol 24-29 
:VXI SSYNchronous 
TRIGger Subsystem:ARM 
:SEQuence:LAYer:PROTocol 24-17 
TRIGger Subsystem:TRIGger 
:SEQuence:PROTocol 24-29 
VXI Subsystem 26-1 - 26-18 
:VXI SYNChronous 
TRIGger Subsystem:ARM 
:SEQuence:LA Yer:PROTocol 24-17 
TRIGger Subsystem: TRIGger 
:SEQuence:PROTocol 24-29 











WwW 


WAIT 
PROGram:EXPLicit 16-6 
PROGram:SELected 16-4 

:WARMup 
CALibration 5-6 

:WAVeguide 
SENSe:CORRection:RVELocity 18-22 
SOURce:CORRection:RVELocity 19-15 

:WIDTh 
HCOPy:PAGE 10-15 
OUTPut:TTLTrgl:ECLTrg 15-13 
SOURce:PULSe 19-71 

:WINDow 
DISPlay 8-6 - 8-16 
HCOPy:ITEM 10-11 

:WINDow FLATtop 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-26 

:WINDow HAMMing 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 








CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-26 
:WINDow RECTangular 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-26 
WINDow Subsystem 
SENSe 18-89 - 18-90 
:WINDow UNIForm 
CALCulate:FILTer:GATE:FREQuency 4-14 
CALCulate:FILTer:GATE:TIME 4-12 
CALCulate:TRANsform:DISTance 4-29 
CALCulate:TRANsform:FREQuency 4-31 
CALCulate:TRANsform:TIME 4-26 
:WRITe 
VXI:REGister 26-8 
:WSPRotocol 
VXI 26-9 











xX 


iX 
DISPlay:WINDow:TRACe 8-12 
INPut:POSition 11-8 
OUTPut:POSition 15-5 
:XCURrent 
SENSe:FUNCtion:<presentation_layer> 18-47 
:>XFRequency 
SENSe:FUNCtion:<presentation_layer> 18-47 
=XNONe 
SENSe:FUNCtion:<presentation_layer> 18-47 
:XPOWer 
SENSe:FUNCtion:<presentation_layer> 18-47 
-XTIMe 
SENSe:FUNCtion:<presentation_layer> 18-47 
:XVOLtage 
SENSe:FUNCtion:<presentation_layer> 18-47 


























Y 


BY: 
DISPlay:WINDow:TRACe 8-13 
INPut:POSition 11-10 
OUTPut:POSition 15-8 








Z 
iZ 











INPut:POSition 11-12 
OUTPut:POSition 15-10 
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:ZERO 
CALibration 5-7 - 5-10 
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6.5 IDENUTYs 36,5.860.% 6 dude thw Cache bie CMe to Lama teweda dda hd atiaant iy Pie eats 6-24 
6.5.1 NOTE viele eet, hs Gus ool ties Wisin kink slain ames dude et eke he ala aa satis as 6-25 
6.5.2 NAME: 0.5 serps Got Es Sh, oes See Rie EE oe ee es eee 6-25 
6.5.3 PEC AMICIAN se s508 ele a eal aes. a hen seen A aehe Salat Tian ns Sa tabs 6-25 
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6.5.5 DATE: Ss.cscve eae tS fe thts io Gh bled bos eli bah Ae eta SRS Alt say 6-26 
6.5.6 SSTIMUE e546 6 schsei eRE ok e S ba ies wie ee A me aS, ee we eas 6-26 
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6.5.7.3 DES ISD sicch rhe 3 eek ah ose ras ere tact to Sslteeae oon, PN ance eae ees eG ae Eee ts 6-27 
6.5.8 SES 5. cscs las aiiecs ea gd ache arte igs ha eoes Meh ateehs Bean ad seat Pala awl g Rea anae REA ees 6-27 
6.5.8.1 NAME: 2.45 e bien Adds Bak bhai haideneatry eh adetegak idiot ed 6-27 
6.5.8.2 SERICS): sess sti shgncicteat s Suede ates Sup GUS ah oh Seine sashes devas Sat ears MuadS soey 6-27 
6.5.8.3 INUMBeR si. 6.2286, ie cee Sleek Seen BG Gk ae BEES, Se ee deta 6-27 
6.5.9 PIS Ty os isiehacd She eedidts wh Saad cds Reaie tela mt hudeest aa dad ear viel and 5-5 Way noha sia aiecanee Bae ese 6-27 
6.5.10 IDENtify Block Example ......... 0.0... cece cece eee eens 6-28 
6.6 OR Det vise sca heh thakieus wi ots Paige eee Aaiaig es eats gee Audghe Soe oa a eae aS 6-28 
6.6.1 INO TB 258 oor ee a ea ON es, aa Tea ce Gee YE Naa Rv oath Ek ee yes 6-28 
6.6.2 BY aceetiine ies o4 goa Kha Bete BNR Ree ANS we eae ica ela Ss Ra eae. MEAN EES 6-28 
6.6.3 BXAMpleS, 3.6 dye dobesetens Gis a Set eden be boteete lds tear tihn cae bainty draped baneiensty eb vantem ana d.$ 6-29 
6.7 REMark:. sis tics tra ssitigualie sat feet dusk abl ad esau sous dusite Boob bus sue S04 Saadae eae 6-31 
6.7.1 INO WE aoe 5 Gili Es 2G ae Bac Se Ca Oe OE, Sede 6-32 
6.7.2 REMark Block Example: o5..00¢..6 5.00408 saves Bae te ade aaa ew OS Sead ables 6-32 
6.8 DOR 5s, sins fot oe Misch kta tyt cd outed d Acie: degen Lagan gta A Agito oon tch beets heh oan eee 6-32 
6.8.1 NOTE ose bei ic 8 busts Mealis cubes Wises sa cue lullsta sgh dase ian ue wus gases ks 6-32 
6.8.2 NERSION. 39 53286 crs sti teh tie Sy elnkens Gi ake Re A ed ian wee Eye 6-32 
6.8.3 SCOPE! .he eas iG Wied Win aeda see eda see Aes eas Soh ada ale Neonat 23 cide aiand 6-33 
6.8.4 DIF Block Examples cick theo is eletenied li dthe Psat dane dona yee seeder 6.8 6-33 
6.9 ERAGE sissued its ose gina Ga Sa eh sis Gueats ch bi ashe es Meu ue Souths dale ty Aiadve coals 6-33 
6.9.1 NOTE ig eos Sd, She cis oh we Gh ens UG WE ROU ae oe, hw ees 6-34 
6.9.2 INAMEBS o sodiscd's gacenia tact ed Sie licd ah. Caghtacd acetates, ade ww syed 8 Aaa ag a SA Seas led aS 6-34 
6.9.3 SAMIMG iyi. oso isd batt stindedlottnah teeth oe big dab aasltnceehhed bans ga toteb elt ative dbo Sayeed oy 6-34 
6.9.4 INDependént) tives. bs cc Wa ees Yee ASA ea eas be i ae wa seats oA 6-34 
6.9.4.1 LAB] ecoticrie ie Cs tesen ties Set on Me Se eis Goa ae HS cha oe de ERR eaten 6-35 
6.9.4.2 SPARE iS 24 had cata Sa erin ie AR ache MSR iat Sila ae oS os eas aen we Rn aeeg 6-35 
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6.9.6 TRAC. Block Example 2.4 csois.0 tien dots SIRES Re adas oe EA awe 6-36 
6.10 NEW ye ites oh edu Gate, Weliyaad- dota ect boat ved dont Pag depen GA dit ae ltel deve dS 6-36 
6.10.1 INO TEE Steet hoeil 8 eis Ss orbs Sells shalt kA als eres duals salen Sl Cems a hls 6-37 
6.10.2 NAME: 6902-5 Seer thoi es Siyen es Se ed A eG, ia eee Bee bS 6-37 
6.10.3 ENVelope® <5 285s ea tiie esd eae ea BA ae Boel aes, Salas aude aes Ra ge A aces 6-37 
6.10.3.1 UPPER! 2 8 aicsshabeutette wos aloe Sob leaden artes dh dh arbeceep belie dtd sabetel oe ee eh anteaseded 6-38 
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Introduction 


The data interchange format described in this section lets software packages and instruments 
share waveform and other data. It is designed to be flexible and extensible, and can 
accommodate a wide range of data structures and formats. In addition to describing the data 
itself, the data interchange format provides information regarding the data environment, 
structure, and other related specifications. Only a minimum of information about the data is 
actually required but a wide range of information can be associated with the data. Complex 
data dimensioned sets and simpler data are equally representable using the block structure of 
this data format. 


Because this data format is hierarchically structured, it can be subordinate to other structures. 
It is suitable as a file format and its encoding formats allow it to be easily transmitted across 
IEEE 488. 1/488.2, RS-232, SCSI, IEEE S02, and various other transmission media and 
protocols. 


The syntax of the data interchange format is compatible with JEEE 488.2 syntax. With minor 
modifications, an JEEE 488.2 parser, or at least its lexical analyzer, can also analyze the 
syntax of this format. While the format imposes its own rules within IEEE 488.2 
expressions, these rules conform to the JEEE 488.2 restrictions for expressions. 


Overview 

The data interchange format is block-structured. A data set generally consists of several 
description blocks and a data block. A block contains keywords and subordinate blocks. 
Within a block or sub-block are keywords with values that define characteristics of the data 
or the environment in which it was acquired. Many blocks accept a modifier label value and 
it is required for some blocks. A block modifier allows multiples of the same block type to 
be distinguished from one another. 


Each block addresses a different aspect of data description. The DATA block contains the 
data. The IDENtify block describes the manner and environment in which the data was 
obtained. The DIMension and ENCode blocks describe how the data is physically 
represented and logically organized. The TRACe and VIEW blocks provide semantic 
information about the data. A REMark block contains textual comments regarding the data. 
Finally, the DIF block identifies the block as a <dif_expression> and describes the version of 
SCPI used. 


This data interchange format focuses on data as an abstraction of instrument- or 
algorithm-generated data. The method of data acquisition or creation is handled as 
descriptive information that is not required for proper interpretation of the data. Information 
about the encoding, structure, scaling, range, etc., of the data is independent of the source of 
the data. 


For example, instrument-dependent settings and characteristics such as sample rate are 
translated into acquisition independent parameters such as RESolution. 
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Defined Blocks 

The Data Interchange Format consists of the following major blocks: 
™ DIF identifies the expression as a <dif_expression> and contains the version of 

the standard used to create the data set. 


= REMark contains general comments in human-readable text regarding the data. 


= IDENtify names the data set and describes the environment in which it was 
generated. Environment description includes project name, test number and series, 
date and time, and source. 


™ ENCode specifies the encoding format for data in the DATA and ENCode 
blocks. Also covered are signal values for underflow, overflow and no value, as 
well as the range and resolution of the data. 


™ DIMension specifies the structure and format of data in the DATA block. 
Provision is made for data scaling, offset, naming, and units specification. 


= ORDer specifies ordering of the data elements in the DATA(CURVe) block for 
each dimension. 


= TRACe logically groups dimensions as functions, surfaces, sets, etc. TRACe 
blocks provide semantic information about the data and are used to build VIEW 
blocks. They also provide a convenient and powerful mechanism for subsetting 
data. 


VIEW provides a second level of semantic information about the data. VIEW 
describes logical relationships among traces defined in the TRACe block such as 
envelope traces. 


= DATA contains the actual data. Different subordinate blocks describe 
dimensioned data, waveform parameter measurements, and point values. 


Implicit and Explicit Dimensions 

There are many ways to describe the structure and order of dimensioned data, and not all 
terms are well defined or understood. The data interchange format treats all CURVe data as 
coordinates in n-dimensional space. If a coordinate is actually present in the data, its 
dimension is said to be explicit. If the coordinate value of a dimension is not present as a 
data value, but is instead derived from the location of other coordinate values, the dimension 
is said to be implicit. 


Suppose you mark off an evenly spaced grid on the floor of a room, and then make 
measurements of temperature and humidity at some (varying) height above the floor. As you 
make these measurements, you write down the temperature and humidity measurements and 
the location (X, Y, and Z positions relative to one corner of the room). The result is 5-tuple. 
You must write each set of measurements in a consistent order (such as X, Y, Z, 
temperature, and humidity), but you may write the sets of measurements in any order. 
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A 5-tuple may be viewed, as this format does, as a point in a 5-dimensional space. All five 
dimensions are explicit, meaning that for each dimension, you have explicitly written down 
its coordinate. 


Now suppose you make the measurements according to some consistent pattern. You start 

with the first grid line and make the measurements sequentially at each Y point along the X 4 
grid line. You then make the measurements along the second X grid line, and so on, until the 

last grid line is completed. 


If you keep track of the order in which the measurements were made, you only need to write 
down two measurements: temperature and humidity. The other three measurements (X 
location, Y location, and height) are derivable from the order of the data. The data is still 
5-dimensional, but three of the dimensions are implicit and two are explicit. 


Simple waveforms acquired from instruments like oscilloscopes (when clocked internally) 
commonly consist of a time series of voltage (vertical axis) measurements. For the 
time-voltage space, only the voltage value or coordinate is provided by the oscilloscope; the 
time (horizontal axis) is derived from the order of the data, an initial starting time, and a 
scale factor. The voltage dimension is explicit and the time dimension is implicit. 


This format classifies all dimensions as implicit or explicit. The order of the data, which is 
essential to the correct derivation of implicit dimension coordinates or values, is strictly 
defined by the ORDer block or its default values. 
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Style 

The data interchange format uses, for the most part, standard JEEE 488.2 syntactic elements 
along with the nested parentheses which together comprise an Expression type parameter 
(“Volume 1: Syntax and Style,” Section 8). 


The format also uses the concept of “friendly” listening and “precise” talking followed by 
IEEE 488.2. There are some differences, which are clarified in 3 of this section. [eae 


Keywords may take single or multiple values. If a keyword takes multiple values, all values 
shall be of the same type. 


A few keywords have default values. If the keyword is omitted, the default value prevails. 
These values are specified in the block descriptions in 6 of this section. 


An invalid set reports either a Command Error or an Execution Error as described in 
“Volume 2: Command Reference,” 21.8.9 and 21.8.10. While uppercase characters are 
specified, lowercase characters may be accepted without error if interpretation of the data set 
is unambiguous. 


It is not required that a data format parser accept all values of an enumerated set (3.4.10 of 
this volume). An error may be generated on receipt of an unimplemented value. 
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Syntax 


The data format is block-structured. Each hierarchical level is introduced by a block name, 
with its subordinate elements enclosed in parentheses. A block may have a modifier and may 
contain subordinate blocks and keyword units, or both. Keyword units consist of a keyword 
followed by one or more values. If a keyword has more than one value, the values are 
separated by commas. 


The following example shows a simple data set. It is formatted so that all blocks and 
keywords are indented to show their hierarchical relationship. 


(DIF (VERSion 1993.0) 
IDENtify ( 
NAME “Data Format Example” 
TEST ( 
NUMBer “7D4", ”2.4")) 
ENCode ( 
HRANge 75 
LRANge 25) 
DIMension=X ( 
TYPE IMPLicit 
SCALe 0.01 
SIZE 7 
UNITs “S”) 
DIMension=Y ( 
TYPE EXPLicit 
SCALe 0.02 
OFFSet 0.1 
UNITs “V”) 
DATA ( 
CURVe ( 
VALues 49.0, 48.0, 50.2, 61.3, 68.5, 38.6, 48.0))) 


The data interchange format overall is formatted as an IEEE 488.2 <EXPRESSION 
PROGRAM DATA+> element. Within this element, the various blocks, modifiers, keywords, 
and value types are composed of syntactic elements that, for the most part, are identical to 
the corresponding types specified in JEEE 488.2 or a subset of them. 


Character Set 
All syntactic elements except <Block> contain only 7-bit ASCII-formatted (ANST 
X3.4-1977) data with the high-order eighth bit always set to zero. 


White Space 
White space consists of the ASCII space character, 32 decimal. A space is used along with 
the parentheses, comma, and equal sign to separate syntactic elements. 
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When an instrument accepts data, redundant white space may appear without semantic effect 
anywhere except within: block names, block modifiers, keywords, and all value types. 


Note that the characters constituting white space may be a part of the semantic content of 
<String> and <Block> value types. 


When an instrument sends data, redundant white space is not allowed. 


3.3 Blocks, Block Modifiers, and Keywords 
When an instrument accepts data, block names, block modifiers, and keywords conform to 
the IEEE 488.2 <CHARACTER PROGRAM DATAs> syntax. Abbreviated short forms and 
any specified aliases shall be accepted. 


When an instrument sends data, the JEEE 488.2 <CHARACTER RESPONSE DATA> 
syntax is used. If a long and short form element is specified, the short form shall be sent. 


As the data format is hierarchically organized, mnemonic generation rules for compound 
headers apply. See “Syntax and Style’” 2.2.1. Specific syntactic restrictions on the use of 
blocks, block modifiers, and keywords are covered in 4 of this section. 


3.4 Value Types 


The grammar employs the following value types. 


3.4.1 <Numeric> 
The <Numeric> value type is used to specify zero, positive and negative numeric values. 


When an instrument accepts data, <Numeric> follows one of the following two IEEE 488.2 
program data formats: 


<DECIMAL NUMERIC PROGRAM DATASsS, or 
<NON-DECIMAL NUMERIC PROGRAM DATA> 


Contrary to IEEE 488.2, <Numeric> values with embedded white spaces do not have to be 
accepted. 


When an instrument sends data, <Numeric> follows one of the following six response data 
formats: 


<NR1 NUMERIC RESPONSE DATA>, 

<NR2 NUMERIC RESPONSE DATA>, 

<NR3 NUMERIC RESPONSE DATA>, 

<OCTAL NUMERIC RESPONSE DATA>, 
<BINARY NUMERIC RESPONSE DATAS, or 
<HEXADECIMAL NUMERIC RESPONSE DATA> 


3.4.2 <+Numeric> 
The <+Numeric> value type is used to specify positive numeric values greater than zero. 
Other than this restriction, the value type is identical to <Numeric>. 
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<0+Numeric> 
The <0+Numeric> value type is used to specify positive numeric values equal to or greater 
than zero. Other than this restriction, the value type is identical to <Numeric>. 


<NR1> 


The <NR1> value type is used to specify zero, positive and negative integer numeric values. 


An instrument shall accept any <Numeric> value, rounding as necessary to obtain an integer 
value. When an instrument sends data, <NR1> follows the IEEE 488.2 <NR1I DECIMAL 
NUMERIC RESPONSE DATA> format. 


Note that rounding may result in an invalid integer value. 


<+NR1i> 
The <+NR1> value type is used to specify positive integer numeric values greater than zero. 
Other than this restriction, the value type is identical to <NRI>. 


<0+NR1> 
The <0+NR1> value type is used to specify positive numeric values equal to or greater than 
zero. Other than this restriction, the value type is identical to <NRI>. 


<Block> 
The <Block> value type is used to specify 8-bit, 16-bit, 32-bit, or 64-bit significant data. 
<Block> is only allowed for use with the DATA(CURVe(VALues)) keyword. 


The FORMat keyword from the applicable ENCode block determines the interpretation of 
the data values. Bytes are grouped according to the number of bits required. For example, 
bytes are grouped by four’s and interpreted as a 32-bit integer for INT32. 


When an instrument accepts data, <Block> values shall follow the format of IEEE 488.2 
<ARBITRARY BLOCK PROGRAM DATA? format with the restriction that only definite 
length blocks are accepted. 


When an instrument sends data, <Block> values shall follow the format of JEEE 488.2 
<DEFINITE LENGTH ARBITRARY BLOCK RESPONSE DATA+> format. 


<String> 
The <String> is used to represent quoted strings. 


When an instrument accepts data, <String> data conforms to IEEE 488.2 <STRING 
PROGRAM DATAS syntax. 


When an instrument sends data, <String> data conforms to IEEE 488.2 <STRING 
RESPONSE DATAS syntax. 


<Label> 
The <Label> value type is used to represent short, unquoted string labels for block modifier 
and keyword values. 


When an instrument accepts data, <Label> follows the JEEE 488.2 <CHARACTER 
PROGRAM DATAs> syntax. 
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When an instrument sends data, <Label> follows the JEEE 458.2 <CHARACTER 
RESPONSE DATAs> syntax. A <Label> has no short form. 


Enumerated Set 
Some keywords specify a value from an completely enumerated set of values. 


When an instrument accepts data, an enumerated set member follows the JEEE 488.2 
<CHARACTER PROGRAM DATASsS syntax. If specified, acceptance of long and short 
form as well as aliases is required. 


When an instrument sends data, an enumerated set member follows the JEEE 488.2 
<CHARACTER RESPONSE DATAs> syntax. If both a long and short form element are 
specified, only the short form shall be sent. 


It is not required that a data format parser accept all values of an enumerated set. An error 
may be generated on receipt of an unimplemented value. See 2 of this section. 


Mnemonic generation rules for character data apply. See “Syntax and Style,” 2.2.1. 
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Grammar 


This chapter specifies the grammar of the data format. This grammar describes the contents 
of a <dif_expression> that represents a Data Interchange Format. 


Grammar Notation 
The grammar notation consists of the non-terminal symbols, pseudo-terminal symbols, 
meta-symbols, and terminal symbols defined below. 


Non-terminals 
Non-terminals are represented as all lowercase words. 





Pseudo-terminals 
Pseudo-terminals stand for any from a set of terminal symbols (value types) as described in 
3.4 of this section and are represented as words bracketed between < and >. 


Meta-symbols 
In the following table, “.” represents an arbitrary string of terminals and non-terminals. The 
meta-symbols for the grammar are ->, {, }, *, +, [, ], and I. 


They have the following meanings: 


-> Separates the left and right hand sides of a production 

fale The enclosed item occurs zero or more times. 

{.}+ The enclosed item occurs one or more times. 

[.] The enclosed item occurs zero or one times. 

{.1.1.} One and only one of the two or more enclosed items separated by | occurs 


Terminal Symbols 
Terminal symbols are represented in mixed uppercase and lowercase to indicate long and 
short form (“Syntax and Style,” 1). 


Grammar Description 
dif -> difid 

[remark] 
[identify] 
[encode] 
{dimension}+ 
[order] 
{trace}* 
{view}* 
{data}+ 
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difid -> 


remark -> 


identify -> 


encode —> 
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REMark ( 
OTE 





IDE 





tify ( 


Fl 





TECHnician 
PROJect 
DATE 








ET 


Fl 





UUT ( 
NAME 








DESign 





ry 
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SERies 
UMBer 














[HISTory 





ENCode ( 
[NOT] 
[FORMat 


fl 





NVALue 
ORANge 
URANge 
HRANge 
LRANge 


<String>] 
<+Numeric> 
PREamble | 





FULL] 


<String> {,<String>}*] 


<String>] 

<String>] 

<String> {,<String>}*] 
<String>] 

<NR1>,<+NR1>,<+NR1> 

[, <NR1>,<+NR1>,<+NR1>] ] 
<0+NR1>,<0+NR1>, <0+Numeric> 
[,<O+NR1>,<0+NR1>,<0+Numeric>] ] 


<String>] 


<String> {,<String>}*] 
<String> {,<String>}*] 


<String>] 
<String>] 
<String> {,<String>}*] 


<String> {,<String>}*] 








<String> 

{ IFP32 IFP64 

| INTS8 | INT16 | INT32 INT64 
| SFP32 SFP64 

| SINT16 SINT32 | SINT64 

| SUINT16 | SUINT32 | SUINT64 
| UINT8 UINT16 | UINT32 | 
<Numeric> 

<Numeric> 

<Numeric> 

<Numeric> 

<Numeric> 





UINT64 }] 
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RESolution <+Numeric>] 
) 
dimension -> DIMension = <Label>( 
NOTE <String>] 
NAME <String>] 
YPE {IMPLicit | EXPLicit} 
SCALe <Numeric>] 
OFFSet <Numeric>] 
SIZE <+NR1>] 
UNITs <String> 
encode ] 
) 
order -> ORDer ( 
[NOTE <String>] 
[BY {TUPLe | DIMension}] 
) 
trace -> TRACe = <Label> ( 
[NOTE <String>] 
[NAME <String>] 
[SYMMet ry <String>] 
{ INDependent ( 
LABel <Label> 
STARt <+NR1>] 
STOP <+NR1>] 
Ee 
{DEPendent ( 
LABel <Label> 
E* 
) 
view -> VIEW = <Label> ( 
[NOTE <String>] 
[NAME <String>] 
{ENVelope ( 
UPPer <Label> 
LOWer <Label> 
[FUNCtion <Label>] 


)}* 
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data -> DATA [= <Label>] ( 
[NOTE <String>] 
[delta] 
[curve ] 





{waveform}* 
{measurement }* 























delta -> DELTa ( 
[NOTE <String>] 
{DIMension = <Label> ( 
[SCALe <Numeric>] 
[OFFSet <Numeric>] 
[SIZE <+NR1>] 
)}+ 
[DATE <NR1>, <+NR1>, <+NR1> 
[, <NR1>,<+NR1>,<+NR1>] ] 
[TIME <0+NR1>,<0+NR1I>,<0+Numeric> 
[,<O+NR1>,<0+NR1>,<0+Numeric>] ] 
) 
curve -—> CURVe ( 
[NOTE <String>] 
[NAME <String>] 
[CTYPe {SUM8| CRC16| CCITT | SUM16}] 
[VALues {<Block> | <Numeric>} 
[, {<Block> | <Numeric>}]*] 


[CSUM <+NR1>] 
) 
NOTE: The presence of VALues is conditional on the DIF(SCOPe) keyword; refer to the 
Required Blocks, section 4.3. 
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waveform -> WAVeform[= <Label>] ( 
OTE <String>] 
AME <String>] 
TRACe <Label>] 
HLMet hod <String>] 
HIGH <Numeric> 
LOW <Numeric> 
REFerence ( 
HIGH <Numeric> 
LOW <Numeric> 
MID <Numeric> 
METHod <String>] 
)] 
AMP Litude <Numeric> 
PWIDth <Numeric> 
WIDth <Numeric> 
PERiod <Numeric> 
FREQuency <Numeric> 
PDUTycycle 
DCYCle <Numeric> 
DUTycycle <Numeric> 
RISE ( 

IME <Numeric> 
OVERshoot <Numeric> 
PREShoot <Numeric> 

)] 
[FALL ( 
TIME <Numeric> 
OVERshoot <Numeric> 
PREShoot <Numeric> 
) 
AXimum <Numeric> 
INimum <Numeric> 
TMAXimum <Numeric> 
TMINimum <Numeric> 
EAN <Numeric> 
RMS <Numeric> 
SDEViation <0+Numeric> 
PTPeak <0+Numeric> 
CYCLe ( 
COUNt <0+Numeric> 
MEAN <Numeric>] 
RMS <Numeric>] 
SDEViation <0+Numeric> 
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measurement -> MEASurement [= <Label>] ( 
[NOTE <String>] 
[NAME <String>] 
[UNITs <String>] 
[TYPE <String>] 
[TRACe <Label>] 
{LOCation ( 
LABel <Label> 
INDex <+NRI1> 
hy* 
[VALues <Numeric> {,<Numeric>}*] 


Required Blocks 
Note that a data set shall contain a DIF block and at least one DIMension and one DATA 
block. 


All TRACe blocks referenced by keywords in the VIEW and DATA blocks shall be present. 
All DIMension blocks referenced by LABel keywords in the TRACe block shall be present. 


If the DIF(SCOPe) keyword is not present or is set to FULL, any CURVe block shall contain 
a VALues keyword and parameters. If DIF(SCOPe) is present and set to PREamble, 
VALues keywords and parameters shall be omitted from all CURVe blocks. 


Required Order 


When an instrument accepts data, certain blocks shall be sent in the following order: 


DIF 
ENCode 
DIMension 
TRACe 
VIEW 
DATA 


In addition, the ORDer must appear before the DATA block. The REMark and IDENtify 
blocks may appear anywhere after the DIF block. 


Within the DATA block, the DELTa sub-block shall precede all other sub-blocks. 


Within a block, individual keywords may also be accepted in any order with the exception 
that the CTYPe keyword must come before the VALues keyword. 


When an instrument sends data, the block and keyword order specified in the grammar is 
required. 


Unrecognized Keywords and Blocks 

A listener is not required to interpret all keywords and blocks present in a data set, but only 
those required for the type of data of interest. For example, all listeners must interpret most 
keywords and sub-blocks in the DIF, DIMension, ENCode, and ORDer blocks since 
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information contained in these blocks is required for the correct interpretation of data in the 
DATA block. Exceptions are keywords such as NOTE, RESolution, HRANge, etc. Other 
keywords and blocks may or may not be of interest to a listener. For example, a listener that 
seeks only WAVeform data will ignore CURVe data, and vice versa. 


This is consistent with the philosophy that different listeners may accept the same data set 
but use it for different purposes. In addition, the data format provides an extension 
mechanism that is designed to allow older listeners to accept newer data sets that may 
contain new keywords and sub-blocks. See 5 of this section for further details on extension 
mechanisms. 


Therefore, listeners must be able to ignore unrecognized (but syntactically correct) keywords | 4 
and blocks. The extent, if any, to which a listener notifies a user that an unrecognized 

keyword or block was encountered; and, the extent, if any, of required user action is 

implementation dependent. 


Note that a block name is always followed by an open parenthesis; or, an equal sign, 
modifier, and open parenthesis sequence. This following structure may be ignored by 
searching forward to the matching closing parenthesis. A keyword is always followed by one 
or more comma separated values. 
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5.1 


De 


5.3 


Data Format Extensions 


This format may be extended and enhanced with one of the following two methods. 


Extensions 

Keywords, blocks (sub-blocks) may be created to accomodate information that is not 
otherwise provided for by existing keywords or blocks. This method of extension can be 
done without conflict because parsers ignore unknown keywords and blocks. Name aliases 
may be specifed for the new keywords or blocks. However, the use of aliases is strongly 
discouraged and should only be provided if there is widespread industry usage of more than 
one name. 


Enhancements 

A second method of extension involves replacing an existing keyword with a sub-block of 
the same name. This method is used when the semantic information represented by an 
existing keyword is insufficient. The replacement sub-block shall include a keyword that 
represents the exact same semantic information (including the same value type and range) of 
the original keyword. This keyword is distinguished from all other keywords in the new 
sub-block by appending an underscore to it. No alias names may be added for the new 
sub-block. 


A parser which was implemented before the extension was made recognizes this special 
keyword by the presence of the underscore and then takes the value associated with this 
flagged keyword and assigns it to the old keyword. The remainder of the sub-block is 
discarded. 


Extension Example 
Suppose sometime in the future a need for a sub-block under RANGe is recognized. In this 
version the syntax for RANGe is: 

RANGe <+Numeric> 


The extended syntax might appear as: 


RANGe ( 
HIGH_ <+Numeric> 
[LOW <+Numeric>] 
[OVER <+Numeric>] 
) 


A newer implementation would understand the meaning for all three values under RANGe. 
An older parser takes the values associated with the flagged keyword in the sub-block, in this 
case, HIGH_, and uses its value as the value for RANGe. Since the older parser has no need 
for the LOW and OVER values, they are discarded. 
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This extension can be continued. At some even later date, more sub-blocks are needed. The 
syntax might now become: 


RANGe ( 
HIGH_ ( 
EXPected_ <+Numeric> 
[ALLowed <+Numeric>] 
) 
LOW ( 
EXPected_ <+Numeric> 
[ALLowed <+Numeric>] 
) 
OVER ( 
EXPected_ <+Numeric> 
[ALLowed <+Numeric>] 
) 
) 


The original parser could still successfully determine which value to associate with the old 
keyword RANGe and safely discard the rest. Both the intermediate and newest parsers can 
handle this syntax without conflict. 
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6.1 


6.2 


Block Descriptions 


This chapter details all of the block descriptions for the data interface format. 


Top Level Block Organization 
The entire data set is composed of the following sequence of mandatory and optional blocks. 


dif -> difid 
[remark] 
[identify] 
[encode] 
{dimension}+ 
[order] 
{trace}* 
{view}* 
{data}+ 


A data set is built from the blocks described in 6.2 through 6.10 of this section. 


DATA 

A DATA block contains the data of primary interest. It may contain dimensioned data such 
as DATA(CURVe), or specific sets of data (WAVeform, etc.). At least one DATA block is 
required, and multiple DATA blocks are allowed. A DATA block is defined as: 





data -> DATA [= <Label>] ( 
[NOTE <String>] 
[delta] 
[curve ] 


{waveform}* 
{measurement } * 


) 


<Label> is optional and allows for the unique identification of the DATA block; no two 
DATA blocks may have the same <Label> value within a data set. 


The subordinate blocks within a particular DATA block are assumed to be related. That is, if 
CURVe and WAVeform measurements are present in the same DATA block, the 
WAVeform measurements are assumed to have been derived from the CURVe data. If that 
is not the case, different DATA blocks should be used for the CURVe and WAVeform 
measurements. 
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NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Humidity was 45%” 
DELTa 


A DELta sub-block provides for sequences of closely related data. When a data set contains 
multiple occurrences of DATA blocks, the DELta block differentiates the characteristics of 
each of the DATA blocks. Note that the DELta block is limited to redefining descriptive 
information, encoding information, and dimension size, such as SCALe, DATE, and 
OFFSet. A DELta block cannot change the organization of the data, such as the number of 
dimensions or the data ordering. 


The values specified in a DELta block override those specified at a higher hierarchical level. 
For example, the value for SCALe in the DATA(DELta(DIMension)) block overrides the 
value for SCALe in the higher level DIMension block, but only for data within the DATA 
block that contains the DELta block. If there are multiple DATA blocks with subordinate 
DELta blocks, the DELta blocks have no effect on each other; that is, they each individually 
specify a modification of the same (higher level) IDENtify, DIMension, or ENCode block. 


The DELta sub-block may occur only once and, if present, shall be the first block in the 
DATA block. The DELta sub-block is defined as: 




















delta -> DELTa ( 
[NOTE <String>] 
{DIMension = <Label> ( 
[SCALe <Numeric>] 
[OFFSet <Numeric>] 
[SIZE <+NR1>] 
)}+ 
[DATE <NR1>,<+NR1>,<+NR1> 
[,<NR1>,<+NR1>,<+NR1>] ] 
[TIME <0+NR1>,<0+NR1>,<0+Numeric> 
[,<O+NR1>,<0+NR1>, <0+Numeric>] ] 
) 
NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Sequence 43” 
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622.2 DiMension 
The DIMension sub-block is a limited subset of the higher level DIMension block (see 6.3 in 
this section). The <Label> modifier is required and is restricted to a value defined by the 
<Label> of a DIMension block at the same hierarchical level as the DATA block. 


6.2.2.2.1  SCALe 
This is the scale value for the dimension specified by the DIMension sub-block <Label>. 


Value type is <Numeric>. SCALe may occur only once. See SCALe in 6.3 in this section for 
additional definition and restrictions. 


Example: SCALe 1E-2 


6.2.2.2.2 OFFSet 
This is the offset value for the dimension specified by the DIMension sub-block <Label>. 


Value type is <Numeric>. OFFSet may occur only once. See OFFSet in 6.3 in this section | 6 
for additional definition and restrictions. 


Example: OFFSet 6.0E-1 


6.2.2.2.3 SIZE 
The size value for the dimension specified by the DIMension sub-block <Label>. 


Value type is <+NR1>. SIZE may occur only once. See SIZE in 6.3 in this section for 
additional definition and restrictions. 


Example: SIZE 2048 
6.2.2.3 DATE 


This is the date of data creation or acquisition. 


This keyword takes a set of three comma separated value types to specify the date 
corresponding to year, month, and day. 


The years parameter is type <NR1>. It always includes century and millennium information. 
The months parameter is type <+NR1>. Its range is 0 to 12. 
The days parameter is type <+NRI>. Its range is 0 to 31 (depending on the month). 
If two sets of values are specified, they define an inclusive range of dates. 
Example: DATE 1990,01,01,1992,10,11 indicates a range of dates from January 1, 1990 
through October 11, 1992. 
6.2.2.4 TIME 
This is the time of data creation or acquisition. 


This keyword takes a set of three comma separated value types to specify the time 
corresponding to hour, minute, and second. 


The hours parameter is type <O+NR1>. Its range is 0 to 23. This parameter is always 
expressed in 24 hour format. 
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The minutes parameter is type <0O+NRI>. Its range is 0 to 59. 


The seconds parameter is type <0+Numeric>. Its range is 0 to 60 for instruments receiving 
data and 0 to 59.999... for instruments sending data. 


If two sets of values are specified, they define an inclusive range of time. 


Example: TIME 9,0,59.095,13,1,0 indicates a range of time from 59.095 seconds after 9 AM 
to one minute after 1 PM. 


CURVe 

Curve data is dimensioned. Values may be organized as n-tuples or by dimension. This is 
determined by the ORDer block or, in its absence, the defaults for the BY keyword in the 
ORDer block. 


Only one occurrence of CURVe is allowed in a DATA block. The CURVe block is defined 
as: 
curve -> CURVe ( 
[NOTE <String>] 
[NAME <String>] 
[CTYPe {SUM8| CRC16| CCITT | SUM16}] 
[VALues {<Block> | <Numeric>} 
[, {<Block> | <Numeric>}]*] 
[CSUM <+NRI1>] 





) 
The presence of VALues is conditional on the DIF(SCOPe) keyword; refer to the Required 
Blocks, section 4.3. 


NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Data taken with low line voltage” 
NAME 


This is an arbitrary name or description of the curve. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
NAME may occur only once and only one value is allowed. 


Example: NAME “DS1C” 
CTYPe 


This indicates the checksum type or the absence of a checksum. 


CTYPe takes a specified enumerated set of values. CTYPe may occur only once and requires 
one and only one of the following enumerated set values: 
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CRC16 16-bit cyclic redundancy check code. aie 2 ee ae (default) 

CCITT 16-bit cyclic redundancy check code. a? ae a 

SUM8 8-bit longitudinal redundancy check code (8 bit sum). x 41, 
(SUM8 is provided for compatibility and its use is discouraged). 

SUM16 16-bit longitudinal redundancy check code (16 bit sum). eo 21. 

NONE indicates there is no checksum. 


See “IEEE Micro”, Vol 8, No 4, August 1988, pp 62-76. 
Note that CTYPe must preceed the VALues keyword. 
Example: CTYPe SUM8 


VALues 
This specifies the data values. 


Value type is <Block> or <Numeric>. Multiple values are allowed. | 6 


VALues shall occur exactly once if the DIF(SCOPe) keyword is not present or is set to 
FULL. If DIF(SCOPe) is present and set to PREamble, VALues shall be omitted. 


The physical format of each value is determined by the FORMat keyword of the ENCode 
block that applies. If the dimension has a subordinate ENCode block, the subordinate 
ENCode block prevails; otherwise the ENCode block at the same hierarchical level as the 
DIMension blocks prevails. 


Example: VALues 1.2, 3.3, 4.5, 2.7, 0.4 


CSUM 
This indicates the checksum for DATA(CURVe(VALues)) data 


Value type is <+NRI>. 


The checksum is computed according to the rules specified by CTYPe. If data is formatted in 
<Numeric> value type, the checksum is computed using the 8-bit ASCII decimal equivalent 
of each character of the number. This includes all signs, decimal points, and exponent 
characters but not white space. 


CSUM may occur only once and takes only one value. 
Example: CSUM 27 


WAVeform 

This block describes waveform parameter measurements of a two dimensional waveform. 
The descriptions assume a single-valued function of time in which the independent 
dimension is the time dimension. However, the actual units are specified in the DIMension 
block and it is possible to represent other quantities which are not functions of time. 


Multiple occurrences of WAVeform are allowed. The WAVeform block is defined as: 
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waveform -> WAVeform[= <Label>] ( 



























































OTE <String>] 
AME <String>] 
TRACe <Label>] 
HLMet hod <String>] 
HIGH <Numeric> 
LOW <Numeric> 
REFerence ( 
HIGH <Numeric> 
LOW <Numeric> 
MID <Numeric> 
METHod <String>] 
)] 
AMP Litude <Numeric> 
PWIDth <Numeric> 
WIDth <Numeric> 
PERiod <Numeric> 
FREQuency <Numeric> 
PDUTycycle 
DCYCle <Numeric> 
DUTycycle <Numeric> 
RISE ( 
TIME <Numeric> 
OVERshoot <Numeric> 
PREShoot <Numeric> 
)] 
[FALL ( 
TIME <Numeric> 
OVERShoot <Numeric> 
PREShoot <Numeric> 
) 
AXimum <Numeric> 
INimum <Numeric> 
TMAXimum <Numeric> 
TMINimum <Numeric> 
EAN <Numeric> 
RMS <Numeric> 
SDEViation <0+Numeric> 
PTPeak <0+Numeric> 
CYCLe ( 
COUNt <0+Numeric> 
MEAN <Numeric>] 
RMS <Numeric>] 
SDEViation <0+Numeric> 
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In the absence of a TRACe block, the following rules are used to determine the independent 
and dependent dimensions: 


1. The independent dimension is the first implicit dimension or, if no implicit 
dimensions are present, then the first explicit dimension 


2. The dependent dimension is the first explicit dimension if there is at least one 
implicit dimension. Otherwise it is the second explicit dimension. 


The block modifier <Label> value is optional and allows for the unique identification of the 
WAVeform block. No two WAVeform blocks may have the same <Label> within the same 


DATA block. 


If WAVeform measurements are found together with a CURVe block in a DATA block, 


they are considered to be derived from or related to the CURVe data (or a subset of it). 
However, the exact relationship of waveform measurements to the data can be determined 
only if the TRACe keyword is present. 


It is permissible for a data set to contain waveform measurements without a DATA(CURVe) 


block, but DIMension blocks for the independent and dependent dimensions shall still be 


specified. 


Waveform measurements derived from DATA block data are considered to have been 


derived from the data after SCALe and OFFSet (specified in the DIMension block) have 


been applied. WA Veform measurements are derived from DIMension block units. 


Note that this standard requires the syntax for WAVeform data to be correct, but makes no 


claim for the correctness or consistency of the data values. Keywords in the WAVeform 


block are representative of terms generally used in the industry. Keyword descriptions are 
general and, except where specifically provided (such as for HLMethod), no requirement for 
specific calculation methods are claimed. 


The definitions for functions and settings within the waveform block are illustrated with the 
following figure: 
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NOTE 
This is arbitrary text. Text should be human-readable. 


Value type is <String>. Only one occurrence of the NOTE keyword is allowed and one value 
is allowed. 


Example: NOTE “500 ps Reference Waveform” 
NAME 


This is an arbitrary name of the waveform measurement. Typically, NAME is more 
descriptive than the WA Veform block modifier <Label> value and it does not have to be 
unique. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
NAME may occur only once and only one value is allowed. 


Example: NAME “Frame bit” 
TRACe 


This is the TRACe from which the waveform parameters were extracted. TRACe allows a 
sub-set of the data to be referenced. 


Value type is <Label>. Only values defined by a TRACe block modifier <Label> value are 
allowed. 


Only one occurrence of TRACe is allowed and only one value is allowed. The TRACe 
referenced shall be two-dimensional. 


Example: TRACe Y2 


HLMethod 
This notes the method used to determine the HIGH and LOW magnitudes. 


For IEEE 181 methods, HIGH becomes the more positve (less negative) and LOW becomes 
the more negative (less positive) of the Top Magnitude and Base Magnitude values as 
defined by JEEE 194, sections 3.2.1 and 3.2.2. 


Value type is <String>. It is recommended that the string length be 32 characters or less. The 
following values are predefined: 


UNKNOWN Unknown or Unspecified. Default. 
MEAN Mean of Density Algorithm (EEE 181, section 4.3.1.1) 
MODE Mode of Density Algorithm (EEE 181, section 4.3.1.2) 
PEAK Peak Magnitude JEEE 181, section 4.3.1.4) 
ABSOLUTE Absolute, user-specified levels 
Example: HLMethod “MEAN” 
HIGH 


Indicates the high magnitude. 


Value type is <Numeric>. Value is required if keyword is present. HIGH may occur only 
once and only one value is allowed. Units are of the dependent dimension (signal value). 
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Example: HIGH 4.2 
6.2.4.6 LOW 


This is the low magnitude. 


Value type is <Numeric>. Value is required if keyword is present. LOW may occur only 
once and only one value is allowed. Units are of the dependent dimension (signal value). 


Example: LOW -0.21 


6.2.4.7 REFerence 
The REFerence sub-block contains reference level information used to calculate other 
parameters in the WAVeform block. 


6.2.4.7.1. HIGH 


Indicates the high or upper reference level for measurement of rise and fall time. 





Value type is <Numeric>. Value is required if keyword is present. HIGH may occur only 
once and only one value is allowed. Units are of the dependent dimension (signal value). 


Example: HIGH 4.8 
6.2.4.7.2 LOW 


This is the low or lower reference level for measurement of rise and fall time. 


Value type is <Numeric>. Value is required if keyword is present. LOW may occur only 
once and only one value is allowed. Units are of the dependent dimension (signal value). 


Example: LOW 0.3 
6.2.4.7.3 MID 


This is the mid reference level for measurement of width, duty cycle, and period. 


Value type is <Numeric>. Value is required if keyword is present. MID may occur only once 
and only one value is allowed. Units are of the dependent dimension (signal value). 


Example: MID 3.3 


6.2.4.7.4 METHod 
This is the reference method. Notes the method used to determine HIGH, LOW, and MID 
REFerence level values. 


Value type is <String>. It is recommended that the string length be 32 characters or less. The 
following values are predefined: 


UNKNOWN Unknown or unspecified (default). 
RELATIVE Reference levels are set according to percentages of amplitt 
given by: 


(WA Veform(REFerence(HIGH))—WA Veform(LOW))*100 
WA Veform(AMPLitude) 





high_percentage= 
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(WA Veform(REFerence(LOW))—WAVeform(LOW))*100 
WAVeform(AMPLitude) 





low_percentage= 


(WA Veform(REFerence(MID))—WAVeform(LOW))*100 
WAVeform(AMPLitude) 





mid_percentage= 


ABSOLUTE Reference levels set in absolute signal value units. 


Example: METHod “RELATIVE” 


6.2.4.8 AMPLitude 
Waveform amplitude. HIGH minus LOW. 


Value type is <Numeric>. Value is required if keyword is present. AMPLitude may occur 
only once and only one value is allowed. Units are of the dependent dimension (signal value). 


Example: AMPLitude 4.03 
6.2.4.9 PWIDth 


Indicates positive width. Duration from a positive mid-reference crossing followed by at 
least one high-reference crossing to the following negative mid-reference crossing. 


Value type is <Numeric>. Value is required if keyword is present. PWIDth may occur only 
once and only one value is allowed. Units are of the independent dimension (time). 


Example: PWIDth 2.6E-7 
6.2.4.10 NWIDth 


Indicates negative width. Duration from a negative mid-reference crossing followed by at 
least one low-reference crossing to the following positive mid-reference crossing. 


Value type is <Numeric>. Value is required if keyword is present. NWIDth may occur only 
once and only one value is allowed. Units are of the independent dimension (time). 


Example: NWIDth 2.5E-7 
6.2.4.11 PERiod 


This is the repetition period. Duration from a mid-reference crossing (whether positive or 
negative) followed by at least one high-reference crossing and at least one low-reference 
crossing to the following mid-reference crossing in the same direction as the first 
mid-reference crossing. 


Value type is <Numeric>. Value is required if keyword is present. PERiod may occur only 
once and only one value is allowed. Units are of the independent dimension (time). 


Example: PERiod 1.602E-6 


6.2.4.12 |FREQuency 
This is the frequency. FREQuency is the reciprocal of PERiod. 


Value type is <Numeric>. Value is required if keyword is present. FREQuency may occur 
only once and only one value is allowed. Units are the reciprocal of the PERiod units. 
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Example: FREQuency 1.87222E+9 


6.2.4.13 | PDUTycycle | DCYCle 
Indicates the positive dutycycle. Ratio of PWIDth to PERiod. 


Value type is <Numeric>. Value is required if keyword is present. PDUTycycle may occur 
only once and only one value is allowed. Units are dimensionless. 


Example: PDUTycycle .48 


6.2.4.14 |NDUTycycle 
Indicates the negative dutycycle. Ratio of NWIDth to PERiod. 


Value type is <Numeric>. Value is required if keyword is present. NDUTycycle may occur 
only once and only one value is allowed. Units are dimensionless. 


Example: NDUTycycle .52 


6.2.4.15 RISE | 6 


This sub-block deals with the first rising transition of the waveform where rising is defined 
as increasing data values. 


6.2.4.15.1 TIME 
This is the rise time (positive going transition). The first time interval during which the 
instantaneous amplitude of a waveform increases from the low reference point, REF (LOW), 
to the high reference point, REF (HIGH). 


Value type is <Numeric>. Value is required if keyword is present. TIME may occur only 
once and only one value is allowed. Units are of the independent dimension (time). 


6.2.4.15.2 OVERshoot 
This is the rising edge overshoot. The difference between the HIGH level and the positive 
peak signal value to which the waveform initially rises expressed as a percentage of the 
waveform amplitude. 


Value type is <Numeric>. OVERshoot may occur only once and only one value is allowed. 
Example: OVERshoot 20.5 


6.2.4.15.3  PREShoot 
This is the rising edge preshoot. The difference between the LOW level and the negative 
peak signal value to which the waveform initially falls expressed as a percentage of the 
waveform amplitude. 


Value type is <Numeric>. PREShoot may occur only once and only one value is allowed. 
Example: PREShoot 1.2 


6.2.4.16 FALL 
This sub-block deals with the first falling transition of the waveform where falling is defined 
as decreasing data values. 
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TIME 
Indicates the fall time (negative going transition). The first time interval during which the 
instantaneous amplitude of a waveform decreases from the high reference point, REF 
(HIGH), to the low reference point, REF (LOW). 


Value type is <Numeric>. Value is required if keyword is present. TIME may occur only 
once and only one value is allowed. Units are of the independent dimension (time). 


6.2.4.16.2 OVERshoot 


This is the falling edge overshoot. The difference between the LOW level and the negative 
peak signal value to which the waveform initially falls expressed as a percentage of the 
waveform amplitude. 


Value type is <Numeric>. OVERshoot may occur only once and only one value is allowed. 


Example: OVERshoot 12.62 


6.2.4.16.3  PREShoot 


6.2.4.17 


6.2.4.18 


6.2.4.19 


6.2.4.20 


This is the falling edge preshoot. The difference between the HIGH level and the positive 
peak signal value to which the waveform initially rises expressed as a percentage of the 
waveform amplitude. 


Value type is <Numeric>. PREShoot may occur only once and only one value is allowed. 
Example: PREShoot 4.3 


MAXimum 
This is the maximum value of the entire waveform as specified by TRACe. 


Value type is <Numeric>. MAXimum may occur only once and only one value is allowed. 
Units are of the dependent dimension (signal value). 


Example: MAXimum 4.5903 


MINimum 
This is the minimum value of the entire waveform as specified by TRACe. 


Value type is <Numeric>. MINimum may occur only once and only one value is allowed. 
Units are of the dependent dimension (signal value). 


Example: MINimum -0.12 
TMAXimum 


This indicates the time of the first MAXimum value in the waveform as specified by 
TRACe. 


Value type is <Numeric>. TMAXimum may occur only once and only one value is allowed. 
Units are of the independent dimension (time). 


Example: TMAXimum 9.51 


TMINimum 
This indicates the time of the first MINimum value in the waveform as specified by TRACe. 
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Value type is <Numeric>. TMINimum may occur only once and only one value is allowed. 
Units are of the independent dimension (time). 


Example: TMINinum 3.876 
6.2.4.21 MEAN 


This is the arithmetic mean. Mean value of the entire waveform as specified by TRACe. 


Value type is <Numeric>. MEAN may occur only once and only one value is allowed. Units 
are of the dependent dimension (signal value). 


Example: MEAN 2.025 
6.2.4.22 RMS 


This is the root mean square. Root mean square value of the entire waveform as specified by 
TRACe. 


Value type is <Numeric>. RMS may occur only once and only one value is allowed. Units | 6 
are of the dependent dimension (signal value). 


Example: RMS 12.3 
6.2.4.23 SDEViation 


This is the standard deviation. The standard deviation of the entire waveform as specified by 
TRACe. 


Value type is <0+Numeric>. SDEV may occur only once and only one value is allowed. 
Units are of the dependent dimension (signal value). 


Example: SDEVeviation 45.68 
6.2.4.24 PTPeak 


This is the waveform Peak-to-peak value. Peak-to-peak value of the entire waveform as 
specified by TRACe. PTPeak is equivalent to the MAXimum minus the MINimum values. 


Value type is <0+Numeric>. PTPeak may occur only once and only one value is allowed. 
Units are of the dependent dimension (signal value). 


Example: PTPeak 4.5 


6.2.4.25 CYCLe 
The CYCLe sub-block specifies parameters dealing with a specified number of complete 
cycles in the waveform as specified by the COUNt field. 


6.2.4.25.1 COUNt 
This is the the cycle count representing the number of cycles used for MEAN, RMS, and 
SDEViation in the CYCLe sub-block. Cycle count evaluates to an integer representing the 
number of cycles over which the CYCLe parameters apply. Default value for COUNT is 1. 


If one complete cycle is not present, and COUNt is specified then the value should be zero. 
In this case, any related CYCLe parameters are meaningless. 


Value type is <0+Numeric>. COUNt may occur only once and only one value is allowed. 
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Example: COUNt 10 


6.2.4.25.2 MEAN 


This is the cycle arithmetic mean. This indicates the mean value of the waveform as 
specified by COUNt. 


Value type is <Numeric>. MEAN may occur only once and only one value is allowed. Units 
are of the dependent dimension (signal value). 


Example: MEAN 2.025 


6.2.4.25.3 RMS 


This is the cycle root mean square. It indicates the root mean square value of the waveform 
as specified by COUNt. 


Value type is <Numeric>. RMS may occur only once and only one value is allowed. Units 
are of the dependent dimension (signal value). 


Example: RMS 12.3 


6.2.4.25.4 SDEViation 


6.2.5 


This is the cycle standard deviation. This indicates the standard deviation of the entire 
waveform as specified by COUNt. 


Value type is <0+Numeric>. SDEV may occur only once and only one value is allowed. 
Units are of the dependent dimension (signal value). 


Example: SDEViation 45.68 


MEASurement 

This is the measurement of one or more specified data points. This block contains data that 
does not fit in other sub-blocks of the DATA block. A MEASurement block may occur 
multiple times, but is not required. 


The MEASurement sub-block is defined as: 

















measurement -> MEASurement [= <Label>] ( 
[NOTE <String>] 
[NAME <String>] 
[UNITs <String>] 
[TYPE <String>] 
[TRACe <Label>] 
{LOCation ( 
LABel <Label> 
INDex <+NRI1> 
ag 
[VALues <Numeric> {,<Numeric>}*] 
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The block modifier <Label> value is optional and allows for the unique identification of the 
MEASurement sub-block. As all <Label> values are unique, no two MEASurement 
sub-blocks may have the same <Label> within the same DATA block. 


The TRACe keyword allows association of the measurement or point with an arbitrary 
subset of DATA(CURVe) data. 


Measurements derived from DATA block data are considered to have been derived from the 
data after SCALe and OFFSet (specified in the DIMension block) have been applied. 


6.2.5.1 NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “This data is retest of test 14” | 6 
62.52 NAME 


This is an arbitrary name of the measurement or point. NAME is typically more descriptive 
than the MEASurement block modifier <Label> and it does not have to be unique. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
NAME may occur only once and only one value is allowed. 


Example: NAME “Trigger pattern 4” 
6.2.5.3 UNITs 


This indicates units, such as Volts, Amps, Hz, etc without multipliers. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
These units may differ from those specified in other DIMension blocks since the values 
represented herein may be derived or ancillary values. 


Recommended units are those specified by IEEE 488.2 <SUFFIX PROGRAM DATASs, the 
null string, and UNKNOWN. The null string implies that the data has no dimensional units 
and UNKNOWN indicates that the units are unknown. 


If the TRACe keyword is present, the UNITs value may differ from that of the trace. Only 
one occurrence of UNITs is allowed and only one value is allowed. If omitted, the units are 
as specified in the DIMension block. 


Example: UNITs A 
6.2.5.4 TYPE 


This indicates the type of measurement or point. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of TYPE is allowed and only one value is allowed. 


The one defined type is: 
UNKNOWN _ Unknown (default) 
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Example: TYPE “UNKNOWN” 


TRACe 
This is the trace associated with the point(s). TRACe allows a sub-set of the data to be 
referenced. 


Value type is <Label>. Only values defined by the TRACe block modifier <Label> value are 
allowed. Only one occurrence of TRACe is allowed and only one value is allowed. If this 
keyword is present, it determines which dimensions shall be included in the LOCation 
sub-block for MEASurement. 


Example: TRACe ADDR 
LOCation 


This specifies the label and index for one independent dimension. This sub-block is optional 
and may occur multiple times. There shall be a LOCation sub-block with a label value for 
each independent dimension present, or if a TRACe keyword is specified, then for each 
independent dimension in the specified trace. 


LABel 


This is the label of the independent dimension. 


Value type is <Label>. Only values previously defined by a DIMension block modifier 
<Label> value are allowed and the dimension shall be implicit. LABel is required and may 
occur only once. Only one value is allowed. 


Example: LABel Al 


INDex 
This specifies the index for the point. 


Value type is <tNR1>. INDex is required and only one occurrence of INDex is allowed. 
Example: INDex 274 
VALues 


This indicates the data value(s). 


Value type is <Numeric>. VALues is optional and may occur only once. Multiple values are 
allowed. 


Example: VALues 25.3, 93.7 


6-16 Block Descriptions 


1999 SCPI Data Interchange Format 


6.2.6 DATA Block Example 


DATA ( 
NOTE “File 1A-23” 
DELTa ( 
DIMension=Y( 
SCALe 0.1 
OFFSet 12.3 
SIZE 4096) 
DATE 1988,9,2 
TIME 23,3,0.25) 
CURVe ( 
NAME “”’ 
CTYPe CRC16 
VALue 23.2,14.5,16.02,12.0 
CSUM 45) 
WAVeform ( 
NAME “19th Pulse” 
TRACe Z 
HLMethod “MODE” 
AMPLitude 3.902 
PWIDth 2.6E-7 
PDUTycycle 32.4 
RISE ( 
TIME 2.8E-8) 
FALL ( 
TIME 2.703E-8) 
REFerence ( 
HIGH 5.85E-5 
LOW 5.14E-5 
MID 5.32E-5) 
RMS 6.4 
PTPeak 12.5))) 





6.3 DiMension 
Each DIMension block describes one dimension of DATA(CURVe) data. A dimension may 
be either explicit, in which case values are present in the DATA(CURVe) block, or implicit, 
in which case the values are not present, but are instead generated by a function. See 1.3 in 
this section. The order in which dimensions appear determines the data ordering in the 
DATA block. 


The DIMension and ORDer blocks describe the logical structure and organization of data in 
the DATA(CURVe) block. The ENCode block describes the physical representation or 
encoding of the data. The ORDer block describes the ordering of the dimensional data 
elements in the DATA(CURVe) block. Together they provide the sufficient and necessary 
information for correct extraction of the data. 
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Whether a dimension is to be considered an independent or dependent dimension is 
determined by the TRACe block. In the absence of a TRACe block, the following simple 
rule is applied: if one or more implicit dimensions are present, they are considered to be 
independent, and all explicit dimensions are considered to be dependent. 


A DIMension block is required for each dimension of the data (implicit and explicit). The 
DIMension block is defined as: 














dimension -> DIMension = <Label> ( 
NOTE <String>] 
NAME <String>] 
YPE {IMPLicit | EXPLicit} 


SCALe <Numeric>] 
OFFSet <Numeric>] 
SIZE <+NR1>] 
UNITs <String> 
encode] 








) 


Each dimension is uniquely distinguished by its required block modifier <Label> value. No 
two DIMension blocks may have the same <Label> value. Dimension labels should be kept 
short, yet meaningful. 


6.3.1 NOTE 
This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “DSIC at test point 12” 
6.3.2 NAME 


This is an arbitrary name or description of the dimension. NAME is typically more 
descriptive than the dimension block label. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of NAME is allowed and only one value is allowed. 


Example: NAME “DSIC Voltage/Amplitude” 
6.3.3 TYPE 


This indicates if the dimension is implicit or explicit. 


TYPE takes a specified enumerated set of values. TYPE is required, may occur only once, 
and takes one of the two following enumerated set values: 


IMPLicit Values for this dimension are not in DATA(CURVe), 
but are derived from a linear function, y = mx + b. 


EXPLicit Values for this dimension are present in DATA(CURVe). 
Example: TYPE EXPL 
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6.3.4 SCALe 
Scaling factor to be applied to the dimension’s values in DATA(CURVe(VALues)). 


Value type is <Numeric>. Default value is 1.0. Only one occurrence of SCALe is allowed 
and only one value is allowed. The SCALe value may be overridden by 
DATA(DELTa(DIMension(SCALe))). 


SCALe is always applied to DATA(CURVe) data, but not to any other data, such as 
DATA(WAVeform). 


For implicit dimensions: 
X’ = (SCALe * i) + OFFSet i= 1 to SIZE 


For explicit dimensions: 
X’ = (SCALe * X) + OFFSet 


where X is a value from DATA(CURVe(VALues)). Also see Section 5.6, ORDer. | 6 
Example: SCALe 0.5E-2 


6.3.5 OFFSet 
Offset factor to be applied to the dimension’s values in DATA(CURVe(VALues)). 


Value type is <Numeric>. Default value is zero. Only one occurrence of OFFSet is allowed 
and only one value is allowed. The OFFSet value may be overridden by 
DATA(DELTa(DIMension(OFFSet))). 


OFFSet is always applied to DATA(CURVe) data, but not to any other data, such as 
DATA(WAVeform). 


For implicit dimensions: 
X’ = (SCALe * i) + OFFSet i= 1 to SIZE 


For explicit dimensions: 
X’ = (SCALe * X) + OFFSet 


X is a value from DATA(CURVe(VALues)). 
Example: OFFSet -1.0E-2 
6.3.6 SIZE 


This is the number of points or values in the dimension. 


Value is type <tNR1>. Only one occurrence of SIZE is allowed and only one value is 
allowed. The SIZE value may be overridden by DATA(DELTa(DIMension(SIZE))). 


The following two invariants hold: 
1. All explicit dimensions must have the same SIZE value. 
2. The product of the SIZE values of the implicit dimensions 
must equal the SIZE value of any explicit dimension. 
If SIZE is not specified for a dimension, it is assumed to be consistent with the above 
invariants. It is an error if there is insufficient information to determine a dimension’s SIZE. 
For example, SIZE cannot be determined if two or more implicit dimensions do not specify a 
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SIZE, nor can it be determined if two or more explicit dimensions specify different SIZE 
values. 


It is strongly recommended that SIZE be specified for all dimensions whenever possible. 
Example: SIZE 512 
UNITs 


This indicates units, such as Volts, Amps, Hz, etc. Multipliers are not allowed. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Recommended units are those specified by IEEE 488.2 <SUFFIX PROGRAM DATASs, the 
null string, and UNKNOWN. The null string implies that the data has no dimensional units 
and UNKNOWN indicates that the units are unknown or unspecified. UNITs is required and 
only one occurrence of UNITs is allowed. 


Example: UNITs “V” 


ENCode 

An ENCode sub-block may appear subordinate to a DIMension block. The 
DIMension(ENCode) block keywords and sub-blocks are the same as the major ENCode 
block described in 6.4 in this section. They define data resolution, special range values, and 
encoding format for <Block> value type data. 


The scope of a DIMension(ENCode) block includes only the DATA(CURVe) block and the 
DIMension(ENCode) block itself. The scope of the major ENCode block includes all other 
values in the DATA block. 


Each keyword specified in a DIMension(ENCode) block overrides the corresponding 
keyword in the major ENCode block,but only for the values in the DATA(CURVe) block for 
the specific dimension. 


Only one ENCode block can be specified subordinate to a DIMension block. It is not 
required. 


DiMension Block Example 


DIM=X ( 

NOTE “Procedure 12.8” 

NAME “DS3” 

TYPE EXPLicit 

UNITs “S” 

SCALe 1.0 

OFFSet 0.0 

SIZE 1024 

ENCode ( 
NOTE “This ENCode block affects only X dimension values in the 

DATA(CURVe) block” 

FORMat INT16 
NVALue -32768 
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ORANge 32767 

URANge -32767 
HRANge 32766 

LRANge -32766 
RESolution 1)) 


6.4 ENCode 
The ENCode block addresses data resolution, special range values, and encoding format 
<Block> value type data. 


The scope of an ENCode block is determined by its hierarchical level in the data format 

structure. If the ENCode block is at the same level as DIMension blocks, it applies globally 

to all data in the DATA blocks. A global encoding specification can, however, be overridden 

on a dimension-by-dimension basis with an ENCode block that is subordinate to the 

particular dimension. A keyword specification at the higher level rules unless explicitly 

superceded by the same keyword at the subordinate level. | 6 


Only one ENCode block can be specified at the same hierarchical level as DIMension 
blocks, and only one ENCode block can be specified subordinate to a DIMension block. 


The ENCode block is not required at any hierarchical level. However, the specification of 
HRANge and LRANge for all explicit dimensions is strongly recommended. The ENCode 





block is defined as: 
encode -> ENCode ( 
[NOTE <String> 





INTS8 | INT16 | INT32 | INT64 


[FORMat { IFP32 | IFP64 
| 
| SFP32 | SFP64 
| 
| 
| 











SINT16 SINT32 | SINT64 
SUINT16 | SUINT32 | SUINT64 
UINT8 UINT16 | UINT32 | UINT64 }] 
[NVALue <Numeric> 
[ORANge <Numeric> 
[URANge <Numeric> 
[HRANge <Numeric> 
[LRANge <Numeric> 
[RESolution <+Numeric>] 





) 


If no ENCode block is specified, the default values for each keyword prevail. The ENCode 
block sub-blocks and keywords are: 


6.4.1 NOTE 
This is arbitrary text. Value type is <String>. Text should be human-readable. Only one 
occurrence of the NOTE keyword is allowed and only one value is allowed. 


Example: NOTE “Not-a-number and plus and minus infinity do not follow the IEEE 488.2 
recommendation” 
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6.4.2 FORMat 
This is the data encoding format for CURVe(VALue) data. <Block> value type is introduced 
by a pound sign followed by one or more decimal digit characters. See section 3.4.5. ASCII 
representation uses comma separated <Numeric> data. 


Specifying a block FORMat does not require that the values in DATA block be formatted as 
<Block> value type. Values may always be specified as <Numeric>. 


If the ENCode block is subordinate to a DIMension block, then FORMat applies only to 
values in DATA(CURVe(VALues)) for the particular dimension. 


FORMat takes a specified enumerated set of values. Only one occurrence of FORMat is 
allowed and only one of the following enumerated set values is allowed: 


ASCii Comma-separated <Numeric> data 
IFP32 IEEE floating point, 32 bits. 

IFP64 IEEE floating point, 64 bits. 

INT8 IEEE 8-bit signed integer (default). 
INT16 IEEE 16-bit signed integer. 

INT32 IEEE 32-bit signed integer. 

INT64 IEEE 64-bit signed integer. 

SFP32 IEEE swapped floating point, 32 bits. 
SFP64 IEEE swapped floating point, 64 bits. 


SINT16 Swapped IEEE 16-bit signed integer. 
SINT32 Swapped IEEE 32-bit signed integer. 
SINT64 Swapped IEEE 64-bit signed integer. 
SUINT16 Swapped IEEE 16-bit unsigned integer. 
SUINT32 Swapped IEEE 32-bit unsigned integer. 
SUINT64 Swapped IEEE 64-bit unsigned integer. 
UINT8 IEEE 8-bit unsigned integer. 

UINT16 IEEE 16-bit unsigned integerUINT 16. 
UINT32 IEEE 32-bit unsigned integerUINT32. 
UINT64 IEEE 64-bit unsigned integerUINT64. 


All signed integers are two’s complement. IEEE formats are defined by JEEE 488.2 Binary 
Integer and Binary Unsigned Integer codes. “SSwapped” means that the byte order (from low 
to high address) is from least significant to most significant byte. 


For example, to transfer #H1234 as an INT 16 (16-bit integer) across a byte oriented 
transmission medium, transfer the first byte as 12 (hex) and the second byte as 34 (hex). To 
transfer #H1234 as an SINT16 (swapped 16-bit integer), transfer the first byte as 34 (hex) 
and the second byte as 12 (hex). 


Similarly, to transfer #H12345678 as an INT32 (32-bit integer), transfer the bytes in the 
order: 12 (hex), 34 (hex), 56 (hex), and 78 (hex). To transfer #H12345678 as an SINT32 
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(32-bit swapped integer), transfer the bytes in the order: 78 (hex), 56 (hex), 34 (hex), and 
12 (hex). 


Example: FORMat INT16 


6.4.3 NVALue 
This is the numeric value (before application of SCALe and OFFSet) that is to be treated as 
implying “not a number” or “no value recorded” for values in the DATA block. 


Value type is <Numeric>. Only one occurrence of NVALue is allowed and only one value is 
allowed. If NVALue is not present, no not-a-number value is defined for integer formats. For 
IEEE floating point formats, no NVALue is ever specified. In this case, NVALue is as 
defined by IEEE 754 for not-a-number. For ASCII, the default value is 9.91E+37. 


Example: NVALue 9999 


6.4.4 ORANge | 6 
This indicates the numeric value (before application of SCALe and OFFSet) that is to be 
treated as over range for values in the DATA block. 


Value type is <Numeric>. Only one occurrence of ORANge is allowed and only one value is 
allowed. If ORANge is not present, no over range value is defined for integer formats. For 
IEEE floating point formats, no ORANge is ever specified. In this case, ORANGe is as 
defined by IEEE 754 for plus infinity. For ASCII, the default value is 9.9E+37. 


Example: ORANge #H7FFF 


6.4.5 URANge 
This is the numeric value (before application of SCALe and OFFSet) that is to be treated as 
under range for values in the DATA block. 


Value type is <Numeric>. Only one occurrence of URANge is allowed and only one value is 
allowed. If URANge is not present, no under range value is defined for integer formats. For 
IEEE floating point formats, no URANge is ever specified. In this case, URANGe is as 
defined by IEEE 754 for negative infinity. For ASCII, the default value is -9.9E+37. 


Example: URANge -32767 


6.4.6 HRANge 
This is the greatest signed value (before application of SCALe and OFFSet) that may be 
present in the DATA(CURVe(VALUEB)). 


Value type is <Numeric>. Only one occurrence of HRANge is allowed and only one value is 
allowed. The value specified shall be at least as great as the greatest value present in the data 
but may be greater. 


NVALue, ORANge, and URANge values are not considered when determining range. Units 
are the measurement curve units after SCALe and OFFSet are applied to the data. 


Example: HRANge 32766 
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LRANge 
This is the least value (before application of SCALe and OFFSet) that may be present in 
DATA(CURVe(VALUE)). 


Value type is <Numeric>. Only one occurrence of LRAN¢ge is allowed and only one value is 
allowed. The value specified shall be at least as small as the least value present in the data 
but may be less. 


NVALue, ORANge, and URANge values are not considered when determining range. Units 
are the measurement curve units after SCALe and OFFSet are applied to the data. 


Example: LRANge -32766 


RESolution 
This is the minimum resolution of data values present in the DATA block. 


Value type is <+Numeric>. Only one occurrence of RESolution is allowed and only one 
value is allowed. 


Units are the measurement curve units after SCALe and OFFSet are applied to the data. 
Example: RESolution 1 


ENCode Block Example 
ENCode ( 

NOTE “Acquisition resolution was 10 bits” 
FORMat INT 16 
NVALue -32768 
ORANge 32767 
URANge -32767 
HRANge 32766 
LRANge -32766 
RESolution 1) 


IDENtify 

This is the IDENtify block contains fields uniquely identifying the data and describing the 
environment in which it was created or acquired. The precise definitions for the contents of 
all text string values in the IDENtify block is left to the creator of the data set. However, the 
general category shall be followed. 


The IDENtify block may occur only once, but is not required. The IDENtify block is defined 
as: 
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identify -> IDENtify ( 
NOTE <String>] 
NAME <String>] 
TECHnician <String> {,<String>}*] 
PROJect <String>] 
DATE <NR1>,<+NR1>,<+NR1> 
[,<NR1>,<+NR1>,<+NR1>] ] 
TIME <0+NR1>,<0+NR1>,<0+Numeric> 
[, <O+NR1>,<0+NR1>,<0+Numeric>] ] 
UUT ( 
NAME <String>] 
LD <String> {,<String>}*] 
DESign <String> {,<String>}*] 
)] 
[TEST ( 
AME <String>] 
SERies <String>] 
UMBer <String> {,<String>}*] 
)] 
[HISTory <String> {,<String>}*] 





6.5.1 NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “24 AWG may have been out of calibration” 


6.5.2 NAME 


This is the user-defined name identifying the data set. NAME is typically more descriptive 
than the block modifier. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
This field is optional. Only one occurrence of the NAME keyword is allowed. Only one 
value is allowed. 


Example: NAME “Spectral Power Test” 
6.5.3 TECHnician 


This identifies the technician(s) involved in the generation or modification of the data. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the TECHnician keyword is allowed. Multiple values, up to 7, are 
allowed. 


Example: TECHnician “John H. Doe” 
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PROJect 


This is the name of project, job, task, etc. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of PROJect is allowed and only one value is allowed. 


Example: PROJect “S27A408” 
DATE 


This is the date of data creation or acquisition. 


This keyword takes a set of three comma separated value types to specify the date 
corresponding to year, month, and day. 


The years parameter is type <NR1>. It always includes century and millennium information. 
The months parameter is type <+NRI>. Its range is 0 to 12. 

The days parameter is type <+NRI1>. Its range is 0 to 31 (depending on the month). 

If two sets of values are specified, they define an inclusive range of dates. 

Example: DATE 1776,07,04 indicates the 4th of July, 1776 

TIME 


This is the time of data creation or acquisition. 


This keyword takes a set of three comma separated value types to specify the time 
corresponding to hour, minute, and second. 


The hours parameter is type <O+NRI>. Its range is 0 to 23. This parameter is always 
expressed in 24 hour format. 


The minutes parameter is type <0+NRI>. Its range is 0 to 59. 


The seconds parameter is type <0+Numeric>. Its range is 0 to 60 for instruments receiving 
data and 0 to 59.999... for instruments sending data. 


If two sets of values are specified, they define an inclusive range of time. 
Example: TIME 23,59,59 indicates one second before midnight. 
UUT 


This is a description of the “unit under test”. This block may occur only once. 


NAME 
This is the name or type of unit under test. NAME is similar in use to ID, except that it is 
typically more descriptive and only one value is allowed. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the NAME keyword is allowed and only one value is allowed. 


Example: NAME “Model 29AP402” 
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6.5.7.2 ID 


This is the identification of the unit under test. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the ID keyword is allowed. Multiple values, up to 7, per keyword are 
allowed. 


Example: ID “AA32303”,“B7” 
6.5.7.3 DESign 


This identifies the design specification. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the DESign keyword is allowed. Multiple values, up to 7, are 
allowed. 


Example: DESign “2W32 Rev 3C” 
65.8 TEST 


This is the test description. This block may occur only once. 


65.8.1 NAME 


This is the test series name. 





Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the NAME keyword is allowed and only one value is allowed. 


Example: NAME “DC Parametrics” 
6.5.8.2 SERies 


This is the number or id of test series. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of SERies is allowed and only one value is allowed. 


Example: SERies “24B208” 
6.5:8.9 NUMBer 


This is the number or id of particular test. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the NUMBer keyword is allowed. Multiple values, up to 7, are 
allowed. 


Example: NUMBer “A3”,“B6”,“B7” 
6.5.9 HISTory 


This is the derivation history of the data set, such as names of tests, instruments, instrument 
systems, and software packages. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of the HISTory keyword is allowed. Multiple values, up to 7, are 
allowed and imply an ordering from oldest to most recent. 
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Example: HISTory “T24.WFM”, “CCITT DS3 Template” 
6.5.10 IDENtify Block Example 


IDENtify ( 
NOTE “This IDENtify block example contains examples of all keywords” 
NAME “”’ 
TECHhnician “Matt Wilson” 
PROJect “Acorn” 
DATE 1988,9,2 
TIME 23,3,0.25 
UUT ( 
NAME “Tronman” 
ID “007” 
DESign “Rev D”) 
TEST ( 
NAME “Cal Menu” 
SERies “3A” 
NUMBer “5”’) 
HISTory “Tinman’, “Strawman’’) 


6.6 ORDer 
The ORDer block defines the physical layout of data within the DATA(CURVe) block. Data 
may be ordered as n-tuples, in which the data for each explicit dimension is “inter-mixed”’. 
This is also called row order. Data may also be ordered by dimension. When ordered by 
dimension, all data for each dimension is grouped consecutively, with all data for one 
dimension followed by all data for the next dimension. This is also called column order. 


When more than one implicit dimension exists, the first implicit dimension index always 
increments the slowest and the last implicit dimension index always increments the fastest. 


The ORDer block may occur only once, but is not required. If omitted, the default values for 
its keywords prevail. The ORDer block is defined as: 





order -> ORDer ( 
[NOTE <String>] 
[BY {TUPLe | DIMension}] 
) 
6.6.1 NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Most important first” 
6.6.2 BY 


This indicates if the ordering is by tuple or dimension. 
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BY takes a specified enumerated set of values. BY may occur only once, and takes one of 
the two following enumerated set values: 

TUPLe Data values are organized by n-tuple (default). 

DIMension Data values are organized by dimension. 


6.6.3 Examples 
Suppose the sample measurements in the following example were made according to the 
scenario of 1.3 of this section. The data has five dimensions. Assume also that the five 
DIMension blocks have label values corresponding to the headings in as shown below. 


Sample Measurements 





x Y Z Temp Hum 
5 1 8.1 18.1 61 
5 2 9.2 202 62 
7 1 6.3 16.3 63 
1 2 3.4 164 64 
9 1 8.5 18.5 65 
9 2 3.6 16.6 66 


Example 1: 
If all values are present in the data, the five DIMension blocks will have TYPE EXPLicit 
(see 6.3 in this section). If no ORDer block is present, the data will be ordered: 

HUM, TEMP, X, Y, Z, HUM, TEMP, X, Y, Z... 


That is, the data is ordered by 5-tuple and by column order of occurrence within a 5-tuple. 
Note that the rows may appear in any order since there are no implicit dimensions. 


The DIMension and DATA blocks for this example are: 


DIMension=HUM ( 
TYPE EXPLicit 
SIZE 6 
UNITs “PCT” 
ENCode ( 
HRAN¢ge 60 
LRANge 66)) 
DIMension=TEMP ( 
TYPE EXPLicit 
SIZE 6 
UNITs “CEL” 
ENCode ( 
HRANge 25 
LRANge 15)) 
DIMension=X ( 
TYPE EXPLicit 
SIZE 6 


Block Descriptions 6-29 


1999 SCPI Data Interchange Format 


UNITs “M” 
ENCode ( 
HRANge 9 
LRANge 5)) 
DIMension=Y ( 
TYPE EXPLicit 
SIZE 6 
UNITs “M” 
ENCode ( 
HRANge 2 
LRANge 1)) 
DIMension=Z ( 
TYPE EXPLicit 
SIZE 6 
UNITs “M” 
ENCode ( 
HRANge 10 
LRANge 0)) 
DATA ( 
CURVe ( 
VALues 61, 18.1, 5, 1, 8. 


Example 2: 


If the coordinate values for the X and Y dimensions are omitted from the data, these 


dimensions are implicit (TYPE is IMPLicit). 


The X and Y dimensions are easily derived by linear functions: 
x=2m+3 
y=n 


where m and n are indices related to the ordering of the values for Z, TEMP, and HUM. 


The DIMension and DATA blocks for this example are: 


DIMension=TEMP ( 
TYPE EXPLicit 
SIZE 6 
UNITs “CEL” 
ENCode ( 
HRANge 25 
LRANge 15)) 
DIMension=X( 
TYPE IMPLicit 
SIZE 3 
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UNITs “M” 
SCALe 2 
OFFSet 3) 
DIMension=Y( 
TYPE IMPLicit 
SIZE 2 
UNITs “M”’) 
DIMension=Z ( 
TYPE EXPLicit 
SIZE 6 
UNITs “M” 
ENCode ( 
HRANge 10 
LRANge 0)) 
DIMension=HUM ( 
TYPE EXPLicit 
SIZE 6 
UNITs “PCT” 
ENCode ( 
HRAN¢ge 60 
LRANge 66)) 





DATA ( 
CURVe ( 
VALues 18.1, 8.1, 61, 
20.2, 9.2, 62, 
16.3, 6.3, 63, 
16.4, 3.4, 64, 
18.5, 8.5, 65, 
16.6, 3.6, 66)) 


Note that the humidity DIMension now appears last and that DATA values in the DATA 
block are therefore in a different order. The reordering of the X and Y DIMension blocks 
affects only the default determination of the independent and dependent dimensions (see 
chapter 6.3). In this second example, the presence of implicit dimensions forces a required 
row order on the VALUes values. 


REMark 
This block is for information not fitting elsewhere. 


The REMark block may occur only once, but is not required. The REMark block is defined 
as: 


remark -> REMark ( 
[NOTE <String> {,<String>}*] 
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NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed. Multiple values are allowed and no ordering is implied. 


Example: NOTE “The REMark block is the appropriate place for observations and 
annotations about the data, its acquisition, creation, or modification. In general, its a place to 
stuff technical information.” 


REMark Block Example 
REMark (NOTE “A remarkable data structure’) 


DIF 

The DIF block is the first block in a dif data set. It uniquely defines the expression data as 
being a dif data set with the beginning DIF character sequence. The DIF block provides 
version information to assist the parser in determining compatibility. It further defines the 
scope of the data set. 


The DIF block may occur only once and is required. The DIF block is defined as: 











difid -> DIF ( 
[NOTE <String>] 
VERSion <+Numeric> 
[SCOPe PREamble | FULL] 
) 
NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “First Version” 


VERSion 

The DIF(VERSion) number exactly tracks the SCPI SYSTem: VERSion number (Command 
Reference, 21.20) and correlates changes and extensions in the DIF volume with the rest of 
SCPI. 


Note: The DIF(VERSion) keyword was new in 1994.0 and was created as a part of a 
one-time major restructuring and simplification of DIF. DIF parsers designed prior to 1994 
will not be compatible with 1994.0 and following versions. 


Value type is <+Numeric>. Only one value is allowed. Only one occurrence of VERSion is 
allowed. 


Note that while version numbers increase in value in time sequence, lesser version numbers 
will not necessarily be guaranteed to be fully compatible. 
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Example: VERSion 1993.0 


SCOPe 


This indicates 


the scope of the DIF block. 


SCOPe takes a specified enumerated set of values. SCOPe may occur only once and takes 
one of the two following enumerated set values: 


When SCOPe is set to PREamble, the DIF block omits the following data: 


= dif blocks of waveform, measurement, and delta. 


= dif curve block keywords VALues and CSUM and their parameters. 


The various notes and identification parameters may be sent if absolutely required. 


When SCOPe is set to FULL, a complete dif data set as described in Section 4.3 is present 


(default). 


Example: SCOPe PREamble 
DIF Block Example 


DIF ( 


TRACe 


NOTE “Third revision of standard” 


VERSion 1993.0) 


TRACe blocks describe logical relationships among all or some of the dimensions. They 
may define functions, curves, surfaces, or arbitrary sets or data groupings. They also provide 
a convenient means of describing subsets of the data. The windowing effect of the TRACe 
blocks may, for example, be used to make two-dimensional “cuts” through 
three-dimensional data. Other blocks, such as the VIEW block, build on TRACe blocks. 
TRACe block information is built from DIMension blocks; VIEW blocks are built from 


TRACe block 


information. 


If no TRACe block is present, the independence or dependence of a dimension is determined 
by rules described in 6.3 in this section. 


The TRACe block is optional and multiple TRACe blocks are allowed. The TRACe block is 


defined as: 


trace -> 


TRACe = <Label> ( 
[NOTE 
[NAME 
[SYMMetry 
{ INDependent ( 
LABel 
STARt 
STOP 








i aa 
{DEPendent ( 








<String>] 
<String>] 
<String>] 


<Label> 
+NR1>] 
+NR1>] 


< 
< 
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LABel <Label> 
yek* 
) 


The TRACe block modifier <Label> value is required. It provides for the unique 
identification of the TRACe block. As <Label> for the entire data set are unique, no two 
TRACe blocks may have the same <Label>. 


Explicit and implicit, as applied to dimensions, are distinguished from independent and 
dependent as follows. Implicit and explicit are concerned with how the data is physically 
represented and structured. Independent and dependent relate to how a dimension is 
interpreted. 


6.9.1 NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Values generated pursuant to 12A34D” 
6.9.2 NAME 


This is an arbitrary name or description of the trace. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of NAME is allowed and only one value is allowed. 


Example: NAME “Gain” 
6.9.3 SYMMetry 


This specifies the type of symmetry on a per dimension basis. Only one occurrence of 
SYMMetry is allowed. 


Value type is <String>. It is recommended that the string length be 32 characters or less. The 
following values are predefined: 


UNKNOWN Symmetry is unknown. (default) 
NONE No symmetry. 

PEVEN Positive and even symmetry. 
NEVEN Negative and even symmetry. 
PODD Positive and odd symmetry. 
NODD Negative and odd symmetry. 


Example: SYMMetry “UNKNOWN” 
6.9.4 INDependent 


This identifies one independent dimension that constitutes the trace. If independence and 
dependence are not meaningful, the trace should be defined using the INDependent block. 
This sub-block may occur multiple times. 
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STARt and STOP parameters represent integer values referring to indexes on implicit 
dimensions and therefore apply only to implicit dimensions 


6.9.4.1 LABel 


This is the label of the independent dimension. 


Value is of type <Label>. Only values defined by the DIMension block label are allowed. 
LABel is required and may occur only once. Only one value is allowed. 


Example: LABel X 
6.9.4.2 STARt 


This specifies the starting index (inclusive). 


Value is of type <+NRI>. Only one occurrence of STARt is allowed and only one value is 
allowed. This keyword may be present only if the dimension is implicit. 


If STARt is omitted, then the default value is 1. If the index value is greater than the | 6 
dimension’s SIZE value (from the applicable DIMension or DATA(DELTa(DIMension)) 
block), then an error is reported. 


Example: STARt 12 
6.9.4.3 STOP 


This specifies the ending index (inclusive). 


Value is of type <+NR1>. Only one occurrence of STOP is allowed and only one value is 
allowed. This keyword may be present only if the dimension is implicit. 


If STOP is omitted then SIZE is used. If the index value is greater than the dimension’s SIZE 
value (from the applicable DIMension or DATA(DELTa(DIMension)) block), then an error 
is reported. 


If the stopping index value is less than the starting index value then an error is reported. 
Example: STOP 982 
6.9.5 DEPendent 


This identifies a dependent dimension that constitutes the trace. This sub-block may occur 
multiple times. 


6.9.5.1 LABel 
This is the label of the dependent dimension. 


Value is of type <Label>. Only values defined by the DIMension block label are allowed. 
LABel is required and may occur only once. Only one value is allowed. 


Example: LABel Y 
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6.9.6 TRACe Block Example 


TRACe=TEMP ( 

NOTE “Missing values were interpolated” 
NAME “Transient acceleration” 
SYMMetry “UNKNOWN” 
INDependent ( 

LABel X 

STARt 1 

STOP 10) 
INDependent ( 

LAB Y 

STARt 100 

STOP 200) 
INDependent ( 

LABel Z 

STARt 2 

STOP 4) 
DEPendent ( 

LABel A)) 


6.10 VIEW 
VIEW blocks provide semantic information about the data in DATA(CURVe). With a 
VIEW block, one can show relationships between and among subsets of the data as defined 
by TRACe blocks. For example, a complex waveform or surface can be easily defined, as 
can a waveform and its upper and lower envelopes. 


The VIEW block builds on traces described in a TRACe block. A trace commonly defines a 
simple function, but the data format allows for the definition of sets, surfaces and other 
complex functions. 


For example, a time varying envelope might be described by three DIMension blocks. The 
two explicit dimensions define the two Y-axis values for the upper and lower components of 
the envelope. The implicit dimension defines the common X-axis. While the organizational 
structure of the data is defined by the DIMension and ORDer blocks, its meaning is 
determined by a VIEW block. It is the view block that identifies which dimension is the 
upper envelope and which is the lower. 


Alternatively, the same data could be viewed as a complex waveform. The DIMension 
blocks would be the same, but a VIEW block would identify which dimension is the real 
component and which is the complex component. 


The VIEW block is optional and multiple VIEW blocks are allowed. The VIEW block is 
defined as: 
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view -> VI 


) 


EW = 
[NOTE 
[NAME 
{ENVelope ( 








<Label> 





UPPer 
LOWer 
[FUNCtion 


)}* 


{RCOMplex ( 


R 


EAL 





I 
)} 


MAGinary 


{PCOMplex ( 
MAGNitude 
PHASe 


)} 


( 


<String>] 
<String>] 


<Label 
<Label 
<Label 


<Label 
<Label 


<Label 
<Label 





> 
> 
>] 


The modifier label is required. It provides for the unique identification of the VIEW block. 
As all <Label> elements are unique, no two VIEW blocks may have the same label. 


A VIEW block takes the following sub-blocks. Except for NAME and NOTE, only one type 
of the other sub-blocks may be present: 


NOTE 


This is arbitrary text. 


Value type is <String>. Text should be human-readable. Only one occurrence of the NOTE 
keyword is allowed and only one value is allowed. 


Example: NOTE “Template defines the max and min values for calibrating mil spec 


97654-D” 
NAME 


This is the name of the view. NAME is typically more descriptive than the VIEW block 
label and does not need to be unique. 


Value type is <String>. It is recommended that the string length be 32 characters or less. 
Only one occurrence of NAME is allowed and only one value is allowed. 


Example: NAME “97654-D” 


ENVelope 


This identifies which two traces constitute the envelope for a third in DATA(CURVe) data. 
Multiple occurrences of ENVelope are allowed. 
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UPPer 
This specifies the name of the upper envelope trace. 


Value type is <Label> and is restricted to a value defined by a TRACe block modifier 
<Label> value. Only one occurrence of UPPer is allowed and only one value is allowed. 


Example: UPPer YH 
LOWer 


This specifies the name of the lower envelope trace. 


Value type is <Label> and is restricted to a value defined by a TRACe block modifier 
<Label> value. Only one occurrence of LOWer is allowed and only one value is allowed. 


Example: LOWer YL 


FUNCtion 
This specifies the set of data being enveloped. 


Value type is <Label> and is restricted to a value defined by a TRACe block <Label>. Only 
one occurrence of FUNCtion is allowed and only one value is allowed. 


Example: FUNCtion Y 
RCOMPlex 


This identifies which two TRACes constitute a rectangular complex waveform. RCOMPlex 
may only occur once. 


REAL 


This specifies the name of the real trace. 


Value is of type <Label>. Only values defined by the TRACe block are allowed. REAL is 
required and may occur only once. Only one value is allowed. 


Example: REAL S11REAL 
IMAGinary 


This specifies the name of the imaginary trace. 


Value is of type <Label>. Only values defined by the TRACe block are allowed. IMAGinary 
is required and may occur only once. Only one value is allowed. 


Example: IMAGinary $11IMAG 


PCOMplex 
This identifies the which two TRACes constitute a polar complex waveform. PCOMplex 
may only occur once. 


MAGNitude 


This specifies the name of the magnitude trace. 


Value is of type <Label>. Only values defined by the TRACe block are allowed. 
MAGNitude is required and may occur only once. Only one value is allowed. 
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Example: REAL S11MAG 
6.10.5.2 PHASe 


This specifies the name of the phase trace. 


Value is of type <Label>. Only values defined by the TRACe block are allowed. PHASe is 
required and may occur only once. Only one value is allowed. 


Example: PHASe S11 PHASE 
6.10.6 VIEW BLOCK EXAMPLE 


VIEW=T3_J4 ( 
NOTE “Mil spec 97654-D replaces 54679-D” 
NAME “Mil spec 97654-D” 
ENV ( 
UPPer YH 
LOWer YL)) 
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Data Format Example 


The following data set exemplifies the use of several related blocks in the data interchange 
format. The example below is shown encapsulated in parentheses; that is, as a 
<dif_expression>. 


( DIF ( 
VERsion 1993.0) 
IDENtify ( 
DATE 1993,4,23 
TIME 16,4,14.23) 
ENCode ( 
FORMat INT8 
HRANge 127 
LRANge -128) 
DIMension=YH ( 
TYPE EXPLicit 
SCALe 2.000000E-002 
OFFSet -3.500000E-001 
SIZE 512 
UNITs “V”’) 
DIMension=YL ( 
TYPE EXPLicit 
SCALe 2.000000E-002 
OFFSet -3.500000E-001 
SIZE 512 
UNITs “V”’) 
DIMension=X ( 
TYPE IMPLicit 
SCALe 2.000000E-005 
OFFSet -1.024000E-002 
SIZE 512 
UNITs “‘s’’) 
TRACe=H ( 
INDependent( 
LABel X) 
DEPendent( 
LABel YH)) 
TRACe=L ( 
INDependent( 
LABel X) 
DEPendent ( 
LABel YL)) 
VIEW=ENV1 ( 
ENVelope ( 
UPPer H 
LOWer L)) 
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DATA ( 
CURVe ( 
VALue #41024/1024 8-bit significant bytes of data goes here} 
CSUM 139)) 
WAVeform ( 
TRACe H 
RISE ( 
TIME 1.04E-003) 
FALL ( 
TIME 0.86E-003))) 


In this example, we have a data set that follows the 1993.0 version of SCPI and is dated at 
about 4 PM on April 23rd, 1993. The data is encoded as 8-bit signed integers ranging from 
-128 to 127 and is presented as a sequence of 512 byte pairs representing two voltage signal 
levels (YH and YL). The raw bit values must be multiplied by .02 with .35 subtracted to 
yield the measured value in Volts. The first data pair occurred at a measured time (X) of (20 
- 10,240 microseconds) or -10.22 milliseconds. Subsequent data pairs were recorded at 20 
microsecond intervals. 


Two traces (H and L) are specified with YH and YL voltage levels as the dependent 
variables and time as the independent variable. The traces can be viewed as envelope-type 
data and referred to as ENV1. The data itself is formatted in IEEE 488.2 block format (1024 
bytes long) and its integrity can be verified by computing a 16-bit cyclic redundancy check 
and comparing the results to the stated (CSUM) value of 139. 


Finally, the rise and fall times of the H trace have been computed and recorded in the data 
set as 1.04 milliseconds and 0.86 milliseconds. 
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1 Introduction 


This volume defines the SCPI commands and behavior needed to implement functionality 

sets associated with common classes of instruments. Each chapter covers a particular 

instrument class. A class could be, for example, a power supply, voltmeter, or switcher. Each 

chapter stands by itself so a designer may focus on only the chapters that apply to a fete = 
particular design. 


tA Scope 
This volume covers the major classes of electronic instruments supported by the commands 
and behaviors as defined in SCPI Volumes 1 through 3. This volume does not extend SCPI 
with unsupported or contradictory commands or behaviors. 


As new applications for SCPI are explored, additional chapters will be added. 


ie Definition of Terms 
Functionality - an aspect of instrument operation which is described by SCPI commands and 
their associated behavior. 


=" Functionality set 
A grouping of functionality which shall be implemented as a whole. 


™ Instrument class 
A generally recognized type of instrument, for example switcher, power supply, 
or voltmeter. 


™ Base functionality 
That functionality set required in an instrument of a given class. 


™ Additional functionality 
One or more functionality sets defined for an instrument class beyond the base 
functionality. 


1.3 Purpose 
This volume is designed to further the overall SCPI goal of reducing ATE program 
development time by: 


™ Reducing the ATE product development time by guiding designers in the usage of 


SCPI from the more familiar, instrument class point of view. 


Achieving a higher degree of consistency among implementations of the same 
instrument class. 


Lad Guiding Designers 
The Command Reference Volume describes commands that cover a wide variety of 
instrument classes and technologies. Picking commands from this alphabetically sorted list 
appropriate for a particular instrument can be daunting. 
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This volume uses terms familiar to the designer to help relate SCPI to previous design 
experiences. Volume 4 provides a translation from the SCPI Command Reference 
vocabulary to the vocabulary common to an instrument class. 


The Command Reference purposely presents certain subsystems in broad terms. For 
example, triggering is a function used in almost all instruments, but in slightly different 
ways. This volume provides further guidance to designers on how to apply certain 
subsystems, like TRIGger, to a particular instrument class. 


Achieving Consistency 

Because SCPI covers many instrument classes, it cannot require all instruments to 
implement all commands. It can, however, define an instrument base functionality by 
specifying a relatively small set of commands and behaviors. A programmer can depend on a 
level of consistency among SCPI instruments of the same class. 


By staying within the base functionality, a programmer can avoid all Command Errors. 
Execution errors are still possible. For example, this volume cannot specify 
<numeric_value> ranges. The programmer, however, can use the required MIN/MAX 
queries to establish range limits. Specific required values are shown where the parameter 
type is <CHARACTER PROGRAM DATA>>. 


Additional functionality may be defined for some instrument classes. None of these 
functionality sets are required, but if any set is implemented it shall be implemented in its 
entirety. 


Instrument Classification 

Each chapter defines base functionality for an instrument class. This base functionality is 
designated with a keyword using SCPI program mnemonic rules. Keywords are also defined 
for additional functionality. An ongoing goal of the this volume is to further classify 
additional functionality for each instrument class. 


An instrument is classified using one or more base functionality keywords along with 
optional additional functionality keywords. This combination of keywords is an 
<instrument_specifier>. Some instruments implement the SYSTem:CAPability? query, 
whose response is its <instrument_specifier>. 


Syntax 
The syntax of <instrument_specifier> is defined as: 







<and_or_operator> 


l <af_expression> Fy 






<bf_keyword> 
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<bf_keyword> is a base functionality keyword as defined in one of the instrument chapters. 
<af_expression> is defined as: 


<af_kw_group> <af_expression> 


<af_keyword> 


paced 
<af_kw_group> 


<af_keyword> 









<af_kw_group> is defined as: 


<af_keyword> is an additional functionality keyword defined in the same instrument chapter 
which defines the associated <bf_keyword>. 


Both <bf_keyword> and <af_keyword> use the mnemonic generation rules described in 
Syntax & Style, 6.2.1 when constructing the keywords. The keywords have no short form, 
but may have a numeric suffix. Only <bf_keyword> and <af_keyword> elements defined in 
this volume may appear in the response to SYSTem:CAPability?. 


The <and_or_oper> is either ‘&’ (ASCII hexadecimal 26) or ‘I’ (ASCII hexadecimal 7C). 
The ‘&’ operator connects functionalities which may be active concurrently. The ‘|’ operator 
indicates that a choice of functionality must be made. 


The operators used in the preceding syntax definitions follow the rules of the following the 
precedence rules in Table 1-1. 
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Operator Associativity 
Q left to right 
WITH right to left 
& left to right 
| left to right 
Table 1-1 


Precedence and Order of Evaluation 
of <instrument_specifier> Operators 


Examples 

The simplest <instrument_specifier> describes an instrument with just one base 
functionality. A power supply with no additional functionality might have an 
<instrument_specifier> of: 


(PSUPPLY) 


A simple digital multi-meter might contain several base functionalites, so its 
<instrument_specifier> could be: 











(DCVOLTMETER | ACVOLTMETER | OHMMETER) 





























The operator, |, indicates that only one of the base functionalities is available at a time. 


A more sophisticated DMM could have an <instrument_specifier> like: 














(DCVOLTMETER WITH (ETRIGGER&TERMINALS) | ACVOLTMETER 

WITH (ETRIGGER&TERMINALS) |DCAMMETER 

WITH (ETRIGGER&TERMINALS) | ACAMMETER WITH (ETRIGGER& TERMINALS) 
T 
ak 

























































































| OHMMETER WITH (ETRIGGER&TERMINALS&O0COMPENSATED) |FOHMMETER 
WITH (ETRIGGER& TERMINALS &OCOMPENSATED) ) 
























































Within the <af_expression>, the operator, &, indicates all the additional functionalities are 
available simultaneously. 


An instrument may contain multiple base functionalities that are used at the same time. The 
base functionalities may even be described in different chapters of this volume. A scanning 
voltmeter could be described with: 





(DCVOLTMETER&SWITCHER WITH SCAN) 














Compliance 

An instrument that complies with SCPI even though it has less than base functionality for its 
instrument class is still a SCPI instrument, and may be claimed by its manufacturer as such. 
However, the manufacturer may not use <instrument_specifier> to describe its instrument 
unless it meets the requirements of Volume 4. 
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Any product which uses an <instrument_specifier> to describes its capabilities and whose 
response to SYSTem:VERSion? is greater than or equal to 1994.0 shall also implement 
SYSTem:CAPability? 


Note that every instrument will likely have functionality not covered by this volume. The 
designer must still follow the requirements in other volumes when implementing SCPI for ia 
those functionalities. 


Chapter Organization 
Chapters are nominally organized into sections as follows, where x is the chapter number: 


x.1 Base Functionality 

x.1.1 Base Measurement Instructions (as applies) 

x.1.2 Base Device-oriented Functions 

x.1.3 Base Status Reporting 

x.2 Additional Functionality (as applies) 

x.3 Programming Examples 

x4 Instrument Class specific commands for CALibration 
x.5 Instrument Class specific commands for DIAGnostics 
x.6 MEMory subsystem additions 


Some instrument classes naturally divide into major sub-classes. For example, meters fall 
into sub-classes of voltmeter, ammeter, ohmmeter, and others. In this situation, separate 
chapters or other variations on chapter organization may be used. 


In some instances, it is desired to standardize the way an Instrument or Instrument Class uses 
commands in the CALibration and/or DIAGnostic subsystem beyond the commands that are 
included in Volume II of SCPI for all instruments. In these cases, Instrument Class specific 
commands can be defined in the Instrument Classes volume for SCPI, but only for 
CALibration and DIAGnostic commands. When this is the case, the commands will be listed 
as required commands in the Base Functionality or Extended functionality sections of the 
Instrument Class chapter, and then the commands will be defined in x.4 Instrument Class 
specific commands for CALibration and/or x.5 Instrument Class specific commands for 
DIAGnostics sections of Instrument Class chapter to which they apply. 
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Chassis Dynamometers m2 


The Chassis Dynamometer is a basic sourcing instrument. It supplies a force to a vehicle to 
simulate actual road load driving conditions. The SOURce root node is optional. 


All SCPI compliant products implement the commands listed in Syntax & Style section 4.2. 


Figure 2-1 shows a simplified model for a chassis dynamometer. It is derived from 
Command Reference, Chapter 2. The shaded parts are not described here. 


Signal Measurement 
aan TRIGger |_| MEMory 
Signal 


Figure 2-1 Simplified Model for a Chassis Dynamometer 


















Figure 2-2 shows how the “Measurement Function” block in Figure 2-1 is expanded in a 
chassis dynamometer to measure Force, Speed and Distance. The CALCulate block is 
dashed and its behavior is not described here. 


Measurement Function 





TRIGger 


Figure 2-2 Expanded Measurement Function Model of a Chassis Dynamometer 
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Figure 2-3 shows how the “Signal Generation” block in Figure 2-1 is expanded in a chassis 
dynamometer to source Force, Speed and other parameters to the chassis dynamometer. 


_—_——_—_ —_ = + 






OUTPut SOURCce ! CALCulate 
Signal Generation : 
TRIGger 


Figure 2-3 Expanded Signal Generation Model of a Chassis Dynamometer 


Figure 2-4 shows an instrument model for a Chassis Dynamometer. It indicates how the 
“Measurement Function” and “Signal Generation” blocks of the standard SCPI instrument 
model, Figure 2-1 of Command Reference, are modified for the dynamometer. Additionally, 
it shows how this measurement system uses system, status, calibration and control functions 
to set-up for performance of functional tasks. Calculations are part of the functional tasks of 
the dynamometer and thus are shown as part of the internal function block as are 
dynamometer specific tasks, e.g., coast downs, road load simulations/derivations and 
warm-ups. SCPI commands or responses to these chassis dynamometer internal functions are 
communicated through the I/O block shown. 


The dynamometer has eleven possible states. 


. Idle 

. Warmup 

. Force Sensor Zero 

. Drive Line Loss 

. Coast Down 

. Parasitic Losses 

. Base Inertia 

. Go to Speed 

. Go to Force 

10. Road Load Determination 
11. Road Load Simulation. 


OMANDUNKWN KE 


Base Functionality 
This section describes the base functionality for Chassis Dynamometer. 


The <bf_keyword> for a Chassis Dynamometer is CDYNO. In addition to the functions 
shown below, all Chassis Dynamometers for use in emissions test cells shall implement the 
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Figure 2-4 SCPI Chassis Dynamometer Model 


functions shown in the base functionality for Emission Test Cells, <bf_keyword> ETCELL, 
shown in Chapter 6 of SCPI Instrument Classes. 


214A Base Measurement Instructions 
The base functionality for a chassis dynamometer contains no MEASurement instructions, 
(commands from the MEASurement subsystem), but does include SENSe commands, which 
set up and cause measurements such as speed and force to be made. 


2.1.2 Base Device-oriented Functions 
The base functionality for a chassis dynamometer include :SOURce, :SENSe, :MEMory, 
CONTrol, and :CALibration subsystems. It also defines device dependent STATus bits and 
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instructions for chassis dynamometers. A SCPI-compliant chassis dynamometer shall 
implement all of the commands listed in this section. 


2.1.2.1. CALibration subsystem 
The Chassis Dynamometer CALibration subsystem shall provide for calibrating or verifying 


2-4 Chassis Dynamometers 


various components that affect a chassis dynamometer measurement capability by 
implementing the following commands. The INITiate command causes the calibration 
function to be run. The CALibration subsystem commands for a chassis dynamometer are as 


follows. 
KEYWORD PARAMETER FORM SCPI Reference 
:CALibration Vol 2-5 
:BINertia Vol 4-2.4.1.1 
| :AVERage? <numeric_value> Vol 4-2.4.1.1.1 
| :HSPeed <numeric_value> Vol 4-2.4.1.1.2 
| :INITiate Vol 4-2.4.1.1.3 
| :LSPeed <numeric_value> Vol 4-2.4.1.1.4 
| :NRUNs <numeric_value> Vol 4-2.4.1.1.5 
| :SDEViation? <numeric_value> Vol 4-2.4.1.1.6 
| :UPDate Vol 4-2.4.1.1.7 
:PLOSs Vol 4-2.4.1.2 
| :APCoefficients <numeric_value>,<numeric_value>.... Vol 4-2.4.1.2.1 
| :INITiate Vol 4-2.4.1.2.2 
| :LATime <numeric_value> Vol 4-2.4.1.2.3 
| :STIMe <numeric_value> Vol 4-2.4.1.2.4 
| :UPDate Vol 4-2.4.1.2.5 
:WARMup Vol 4-2.4.1.3 
| :INITiate Vol 4-2.4.1.3.1 
| :SPEed <numeric_value> Vol 4-2.4.1.3.2 
| :TIMeout <numeric_value> Vol 4-2.4.1.3.3 
:ZERO Vol 4-2.4.1.4 
| :FSENsor Vol 4-2.4.1.4.1 
| | :INITiate Vol 4-2.4.1.4.1.1 
| | :LEVel? Vol 4-2.4.1.4.1.3 
| | :LATime <numeric_value> Vol 4-2.4.1.4.1.2 
| | :SPEed <numeric_value> Vol 4-2.4.1.4.1.4 
| | :STIMe <numeric_value> Vol 4-2.4.1.4.1.5 
| | :UPDate Vol 4-2.4.1.4.1.6 
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2.1.2.2 CONTrol subsystem 


The CONTrol subsystem commands for a chassis dynamometer are as follows. | 2 
KEYWORD PARAMETER FORM SCPI Reference 
:CONTrol Vol 2-6 
:BRAKe Vol 2-6.3 
| [:STATe] <Boolean> Vol 2-6.3.1 
:COVer Vol 2-6.5 
| [:ADJust] <OPENICLOSelSCLOselSOPEn> Vol 2-6.5.1 
| :POSition? Vol 2-6.5.2 
‘IDLE Vol 2-6.7 
| :INITiate Vol 2-6.7.1 
:LIFT Vol 2-6.8 
| [:ADJust] <UPIDOWN> Vol 2-6.8.1 
| :POSition? Vol 2-6.8.2 
:MCONtrol Vol 2-6.9 
| [:STATe] <Boolean> Vol 2-6.9.1 
:ROTation Vol 2-6.10 
| [:DIRection] <FOR Ward|IREVerse> Vol 2-6.10.1 
:VCDevice Vol 2-6.11 
| [:STATe] <Boolean> Vol 2-6.11.1 
| :TDIameter <numeric_value> Vol 2-6.11.2 


2.1.2.3 MEMory subsystem 


The MEMory subsystem of the chassis dynamometer shall include the following commands: 


KEYWORD 
:MEMory 
:CLEar 
| [:NAME] 
| :TABLe 
:DATA? 
:DELete 
| :ALL 
| [:NAME] 
:TABLe 
:ARATe 
| [:MAGNitude] 
| | :POINts? 
:CINertia 


| | :POINts? 
:DEFine 
:DRATe 

| [:MAGNitude] 


| 
| 
| 
| 
| 
| 
| 
| 
| 
| | | :POINts? 


| [:MAGNitude] 


PARAMETER FORM 


<name> 
<name> 
<data> 


<name> 
<name> 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 
<structure_string>[,<numeric_value>] 


<numeric_value> {,<numeric_value>} 


SCPI Reference 
Vol 2-13 

Vol 2-13.2 

Vol 2-13.2.1 

Vol 2-13.2.2 
Vol 2-13.4 

Vol 2-13.5 

Vol 2-13.5.1 

Vol 2-13.5.2 
Vol 2-13.11 

Vol 4-2.4.3.1 
Vol 4-2.4.3.1.1 
Vol 4-2.4.3.1.1.1 
Vol 4-2.4.3.2 
Vol 4-2.4.3.2.1 
Vol 4-2.4.3.2.1.1 
Vol 2-13.11.11 
Vol 4-2.4.3.3 
Vol 4-2.4.3.3.1 
Vol 4-2.4.3.3.1.1 
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KEYWORD 


:FORCe 
:AACCeleration 
| [:MAGNitude] 
| | :POINts? 
:ADECeleration 
| [:MAGNitude] 
| | :POINts? 
[:MAGNitude] 
| :POINts? 
:ZOFFset 

| [:MAGNitude] 
:DLOSs 

| [:MAGNitude] 
| | :POINts? 
:PCOefficients<n> 
| [:MAGNitude] 
| | :POINts? 
:SELect 

:SPEed 
[:MAGNitude] 
| :POINts? 
‘STARt 

| [:MAGNitude] 
| | :POINts? 
:STOP 

| [:MAGNitude] 
| | :POINts? 
‘TIME 
:ACCeleration 

| [:MAGNitude] 
| | :POINts? 
:DECeleration 

| [:MAGNitude] 
| | :POINts? 
[:MAGNitude] 
| :POINts? 
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PARAMETER FORM 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 
<table_name> 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


<numeric_value> {,<numeric_value>} 


SCPI Reference 
Vol 2-13.11.12 
Vol 4-2.4.3.4.1 
Vol 4-2.4.3.4.1.1 
Vol 4-2.4.3.4.1.1.1 
Vol 4-2.4.3.4.2 
Vol 4-2.4.3.4.2.1 
Vol 4-2.4.3.4.2.1.1 
Vol 2-13.11.12.1 
Vol 2-13.11.12.1.1 
Vol 4-2.4.3.4.4 
Vol 4-2.4.3.4.4.1 
Vol 4-2.4.3.5 

Vol 4-2.4.3.5.1 
Vol 4-2.4.3.5.1.1 
Vol 4-2.4.3.6 

Vol 4-2.4.3.6.1 
Vol 4-2.4.3.6.1.1 
Vol 2-13.11.22 
Vol 2-13.11.23 
Vol 2-13.11.23.1 
Vol 2-13.11.23.1.1 
Vol 4-2.4.3.7.2 
Vol 4-2.4.3.7.2.1 
Vol 4-2.4.3.7.2.1.1 
Vol 4-2.4.3.7.3 
Vol 4-2.4.3.7.3.1 
Vol 4-2.4.3.7.3.1.1 
Vol 2-13.11.24 
Vol 4-2.4.3.8.1 
Vol 4-2.4.3.8.1.1 
Vol 4-2.4.3.8.1.1.1 
Vol 4-2.4.3.8.2 
Vol 4-2.4.3.8.2.1 
Vol 4-2.4.3.8.2.1.1 
Vol 2-13.11.24.1 
Vol 2-13.11.24.1.1 
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The Chassis Dynamometer shall have the following tables. 





























Table Name Elements Description 

CDownSpeed SPEed:STARt, SPEed:STOP Coastdown speed interval 
definitions 

CDownResult TIME, FORCe, POWer Results of the coastdown runs. 
Each coastdown has ‘n’ intervals as 
defined in the CDownSpeed table 

CDownMCoefficients PCOO, PCO1, PCO2, PCO3 Coastdown measured Polynomial 
Coefficients for a coastdown or 
road load derivation procedure 

CDownD Coefficients PCOO, PCO1, PCO2, PCO3 Coastdown calculated 
dynamometer setting coefficients 
during coastdown or road load 
derivation 

ParasiticLOSs SPEed, DLOSs parasitic loss computation results 

PCOefficients PCOO, PCO1, PCO2, PCO3 Parasitic data curve fit results from 
the Parasitic Loss procedure 

DriveLineLoss SPEed, DLOSs Steady state drive line loss 


measurement 





DriveLineCoefficients 


PCOO, PCO1, PCO2, PCO3 


Results of a curve fit of the 
DriveLineLoss table data, after the 
Drive Line Loss procedure 














BaseINertia CINertia, TIME: ACCel, base inertia procedure data 
TIME:DECel, ARATe, DRATe, 
FORCe:AACCel, FORCe: ADECel 

FsensorZero ZOFFset Single value table whose value 








represents the zero offset used to 
compensate for shift. 
CALibration:ZERO:FSENsor 
:LEVel value will replace this 
when 
CAL:ZERO:FSENsor:UPDate is 
sent. 














For definition of the new :MEMory:TABLe Commands defined above, see Section 2.4.3 in 
this chapter of Volume 4, Instrument Classes. 
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2.1.2.4 SENSe subsystem 
The SENSe subsystem of a chassis dynamometer shall provide access to function values by 
implementing the following commands. The <sensor_function> options shall include: 
FORCelTPLoss|SPEed[: REAR ]ISPEed: FRONtIFERRorlACCeleration|IDISTancell 
DISTance:RESetITIME 


KEYWORD 
:SENSe 
:DATA? 
:DISTance 
:=RESet 
:FUNCtion 


CONCurrent 


:OFF 


| 
| 
| 
| 
| 
| 
[: 
| 
| 
| 
| 


‘ALL 
:COUNt? 
STATe? 


2.1.2.5 SOURce subsystem 


The SOURce subsystem of the chassis dynamometer shall provide the following commands 


KEYWORD 
:SOURce 
:ACCeleration 
[:LEVel] 
:FORCe 


CDOWn 
-INITiate 
:NRUNs 
:‘RLDerivation 
| :FACCeptance 
| :INITiate 
| :RMAXimum 
| :RVERify 
:SOFFset 

CONFigure 
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PARAMETER FORM SCPI Reference 
Vol 2-18 
[<data_handle>] Vol 2-18.13.1 
Vol 2-18.9 
Vol 2-18.9.1 
Vol 2-18.13.2 
<Boolean> Vol 2-18.13.2.1 
<sensor_function>{,<sensor_function>} Vol 2-18.13.2.2 
where the sensor functions to be supported shall include: 
FORCelTPLosslSPEed[:REAR ]ISPEed: FRONt 
IFERRorlACCeleration|IDISTance 
IDISTance:RESetITIME 
Vol 2-18.13.2.2.1 
Vol 2-18.13.2.2.2 
<sensor_function>{,<sensor_function>} Vol 2-18.13.2.3 
where the sensor functions supported 
are same as :OFF 
Vol 2-18.13.2.3.1 
Vol 2-18.13.2.3.2 
<sensor_function> Vol 2-18.13.2.4 


PARAMETER FORM SCPI Reference 
Vol 2-19 
Vol 2-19.1 
<numeric_value> Vol 2-19.1.1 
Vol 2-19.8 
Vol 2-19.8.1 
Vol 2-19.8.1.1 
<numeric_value> Vol 2-19.8.1.3 
Vol 2-19.8.1.4 
<numeric_value> Vol 2-19.8.1.4.1 
Vol 2-19.8.1.4.2 
<numeric_value> Vol 2-19.8.1.4.3 
<numeric_value> Vol 2-19.8.1.4.4 
<numeric_value> Vol 2-19.8.1.2 
Vol 2-19.8.2 
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KEYWORD 


:ABRake 
| :GAIN 
| [:STATe] 
| :THReshold 
:GRADe 
| :LEVel 
| [:STATe] 
| :SOURce 
[: VEHicle] 
:DCOefficient 
:DINertia 
[:STATe] 
:TCOefficient 
:TINertia 


| 
| 
| 
| 
| 
| :WEIGht 


:INITiate 
[:LEVel] 
:RLSimulation 


‘INITiate 


:SPEed 
:INITiate 
[:LEVel] 
:SSDLoss 


:INITiate 
:LATime 
:STIMe 


PARAMETER FORM 


<numeric_value> 
<Boolean> 
<numeric_value> 


<numeric_value> 
<Boolean> 
INTernal | EXTernal 


<numeric_value_list>,<numeric_value> 
<numeric_value> 

<Boolean> 
<numeric_value_list>,<numeric_value> 
<numeric_value> 

<numeric_value> 


<numeric_value> 


<numeric_value> 


<numeric_value> 
<numeric_value> 
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SCPI Reference 
Vol 2-19.8.2.1 
Vol 2-19.8.2.1.1 
Vol 2-19.8.2.1.2 
Vol 2-19.8.2.1.3 
Vol 2-19.8.2.2 
Vol 2-19.8.2.2.1 
Vol 2-19.8.2.2.3 
Vol 2-19.8.2.2.2 
Vol 2-19.8.2.3 
Vol 2-19.8.2.3.1 
Vol 2-19.8.2.3.2 
Vol 2-19.8.2.3.3 
Vol 2-19.8.2.3.4 
Vol 2-19.8.2.3.5 
Vol 2-19.8.2.3.6 
Vol 2-19.8.3 
Vol 2-19.8.4 
Vol 2-19.8.5 
Vol 2-19.8.5.1 
Vol 2-19.20 
Vol 2-19.20.1 
Vol 2-19.20.2 
Vol 2-19.20.3 
Vol 2-19.20.3.1 
Vol 2-19.20.3.2 
Vol 2-19.20.3.3 
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2.1.3 STATus Subsystem 
Chassis Dynamometer shall implement the status reporting structure described in SCPI 
Syntax & Style Volume 1, Chapter 9, Status Reporting. The SCPI Command Reference 
Volume 2, Chapter 20, STATus Subsystem defines the commands that shall be used to 
control the status reporting structure. 


KEYWORD PARAMETER FORM SCPI Reference 

:STATus Vol 2-20 
:OPERation Vol 2-20.1 
| :BIT<n> <n=8 -12> Vol 2-20.1.1 
| | :CONDition? Vol 2-20.1.2 
| | :ENABle <NRf>I<non-decimal numeric> Vol 2-20.1.3 
| | [:EVENt]? Vol 2-20.1.4 
| | :NTRansition <NRf>I<non-decimal numeric> Vol 2-20.1.6 
| | :PTRansition <NRf>Il<non-decimal numeric> Vol 2-20.1.7 
| :CONDition? Vol 2-20.1.2 
:QUEStionable? Vol 2-20.3 
| :BIT<n> <n=9 -12> Vol 2-20.3.1 
| | :CONDition? Vol 2-20.3.2 
| | :ENABle <NRf>I<non-decimal numeric> Vol 2-20.3.3 
| | [:EVENt]? Vol 2-20.3.4 
| | :NTRansition Vol 2-20.3.6 
| | :PTRansition Vol 2-20.3.7 
| :CONDition? Vol 2-20.3.2 
| [:EVENt] Vol 2-20.3.4 

2.1.3.1. OPERation 
:STATus:OPERation 


For a chassis dynamometer, the bit of interest in the OPERation status structure is the 
CDYNO summary bit. While the chassis dynamometer is performing its function, bit 9 
(CDYNO summary) shall be used for the chassis dynamometer status. The fanned out 
register is shown in Figure 2-5. 


2.1.3.1.1 CDYNo:CONDition?<16 bit integer word> 
:STATus:OPERation:CDYNo:CONDition? 
The Dynamometer Program Status Register contains 16 bits that indicate what operation is 
being performed on the dynamometer. The most significant bit (bit 15) is always 0. The 
dynamometer will be in one of the following processes at all times. All processes are 
mutually exclusive and are overlapped, (i.e. with overlapped processes, a command may be 
sent while a process is executing) but will not be executed until that procedure is completed. 
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Chassis Dynamometer 





Fatal Error---| 0 

Dyno not Warm--- 1 
Coastdown Trigger Speed--| 2 
Acceleration Rate not met--] 3 
Motor Over Temperature--| 4 
Motor Over Current--} 5 

Motor Blower Failure--j 6 
Failed to stabilize--| 7 

Failed to converge--j 8 
Reserved for Standard--] 9 
Reserved for Standard--]10 
Reserved for Standard--]11 
Available to Designer--712 
Available to Designer--413 
Available to Designer--714]14]14 
NOT USED---}15}15]15 


DNA oOPOSNOTNARWMA0 
SDwUAoOPSNOADNARWNYA0 











OMDNMANRWMHAO 


10 











CTREV 


EN 


QUEStionable Status 


VOLTage--- 
CURRent--- 
TIME--- 
POWER--- 
TEMPerature--- 
FREQuency--- 
PHASe--- 
MODulation--- 
CALibration--- 
—> CDYNO Summary--- 
Available to Designer-- 
Available to Designer-- 
Available to Designer-- 
INSTrument Summary-- 
Command Warning--+ 
NOT USED---] 45]15/15 








ODNOnNRWM=A0 
OMDNMANAWNM=0 


POanMaoPCrNMnRWM=0 





ARanMaoPMONOnNRWN=0 




















CTREVEN 








Chassis Dynamometer 


OPERation Status 


























Warm-up---| 0]0|0]|0 

Parasitic Loss--} 1/1/11 

Goto Force--} 2|2/2|2 

Goto Speed--1 3/313]3 

Road Load Simulation--|) 4/4 |4|4 
Coastdown--45/5/5|5 

Base Inertia--/ 6/6 |6/6 

Driveline Loss--7 7|7|7]|7 

Road Load Derivation--| 8/8]8|8 
Idle---} 9]}9)9]9 

Force Sensor Zero--}10|/10/10/10 
Reserved for Standard--|11/11]11111 
Reserved for Standard--| 1212/12/12 
Available to Designer--} 13}13]13/13 
Available to Designer--}14/14]14/14 
NOT USED--+15]15]15]15 








CTREVEN 





CALibrating-- 

SETTing--4 

RANGing--4 

SWEeping-- 

MEASuring-- 

Waiting for TRIGger Summary- 
Waiting for ARM Summary-- 
CORRecting-- 

Available to Designer-- 
—> CDYNO Summary-- 
Available to Designer-- 10}10 
Available to Designer--)11/11|11 
Available to Designer--| 12/12/12 
INSTrument Summary--}13/13}13 
PROGram Running--| 1414/14 
NOT USED--415]15]15 


ANMOnNRWM=O 
ANOaNRWNM=A0 





ROE wrrnannwn=-0 


oO 
~o 
GDRanaoPP®rNanrRwN=o 























CTREVEN 





Standard Event Status Register 





Operation Complete--- 
Request Control--- 

Query Error--- 

Device Dependent Error-- 
Execution Error--- 
Command Error--- 

User Request--- 

Power On--- 


NOaORWM=A0 





NOORWMA0 








Available to Designer-----+ 
Available to Designer-----+ 
Error/Event Queue 


Error/Event 
Queue 
























































EV EN 


Summary of IEEE 488.2 Status 


Structure Registers 




















jenane4 0 | 0 
jn-n-fen-4e 1/4 
2 | 2 
3 | 3 
4 | 4 
5 | 5 
6 | 6 
Tl 7 
“ESE *STB? 


Status Byte 








C - Condition Register 
EV - Event Register 


Figure 2-5 SCPI Status Registers 
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TR - Transistion Register 
EN - Enable Register 
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CDYNO OPERation CONDition Status Register 










































































Bit # Event 
0 Warm Up Set if Dynamometer is in Warm Up Process 
1 Parasitic Loss Set if Dynamometer is in Parasitic Loss Process. 
2 Go To Force Set if Dynamometer is in Go To Force Process. 
3 Go To Speed Set if Dynamometer is in Go To Speed Process. 
4 Road Load Simulation Set if Dynamometer is in Road Load Simulation Process. 
5 Coast Down Set if Dynamometer is in Coast Down Process. 
6 Base Inertia Set if Dynamometer is in Base Inertia Process. 
7 Driveline Loss Set if Dynamometer is in Driveline Loss Process. 
8 Road Load Derivation Set if Dynamometer is in Road Load Derivation Process. 
9 Idle Set if Dynamometer is in Idle state. 
10 Force Sensor Zero Set if Dynamometer is in Force Sensor Zero state 
11 Reserved for standard 
12 Reserved for standard 
13 Available to Designer 
14 Available to Designer 
15 Not Used Will always read as 0 
2.1.3.2 QUEStionable 
‘STATus:QUEStionable 


2oladeeel 


For the chassis dynamometer, the bit of interest in the QUEStionable status structure is the 
CDYNO summary bit. When the chassis dynamometer suspects the dynamometer 
specification is violated, bit 9 (CDYNO summary) shall be set. The fanned out register is as 
follows: 


CDYNo:CONDition?<16 bit integer word> 

:STATus:QUEStionable:CDYNo:CONDition? 

The Dynamometer Questionable Status Register contains 16 bits that indicate whether the 
data being acquired is of questionable quality. The most significant bit (bit 15) is always 0. 
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The dynamometer updates this register immediately when the dynamometer encounters an 

error that may generate questionable data. Bits 0-9 are the minimum subset of errors that oe = 
may generate faulty data. Bits 10-14 are available for a dynamometer manufacturer for other 
questionable data or for other summary bits. 


CDYNO QUEStionable CONDition Status Register 




















Bit # Questionable Event 
0 Fatal Error Set when the dynamometer experiences a fatal error that causes 
the motor contactor to drop out, such as Torque Safety Limit, 
Speed Safety Limit or other dynamometer specific fatal error. An 
appropriate message must be placed on the Error/Event message 
queue when set. 
1 Dynamometer not Warm _ |This bit is set if the dynamometer is not warm or has timed out 
after being warm but not used within the TIMeout period. 
2 Coast down Trigger For a coast down, the dynamometer determines an acceptable 
Speed trigger speed based on coast down inputs. If the dynamometer 
does not agree with the set trigger speed, this bit shall be set. 
3 Acceleration Rate not The dynamometer will set this bit if the requested acceleration 
met rate for a Process is out of tolerance with the actual acceleration. 
The tolerance is based on the physical characteristic of the 
dynamometer. 





4 Motor Over Temperature |For dynamometers that monitor motor temperature 














3 Motor Over Current For dynamometers that monitor motor current 
6 Motor Blower Failure For dynamometers that monitor the blower 

7 Failed To Stabilize The dynamometer failed to stabilize 

8 Failed to Converge The dynamometer failed to converge. 





9 Reserved for Standard 





10 Reserved for Standard 





11 Reserved for Standard 





12 _|Available to Designer 











13. |Available to Designer 
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14‘ |Available to Designer 
15. |Not Used Will always read as 0 
2.2 Additional Functionality 
Not applicable. 
2.3 Programming Examples 
2.3.1 Coastdown 
Note that this example does not start with *RST or *CLS. These commands would not be 
appropriate when carryover settings or status are important. 
Brake off :CONTrol: BRAKe OFF 
Contactor On - :CONTrol:MCONtrol ON 





See if Dyno is warm 


STATus:QUEStionable:CDYNo 
:CONDition? 


Controller reads response, looks at bit 
1 





Let Dyno know if vehicle 
is on or off 


:SOURce:FORCe:CONFigure 
:VEHicle ON 


OFF or ON for vehicle 





Define table of speed 
points for input into 
coastdown 


:MEMory:TABLe:SELect 
CdownSpeed 


This table represents the coastdown 
speed interval that data will be 
measured and collected. 





:MEMory:TABLe:DEFine 
“SPEed:STARt,SPEed:STOP”, 5 


For this example, 5 elements have 
been allocated (30 maximum). 





:MEMory:TABLe:SPEed 
:STARt 24.6,20.2,15.7,11.2,6.7 


Meters/sec values corresponding to 
55, 45, 35, 25, 15 MPH start, and 45, 
35, 25, 15, 5 MPH stop speeds 





:MEMory:TABLe:SPEed 
‘STOP 20.2,15.7,11.2,6.7,2.2 





Define the number of 
coastdown runs 


:SOURce:FORce:CDOWn 
:NRUNSs 5 


Repeat coastdown 5 times 





Define table for coastdown 
outputs 











:MEMory:TABLe:SELect 
CDownResult 
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:MEMory:TABLe:DEFine 
“TIME, FORCe, POWer’, 6 


Theoretical and measured values from 
coastdown. The table is NRUNs + 1 
big. 





Set Inertia 


:SOURce:FORCe:CONFigure 
:VEHicle:DINERtia 1350 


Dyno Inertia setting in kilograms 





Set Road load coefficients 


:SOURce:FORCe:CONFigure 
:VEHicle:DCOefficient 26.7, 
-0.98, 0.65 


Numeric list of polynomial 
coefficients. These corresponds to 6, 
-0.1 and 0.3 in english units (pounds 
force (1bf) and miles per hour). 





:SOURce:FORCe:CONFigure 
:VEHicle:TCOefficient 26.7, 
-0.98, 0.65 


Target settings 





Set coastdown input 
parameters 


:SOURce:ACCelerate | 


How fast to accelerate the dyno to top 
coastdown point (meters/sec’2) 





:SOURce:FORCe:CONFigure 
:VEHicle:TINertia 1350 


Target inertia. 





:SOURce:FORCe:CDOWn 
:SOFFset 2.2 


Speed above top set point (meters/sec) 





Setup to sense data 


:SENSe:FUNCtion:CONCurrent 


ON 

:SENSe:FUNCtion:ON 
“FORCe”, “SPEed”’, 
“ACCeleration’, “DISTance” 


Allow multiple sensor functions to be 
sensed. Turn on desired sensor 
functions. 





Setup trigger system for 
sensing data 


:TRIGger:SOURce TIMer 
:TRIGger:TIMer 0.100 


Select internal timer on dynamometer 
Take samples every 100 ms, samples 
are averaged over 100 ms 





Initiate Coastdown 


:SOURce:FORCe:CDOWn 
:INITiate 


Start coastdown (this command clears 
output) 





Coastdown Complete? 


:STATus:OPERation:CD YNo 
:CONDition? 


Wait until bit 5 is false indicating 
coastdown complete. 








Checkout completion 





:STATus:QUEStionable 
:CONDition? 





If bit 9 is true then 
:STATus:QUEStionable 
:CDYNo:CONDition? can be used to 
check for specific errors. 
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Iteratively review realtime 
data 


:INITiate:CONTinous 
ON:SENSe:DATA? 


Start acquiring data Returns FORCe, 
SPEed, ACCeleration, and DISTance. 





Retrieve Coastdown results 


:MEMory:DATa? CDownResult 


Retrieve Theoretical and Measured 
data 




















:MEMory:DATa? For definition of CDownMCoefficient 
CDownMCoefficients see SAE J2264. This is a curve fit of 
the data 
Idle the dynamometer :CONTrol:IDLE:STATe ON 








PW 


Road Load Simulation 


Note that this example does not start with *RST or *CLS. These commands would not be 
appropriate when carryover settings or status are important. 








Brake off 


:CONTrol:BRAKe OFF 





Contactor On 


:CONTrol:MCONtrol ON 





See if dyno is warm 


STATus:QUEStionable:DYNO 
:CONDition? 


Controller reads response, looks at bit 
1 





Set Inertia 


:SOURce:FORCe:CONFiure 
:VEHicle:DINERtia 1350 














braking 


:ABRake:GAIN 0.00 


Set Road load coefficients |:SOURce:FORCe:CONFigure —|Numeric list of polynomial 
:VEHicle:RLOad:DCOefficient |coefficients. These corresponds to 6, 
26.7, -0.98, 0.65 -0.1 and 0.3 in english units (pounds 

force (Ibf) and miles per hour). 

Set Vehicle Weight :SOURce:FORCe:CONFigure —_/ Vehicle weight in kilograms 
:VEHicle:WEIGht 1300 

Set the augmented braking |:SOURce:FORCe:CONFigure | Augmented braking 
:ABRake ON 

Set the gain for augmented |:SOURce:FORCe:CONFigure 





Set the threshold for 
augmented braking 











:SOURce:FORCe:CONFigure 
:ABRake:THReshold 500 





Sets the threshold to 500 Newtons 
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Set up the grade simulation |:SOURce:FORCe:CONFigure 
:GRADe ON 
:SOURce:FORCe:CONFigure = %in terms in grade - 100% is equal to 
:GRADe:LEVel 5 sin(45deg) 





Setup to sense data 


:SENSe:FUNCtion:CONCurrent 
ON 


Allow multiple sensor functions to be 
sensed. 





:SENSe:FUNCtion:ON 
“FORCe”, “SPEed”’, 
“ACCeleration’”, “DISTance’, 
“FERRor” 


Turn on desired sensor functions. 





Setup trigger system for 
sensing data 


:TRIGger:SOURce TIMer 
:TRIGger:TIMer 0.100 


Select internal timer on dynamometer. 
Take samples every 100 ms, samples 
are averaged over 100 ms 





Initiate Road Load 
Simulation 


:SOURce:FORCe:RLSimulate 
:INITiate 


Reset the distance to zero. 





RLS Complete? 


:STATus:OPERation:CD YNo 
:CONDition? 


Make sure bit 4 is on indicating dyno 
is in simulation mode. 





Check for errors 


:STATus:QUEStionable 
:CONDition? 


If bit 9 is true then 
:STATus:QUEStionable:CD YNo:CON 
Dition? can be used to check for 
specific errors. 





Iteratively review realtime 


:INITiate: CONTinous ON 


Start acquiring data. Returns FORCe, 








data :SENSe:DATA? SPEed, ACCeleration, DISTance and 
FERRor. 

Brake on :CONTrol:BRAKe ON Optional dynamic control of the 

Brake off :CONTrol: BRAKe OFF mechanical brake. Used in 
conjunction with an automatic driver 
to hold zero speed during idle periods. 

Optionally reset the :SENSe:DISTance:RESet 

distance 











Idle the Dynamometer 


:CONTrol:IDLE:STATe ON 








If idle is complete i.e., dyno at zero 
speed the Operation complete flag is 
true (same as above wrt. Checkout 
completion) 
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2 2.4 New Commands for this Instrument Class 


2.4.1 Dynamometer CALibration Subsystem 
The Dynamometer CALibration subsystem contains the commands needed for calibrating or 
verifying various components that affect a dynamometers’ measurement capabilities. This 
includes load sensor zero, parasitic loss determination, base inertia determination, and 
dynamometer warm-up. 


KEYWORD PARAMETER FORM NOTES 
:CALibration 
:BINertia 
| :AVERage? <numeric_value> [query only] 
| :HSPeed <numeric_value> 
| :INITiate [event; no query] 
| :LSPeed <numeric_value> 
| :NRUNs <numeric_value> 
| :SDEviation? <numeric_value> [query only] 
| :UPDate [event; no query] 
:PLOSs 
| :APCoefficients | <numeric_value>,<numeric_value>.,... 
| :INITiate [event; no query] 
| :LATime <numeric_value> 
| :STIMe <numeric_value> 
| :UPDate [event; no query] 
:>WARMup 
| :INITiate [event; no query] 
| :SPEed <numeric_value> 
| :TIMeout <numeric_value> 
:ZERO 
| :FSENsor 
| | :INITiate [event; no query] 
| | :LATime <numeric_value> 
| | :LEVel? [query only] 
| | :SPEed <numeric_value> 
| | :STIMe <numeric_value> 
| | :UPDate [event; no query] 


2.4.1.1 :BlNertia 
CALibration:BINertia 


Base Inertia 


For chassis dynamometers, this node describes the procedure to determine the base 
mechanical inertia of the dynamometer roll system (all rotating mechanical components 
outside of the control loop). This procedure consists of an acceleration and deceleration of 
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the dynamometer rolls, from which a mechanical inertia calculation is made. The 
dynamometer is motored from an initial speed to a final speed at a given constant 
acceleration, and this interval is timed. Immediately, the dynamometer is motored back from 
the final speed to the initial speed at the same constant acceleration (inverted), and this 
interval is timed. For this pair of intervals, the force transducer output is continuously 
measured, and the average interval force calculated. The average acceleration is calculated 
using the interval initial and final speed values, and the interval time. This data is used to 
calculate the mechanical inertia (Inertia=Force/acceleration). The results are stored in the 
BaseINertia predefined table. 


:AVERage? 
CALibration:BINertia:AVERage? 


This query returns the running average of all base inertia values acquired since the last 
CALibration:BINertia:INITiate was invoked. 





2.4.1.1.2 :HSPeed <numeric_value> 


CALibration:BINertia:HSPeed 
High Speed 


The higher magnitude speed (m/s) of the speed interval. 
At *RST, this value is set to 16. 


2.4.1.1.3 :INITiate 


CALibration:BINertia:INITiate 


Begin motoring the dynamometer through the ACCeleration/deceleration pairs, using 
:SOURce:ACCeleration as the acceleration/deceleration rate, from LSPeed to HSPeed and 
back, NRUNs times. All query commands must be accepted and responded to while this 
command is executing. This command describes an event and therefore has no associated 
*RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


1. Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of this 
procedure, issue appropriate warning messages, and execute the Idle Procedure. 


2. Set the DYNO operation condition register Base Inertia Procedure bit indicating the Base 
Inertia is executing. Note: The DYNO operation condition register will be further defined in 
Volume 4. 


3. Accelerate/decelerate the dynamometer through the speed intervals, recording time, 
average acceleration, average force for the specified number of runs. The data is placed in 
the BaselInertia table after each acceleration/deceleration is run. Update the 
:CALibration:BINertia:S DEViation value based on this run. End the procedure when the 
specified runs are complete. 


4. Clear the DYNO operation condition register Base Insrtia Procedure bit indicating the 
Base Inertia is not executing. 
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5. Issue the process complete message. 
2 6. Execute the Idle Procedure. 
7. Update the on-line mechanical inertia value, if desired. 
2.4.1.1.4 :LSPeed <numeric_value> 


CALibration:BINertia:_LSPeed 
Low Speed 


The lower magnitude speed (m/s) of the speed interval. 
At *RST, this value is set to 6. 
2.4.1.1.5 :NRUNs <numeric_value> 


CALibration:BINertia:NRUNs 
Number of Runs - NRUNs 


The number of ACCeleration/deceleration pairs to perform. NRUNs will equal the number 
of base inertia values acquired. 


At *RST, this value is set to 10. 


2.4.1.1.6 :SDEViation? 
CALibration:BINertia:SDEViation? 


Standard Deviation 


This query returns the running standard deviation of all base inertia values acquired since the 
last CALibration:BINertia:INITiate was invoked. 


2.4.1.1.7 :UPDate 
CALibration:BINertia:UPDate 
Place on-line the last determined average base mechanical inertia value. This command 
describes an event and therefore has no associated *RST condition. 


2.4.1.2 :PLOSs 
:CALibration:PLOSs 


Parasitic Loss 


For chassis dynamometers this node describes the commands associated with the parasitic 
loss procedure. This procedure measures and, if requested, updates the parasitic loss 
corrections for the dynamometer. The parasitic losses are measured by operating the 
dynamometer at various selected speeds and measuring the force required to maintain the 
constant speed. This procedure uses the :MEMory table ’ParasiticLOSs’ that defines the 
speed points at which parasitic loss measurements are taken. The parasitic loss coefficients 
are calculated at the end of the procedure and reside in the memory table PCOefficient. 
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2.4.1.2.1 :APCoeff <numeric_value >,numeric_value>,<numeric_value>... 
:CALibration:PLOSs:APCoeff Ez 
Active Parasitic Coefficients - APCoefficients 
This is the presently active parasitic loss curve used by the dynamometer. The dynamometer 
will maintain coefficients for forward and reverse operations. The appropriate values must 


be placed in the APCoeff memory, based on roll rotation. The Active Parasitic Coefficients 
set of retrieved will be based on the currently selected direction. 


2.4.1.2.2 :INITiate 
:CALibration:PLOSs:INITiate 
This command starts the parasitic loss procedure. This is an overlapped command. This 
command describes an event and therefore has no associated *RST condition. 
When this command is initiated for dynamometers, the dynamometer must: 


1. Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of this 
procedure, issue appropriate warning messages, and execute the Idle Procedure. 


2. Set the DYNO operation condition register Parasitic Loss Procedure bit indicating the 
Parasitic Loss procedure is executing. Note: The DYNO operation condition register will be 
further defined in Volume 4. 


3. Accelerate dynamometer to the first speed point defined in the ParasiticLOSs memory 
table. Stabilize at speed point for defined stabilization time. 


4. Average the force at the roll surface required to maintain the speed set point over the 
latency time. The average force value is placed in the ParasiticLOSs table for the specified 
speed point. Continue until all speed points have been executed in the ParasiticLOSs table. 
The first zero speed in the ParasiticLOSs table ends the procedure. 


5. Perform a curve fit on the ParasiticLOSs table data and place the coefficients in the 
memory table PCoeff. 


6. Clear the DYNO operation condition register Parasitic Loss Procedure bit indicating the 
parasitic loss procedure is not executing. 


7. Issue the process complete message. 
8. Execute the Idle Procedure. 


2.4.1.2.3 :LATime 
:CALibration:PLOSs:LATime 


Loss Averaging Time - sec 
The length of time in seconds to average the losses at a speed point. 


At *RST, this value is set to 5. 
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:STIMe <numeric_value> 
CALibration:PLOSs:STIMe 


Stabilization Time - sec 

Time for stabilization prior to LATime. 
At *RST, this value is set to 5. 
:UPDate 


:CALibration:PLOSs:UPDate 


Update the dynamometer actual current parasitic loss coefficients (APCoefficients node) 
with the coefficients contained in memory table PCOefficients. 


This command is an event and has no associated *RST condition. 


:WARMup 
CALibration:WARMup 


This node controls parameters relating to the warmup of the device. 


For chassis dynamometers, this node describes the procedure to set up the conditions 
required to ready the dynamometer for testing. The warm-up consists of running the 
dynamometer at a fixed speed over a period of time. Warm-up completion is defined by 
either running the dynamometer for a fixed period of time, or by monitoring parasitic losses 
and comparing them to a target value tolerance. 


:INITiate 
CALibration:WARMup:INITiate 


Start the warmup procedure. 


For chassis dynamometers, motor the dynamometer roll to SPEed, and hold this speed for a 
TIMeout period of time. All query commands must be accepted and responded to while this 
command is executing. This command describes an event and therefore has no associated 
*RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


1. Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of this 
procedure, issue appropriate warning messages, and execute the Idle Procedure. 


2. Set the DYNO operation condition register Warm up Procedure bit indicating the 
Warm-up is executing. Note: The DYNO operation condition register will be further defined 
in Volume 4. 


3. Accelerate dynamometer to the speed point defined by :CALibration: WARMup:SPEed. 


4. Average the force at the roll surface required to maintain the speed set point over 
:CALIbrate:WARMup:LATime. The average force can be monitored by :SENSe:FORCe? 


5. The procedure will end when the elapsed time is greater than 
:CALibration:WARMup:TIMeout. 
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6. Clear the DYNO operation condition register Warm up Procedure bit indicating the 


Warm-up is not executing. | 2 


7. Issue the process complete message. 
8. Execute the Idle Procedure. 
2.4.1.3.2 :SPEed <numeric_value> 
CALibration:WARMup:SPEed 
For chassis dynamometers this is the fixed roll speed (m/s) at which the warm-up will be run. 


At *RST, this value is set to 22. 


2.4.1.3.3 :TiMeout <numeric_value> 
CALibration:WARMup:TIMeout 
For chassis dynamometers this is the length of time in seconds the warm-up will run before 
automatically returning to zero speed. 


At *RST, this value is device dependent. 


2.4.1.4 :ZERO 
:CALibration:ZERO 
For chassis dynamometers, this node describes the procedure to set up the conditions 
required and perform a mathematical zero correction of the roll force measurement system 
calibration. The correction is determined from a measurement of the roll force sensor at a 
given roll speed. The results are stored in the FSensorZero pre-defined table. 


2.4.1.4.1 :FSENsor 
CALibration:ZERO:FSENsor 


Force Sensor 


For chassis dynamometers this node sets up the conditions required and performs a 
mathematical zero correction of the roll force measurement system calibration. The 
correction is determined from a measurement of the roll force sensor at a given roll speed. 


2.4.1.4.1.1  :INITiate 
CALibration:ZERO:FSENsor:INITiate 
This is an overlapped command. Perform the measurement of the roll force, acquiring for the 
length of time specified by :LATime. This command describes an event and therefore has no 
associated *RST condition. 


When this command is initiated for dynamometers, the dynamometer must: 


1. Check critical ancillaries, if any, for proper conditions: Brakes Off, Motor Contactor On, 
parameters within dynamometer safety limits. For conditions that prohibit operation of this 
procedure, issue appropriate warning messages, and execute the Idle Procedure. 


2. Set the DYNO operation condition register Force Sensor Zero Procedure bit indicating the 
Zero is executing. Note: The DYNO operation condition register will be further defined in 
Volume 4. 
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3. Accelerate dynamometer to the speed specified in :CALibration:ZERO:FSENsor:SPEed. 
Stabilize for :STIMe. 


4. Average the force at the roll surface required to maintain the speed set point over the 
:LATime. The average force value is placed in :LEVel. 


5. Clear the DYNO operation condition register Force Sensor Zero Procedure bit indicating 
the Zero is not executing. 


6. Issue the process complete message. 


7. Execute the Idle Procedure. 


2.4.1.4.1.2 :LATime 


CALibration:ZERO:FSENsor:LATime 
Loss Averaging Time - sec 


The length of time to average the measured zero reading. 


At *RST, this value is set to 0.5. 


2.4.1.4.1.3  :LEVel? 


CALibration:ZERO:FSENsor:LEVel? 
Returns the measured force value used to determine the mathematical zero correction. This 
value is in units of force at the roll surface. This is query only. 


2.4.1.4.1.4 :SPEed <numeric_value> 


CALibration:ZERO:FSENsor:SPEed 
The roll speed set point for the force measurement period in m/s. 


At *RST, this value is set to 0. 


2.4.1.4.1.5 :STIMe <numeric_value> 


CALibration:ZERO:FSENsor:STIMe 
Stabilization Time - sec 


Time for stabilization prior to LATime. 


At *RST, this value is set to 5. 


2.4.1.4.1.6 :UPDate 


2.4.2 


2.4.3 


CALibration:ZERO:FSENsor:UPDate 


Once the mathematical zero correction has been determined, apply the results to the on-line 
calibration. This is not a queryable command and therefore has no *RST associated with it. 


DIAGnostic Subsystem 
There are no Instrument Class specific commands for DIAGnostics. 


MEMory Subsystem 
The MEMory subsystem of the chassis dynamometer shall include the following new 
commands: 
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KEYWORD PARAMETER FORM NOTES 
:MEMory 
:TABLe 
| :ARATe 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| :CINertia 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| :DEFine <structure_string>[,<numeric_value>] 
| :DRATe 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| :FORCe 
| | :AACCeleration 
| | | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | | :POINts? [query only] 
| | :ADECeleration 
| | | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | | :POINts? [query only] 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| | :ZOFFset 
| | | [:MAGNitude] <numeric_value> 
| :DLOSs 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| :PCOefficients<n> 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| :SELect <table_name> 
| :SPEed 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 
| | :STARt <numeric_value>{,<numeric_value>...} 
| | | :POINts? [query only] 
| | :STOP <numeric_value>{,<numeric_value>...} 
| | | :POINts? [query only] 
| :TIME 
| | :ACCeleration 
| | | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | | :POINts? [query only] 
| | :DECeleration 
| | | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | | :POINts? [query only] 
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KEYWORD PARAMETER FORM NOTES 
| | [:MAGNitude] <numeric_value> {,<numeric_value>} 
| | | :POINts? [query only] 


New commands for the MEMory:TABLe subsystem are defined below. 
:ARATe 

MEMory:TABLe:ARATe 

Specifies the AccelerationRATe points of the TABLe. 
[:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:ARATe:MAGNitude 


Specifies the AccelerationRATe[:MAGNitude] points of the TABLe. The default units of 
this command are meters per second per second. 


At *RST, the contents of this list item is device dependent. 


2.4.3.1.1.1 :POINts? 


2.4.3.2 


2.4.3.2.1 


MEMory:TABLe:ARATe:MAGNitude:POINts? 


Returns the number of points in the ARATe[:MAGNitude] list of the selected TABLe. If no 
ARATe[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


:CiNertia 

MEMory:TABLe:CiNertia 

Specifies the CalculatedINertia points of the TABLe. 
[:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:ClNertia:MAGNitude 


Specifies the CalculatedINertia[: MAGNitude] points of the TABLe. The default units of this 
command are kilograms. 


At *RST, the contents of this list item is device dependent. 


2.4.3.2.1.1 :POINts? 


2.4.3.3 


2.4.3.3.1 


MEMory:TABLe:CiNertia:MAGNitude:POINts? 


Returns the number of points in the CINertia[:MAGNitude] list of the selected TABLe. If no 
CINertia[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 


:DRATe 

MEMory:TABLe:DRATe 

Specifies the DecelerationRATe points of the TABLe. 
[:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:DRATe:MAGNitude 


Specifies the DecelerationRATe[:MAGNitude] points of the TABLe. The default units of 
this command are meters per second per second. 


At *RST, the contents of this list item is device dependent. 


2-26 Chassis Dynamometers 


1999 SCPI Instrument Class Applications 


2.4.3.3.1.1  :POINts? 
MEMory:TABLe:DRATe:MAGNitude:POINts? 


Returns the number of points in the DRATe[:MAGNitude] list of the selected TABLe. If no Ez 
DRATe[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 

2.4.3.4 :FORCe 
MEMory:TABLe:FORCe 
See Volume 2, Section 13.11.12 

2.4.3.4.1 :AACCeleration 
MEMory:TABLe:FORCe:AACCeleration 
Specifies the AverageACCeleration points of the TABLe. 

2.4.3.4.1.1. [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:FORCe:AACCeleration:MAGNitude 


Specifies the AverageACCeleration[: MAGNitude] points of the TABLe. The default units of 
this command are meters per second per second. 


At *RST, the contents of this list item is device dependent. 


2.4.3.4.1.1.1 :POINts? 
MEMory:TABLe:FORCe:AACCeleration:MAGNitude:POINts? 


Returns the number of points in the AACCeleration[: MAGNitude] list of the selected 
TABLe. If no AACCeleration[:MAGNitude] values have been sent POINts? returns 0. If no 
TABLe has been selected, POINts? returns NAN. 


2.4.3.4.2 :ADECeleration 
MEMory:TABLe:FORCe:ADECeleration 
Specifies the AverageDECeleration points of the TABLe. 
2.4.3.4.2.1 [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:FORCe:ADECeleration:MAGNitude 


Specifies the AverageDECeleration[: MAGNitude] points of the TABLe. The default units of 
this command are meters per second per second. 


At *RST, the contents of this list item is device dependent. 

2.4.3.4.2.1.1 :POINts? 
MEMory:TABLe:FORCe:ADECeleration:MAGNitude:POINts? 
Returns the number of points in the ADECeleration[: MAGNitude] list of the selected 
TABLe. If no ADECeleration[: MAGNitude] values have been sent POINts? returns 0. If no 
TABLe has been selected, POINts? returns NAN. 


2.4.3.4.3 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:FORCe:MAGNitude 


See Volume 2, Section 13.11.12.1 
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2.4.3.4.3.1 :POINts? 
MEMory:TABLe:FORCe:MAGNitude:POINts? 


See Volume 2, Section 13.11.12.1.1 
2.4.3.4.4 ZOFFset 

MEMory:TABLe:FORCe:ZOFFset 

Defines the ZeroOFFset value. 
2.4.3.4.4.1 [:MAGNitude] 

MEMory:TABLe:FORCe:ZOFFset:MAGNitude 


Defines the ZeroOFFset value. For chassis dynamometers, this is a single value. This is a 
force, and the default units are newtons. 


At *RST, the contents of this list item is device dependent. 
2.4.3.5 :DLOSs 
MEMory:TABLe:DLOSs 
Specifies the DLOSs points of the TABLe. 
2.4.3.5.1 [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:DLOSs:MAGNitude 


Specifies the DLOSs[:MAGNitude] points of the TABLe. The default units of this command 
are newtons. 


At *RST, the contents of this list item is device dependent. 

2.4.3.5.1.1 :POINts? 
MEMory:TABLe:DLOSs:MAGNitude:POINts? 
Returns the number of points in the DLOSs[:MAGNitude] list of the selected TABLe. If no 
DLOSs[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 

2.4.3.6 :PCOefficients<n> 
MEMory:TABLe:PCOefficients 
Specifies the PolynomialCOefficients points of the TABLe. 

2.4.3.6.1 [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:PCOefficients: MAGNitude 


Specifies the PolynomialCOefficients[:MAGNitude] points of the TABLe. The default units 
of this command are as follows: Units of the polynomial: N, N/(m/s), N/m/s)*2, N/(m/s)43, ... 


At *RST, the contents of this list item is device dependent. 
2.4.3.6.1.1 :POINts? 
MEMory:TABLe:PCOefficients: MAGNitude:POINts? 
Returns the number of points in the PCOefficients[: MAGNitude] list of the selected TABLe. 


If no PCOefficients[:MAGNitude] values have been sent POINts? returns 0. If no TABLe 
has been selected, POINts? returns NAN. 
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2.4.3.7 :SPEed 
MEMory:TABLe:SPEed 


See Volume 2, Section 13.11.23 





2.4.3.7.1 [:MAGNitude] <numeric_value>{,<numeric_value>} 
MEMory:TABLe:SPEed:MAGNitude 


See Volume 2, Section 13.11.23.1 
2.4.3.7.1.1  :POINts? 
MEMory:TABLe:SPEed:MAGNitude:POINts? 
See Volume 2, Section 13.11.23.1.1 
2.4.3.7.2 :STARt 
MEMory:TABLe:SPEed:STARt 
For chassis dynamometers, this specifies the start speed used in Coastdown 
2.4.3.7.2.1 [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:SPEed:STARt:MAGNitude 


Specifies the STARt[:MAGNitude] points of the TABLe. The default units of this start speed 
command are meters per second. 


At *RST, the contents of this list item is device dependent. 

2.4.3.7.2.1.1  :POINts? 
MEMory:TABLe:SPEed:STARt:MAGNitude:POINts? 
Returns the number of points in the STARt[:MAGNitude] list of the selected TABLe. If no 
STARt[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 

2.4.3.7.3 :STOP 
MEMory:TABLe:SPEed:STOP 
For chassis dynamometers, this specifies the stop speed used in Coastdown 

2.4.3.7.3.1. [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:SPEed:STOP:MAGNitude 
Specifies the STOP[:MAGNitude] points of the TABLe. The default units of this start speed 
command are meters per second. 


At *RST, the contents of this list item is device dependent. 
2.4.3.7.3.1.1. :POINts? 
MEMory:TABLe:SPEed:STOP:MAGNitude:POINts? 
Returns the number of points in the STOP[:MAGNitude] list of the selected TABLe. If no 
STOP[:MAGNitude] values have been sent POINts? returns 0. If no TABLe has been 
selected, POINts? returns NAN. 
2.4.3.8 :TIME 
MEMory:TABLe:TIME 
See Volume 2, Section 13.11.24 
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:ACCeleration 
MEMory:TABLe:TIME:ACCeleration 


For chassis dynamometers, this command defines the elapsed time over an acceleration 
interval. 


2.4.3.8.1.1. [:MAGNitude]<numeric_value>{,<numeric_value>} 


2.4.3.8.1. 


2.4.3.8.2 


2.4.3.8.2. 


2.4.3.8.2. 


2.4.3.8.3 


2.4.3.8.3. 


MEMory:TABLe:TIME:ACCeleration:MAGNitude 
Specifies the TIME:ACCeleration[:MAGNitude] points of the TABLe. The default units of 
this command are seconds. 


At *RST, the contents of this list item is device dependent. 

1.1. :POINts? 

MEMory:TABLe:TIME:ACCeleration:MAGNitude:POINts? 

Returns the number of points in the ACCeleration[: MAGNitude] list of the selected TABLe. 
If no ACCeleration[: MAGNitude] values have been sent POINts? returns 0. If no TABLe 
has been selected, POINts? returns NAN. 

:DECeleration 

MEMory:TABLe:TIME:DECeleration 

For chassis dynamometers, this command defines the elapsed time over a deceleration 
interval. 

1 [:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:TIME:DECeleration:MAGNitude 


Specifies the TIME:DECeleration[: MAGNitude] points of the TABLe. The default units of 
this command are seconds. 


At *RST, the contents of this list item is device dependent. 

1.1. :POINts? 

MEMory:TABLe:TIME:DECeleration:MAGNitude:POINts? 

Returns the number of points in the DECeleration[:MAGNitude] list of the selected TABLe. 
If no DECeleration[:MAGNitude] values have been sent POINts? returns 0. If no TABLe 
has been selected, POINts? returns NAN. 
[:MAGNitude]<numeric_value>{,<numeric_value>} 
MEMory:TABLe:TIME:MAGNitude 

See Volume 2, Section 13.11.24.1 

1 :POINts? 

MEMory:TABLe:TIME:MAGNitude:POINts? 

See Volume 2, Section 13.11.24.1.1 
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Digital Meters 


A digital meter is a basic measuring instrument. It typically measures a single value at one 
point in time. This type of instrument is so general that it is first described generically. 
Attributes specific to a particular type of meter are described in their own subsections. 


All SCPI compliant products implement the commands listed in Syntax & Style, 4.2. 


Figure 3-1 shows an instrument model for a meter. It is derived from Command Reference, 
chapter 2. It is essentially the same as Figure 2-1 in Command Reference with various parts Ez 
gray or dashed. The bold boxes and lines, solid and dashed, are described in this chapter. The 

FORMat and ROUTe blocks are shown with dashed lines because many meters use their 

default settings. *RST sets FORMat[:READings][:DATA] to ASCii and 

ROUTe:TERMinals to FRONt. The gray boxes are not described here. While a meter may 

have MEMory, its functionaily is optional and thus not described. 





| Signal Measurement I data 
eee TRiGger 
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Figure 3-1 Simplified Model for a Programmable Meter 


Figure 3-2 shows how the “Measurement Function” block in Figure 3-1 is expanded in a 
meter. It is the same as Figure 2-4 in Command Reference with some dashed and gray boxes. 
The CALCulate block is dashed because after *RST this block has no effect on the data. 

This chapter does not describe any CALCulate functions. The MEMory block is gray 
because while a meter may contain this function, this chapter does not address it. 


A designer would never implement a generic meter, but would rather build one of the 
specific types. Table 1 lists the various classes of meters considered in this chapter along 
with the quantity they measure. A <meter_fn> is associated with each class of meter. The 
contents of the <meter_fn> shown in the table are used in the actual commands. 


Some meters contain several instrument classes. A Digital Multi-Meter might contain a DC 
voltmeter, an AC voltmeter, a DC ammeter, an AC ammeter, an ohmmeter, and a 4-wire 
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Measurement Function 





TRIGger 


Figure 3-2 Expanded Measurement Function Model 


ohmmeter. The SENSe:FUNCtion commands switch the instrument among its implemented 
classes. The TRIGger subsystem commands only appear once in the instrument and are 
shared by all the meters. Such a meter would not have TRIG1 for the DC voltmeter, TRIG2 
for the AC voltmeter, etc. 









































Base Functionality Common Usage Measured Quantity <meter_fn> 
Keyword Name 

<bf_keyword> 

DCVOLTMETER DC Voltmeter DC Volts VOLTage[:DC] 

ACVOLTMETER | AC RMS Voltmeter RMS Volts VOLTage:AC 
DCAMMETER DC Ammeter DC Amperes CURRent[:DC] 
ACAMMETER AC RMS Ammeter RMS Amperes CURRent:AC 
OHMMETER Ohmmeter Ohms RESistance 
FOHMMETER 4-wire Ohmmeter Ohms FRESistance 








3-2 Digital Meters 


TABLE 1. Instrument Classes for Meters 








1999 SCPI Instrument Classes 


3.1 Base Functionality 


This section describes the functionality all meters implement. 


3.1.1 Base Measurement Instructions 
Since the basic function of a meter is to measure some quantity, it understands the 
measurement instructions in Command Reference, 3. A meter shall implement these 
commands with the appropriate substitution for <meter_fn>. 


KEYWORD PARAMETERS 
CONFigure 
[:SCALar] 
:<meter_fn> [<expected_value>[,<resolution>]] 
CONFigure? 
FETCh 
[:SCALar] 
[:<meter_fn>]? [<expected_value>[,<resolution>]] 
READ 
[:SCALar] 
[:<meter_fn>]? [<expected_value>[,<resolution>]] 
MEASure 
[:SCALar] 
:<meter_fn>? [<expected_value>[,<resolution>]] 





The syntax of these commands is found in chapter 3 of the Command Reference. Meters 
may accept parentheses and <source_list> as described by the full syntax. 


The response from *RST;MEAS:<meter_fn>? is a single <NR1>, <NR2>, or <NR3> 
because *RST sets FORMat to ASCII, TRIGger:COUNt to 1, and ARM:COUNt to 1. 


READ? and FETCh? shall return a <RESPONSE MESSAGE UNIT> containing 
TRIGger:COUNt times ARM:COUNt numbers corresponding to that many measurements. 
If ARM:COUNt is not implemented, its value is one. The timing of measurements is 
controlled by the other settings in the TRIGger subsystem. 


The command sequence MEAS:<meter_fn>?;FETCH? shall return two identical 
<RESPONSE MESSAGE UNIT> elements separated by a semicolon. 


3.1.1.1. Effects of MEASure Query and CONFigure 
MEASure query and CONFigure shall set: 


SENSe:FUNCtion[:ON] to “[XNONe:]<meter_fn>” 
INITiate: CONTinuous to OFF 
TRIGger[:SEQuence]:SOURce to IMMediate 
TRIGger[:SEQuence]:COUNt to 1 
TRIGger[:SEQuence]:DELay to MINimum 


For meters that implement additional functionality ETRIGGER (see 3.2.1), MEASure query 
and CONFigure shall set: 


Digital Meters 3-3 


3.1.1.2 


3.1.1.3 


3.1.2 
mule. 


3.1.2.2 


1999 SCPI Instrument Classes 


ARM[:SEQuence][:LA Yer]:SOURce to IMMediate 
ARM[:SEQuence][:LAYer]:COUNt to 1 


For meters that implement additional functionality TERMINALS (see 3.2.2), MEASure 
query and CONFigure shall set: 


ROUTe:TERMinals unaffected 


Note: Additional instrument settings may need to be changed to support the execution of the 
high-level measurement instruction. These settings are under the control of commands not 
described in this chapter and thus are not defined here. 


The <expected_value> parameter 

If <expected_value> is present and its value is not DEFault, 
SENSe:<meter_fn>:RANGe[:UPPer] shall be set to the legal value equal to or just larger 
than <expected_value>. SENSe:<meter_fn>:RANGe:AUTO shall be set OFF. 


If <expected_value> is not present or its value is DEFault, 
SENSe:<meter_fn>:RANGe:AUTO shall be set ON and the instrument shall autorange to 
the best possible range for the measurement. 


The <resolution> parameter 
If <resolution> is present and its value is not DEFault, SENSe:<meter_fn>:RESolution shall 
be set to the legal value equal to or just less than <resolution>. 


If <resolution> is not present or its value is DEFault, SENSe:<meter_fn>:RESolution shall 
be set to a legal value that gives a reasonably accurate result without taking excessively long. 


Base Device-oriented Functions 


FORMat Subsystem 

This subsystem is not required. A meter shall implement the FORMat[:READings][:DATA] 
ASCii and FORMat[:READings]:DINTerchange OFF settings. Note: These are the *RST 
values, so the commands are not required. 


SENSe subsystem 

Any meter shall sense a selected function and control the range and resolution of the sensor. 
The ability to autorange is required. The ability to turn on multiple <sensor_functions> 
simultaneously is not required. 


A meter shall implement these SENSe commands with the appropriate substitution for 
<meter_fn>. 


KEYWORD PARAMETER FORM SCPI Reference 
SENSe Vol 2-18 
:FUNCtion[:ON] “[XNONe:]<meter_fn>” Vol 2-18.13.2 
:<meter_fn> 
:RANGe 
[:UPPer] <numeric_value> 
:AUTO <Boolean> 
:RESolution <numeric_value> 
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3.1.2.3 TRIGger subsystem 
The primary purpose of the TRIGger subsystem is to control when measurements are made. 
The default timing is generally to take a measurement as soon as possible. 


A meter shall implement these TRIGger commands. 


KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
[:IMMediate] Vol 2-24.7.2 3 
[:ALL] Vol 2-24.7.2.1 
ABORt Vol 2-24.5 
TRIGger Vol 2-24.8 
[:SEQuence] Vol 2-24.8.1 
:COUNt <numeric_value> Vol 2-24.8.1.2 
:DELay <numeric_value> Vol 2-24.8.1.5 
:SOURce BUS | IMMediate | EXTernal | ... Vol 2-24.8.1.17 


Requiring BUS as a legal parameter to TRIGger:SOURce has the side effect of requiring 
DT1 capability in an IEEE 488.2 device. It also means the meter implements the *TRG 
common command. 


A VXIbus device with a trigger function is required to implement the Trigger command. 
When TRIGger:SOURCce is set BUS, a VXIbus meter shall use the Trigger command as the 
TRIGger source. 


31.3 Base Status Reporting 
Syntax & Style, chapter 9 describes the status reporting structure used in all SCPI 
instruments. Command Reference, chapter 20 defines the commands which control the status 
reporting structure. 


3.1.3.1 QUEStionable Status 
When a meter is measuring DC volts or AC volts, the meter shall set bit 0, VOLTage, in the 
QUEStionable status structure when the meter suspects the voltage is of questionable 
accuracy. When a meter is measuring DC current or AC current, the meter shall set bit 1, 
CURRent, in the QUEStionable status structure when the meter suspects the current is of 
questionable accuracy. When a meter is measuring ohms, the meter shall set either bit 0, 
VOLTage, or bit 1, CURRent when the meter suspects either is of questionable accuracy. 


3.1.3.2 OPERation Status 
While the meter is performing one of the operations listed in the OPERation status structure, 
that bit shall be set in the condition register. Every meter shall report at least RANGing, bit 
2, MEASuring, bit 4, and Waiting for TRIG, bit 5. 
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Additional functionality 


Extended Trigger 
The <af_keyword> for extended trigger is ETRIGGER. 


Meters with extended trigger functionality provide two layer triggering where a separate 
event must occur before the TRIGger layer is entered. The commands under ARM are used 
to provide this functionality rather than another SEQuence. 


ETRIGGER Measurement Instructions 
ETRIGGER adds no Measurement Instructions. 


ETRIGGER Device-oriented Functions 
TRIGger Subsystem 


KEYWORD PARAMETER FORM SCPI Reference 
ARM Vol 2-24.6 
[:SEQuence] Vol 2-24.6.1 
[:LA Yer] Vol 2-24.6.1.2 
:SOURce {BUS | IMMediate | ... } Vol 2-24.6.1.2.14 


ETRIGGER Status Reporting 
Bit 6 (Waiting for ARM) in the OPERation Status Register is used to indicate the status of 
the trigger model. 


Multiple Terminals 
The <af_keyword> for multiple terminals is TERMINALS. 


A meter generally has only a single input, though some meters may be able switch the input 
between front and rear terminals. These meters have the TERMINALS additional 
functionality. 


TERMINALS Measurement Instructions 
TERMINALS adds no Measurement Instructions. 


TERMINALS Device-oriented Functions 


ROUTe Subsystem 

A meter which can select between front and rear terminals shall implement 

KEYWORD PARAMETER FORM SCPI Reference 

ROUTe Vol 2-17 
:TERMinals FRONt | REAR Vol 2-17.7 


TERMINALS Status Reporting 
TERMINALS adds no Status Reporting requirements. 


Offset Compensation 
The <af_keyword> for offset compensation is OCOMPENSATED. 
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An ohmmeter or 4-wire ohmmeter may be unable to measure resistance when residual 
voltages are present. An ohmmeter or 4-wire ohmmeter which can compensate for residual 
voltages when measuring resistance has the OCOMPENSATED additional functionality. 


3.2.3.1 OCOMPENSATED Measurement Instructions 
OCOMPENSATED adds no measurement instructions. 


MEASure:RESistance? and CONFigure:RESistance shall set 
SENse:RESistance:0COMpensated to OFF. MEASure:FRESistance? and 
CONFigure:FRESistance shall set SENse: FRESistance:0COMpensated to OFF. 


3.2.3.2 OCOMPENSATED Device-oriented Functions 
3.2.3.2.1 SENSe Subsystem 


An ohmmeter or 4-wire ohmmeter which can compensate for residual voltages shall 





implement: 
KEYWORD PARAMETER FORM SCPI Reference 
SENSe Vol 2-18 
:RESistance Vol 2-18.18 
| :FRESistance 
:OCOMpensated <Boolean> Vol 2-18.18.3 


3.2.3.3 OCOMPENSATED Status Reporting 
OCOMPENSATED adds no Status Reporting requirements. 
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Various Meter Classes 


This section provides additional information and rules of behavior for specific meter classes. 


DC Voltmeter 
DC voltmeters measure the average voltage level of the signal across their inputs. 


Range 

DC voltmeters shall measure negative as well as positive voltages symmetrically about zero. 
SENSe:RANGe[:UPPer] determines how far from zero measurements can be made. The 
MINimum and MAXimum values for SENSe:RANGe[:UPPer] shall be positive. Since the 
range is symmetric about zero, SENSe:RANGe:LOWer is not needed, but if implemented its 
value shall be coupled to UPPer by the equation: 


LOWer = —-UPPer. 


SENSe Commands 
SENSe: VOLTage[:DC] commands are found in Command Reference, 18.20. 


AC RMS Voltmeter 


AC RMS voltmeters measure the root mean square of the voltage level across their inputs. 


Range 
Since the RMS of any signal is non-negative, the MINimum and MAXimum values for 
SENSe:RANGe[:UPPer] shall be positive. SENSe:RANGe:LOWer is not needed. 


SENSe Commands 
SENSe: VOLTage:AC commands are found in Command Reference 1994, 18.21. 


Ohmmeter 
Ohmmeters measure the resistance across their input terminals. 


Typically, a DC current is sourced and the DC voltage is measured. Resistance is calculated 
by dividing the current into the voltage. 


SENSe Commands 
SENSe:RESistance commands are found in Command Reference 1994, 18.16. 


4-wire Ohmmeter 
4-wire ohmmeters measure the resistance across two of their input terminals with the 
assistance of two additional wires. 


Typically, a DC current is sourced through one set of wires and the DC voltage is measured 
across the other set. As with a 2-wire ohms measurement, resistance is calculated by dividing 
the current into the voltage. 


SENSe Commands 
SENSe:FRESistance commands are found in Command Reference 1994, 18.16. 


DC Ammeter 
DC ammeters measure the average value of the current through their inputs. 
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Range 
DC ammeters shall follow the same constraints on RANGe as DC voltmeters. 


SENSe Commands 
SENSe:CURRent[:DC] commands are found in Command Reference 1994, 18.6. 


AC RMS Ammeter 
AC RMS ammeters measure the root mean square of the current through their inputs. 


Range 
AC RMS ammeters shall follow the same constraints on RANGe as AC voltmeters. 


SENSe Commands 
SENSe:CURRent:AC commands are found in Command Reference 1994, 18.6. 
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Programming Examples 


This section discusses how a user might program a meter for certain applications. The 
examples assume the meter is a DC voltmeter, but a meter of any type could have been used. 


Simple Measurement 

In an application where the user wants to make a simple measurement with no special 
consideration for signal conditioning or timing, the MEASure query is an excellent choice. 
An example might be checking if a power supply voltage is at a proper level. The instrument 
might receive the following query to make a voltage measurement: 


MEASure:VOLTage:DC? 





The instrument autoranges to the best range and makes the measurement with a reasonable 
resolution. A single value is returned as soon as possible. The instrument does not wait for 
any other triggers. 


Another user might send: 


MEASure:VOLTage:DC? 5, .05 





A voltmeter that has 1, 10, and 100 volt ranges would be in the 10 volt range. Another 
voltmeter with 3, 30, and 300 volt ranges would use the 30 volt range. Resolution would 
probably get set to 10 mv corresponding to 3 1/2 digits. Again the measurement is made as 
soon as possible. 


This same measurement could be made using low level commands. 


*RST 
SENSe:FUNCtion “VOLTage:DC”;VOLTage:RANGe 5V;RESolution .05V 
INITiate;FETCh? 


Note that *RST sets all TRIGger subsystem SOURce to IMMediate and COUNt to 1. 











Time Critical Measurement 

To use an external triggering signal, the user cannot use MEASure query because MEASure 
query sets TRIGger:SOURce to IMMediate. Instead, CONFigure and READ? with TRIGger 
commands between them is the proper choice. The sequence: 


CONFigure:VOLTage:DC 5V,.05V 
TRIGger:SOURce EXTernal 
READ ? 








sets up the SENSe functions easily. The single TRIGger command modifies the triggering 
subsystem just enough to do the job. The READ query initiates a measurement which waits 
for the external trigger before returning the result. 


Multiple Measurements 

The overhead of sending commands may prevent taking measurements made close together 
in time using a separate MEASure query or READ? for each measurement. The instrument 
could, however, buffer the readings. The sequence: 
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CONFigure:VOLTage:DC 5V,.05V 
TRIGger:SOURce EXTernal;COUNt 10 
READ ? 








returns ten separate measurements taken when ten external triggers occur. A defensive 
programmer would then send SYSTem:ERRor? and check for error -210, “Trigger error’ or 
-211, “Trigger ignored” to see if there were any problems with the triggering. 
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Digitizers 
A digitizer is an instrument designed primarily to measure time-swept voltage waveforms. 
Because a digitizer is primarily a sensing device, the SENSe root node is optional. 


All SCPI compliant products implement the commands listed in Syntax & Style, 4.2. 


Figure 4-1 shows an instrument model for a digitizer. It is derived from Command 

Reference, chapter 2. It is essentially the same as Figure 2-1 in Command Reference with 

various parts gray or dashed. The bold boxes and lines, solid and dashed, are described in 

this chapter. The ROUTe block are shown with dashed lines because many digitizers use ra 
their default settings. 


The gray boxes are not described here. While a digitizer may have MEMory, its functionaily 
is optional and thus not described. 





| Signal Measurement I data 
eee TRiGger 
. : 


Figure 4-1 Simplified Model of a Digitizer 


Figure 4-2 shows how the “Measurement Function” block in Figure 4-1 is expanded in a 
digitizer. It is the same as Figure 2-4 in Command Reference with some dashed and gray 
boxes. The CALCulate block is dashed because after *RST this block has no effect on the 
data. This chapter does not describe any CALCulate functions. The MEMory block is gray 
because while a digitizer may contain this function, this chapter does not address it. 


Digitizers 4-1 


4.1 


4.1.2.1 


1999 SCPI Instrument Classes 


Measurement Function 





TRIGger 


Figure 4-2 Expanded Measurement Function Model 


Base Functionality 
This section describes the functionality all digitizers implement. 


The <bf_keyword> for a digitizer is DIGITIZER. 


Digitizer inputs are typically called channels. These are generally numbered 1, 2, 3, ... or 
lettered A, B, C, .... Several SCPI commands in this section use numeric suffixes on header 
keywords or parameters. The intention is that these suffixes unify operations that apply to 
the associated channel. 


Two-channel capability is shown in the examples to illustrate this concept. A single channel 
digitizer may be implemented by omitting the command and or parameter options with the 
numeric suffix 2. More than two channels may be implemented by extending the numeric 
suffix. 


Base Measurement Instruction 
The base functionality for a digitizer requires no measurement instructions (MEASure, 
CONFigure, READ, FETCh). 


Base Device-oriented Functions 
The base functionality for digitizers shall contain the commands described in this section. 


Input functions 


KEYWORD PARAMETER FORM SCPI Reference 
INPut[1]IINPut2 Vol 2-11 
:COUPIling AC |1DC|GND Vol 2-11.3 


This command controls the coupling characteristics of the input to the amplifier. 


At *RST, the coupling for digitizers shall be DC. 
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SENSe amplitude functions 


KEYWORD 
[SENSe] 


PARAMETER FORM 


:VOLTage[1]|: VOLTage2 


[:DC] 
:RANGe 
:LOWer 
:OFFSet 
:PTPeak 
[:UPPer] 


<numeric_value> 
<numeric_value> 
<numeric_value> 
<numeric_value> 


SCPI Reference 
Vol 2-18 

Vol 2-18.24 

Vol 2-18.24.1 
Vol 2-18.24.1.5 
Vol 2-18.24.1.5.2 
Vol 2-18.24.1.5.4 
Vol 2-18.24.1.5.5 
Vol 2-18.24.1.5.1 


VOLTagel is associated with INPutl, VOLTage?2 is associated with INPut2, and so on. 


The PTPeak command sets the amplifier gain of the specified channel. 


The OFFSet command sets the voltage offset of the amplifier, the midpoint of the PTPeak 


range. Measurement results remain constant when offset is added. 


UPPer and LOWer, also expressed in volts, are coupled to OFFSet and PTPeak as described 


in the introduction to Command Reference, chapter 18. 


SENSE timebase functions 


KEYWORD 
[SENSe] 
:SWEep 
:POINts 
‘TIME 
:TINTerval 


POINts controls the record length of the acquisition. 
TIME is the full time span of the acquisition. 
TINTerval controls the time interval between points. 


NOTE that if the number of sweep points and and the time interval are changed then the 


PARAMETER FORM 


<numeric_value> 
<numeric_value> 
<numeric_value> 


sweep time will change as well. 


At *RST, a digitizer shall set its SWEep parameters to a known, device-specified value. 


SENSe One-of-N Function Control 


Digitizers shall implement the following commands that allow the selection of the active 


channel using [SENSe:]FUNCtion. 


SCPI Reference 
Vol 2-18 

Vol 2-18.23 

Vol 2-18.23.8 
Vol 2-18.23.12 
Vol 2-18.23.13 
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KEYWORD PARAMETER FORM SCPI Reference 
[SENSe] Vol 2-18 
:DATA? [<data_handle>] Vol 2-18.13.1 
:FUNCtion 
:CONCurrent <Boolean> Vol 2-18.13.2.1 
:OFF <sensor_function> Vol 2-18.13.2.2 
[:ON] <sensor_function> Vol 2-18.13.2.3 
:STATe? <sensor_function> Vol 2-18.13.2.4 


Where <sensor_function> and <data_handle> for channel | shall be specified as 
“XTIMe:VOLTage[:DC] 1" and so on. 


[SENSe]:DATA? shall return data for the channel specified in the query parameter or shall 
return data for the active channel(s). 


Formatting 
KEYWORD PARAMETER FORM SCPI Reference 
:FORMat 

[:DATA] <type> [, <numeric_value>] Vol 2- 


The parameter ASCii and the <numeric_value> zero shall be supported. 
At *RST, the :FORMat type shall be ASCii,0. 


Trigger functions 


KEYWORD PARAMETER FORM SCPI Reference 
INITitiate 
[:IMMediate] Vol 2-24.7.2 
[:ALL] Vol 2-24.7.2.1 
ABORt Vol 2-24.5 
TRIGger Vol 2-24.8 
[:SEQuence[1]] 
:COUPling AC!|1DC Vol 2-24.8.1.3 
:LEVel <numeric_value> Vol 2-24.8.1.12 
:SLOPe POSitive | NEGative | EITher Vol 2-24.8.1.16 
:SOURce INTernal[1] |... Vol 2-24.8.1.17 


Triggering sourced from channel | shall be specified as INTernal1 and so on. 


At *RST, SOURce shall be set to INTernall, COUPling shall be set to DC, SLOPe shall be 
set to POSitive, and LEVel shall be set to a known, device-specified value. 


Base Status Reporting 

All SCPI digitizers shall implement the status reporting structure described in Syntax & 
Style, Status Reporting. Command Reference, STATus Subsystem defines the commands 
which shall be used to control the status reporting structure. 


4-4 Digitizers 


1999 SCPI Instrument Classes 


4.1.3.1. QUEStionable 


The base functionality of a digitizer adds no requirements for this register. 


4.1.3.2 OPERation 
At a minimum, the digitizer shall report Waiting for TRIG, bit 5. 


4.2 Programming Example 
The following set of commands sets up the digitizer to acquire a waveform on channel | for 
AC coupling, 10 peak to peak signal with a sample recorded every microsecond. The trigger 
source is channel | and is DC coupled, looking for a positive slope transition of 100 
millivolts. After setting up the digitizer the trigger system is initiated and the resultant | 4 
captured waveform is returned to the controller in ASCII format. 


Longform version: 


RST 


Z 
as) 
Gc 
ct 


:COUPling AC 
ENSe:VOLTage:DC:RANGE:PTPeak 10 V 
ENSe:SWEep:TINTerval 1E-6 S 
ENSe:FUNCtion:CONCurrent OFF 
ENSe:FUNCtion:ON “XTIMe:VOLTage:DC 1" 
RIGger:SEQuencel:LEVel 0.1V 

NITiate: IMMediate:ALL 

ENSe:DATA? 

















2 Th a OO 102: Teh 


Shortform version: 


* 
INP:COUP AC 

VOLT:RANG:PTP 10 
SWE: TINT 1E-6 S 
F 
T 
I 











UNC:CONC 0;ON “XTIM:VOLT 1" 
RIG: LEV 0.1 
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5.1 


Emissions Benches 


An emissions bench is a complex measuring device. It measures the constituent 
concentration in a sample of gas introduced into the bench. It typically consists of several 
instruments, at least one of which is a gas analyzer, but also can include a mini-diluter, a gas 
divider, as well as temperature, pressure, and flow measurement instruments. 


All SCPI compliant products implement the commands listed in Syntax and Style, 4.2. 


Signal Measurement 
Piaget sy pete ke ioaaeenaee TRIGger MEMory 
Signal Signal 


Figure 5-1 Simplified Model for an Emissions Bench 




















As indicated in Figure 5-1 above, emissions benches make use of signal (gas) routing 
commands, the TRIGger subsystem, extensive use of measurement function commands 
(using the :SENSe block), and extensive use of the :MEMory subsystem. In addition, the 
:CALibrate and :SYSTem subsystems are utilized in both standard and emissions 
bench-specific ways. 


Base Functionality 
This section describes the base functionality for emissions benches. 


The <bf_keyword> for an emissions bench is EBENCH. 


Base Measurement Instructions 
The base functionality for an emissions bench contains no commands from the 
:MEASurement subsystem. 


Base Device-Oriented Functions 

The base functionality for an emissions bench include :SENSe, :MEMory, :TRIGger, 
:CALibration, :CONTrol, :SYSTem, :DIAGnostic, :INSTrument, and :ROUTe subsystems. 
It also defines device dependent :STATus bits and instructions for emissions benches. A 
SCPI-compliant emissions bench shall implement all of the commands listed in this section. 
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5.1.2.1. CALibration subsystem 
CALibration commands for emissions benches, detailed in section 5.4 of this volume, are as 


follows: 
KEYWORD PARAMETER FORM SCPI Reference 
:CALibration Vol 4-5.4 
:LINearize Vol 4.5.4.1 
| :ACCept Vol 4-5.4.1.1 
| :ACQuire Vol 4-5.4.2 
| :AUTO ONCE Vol 4-5.4.2.1 
| :CALCulate AUTO | POLYnomial<n> | Vol 4-5.4.2.2 
I ul SRATional<n> 
| :CURVe Vol 4-5.4.2.3 
| | [: TYPE] POLYnomial<n>| Vol 4-5.4.2.3.1 
| | SRATional<n>,<numeric_value>{,<numeric_value>} 
| | :ZFORce <Boolean> Vol 4-5.4.2.3.2 
| :VERify Vol 4-5.4.2.4 
| | :ACQuire Vol 4-5.4.2.4.1 
| | :TOLerance <numeric_value> Vol 4-5.4.2.4.2 
| | :TYPE CCURve | NCURve Vol 4-5.4.2.4.3 


5.1.2.2 CONTrol subsystem 


CONTrol commands for emissions benches are as follows: 


KEYWORD PARAMETER FORM SCPI Reference 
:CONTrol Vol 2-6 
:EBENch Vol 2-6.6 
| :CLEan Vol 2-6.6.1 
| | :DURation <numeric_value> Vol 2-6.6.1.2 
| | [INIT] Vol 2-6.6.1.1 


5.1.2.3 DlAGnostic subsystem 
DIAGnostic commands for emissions benches, detailed in section 5.5 of this volume, are as 


follows: 

KEYWORD PARAMETER FORM SCPI Reference 
:DIA Gnostic Vol 4-5.5 
:HUP Vol 4-5.5.1 

| :ACQuire Vol 4-5.5.1.1 
| :CALCulate Vol 4-5.5.1.2 
‘LEAK Vol 4-5.5.2 

| :ACQuire Vol 4-5.5.2.1 
| :CALCulate Vol 4-5.5.2.2 
:NEFFiciency Vol 4-5.5.3 

| :ACQuire Vol 4-5.5.3.1 
| :CALCulate Vol 4-5.5.3.2 
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INSTrument subsystem 
INSTrument commands for emissions benches are as follows: 


KEYWORD 
:-INSTrument 
:CATalog? 
| :FULL? 
:DEFine 
| :GROup 
| [:NAME] 
:DELete 
| :ALL 
| [:NAME] 
[:SELect] 


5.1.2.5 MEMory subsystem 


PARAMETER FORM 


<identifier>, <identifier_list> 


<identifier>,<numeric_value> 


<identifier> 
<identifier> 


MEMory commands for emissions benches are as follows: 


KEYWORD 

:MEMory 
:TABLe 

| :BNUMber<n> 

| | :POINts? 

| :CCURve 

| | :POINts? 

| :CONCentration 

| | :POINts? 

| :CPOint 

| | :POINts? 

| :DEFine 

| :DFACtory 

| | :POINts? 

| :DLASt 

| | :POINts? 

| :DLINearize 

| | :POINts? 

| :EXPected 

| | :POINts? 

| :LABel 

| | :POINts? 

| :LOG 

| | :POINts? 

| :NCURve 

| | :POINts? 


PARAMETER FORM 


<numeric_value> {,<numeric_value>} 
<numeric_value> {,<numeric_value>} 
<numeric_value> {,<numeric_value>} 
<numeric_value> {,<numeric_value>} 


<structure_string> [,<numeric_value>] 
<numeric_value> {,<numeric_value>} 


numeric_value> {,<numeric_value>} 
<numeric_value> {,<numeric_value>} 
<numeric_value> {,<numeric_value>} 
<string> {,<string>} 

<string> {,<string>} 


<numeric_value> {,<numeric_value>} 


SCPI Reference 
Vol 2-12 
Vol 2-12.1 
Vol 2-12.1.1 
Vol 2-12.3 
Vol 2-12.3.1 
Vol 2-12.3.2 
Vol 2-12.4 
Vol 2-12.4.1 
Vol 2-12.4.2 
Vol 2-12.6 


SCPI Reference 
Vol 2-13 

Vol 2-13.11 

Vol 2-13.11.1 
Vol 2-13.11.1.1 
Vol 2-13.11.2 
Vol 2-13.11.2.1 
Vol 2-13.11.3 
Vol 2-13.11.3.1 
Vol 2-13.11.5 
Vol 2-13.11.5.1 
Vol 2-13.11.11 
Vol 2-13.11.7 
Vol 2-13.11.7.1 
Vol 2-13.11.8 
Vol 2-13.11.8.1 
Vol 2-13.11.9 
Vol 2-13.11.9.1 
Vol 2-13.11.10 
Vol 2-13.11.10.1 
Vol 2-13.11.14 
Vol 2-13.11.14.1 
Vol 2-13.11.16 
Vol 2-13.11.16.1 
Vol 2-13.11.18 
Vol 2-13.11.18.1 
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KEYWORD PARAMETER FORM NOTES 
| :RAW <numeric_value> {,<numeric_value>} Vol 2-13.11.20 
| | :POINts? Vol 2-13.11.20.1 
| :SELect <identifier> Vol 2-13.11.22 
| :TOLerance <numeric_value> {,<numeric_value>} Vol 2-13.11.25 
| | :POINts? Vol 2-13.11.25.1 
| :WEFACtor <numeric_value> {,<numeric_value>} Vol 2-13.11.28 
| | :POINts? Vol 2-13.11.28.1 


5.1.2.6 ROUTe subsystem 


ROUTe commands for emissions benches are as follows: 


KEYWORD PARAMETER FORM SCPI Reference 
:‘ROUTe Vol 2-17 
:SAMPle Vol 2-17.4.3.1 
| :CATalog? Vol 2-17.5.1 
| [:OPEN] BAG] DILute | PRE | POST | MID Vol 2-17.5.2 


| CEFFiciency | NONE | ZERO 
| SPAN | VERify | MANifold<n> 
Note that some emissions benches may not implement all of the above sample paths. 


5.1.2.7. SENSe subsystem 


SENSe commands for emissions benches are as follows: 


KEYWORD PARAMETER FORM SCPI Reference 
:SENSe Vol 2-18 
:AVERage Vol 2-18.2 
| :COUNt <numeric_value> Vol 2-18.2.2 
| :TCONtrol EXPonential | MOVing | Vol 2-18.2.4 
| | NORMal | REPeat 
| :TYPE COMPlex | ENVelope | MAXimum! Vol 2-18.2.5 
| | MINimum | RMS | SCALar 
:CONCentration Vol 2-18.4 
:CSET <numeric_value>,<numeric_value> Vol 2-18.4.1 
{,<numeric_value>,<numeric_value>....} 
:LOWer <numeric_value>{,<numeric_value>} Vol 2-18.4.2 
:LSET POLYnomial<n> | Vol 2-18.4.3 


SRATional<n>,<numeric_value> 
{,<numeric_value>},{POLYnomial<n> 
| SRATional<n>,<numeric_value> 


| 
| 
| 
| 
| 
| 
| 
| {,<numeric_value>}} 
| 
| 
| 
| 
| 
| 


:RANGe Vol 2-18.4.4 

| :AUTO Vol 2-18.4.4.1 

| | :LOWer <numeric_value>{,<numeric_value>} Vol 2-18.4.4.1.1 
| | [~STATe] <Boolean> Vol 2-18.4.4.1.2 
| | :UPPer <numeric_value>{,<numeric_value>} Vol 2-18.4.4.1.3 
| [:FIXed] <numeric_value>{,<numeric_value>} Vol 2-18.4.4.2 
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Vol 2-18.4.5 
Vol 2-18.4.6 
Vol 2-18.6 

Vol 2-18.6.1 
Vol 2-18.6.2 
Vol 2-18.6.10 
Vol 2-18.6.10.1 
Vol 2-18.6.10.2 
Vol 2-18.6.11 
Vol 2-18.6.12 
Vol 2-18.6.12.1 
Vol 2-18.6.12.2 
Vol 2-18.13.1 
Vol 2-18.13.2 


Vol 2-18.13.2.1 


Vol 2-18.22.1 
Vol 2-18.22.2 
Vol 2-18.22.3 


| :TALign <numeric_value> {,<numeric_value>} 
| :UPPer <numeric_value>{,<numeric_value>} 
:CORRection 
| :AUTO 
| :CALCulate 
| :SPOint 
| | :ACQuire 
| | :DTOLerance <numeric_value>{,<numeric_value>} 
| :STATe < Boolean > 
| :ZERO 
| | :ACQuire 
| | :DTOLerance <numeric_value>{,<numeric_value>} 
:DATA? 
:FUNCtion <function_name> {,<function_name>} 
| | where function_name can be: 
| | CONCentration<n>,TIMer:COUNt, 
| | CONCentration<n>:SDEViation, 
| | CONCentration<n>:TALign, 
| | CONCentration<n>:RAW 
| :CONCurrent <Boolean> 
:STABilize Vol 2-18.22 
| :NTOLerance <numeric_value>{,<numeric_value>} 
| [:STATe] <Boolean> 
| :TIME<n> <numeric_value>{,<numeric_value>} 
NOTE: 
:SENSe:CORRection:CALCulate calculates the zero/span adjustment of the form 
y=mx+b 
where X = %FSraw Data Value 
y = %FSapy Data Value 
m = Zero/Span Adjustment Slope Coefficient 
b = Zero/Span Adjustment Intercept Coefficient 
and 
_ So-Zo 
ae Sm — Zn 
Re ZoSm — ZmSo 
Sm aa Zm 
where Zo = Zero Gas Expected 


Zm = Zero Gas Measured 
So = Span Gas Expected 
Sm = Span Gas Measured 
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5.1.2.8 SYSTem subsystem 
SYSTem commands for emissions benches are as follows: 


KEYWORD PARAMETER FORM SCPI Reference 
‘SYSTem Vol 2-21 
:COMMunicate Vol 2-21.4 
| :SOCKet<n> Vol 2-21.4.4 
| | :ADDRess <string> (IPaddresslHost Name) Vol 2-21.4.4.1 
| | :CONNect Vol 2-21.4.4.2 
| | :DISConnect Vol 2-21.4.4.3 
| | :FEED <data_handle>{,<data_handle>} Vol 2-21.4.4.4 
| | | :OCONdition<event_handle> Vol 2-21.4.4.4.1 
| | | :SCONdition <event_handle> Vol 2-21.4.4.4.2 
| | :LISTen Vol 2-21.4.4.5 
| | :PORT <NRf>I<non-decimal numeric> Vol 2-21.4.4.6 
| | :TYPE TCPIUDP Vol 2-21.4.4.7 
:DATE <year>,<month>,<day> Vol 2-21.7 
:ERRor Vol 2-21.8 
| :ALL? Vol 2-21.8.4 
| :CODE Vol 2-21.8.5 
| | :ALL? Vol 2-21.8.5.1 
| | [:NEXT]? Vol 2-21.8.5.2 
| :ENABle Vol 2-21.8.7 
| | :ADD <numeric list> Vol 2-21.8.7.1 
| | :DELete <numeric list> Vol 2-21.8.7.2 
| | [:LIST] Vol 2-21.8.7.3 
| [:NEXT]? Vol 2-21.8.8 
‘LOCK Vol 2-21.14 
| :RELease Vol 2-21.14.2 
| :REQuest? Vol 2-21.14.3 
| :OWNer? Vol 2-21.14.1 
‘TIME Vol 2-21.19 
| :TiMer Vol 2-21.19.1 
| | :COUNt <numeric_value> Vol 2-21.19.1.1 
| | [:STATe] <Boolean> Vol 2-21.19.1.2 
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5.1.2.9 TRIGger subsystem 


TRIGger commands for emissions benches are as follows: 


KEYWORD PARAMETER FORM SCPI Reference 
:TRIGger Vol 2-24.8 
[:SEQuence] Vol 2-24.8.1 
| :ECOunt <numeric_value> Vol 2-24.8.1.7 | 5 
| :LINK <event_handle> Vol 2-24.8.1.13 
| :SOURce TIMer Vol 2-24.8.1.17 
| :TIMer <numeric_value> Vol 2-24.8.1.18 


oe IS) Base Status Reporting 
Volume 1, Syntax and Style, Status Reporting, describes the status reporting structure used 
in all SCPI instruments. Volume 2, Command Reference, STATus Subsystem, defines the 
commands that control the status reporting structure. 
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5.1.3.1. OPERation Status 

:STATus:OPERation commands for benches utilize bit 9 of the OPERation status register 
(see SCPI Volume 1 figure 9-1) for bench-wide status and assume a parallel structure to the 
:STATus:QUEStionable commands referred to in section 5.1.3.2 below. Therefore, bit 10 of 


an instrument summary operations register is used for instrument-specific status. 


KEYWORD PARAMETER FORM SCPI Reference 

:STATus Vol 2-20 
:OPERation Vol 2-20.1 
| :BIT9 Vol 2-20.1.1 
| | :CONDition? Vol 2-20.1.2 
| | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
| | [:EVENt]? Vol 2-20.1.4 
| | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.6 
| | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.7 
| :CONDition? Vol 2-20.1.2 
| :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
| [:EVENt]? Vol 2-20.1.4 
| :INSTrument 
| | :CONDition? Vol 2-20.1.2 
| | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
| | [:EVENt]? Vol 2-20.1.4 
| | :-LSUMmary<n> 
| | | :BIT10 Vol 2-20.1.1 
| | | | :CALibrating 
1 | | | | :CONDition? Vol 2-20.1.2 
| | | | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
1 | | | | [:EVENt]? Vol 2-20.1.4 
1 | | | | :NTRansition<NRf>Il<non-decimal numeric> Vol 2-20.1.6 
| | | | | :PTRansition <NRf>Il<non-decimal numeric> Vol 2-20.1.7 
1 | | | :CONDition? Vol 2-20.1.2 
| | | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
1 | | | [~EVENt]? Vol 2-20.1.4 
| | | | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.6 
| | | | :PTRansition <NRf>Il<non-decimal numeric> Vol 2-20.1.7 
| | | :CONDition? Vol 2-20.1.2 
| | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.1.3 
| | | [:EVENt]? Vol 2-20.1.4 
| | | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.6 
| | | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.7 
| | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.6 
| | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.7 
| :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.6 
| :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.1.7 
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5.1.3.2 QUEStionable Status 
:STATus:QUEStionable commands for benches utilize bit 9 of the QUEStionable status 
register (see SCPI Volume 1| figure 9-1) for bench-wide status and bit 10 of the instrument 


summary status register (see SCPI volume | figure 9-3) for instrument-specific status as 


follows: 

KEYWORD PARAMETER FORM SCPI Reference | 5 

:STATus Vol 2-20 
:QUEStionable Vol 2-20.3 
| :BIT9 Vol 2-20.3.1 
| | :CONDition? Vol 2-20.3.2 
| | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
| | [:EVENt]? Vol 2-20.3.4 
| | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.6 
| | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.7 
| :CONDition? Vol 2-20.3.2 
| :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
| [:EVENt]? Vol 2-20.3.4 
| :INSTrument 
| | :CONDition? Vol 2-20.3.2 
| | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
| | [:EVENt]? Vol 2-20.3.4 
| | :-ISUMmary<n> 
| | | :BIT10 Vol 2-20.3.1 
1 | | | :CALibration 
| | | | | :CONDition? Vol 2-20.3.2 
| | | | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
1 | | | | [:EVENt]? Vol 2-20.3.4 
| | | | | :NTRansition<NRf>Il<non-decimal numeric> Vol 2-20.3.6 
| | | | | :PTRansition <NRf>Il<non-decimal numeric> Vol 2-20.3.7 
1 | | | :CONDition? Vol 2-20.3.2 
| | | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
| | | | [~:EVENt]? Vol 2-20.3.4 
| | | | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.6 
| | | | :PTRansition <NRf>Il<non-decimal numeric> Vol 2-20.3.7 
| | | :CONDition? Vol 2-20.3.2 
| | | :ENABle <NRf>l<non-decimal numeric> Vol 2-20.3.3 
| | | [:EVENt]? Vol 2-20.3.4 
| | | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.6 
| | | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.7 
| | :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.6 
| | :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.7 
| :NTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.6 
| :PTRansition <NRf>l<non-decimal numeric> Vol 2-20.3.7 
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5.2 Additional functionality 
All functionality described for emissions benches is considered base functionality at this 
time. 

aR, Examples 


533.1 Zero/Span/Zero Procedure 
The following illustrates a possible command sequence for performing a zero/span/zero 
procedure: 


SCPI Command Notes 

:INST:DEFine:GROup “BENCH”, "CONC1", "CONC2" 

:INST:SELect “BENCH” 

Select desired analyzers 
Se:FUNCtion:CONCurrent ON 

NSe:FUNCtion “CONC1", ”CONC1:SDEV", "CONC2", "CONC2:SDEV" 























AE 











n 
E 


ENSe:CORRection: ZERO:DTOLerance 5 
Allow 5% tolerance for zero drift 
: SENSe:CORRection:SPOint:DTOLerance 5 





:SENSe:CORRection:STATe OFF 
New Z/S/Z needs uncorrected values; 











: SENSe:CORRection: 


N 


ERO:ACQuire 
request and execute zero procedure 
:STATus:OPERation: INSTrument:I1SUMmary1:BIT10:CALibrating? 




















: STATus:OPERation: INSTrument :ISUMmary2:BIT10:CALibrating? 





:STATus:Q 


Gq 


EStionable:INSTrument: 1SUMmary1:BIT10:CALibrating? 
0 = successful zero; Bit 1 set = failure 
EStionable:INSTrument :ISUMmary2:BIT10:CALibrating? 
0 = successful zero; Bit 1 set = failure 


























:STATus:Q 


Gq 


:SENSe: DATA? 
:MEMory:DATA?ZDRift Retrieve Zero Drifts 
SENSe:CORRection:SPOint:ACQuire 





Applies to selected analyzers; used in :SENS:DATA 


Allow 5% tolerance for set point (span) drift 


drift check would require :SENS:CORR: STATE ON 


Keep polling while bit 1 (zero) is set (CONC1) 


Keep polling while bit 1 (zero) is set (CONC2) 


Retrieve Zero Concentration Readings and SDEVs 


execute SPOint 


(span) procedure 


*WAL 





Alternative to polling; 
wait for SPOint (span) operation to complete 


: STATus:QUEStionable:INSTrument: I1SUMmary1:BIT10:CALibrating? 














0 = successful zero; Bit 2 set = failure 











:STATus:QUEStionable:INSTrument: 1SUMmary2:BIT10:CALibrating? 


ENSe:DATA? 
EMory:DATA?SDRift 





n 


ENSe:CORRection: Zl 
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Retrieve Span Concentration Readings and SDEV’s 
Retrieve Span Drifts 


ENSe:CORRection:CALCulate 


Calculate new m, b corrections (skip this if drift 
ERO:ACQuire 
do re-zero 
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:STATus:OPERation: INSTrument :ISUMmary1:BIT10:CALibrating? 
Keep polling while bit 1 (zeroing) is set 
(CONC1) 
:STATus:OPERation: INSTrument:I1SUMmary2:BIT10:CALibrating? 
Keep polling while bit 1 (zeroing) is set 












































(CONC2) 
:STATus: QUEStionable: INSTrument :ISUMmary1:BIT10:CALibrating? 

OQ = successful zero; Bit 1 set = failure P 5 
:STATus: QUEStionable: INSTrument :ISUMmary2:BIT10:CALibrating? 

O0 = successful zero; Bit 1 set = failure 
: SENSe: DATA? Retrieve Zero Readings and SDEVs 
:MEMory:DATA?ZDRift Retrieve Zero Drifts 
:SENSe:CORRection: ZERO:DTOLerance 2 





Allow 2% tolerance for zero drift 
ENSe:CORRection: STATe[:ON] 

start applying new m, b 

:SENSe:CONC:CSET? Retrieve m,b for this range of this analyzer 


5.3.2 Bag Read Procedure 


The following command sequence illustrates a possible command sequence for bag reads: 


n 








SCPI Command Notes 


:SYSTem: LOCK: REQuest ? 
Assert host control of bench if 1 is returnea 
:INSTrument :DEFine:GROUp “Bag_Analyzers”,"CONC1", “CONC2", 
"CONC3", “CONC4" Sets up the group “Bag_Analyzers to use 
four concentrations 
:INSTrument:SELect “Bag_Analyzers” 
:CONTrol:EBENch:CLEan:DURation 60 
Set a gas line “cleanup” for 60 seconds 
:CONTrol:EBENch:CLEan[:INIT] 
Start CLEan procedure 
: SENSE: FUNCtion:CONCurrent ON 
:SENSe:FUNCtion “CONC1", ”“CONC1:SDEV", "CONC2","CONC2:SDEV", 
“CONC3",”CONC3:SDEV", “CONC4", "CONC4:SDEV" 
:TRIGger:SEQ1:SOURce TIMer 
:TRIGger:SEQ1:TIMer 0.1 

“,1" means .1 seconds 



















































































:SENSe:STABilized:STATE ON 
Use Stabilized mode 
Start “Sniff” 
:SENSe:CONC:RANGe: AUTO ON Auto range to find correct range 





Host command to sampling system that selects bag 

:ROUTe:SAMPle BAG Cold_Transient_Sample 

: INITiate: IMMediate: SEQuencel 

:STATus:OPERation:BIT9? 
Keep polling while bit 5 (sampling) is set 
EStionable:BIT9? 


























ie 


:STATus:Q 
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0 = successful bag sample 
: SENSe: DATA? Retrieve four Sniff concentrations 
:SENSe:CONC:RANGe: AUTO OFF 


Leave in selected range 
ENSe: CONC: RANGe: FIXed? 

Retrieve range numbers (n,n,n,n) 
5 :ROUTe:SAMPle NONE Turn off gas flow 


Perform ZERO/SPAN/ZERO PROCEDURE - See Section 5.3.1 
Host command to sampling system that selects bag 
:ROUTe:SAMPle BAG Cold_Transient_Sample 
: INITiate: IMMediate: SEQuencel 
:STATus:OPERation:BIT9? 
Keep polling while bit 5 (sampling) is set 
:STATus:QUEStionable:BIT9? 





n 
































0 = successful bag sample 
: SENSe: DATA? Retrieve the four Sample Bag concentrations and 
SDEVs 


Host command to sampling system that selects bag 
: INITiate: IMMediate: SEQuencel 
:STATus:OPERation:BIT9? 
Keep polling while bit 5 (sampling) is set 
:STATus: QUEStionable:BIT9? 
O = successful bag sample 
ENSe: DATA? Retrieve the four Ambient Bag concentrations and 
SDEV s 
:ROUTe:SAMPle NONE Turn off gas flow 























n 








Perform Z/S Drift check procedure - similar to section 5.3.1 
:SYSTem: LOCK: RELease 
Release control of bench 


5.3.3 Start of Diesel Test Procedure 
The following command sequence illustrates a possible command sequence for starting a 
diesel test: 








SCPI Command Notes 
Setup Phase 

:SYSTem: LOCK: REQuest ? 
Assert host control of bench 
:INSTrument :DEFine:GROup “All_Bag_Analyzers”,"CONC1", “CONC2", 
"CONC3", CONC4" Sets up the groups to use 
:INSTrument:SELect “All_Bag_Analyzers” 
:CONTrol:EBENch:CLEan:DURation 60 
Do a gas line “cleanup” for 60 seconds 
:CONTrol:EBENch:CLEan[:INIT] 
Do a gas line “cleanup” for 60 seconds 
:SENSe:FUNCtion:CONCurrent ON 
Applies to selected analyzers 
:SENSe:FUNCtion “CONC1", ”CONC1:SDEV", "CONC2","CONC2:SDEV", 
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“CONC3",”CONC3:SDEV", “CONC4", “CONC4:SDEV" 
Applies to selected analyzers 
:SENSe:STABilization:STATE ON 

Applies to selected analyzers 
:SENSe:STABilization:TIME1 60,50,45,55 
Stabilization rise time 
:SENSe:STABilization:TIME2 15,15,15,15 
Stabilization evaluation period 
:SENSe:STABilization:TIME3 5,5,5,5 

Stabilization averaging period 
:SENSe:STABilization:TIME4 120,120,120,120 
Stabilization maximum duration 
:SENSe:STABilization:TOLerance 4,4,4,4 
Stabilization tolerance in % 
:INSTrument : DEFine:GROUp 
“Bag_With_Out_Fid”, "CONC2", "CONC3", "CONC4" 
:INSTrument:SELect “Bag_With_Out_Fid” 
:SENSE:FUNCtion:CONCurrent ON 

Applies to selected analyzers 

: SENSe: FUNCtion"CONC2", "CONC2:SDEV", 

“CONC3", “CONC3:SDEV", "CONC4", "CONC4: SDEV" 

Applies to selected analyzers 
:SENSe:STABilization:STATE ON 

Applies to selected analyzers 
:SENSe:STABilization:TIME1 50,45,55 

Stabilization rise time 
:SENSe:STABilization:TIME2 15,15,15 

Stabilization evaluation period 
:SENSe:STABilization:TIME3 5,5,5 

Stabilization averaging period 
:SENSe:STABilization:TIME4 120,120,120 
Stabilization maximum duration 
:SENSe:STABilization:TOLerance 4,4,4 
Stabilization tolerance in % 
STrument :DEFine:GROUp “Just_Heated Fid”,"CONC1" 
STrument:SELect “Just_Heated Fid” 
ENSe:AVERagel:COUNT 10 

ENSe:AVERagel:TCONtrol MOVing 

Se:AVERagel: TYPE SCALar 

ENSe:AVERagel:STATe ON 
Se:FUNCtion:CONCurrent O 
ENSe:FUNCtion “CONC1 ON AVERagel",”CONC1:SDEV ON AVERagel" 
Se:STABilization:STATe O 
ENSe:STABilization:TIME1 60 

Stabilization rise time 
:SENSe:STABilization:TIME2 15 

Stabilization evaluation period 
ENSe:STABilization:TIME3 5 

Stabilization averaging period 
ENSe:STABilization:TIME4 120 
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ger:s 


ger:SE 


ih 


ger:s 
ger:s 
em: CO. 
em: CO. 
em: CO. 
em: CO. 
em: CO. 


em:CO 


Pretest function 





: INST 





rumen 


E 


Stabilization maximum duration 


ENSe:STABilization:TOLerance 4 


Stabilization tolerance in 


EQ1:SOURce TIMer 


Set up 10 Hz Sampling 


Q1:TIMer 0.1 


Set up integration rate 
Q2:LINK “TRIGger:SEQencel" 








E 





Q2:ECOunt 10 














Seq 2 slaved to Seqi 


Segence 2 once per second 
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:SELect “Jus 








unicate:SOCKetl1: 


rat 


unicate:SOCKetl1: 


ADDRess "123.456.7 
e Data feed 
PORT 701 


he host 


unicate:SOCKetl1: 
A TCP S 
unicate:SOCKet1:F 


ect 


unicate:SOCKet1:F 
Send on 


TYPR TCP 
ocket 














10/sec 





EED:OCON “TRIG:SE 




















ce/sec 





unicate:SOCKetl1: 





CONNect 


_Heated_Fid” 


: SENSe:CONCentration:RANGe:FIXed n 
Alternate form for 1 analyzer 


Perform ZERO/SPAN/ZERO PROCEDURE - See Section 5.3.1 


:SENSe:STABilization:STATe OFF 








:SENSe:FUNCtion “TIMer:COUNt”, “CONC1:TALign”, “TEMP1" 
:SYSTem:COMMunicate:SOCKet1:FEED ”“TIMer:COUNt", “CONC1: 
“TEMP1" For socket feed 
:ROUTe:SAMPle DILute 
Phase 1 
: INITiate:CONTinuous ON 
Start socket feed 
drive phase 1 
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5.4 CALibration Subsystem (Bench Commands) 
KEYWORD PARAMETER FORM NOTES 
:CALibration 
:LINearize 
| :ACCept [event] 
| :ACQuire [event] 
| :AUTO ONCE [event] 
| :CALCulate AUTO | POLYnomial<n> 
| | SRATional<n> [event] 
| :CURve 
| | [: TYPE] POLYnomial<n> 
| | | SRATional<n>, <numeric_value>{,<numeric_value>} 
| | :ZFORce <Boolean> 
| :VERify 
| | :ACQuire [event] 
| | :TOLerance <numeric_value> 
| | :TYPE CCURve | NCURVe 


5.4.1 :LINearize 
CALibration:LINearize 
The LINearize subsystem is used to produce a calibration curve used to linearize a non-linear 
instrument. An instance of this subsystem exists for each range in an instrument. The data 
defined and queried and the events will only be performed on the currently selected range 
and instrument. 


5.4.1.1 :ACCept 
CALibration:LINearize:ACCept 
ACCept causes an already-calculated or supplied set of coefficients to be placed into regular 
use by an instrument. This consists of replacing the “current” values with the “new” values. 
The current values can be obtained by querying :SENSe:CONCentration:RANGe:LSET?. 


5.4.2 :ACQuire 
CALibration:LINearize:AC Quire 
ACQuire causes the automatic collection of linearization data POINts for the currently 
selected range of the currently selected analyzer to begin. Results are placed in a predefined 
table as they are collected. This procedure stores the expected gas concentration, causes gas 
flow for the defined cutPOINts, waits for a stabilized reading of each one, and records the 
measured values. :SENSe:STABilize:STATe must be ON when this command is issued. 
Gases are selected for the duration of the procedure. 

5.4.2.1. :AUTO ONCE 
CALibration:LINearize:AUTO 
This command shall perform linearization based on a vendor defined procedure, including 
:CALibrate:LINearize:ACQuire and possibly other procedures, for example 
:SENSe:CORRection:ZERO and :SPOint. :SENSe:STABilize:STATe must be ON when this 
command is issued. Gases are selected for the duration of the procedure. This command is 
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provided to allow the instrument to perform an automated linearization procedure according 
to the manufacturer’ s recommended practice. 


:CALCulate AUTO|POLYnomial<n>|SRATional<n> 

CALibration:LINearize:CALCulate 

Using the results data stored in a predefined linearization table, calculate a linearization 
curve. The results are placed in that table. A curve fit of type AUTO allows the device to 
calculate the curve fit according to the manufacturer’s recommended practice. A 
POLYnomial<n> parameter shall limit the calculation to the specified polynomial curve 
type. A SRATional<n> parameter shall limit the linearization to the specified simple rational 
curve fit. The <n> designates the order of the curve. A curve fit can automatically be forced 
through the origin, if :CALibration:LINearize: CUR Ve:ZFORce has been turned on. The 
results can be stored in the instrument at a later time (see ACCept). An example of the 
predefined table follows: 






























































LSI01R01 
CPOint (%FS) EXPected RAW CCURve NCURve 
6.7 10000 464646 10015 10001 
20.0 30000 484848 30109 30000 
33.3 50000 515151 49905 49999 
46.7 70000 525252 71004 70001 
60 90000 555555 89950 90005 
73.3 110000 565656 111070 110100 
86.7 130000 575859 129051 129999 
100 150000 590101 150031 149000 
:CURVe 


CALibration:LINearize:CURVe 

This node controls analyzer curve fitting. 

[: TYPE] POLYnomial<n> | SRATional<n>, <numeric_value>{,<numeric_value>} 
CALibration:LINearize:CURVe[:TYPE] 

[: TYPE] sets or retrieves the information used to determine a calibration curve. 


The first parameter is the curve type, which consists of either POL Ynomial for a polynomial 
curve fit or SRATional for a simple rational polynomial curve fit, followed by a positive 
integer <n>, which is the curve order. 


The additional parameters are the curve coefficients. These are listed starting with the Oth 
order term. Note that the number of coefficients depends on the order of the curve - there are 
exactly n+1 coefficients for a curve of order n. For example: 





:CALibration: LINearize:CURVe: TYPE 
POLY3,-0.117,-7.43,1.02,-0.034 
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defines a calibration curve of type 3rd order polynomial and the four coefficients used. 
As a query, TYPE returns latest new pending curve fit type and calculated curve coefficients. 


If, as in the above example, 
fx) =— 0.117 — 7.43*x + 1.02%x" —0.034%x° 


results from the curve fit, the returned curve values shall be: | 5 
POLY3,-0.117,-7.43,1.02,-0.034 


A third order simple rational polynomial 


Xx 
fx) = ; ; 
0.81 — 2.0%*x + 1.17*x* + 0.02*x 





shall be represented by the parameters 
SRAT3,0.81,-2.0,1.17,0.02 


5.4.2.3.2 :ZFORce <Boolean> 
CALibration:LINearize:CURVe:ZFORce 
The setting of ZFORce (Zero FORce) determines whether or not a newly calculated curve 
will be fit such that the scalar polynomial term is 0. This affects the 
:CALibration:LINearize:CALCulate command. 


At *RST, ZFORce is not changed. 


5.4.2.4  :VERify 
CALibration:LINearize:VERify 
VERify causes the instrument to check the validity of a set of linearization coefficients by 
checking the difference from the concentration measured with the curve to the expected 
concentration of the verification gas. 


This command is an event, and therefore has no *RST value associated with it. 


5.4.2.4.1 :ACQuire 
CALibration:LINearize:VERify:ACQuire 
ACQuire causes the flow and stabilization of a verification gas to occur. First, verification 
gas flow is enabled, next a stabilized reading is taken, and finally the verification gas flow is 
disabled. The concentration determined from this procedure is compared against a known 
concentration stored in a designated table. If the difference between the expected 
concentration of the verification gas and the concentration measured using the curve 
coefficients is greater than the tolerance value set by :CALibration:LINearize: VERify:TOL, 
then the appropriate questionable status bit is set. 


This command is an event, and therefore has no *RST value associated with it. 


5.4.2.4.2 :TOLerance <numeric_value> 
CALibration:LINearize:VERify:TOLerance 


TOLerance sets the allowable tolerance between the expected concentration of the 
verification gas and the concentration measured using the curve coefficients in % of full 
scale of the active range of the selected analyzer. 
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At *RST, TOLerance is not changed. 


5.4.2.4.3 :TYPE 


50 


boil 


opie ral 
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CALibration:LINearize:VERify: TYPE 
TYPE selects the linearization coefficients to be verified. Possible types are: 


™ CCURve - The curve coefficients currently in effect 


™ NCURve - A newly calculated or downloaded set of coefficients that are not yet 
in use. 


At *RST, TYPE is set to CCURVe. 


DIAGnostic Subsystem (Bench Commands) 


KEYWORD PARAMETER FORM NOTES 
:DIAGnostic 
:HUP 
| :ACQuire [no query] 
| :CALCulate [no query] 
‘LEAK 
| :ACQuire [no query] 
| :CALCulate [no query] 
:NEFFiciency 
| :ACQuire [no query] 
| :CALCulate [no query] 
:HUP 


DlAGnostic: HUP 
Commands to perform a diesel HC HangUP check. 


:ACQuire 

DlAGnostic:HUP:ACQuire 

This procedure performs the procedure found the 1996 Code of Federal Regulations, 
86.1340-90 Exhaust Sample Analysis, Paragraph (e) (3); it first takes a zero direct reading;, 
then a zero overflow reading. This command has no query form. 


This command is an event, and therefore has no *RST value associated with it. 


:CALCulate 

DlAGnostic: HUP:CALCulate 

Compare the direct zero value with the overflow zero value. These values and their 
difference are stored in memory table HUPResults. The difference is compared with the 
value in memory table HUPTolerance. Error bit 4 of 
:STATus:QUEStionable:INSTrument:ISUMmary5:BIT10 is set if the value of the difference 
is outside of the tolerance values stored in HUPTolerance. These tolerance values are upper 
and lower tolerance in ppm. 


This command is an event, and therefore has no *RST value associated with it. 
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552 :LEAK 
DIAGnostic:_LEAK 


Commands to help perform a bench leak check. 
5.5.2.1. :ACQuire 
DlAGnostic:LEAK:ACQuire 


Initiate a bench leak check. This causes the bench perform a device-dependent leak check | 5 
procedure. This command has no query form. 


This command is an event, and therefore has no *RST value associated with it. 
5.5.2.2 :CALCulate 
DIAGnostic:_LEAK:CALCulate 


This command performs a device-dependent leak check calculation to indicate success or 
failure of the leak check. 


Error bit 4 of :STATus:QUEStionable:INSTrument:ISUMmary5:BIT 10 is set if any of the 
calculated values are outside of these tolerance values. The lower and upper tolerance values 
are stored in table LTOLerance; the value which is compared against these tolerances is 
stored in table LRESults. This command has no query form. 


This command is an event, and therefore has no *RST value associated with it. 
5.5.3 :NEFFiciency 

DIAGnostic:NEFFiciency 

Commands to initiate the NOx efficiency diagnostic procedure and its calculations. 
5.5.3.1 :ACQuire 

DIAGnostic:NEFFiciency:ACQuire 


Initiate the NOx efficiency procedure. This is a six-step test and is performed according to 
the EPA’s 1996 code of Federal Regulations, section 86.123-78. 


This command is an event, and therefore has no *RST value associated with it. 
5.5.3.2 :CALCulate 
:DIAGnostic:NEFFiciency:CALCulate 


Calculate the NOx efficiency results, per the EPA’s 1996 code of Federal Regulations, 
section 86. 123-78. This command has no query form. The results of the calculations are 
placed in the memory table NEResults. Error bit 4 of 
:STATus:QUEStionable:INSTrument:[SUMmary5:BIT10 is set if any of the calculated 
values are outside of the tolerance values resident in the memory table NETolerance. 


This command is an event, and therefore has no *RST value associated with it. 
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6 Emission Test Cell 


An Emission Test Cell consists of one or more computers and a set of instruments that are 
used to perform emissions testing. The instruments which are included in an ETCELL may 
include Emission Benches, Dynamometers, Sampling Systems, and other emissions 
measurement or other devices. In order to standardize the interfaces within the cell it is 
desirable that all instrument implement a core set of commands. These commands are 


described in this chapter. 6 


All SCPI compliant Emission Test Cells shall implement the commands listed in Syntax & 
Style sections 4.2. 


6.1 Base Functionality 
This section describes the base functionality for an Emission Test Cell. 


The <bf_keyword> for an Emissions Test Cell is ETCELL. 


6.1.1 Base Measurement Instructions 
The base functionality for an ETCELL contains no commands from the MEASure subsystem. 


6.1.2 Base Device-oriented Functions 
ETCELL compliant instruments shall include SYSTem commands, which set up and cause 
communication between instruments and the site computer and the set up and transfer of 
data from instruments. 


6.1.2.1 SYSTem subsystem 
The SYSTem subsystem of an Emission Test Cell shall include the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
SYSTem V2-21 
:CAPability? V2-21.3 
:COMMunicate V2-21.4 
| :SOCKet<n> V2-21.4.4 
| | :ADDRess <string>(Ipaddress | Host Name) V2-21.4.4.1 
| | :CONNect V2-21.4.4.2 
| | :DISConnect V2-21.4.4.3 
| | :FEED <data_handle>{,<data_handle>} V2-21.4.4.4 
| | | :OCONdition<event_handle> V2-21.4.4.4.1 
| | | :SCONdition <event_handle> V2-21.4.4.4.2 
| | :LISTen V2-21.4.4.5 
| | :PORT <NRf>I<non-decimal numeric> V2-21.4.4.6 
| | :TYPE TCP | UDP V2-21.4.4.7 
:DATE <year>,<month>,<day> V2-21.7 
:ERRor V2-21.8 
| :ALL? V2-21.8.4 
| :CODE? V2-21.8.5 
| | :ALL? V2-21.8.5.1 
| | :[NEXT]? V2-21.8.5.2 
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KEYWORD PARAMETER FORM SCPI Reference 
| :ENABle V2-21.8.7 
| | :ADD <numeric_list> V2-21.8.7.1 
| | :DELete <numeric_list> V2-21.8.7.2 
| | [:LIST] <numeric_list> V2-21.8.7.3 
| [:NEXT]? V2-21.8.8 
‘LOCK V2-21.14 
| :OWNer? V2-21.14.1 
| :RELease V2-21.14.2 
| :REQuest? V2-21.14.3 
‘TIME V2-21.19 
| :TIMer V2-21.19.1 
| | :COUNt <numeric_value> V2-21.19.1.1 
| | [:STATe] <Boolean> V2-21.19.1.2 
:VERSion? V2-21.21 


6.1.2.2 TRIiGger subsystem 
TRIGger commands for ETCELLs are as follows: 


KEYWORD PARAMETER FORM 
:TRIGger V2-24.8 
[:SEQuence] V2-24.8.1 
| :ECOunt <numeric_value> V2-24.8.1.7 
| :LINK <event_handle> V2-24.8.1.13 
| :SOURce TIMer V2-24.8.1.17 
| :TIMer <numeric_value> V2-24.8.1.18 
6.2 Additional Functionality 
Not applicable. 
6.3 Programming Examples 


This section discusses how a user might use commands in an Emission Test Cell 


6.3.1 Instrument Capability and Version Example 


:SYSTem:CAPability? A chassis dynamometer for an emissions test cell returns: 
(ETCELL & CDYNO)<NL> 
:SYSTem:VERSion? A chassis dynamometer might return: 
1999.0<NL> 
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6.3.2 Command Channel Example 
Assume the Site computer wants to configure an Emission Test Cell instrument to perform a 
reading and return the data. The following commands might be issued to the instrument to 
perform this reading. 


Commands 








SENSE: FUNCtion:CONCurrent ON Configure to sense data from 
more than one analyzer. 








SENSe:FUNCtion “CONC1:TAL”, "CONC2: TAL", “CONC3:TAL”, "CONC4:TAL" 
Select the required data. 
SENSe:CONCentration:RANGe:AUTO ON 

Set instrument to automatic range mode. 
INITiate Start the measurement 

SENSe:DATA? Return data values for CONC1:TAL etc 











By default, the result is returned in ASCII. The FORMat subsystem can be used to configure 
the instrument to send the data in various binary formats. 


6.3.3 Two Channel Example 
This example illustrates how to configure the instrument to send continuously acquired data 
on a separate channel from the SCPI command channel. This allows results to be 
continuously streamed back from the instrument to the controller. 


Assume the controller wants the instrument to take data every 0.1 second, average the data 
over one second, buffer it then feed it out a second channel every 5 seconds. 


Setup Sense functions to get modal data averaged over a second 
SENSe:FUNCtion:CONCurrent ON 
SENSe:FUNCtion “CONC1 ON AVERage”,"CONC2 ON AVERage", 
“CONC3 ON AVERage”,"CONC4 ON AVERage" 

tup averaging parameter for the modal data 
NSe:AVERage:COUNt 10 

Se:AVERage:TCONtrol REPeat 

NSe:AVERage: TYPE SCALAR 
rn the Averaging ON inside of the Sense block 
ENSe:AVERage:STATe ON 

rigger Sequence will setup rates to sense the modal data 
RIGger:SEQuencel:SOURce TIMer 

RIGger:SEQuencel:TIMer 0.1 set sampling rate of 0.1sec 
RIGger:SEQuence2:LINK “TRIGger:SEQuencel" 
RIGger:SEQuence2:ECOunt 10 set integration rate 

10 times 0.1=l1sec 
RIGger:SEQuence3:LINK "TRIGger:SEQuencel" 
RIGger:SEQuence3:ECOunt 50 set transmission rate 

50 times 0.1=5sec 

Setup and connect on the communication socket 
SYyStem:COMMunicate:SOCKet:ADDRess “123.45.67.89" 
SYStem:COMMunicate:SOCKet:PORT 701 
SYStem:COMMunicate:SOCKet:TYPE TCP 
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SYStem: COMMunicate:SOCKet :CONNect 
Setup the Socket feed to data channel 
SYStem:COMMunicate:SOCKet:FEED "”SYSTem: TIME: 
ON AVERage"......... 
SYStem:COMMunicate:SOCKet:OCONdition “TRIGger:SEQuence2" 
collects data into the socket every 1 sec 
SYStem: COMMunicate:SOCKet:SCONdition "TRIGger:SEQuence3" 
sends data out the socket every 5 sec 























WW 


EST", "CONC1: TAL 





























Note: you can feed the data from two logical instruments into the same socket. Here for 
example, RT analyzer data and RE analyzer data can both be sent on SOCKet. 


Initiate all sequences for continuous sampling 
:INITiate:CONtinuous ON 
The data is sent every 5 seconds on the data channel. 


6.3.4 Returning Data using a Table Example 
Assuming that the table MYTABLE has already been defined with items FORCe, 








SPEed,and TIME: 
MEMory:TABLe:SELect MYTABLE Select the table containing 
the data. 
MEMory:DATA? SPEed Retrieve the speed data from the table. 











6.3.5 Time Example 
Standard SCPI time commands shall be used to synchronize each of the instrument clocks to 
the Site computer clock. This synchronization should be done during a period in the test 
when the instruments are in a quiescent state. 


SYSTem: TIME 07,45,00.010 





This command is used to control internal timer/counters in Emission Test Cell instruments. 
The Timer is used to timestamp data returned by Emission Test Cell instruments and to track 
time during an emission test. Set or reset the instrument timer to 0 at the beginning of a test. 





SYSTem: TIME: TIMer:COUNt 0 

Start the instrument timer. 

SYSTem: TIME: TIMer:STATe ON 

Query the value of the instrument timer. 
SYSTem: TIME: TIMer:COUNt ? 
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Power Supplies 


A power supply is a basic sourcing instrument. It typically supplies a constant voltage or 
current at significant power levels to energize an electrical circuit. Because a power supply is 
primarily a source, the SOURce root node is optional. 


All SCPI compliant products implement the commands listed in Syntax & Style section 4.2. 


Figure 7-1 shows an instrument model for a power supply. It is derived from Command 
Reference, Chapter 2. It is essentially the same as Figure 2-1 in Command Reference with 
various parts shaded or dashed. The shaded boxes are not described here. While a power 
supply may have a MEMory subsystem, its operation is not described. The TRIGger block is 
dashed because not all power supplies have that functionality. While a power supply 
contains FORMat and Signal Routing functionality, their behaviors generally follow the 


*RST setting. These blocks are not described so they are dashed. 
E 
Seewteae race aa 
| TRIGger I 






| Signal | data 
; Routing Generation FORMat “bus 





LL. —_ — — 


Figure 7-1 Simplified Model for a Power Supply 


Figure 7-2 shows how the “Signal Generation” block in Figure 7-1 is expanded in a power 
supply. It is the same as Figure 2-5 in Command Reference with some shaded and dashed 
boxes. The MEMory block is shaded because while a power supply may contain this 
function, this chapter does not address it. The CALCulate block is dashed and its behavior 
not described. It behaves according to the *RST value. 
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OUTPut SOURce 


Signal Generation 





1 TRIGger 


LL ee 


Figure 7-2 Expanded Signal Generation Model 


Base Functionality 


This section describes the base functionality for power supplies. 
The <bf_keyword> for a DC power supply is DCPSUPPLY. 


Base Measurement Instructions 
The base functionality for a power supply contains no measurement instructions. 


Base Device-oriented Functions 


Outputs 
A power supply shall have at least one output which can be turned on and off. This OUTPut 
subsystem command shall be implemented. 


KEYWORD PARAMETER FORM SCPI Reference 
OUTPut Vol 2-15 
[:STATe] <Boolean> Vol 2-15.12 


As stated in Command Reference, *RST sets the output state to off. 


SOURce subsystem 
A power supply shall provide control of voltage and current by implementing these 
commands. 
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KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:CURRent Vol 2-19.5 
[:LEVel] Vol 2-19.5.4 
[:IMMediate] Vol 2-19.5.4.1 
[:AMPLitude] <numeric_value> Vol 2-19.5.4.1.1 
:VOLTage Vol 2-19.23 
[:LEVel] Vol 2-19.23.4 
[:IMMediate] Vol 2-19.23.4.1 
[:AMPLitude] <numeric_value> Vol 2-19.23.4.1.1 


A power supply can operate in one of two modes: voltage source or current source. The 

mode of operation depends on the load connected to it. When a power supply is operating as 

a voltage source, the :VOLTage command sets the output voltage and the :CURRent 
command sets the current limit. When a power supply is operating as a current source, the 

:VOLTage command sets the voltage limit and the :CURRent command sets the output 

current. 


If the ;CURRent and :VOLTage commmands are implemented as overlapped commands, the 
associated Pending-Operation flags shall be reported in the No-Operation-Pending flag. The 
operation started by the :CURRent command completes when the output current has reached 
the programmed current value or when the voltage limit has been reached. Likewise, the 
operation started by the :VOLTage command completes when the output voltage has 
reached the programmed voltage value or the current limit has been reached. 


At *RST a power supply is required to set the voltage and current to “safe” conditions. This 
is generally achieved by setting them to their values closest to zero. 


7.1.3 Base Status Reporting 
All SCPI power supplies shall implement the status reporting structure described in Syntax 
& Style, Status Reporting. Command Reference, STATus Subsystem defines the commands 
which shall be used to control the status reporting structure. 


7.1.3.1 QUEStionable 
For a power supply, the bits of interest in the QUEStionable status structure are VOLTage 
and CURRent. When a power supply is operating as a voltage source, bit 1 (CURRent) shall 
be set. When a power supply is operating as a current source, bit 0 (VOLTage) shall be set. 
When the output is unregulated, both bits shall be set (for example, while the output is 
changing to anew programmed value). 


7.1.3.2 OPERation 


The base functionality of a power supply adds no requirements for this register. 
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Additional Functionality 


This section describes additional functionality for power supplies. 


Measurement capability 

While the basic function of a power supply is to source voltage and current, this additional 
functionality provides for the measurement of the actual voltage and current delivered to the 
load. 


The <af_keyword> for measurement capability is MEASURE. 


MEASURE Measurement Instructions 
The following MEASure:<function>? queries shall be implemented. 


KEYWORD PARAMETER FORM 
MEASure 
[:SCALar] 
:VOLTage[:DC]? [<expected_value>[,<resolution>]] 
:CURRent[:DC]? —[<expected_value>[,<resolution>]] 


These queries read the actual voltage and or current at the power supply’s output. They 
control a sensing function that is completely separate from the power supply itself. 
Executing these queries shall have no effect on the power supply’s settings. This 
functionality further require no additional Measurement Instruction commands and has no 
interaction with the power supply’s triggering system, if implemented. 


The <expected_value> and <resolution> parameters are included solely for compatibility 
with the Command Reference. While parameters shall be accepted for syntactic 
compatibility, they are not required by MEASURE and may be ignored by the device. 


MEASURE Device-oriented Functions 
MEASURE adds no device-oriented functions. 


MEASURE Status Reporting 
MEASURE adds no Status Reporting requirements. 


Multiple supplies 
A power supply may contain multiple independent power supplies. 


The <af_keyword> for multiple supplies is MULTIPLE. 


MULTIPLE Measurement Instructions 
MULTIPLE adds no measurement instructions. 


MULTIPLE Device-oriented Functions 
An instrument which contains multiple power supplies shall use the INSTrument:NSELect 
and INSTrument[:SELect] commands to switch among them. 
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KEYWORD 
:-INSTrument 
:NSELect 

[:SELect] 


Valid values of the <numeric_value> shall range from | to the number of power supplies. 


7.2.2.3 MULTIPLE Status Reporting 
Section 9.5 of Syntax & Style describes the implications of multiple instruments on the 
status reporting model. The INSTrument Summary bits in the QUEStionable and OPERation 
registers shall be used to summarize the status from all logical instruments. The following 
STATus subsystem commands are required. 


PARAMETER FORM 


KEYWORD 
STATus 
:OPERation 
-INSTrument 
:CONDition? 
:-ENABle 
[:EVENt]? 
SUMmary<n> 
:CONDition? 
:‘ENABle 
[:EVENt]? 
:QUEStionable 
-INSTrument 
:CONDition? 
:ENABle 
[:EVENt]? 
‘SUMmary<n> 
:CONDition? 
:-ENABle 
[:EVENt]? 


7.2.3 Triggering Capability 


Some power supplies are able to change their voltage and current based on the arrival of a 
command or external signal. Trigger commands, used in conjunction with source commands, 
control when the output changes. 


The <af_keyword> for trigger capability is TRIGGER. 


7.2.3.1. TRIGGER Measurement Instructions 
TRIGGER adds no measurement instructions. 


7.2.3.2 TRIGGER Device-oriented Functions 
Power supplies which have TRIGGER additional functionality shall implement the 
following SOURce and TRIGger commands. 
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PARAMETER FORM 


<numeric_value> 
<identifier> 


<NRf> 


<NRf> 


<NRf> 


<NRf> 


SCPI Reference 


Vol 2-12 
Vol 2-12.5 
Vol 2-12.6 


SCPI Reference 


Vol 2-20 
Vol 2-20.1 


Vol 2-20.1.2 
Vol 2-20.1.3 
Vol 2-20.1.4 


Vol 2-20.1.2 
Vol 2-20.1.3 
Vol 2-20.1.4 
Vol 2-20.3 


Vol 2-20.3.2 
Vol 2-20.3.3 
Vol 2-20.3.4 


Vol 2-20.1.2 
Vol 2-20.1.3 
Vol 2-20.1.4 
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KEYWORD 
INITiate 
:CONTinuous 
[:[MMediate] 
[: ALL] 
[SOURce] 
:CURRent 
[:LEVel] 
:TRIGgered 
[:AMPLitude] <numeric_value> 
:VOLTage 
[:LEVel] 
:TRIGgered 
[:AMPLitude] <numeric_value> 
TRIGger 
[:SEQuence] 
[:[MMediate] 


<Boolean> 


:SOURce {BUS | EXTernal | ...} 


PARAMETER FORM 


SCPI Reference 
Vol 2-24.7 

Vol 2-24.7.1 
Vol 2-24.7.2 
Vol 2-24.7.2.1 
Vol 2-19 

Vol 2-19.5 

Vol 2-19.5.4 
Vol 2-19.5.4.2 
Vol 2-19.5.4.2.1 
Vol 2-19.23 

Vol 2-19.23.4 
Vol 2-19.23.4.2 
Vol 2-19.23.4.2.1 
Vol 2-24.8 

Vol 2-24.8.1 

Vol 2-24.8.1.11 
Vol 2-24.8.1.17 


The trigger commands associated with the TRIGGER additional functionality shall have no 


interaction with the MEASURE additional functionality. 


Requiring BUS as a parameter to TRIGger:SOURCce has the side effect of requiring DT1 
capability in an IEEE 488.1 device. It also means the power supply implements the *TRG 


common command. 


A VXiIbus device with a trigger function is required to implement the Trigger command. 
When TRIGger:SOURCe is set to BUS, a VXIbus power supply uses the Trigger command 


as the TRIGger source. 


When TRIGger:SOURCce is set to IMMediate, an INITiate commmand immediately transfers 
the TRIGgered[:AMPLitude] value to [:IMMediate][:AMPLitude]. 


TRIGGER Status Reporting 


Bit 5 (Waiting for TRIG) in the OPERation Status Register shall be used to indicate the 


status of the trigger model. 
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7.3. Programming Examples 
This section discusses how a user might program a power supply for certain applications. 


Lal Simple 


To use a power supply as a constant voltage supply the programmer could send: 


*RST 

SOURce: VOLTage: LEVel: IMMediate:AMPLitude 5V 
SOURce:CURRent : LEVel: IMMediate:AMPLitude MAXimum 
OUTPut:STATe ON 




















or 





*RST; VOLT 5V;CURR MAX;OUTP ON 


132 Time Critical 
With a power supply containing the TRIGGER additional functionality, an application could 
change the voltage at a specific time by sending: 





RST 

OURce:CURRent : LEVel: IMMediate:AMPLitude MAXimum 
UTPut:STATe ON 
RIGger:SEQuence:SOURce EXTernal 
OURce: VOLTage: LEVel: IMMediate:AMPLitude 7.2V 
OURce: VOLTage: LEVel: TRIGgered:AMPLitude 9.6V 
NIiTiate: IMMediate 
































HNUNHONM * 





or 


+ 


RST;CURR MAX;OUTP ON; TRIG:SOUR EXT 
VOLT: IMM 7.2V;TRIG 9.6V 
INIT 








The power supply sources 7.2 volts immediately and waits for a signal on the external 
trigger. When the trigger event occurs, the output voltage changes to 9.6 volts. 


7.3.3 Level Verification 
With a power supply containing the MEASURE additional functionality, an application 
could verify the level by sending: 


*RST 

OUTPut:STATe ON 

SOURce:CURRent : LEVel: IMMediate:AMPLitude MAXimum 
SOURce: VOLTage: LEVel: IMMediate:AMPLitude 7.2V 
*OPC? 




















or 


*RST 
OUTP ON;CURR MAX;VOLT 7.2; *OPC? 


The application reads the ‘1’ returned by the supply when it completes the operation of 
changing the level. 
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Now the actual voltage and current supplied to the load are measured with: 





EASure:VOLTage:DC?; :MEASure: CURRent : DC? 





or 





MEAS : VOLT ?; CURR? 


The supply returns the measured voltage and current, which the application can then 
compare with expected results. 


Multiple Supplies 
A device containing two power supplies sets supply #1 to 5 Volts and supply #2 to -5 volts 
with the following commands: 


*RST 
INSTrument:NSELect 1 

SOURce: VOLTage: LEVel: IMMediate:AMPLitude 5V 
OUTPut:STATe O 
i 
s 
Oo 


























NSTrument:NSELect 2 
OURce: VOLTage: LEVel: IMMediate:AMPLitude —-5V 
UTPut:STATe O 






































or 
*RST 
INST:NSEL 1; VOLT 5;OUTP ON 
INST:NSEL 2; VOLT -5;OUTP ON 














To check that both supplies are acting as voltage sources and are not current limited, the 
QUEStionable Condition Register is queried using : 





STATus:QUEStionable:CONDition? 
If bit 0 is O and bit 1 is 1, both supplies are in the voltage source mode. 


To check each supplies separately, the application subsequently reads the regulation status 
with these commands sent in the same program message: 


STATus:QUEStionable:INSTrument:1SUMmaryl:CONDition?; 
:STATus: QUEStionable: INSTrument :ISUMmary2:CONDition? 








or 














STAT: QUES: INST: ISUM1:COND?; :STAT: QUES: INST: ISUM2:COND? 


A possible response would be 2;3 indicating the CURRent bit but not the VOLTage bit has 
been set on supply #1 (current limited, voltage regulated) and both bits set on supply #2 
(unregulated). 
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RF & Microwave Sources 


RF sources and microwave sources are basic sourcing instruments. They typically generate a 
single sinusoidal signal at one frequency and at constant output level. The frequency is 
typically in the range from above 10 MHz up to several GHz. Their output impedance is 
normally 50 Ohms and matched impedance is assumed. The output level is specified as 
power into a matched load rather than as voltage. Signal generators with modulation and 
sweepers are also covered by this chapter. Their special attributes are described as additional 
functionalities. 


Excluded from this chapter are optical sources, function generators, arbitrary waveform 
generators, pulse generators and data pattern generators. 


All SCPI compliant products implement the commands listed in Syntax & Style section 4.2. 


Figure 8-1 shows an instrument model for RF & microwave sources. It is derived from 

Command Reference, chapter 2. It is essentially the same as Figure 2-1 in Command 

Reference with various parts shaded or dashed. The bold boxes and lines, solid and dashed | 8 
are described in this chapter. 


The FORMat and ROUTe blocks are shown with dashed lines because many RF & 
microwave sources use their default settings. *RST sets FORMat[:DATA] to ASCii and 
ROUTe:TERMinals to FRONt. The shaded boxes are not described here. 






| Signal | data 
; Routing FORMat |. bus 


LL —_ — —_ 


Figure 8-1 Simplified Model of an RF & Microwave Source 


Figure 8-2 shows how the “Signal Generation” block in Figure 8-1 is expanded in RF & 
microwave sources. It is the same as Figure 2-5 in Command Reference with some dashed 
and shaded boxes. The CALCulate block is dashed because after *RST this block has no 
effect on the data. This chapter does not describe any CALCulate functions. The MEMory 
block is shaded because while RF & microwave sources may contain this function, this 
chapter does not address it. 
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OUTPut SOURce 


Signal Generation 





1 TRIGger 


LL ee 


Figure 8-2 Expanded Signal Generation Model 


8.1 Base Functionality 


This section describes the base functionality for RF & microwave signal sources. 
The <bf_keyword> for RF & microwave sources is RFSOURCE. 


8.1.1 Base Measurement Instructions 
The base functionality for RF & microwave sources contains no measurement instructions. 


8.12 Base Device-oriented Functions 
8.1.2.1 SOURce subsystem 


RF & microwave sources shall provide control of its output frequency and level by 
implementing these commands. 


KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:FREQuency Vol 2-19.9 
[:CWI:FIXed] <numeric_value> Vol 2-19.9.2 
:POWer Vol 2-19.15 
:ALC Vol 2-19.15.2 
[:STATe] <Boolean> Vol 2-19.15.2.1 
[:LEVel] Vol 2-19.15.4 
[:IMMediate] Vol 2-19.15.4.1 
[:AMPLitude] <numeric_value> Vol 2-19.15.4.1.1 


If the :FREQuency and :POWer commands are implemented as overlapped commands, the 
associated Pending-Operation flags shall be reported in the No-Operation-Pending flag. The 
operation started by the :FREQuency command completes when the frequency has reached 
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the programmed frequency value. Likewise, the operation started by the :POWer command 
completes when the output level has reached the programmed power value. 


At *RST a RF & microwave source should be set to a “safe” condition. This is generally 
achieved by setting the amplitude to its minimum value in conjunction with *RST setting 
OUTPut:STATe to OFF. 


8.1.2.2 OUTPut Subsystem 
RF & microwave sources that have at least one output which can be turned on and off and 
shall implement the following command. 


KEYWORD PARAMETER FORM SCPI Reference 
OUTPut Vol 2-15 
[:STATe] <Boolean> Vol 2-15.12 


As stated in Command Reference, *RST sets the output state to off. 


8.1.2.3 UNIT Subsystem | 8 


RF & microwave sources shall provide control of its UNITs for the output power by 
implementing this command. 


KEYWORD PARAMETER FORM SCPI Reference 
UNIT Vol 2-25 
:POWer WIVIDBMIDB<suffix mult.>WI... Vol 2-25.2 


At *RST, this value shall be set to DBM. 


8.1.3 Base Status Reporting 
All SCPI RF & microwave sources shall implement the status reporting structure described 
in Syntax & Style, Status Reporting. Command Reference, STATus Subsystem defines the 
commands which shall be used to control the status reporting structure. 


8.1.3.1 QUEStionable Status 
RF & microwave sources shall set bit 3 (POWer) or bit 5 (FREQuency) in the QUEStionable 
Status Register when the RF & microwave source suspects the power or the frequency is of 
questionable accuracy. 


8.1.3.2 OPERation Status 
The base functionality of a RF & microwave source adds no requirements to the OPERation 
Status register. 
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Additional functionality 


The basic function of a RF & microwave source is to generate a signal at fixed frequency 
and power. Typical signal generators and typical sweepers may include additional 
functionality as modulation, sweep of frequency or power, marker and trigger function and 
selection of the reference oscillator. This section describes this additional functionality for 
RF & microwave sources. 


Amplitude Modulation 

This additional functionality provides amplitude modulation of the RF output signal 
delivered to the load either by an internally generated modulation signal or by an external 
signal input. 


The <af_keyword> for amplitude modulation is AM. 


AM Measurement Instructions 
AM adds no Measurement Instructions. 


AM Device Oriented Commands 
RF & microwave sources which have the AM additional functionality shall provide control 
of amplitude modulation by implementing the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:AM Vol 2-19.2 
[:DEPTh] <numeric_value> Vol 2-19.2.2 
:EXTernal Vol 2-19.2.3 
:COUPling ACIDCI... Vol 2-19.2.3.1 
:INTernal Vol 2-19.2.4 
:FREQuency <numeric_value> Vol 2-19.2.4.1 
:SOURce EXTernallINTernal Vol 2-19.2.8 
‘STATe <Boolean> Vol 2-19.2.9 
AM Status Reporting 


When the RF & microwave source suspects the additional function AM is of questionable 
accuracy, bit 7 (MODulation) shall be set in the QUEStionable Status Register. 


Frequency Modulation 

This additional functionality provides frequency modulation of the RF output signal 
delivered to the load either by an internally generated modulation signal or by an external 
signal input. 


The <af_keyword> for frequency modulation is FM. 


FM Measurement Instructions 
FM adds no Measurement Instructions. 


FM Device Oriented Commands 
RF & microwave sources which have the FM additional functionality shall provide control 
of frequency modulation by implementing the following commands. 
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KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:FM Vol 2-19.7 
[:DEViation] <numeric_value> Vol 2-19.7.2 
:EXTernal Vol 2-19.7.3 
:COUPling ACIDCI... Vol 2-19.7.3.1 
:INTernal Vol 2-19.7.4 
:FREQuency <numeric_value> Vol 2-19.7.4.1 
:SOURce EXTernallINTernal Vol 2-19.7.8 
‘STATe <Boolean> Vol 2-19.7.9 


8.2.2.3 Status Reporting 
When the RF & microwave source suspects the additional function FM is of questionable 
accuracy, bit 7 (MODulation) shall be set in the QUEStionable Status Register. 


8.2.3 Pulse Modulation 
This additional functionality provides pulse modulation of the RF output signal delivered to | 8 
the load by an external modulation signal. 


The <af_keyword> for pulse modulation is PULM. 


8.2.3.1 PULM Measurement Instructions 
PULM adds no Measurement Instructions. 


8.2.3.2 PULM Device Oriented Commands 
RF & microwave sources which have the PULM additional functionality shall provide 
control of pulse modulation by implementing the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:PULM Vol 2-19.16 
:POLarity NORMallINVerted Vol 2-19.16.4 
‘STATe <Boolean> Vol 2-19.16.6 


8.2.3.3. PULM Status Reporting 
When the RF & microwave source suspects the additional functionality PULM is of 
questionable accuracy, bit 7 (MODulation) shall be set in the QUEStionable Status Register. 


8.2.4 Analog Frequency Sweeping 
RF & microwave sources may provide control of analog frequency sweep functions. 


The <af_keyword> for analog frequency sweeping is FASWEEP. 


8.2.4.1. FASWEEP Measurement Instructions 
FASWEEP adds no Measurement Instructions. 


8.2.4.2 FASWEEP Device Oriented Commands 
RF & microwave sources which have the FASWEEP additional functionality shall provide 
control of frequency sweep by implementing the following commands. 
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KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[SOURce] Vol 2-19 
:FREQuency Vol 2-19.9 
:MODE CWIFIXedlSWEepl... Vol 2-19.9.4 
:STARt <numeric_value> Vol 2-19.9.9 
:STOP <numeric_value> Vol 2-19.9.10 
:CENTer <numeric_value> Vol 2-19.9.1 
:SPAN <numeric_value> Vol 2-19.9.8 
:SWEep Vol 2-19.21 
:TIME <numeric_value> Vol 2-19.21.1 
:AUTO <Boolean>IONCE Vol 2-19.21.1.1 


See the beginning of the Command Refernce, SOURce chapter for a description of the 
coupling among STARt, STOP, CENTer & SPAN. 


Typically a RF & microwave source has just one single SWEEP source for frequency and 
power sweep. The setting of sweep parameters are then coupled and identical. If there is 
more than one sweep source they can be distinguished by use of a numeric suffix. 


When the mode is changed from CW to SWEep, the instrument is not sweeping until 
INITiate:CONTinuous is set to ON. 


8.2.4.3 FASWEEP Status Reporting 


82.5 


8.2.5). 


8.2.5. 


8-6 


If the additional function Analog Frequency Sweep is implemented and the RF & microwave 
source is performing this operation, bit 3 (SWEeping) shall be set in the OPERation Status 
Register. 


Stepped Frequency Sweeping 


RF & microwave sources may provide control of stepped frequency sweep functions. 
The <af_keyword> for stepped frequency sweeping is FSSWEEP. 


1 FSSWEEP Measurement Insiructions 
FSSWEEP adds no Measurement Instructions. 


2 FSSWEEP Device Oriented Commands 
RF & microwave sources which have the FSSWEEP additional functionality shall provide 
control of frequency sweep by implementing the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[SOURce] Vol 2-19 
:FREQuency Vol 2-19.9 
:MODE CWIFIXedlSWEepl... Vol 2-19.9.4 
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:STARt <numeric_value> Vol 2-19.9.9 
:STOP <numeric_value> Vol 2-19.9.10 
:CENTer <numeric_value> Vol 2-19.9.1 
:SPAN <numeric_value> Vol 2-19.9.8 
:SWEep Vol 2-19.21 
:DWEL]I <numeric_value> Vol 2-19.21.2 
:STEP <numeric_value> Vol 2-19.21.7 


See the beginning of the Command Reference, SOURce chapter for a description of the 
coupling among STARt, STOP, CENTer & SPAN. 


Typically a RF & microwave source has just one single SWEEP source for frequency and 
power sweep. The setting of sweep parameters are then coupled and identical. If there is 
more than one sweep source they can be distinguished by use of a numeric suffix. 


When the mode is changed from CW to SWEep, the instrument is not sweeping until 
INITiate:CONTinuous is set to ON. | 8 


8.2.5.3 FSSWEEP Status Reporting 
If the additional function Stepped Frequency Sweep is implemented and the RF & 
microwave source is performing this operation, bit 3 (SWEeping) shall be set in the 
OPERation Status Register. 


8.2.6 Analog Power Sweeping 
RF & microwave sources may provide control of analog power sweep functions. 


The <af_keyword> for analog power sweeping is PASWEEP. 


8.2.6.1 PASWEEP Measurement Instructions 
PASWEEP adds no Measurement Instructions. 


8.2.6.2 PASWEEP Device Oriented Commands 
RF & microwave sources which have the PASWEEP additional functionality shall provide 
control of analog power sweep by implementing the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[SOURce] Vol 2-19 
:POWer Vol 2-19.15 
:MODE FIXed|ISWEep Vol 2-19.15.7 
:‘STARt <numeric value> Vol 2-19.15.13 
:STOP <numeric value> Vol 2-19.15.14 
:CENTer <numeric value> Vol 2-19.15.3 
‘SPAN <numeric value> Vol 2-19.15.12 
:SWEep Vol 2-19.21 
:TIME <numeric value> Vol 2-19.21.1 
:AUTO <Boolean>IONCE Vol 2-19.21.1.1 
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See the beginning of the Command Reference, SOURce chapter for a description of the 
coupling among STARt, STOP, CENTer & SPAN. 


Typically a RF & microwave source has just one single SWEEP source for frequency and 
power sweep. The setting of sweep parameters are then coupled and identical. If there is 
more than one sweep source they can be distinguished by use of a numeric suffix. 


When the mode is changed from CW to SWEep, the instrument is not sweeping until 
INITiate:CONTinuous is set to ON. 


PASWEEP Status Reporting 

If the additional function Analog Power Sweep is implemented and the RF & microwave 
source is performing this operation, bit 3 (SWEeping) shall be set in the OPERation Status 
Register. 


Stepped Power Sweeping 
RF & microwave sources may provide control of stepped power sweep functions. 


The <af_keyword> for stepped power sweeping is PSSWEEP. 


PSSWEEP Measurement Instructions 
PSSWEEP adds no Measurement Instructions. 


PSSWEEP Device Oriented Commands 
RF & microwave sources which have the PSSWEEP additional functionality shall provide 
control of stepped power sweep by implementing the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[SOURce] Vol 2-19 
:POWer Vol 2-19.15 
:MODE FIXed|ISWEep Vol 2-19.15.7 
‘STARt <numeric value> Vol 2-19.15.13 
:STOP <numeric value> Vol 2-19.15.14 
:CENTer <numeric value> Vol 2-19.15.3 
‘SPAN <numeric value> Vol 2-19.15.12 
:SWEep Vol 2-19.21 
:DWEL]I <numeric_value> Vol 2-19.21.2 
:STEP <numeric_value> Vol 2-19.21.7 


See the beginning of the Command Reference, SOURce chapter for a description of the 
coupling among STARt, STOP, CENTer & SPAN. 


Typically a RF & microwave source has just one single SWEEP source for frequency and 
power sweep. The setting of sweep parameters are then coupled and identical. If there is 
more than one sweep source they can be distinguished by use of a numeric suffix. 
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When the mode is changed from CW to SWEep, the instrument is not sweeping until 
INITiate:CONTinuous is set to ON. 


8.2.7.3 PSSWEEP Status Reporting 
If the additional function Stepped Power Sweep is implemented and the signal generator is 
performing this operation, bit 3 (SWEeping) shall be set in the OPERation Status Register. 


8.2.8 Frequency List 
RF & microwave sources may provide control of additional frequency sweep functions by a 
frequency list containing the sequence of frequencies to be stepped through. 


The <af_keyword> for frequency lists is FLIST. 


8.2.8.1 FLIST Measurement Instructions 
FLIST adds no Measurement Instructions. 


8.2.8.2 FLIST Device Oriented Commands 


RF & microwave sources which have the FLIST additional functionality shall provide | 8 
control of frequency list by implementing the following commands. 
KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[SOURce] Vol 2-19 
:FREQuency Vol 2-19.9 
:MODE CWIFIXedILISTI... Vol 2-19.9.4 
:LIST Vol 2-19.11 
:DWEL]I <numeric value> Vol 2-19.11.8 
:POINts? query only Vol 2-19.11.8.1 
:FREQuency <numeric_value>{,<numeric_value>} Vol 2-19.11.9 
:POINts? query only Vol 2-19.11.9.1 


This functionality only requires one parameter for DWELI, however the instrument may 
accept more than one. 


8.2.8.3 FLIST Status Reporting 


FLIST adds no requirement for status reporting. 


8259 Marker Function 
RF & microwave sources may provide control of marker functions. 


The <af_keyword> for marker function is MARKER. 


8.2.9.1 MARKER Measurement Insiructions 
MARKER adds no Measurement Instructions. 


8.2.9.2 MARKER Device Oriented Commands 
RF & microwave sources which have the MARKER additional functionality shall provide 
control of markers by implementing the following commands. 
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KEYWORD PARAMETER FORM SCPI Reference 
[SOURce] Vol 2-19 
:MARKer<n> Vol 2-19.12 
:AOFF Vol 2-19.12.2 
:FREQuency <numeric_value> Vol 2-19.12.3 
[:STATe] <Boolean> Vol 2-19.12.7 


RF & microwave sources may have more than one Marker. In this case a numeric suffix 
shall be used to distinguish between the different markers. 


MARKER Status Reporting 
MARKER adds no requirement for status reporting. 


Trigger Function 

RF & microwave sources uses the TRIGger Subsystem to control the start of the sweep or 
list function if the frequency and/or the amplitude is swept. When a trigger is received, the 
RF & microwave source starts and completes a sweep or list sequence and then waits for the 
next trigger event. 


The <af_keyword> for trigger function is TRIGGER. 


TRIGGER Measurement Instructions 
TRIGGER adds no Measurement Instructions. 


TRIGGER Device Oriented Commands 
RF & microwave sources which have the TRIGGER additional functionality shall 
implement the following trigger commands. 


KEYWORD PARAMETER FORM SCPI Reference 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:ALL] Vol 2-24.7.1.1 
[:IMMediate] Vol 2-24.7.2 
[:ALL] Vol 2-24.7.2.1 
ABORt Vol 2-24.5 
TRIGger Vol 2-24.8 
[:SEQuence] Vol 2-24.8.1 


[:[MMediate] 
:SOURce 


Vol 2-24.8.1.11 
BUS | IMMediate | ... 7 Vol 2-24.8.1.17 
+ In addition to the TRIGger:SOURce parameters listed, a RF & microwave source with 
FSSWEEP, PSSWEEP or FLIST shall implement an external trigger, such as EXTernal, 
ECLTrg<n> or TTLTrg<n>. 
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Requiring BUS as a legal parameter to TRIGger:SOURce has the side effect of requiring 
DT1 capability in a 488.1 device. It also means the RF & microwave source implements the 
*TRG common command. 


A VX\Ibus device with a trigger function is required to implement the Trigger command. 
When TRIGger:SOURCce is set BUS, a VXIbus RF & microwave source shall use the 
Trigger command as the TRIGger source. 


8.2.10.3 TRIGGER Status Reporting 
If the additional function TRIGGER is implemented and the RF & microwave source is 
performing this operation, bit 5 (Waiting for TRIGger) shall be set in the OPERation Status 
Register. 


8.2.11 Reference Oscillator 
RF & microwave sources may have the functionality to select which reference oscillator is in 
use and to define the frequency of the external reference oscillator. 


The <af_keyword> for reference oscillator function is REFERENCE. | 8 


8.2.11.1 REFERENCE Measurement Instructions 
REFERENCE adds no Measurement Instructions. 


8.2.11.2 REFERENCE Device Oriented Commands 
RF & microwave sources which have the additional functionality to select the reference 
oscillator shall implement the following commands. 


KEYWORD PARAMETER FORM SCPI Reference 
[:SOURce] Vol 2-19 
:-ROSCillator Vol 2-19.19 
:EXTernal Vol 2-19.19.2 
:FREQuency <numeric_value> Vol 2-19.19.2.1 
:SOURce INTernallEXTernal Vol 2-19.19.3 


8.2.11.3 REFERENCE Status Reporting 
RF & microwave sources shall set bit 5 (FREQuency) in the QUEStionable Status Register 
when there is no appropriate reference signal available and the RF & microwave source 
suspects the output frequency is of questionable accuracy. 
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8.3. Programming Examples 


This section discusses how a user might program RF & microwave sources for certain 


applications. 


8.3.1 Simple 
To use RF & microwave sources as a 
level the programmer could send: 


RST 
OURce:CW:FREQuency 123. 





simple signal source for fixed frequency and output 


45 MHZ 








UTput:STATe ON 
or 


*RST 
FREQ 123.45MHZ;POW -—27DB 


8 8.3.2 Modulation 








* 
Ss 
SOURce: POWer: LEVel: IMMediate:AMPLitude -27 DBM 
Oo 


M;OUTP ON 


To use a RF & microwave source having the functionality to generate a frequency 
modulated signal by use of the internal modulation source the programmer could send: 


*RST 
SOURce:CW:FREquency 89.5 
SOURce:FM:DEViation 200 











FM:D 
SOURce:FM:SOURce INTerna 
SOURce: FM: INTernal:FREQu 
SOURce: POWer: LEVel: IMMed 


S 








MHZ 

KHZ 

1 

ency 1 KHZ 
ijate:AMPLitude 100 UW 








OUTPut:STATe O 
or 


*RST 

FREQ 89.5MHZ 

FM 200KHZ;FM:SOUR INT; IN 
POW 100UW;OUTP ON 











8.3.3 Analog Sweep 


T:FREQ 1KHZ 





To use a RF & microwave source having the functionality to sweep the frequency with 
setting of start/stop frequency and sweep time the programmer could send: 


*RST 








SOURce:FREQuency:MODE SW 





Eep 








SOURce:FREQuency:STARt 1 
SOURce:FREQuency:STOP 2 
SOURce:SWEep: TIME 100 MS 
SOURce: POWer: LEVel: IMMed 























00 MHZ 
00 MHZ 


ijate:AMPLitude -27 DBM 





OUTPut:STATe ON 
INITiate:CONTinuous ON 


or 
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*RST 
FREQ:MODE SWE 
FREQ:STAR 100MHZ;STOP 200MHZ 
SWE: TIME 100MS 

POW -27 DBM;OUTP ON 
INIT:CONT ON 
































8.3.4 Triggered Analog Sweep 
To use a RF & microwave source as a analog sweeper in triggered single sweep mode the 
programmer could send: 


*RST 

SOURce:FREQuency:MODE SWEep 
SOURce:FREQuency:STARt 100 MHZ 
SOURce:FREQuency:STOP 200 MHZ 

SOURce:SWEep: TIME 100 MS 

SOURce:POWer: LEVel: IMMediate:AMPLitude -27 DBM 
OUTPut:STATe O 
TRIGger:SOURce EXTernal 
INITiate:IMMediate 


















































or 
*RST 

EQ:MODE SWE 

EQ:STAR 100MHZ;STOP 200MHZ 











FR 
FR 











SWE: TIME 100MS 

POW -—27 DBM;OUTP ON 
TRIG:SOUR EXT 

INIT 




















Note: The SOURCE:S WEEP:COUNT and SOURCE:LIST:COUNT are set to | after *RST 
i.e. the sweeper will perform single sweep function after occurrence of an external trigger 
signal and then waits for the next trigger event. 


8.3.5 Sweep with Marker 
To use a sweeper with setting of two markers the programmer could add the following 
commands to example 8.3.3: 





SOURce:MARKerl:FREQuency 125 MHZ 
SOURce:MARKer2:FREQuency 170 MHZ 








or 





MARK1:FREQ 125MHZ;MARK2:FREQ 170MHZ 








8.3.6 Reference oscillator 
To use a RF & microwave source with its output frequency derived from an external 
reference frequency the programmer could send: 
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*RST 
SOURce:ROSCillator:EXTernal 10 MHZ 
SOURce:CW:FREQuency 2355.5 MHZ 

SOURce:POWer: LEVel: IMMediate:AMPLitude -6 DBM 
OUTPut:STATe O 














or 


*RST 
ROSC:EXT 10MHZ 
FREQ 2355.5MHZ;POW -6DBM;OUTP ON 
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Signal Switchers 


A signal switcher is a basic signal routing instrument. In its most basic form, it can make and 
break signal connections. These signal connections are usually referred to as channels. 
Making a connection is closing a channel, and breaking a signal is opening a channel. More 
advanced signal switchers can be programmed with sequence lists of channels to close in 
response to trigger events. Because a signal switcher is primarily a signal router, the ROUTe 
root node is optional. 


Figure 9-1 shows an instrument model for a signal switcher. It is derived from Command 
Reference, chapter 2. It is essentially the same as Figure 2-1 in Command Reference with 
various parts gray or dashed. The bold boxes and lines, solid and dashed, are described in 
this chapter. 


All SCPI compliant products implement the commands listed in Syntax & Style section 4.2. 





Signal 
Routing 
A 
Dupeteiaees | 
| TRIGger | 
en Tere ; 
y 


Routing 





Figure 9-1 Simplified Model for a Progammable Signal Switcher 
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Base Functionality 
The <bf_keyword> for a signal switcher is SWITCHER. 


Base Measurement Instructions 
Since a signal switcher has no measuring capability, it has no measurement instructions. 


Base Device-oriented Functions 
ROUTe Subsystem 


A signal switcher can at least make and break signal connections by closing and opening 
channels. 


The following commands shall be implemented. 


KEYWORD PARAMETER FORM SCPI Reference 
[ROUTe] Vol 2-17 
:CLOSe <channel_list> Vol 2-17.1 
:STATe? Vol 2-17.1.1 
:OPEN <channel_list> Vol 2-17.3 
:ALL Vol 2-17.3.1 


If the :CLOSe and :OPEN commmands are implemented as overlapped commands, the 
associated Pending-Operation flags shall be reported in the No-Operation-Pending flag. 


Base Status Reporting 

All SCPI signal switchers shall implement the status reporting structure described in Syntax 
& Style, Status Reporting. Command Reference, STATus Subsystem defines the commands 
which shall be used to control the status reporting structure. 


The base functionality of a switcher adds no additional status reporting requirements. 
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9.2 Additional Functionality 


9:2.) Scanning 
The <af_keyword> for scanning is SCAN. 


Signal switchers which implement the SCAN additional functionality can be programmed 
with a list of channels to “scan”. Each time the signal switcher recognizes a trigger event, it 
opens the previously closed channel and closes the next channel in the list. 


9.2.1.1 SCAN Measurement Instructions 
SCAN adds no measurement instructions. 


9.2.1.2 SCAN Device-oriented Functions 


9.2.1.2.1 ROUTe Subsystem 
A signal switcher which has the SCAN additional functionality shall implement the 
following command. 


KEYWORD PARAMETER FORM SCPI Reference 
[ROUTe] Vol 2-17 | 9 
:SCAN <channel_list> Vol 2-17.6 


Note: The following paragraph is intended to provide guidance to designers of signal 
switchers. It is not intended to impose further design requirements. 


The appropriate interaction between the SCAN command and the CLOSe and OPEN 
commands depends upon the intended application of the signal switcher. In some instances it 
is advantageous to be able to close a set of channels using the CLOSe command (e.g. to 
connect sourcing instruments to the device under test), then scan through a different set of 
channels (e.g. to make measurements on various nodes in the device under test) without 
opening those channels which were closed by the CLOSe command. In other instances it is 
desirable that the start of the scan operation first opens any channels which are already 
closed. 


9.2.1.2.2 TRIGger Subsystem 
A signal switcher which has the SCAN additional functionality shall implement the 
following trigger commands. 


KEYWORD PARAMETER FORM SCPI Reference 
ABORt Vol 2-24.5 
INITiate Vol 2-24.7 
:CONTinuous <Boolean> Vol 2-24.7.1 
[:IMMediate] Vol 2-24.7.2 
[:ALL] Vol 2-24.7.2.1 
TRIGger Vol 2-24.8 
[:SEQuence] Vol 2-24.8.1 
:COUNt <numeric_value> Vol 2-24.8.1.2 
:SOURce BUS | IMMediate | ... + Vol 2-24.8.1.17 
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+ In addition to the TRIGger:SOURce parameters listed, a signal switcher with SCAN shall 
implement an external trigger, such as EXTernal, ECLTrg<n> or TTLTrg<n>. 


Requiring BUS as a legal parameter to TRIGger:SOURce has the side effect of requiring 
DT1 capability in a 488.1 device. It also means the signal switcher implements the *TRG 
common command. 


A VXiIbus device with a trigger function is required to implement the Trigger command. 
When TRIGger:SOURCce is set BUS, a VXIbus switcher shall use the Trigger command as 
the TRIGger source. 


SCAN Status Reporting 
Bit 5 (Waiting for TRIG) in the OPERation Status Register shall be used to indicate the 
status of the trigger model. 


Extended Trigger 
The <af_keyword> for extended trigger is ETRIGGER. This <af_keyword> is subservient to 
SCAN. 


Some signal switchers which have SCAN functionality (and so have TRIGger commands) 
provide two layer triggering where a separate event must occur before the TRIGger layer is 
entered. 


ETRIGGER Measurement Instructions 
ETRIGGER adds no Measurement Instructions. 


ETRIGGER Device-oriented Functions 


TRIGger Subsystem 
The following ARM command shall be used to provide the ETRIGGER functionality. 
KEYWORD PARAMETER FORM SCPI Reference 
ARM Vol 2-24.6 
[:SEQuence] Vol 2-24.6.1 
[:LA Yer] Vol 2-24.6.1.2 
:SOURce {BUS | IMMediate | ... } Vol 2-24.6.1.2.14 


ETRIGGER Status Reporting 
Bit 6 (Waiting for ARM) in the OPERation Status Register shall be used to indicate the 
status of the trigger model. 
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9.3. Programming Examples 
This section discusses how a user might program a signal switcher for certain applications. 
The examples assume the signal switcher contains a single switch module which is a 
10-channel multiplexer which permits any combination of the 10 channels to be closed 
simultaneously. 


9.3.1 Making and Breaking Connections 
To close signal channel #3: 


ROUTe:CLOSe (@3) 
or 
CLOS (@3) 
To query whether channel #3 is closed: 


ROUTe:CLOSe? (@3) 


cxos? (@3) EZ 


9.3.2 Programmed Connection Sequences 
A signal switcher which can be programmed with a sequence of connections can improve 
the throughput of test systems by reducing the communication required between the system 
controller and the test instruments. For example, the output of the 10-channel multiplexer 
which has SCAN functionality, and includes EXTernal as a valid parameter for 
TRIGger:SOURce, is connected to the inputs of a DMM. The “meter complete” signal from 
the DMM is connected to the external trigger input of the signal switcher. To configure this 
system to measure on all 10 channels, use this sequence of commands to the signal switcher: 


or 











*RST 
TRIGger:SEQuence:COUNt 9;SOURce EXTernal 
ROUTe:SCAN (@2,3,4,5,6,7,8,9,10);CLOSe (@1) 
INITiate: IMMediate 
or 
*RST 
TRIG:COUN 9;SOUR EXT 
SCAN (@2:10);CLOS (@1) 
INIT 





The *RST command sets INITiate:CONTinuous to OFF and puts the trigger model in IDLE. 
After sending the INITiate:IMMediate command, the system controller triggers the DMM. 
When the meter is finished measuring, its “meter complete” signal activate the signal 
switcher’s external trigger input, causing it to close channel 2. Now the system controller 
triggers the DMM again, and so on. When the signal switcher has finished processing the 9th 
trigger (closing channel 10) it returns to the trigger model IDLE layer. 
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